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(57) ABSTRACT 
A balloon formed of a single layer of polybutylene tereph 
thalate and polytetrarnethylene ether glycol terephthalate 
copolyrner in a substantially unblended form. The copoly 
mer has a ?eXural modulus of greater than about 150,000 
psi. The presently preferred copolyrner is Hytrel® 8238 by 
DuPont. The balloon of the invention Would be substantially 
unblended, de?ned as greater than about 60% by Weight to 
about 100% by Weight of the copolyrner. The balloon is 
formed in a series of molds. The balloon of the invention 
exhibits high rupture pressure and loW compliance coupled 
With good lesion cross and recross ability. 
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HIGH PRESSURE CATHETER BALLOON 

BACKGROUND OF THE INVENTION 

[0001] This invention generally relates to intravascular 
catheters, such as balloon dilatation catheters used in per 
cutaneous transluminal coronary angioplasty (PTCA). 

[0002] PTCA is a Widely used procedure for the treatment 
of coronary heart disease. In this procedure, a balloon 
dilatation catheter is advanced into the patient’s coronary 
artery and the balloon on the catheter is in?ated Within the 
stenotic region of the patient’s artery to open up the arterial 
passageWay and thereby increase the blood ?oW there 
through. To facilitate the advancement of the dilatation 
catheter into the patient’s coronary artery, a guiding catheter 
having a preshaped distal tip is ?rst percutaneously intro 
duced into the cardiovascular system of a patient by the 
Seldinger technique through the brachial or femoral arteries. 
The catheter is advanced until the preshaped distal tip of the 
guiding catheter is disposed Within the aorta adjacent the 
ostium of the desired coronary artery, and the distal tip of the 
guiding catheter is then maneuvered into the ostium. A 
balloon dilatation catheter may then be advanced through 
the guiding catheter into the patient’s coronary artery until 
the balloon on the catheter is disposed Within the stenotic 
region of the patient’s artery. The balloon is in?ated to open 
up the arterial passageWay and increase the blood ?oW 
through the artery. Generally, the in?ated diameter of the 
balloon is approximately the same diameter as the native 
diameter of the body lumen being dilated so as to complete 
the dilatation but not over expand the artery Wall. After the 
balloon is ?nally de?ated, blood ?oW resumes through the 
dilated artery and the dilatation catheter can be removed 
therefrom. 

[0003] To reduce the restenosis rate and to strengthen the 
dilated area, physicians frequently implant an intravascular 
prosthesis, generally called a stent, inside the artery at the 
site of the lesion. Stents may also be used to repair vessels 
having an intimal ?ap or dissection or to generally 
strengthen a Weakened section of a vessel. Stents are usually 
delivered to a desired location Within a coronary artery in a 
contracted condition on a balloon of a catheter Which is 
similar in many respects to a balloon angioplasty catheter, 
and expanded to a larger diameter by expansion of the 
balloon. The balloon is de?ated to remove the catheter and 
the stent left in place Within the artery at the site of the 
dilated lesion. See for example, US. Pat. No. 5,507,768 
(Lau et al.) and US. Pat. No. 5,458,615 (Klemm et al.), 
Which are incorporated herein by reference. 

[0004] To properly position the balloon Within the stenotic 
region, the balloon must be advancable Within the patient’s 
tortuous vasculature. Additionally, the balloon must be 
advanced across the stenosis, typically referred to as the 
ability to cross the stenosis. 

[0005] HoWever, the design of balloon catheters must 
balance the competing concerns of ?exibility and balloon 
softness required for trackability and crossability With bal 
loon strength and loW compliance required to expand against 
the stenosis. 

[0006] Therefore, What has been needed is a balloon 
catheter With improved trackability, crossability and 
strength. The present invention satis?es these and other 
needs. 
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SUMMARY OF THE INVENTION 

[0007] The invention is directed to a balloon formed of a 
single layer of a substantially unblended copolymer having 
a ?exural modulus of at least 150 kpsi (1 GPa). A single 
layer is de?ned as one layer of copolymer used to manu 
facture the balloon. The copolymer is a copolymer of 
polybutylene terephthalate (“PBT”) and polytetramethylene 
ether glycol terephthalate (“PTMEGT”). 
[0008] In a presently preferred embodiment, the copoly 
mer is substantially unblended With any other material. 
Substantially unblended, for the purpose of this patent is 
de?ned as greater than about 60% by Weight of the copoly 
mer. In a more preferred embodiment, the balloon is formed 
of no less than about 95% by Weight of the copolymer. The 
most preferred embodiment is about 100% by Weight PBT 
and PTMEGT copolymer. Suitable polymeric materials for 
blending With the PBT and PTMEGT copolymer include 
polymers such as polyethylene terephthalate or polybutylene 
terephthalate to make a stiffer balloon. 

[0009] Aballoon catheter of the invention generally com 
prises a catheter having an elongated shaft With proximal 
and distal ends, an in?ation lumen, and a single layered 
balloon formed of a copolymer made of polybutylene 
terephthalate and polytetramethylene ether glycol terephtha 
late. A suitable PBT and PTMEGT copolymer includes 
Hytrel® polymers from E.I. DuPont de Nemours and Com 
pany. Hytrel® is available in a range of grades. Properties of 
the grade are determined by the ratio of PTMEGT to PBT. 
The presently preferred copolymer is Hytrel® 8238, Which 
has a shore durometer hardness of 82 D. 

[0010] In accordance With the invention, the balloon is 
formed of a polymeric material, Whether 100% copolymer or 
substantially unblended, the polymeric material having a 
?exural modulus of greater than about 150 kpsi (1 GPa). The 
?exural modulus is a measure of the ratio of stress to strain 
during ?exural deformation. Therefore, a high ?exural 
modulus number means a material is harder to distort With 
increasing force. Preferably, the copolymer has a ?exural 
modulus of at least 175 kpsi (1.17 GPa). 

[0011] The material Will have an elongation at break of at 
least about 200%, preferably about 350% or higher. The 
tensile strength of the material at break Will be at least 5500 
psi, preferably greater than about 6500 psi (45 MPa). The 
tensile strength for the most preferred material is about 7000 
psi (48 MPa) or higher. The balloon made from the material 
Will have an average rupture pressure of at least 18 atm, and 
is usually about 22 atm to about 26 atm for a balloon With 
a double Wall thickness of about 0.0016 inches (0.04 milli 

meters). 
[0012] The balloon of this invention Will have a loW 
compliance. The term complaint is understood to mean the 
measure of the increase in diameter of the balloon under 
pressure. LoW compliance is meant to imply radial expan 
sion less than about 0.045 millimeters per atmosphere of 
pressure applied (mm/atm). In the most preferred embodi 
ment of the invention, the resulting balloon has a compliance 
of less than 0.02 mm/atm Within the Working range of the 
balloon of about 10 atm to about 18 atm. 

[0013] Various designs for balloon catheters Well knoWn 
in the art may be used in the catheter of the invention. For 
example, the catheter may be a conventional over-the-Wire 
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dilatation catheter for angioplasty having a guideWire 
receiving lumen extending the length of the catheter shaft 
from a guideWire port in the proximal end of the shaft, or a 
rapid exchange dilatation catheter having a short guideWire 
lumen extending to the distal end of the shaft from a 
guideWire port located distal to the proximal end of the shaft. 
Additionally, the catheter may be used to deliver a stent 
mounted on the catheter balloon. 

[0014] The balloon of the invention provides improved 
performance because of the strength of the material coupled 
With its unexpected tracking and crossing ability. The cath 
eter of the invention has the unexpected ability to track as 
Well as a catheter With a balloon formed of a more compliant 
material With a loWer ?exural modulus. Tracking is the ease 
that the balloon catheter moves through the blood vessel and 
advanced over the guideWire. Good tracking ability means 
the user feels less resistance. In addition, the balloon of this 
invention could cross a lesion Which Nylon and Pellethane 
balloons knoWn in the art could not cross. The balloon of this 
invention, once de?ated, also had the ability to recross the 
lesion after initial dilation. Therefore, the balloon of this 
invention Would make an excellent choice for physicians 
dealing With multiple stenosis and re-dilation cases. 

[0015] The material properties of the balloon also make 
the invention ideal for stent implantation. The balloon has 
loW compliance, coupled With high pressure capability. 
Therefore, the balloon of this invention Would be used for a 
balloon catheter to cross a non-dilated lesion and expand to 
simultaneously dilate the lesion and implant the stent. 

[0016] These and other advantages of the invention Will 
become more apparent from the folloWing detailed descrip 
tion of the invention and the accompanying exemplary 
draWings. 

BRIEF DESCRIPTION OF THE DRAWINGS 

[0017] FIG. 1 is an elevational vieW, partially in section, 
of a balloon catheter that embodies features of the invention, 
shoWing the balloon in an unexpanded state. 

[0018] FIG. 2 is a transverse cross sectional vieW of the 
catheter of FIG. 1 taken along lines 2-2. 

[0019] FIG. 3 is a transverse cross sectional vieW of the 
catheter of FIG. 1 taken along lines 3-3. 

DETAILED DESCRIPTION OF THE 
INVENTION 

[0020] As shoWn in FIGS. 1-3, the catheter 10 of the 
invention generally includes an elongated catheter shaft 11 
having a proximal section 12 and distal section 13, an 
in?atable balloon 14 formed of substantially unblended PBT 
and PTMEGT copolymer on the distal section 13 of the 
catheter shaft 11, and an adapter 17 mounted on the proximal 
section 12 of shaft 11 to direct in?ation ?uid to the interior 
of the in?atable balloon. The embodiment shoWn in FIG. 1 
includes a stent 16 disposed about the balloon 14. FIGS. 2 
and 3 illustrate transverse cross sections of the catheter 
shoWn in FIG. 1, taken along lines 2-2 and 3-3 respectively. 

[0021] In the embodiment illustrated in FIG. 1, the intra 
vascular catheter 10 of the invention is an over-the-Wire 
catheter, and is illustrated Within a patient’s body lumen 18 
With the balloon 14 in an unexpanded state. The catheter 
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shaft 11 has an outer tubular member 19 and an inner tubular 
member 20 disposed Within the outer tubular member and 
de?ning, With the outer tubular member, annular in?ation 
lumen 21. In?ation lumen 21 is in ?uid communication With 
the interior chamber 15 of the in?atable balloon 14. The 
inner tubular member 20 has an inner lumen 22 extending 
therein, Which is con?gured to slidably receive a guideWire 
23 suitable for advancement through a patient’s coronary 
arteries. The distal extremity of the in?atable balloon 14 is 
sealingly secured to the distal extremity of the inner tubular 
member 20 and the proximal extremity of the balloon is 
sealingly secured to the distal extremity of the outer tubular 
member 19. 

[0022] The catheter 10 is advanced Within the patient’s 
vasculature. The balloon 14 on a distal section 13 is then 
positioned so that at least a length of the balloon is across a 
non-dilated region Within the patient’s vasculature. The 
balloon 14 is then expanded against the patient’s lumen 18 
to simutaneously dilate the undilated lesion and implant the 
stent 16. 

[0023] The balloon 14 of the invention is formed of a 
single layer of PBT and PTMEGT copolymer. Preferably, 
the PBT and PTMEGT copolymer is a randomiZed block 
copolymer. Such presently preferred copolymers are 
Hytrel® copolymers provided by DuPont. Additionally, the 
preferred copolymer Would have a hardness, Shore D scale 
of greater than about 72, preferably about 82. The copolymer 
is substantially unblended, de?ned earlier as having greater 
than about 60% by Weight, preferably greater than about 
95% of the PBT and PTMEGT copolymer. 

[0024] The balloon 14 generally has a ?exural modulus of 
greater than about 150 kpsi (1 GPa), preferably about 150 
kpsi (1 GPa) to about 300 kpsi (2 GPa). Most preferably not 
less than about 175 kpsi (1.17 GPa). The compliance of the 
balloon 14 is less than 0.045 millimeters per atmosphere, 
and preferably less than 0.02 millimeters per atmosphere. 

[0025] Balloon 14 has an average burst pressure of not less 
than about 270 psi to about 400 psi. Preferably, the average 
burst pressure is greater than about 330 psi. The Wall hoop 
strength of balloon 14 is not less than about 20 kpsi, With a 
double Wall thickness of at least 0.0007 inches (0.017 
millimeters) to about 0.0025 inches (0.06 millimeters). 
Preferably, the double Wall thickness is betWeen 0.0015 
(0.038 millimeters) and 0.0018 inches (0.046 millimeters) 
for a 3.0 millimeter diameter balloon. 

[0026] The balloon is typically formed by extruding the 
polymer material to form a polymeric tube. The tube is 
placed in a balloon mold and exposed to elevated tempera 
ture and pressure to form the balloon. Both internal pressure 
and axial tension are applied to the polymer material. In a 
presently preferred embodiment, the balloon is formed by 
expanding the tube in tWo or more successively larger 
molds. The temperature may stay constant or be increased at 
each mold. Most preferably, the series Will encompass at 
least three molds. Each successive mold Will increase the 
radius of the mold. This process Will prevent abrupt 
increases in Wall hoop stress during balloon bloWing. 

[0027] Typically, the ?rst mold increases the polymeric 
tube to about 30%-60% of the ?nal diameter of the ?nished 
balloon The second mold increases the polymeric tube to 
about 60%-90% of the ?nal diameter of the ?nished balloon. 



US 2001/0027329 A1 

The third mold has an inner diameter approximately equal to 
the outer diameter of the ?nished balloon. HoWever, the 
number of molds, and the successive siZes are variable, 
based on the blend of copolymer used and the ?nal diameter 
of the balloon. 

EXAMPLE 

[0028] A 3.0 mm balloon Was made from 100% copoly 
mer uses a three mold process. The balloon Was 100% Hytrel 
8238. The ?rst mold expanded the tube to a 1.5 millimeter 
diameter. The mold exposed the tubing to a pressure of about 
500 psi at a temperature of about 110° C. The second mold 
increased the diameter to 2.0 millimeters, but only employed 
a pressure of about 200 psi to about 400 psi at about 120° C. 
The ?nal bloW mold used a pressure of 500 psi to increase 
the balloon to its ?nal diameter of 3.0 millimeters at about 
130° C. 

[0029] The resulting 3.0 millimeter balloon had compli 
ance of 0.014 mm/atm. The double Wall thickness Was 
0.0016 inches (0.04 millimeters). The balloon also had a 
Wall hoop strength of 26.8 kpsi, and an average burst 
pressure of 383 psi. 

[0030] Although individual features of embodiments of 
the invention may be shoWn in some of the draWings and not 
in others, those skilled in the art Will recogniZe that indi 
vidual features of one embodiment of the invention can be 
combined With any or all the features of another embodi 
ment. 

What is claimed is: 
1. An in?atable single layered balloon for a medical 

device comprising a polymeric material the polymeric mate 
rial being a substantially unblended copolymer of polybu 
tylene terephthalate and polytetramethylene ether glycol 
terephthalate, the copolymer having a ?exural modulus of 
greater than about 150,000 psi. 

2. The single layered balloon as in claim 1 Wherein the 
copolymer is a randomiZed block copolymer. 

3. The single layered balloon as in claim 1 Wherein the 
copolymer has a hardness, shore D scale, of greater than 
about 72. 

4. The single layered balloon as in claim 1 Wherein the 
copolymer has a hardness, shore D scale, of about 72 to 
about 82. 

5. The single layered balloon as in claim 1 Wherein the 
copolymer has a hardness, shore D scale, of about 82. 

6. The single layered balloon as in claim 1 Wherein the 
balloon has greater than 60% by Weight polybutylene 
terephthalate and polytetramethylene ether glycol terephtha 
late copolymer. 

7. The single layered balloon as in claim 1 Wherein the 
balloon has greater than 95% by Weight polybutylene 
terephthalate and polytetramethylene ether glycol terephtha 
late copolymer. 

8. The single layered balloon as in claim 1 Wherein the 
copolymer has a ?exural modulus of about 150,000 psi to 
about 300,000 psi. 

9. The single layered balloon as in claim 1 Wherein the 
copolymer has a ?exural modulus of about 175,000 psi. 

10. The single layered balloon as in claim 1 Wherein the 
balloon has a compliance of less than about 0.045 millime 
ters per atmosphere Within an in?ation pressure range of 135 
psi to 270 psi. 
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11. The single layered balloon as in claim 1 Wherein the 
balloon has a compliance of less than about 0.02 millimeters 
per atmosphere Within an in?ation pressure range of 135 psi 
to 270 psi. 

12. The balloon as in claim 1 Wherein the Wall strength is 
at least about 10,000 psi to about 30,000 psi. 

13. The balloon as in claim 1 Wherein the Wall strength is 
at least about 20,000 psi to about 30,000 psi. 

14. The balloon as in claim 1 Wherein the Wall strength is 
at least about 25,000 psi to about 30,000 psi. 

15. The balloon as in claim 1 Wherein the balloon has a 
double Wall thickness of no greater than about 0.0025 
inches. 

16. The balloon as in claim 1 Wherein the balloon has a 
double Wall thickness of no greater than about 0.0015 
inches. 

17. The balloon as in claim 1 Wherein the balloon has a 
double Wall thickness of no greater than about 0.0009 
inches. 

18. The balloon as in claim 1 Wherein the balloon has an 
average rupture pressure of at least about 270 psi. 

19. The balloon as in claim 1 Wherein the balloon has an 
average rupture pressure of at least about 345 psi. 

20. The balloon as in claim 1 Wherein the balloon has an 
outside diameter of about 1.5 millimeters to about 10 
millimeters. 

21. The balloon as in claim 1 Wherein the balloon has an 
outside diameter of about 1.5 millimeters to about 5 milli 
meters. 

22. An intraluminal balloon catheter, comprising: 

a) an elongated shaft having a proximal end, a distal end, 
an in?ation lumen extending Within at least a portion of 
a distal shaft section to a location spaced proximally 
from the distal end; and 

b) a single layered balloon for a medical device compris 
ing a polymeric material the polymeric material being 
a substantially unblended copolymer of polybutylene 
terephthalate and polytetramethylene ether glycol 
terephthalate, the copolymer having a ?exural modulus 
of greater than about 150,000 psi. 

23. The intraluminal catheter of claim 22 Wherein the 
elongated shaft comprises an outer tubular member, and an 
inner tubular member having a lumen and being disposed 
Within the outer tubular member and de?ning thereWith the 
in?ation lumen. 

24. The intraluminal catheter of claim 22 further including 
a stent mounted on the balloon. 

25. A method for implanting a stent Within a patient, 
comprising 

a) advancing Within the patient’s vasculature a catheter 
having a balloon on a distal shaft section the balloon 
having a ?exural modulus of about 150,000 psi to about 
300,000 psi; 

b) positioning the catheter so that at least a length of the 
balloon is across a non-dilated region Within the 
patient’s vasculature; and 

c) expanding the balloon to simultaneously dilate the 
undilated lesion and implant the stent. 

26. The method for implanting a stent Within a patient of 
claim 25 Wherein the balloon has a compliance of less than 
about 0.045 mm/atm. 
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27. The method for implanting a stent Within a patient of 

claim 25 Wherein the balloon has a compliance of less than 

about 0.02 mm/atm. 

28. The method for implanting a stent Within a patient of 

claim 25 Wherein the balloon is formed from a substantially 
unblended copolymer of polybutylene terephthalate and 
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polytetramethylene ether glycol terephthalate, the copoly 
mer having a ?exural modulus of greater than about 150,000 
psi. 

29. The method for implanting a stent Within a patient of 
claim 28 Wherein the copolymer has a ?exural modulus of 
at least about 175,000 psi. 

* * * * * 


