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(57) ABSTRACT 

The invention provides a method for monitoring a patient, 
comprising the following steps: 1) out?tting the patient With 
a ambulatory blood pressure monitor that features an optical 
system for measuring blood pressure Without using a cuff, 
and a Wireless system con?gured to send and receive infor 
mation sent from an Internet-based system through a Wire 

less network; 2) sending from the Internet-based system to 
the ambulatory blood pressure monitor a signal that indi 
cates a blood pressure level; 3) comparing a blood pressure 
value measured With the ambulatory blood pressure monitor 
to the blood pressure level; and 4) generating a signal in 
response to the comparing step. 
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VITAL SIGNS MONITOR USED FOR 
CONDITIONING A PATIENT’S RESPONSE 

[0001] This application is a continuation-in-part applica 
tion of US. patent application Ser. No. 10/752,198, ?led on 
Jan. 6, 2004. 

STATEMENT REGARDING FEDERALLY 
SPONSORED RESEARCH OR DEVELOPMENT 

[0002] Not Applicable 

BACKGROUND OF THE INVENTION 

[0003] The present invention relates to medical devices for 
monitoring vital signs such as heart rate, pulse oximetry, and 
blood pressure, and using this information to condition a 
patient’s response. 

DESCRIPTION OF THE RELATED ART 

[0004] Pulse oximeters are medical devices featuring an 
optical module, typically Worn on a patient’s ?nger or ear 
lobe, and a processing module that analyZes data generated 
by the optical module. The optical module typically includes 
?rst and second light sources (e.g., light-emitting diodes, or 
LEDs) that transmit optical radiation at, respectively, red 
(7»~630-670 nm) and infrared (7»~800-1200 nm) Wave 
lengths. The optical module also features a photodetector 
that detects radiation transmitted or re?ected by an under 
lying artery. Typically the red and infrared LEDs sequen 
tially emit radiation that is partially absorbed by blood 
?oWing in the artery. The photodetector is synchroniZed With 
the LEDs to detect transmitted or re?ected radiation. In 
response, the photodetector generates a separate radiation 
induced signal for each Wavelength. The signal, called a 
plethysmograph, varies in a time-dependent manner as each 
heartbeat varies the volume of arterial blood and hence the 
amount of transmitted or re?ected radiation. A microproces 
sor in the pulse oximeter processes the relative absorption of 
red and infrared radiation to determine the oxygen saturation 
in the patient’s blood. A number betWeen 94%-100% is 
considered normal, While a value beloW 85% typically 
indicates the patient requires hospitaliZation. In addition, the 
microprocessor analyZes time-dependent features in the 
plethysmograph to determine the patient’s heart rate. 

[0005] Pulse oximeters Work best When the appendage 
they attach to (e. g., a ?nger) is at rest. If the ?nger is moving, 
for example, the light source and photodetector Within the 
optical module typically move relative to the hand. This 
generates ‘noise’ in the plethysmograph, Which in turn can 
lead to motion-related artifacts in data describing pulse 
oximetry and heart rate. Ultimately this reduces the accuracy 
of the measurement. Various methods have been disclosed 
for using pulse oximeters to obtain arterial blood pressure 
values for a patient. One such method is disclosed in US. 
Pat. No. 5,140,990 to Jones et al., for a ‘Method Of 
Measuring Blood Pressure With a Photoplethysmograph’. 
The ’990 patent discloses using a pulse oximeter With a 
calibrated auxiliary blood pressure monitor to generate a 
constant that is speci?c to a patient’s blood pressure. 
Another method for using a pulse oximeter to measure blood 
pressure is disclosed in US. Pat. No. 6,616,613 to Goodman 
for a ‘Physiological Signal Monitoring System’. The ’613 
patent discloses processing a pulse oximetry signal in com 
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bination With information from a calibrating device to 
determine a patient’s blood pressure. 

BRIEF SUMMARY OF THE INVENTION 

[0006] The present invention provides a cuf?ess blood 
pressure monitor that features a behavior modi?cation sys 
tem. The blood pressure monitor is typically Worn on a 
patient’s head and makes a transdermal, optical measure 
ment of blood pressure, Which it then sends to a processing 
component (e.g., a PDA). The processing component pref 
erably features an embedded, short-range Wireless trans 
ceiver and a softWare platform that displays, analyZes, and 
then transmits the information through a Wireless netWork to 
an Internet-based system. This system generates an audio or 
visual alarm When the patient’s blood pressure trends high, 
and thus the patient may modify their behavior through 
conditioned response. In addition, a medical professional 
can continuously monitor a patient’s blood pressure during 
their day-to-day activities. Monitoring patients in this man 
ner minimizes erroneous measurements due to ‘White coat 

syndrome’, increases the accuracy of a blood-pressure mea 
surement and additionally alloWs patients to modify behav 
ior to loWer blood pressure While Wearing the device. 

[0007] The invention has many advantages. In particular, 
one aspect of the invention provides a system that continu 
ously monitors a patient’s blood pressure using a cuf?ess 
blood pressure monitor and an off-the-shelf mobile commu 
nication device. Information describing the blood pressure 
can be vieWed using an Internet-based Website, using a 
personal computer, or simply by vieWing a display on the 
mobile device. Blood-pressure information measured con 
tinuously throughout the day provides a relatively compre 
hensive data set compared to that measured during isolated 
medical appointments. This approach identi?es trends in a 
patient’s blood pressure, such as a gradual increase or 
decrease, Which alloWs for the patient to vieW and condi 
tionally respond to high blood pressure through behavior 
modi?cation such as breathing exercises. The monitor can 
also characteriZe the patient’s heart rate and blood oxygen 
saturation using the same optical system for the blood 
pressure measurement. This information can be Wirelessly 
transmitted along With blood-pressure information and used 
to further diagnose the patient’s cardiac condition. The 
monitor is small, easily Worn by the patient during periods 
of exercise or day-to-day activities, and makes a non 
invasive blood-pressure measurement in a matter of sec 
onds. The resulting information has many uses for patients, 
medical professionals, hospitals, insurance companies, phar 
maceutical agencies conducting clinical trials, and organi 
Zations for home-health monitoring. 

[0008] In one aspect, the invention provides a system for 
measuring blood pressure from a patient that features: 1) an 
optical module con?gured to be Worn on (or in) the patient’s 
head that includes at least one optical source and a photo 
detector; 2) a calibration source con?gured to make a blood 
pressure measurement; and, 3) a processing module con?g 
ured to: i) receive a ?rst signal from the optical module; ii) 
receive a second signal from the calibration source; iii) 
process the ?rst and second signals to generate a calibration 
table; and iv) receive a third signal from the optical module 
and compare it to the calibration table to determine the 
patient’s blood pressure. 

[0009] The preferred invention includes a response alert 
system designed to alert the patient When escalated vital 
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signs reach dangerously harmful levels. The alert system 
alerts the patient When blood pressure levels reach danger 
ous levels caused by stress and anxiety. Each patient’s blood 
pressure level parameters are set during the time of calibra 
tion by a physician. 

[0010] In embodiments, the blood pressure monitor fea 
tures a head-Worn clip that includes the optical module (e.g., 
a photodetector and ?rst and second LEDs that emit, respec 
tively, red radiation and infrared radiation). The optical 
calibration source is typically a cuff-based blood pressure 
module that includes a cuff and a pump Worn around the 
patient’s arm. In other embodiments, the optical module 
includes a short-range Wireless transmitter con?gured to 
send signals to the processing module, Which in turn may 
include a matched short-range Wireless receiver. 

[0011] The short-range Wireless transceiver preferably 
operates on a Wireless protocol such as BluetoothTM, 
80215.4 or 802.11. The long-range Wireless transmitter 
preferably transmits information over a terrestrial, satellite, 
or 802.11-based Wireless netWork. Suitable netWorks 
include those operating at least one of the folloWing proto 
cols: CDMA, GSM, GPRS, MobiteX, DataTac, iDEN, and 
analogs and derivatives thereof. 

[0012] In addition, the cuf?ess blood pressure-measuring 
device of the invention combines all the bene?ts of conven 
tional cuff-based blood-pressure measuring devices Without 
any of the obvious draWbacks (e.g., restrictive, uncomfort 
able cuffs). Its measurement is basically unobtrusive to the 
patient, and thus alleviates conditions, such as a poorly 
?tting cuff, that can erroneously affect a blood-pressure 
measurement. The device is small and makes a non-invasive 
blood-pressure measurement in a matter of seconds. An 
on-board or remote processor can analyZe the time-depen 
dent measurements to generate statistics on a patient’s blood 
pressure (e.g., average pressures, standard deviation, beat 
to-beat pressure variations) that are not available With con 
ventional devices that only measure systolic and diastolic 
blood pressure. 

[0013] These and other advantages of the invention Will be 
apparent from the folloWing detailed description and from 
the claims. 

BRIEF DESCRIPTION OF SEVERAL VIEWS OF 
THE DRAWINGS 

[0014] FIG. 1 is a semi-schematic diagram of a method 
for developing a conditioned response that utiliZes the 
cuf?ess ambulatory blood-pressure monitor of the invention; 

[0015] FIGS. 2A and 2B are semi-schematic vieWs of the 
cuf?ess ambulatory blood-pressure monitor of FIG. 1 fea 
turing a head-band With an optical system and a Wireless hub 
connected, respectively, by a cable and short-range Wireless 
connection; 
[0016] FIG. 3 is a semi-schematic vieW of a calibration 
process used With the ambulatory blood-pressure monitor of 
FIGS. 2A and 2B; 

[0017] FIG. 4 is a schematic vieW of an Internet-based 
system that operates With the ambulatory blood-pressure 
monitor of FIGS. 2A and 2B; 

[0018] FIG. 5A is a schematic top vieW of an adhesive 
patch sensor that measures blood pressure according to the 
invention; 

Jul. 7, 2005 

[0019] FIG. 5B is a schematic, cross-sectional vieW of the 
patch sensor of FIG. 1A; and 

[0020] FIG. 6 is a graph of time-dependent optical and 
electrical Waveforms generated by the patch sensor of FIG. 
5A. 

DETAILED DESCRIPTION OF THE 
INVENTION 

[0021] FIG. 1 shoWs a semi-schematic diagram illustrat 
ing a conditioned response alert system 8 that features an 
ambulatory blood pressure monitor (ABPM) according to 
the invention. In preferred embodiments, a physician pre 
scribes to a patient an ABPM that identi?es harmfully high 
blood pressure levels using the conditioned response alert 
system 8. While out?tting the patient, the physician sets vital 
signs parameter limits, e.g. blood pressure limits, into the 
ABPM that indicate When an audio alarm Will sound (step 
1). Patients typically Wear the ABPM for an eXtended period 
of time, during Which they are typically eXposed to stressful 
situations that may cause their blood pressure to rise (step 2). 
As blood pressure levels elevate into dangerously high 
levels, the ABPM emits an audio response and/or a visual 
alert that indicates high blood pressure levels (step 3). The 
patient responds to the alert (step 4) by, e. g., using breathing 
and other relaxation techniques to loWer their blood pressure 
(step 5), or by activating a ‘snooZe’ feature on the monitor 
to delay the alert (step 6). Over time the patient develops a 
conditioned response to the alert and becomes aWare that 
their blood-pressure levels are dangerously high. Ultimately 
this loWers the patient’s blood pressure, thereby reducing the 
chance that a serious medical condition, eg heart attack or 
stroke, occurs. 

[0022] As shoWn in FIGS. 2A and 2B, the ABPM 20 
typically features an optical head-mounted component 105 
that attaches to a patient’s head 70, and a processing 
component 19 that preferably attaches to the patient’s belt. 
In a preferred embodiment, a cable 118 provides an electri 
cal connection 81 betWeen the head-mounted component 
105 and the processing component 19. During operation, the 
head-mounted component 105 measures optical and electri 
cal ‘Waveforms’, described in more detail beloW, that the 
processing component 19 processes to determine real-time 
beat-to-beat diastolic and systolic blood pressure, heart rate, 
and pulse oXimetry. The processing component also includes 
an internal Wireless system that relays this information to an 
Internet-based system through an antenna 86. 

[0023] Methods for processing the optical and electrical 
Waveform to determine blood pressure are described in the 
folloWing co-pending patent applications, the entire contents 
of Which are incorporated by reference: 1) CUFFLESS 
BLOOD-PRESSURE MONITOR AND ACCOMPANY 
ING WIRELESS, INTERNET-BASED SYSTEM (U.S. Ser. 
No. 10/709,015; ?led Apr. 7, 2004); 2) CUFFLESS SYS 
TEM FOR MEASURING BLOOD PRESSURE (U.S. Ser. 
No. 10/709,014; ?led Apr. 7, 2004); 3) CUFFLESS BLOOD 
PRESSURE MONITOR AND ACCOMPANYING WEB 
SERVICES INTERFACE (U.S. Ser. No. 10/810,237; ?led 
Mar. 26, 2004); 4) VITAL-SIGN MONITOR FOR ATH 
LETIC APPLICATIONS (U.S. Ser. No.; ?led Sep. 13, 
2004); 5) CUFFLESS BLOOD PRESSURE MONITOR 
AND ACCOMPANYING WIRELESS MOBILE DEVICE 
(U.S. Ser. No. 10/967,511; ?led Oct. 18, 2004); 6) BLOOD 
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PRESSURE MONITORING DEVICE FEATURING A 
CALIBRATION-BASED ANALYSIS (U.S. Ser. No. 
10/967,610; ?led Oct. 18, 2004); 7) PERSONAL COM 
PUTER-BASED VITAL SIGN MONITOR (U.S. Ser. No. 
10/906,342; ?led Feb. 15, 2005); and s) PATCH SENSOR 
FOR MEASURING BLOOD PRESSURE WITHOUT A 
CUFF (U.S. Ser. No. 10/906,315; ?led Feb. 14, 2005). 

[0024] FIG. 2B shoWs an alternate embodiment of the 
invention Wherein an optical patch sensor 106 sends vital 
sign information to a processing component 18 using a 
short-range Wireless link 24. In this embodiment the optical 
patch sensor 106 includes a short-range Wireless transmitter 
84, and the processing component 18 features an embedded, 
matched short-range Wireless transceiver 89. The optical 
patch sensor 106 attaches free from Wires to the patient’s 
forehead 70 to increase mobility and ?exibility. The short 
range Wireless transceiver 89 is preferably a transmitter 
operating on a Wireless protocol, e.g. BluetoothTM, 802.15 .4 
or 802.11. A preferred processing component 18 is a per 
sonal digital assistant (PDA) or cellular phone that operates 
With the above-described ABPM With little or no modi?ca 
tions. For example, the processing component 18 can be a 
PDA that includes a Wireless CDMA chipset, such as the 
MSM family of mobile processors manufactured by Qual 
comm, each of Which includes an internal BluetoothTM 
radio. Suitable chipset Within this family include the 
MSM6025, MSM6050, and the MSM6500, and are 
described and compared in detail in http://WWW.qualcom 
m.com. In addition to circuit-switched voice calls, the Wire 
less transmitters used in these chipsets transmit data in the 
form of packets at speeds up to 307 kbps in mobile envi 
ronments. 

[0025] The processing component 18 preferably supports 
a custom ?rmWare application that displays and analyZes 
information for the ABPM 20. The ?rmWare application is 
typically Written to operate on a variety of mobile device 
operating systems including BREW, Palm OS, Java, Pocket 
PC, WindoWs CE, and Symbian. A more detailed explana 
tion of the custom ?rmWare application is disclosed in 
co-pending US. patent application Ser. No. 10/967511, ?led 
on Oct. 18, 2004, for a CUFFLESS BLOOD-PRESSURE 
MONITOR AND ACCOMPANYING WIRELESS 
MOBILE DEVICE, the contents of Which have been pre 
viously incorporated by reference. 

[0026] FIG. 3 shoWs a system 120 Wherein a physician 
calibrates the above-described ABPM 20 for a particular 
patient 70 and additionally enters blood pressure limits used 
in the conditioned response alert system. In a preferred 
embodiment, the physician initiates the calibration process 
using a personal computer 15 that sends a signal through a 
Wired connection 34 to a processing component 19 Within 
the ABPM 20. In response, the processing component 19 
measures and processes optical and electrical Waveforms 
collected by the optical patch sensor 105 to determine the 
patient’s calibration parameters. These calibration param 
eters are described in more detail in BLOOD PRESSURE 
MONITORING DEVICE FEATURING A CALIBRA 
TION-BASED ANALYSIS (U.S. Ser. No. 10/967,610; ?led 
Oct. 18, 2004) and PATCH SENSOR FOR MEASURING 
BLOOD PRESSURE WITHOUT A CUFF (U.S. Ser. No. 
10/906,315; ?led Feb. 14, 2005), the contents of Which have 
been previously incorporated herein by reference. The sys 
tem 120 correlates the calibration parameters to blood 
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pressure by subsequently measuring the patient’s blood 
pressure using a calibration device 100, typically a conven 
tional blood-pressure cuff, Which temporarily attaches to an 
upper portion 112 of the patient’s arm. Immediately after 
measuring the calibration parameters, the personal computer 
15 sends a second signal through a second Wired connection 
95 to a controller 110 embedded Within the calibration 
device 100. The signal directs the controller 110 to initiate 
the cuff-based blood pressure measurement using a motor 
controlled pump 102. Once the signal is received, the 
calibration device 100 collects blood pressure values (eg 
systolic and diastolic pressures), and sends these back 
through the Wired connection 95 to the personal computer 
15. The system 120 repeats this process at a later time (e.g., 
15 minutes later) to collect a second set of calibration 
parameters. The physician then removes the calibration 
device 100. The personal computer 15 then calculates a 
calibration table associating the calibration parameters and 
blood pressure values that passes through the Wired connec 
tion 34 to the processing component 19 Within the ABPM, 
Where it is stored in memory. The ABPM uses the calibration 
table for all future cuf?ess measurements of blood pressure. 

[0027] Once the ABPM 20 is calibrated, the physician 
enters blood pressure limits into the personal computer 15. 
The blood pressure limits pass through the Wired connection 
34 to the processing component 19, Where they are stored in 
memory. During an actual measurement, the processing 
module 19 compares the patient’s blood pressure measured 
With the ABPM 20 to the blood pressure limits stored in 
memory to determine if the patient’s blood pressure is 
trending high or loW. If this is the case, the controller 19 
initiates an audio and/or visual alert as described above. 

[0028] FIG. 4 shoWs a preferred embodiment of an Inter 
net-based system 53 that operates in concert With the ABPM 
20 to send information from a patient through a Wireless 
netWork 54 to a Web site 66 hosted on an Internet-based host 
computer system 57. A secondary computer system 69 
accesses the Website 66 through the Internet 67. The system 
53 functions in a bi-directional manner, ie the ABPM 20 
can both send and receive data. Most data ?oWs from the 
ABPM 20; using the same netWork, hoWever, the monitor 20 
can also receive data (e.g., calibration parameters, pre 
determined blood pressure levels, softWare upgrades, and 
text messages indicating ‘alerts’ or trending blood pressure) 
through the Wireless netWork 54. A Wireless gateWay 55 
connects to the Wireless netWork 54 and receives data from 
one or more ABPMs. The Wireless gateWay 55 additionally 
connects to a host computer system 57 that includes a 
database 63 and a data-processing component 68 for, respec 
tively, storing and analyZing the data. The host computer 
system 57, for example, may include multiple computers, 
softWare pieces, and other signal-processing and sWitching 
equipment, such as routers and digital signal processors. The 
Wireless gateWay 55 preferably connects to the Wireless 
netWork 54 using a TCP/IP-based connection, or With a 
dedicated, digital leased line (e.g., a frame-relay circuit or a 
digital line running an X.25 or other protocols). The host 
computer system 57 also hosts the Web site 66 using 
conventional computer hardWare (e.g. computer servers for 
both a database and the Web site) and softWare (e.g., Web 
server and database softWare). 

[0029] During typical operation, the patient continuously 
Wears the ABPM 20 for a period of time, ranging from a 1-2 
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days to Weeks. For longer-term monitoring (e.g. several 
months), the patient may Wear the ABPM 20 for shorter 
periods of time during the day. To vieW information sent 
from the ABPM 20, the patient or medical professional 
accesses a user interface hosted on the Web site 66 through 

the Internet 67 from the secondary computer system 69. The 
system 53 may also include a call center, typically staffed 
With medical professionals such as doctors, nurses, or nurse 
practioners, Whom access a care-provider interface hosted 
on the same Website 66. 

[0030] In an alternate embodiment, the host computer 
system 57 includes a Web services interface 70 that sends 
information using an XML-based Web services link to a 
secondary, Web-based computer application 71. This appli 
cation 71, for eXample, could be a data-management system 
operating at a hospital. 

[0031] FIGS. 5A and 5B shoW an adhesive patch sensor 
205 according to the invention that features a pair of LEDs 
210, 212 and photodetector 214 that, When attached to a 
patient, generate an optical Waveform (231 in FIG. 6). A 
horseshoe-shaped metal electrode 217 surrounds these opti 
cal components and generates an electrical Waveform (232 
in FIG. 6). The electrical and optical Waveforms, once 
generated, pass through a cable 218 to a processing module, 
Which analyZes them as described in detail beloW to measure 
a patient’s systolic and diastolic blood pressure, heart rate, 
and pulse oXimetry. The patch sensor 205 features an 
adhesive component 219 that adheres to the patient’s skin 
and secures the LEDs 210, 212, photodetector 214, and 
electrode 217 in place to minimiZe the effects of motion. 

[0032] During operation, the cable 218 snaps into a plastic 
header 216 disposed on a top portion of the patch sensor 205. 
Both the cable 218 and header 216 include matched elec 
trical leads that supply poWer and ground to the LEDs 210, 
212, photodetector 214, and electrode 219. The cable 218 
and header 216 additionally supply a high-frequency elec 
trical signal to the electrode that helps generate the electrical 
Waveform. When the patch sensor 205 is not measuring 
optical and electrical Waveforms (e.g., When the patient is 
sleeping), the cable 218 unsnaps from the header 216, While 
the sensor 205 remains adhered to the patient’s skin. In this 
Way a single sensor can be used for several days. After use, 
the patient removes and then discards the sensor 205. 

[0033] To measure blood pressure, heart rate, and pulse 
oXimetry, the LEDs 210, 212 generate, respectively, red and 
infrared radiation that irradiates an underlying artery. Blood 
volume increases and then decreases as the heart pumps 
blood through the patient’s artery. Blood cells Within the 
blood absorb and transmit varying amounts of the red and 
infrared radiation depending the on the blood volume and 
hoW much oXygen binds to the cells’ hemoglobin. The 
photodetector 214 detects a portion of the radiation that 
re?ects off an underlying artery, and in response sends a 
radiation-induced photocurrent to an analog-to-digital con 
verter embedded Within the processing component. The 
analog-to-digital converter digitiZes the photocurrent to gen 
erate a time-dependent optical Waveform for each Wave 
length. In addition, the microprocessor analyZes Waveforms 
generated at both red and infrared Wavelengths, and com 
pares a ratio of the relative absorption to a calibration table 
coded in its ?rmWare to determine pulse oXimetry. The 

Jul. 7, 2005 

microprocessor additionally analyZes the time-dependent 
properties of one of the optical Waveforms to determine the 
patient’s heart rate. 

[0034] Concurrent With measurement of the optical Wave 
form, the electrode 219 detects an electrical impulse from 
the patient’s skin that the processing component processes to 
generate an electrical Waveform. The electrical impulse is 
generated each time the patient’s heart beats. 

[0035] The patch sensor 205 preferably has a diameter, 
‘D’, ranging from 0.5 centimeter (‘cm’) to 10 cm, more 
preferably from 1.5 cm to 3.0 cm, and most preferably 2.5 
cm. The patch sensor 205 preferably has a thickness, ‘T’, 
ranging from 1.0 millimeter (“mm”) to 3 mm, more prefer 
ably from 1.0 mm to 1.5 mm, and most preferably 1.25 mm. 
The patch sensor 205 preferably includes a body composed 
of a polymeric material such as a neoprene rubber. The body 
is preferably colored to match a patient’s skin color, and is 
preferably opaque to reduce the affects of ambient light. The 
body is preferably circular in shape, but can also be non 
circular, eg an oval, square, rectangular, triangular or other 
shape. 
[0036] FIG. 6 shoWs both optical 231 and electrical 232 
Waveforms generated by the patch sensor of FIGS. 5A and 
5B and used in the calibration procedure described above. 
FolloWing a heartbeat, the electrical impulse travels essen 
tially instantaneously from the patient’s heart to the patch 
sensor, Where the electrode detects it to generate the elec 
trical Waveform 232. At a later time, a pressure Wave 
induced by the same heartbeat propagates through the 
patient’s arteries and arrives at the sensor, Where the LEDs 
and photodetector detect it as described above to generate 
the optical Waveform 231. The propagation time of the 
electrical impulse is independent of blood pressure, Whereas 
the propagation time of the pressure Wave depends strongly 
on pressure, as Well as mechanical properties of the patient’s 
arteries (e.g., arterial siZe, stiffness). The microprocessor 
runs an algorithm that analyZes the time difference AT 
betWeen the arrivals of these signals, ie the relative occur 
rence of the optical 231 and electrical 232 Waveforms as 
measured by the patch sensor. 

[0037] In still other embodiments, the above-described 
system can receive inputs from other measurement devices, 
such as Weight scales, glucometers, EKG/ECG monitors, 
cuff-based blood pressure monitors, dietary monitors, 
pedometers and other exercise monitors, and GPS systems. 

[0038] Still other embodiments are Within the scope of the 
folloWing claims. 

What is claimed is: 
1. A system for monitoring blood pressure, the system 

comprising: 

a monitoring device comprising a patch sensor component 
that generates an optical signal; 

and a processing component con?gured to process the 
optical signal With calibration information to obtain 
blood pressure information, and then compare the 
blood pressure information to a pre-programmed value 
to generate a signal. 

2. The system of claim 1, further comprising an audio 
component. 
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3. The system of claim 2, wherein the audio component is 
further con?gured to receive the signal and in response 
generate an audio alert. 

4. The system of claim 1, further comprising a display 
component. 

5. The system of claim 4, Wherein the display component 
is further con?gured to receive the signal and in response 
display an alert message. 

6. The system of claim 1, further comprising a drug 
delivery system. 

7. The system of claim 1, further comprising a Wireless 
transceiver. 

8. The system of claim 7, Wherein the Wireless transceiver 
is further con?gured to send and receive information 
through a Wireless netWork. 

9. The system of claim 8, further comprising an Internet 
based system con?gured to send information through the 
Wireless netWork to the Wireless transceiver, and receive 
information through the Wireless network from the Wireless 
transceiver. 

10. The system of claim 8, Wherein the Internet-based 
system is further con?gured to send information describing 
a blood pressure level to the processing component. 

11. A method for monitoring a patient, comprising the 
folloWing steps: out?tting the patient With a arnbulatory 
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blood pressure monitor comprising an optical system that 
measures blood pressure Without using a cuff, and a wireless 
system con?gured to send and receive information sent from 
an Internet-based system through a Wireless netWork; send 
ing from the Internet-based system to the ambulatory blood 
pressure monitor a signal that indicates a blood pressure 
level; comparing a blood pressure value measured With the 
ambulatory blood pressure monitor to the blood pressure 
level; and generating a signal in response to the cornparing 
step. 

12. The method of claim 11, further comprising a step for 
generating an audio alert in response to the signal. 

13. The method of claim 12, Wherein the audio alert 
indicates to the patient that their blood pressure value is 
above or beloW the blood pressure level. 

14. The method of claim 12, further comprising a step for 
generating a visual alert in response to the signal. 

15. The method of claim 14, Wherein the visual alert 
indicates to the patient that their blood pressure value is 
above or beloW the blood pressure level. 


