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(57) ABSTRACT 

A method of and apparatus for improving vision and the 
resolution of retinal images is described in Which a point 
source produced on the retina of a living eye by a laser beam 
is re?ected from the retina and received at a lenslet array of a 
Hartmann-Shack Wavefront sensor such that each of the len 
slets in the lenslet array forms an aerial image of the retinal 
point source on a CCD camera located adjacent to the lenslet 
array. The output signal from the CCD camera is acquired by 
a computer Which processes the signal and produces a cor 
rection signal Which may be used to control a compensating 
optical or Wavefront compensation device such as a deform 
able mirror. It may also be used to fabricate a contact lens or 
intraocular lens, or to guide a surgical procedure to correct the 
aberrations of the eye. Any of these methods could correct 
aberrations beyond defocus and astigmatism, alloWing 
improved vision and improved imaging of the inside of the 
eye. 
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METHOD AND APPARATUS IMPROVING 
VISION AND THE RESOLUTION OF 

RETINAL IMAGES 

REFERENCE TO RELATED APPLICATION 

[0001] The present application is a division of US. patent 
application Ser. No. 11/199,174 ?ledAug. 9, 2005, noW pend 
ing, Which is a continuation of US. patent application Ser. 
No. 10/078,163 ?led Feb. 20, 2002, now US. Pat. No. 6,948, 
818, Which is a continuation of US. patent application Ser. 
No. 09/628,690, ?led Jul. 28, 2000, now US. Pat. No. 6,379, 
005, Which is a continuation of US. patent application Ser. 
No. 09/346,309, ?led Jul. 2, 1999, now US. Pat. No. 6,095, 
651, Which is a continuation of US. patent application Ser. 
No. 09/071,794, ?led May 4, 1998, now US. Pat. No. 5,949, 
521, Which is a continuation of US. patent application Ser. 
No. 08/772,977, ?led Dec. 23, 1996, now US. Pat. No. 5,777, 
719. The disclosure of all of the above applications are hereby 
incorporated by reference in their entireties. 

BACKGROUND OF THE INVENTION 

[0002] The present invention is directed to a method of and 
an apparatus for improving vision and the resolution of retinal 
images. More particularly, the present invention is directed to 
a method of and an apparatus for measuring and correcting 
the Wave aberration of the eye such that the measured data can 
be used to develop corrective optical elements for improving 
the optical quality of the eye. 
[0003] Despite signi?cant advances in spectacle and con 
tact lens design, current ophthalmic lenses still can only cor 
rect defocus and astigmatism. Spectacles and contact lenses 
leave uncorrected additional aberrations such as spherical 
aberration, coma, and a host irregular aberrations. These high 
order aberrations of the eye not only blur images formed on 
the retina, Which impairs vision, but also blur images taken of 
the living human retina. There have been tWo obstacles that 
prevent the use of specially-designed optical elements to cor 
rect aberrations beyond defocus and astigmatism in the eye. 
First, quantitative measurement of the irregular aberrations of 
the eye has not been possible. Second, a mechanism to correct 
the monochromatic aberrations of the eye other than defocus 
and astigmatism has not been demonstrated. 
[0004] Subjective refractive methods of optometrists and 
objective autorefractors measure defocus and astigmatism 
only. They cannot measure the complete Wave aberration of 
the eye, Which includes all aberrations left uncorrected by 
conventional spectacles. The objective aberroscope disclosed 
by Walsh et al. in the Journal of the Optical Society of 
AmericaA, Vol. 1, pp. 987-992 (1984) provides simultaneous 
Wave aberration measurement of the entire pupil but cannot 
sample the pupil With a spacing ?ner than about 0.9 mm (See 
Charman in Optometry and Vision Science, Vol. 68, pp. 574 
583 (1991)). Moreover, rapid, automated computation of the 
Wave aberration has not been demonstrated With this method. 

[0005] Recently, one of the co-inventors herein, together 
With others, developed an apparatus to measure the Wave 
aberration of the eye. In a report entitle “Objective measure 
ment of Wave aberration of the human eye With the use of a 
Hartmann-Shack Wave-front sensor”, Liang et al., J. Opt. Soc. 
Am. A., volume 1, number 7, pp. 1-9, July 1994, the disclo 
sure of Which is incorporated by reference herein, the authors 
disclosed a Hartmann-Shack Wavefront sensor that they used 
to measure the Wave aberrations of the human eye by sensing 
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the Wavefront emerging from the eye produced by the retinal 
re?ection of a focused light beam on the fovea. Using the 
system disclosed therein, the authors Were able to measure 
only up to fourth order polynomial functions. The Wavefront 
?tting With polynomials up to fourth order does not provide a 
complete description of the eye’s aberrations. That descrip 
tion is generally insuf?cient to accurately compute the optical 
performance of the eye. This instrument Was not equipped to 
remove unWanted light re?ected from other surfaces, such as 
lenses and the cornea of the eye. 
[0006] There has also been a previous attempt to correct the 
monochromatic aberrations of the eye beyond defocus and 
astigmatism, With the goal of improving the axial resolution 
of the confocal scanning laser ophthalmoscope. Bartsch et al., 
in Vision Science and its Applications, 1994, Technical 
Digest Series, Vol. 2 (Optical Society of America, Washing 
ton, D.C.) pp. 134-137 (1994) used a fundus contact lens to 
null the refraction at the ?rst surface of the cornea. That 
approach, hoWever, suffers from the fundamental problem 
that the Wave aberration of the eye depends on the combined 
effects of refractive index variations throughout the eye’s 
optics. Possibly for that reason, an attempt to use a fundus 
contact lens to increase the axial resolution of a confocal 
scanning laser ophthalmoscope shoWed only modest 
improvement. 
[0007] Another approach is to use a deformable mirror, a 
device that has successfully compensated for atmospheric 
turbulence in ground-based telescope. A deformable mirror 
Was previously proposed for use in a confocal laser scanning 
ophthalmoscope in conjunction With the human eye in US. 
Pat. No. 4,838,679 to Billie, but no method to measure the 
Wave aberration of the eye Was proposed or disclosed. Dreher, 
Bille, and Weinreb, in Applied Optics, Vol. 28, pp. 804-808 
demonstrated the only usage of a deformable mirror for the 
eye, but only corrected the astigmatism of the eye, Which is no 
better than the correction provided by conventional oph 
thalmic lenses. The use of an optical element to correct mono 
chromatic aberrations higher than second order has never 
been achieved. In both those systems, no appropriate method 
for measuring the eye’s high order aberrations Was disclosed. 
Bille et al., in Noninvasive Diagnostic Techniques in Oph 
thalmology, edited by Masters, B. R., Springer-Verlag, pp. 
528-547 (1990) proposed the use of a Wavefront sensor in 
conjunction With a deformable mirror, but a Working system 
Was never disclosed or realiZed. 

SUMMARY AND OBJECT OF THE INVENTION 

[0008] In vieW of the foregoing, it is apparent that there 
exists a need in the art for a method of and an apparatus for 
producing ophthalmic optical elements that provide 
improved or supernormal vision over that Which is currently 
available, as Well as high resolution retinal images. It is, 
therefore, a primary object of the present invention to provide 
a method of and an apparatus for accurately measuring higher 
order aberrations of the eye and for using the data thus mea 
sured to compensate for those aberrations With a customiZed 
optical element. 
[0009] It is also an object of the present invention to provide 
an improved Wavefront sensor Which rejects light re?ected 
from structures other than the retina and Which is capable of 
providing a complete measurement of the eye’s aberrations. 
[0010] It is a further obj ect of the present invention to utiliZe 
such an improved Wavefront sensor in combination With a 
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deformable mirror to correct the Wave aberration in a feed 
back manner such that the subject achieves normal or super 
normal vision. 
[0011] It is likewise a primary object of the present inven 
tion to provide a method of and an apparatus for producing 
high resolution retinal images Which alloW the imaging of 
microscopic structures the siZe of single cells in a human 
retina. 
[0012] Brie?y described, these and other objects of the 
invention are accomplished by providing a system for receiv 
ing light re?ected from a retina of an eye. The Wavefront in the 
plane of the pupil is recreated in the plane of a lenslet array of 
a Hartmann-Shack Wavefront sensor. Each of the lenslets in 
the lenslet array is used to form an aerial image of the retinal 
point source on a CCD camera located adjacent to the lenslet 
array. The Wave aberration of the eye, in the form of a point 
source produced on the retina by a laser beam, displaces each 
spot by an amount proportional to the local slope of the 
Wavefront at each of the lenslets. The output from the digital 
CCD camera is sent to a computer Which then calculates the 
Wave aberration and provides a signal to a deformable mirror. 
FolloWing an iterative procedure, the deformable mirror ulti 
mately acquires a shape that is identical to the Wave aberration 
measured at the outset, but With half the amplitude. This 
deformation is the appropriate one to ?atten the distorted 
Wavefront into a plane Wave, Which improves image quality. 
[0013] In its method aspects, the system of the present 
invention, using the computer, ?rst acquires the CCD image, 
as described above. Then, the computer computes the cen 
troid of the spot formed by each of the lenslets of the Wave 
front sensor. Shifts in each focus spot in the X and y directions 
are calculated and then used as the slope data to ?t With the 
sum of the ?rst derivatives of 65 Zernike polynomials, using 
a least squares procedure, to determine the Weight for each 
polynomial. 
[0014] Then, the Zernike polynomials are Weighted With 
the calculated coef?cients. The 65 polynomials in the Wave 
front ?t include all Zernike modes With radial poWer less than 
or equal to 10, except for the piston term. 
[0015] The Weighted Zernike polynomials are then added 
together, to result in the reconstructed Wave aberration. The 
Wave aberration is then evaluated at the locations of the actua 
tors of a deformable mirror in order to produce the correction 
signal Which is sent by the computer to the Wavefront com 
pensation device or deformable mirror, as discussed above. 
Such a feedback loop continues to receive the reconstructed 
Wave aberration results, feeding back an appropriate correc 
tion signal, until the RMS of the reconstructed Wave aberra 
tion signal reaches an asymptotic value, at Which point, the 
deformable mirror has been deformed such that it Will com 
pensate for all the detected aberrations of the eye. 
[0016] When the reconstructed Wave aberration signal 
reaches its asymptotic value, the ?nal aberration signal (in 
cluding all of the previously generated signals up until the 
RMS error reaches the asymptotic value) can be used to 
produce contact lenses to correct for all of the monochromatic 
aberrations of the human eye or for surgical procedures. 
[0017] The present invention can also be used to provide 
high resolution images of the retina The system for producing 
such images uses a krypton ?ash lamp Which is designed to 
illuminate a retinal disk to provide an image of the retina 
Which is re?ected by the deformable mirror onto a lens and 
through an aperture such that the re?ected image of the retina 
is focused onto a second CCD camera. The signals generated 
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by the camera are acquired in a manner similar to that 
described above in connection With the ?rst CCD camera and 
are stored for later use in the computer. 
[0018] With these and other objects, advantages, and fea 
tures of the invention that may become hereinafter apparent, 
the nature of the invention may be more clearly understood by 
reference to the folloWing detailed description of the inven 
tion, the appended claims and to the draWings attached herein. 

BRIEF DESCRIPTION OF THE DRAWINGS 

[0019] FIG. 1 is a schematic diagram of the system of the 
present invention; 
[0020] FIG. 2 is a diagram ofa ?oW chart ofa method for 
the present invention for use in fabricating contact lenses or 
providing retinal images using the apparatus shoWn in FIG. 1; 
[0021] FIGS. 3a-3d shoW the Wave aberration and the cor 
responding point spread functions before and after adaptive 
compensation using the system of the present invention, 
respectively; and, 
[0022] FIG. 4 shoWs the Zernike decomposition of the 
Wave aberration of the eye before and after adaptive compen 
sation, shoWing that the invention can correct not only second 
order aberrations (defocus and astigmatism) but also high 
order aberrations. 

DETAILED DESCRIPTION OF THE PREFERRED 
EMBODIMENT 

[0023] Referring noW to FIG. 1, there is shoWn, in sche 
matic diagram form, the apparatus of the present invention 
Which can be used to both improve visual performance and to 
provide high resolution retinal images of eyes. The apparatus 
of the present invention, as shoWn in FIG. 1, measures the 
aberrations of the eye using a Hartmann-Shack Wavefront 
sensor and then corrects them in a closed feedback loop With 
a compensating optical component such as a deformable mir 
ror. 

[0024] To measure the eye’s Wave aberration, a point source 
is produced on the retina by a laser 102. The light from the 
laser 102, is controlled by a shutter (not shoWn). The laser 
light passes through a spatial ?lter 104 and is collimated by an 
achromatic doublet lens 106. The collimated laser beam is 
re?ected by the polarizing beamsplitter 110, passes through 
the lenses 112 and 116, and is incident onto a deformable 
mirror 118. The laser beam re?ected from the deformable 
mirror 118 is focused by the lens 120, passes through the lens 
122 and the second beamsplitter 124 and reaches the eye 100 
at a diameter of about 1.5 mm at the pupil. The lens of the eye 
100 focuses the laser beam on its retina 101. Possible myopia 
or hyperopia of the tested eye is corrected by movement of the 
eye 100 and the lens 122 With respect to the lens 120. 
[0025] The light re?ected from the retina 101 forms a dis 
torted Wavefront at the pupil, Which is recreated in the plane 
of the deformable mirror 118 by the lenses 122 and 120, and 
also in the plane of the lenslet array of a Hartmann-Shack 
Wavefront sensor 148 by the lenses 116 and 112. The pupil is 
conjugate With a tWo-dimensional array of lenslets 148. Each 
of the lenslets in the array 148 forms an aerial image of the 
retinal point source on the CCD camera 146. The CCD cam 
era 146 sends the digitiZed image to the computer 150 Where 
it is stored in RAM or on magnetic or other storage media. 

[0026] Aberrations displace each spot by an amount pro 
portional to the local slope of the Wavefront at each lenslet. 
The slope of the Wavefront can be determined from the dis 
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placement of these spots relative to a known aberration-free 
reference. The Wavefront sensor 154 measures the local 
slopes in both the x and y directions at 217 locations simul 
taneously across the dilated pupil. From the array of slopes, 
the Wave aberration is reconstructed as described later herein. 

[0027] The beamsplitter 110 Which forms part of the Wave 
front sensor 154 is preferably con?gured as a polarizing 
beamsplitter in order to remove unWanted light re?ected from 
the ?rst surface of the cornea of the eye 100 and other optical 
elements, such as lenses 112, 116 120, and 122. Such light 
Would otherWise interfere With the operation of the Wavefront 
sensor 154 and Would make automatic procedures for mea 
suring the Wave aberration more dif?cult. 

[0028] The Wavefront sensor 154 of the present invention 
provides a much more complete measurement of the aberra 
tions of the eye than has been possible before in part because 
a large number of samples in the pupil of the eye are used. 
Using the apparatus of the present invention, it has been found 
that the eye 100 contains complex aberrations that are not 
corrected by spectacles or contact lenses, and that such aber 
rations are signi?cant When the pupil is large. Even aberra 
tions of order 5 and greater, Which the present Wavefront 
sensor 154 is the ?rst to measure, has signi?cant impact on the 
eye’s optical quality. Moreover, the higher order aberrations 
are stable over time. Such stability is important because it 
shoWs that the aberrations can be corrected using a static 
optical corrector, such as a custom-made contact lens. 

[0029] Once the Wave aberration is measured, as described 
above, it is compensated With a device conjugate With the 
pupil of the eye 100 that can control the phase of the light at 
different points in the pupil. As Will be further described in 
detail in connection With FIG. 2, the computer 150, under 
softWare control, produces a correction signal Which is fed 
back to the deformable mirror 118. The deformable mirror 
118, Which is available as model no. RX-l70407-C from 
Xinetics, Inc., is conjugate With the pupil of the eye 100 and 
Will be deformed to compensate for the Wave aberration of the 
eye. The deformable mirror 118 contains an aluminiZed glass 
faceplate With 37 actuators mounted in a square array on the 
back surface. Alternatively, a liquid crystal device, a micro 
machined mirror, a bimorph mirror, or other suitable device 
could be used in place of tile deformable mirror 118. 

[0030] The apparatus of FIG. 1 is used as folloWs. The 
computer 150 starts the measurement process by opening the 
pathWay of the laser beam from the laser 102. The light 
returning from the retina 101 is used to measure the Wave 
aberration. The Hartmann-Shack Wavefront sensor 148 pro 
vides a measurement of the eye’s Wave aberration, from 
Which the deformable mirror 118 is driven to correct it. The 
process is repeated With the computer 150 generating suitable 
signals to cause the deformable mirror 118 to continue 
deforming until the RMS error in the measured Wave aberra 
tion reaches an asymptotic value, although other criteria 
might be used. At that point, the deformable mirror 118 has 
taken the appropriate shape to provide Wavefront compensa 
tion for the aberrations of the eye. 

[0031] Also at that point, the ?nal correction signal gener 
ated by the computer 150 can be provided to a contact lens 
fabrication system 152 used to fabricate contact lenses Which 
Would duplicate the Wavefront compensation characteristics 
of the deformable mirror 118.As Wouldbe obvious to those of 
ordinary skill in the art such contact lenses Would be custom 
ground for each eye for Which compensation is to be provided 
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[0032] Turning noW to FIG. 2, there is shoWn in diagram 
matic ?oW chart form the steps performed by the softWare 
resident in the computer 150 for utiliZing the data obtained 
from the CCD device 146. At Step 1, the digital image is 
acquired by the computer 150 from the CCD camera. Each 
image consists of 512 pixels by 512 pixels at 12 bits. Then, at 
Step 2, the computer 150 computes the centroid of the spot 
formed by each lenslet of the Wavefront sensor. The centroid 
of each spot speci?es its position. By comparing the positions 
of corresponding spots in a reference pattern and in the pat 
tern obtained from the eye, the shifts in each focus spot in both 
the x and y directions can be calculated. 

[0033] Next, at Step 3, the slope data are ?t With the sum of 
the ?rst derivatives of 65 Zemike polynomials, using a least 
squares procedure to determine the Weight for each polyno 
mial, similar to that discussed by Liang et al. in their report 
referenced above, though their method included no polyno 
mials beyond fourth order. 
[0034] Then, at Step 4, the Zemike polynomials are 
Weighted With the coef?cients calculated at Step 3. The 65 
polynomials in the Wavefront ?t include all Zemike modes 
With radial poWer less than or equal to 10, except for the piston 
term. The ?rst order Zernike modes are the linear terms. The 
second order modes are the quadratic temps, Which corre 
spond to the familiar aberrations, defocus, and astigmatism. 
The third order modes are the cubic terms, Which correspond 
to the coma and coma-like aberrations. The fourth order 
modes contain spherical aberrations as Well as other modes. 
The ?fth to tenth order modes are the higher-order, irregular 
aberrations. Local irregularities in the Wavefront Within the 
pupil are represented by these higher-order Zernike modes. 
[0035] The Weighted Zemike polynomials are added 
together at Step 5 to obtain the reconstructed Wave aberration. 
The Wave aberration is evaluated at the locations of the actua 
tors of the deformable mirror 118 to produce a correction 
signal at Step 6, Which is then sent by the computer 150 to the 
Wavefront compensation device Which, as shoWn in FIG. 1, is 
preferably a deformable mirror 118. The feedback loop con 
tinues to receive the reconstructed Wave aberration results, 
feeding back an appropriate correction signal until the RMS 
error in the reconstructed Wave aberration signal reaches an 
asymptotic value. At that point, the deformable mirror 118 
has been deformed such that, When the eye looks through it, it 
Will compensate for all of the detected aberrations of the eye 
100. 

[0036] As is knoWn to those of ordinary skill in the art, 
spectacles and contact lenses are available to correct vision, 
but they only correct defocus and sometimes astigmatism in 
the eye. Even normal eyes have other aberrations that are not 
corrected by conventional spectacles or contact lenses. The 
Wavefront sensor 154 of the present invention is capable of 
automatically measuring those aberrations. Thus, using the 
adaptive optics system of FIG. 1 alloWs correction of mono 
chromatic aberrations of the human eye beyond defocus and 
astigmatism. Accordingly, the adaptive optics system of FIG. 
1 provides unprecedented optical quality in human eyes, both 
for improved vision and for providing sharper pictures of the 
retina. 
[0037] FIGS. 3a-3d are graphs of data from the Wavefront 
sensor shoWing that the adaptive optics system of the present 
invention successfully corrects the aberrations of the eye. 
FIGS. 3a and 3b shoW, for one subject, the Wavefront error 
versus pupil position Without adaptive compensation and 
With adaptive compensation, respectively, using the present 
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invention. In a test in Which four subjects Were measured, 
adaptive compensation reduced the peak to valley Wavefront 
error across a 6 mm pupil by a factor of 4, on average. 

[0038] FIGS. 30 and 3d shoW the point spread function 
(PSF), computed from the Wave aberration, Without adaptive 
compensation and With adaptive compensation, respectively. 
Adaptive compensation increased the Strehl ratio, Which is 
proportional to the peak intensity of the PSF, from 0.09 to 
0.47. The average increase for all four eyes measured Was 
nearly 4 fold, from 0.06 to 0.23. After compensation, the PSP 
for the subject shoWn has a full-Width at half height (FWHH) 
of 2.0 microns, close to the value of 1.9 microns expected 
from diffraction alone. The present invention provides What is 
believed to be the best optical quality ever achieved in the 
human eye. 
[0039] FIG. 4 is a graph of the RMS Wavefront error, aver 
aged across 4 eyes, associated With each Zernike order of the 
Wave aberration. The RMS Wavefront error is reduced by 
adaptive compensation for Zemike orders up to ?fth order. 
Spectacles, contact lenses, and one previous attempt to use a 
deformable mirror to correct the eye’s aberrations have only 
corrected second order aberrations (defocus and astigma 
tism). 
[0040] Once the correction has been achieved the apparatus 
of the present invention can be used to provide the subject 
With supemormal retinal image quality, in Which case the 
subject vieWs visual imagery through the deformable mirror 
118. A six-fold improvement in vision, as measured With 
contrast sensitivity for ?ne gratings, for individuals looking 
through the present apparatus has been achieved. Individuals 
can see very high frequency gratings through the adaptive 
optics system that are above the resolution limit in normal 
vieWing Without adaptive optics. 
[0041] Alternatively, once the correction has been 
achieved, the apparatus of the present invention shoWn in 
FIG. 1 can also be used to provide high resolution images of 
the retina 101. A krypton ?ash lamp 138 is imaged onto the 
eye’s pupil by the lenses 134, 132, 130, and 120 after passing 
through the beamsplitter 124. The lamp 138 delivers a 4 msec 
?ash, thereby illuminating a retinal disk on the retina 101 that 
is 1 degree in diameter. A narroW band interference ?lter 136 
shapes the spectral output of the lamp 138. 
[0042] The image of the retina 101 passes through the 
beamsplitter 124 and the lenses 122 and 120, is re?ected by 
the deformable mirror 118, Which has already been shaped to 
compensate for the eye’s aberrations, and passes through the 
lens 116. The light is then re?ected by the mirror 114 onto the 
lens 140 and through an aperture 141, Where the re?ected 
image is focused by the lens 142 onto the CCD device 145. 
The electrical signals corresponding to the light captured by 
the CCD camera 145 may be acquired in a manner similar to 
the light acquisition system Which acquires the data from the 
CCD camera 146 and then be stored for later use in the 
computer 150. The images may then be shoWn on a monitor 
(not shoWn) connected to the computer 150 and/or sent to a 
suitable printing device (not shoWn) connected to the com 
puter 150. 
[0043] Using the apparatus of the present invention, single 
cells in the living human retina have been routinely resolved 
for the ?rst time. The adaptive optic system of the present 
invention provides a non-invasive technique With Which to 
study the normal and pathological living retina at a micro 
scopic spatial scale. The theoretical limit of the transverse 
resolution of fundus imaging is proportional to the diameter 
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of the dilated pupil. If adaptive compensation Were complete 
for an 8 mm pupil, for example, the transverse resolution 
Would be increased 3.2 times over that for a 2.5 mm pupil, a 
typical pupil diameter used by currently available fundus 
cameras. 

[0044] The axial resolution, Which is critical in optical in 
depth sectioning of the retina, groWs as the square of the pupil 
diameter. Therefore, complete adaptive compensation across 
an 8 mm pupil could theoretically increase the axial resolu 
tion of a confocal ophthalmoscope by a factor of 10 over an 
instrument With a 2.5 m exit pupil. The full-Width at half 
height FWHH) of the PSP in depth is 27 microns, Which 
approaches that of optical coherence tomography, but pro 
vides the additional advantage of high-transverse resolution 
not possible With optical coherence tomography alone. 
[0045] The success of the apparatus of the present invention 
establishes that it can also be used to improve vision by 
reshaping the eye’s optics, as in laser refractive surgery, or by 
fabricating customiZed optical elements such as contact 
lenses or intraocular lenses. As shoWn, FIGS. 1 and 2, the ?nal 
correction signal canbe provided to a contact lens or intraocu 
lar lens fabrication system or laser refractive surgical proce 
dure 152 instead of the deformable mirror 118. As Would be 
obvious to those of ordinary skill in the art, such contact 
lenses, intraocular lenses, or surgical correction Would be 
customiZed for each eye for Which compensation is to be 
provided. Additional aberrations besides defocus and astig 
matism could be corrected With either an open or a closed 
loop system. 
[0046] The invention described herein alloWs for the ?rst 
complete description of the aberrations of the human eye 
combined With a demonstrated method to correct these. aber 
rations. The applications of the present invention are four 
fold. First, the invention can be utiliZed to provide a more 
accurate measure of the aberrations of the unaided eye. Sec 
ond, the present invention can be used to evaluate the bene?t 
of various techniques to correct the aberrations of the eye, 
such as custom glasses, custom contact lenses, and surgical 
procedures. Third, the present invention can be used to 
improve vision in optical instruments such as telescopes and 
binoculars, custom glasses, custom contact lenses, and With 
surgical procedures such as photorefractive keratectomy 
(PRK). Fourth, the invention can be utiliZed to improve the 
axial and transverse resolution of images of the living retina. 
Current fundus cameras suffer from the problem that, in the 
prior art, the aberrations of the eye limit its resolution, a limit 
that has remained since the invention of the ophthalmo scope. 
[0047] Although only a preferred embodiment is speci? 
cally illustrated and described herein, it Will be appreciated 
that many modi?cations and variations of the present inven 
tion are possible in light of the above teachings and Within the 
purvieW of the appended claims Without departing from the 
spirit and intended scope of the invention. 

1.-9. (canceled) 
10. Apparatus for fabricating contact or intraocular lenses 

to correct for at least the third order Wave aberrations of the 
living eye, comprising; 
means for generating a re?ected point source image of a 

retina of said living eye; 
means for receiving said re?ected point source image and 

for converting said point source image to corresponding 
digital signals; 
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a digital data processor for calculating Wave aberrations of 
the eye so as to include at least third order modes, using 
said digital signals; and 

at least one of a contact lens and intraocular supply system 
connected to receive the calculated Wave aberrations 
from said digital data processor for supplying at least 
one contact or intraocular lens to provide Wavefront 
compensation for said at least third order Wave aberra 
tions of said living eye. 

11. The apparatus of claim 10, Wherein said means for 
generating comprises a plurality of lenslets Which form a 
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lenslet array for receiving said re?ected point source image of 
said retina, said lenslet array being con?gured such that it is 
capable of providing resolution for at least third order aber 
rations. 

12. The apparatus of claim 10, further including a polariZ 
ing ?lter through Which said re?ected point source image of 
said retina passes prior to being received by said means for 
receiving said re?ected point source. 

13.-25. (canceled) 


