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(57) ABSTRACT 

An infusion system includes a characteristic determining 
device and an infusion device. The characteristic determining 
device includes a receptacle for receiving and testing an ana 
lyte from the user to determine a concentration of the analyte 
in the user. The characteristic determining device also 
includes a communication system for transmitting a commu 
nication including data indicative of the determined concen 
tration of the analyte in the user, and the infusion device 
includes a communication system for receiving the commu 
nication from the characteristic determining device. The infu 
sion device further includes a bolus estimator for calculating 
an estimated amount of ?uid to be infused into the body of the 
user based upon the received data indicative of the determined 
concentration of the analyte in the user and a target concen 
tration of the analyte in the user, and an indicator to indicate 
When the estimated amount of ?uid to be infused has been 

22, 2003. calculated. 

6L0, 
1 0 I Y _ _ _ _ _ — _ — _ _ — 8;‘ _ _ _ _ _ _i I | ‘J 

( I 81 ( I 

B6 I ‘ , ‘ I 

M“ I M ‘— Iglfialbilc“ er ‘nun-up‘ 1—> 
I -4— Serial --L---> 
I I 

. 1 . 
l a I 

| E | 
_ I t E l 

\ | I 
32 l I | 

I 4—' Interrogation 
‘I I RF I 

: V gigaoldumud —l— Decoded Signal 
Computer I 

I 

| 

I 
| 

I 

I 

l 

I 
l 

l 



Patent Application Publication May 7, 2009 Sheet 1 0f 6 US 2009/0118664 A1 

@1- I 5am I 16 





Patent Application Publication May 7, 2009 Sheet 3 0f 6 US 2009/0118664 A1 

60 
I 

p _ _ _ _ _ _ _ _ _ _ _ _ H _ _ _ _ _ _ _ _ _ _ _ _ ... \.. _ 

[U I Y 84 I 64 | 80 | K . K I K 
no I RF '0“: I 

m III) I W, " MIC H W 

I -(—-Scr|nI--J—)> 
I I 

| T ' 
I 5 l 

I ' 

l E | 
I 82 I 

| l 

I -1—' lmun'ogalion 
| R]? I 

: " ISJiCgTITIISIdLIIZIICd _|—I Decoded Signal 
I I 
I I 

I I 

1 I 

I I 

L _ _ _ _ _ _ n _ _ _ _ _ _ _ _ _ _ _ _ L _ _ _ _ _ _ _ _ I 

66'), 
10 ' T _ _ _ _ _ — _ _ _ __8:I'_____ _' (4 

| ' j 
K , 8‘ K . 

BO I RF RF l'oucr ——--- I IL‘ I —1—>| 
Mm I - <— ‘b ASIC “ "up I ) | ( I ‘hummer E1" 1“ FSUMM 

I I 

| I ' 
I - I 

I 82, E l 
\ | ' 
32 | I I 

I 4—' Interrogation 
‘I I RF I 

I ‘f g?tlglgdul?wd —I— [headed Signal 

Computer I 
34 ' 

I 

l 

I 

I 

I 

I 

I 
I 
l 
l 



Patent Application Publication May 7, 2009 Sheet 4 0f 6 US 2009/0118664 A1 

wm 

55E 20631.3: xmhDmEOU MOHUHZZOO 

_ _ _ _ _ _ _ _ _ _ _ _ _ 

g i i r 

ll 5 .. momwmoo? 1 \ >822 _ 
_ _ 

H J p [Om _ 

u t _ 

_ 

_ _ 

_ _ _ _ 

_ __ . 

_ u | 1 | | | | | |_ll..||..:..:i:||l| 55m A _ EEm 

_ @HEFME _ PmmP 

_ , _ 

_ _ q 

_ I I I I I I I I I i I I | | I I | | I I I I I I I | | | I... 2 







US 2009/0118664 A1 

SYSTEM FOR PROVIDING BLOOD 
GLUCOSE MEASUREMENTS TO AN 

INFUSION DEVICE 

RELATED APPLICATIONS 

[0001] This application claims priority from US. Provi 
sional Applications No. 60/398,199 ?led Jul. 24, 2002 and 
No. 60/412,998 ?led Sep. 23, 2002, Which are herein incor 
porated by reference. 

FIELD OF THE INVENTION 

[0002] This invention relates generally to infusion systems 
that are used for infusing a ?uid into a user, and in particular, 
to apparatuses and methods for providing blood glucose mea 
surements to an infusion device. 

BACKGROUND OF THE INVENTION 

[0003] Patients With Type 1 diabetes and some patients With 
Type 2 diabetes use insulin to control their blood glucose 
(BG) level. Typically, if a patient’s BG level is too high, the 
patient can inject a “bolus” (dose) of insulin to loWer his/her 
BG level from its present level to a desired target level. Fur 
thermore, patients may inject a bolus of insulin in anticipation 
of ingesting carbohydrates, thus heading off a sharp rise in 
their BG level. Patients employ various calculations to deter 
mine the amount of insulin to inject. Bolus estimation soft 
Ware is available for calculating an insulin bolus. Patients 
may use these softWare programs on an electronic computing 
device, such as a computer, the Internet, a personal digital 
assistant (PDA), or an insulin delivery device. Insulin deliv 
ery devices include infusion pumps, injection pens, and IV 
meters. The best bolus estimation softWare takes into account 
the patient’s present BG level. Presently, a patient must mea 
sure his/her blood glucose using a BG measurement device, 
such as a test strip meter, a continuous glucose measurement 
system, or a hospital hemacue. BG measurement devices use 
various methods to measure the BG level of a patient, such as 
a sample of the patient’s blood, a sensor in contact With a 
bodily ?uid, an optical sensor, an enZymatic sensor, or a 
?uorescent sensor. When the BG measurement device has 
generated a BG measurement, the measurement is displayed 
on the BG measurement device. Then the patient may visually 
read the BG measurement and physically enter the BG mea 
surement into an electronic computing device to calculate a 
bolus estimate. Finally, once the bolus estimate is calculated, 
the patient must inject the insulin bolus or program an insulin 
delivery device to deliver the bolus into their body. Unfortu 
nately, this process is cumbersome and is subject to transcrib 
ing errorsifor example, the patient may inaccurately enter 
the BG measurement that is displayed on the BG measure 
ment device into the electronic computing device. Thus, if the 
BG measurement is not entered correctly, the bolus estimate 
is not accurate, Which may lead to the delivery of an inappro 
priate insulin dose. 

SUMMARY OF THE INVENTION 

[0004] In preferred embodiments of the present invention, 
an infusion system for infusing a ?uid into a body of a user 
includes a characteristic determining device and an infusion 
device. The characteristic determining device includes a 
housing adapted to be carried by the user, a receptacle 
coupled to the housing for receiving and testing an analyte 
from the user to determine a concentration of the analyte in 
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the user, a processor contained in the housing and coupled to 
the receptacle for processing the determined concentration of 
the analyte from the receptacle, and a communication system 
contained in the housing and coupled to the processor for 
transmitting a communication including data indicative of the 
determined concentration of the analyte in the user. In par 
ticular embodiments, the characteristic determining device 
may also include a lancing device coupled to the receptacle 
for obtaining the analyte from the user. In preferred embodi 
ments, the infusion device includes a housing adapted to be 
carried by the user, a drive mechanism contained in the hous 
ing and operatively coupled With a reservoir containing the 
?uid for infusing the ?uid into the body of the user, a com 
munication system contained in the housing for receiving the 
communication including the data indicative of the deter 
mined concentration of the analyte in the user from the deter 
mining device, and a processor contained in the housing and 
coupled to the communication system for processing the data 
indicative of the determined concentration of the analyte in 
the user and controlling the infusion device. The infusion 
device further includes a bolus estimator used in conjunction 
With the processor for calculating an estimated amount of 
?uid to be infused into the body of the user based upon the 
received data indicative of the determined concentration of 
the analyte in the user and a target concentration of the analyte 
in the user, and an indicator to indicate When the estimated 
amount of ?uid to be infused has been calculated. Addition 
ally, the infusion device may include a user input device for 
inputting an estimate of a material to be ingested by the user, 
and the bolus estimator may include the capability to calcu 
late the estimated amount of ?uid to be infused into the body 
of the user based upon the inputted estimate of the material to 
be ingested by the user. The infusion device may also include 
a memory for storing the data indicative of the determined 
concentration of the analyte in the user received by the infu 
sion device communication system from the determining 
device communication system. 
[0005] In particular embodiments, the characteristic deter 
mining device automatically transmits the communication 
including the data indicative of the determined concentration 
of the analyte in the user to the infusion device. In other 
particular embodiments, the characteristic determining 
device further includes a user input device for inputting com 
mands, and transmits the communication including the data 
indicative of the determined concentration of the analyte in 
the user to the infusion device in response to a command from 
the user input device. In additional embodiments, the charac 
teristic determining device further includes an indicator to 
indicate a status of the communication including the data 
indicative of the determined concentration of the analyte in 
the user being transmitted from the determining device com 
munication system to the infusion device communication 
system. 
[0006] In some embodiments, the communication trans 
mitted from the characteristic determining device to the infu 
sion device further includes a time at Which the concentration 
of the analyte in the user Was determined. In additional 
embodiments, the processor of the characteristic determining 
device determines an amount of time that has elapsed since 
the concentration of the analyte in the user Was determined, 
and the communication transmitted from the determining 
device to the infusion device further includes the elapsed 
amount of time. Further, the processor of the characteristic 
determining device may cause the communication system of 
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the characteristic determining device not to transmit the com 
munication including the data indicative of the determined 
concentration of the analyte in the user if the elapsed amount 
of time exceeds a predetermined amount of time. In other 
embodiments, the infusion device processor determines an 
amount of time that has elapsed since the data indicative of the 
determined concentration of the analyte in the user Was 
received, and causes the bolus estimator not to calculate the 
estimated amount of ?uid to be infused based upon the deter 
mined concentration of the analyte if the elapsed amount of 
time exceeds a predetermined amount of time. In still other 
embodiments, the processor of the infusion device deter 
mines an amount of time that has elapsed since the concen 
tration of the analyte in the user Was determined, and causes 
the bolus estimator not to calculate the estimated amount of 
?uid to be infused based upon the determined concentration 
of the analyte if the elapsed amount of time exceeds a prede 
termined amount of time. 

[0007] In further embodiments, the determining device 
communication system is capable of being deactivated and 
reactivated. The characteristic determining device includes a 
user input device for inputting commands, and the commu 
nication system of the characteristic determining device is 
capable of being deactivated in response to a ?rst command 
from the user input device and being reactivated in response 
to a second command from the user input device. Alterna 
tively, the communication system of the characteristic deter 
mining device may be automatically reactivated after a pre 
determined amount of time has elapsed or at a predetermined 
time of day. Additionally, the characteristic determining 
device may include a memory for storing data indicative of 
the determined concentration of the analyte in the user that is 
determined When the determining device communication 
system is deactivated, and the determining device communi 
cation system may transmit a communication including the 
stored data to the infusion device communication system 
When the determining device communication system is reac 
tivated. 

[0008] In still other embodiments, the processor of the 
characteristic determining device has unique identi?cation 
information, and the communication transmitted from the 
characteristic determining device to the infusion device fur 
ther includes the unique identi?cation information of the 
determining device processor such that the infusion device is 
capable of discerning Whether the communication is intended 
for receipt by the infusion device. In yet other embodiments, 
the processor of the infusion device has unique identi?cation 
information, and the communication transmitted from the 
characteristic determining device to the infusion device fur 
ther includes the unique identi?cation information of the 
infusion device processor such that the infusion device is 
capable of discerning Whether the communication is intended 
for receipt by the infusion device. 
[0009] In preferred embodiments, the processor of the infu 
sion device uses poWer cycling Whereby poWer is periodically 
supplied to the communication system of the infusion device 
until a communication is received from the characteristic 
determining device. When a communication is received from 
the characteristic determining device, the processor of the 
infusion device discontinues using poWer cycling Whereby 
the poWer is continuously supplied to the infusion device 
communication system. The infusion device processor may 
then resume using poWer cycling upon completing the receipt 
of the communication including the data indicative of the 
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determined concentration of the analyte in the user from the 
determining device communication system. 
[0010] In particular embodiments, the infusion system fur 
ther includes a connector for coupling the characteristic deter 
mining device to a computer and doWnloading data from the 
characteristic determining device to the computer. The com 
munication system of the infusion device is further capable of 
transmitting a communication including infusion device data 
to be doWnloaded, and the communication system of the 
characteristic determining device is further capable of receiv 
ing the communication including the infusion device data to 
be doWnloaded from the infusion device. The received infu 
sion device data is then doWnloaded from the characteristic 
determining device through the connector to the computer. 
Alternatively, the characteristic determining device may fur 
ther include a memory for storing data, and the received 
infusion device data may be stored in the memory of the 
characteristic determining device for subsequent doWnload 
ing through the connector to the computer. 
[0011] In other particular embodiments, the characteristic 
determining device further includes a user input device for 
inputting remote control commands for controlling the infu 
sion device. The communication system of the characteristic 
determining device further transmits a communication 
including the remote control commands, and the communi 
cation system of the infusion device further receives the com 
munication including the remote control commands from the 
characteristic determining device. The processor of the infu 
sion device then controls the infusion device in accordance 
With the received remote control commands. 

[0012] In yet other particular embodiments, the infusion 
device further includes a user input device for inputting 
remote control commands for controlling the characteristic 
determining device. The communication system of the infu 
sion device further transmits a communication including the 
remote control commands, and the communication system of 
the characteristic determining device further receives the 
communication including the remote control commands 
from the infusion device. The processor of the characteristic 
determining device then controls the characteristic determin 
ing device in accordance With the received remote control 
commands. 

[0013] In additional embodiments, the characteristic deter 
mining device fur‘ther includes a determining device clock, 
and the infusion device further includes an infusion device 
clock. The infusion device communication system further 
transmits a communication including a time of the infusion 
device clock, and the determining device communication 
system further receives the communication including the time 
of the infusion device clock from the infusion device com 
munication system. The determining device clock is then set 
to the received time of the infusion device clock. Altema 
tively, the determining device communication system further 
transmits a communication including a time of the determin 
ing device clock, and the infusion device communication 
system further receives the communication including the time 
of the determining device clock from the determining device 
communication system. The infusion device clock is then set 
to the received time of the determining device clock. 
[0014] In accordance With another embodiment of the 
present invention, an infusion device infuses a ?uid into a 
body of a user and is capable of communicating With a char 
acteristic determining device, Which is adapted for determin 
ing a concentration of an analyte in the user. The infusion 
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device includes a housing adapted to be carried by the user, a 
drive mechanism contained in the housing and operatively 
coupled With a reservoir containing the ?uid for infusing the 
?uid into the body of the user, a communication system 
contained in the housing for receiving a communication 
including data indicative of the determined concentration of 
the analyte in the user from the characteristic determining 
device, and a processor contained in the housing and coupled 
to the communication system for processing the data indica 
tive of the determined concentration of the analyte in the user 
and controlling the infusion device. The infusion device also 
includes a bolus estimator used in conjunction With the pro 
cessor for calculating an estimated amount of ?uid to be 
infused into the body of the user based upon the received data 
indicative of the determined concentration of the analyte in 
the user and a target concentration of the analyte in the user. 
The infusion device further includes an indicator to indicate 
When the estimated amount of ?uid to be infused has been 
calculated. 

[0015] In accordance With still another embodiment of the 
present invention, a characteristic determining device deter 
mines a concentration of an analyte in a body of a user and is 
capable of communicating With an infusion device, Which is 
adapted for infusing a ?uid into the body of the user and 
calculating an estimated amount of the ?uid to be infused into 
the body of the user based upon the determined concentration 
of the analyte in the user and a target concentration of the 
analyte in the user. The characteristic determining device 
includes a housing adapted to be carried by the user, a recep 
tacle coupled to the housing for receiving and testing an 
analyte from the user to determine the concentration of the 
analyte in the user, a processor contained in the housing and 
coupled to the receptacle for processing the determined con 
centration of the analyte from the receptacle, and a commu 
nication system contained in the housing and coupled to the 
processor for transmitting a communication including data 
indicative of the determined concentration of the analyte in 
the user to the infusion device. 

[0016] According to yet another embodiment of the present 
invention, an infusion system includes a characteristic deter 
mining device and an infusion device, and a method for 
infusing a ?uid into a body of a user is provided. The method 
includes the steps of: receiving and testing an analyte from the 
user to determine a concentration of the analyte in the user, 
transmitting With the characteristic determining device a 
communication including data indicative of the determined 
concentration of the analyte in the user, and receiving With the 
infusion device the communication including the data indica 
tive of the determined concentration of the analyte in the user. 
The data indicative of the determined concentration of the 
analyte in the user received by the infusion device from the 
characteristic determining device may then be stored in a 
memory of the infusion device. The method further includes 
the steps of calculating an estimated amount of ?uid to be 
infused into the body of the user based upon the received data 
indicative of the determined concentration of the analyte in 
the user and a target concentration of the analyte in the user, 
and indicating When the estimated amount of ?uid to be 
infused has been calculated. Additionally, the method may 
include the step of inputting an estimate of a material to be 
ingested by the user, and the estimated amount of ?uid to be 
infused into the body of the user is calculated further based 
upon the inputted estimate of the material to be ingested by 
the user. 
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[0017] In some embodiments, the communication includ 
ing the data indicative of the determined concentration of the 
analyte in the user is automatically transmitted from the char 
acteristic determining device to the infusion device. In other 
embodiments, the communication including the data indica 
tive of the determined concentration of the analyte in the user 
is transmitted from the characteristic determining device to 
the infusion device in response to an inputted command. In 
still other embodiments, the system indicates a status of the 
communication including the data indicative of the deter 
mined concentration of the analyte in the user being transmit 
ted from the characteristic determining device to the infusion 
device. 

[0018] In particular embodiments, the communication 
including the data indicative of the determined concentration 
of the analyte in the user transmitted from the characteristic 
determining device to the infusion device further includes a 
time at Which the concentration of the analyte in the user Was 
determined. In other particular embodiments, the system also 
determines an amount of time that has elapsed since the 
concentration of the analyte in the user Was determined. In yet 
other particular embodiments, the system determines an 
amount of time that has elapsed since the communication 
including the data indicative of the determined concentration 
of the analyte in the user Was received by the infusion device. 

[0019] In additional embodiments, the method further 
includes the steps of transmitting With the infusion device a 
communication including a clock time of the infusion device, 
receiving With the characteristic determining device the com 
munication including the clock time of the infusion device, 
and setting a clock time of the characteristic determining 
device to the received clock time of the infusion device. 
Alternatively, the method may include the steps of transmit 
ting With the characteristic determining device a communi 
cation including a clock time of the characteristic determin 
ing device, receiving With the infusion device the 
communication including the clock time of the characteristic 
determining device, and setting a clock time of the infusion 
device to the received clock time of the characteristic deter 
mining device. 
[0020] In accordance With a further embodiment of the 
present invention, an infusion system for infusing a ?uid into 
a body of a user includes a characteristic determining device 
and an infusion device. The characteristic determining device 
includes a determining device housing adapted to be carried 
by the user, a sensor coupled to the determining device hous 
ing for determining a concentration of an analyte in the user, 
a determining device processor contained in the determining 
device housing and coupled to the sensor for processing the 
determined concentration of the analyte from the sensor, and 
a determining device communication system contained in the 
determining device housing and coupled to the determining 
device processor for transmitting a communication including 
data indicative of the determined concentration of the analyte 
in the user. The infusion device includes an infusion device 
housing adapted to be carried by the user, a drive mechanism 
contained in the infusion device housing and operatively 
coupled With a reservoir containing the ?uid for infusing the 
?uid into the body of the user, an infusion device communi 
cation system contained in the infusion device housing for 
receiving the communication including the data indicative of 
the determined concentration of the analyte in the user from 
the determining device communication system, and an infu 
sion device processor contained in the infusion device hous 
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ing and coupled to the infusion device communication system 
for processing the data indicative of the determined concen 
tration of the analyte in the user and controlling the infusion 
device. 
[0021] In particular embodiments, the determining device 
communication system automatically transmits the commu 
nication including the data indicative of the determined con 
centration of the analyte in the user to the infusion device 
communication system. In other particular embodiments, the 
characteristic determining device further includes a user 
input device for inputting commands, and the determining 
device communication system transmits the communication 
including the data indicative of the determined concentration 
of the analyte in the user to the infusion device communica 
tion system in response to a command from the user input 
device. In further particular embodiments, the characteristic 
determining device includes an indicator to indicate a status 
of the communication including the data indicative of the 
determined concentration of the analyte in the user being 
transmitted from the determining device communication sys 
tem to the infusion device communication system. 

[0022] In some embodiments, the infusion device further 
includes a bolus estimator used in conjunction With the infu 
sion device processor for calculating an estimated amount of 
?uid to be infused into the body of the user based upon the 
received data indicative of the determined concentration of 
the analyte in the user and a target concentration of the analyte 
in the user. The infusion device also includes an infusion 
device indicator to indicate When the estimated amount of 
?uid to be infused has been calculated. In other embodiments, 
the infusion device further includes a memory for storing 
data, and the data indicative of the determined concentration 
of the analyte in the user received by the infusion device 
communication system from the determining device commu 
nication system is stored in the memory of the infusion 
device. 
[0023] In additional embodiments, the determining device 
processor has unique identi?cation information, and the com 
munication transmitted from the determining device commu 
nication system to the infusion device communication system 
further includes the unique identi?cation information of the 
determining device processor such that the infusion device is 
capable of discerning Whether the communication is intended 
for receipt by the infusion device. In yet additional embodi 
ments, the infusion device processor has unique identi?cation 
information, and the communication transmitted from the 
determining device communication system to the infusion 
device communication system further includes the unique 
identi?cation information of the infusion device processor 
such that the infusion device is capable of discerning Whether 
the communication is intended for receipt by the infusion 
device. 

[0024] In further embodiments, the determining device 
communication system is capable of being deactivated and 
reactivated. The characteristic determining device may also 
include a memory for storing data indicative of the deter 
mined concentration of the analyte in the user that is deter 
mined When the determining device communication system 
is deactivated. The determining device communication sys 
tem then transmits a communication including the stored data 
to the infusion device communication system When the deter 
mining device communication system is reactivated. 
[0025] In still further embodiments, the infusion device 
processor uses poWer cycling Whereby poWer is periodically 
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supplied to the infusion device communication system until a 
communication is received from the determining device com 
munication system. The infusion device processor discontin 
ues using poWer cycling Whereby the poWer is continuously 
supplied to the infusion device communication system When 
the communication including the data indicative of the deter 
mined concentration of the analyte in the user is received 
from the determining device communication system. Further, 
the infusion device processor resumes using poWer cycling 
upon completing the receipt of the communication including 
the data indicative of the determined concentration of the 
analyte in the user from the determining device communica 
tion system. 
[0026] In other embodiments, the infusion system further 
includes a connector for coupling the characteristic determin 
ing device to a computer and doWnloading data from the 
characteristic determining device to the computer. The infu 
sion device communication system is further capable of trans 
mitting a communication including infusion device data to be 
doWnloaded, and the determining device communication sys 
tem is further capable of receiving the communication includ 
ing the infusion device data to be doWnloaded from the infu 
sion device communication system. The received infusion 
device data is then doWnloaded from the characteristic deter 
mining device through the connector to the computer. 
[0027] In yet other embodiments, the characteristic deter 
mining device further includes a determining device clock, 
and the infusion device further includes an infusion device 
clock. The infusion device communication system further 
transmits a communication including a time of the infusion 
device clock, and the determining device communication 
system further receives the communication including the time 
of the infusion device clock from the infusion device com 
munication system. The determining device clock is then set 
to the received time of the infusion device clock. Altema 
tively, the determining device communication system further 
transmits a communication including a time of the determin 
ing device clock, and the infusion device communication 
system further receives the communication including the time 
of the determining device clock from the determining device 
communication system. The infusion device clock is then set 
to the received time of the determining device clock. 

BRIEF DESCRIPTION OF THE DRAWINGS 

[0028] A detailed description of embodiments of the inven 
tion Will be made With reference to the accompanying draW 
ings, Wherein like numerals designate corresponding parts in 
the several ?gures. 
[0029] FIG. 1 is a perspective vieW of a blood glucose meter 
and an infusion pump in accordance With an embodiment of 
the present invention. 
[0030] FIG. 2 is a simpli?ed block diagram ofan infusion 
pump in accordance With an embodiment of the present 
invention. 
[0031] FIG. 3(a) is a block diagram ofan RF communica 
tion system in the infusion pump in accordance With an 
embodiment of the present invention. 
[0032] FIG. 3(b) is a block diagram ofan RF communica 
tion system in the infusion pump in accordance With another 
embodiment of the present invention. 
[0033] FIG. 4(a) is a simpli?ed block diagram ofa blood 
glucose meter in accordance With an embodiment of the 
present invention. 
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[0034] FIG. 4(b) is a simpli?ed block diagram ofa blood 
glucose meter in accordance With another embodiment of the 
present invention. 
[0035] FIG. 5 is a simpli?ed block diagram of a blood 
glucose meter in accordance With still another embodiment of 
the present invention. 

DETAILED DESCRIPTION OF THE PREFERRED 
EMBODIMENTS 

[0036] As shoWn in the draWings for purposes of illustra 
tion, the invention is embodied in a system for communicat 
ing blood glucose measurements from a blood glucose mea 
surement device to an electronic computing device, Which 
utiliZes the blood glucose measurements to calculate a bolus 
estimate. In preferred embodiments, the blood glucose (BG) 
measurement device is a blood glucose (BG) test strip meter, 
and the electronic computing device is an insulin delivery 
device, preferably an external insulin infusion pump. The BG 
meter utiliZes a test strip With a sample of the user’s blood to 
measure the user’s BG level, and then transmits the BG mea 
surement to the infusion pump using a communication sys 
tem that includes, for example, a radio frequency (RF) trans 
mitter or transceiver. The infusion pump receives the BG 
measurement from the BG meter, and includes bolus estima 
tion softWare to calculate a bolus estimate using the received 
BG measurement. The infusion pump may then deliver a 
bolus amount to the user based on the calculated bolus esti 
mate. Transmission of the BG measurement from the BG 
meter to the infusion pump eliminates user transcription 
errors (i.e., the user may not accurately enter the BG mea 
surement into the infusion pump) and simpli?es the use of a 
bolus estimator. In particular embodiments, the BG meter 
may also function as a remote controller for the infusion 
pump, so the user can initiate a bolus delivery (Without the 
bolus estimator) or stop a bolus delivery using buttons located 
on the BG meter. The BG meter may further function as a 
communications link for doWnloading data from the infusion 
pump to a computer or the like. 
[0037] HoWever, in alternative embodiments of the present 
invention, the BG measurement device may be a continuous 
glucose measurement system, a hospital hemacue, an auto 
mated intermittent blood glucose measurement system, and 
the like, and/or the BG measurement device may use other 
methods for measuring the user’s BG level, such as a sensor in 
contact With a body ?uid, an optical sensor, an enzymatic 
sensor, a ?uorescent sensor, a blood sample placed in a recep 
tacle, or the like. In further alternative embodiments, the 
electronic computing device may be another type of insulin 
delivery device, such as an implantable insulin infusion pump 
or system that uses a combination of implantable and external 
components, an injection pen, an IV meter, and the like. In 
other alternative embodiments, the electronic computing 
device may be a computer, the Internet, a personal digital 
assistant (PDA), a portable telephone, a custom computing 
device, and the like. In still further alternative embodiments, 
the BG measurement device may use samples from body 
?uids other than blood, such as interstitial ?uid, spinal ?uid, 
saliva, urine, tears, sWeat, or the like. In yet other alternative 
embodiments, other measurement devices may be utiliZed to 
determine the concentrations, levels, or quantities of other 
characteristics, analytes, or agents in the user, such as hor 
mones, cholesterol, oxygen, pH, lactate, heart rate, respira 
tory rate, medication concentrations, viral loads (e.g., HIV), 
or the like. In still other alternative embodiments, other ?uids 
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may be delivered to the user, such as medication other than 
insulin (e.g., HIV drugs, drugs to treat pulmonary hyperten 
sion, iron chelation drugs, pain medications, and anti-cancer 
treatments), chemicals, enzymes, antigens, hormones, vita 
mins, or the like. Particular embodiments are directed 
toWards the use in humans; hoWever, in alternative embodi 
ments, the infusion devices may be used in animals. 

[0038] In preferred embodiments of the present invention, a 
blood glucose (BG) measurement device measures a user’s 
BG level and then communicates the BG measurement to an 
electronic computing device, Which utiliZes the BG measure 
ment to calculate a bolus estimate. In the embodiment illus 
trated in FIG. 1, the BG measurement device is a BG test strip 
meter 10, and the electronic computing device is an insulin 
delivery device, preferably an external insulin infusion pump 
50. 

[0039] Referring to FIGS. 1 and 4(a), a housing 13 of the 
BG meter 10 preferably includes a test strip receptacle or port 
11 for receiving and analyZing a test strip 12 or the like With 
a sample of the user’s blood 14 on the test strip 12 to obtain a 
BG measurement. The BG meter 10 is adapted to be carried 
by the user, for example, in the hand, on the body, in a clothing 
pocket, attached to clothing (e.g., using a clip, strap, adhesive, 
or fastener), and the like. In particular embodiments, the user 
may utiliZe a separate lancing device (not shoWn) to obtain a 
blood sample, and then apply the sample onto the test strip 12. 
In other particular embodiments, the BG meter 10 may incor 
porate a lancing device (not shoWn) that obtains and auto 
matically applies the blood sample onto the test strip 12. 
[0040] In alternative embodiments, the BG measurement 
device may be a continuous glucose measurement system, a 
hospital hemacue, an automated intermittent blood glucose 
measurement system, and the like, and/or the BG measure 
ment device may use other methods for measuring the user’s 
BG level, such as a sensor in contact With a body ?uid, an 
optical sensor, an enZymatic sensor, a ?uorescent sensor, a 
blood sample placed in a receptacle, or the like. The BG 
measurement device may generally be of the type and/or 
include features disclosed in US. patent application Ser. No. 
09/377,472 ?led Aug. 19, 1999 and entitled “Telemetered 
Characteristic Monitor System and Method of Using the 
Same,” Ser. No. 09/334,996 ?led Jun. 17, 1999 and entitled 
“Characteristic Monitor With a Characteristic Meter and 
Method of Using the Same,” Ser. No. 09/487,423 ?led Jan. 
20, 2000 and entitled “Handheld Personal Data Assistant 
(PDA) With a Medical Device and Method of Using the 
Same,” and Ser. No. 09/935,827 ?led Aug. 23, 2001 and 
entitled “Handheld Personal Data Assistant (PDA) With a 
Medical Device and Method of Using the Same,” Which are 
herein incorporated by reference. Such BG measurement 
devices may be adapted to be carried by the user, for example, 
in the hand, on the body, in a clothing pocket, attached to 
clothing (e.g., using a clip, strap, adhesive, or fastener), and 
the like. In further alternative embodiments, the BG measure 
ment device may use samples from body ?uids other than 
blood, such as interstitial ?uid, spinal ?uid, saliva, urine, 
tears, sWeat, or the like. In yet other alternative embodiments, 
other characteristic determining or measuring devices may be 
utiliZed to determine or measure the concentrations, levels, or 
quantities of other characteristics, analytes, or agents in the 
user, such as hormones, cholesterol, oxygen, pH, lactate, 
heart rate, respiratory rate, medication concentrations, viral 
loads (e.g., HIV), or the like. 
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[0041] In particular embodiments, once the BG meter 10 
obtains a BG measurement, the BG measurement is transmit 
ted to the infusion pump 50 using a communication system, 
Which includes a radio frequency (RF) transmitter 15, as Will 
be described below. In other particular embodiments, the RF 
transmitter 15 may be replaced With an RF transceiver 19 (as 
shoWn in FIG. 4(b)) or 36 (as shoWn in FIG. 5), and the BG 
measurement may be transmitted to the infusion pump 50 
using the RF transceiver 19 or 36. 

[0042] The test strip port 11 and RF transmitter 15 are 
coupled to a processor 17 contained in the housing 13 of the 
BG meter 10. The processor 17 runs programs and controls 
the BG meter 10, and is also connected to a memory 30 for 
storing programs, history data, user de?ned information and 
parameters, and the like. The BG meter 10 also preferably 
includes a display 16 for providing the BG measurement 
and/ or messages, such as status or error messages, to the user. 

In particular embodiments, the display 16 may include a 
backlight for reading the display 16 in the dark. 
[0043] In preferred embodiments, the BG meter 10 
includes one or more buttons 18 and 20 for operation of the 
meter 10, such as turning on/ off the meter 10, revieWing 
previous BG measurements, transmitting BG measurements 
to the infusion pump 50, turning off the transmitter 15 (or 
transceiver 19 (shoWn in FIG. 4(b)) or 36 (shoWn in FIG. 5)) 
in the BG meter 10 so that it does not send a BG measurement 
to the infusion pump 50, and the like. The BG meter 10 may 
further include a keypad 28 With one or more buttons 22, 24, 
and 26 that are preferably dedicated to remotely controlling 
the infusion pump 50, for example, via the RF transmitter 15 
(or RF transceiver 19 (as shoWn in FIG. 4(b)) or 36 (as shoWn 
in FIG. 5)), as Will be described beloW. The buttons 22, 24, 
and 26 may also be used to transmit BG measurements to the 
infusion pump 50. The buttons 22, 24, and 26 may be labeled 
‘S’ for “suspend”, ‘B’ for “bolus”, and ‘ACT’ for “activate”. 
In alternative embodiments, more or less buttons for operat 
ing the meter 10 and/or remotely controlling the infusion 
pump 50 may be included on the meter 10, and the buttons 
may be labeled other than as illustrated in FIG. 1. For 
example, the BG meter 10 may include an additional button 
for operating a lancing device (not shoWn) that is incorpo 
rated into the meter 10. In further alternative embodiments, 
the buttons 22, 24, and 26 may be omitted, and the buttons 18 
and 20 may be used to remotely control the infusion pump 50. 
In other alternative embodiments, the buttons 18 and 20 may 
be omitted, and the buttons 22, 24, and 26 may be used to 
operate the BG meter 10, or alternatively, no buttons may be 
needed to operate the meter 10. For example, the meter 10 
may include no buttons or other user interface or input device, 
and may be controlled using an external device, such as a 
remote programmer (not shoWn), the infusion pump 50, a 
PDA, or the like. In yet other alternative embodiments, one or 
more of the buttons 18, 20, 22, 24, and 26 may be omitted, and 
the user may utiliZe other input devices to interface With the 
BG meter 10, such as selecting a menu item, utiliZing the 
display 16 as a touch screen, pressing multi-function keys, or 
the like. 

[0044] In addition to transmitting the BG measurement to 
the infusion pump 50, the BG meter 10 also preferably stores 
the BG measurement in the memory 3 0 of the BG meter 1 0 for 
subsequent analysis and revieW. A history of alarms or error 
messages generated by the BG meter 10, as Well as remote 
control commands sent to and/or information received from 
the infusion pump 50, may also be stored in the memory 30 of 
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the BG meter 10. Further, the user may periodically cause the 
BG meter 10 to doWnload the stored data through an interface 
(such as the RF transmitter 15 (or RF transceiver 19 (as shoWn 
in FIG. 4(b)) or 36 (as shoWn in FIG. 5)), a cable, a commu 
nication station, or the like), to a computer 34, or alternatively, 
over the Internet to a remote server for storage. In particular 
embodiments, a connector 32 may be inserted into the test 
strip port 11 to provide a Wired connection to a USB, serial, or 
the like port of the computer 34, and data may be doWnloaded 
from the BG meter 10 through the connector 32 to the com 
puter 34. The user or a caregiver (e.g., the user’s parent, health 
care professional, educator) can evaluate the user’s therapy by 
accessing the historical BG measurements and insulin deliv 
ery information doWnloaded from the pump 50, as Will be 
described beloW. 

[0045] In the embodiment illustrated in FIGS. 1 and 2, the 
electronic computing device is an insulin delivery device, 
preferably an external insulin infusion pump 50. The infusion 
pump 50 regulates the ?oW of ?uid from the infusion pump 
50, through a ?exible tube 54, and into an infusion set 56 or 
the like that is adhered to the individual. Infusion sets 56 that 
may be used as a delivery device are described in, but not 
limited to, Us. Pat. Nos. 4,723,947; 4,755,173; 5,176,662; 
5,584,813; and 6,056,718, Which are herein incorporated by 
reference. The infusion pump 50 may be of the type described 
in Us. Pat. Nos. 4,562,751; 4,685,903; 5,080,653; 5,097, 
122; 5,505,709; and 6,248,093; and disclosed in Us. patent 
application Ser. No. 09/334,858 (attorney docket PD-0294), 
?led Jun. 17, 1999 and entitled “Infusion Pump With Remote 
Programming and Carbohydrate Calculator Capabilities,” 
Which are herein incorporated by reference. Such infusion 
pumps 50 may be adapted to be carried by the user, for 
example, in the hand, on the body, in a clothing pocket, 
attached to clothing (e.g., using a clip, strap, adhesive, or 
fastener), and the like. Alternatively, other infusion pumps 50 
may be used for delivery of ?uid through an infusion set 56 
into an individual’s body. In further alternative embodiments, 
devices other than infusion pumps 50 may be used for deliv 
ery of ?uid into an individual’s body, such as an implantable 
insulin infusion pump or system that uses a combination of 
implantable and external components, an injection pen, an IV 
meter, and the like. In other alternative embodiments, the 
electronic computing device may be a computer, the Internet, 
a personal digital assistant (PDA), a portable telephone, a 
custom computing device, and the like. 
[0046] As illustrated in FIGS. 1 and 2, preferred embodi 
ments of the infusion pump 50 include an RF communication 
system 60 and a bolus estimator 62. In particular embodi 
ments, the RF communication system 60 includes an RF 
receiver 80, as shoWn in FIG. 3(a), Which alloWs one-Way 
communication from the BG meter 10 (or other external 
devices such as a remote programmer for the infusion pump 
50) to the infusion pump 50. In otherparticular embodiments, 
the RF communication system 60' may include an RF trans 
ceiver 81, as shoWn in FIG. 3(b), Which alloWs tWo-Way 
communication betWeen the BG meter 10 (or other external 
devices such as a remote programmer for the infusion pump 
50) and the infusion pump 50. 
[0047] The RF communication system 60 and bolus esti 
mator 62 communicate With a processor 64 contained in a 
housing 52 of the infusion pump 50. The processor 64 is used 
to run programs and control the infusion pump 50, and is 
connected to an internal memory device 66 that stores pro 
grams, history data, user de?ned information and parameters. 
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In preferred embodiments, the memory device 66 is a ROM 
and DRAM; however, in alternative embodiments, the 
memory device 66 may include other memory storage 
devices, such as RAM, EPROM, dynamic storage such as 
?ash memory, energy ef?cient hard-drive, or the like. In the 
illustrated embodiment, the processor 64 is also coupled to a 
drive mechanism 72 that is connected to a ?uid reservoir 74 
containing ?uid, Which is delivered through an outlet 76 in the 
reservoir 74 and housing 52, and then into the user’s body 
through the tubing 54 and the infusion set 56. 
[0048] The infusion pump 50 is preferably programmed 
through a user input device such as a keypad 58 on the 
housing 52, or alternatively, by commands received from an 
RF programmer (not shoWn) through the RF communication 
system 60. The infusion pump 50 may also be programmed 
through the keypad 58 on the BG meter 10, for example, 
through the RF communication system 60, as Will be 
described beloW. Feedback to the infusion pump 50 on status 
or programming changes are shoWn on a display 68, audibly 
through a speaker 70, and/or tactilely through a vibration 
alarm 78. The infusion pump 50 may also provide the user 
With an alarm either audibly via the speaker 70 and/or tac 
tilely via the vibration alarm 78, such as a Warning that is 
indicative of a loW reservoir situation or loW battery. Alarms 
may start out at a loW level and escalate until acknoWledged 
by the user. In alternative embodiments, the keypad 58 may 
include more or less keys or different key arrangements than 
those illustrated in FIG. 1. In further alternative embodi 
ments, the keypad 58 may be omitted, and the display 68 may 
be used as a touch screen input device. In other alternative 
embodiments, the keypad 58, display 68, speaker 70, and/or 
vibration alarm 78 may be omitted, and all programming and 
data transfer may be handled through the RF communication 
system 60. 
[0049] In particular embodiments, one-Way communica 
tion is provided from the BG meter 10 to the infusion pump 
50. The BG meter 10 includes the RF transmitter 15 (shoWn in 
FIG. 4(a)), and the infusion pump 50 includes an RF receiver 
80 (shoWn in FIG. 3(a)). In other particular embodiments, 
tWo-Way communication is provided betWeen the BG meter 
10 and the infusion pump 50. The RF transmitter 15 in the BG 
meter 10 is replaced With an RF transceiver 19 (shoWn in FIG. 
4(b)) or 36 (shoWn in FIG. 5), and the RF receiver 80 in the 
infusion pump 50 is replaced With an RF transceiver 81 
(shoWn in FIG. 3(b)). 
[0050] The infusion pump 50 may provide several pro 
gramming options, including the bolus estimator 62, as Well 
as remote and on-device programming. The infusion pump 50 
may also be con?gured through an interface, such as a cable 
or communication station, using a computer or the like. Addi 
tionally, the infusion pump 50 may alloW the user to doWn 
load information in the memory 66 through the interface to a 
computer or the like, or alternatively, over the Internet to a 
remote server, for storage. Further description of a commu 
nication station of this general type may be found in Us. Pat. 
No. 5,376,070, Which is herein incorporated by reference. 
The user or a caregiver (e.g., the user’s parent, health care 
professional, educator) can evaluate the user’s therapy by 
accessing the historical BG measurements doWnloaded from 
the BG meter 10 and insulin delivery information doWn 
loaded from the pump 50. 

[0051] Information may also be doWnloaded from the infu 
sion pump 50 through the RF communication system 60. 
Referring to FIG. 3(b), the RF communication system 60' 
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may include the RF transceiver 81 for transmitting informa 
tion to and receiving information from external devices. In 
particular embodiments, an external communication link (not 
shoWn) may be connected to a serial, USB, or the like port of 
a computer. Information may be transmitted from the RF 
transceiver 81 in the infusion pump 50 to an RF transceiver in 
the external communication link (not shoWn), Which then 
doWnloads the information through a Wired connection to the 
computer or the like. During the doWnload process, the com 
munication link may draW poWer from the computer through 
the serial, USB, or the like port. In other particular embodi 
ments, the connector 32 may be inserted into the test strip port 
of the BG meter 10' to provide a Wired connection to a USB, 
serial, or the like port of the computer 34, as shoWn in FIG. 
4(b). Information may be transmitted from the RF transceiver 
81 in the infusion pump 50 to the RF transceiver 19 in the BG 
meter 10', and may then be doWnloaded through the connec 
tor 32 to the computer 34. The BG meter 10' merely functions 
as a “pass through” connection betWeen the infusion pump 50 
and the computer 34. During the doWnload process, poWer 
may be draWn from the poWer supply (not shoWn) for the BG 
meter 10' (e.g., battery or the like), or alternatively, from the 
USB, serial, or the like port of the computer 34. In still other 
particular embodiments, information may be transmitted 
from the RF transceiver 81 in the infusion pump 50 to the RF 
transceiver 36 in the BG meter 10", as shoWn in FIG. 5. The 
information may be transmitted from the infusion pump 50 to 
the BG meter 10" at a rate higher than can be handled by the 
meter processor 17". Accordingly, the BG meter 10" may 
include a communications microcontroller or processor 38 
With a higher processing speed (e.g., 10 MHZ) than the meter 
processor 17" With a loWer processing speed (e.g., 1-4 MHZ). 
The transmitted information is ?rst processed by the commu 
nications processor 38, then processed by the meter processor 
17", and ?nally doWnloaded through the connector 32 to the 
computer 34. Again, the BG meter 10' merely functions as a 
“pass through” connection betWeen the infusion pump 50 and 
the computer 34. In alternative embodiments, information 
may be transmitted from the infusion pump 50 and stored in 
the memory 30' or 30" ofthe BG meter 10' or 10" for subse 
quent doWnloading from the BG meter 10' or 10" to the 
computer 34. In further alternative embodiments, informa 
tion may be transmitted from the infusion pump 50 through 
the BG meter to the computer 34 using other modes of com 
munication, such as infrared, optical, or the like. 
[0052] In preferred embodiments, the infusion pump 50 
communicates With various external devices, such as the BG 
meter 10, a remote programmer, and a communication sta 
tion, using the RF communication system 60, Which Will be 
described beloW. The infusion pump 50 also provides a con 
?rmation to the user upon receipt of a communication from 
another device (e.g., the BG meter 10). In particular embodi 
ments, the infusion pump 50 provides one or more audible 
signals When it has received a communication. More than one 
audible signal may be used, and each audible signal indicates 
the type of communication that Was received. For example, 
the infusion pump 50 may beep 4 times When it has received 
a communication to deliver 0.4 units of insulin in a bolus, 
provide a long loW tone When it has received a communica 
tion to suspend insulin delivery, and/or sound off With a 
tWo-tone “door bell” sound When a neW BG measurement has 
been communicated. In alternative embodiments, the infu 
sion pump 50 may provide other forms of con?rmation When 
a communication has been received, such as one or more 
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vibrations via the vibration alarm 78, messages on the display 
68, lights or ?ashing lights, or the like. 
[0053] In preferred embodiments, once the BG meter 10 
obtains a BG measurement, the BG meter 10 automatically 
transmits the BG measurement to the infusion pump 50. In 
particular embodiments, the BG meter 10 analyZes the blood 
sample 14 on the test strip 12 to calculate a BG measurement 
and then transmits the BG measurement to the infusion pump 
50 Without additional effort by the user. In alternative 
embodiments, the BG measurement is transmitted When the 
test strip 12 is removed from the BG meter 10. In other 
alternative embodiments, the BG meter 10 transmits the BG 
measurement in response to an action by the user. The BG 
meter 10 may also retransmit the BG measurement to the 
infusion pump 50 in response to a user action, such as press 
ing a button, selecting a menu item, or holding doWn a button 
on the BG meter 10, aligning the BG meter 10 and the infu 
sion pump 50, or the like. In alternative embodiments, the BG 
meter 10 is noti?ed by the infusion pump 50 to transmit or 
retransmit the BG measurement. 

[0054] Once the infusion pump 50 receives the BG mea 
surement, the infusion pump 50 may provide an alarm or 
Warning to the user if the received BG measurement is above 
or beloW glycemic limits. The glycemic limits are preferably 
programmable, such as 120 mg/dl for hyperglycemia and 60 
mg/dl for hypoglycemia. The user, a caregiver, a physician, a 
parent, a guardian, a child, or the like may program other 
limits into the infusion pump 50. In alternative embodiments, 
the glycemic limits are not programmable. In preferred 
embodiments, the infusion pump 50 Will suspend insulin 
delivery if the received BG measurement is beloW the 
hypoglycemic limit. The infusion pump 50 may also notify 
the user to activate a bolus delivery if the received BG mea 
surement is above the hyperglycemic limit. In alternative 
embodiments, the infusion pump 50 does not compare the 
received BG measurement to glycemic limits, and does not 
suspend insulin delivery in the event of hypoglycemia or 
notify the user to activate bolus delivery in the event of hyper 
glycemia. 
[0055] In preferred embodiments, the infusion pump 50 
also stores the received BG measurement in its memory 66. 
Further, the bolus estimator 62 in the infusion pump 50 may 
utiliZe the received BG measurement to calculate a bolus 
estimate, either automatically or in response to user input, 
such as through the keypad 58, a remote programmer, or the 
like. Once the bolus estimate is calculated and provided to the 
user, for example, on the display 68, the user may then 
approve the recommended estimate for delivery into the body, 
modify the recommended estimate for delivery into the body, 
or reject the recommended estimate. The bolus estimator 62 
may generally be of the type and/or include features disclosed 
in Us. patent application Ser. No. 09/334,858 ?led Jun. 16, 
1999, noW issued U.S. Pat. No. 6,554,798 issued Apr. 29, 
2003. 

[0056] The BG meter 10 preferably informs the user of the 
status of the BG measurement calculation and/or transmis 
sion. If the infusion pump 50 is capable of only one-Way 
communication, such noti?cation is preferable because no 
con?rmation is received from the infusion pump 50 indicat 
ing that the transmitted data has been received by the pump 
50. The BGmeter 10 may notify the user When a blood sample 
is being analyZed to obtain a BG measurement. The BG meter 
10 may also notify the user When the BG measurement is 
being transmitted to the infusion pump 50. The BG meter 10 
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may further notify the user When the transmission of the BG 
measurement is complete. Once noti?ed that the transmission 
of the BG measurement is complete, the user may access the 
bolus estimator 62 in the infusion pump 50 to vieW the BG 
measurement and calculate a bolus. In preferred embodi 
ments, the BG meter 10 displays the status on the display 16, 
for example, as an alphanumeric message, a graphical icon, or 
the like. In alternative embodiments, the status is communi 
cated to the user in other Ways, such as using one or more light 
emitting diodes, one or more audible tones, a speaker, a pieZo 
electric device, a vibrator or other tactile device, or the like. In 
further alternative embodiments, the BG meter 10 may not 
provide the status to the user. For example, if the BG mea 
surement device provides continuous or automatic intermit 
tent BG measurements, the user is not perpetually noti?ed 
regarding the status of the calculations and/or transmissions. 

[0057] In preferred embodiments, the BG meter 10 keeps 
track of the elapsed time betWeen When a BG measurement is 
collected and When it is communicated to the infusion pump 
50 for calculating a bolus estimate. A BG measurement is 
preferably used to calculate a bolus estimate only if the BG 
measurement is recent enough. The bolus estimation is at 
least partially dependent on the difference betWeen the user’s 
present BG level and a desired target BG level. Since a user’s 
BG level varies over time, using an old BG measurement to 
calculate a bolus estimation might result in a bolus estimation 
that is inappropriate for the user. A BG measurement is 
expired (and is not used for bolus estimation) When it is too 
old to be considered representative of the user’s present BG 
level. The BG meter 10 does not transmit a BG measurement 
to the infusion pump 50 for use in a bolus estimation calcu 
lation if the BG measurement is expired. The BG meter 10 
may also indicate to the user that a neW BG measurement is 
required because the BG measurement is expired or unavail 
able. In preferred embodiments, the BG measurement expires 
at 10 minutes. In alternative embodiments, the BG measure 
ment may expire in an amount of time greater or less than 10 
minutes, such as 5 or 7 minutes, 15 or 30 minutes, 1 hour, or 
the like. In further alternative embodiments, the time required 
for a BG measurement to expire may be set by the user, a 
caregiver, a physician, a parent, a guardian, a child, and the 
like. For example, a child’s BG level may change more 
quickly than that of a heavy adult, so the BG meter 10 may be 
set so that BG measurements older than 5 minutes cannot be 
communicated to the infusion pump 50 for use in a bolus 
estimation. To continue the example, an adult might program 
the BG meter 10 so that BG measurements expire after 12 
minutes. Furthermore, the time required for a BG measure 
ment to expire may be set depending on the time of the user’s 
most recent bolus dose of medication. A ?rst period may be 
set if the user has taken a bolus Within a speci?ed duration of 
time, and a second period may be set if the user has not taken 
a bolus Within the speci?ed duration of time. For example, the 
time required for a BG measurement to expire may be set to 
5 minutes if the user has taken a bolus Within the past 2 hours, 
and to 15 minutes if the user has not taken a bolus Within the 
past 2 hours. 

[0058] In preferred embodiments, the infusion pump 50 
does not use an expired BG measurement in a bolus estima 
tion calculation. The infusion pump 50 preferably keeps track 
of the time betWeen When a neW BG measurement is received 
from the BG meter 10 and When the neW BG measurement is 
used in a bolus estimation calculation In particular embodi 
ments, once the BG meter 10 obtains a BG measurement, the 
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BG measurement is immediately transmitted to the infusion 
pump 50, either automatically or in response to a user action. 
Thus, When the infusion pump 50 receives a BG measure 
ment, the pump 50 knoWs that the BG measurement Was 
recent, and can calculate the approximate age of the BG 
measurement simply by determining the amount of time that 
has elapsed betWeen When the BG measurement Was received 
from the BG meter 10 and When the BG measurement is used 
in a bolus estimation calculation. In other particular embodi 
ments, the infusion pump 50 is told the age of the BG mea 
surements it receives. In other Words, the elapsed time 
betWeen When a BG measurement is collected and When it is 
communicated to the infusion pump 50 is transmitted along 
With each BG measurement. Then, the infusion pump 50 can 
calculate the age of the BG measurement by adding the age of 
BG measurement at the time it Was transmitted to the time that 
has passed since the BG measurement Was received. Since the 
infusion pump 50 knoWs the age of the BG measurement, the 
infusion pump 50 can eliminate BG measurements that are 
expired and/ or prevent expired BG measurements from being 
used in a bolus estimation calculation. In particular embodi 
ments, the infusion pump 50 Will request a neW BG measure 
ment from the user When the user attempts to use a bolus 
estimator and the BG measurement is expired or unavailable. 

[0059] In alternative embodiments, an estimate of the 
user’s BG level is used for bolus estimation. In particular 
alternative embodiments, the user’s BG level is estimated 
using the last BG measurement, the age of the BG measure 
ment, the amount of insulin that has been delivered, the insu 
lin action time, the number of carbohydrates consumed, the 
carbohydrate/ insulin ratio, and the like. In further alternative 
embodiments, the estimate of the user’s BG level Will expire 
if not used soon enough. In still further alternative embodi 
ments, the estimate of the user’s BG level may only be cal 
culated for a certain period after a BG measurement is col 
lected. In other alternative embodiments, the length of time 
that a BG estimate may be calculated since a BG measure 
ment Was collected is determined by the amount of insulin 
that has been delivered, the amount of carbohydrates the user 
has ingested, the user’s insulin sensitivity, and/ or by the user’s 
insulin action time. For example, estimates of BG levels may 
be calculated for a longer period if the user has not eaten lately 
and is using only basal insulin. If the user has eaten or taken 
a bolus of insulin, then the period of time that an estimate of 
the user’s BG level might be calculated is shorter. 

[0060] In preferred embodiments, the BG meter 10 com 
municates With the infusion pump 50 using RF communica 
tion. In alternative embodiments, other modes of communi 
cation may be used, such as infrared (IR), Wired, ultrasonic, 
sonic, optical, and the like. The BG meter 10 transmits one or 
more BG measurements to the infusion pump 50. The BG 
meter 10 may also communicate one or more remote control 
commands to the infusion pump 50. The available commands 
preferably include a bolus amount of insulin, a command to 
begin insulin delivery, and a command to suspend insulin 
delivery. In alternative embodiments, more or less remote 
control commands may be provided betWeen the BG meter 40 
and the infusion pump 50. The RF transmitter 15 (or RF 
transceiver 19 (as shoWn in FIG. 4(b)) or 36 (as shoWn in FIG. 
5)) in the BG meter 10 transmits the data (e. g., BG measure 
ments or remote control commands) to the RF communica 
tion system 60 in the infusion pump 50. Additionally, the 
infusion pump 50 may communicate one or more user-de 
?ned parameters to the BG meter 10 (e.g., the time required 
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for a BG measurement to expire). The RF transceiver 81 in the 
infusion pump 50 (shoWn in FIG. 3(b)) transmits such param 
eters to the RF transceiver 19 (as shoWn in FIG. 4(b)) or 36 (as 
shoWn in FIG. 5) in the BG meter 10' or 10". 

[0061] In preferred embodiments, communication betWeen 
the BG meter 10 and the infusion pump 50 contains unique 
identifying information about the BG meter 10 and/ or infu 
sion pump 50, such as the BG meter’s 10 and/or infusion 
pump’s 50 serial number, identi?cation number, a passWord, 
a code, or the like. In particular embodiments, the unique 
identifying information about the BG meter 10 and/ or infu 
sion pump 50 included in the communication betWeen the BG 
meter 10 and the infusion pump 50 is used by the respective 
devices (i.e., BG meter 10 and/or infusion pump 50) to dis 
cern betWeen communications that are intended for the device 
and those that are not. In alternative embodiments, other 
codes may be included in communications betWeen the BG 
meter 10 and the infusion pump 50 that are used by the 
respective devices to recogniZe Which communications are 
intended for the device, such as an identi?cation code for the 
device, a passWord, a bit sequence, a special frequency, tim 
ing betWeen communications, or the like. 
[0062] In preferred embodiments, the communication sys 
tem in the BG meter 10 may be deactivated, preferably by the 
user. When the communication system is deactivated, the BG 
meter 10 Will not attempt to communicate With other devices, 
including the infusion pump 50. For example, When a neW BG 
measurement is available, the BG meter 10 Will not commu 
nicate the BG measurement to another device, such as the 
infusion pump 50. In particular embodiments, the BG meter 
10 includes an RF transmitter 15 (shoWn in FIG. 4(a)) (or RF 
transceiver 19 (shoWn in FIG. 4(b)) or 36 (shoWn in FIG. 5)) 
that can be deactivated and reactivated by the user. This is 
especially useful if the BG meter 10 transmits at frequencies 
that might disrupt an airplane during take-off. In alternative 
embodiments, other devices may be used to deactivate and 
reactivate the communication system in the BG meter 10, 
such as the infusion pump 50, other insulin delivery device, a 
computer, PDA, portable telephone, or the like. In preferred 
embodiments, the BG meter 10 may be programmed to reac 
tivate its communication system after a certain duration. In 
particular embodiments, When the user deactivates the BG 
meter’s communication system, the user is prompted to enter 
a duration for hoW long communication system is to be deac 
tivated, and the communication system Will automatically 
become active at the end of the duration. In alternative 
embodiments, the user may specify a time of day for the 
communication system to become active. In particular 
embodiments, all of the BG measurements that have been 
generated While the communication system Was deactivated 
are transmitted to the infusion pump 50 When the communi 
cation system is reactivated. Other data may also be transmit 
ted to the infusion pump 50, such as the BG meter’s clock time 
When the BG measurement Was generated (i.e., the timestamp 
for the BG measurement), the age of the BG measurement, 
and the like. 

[0063] One-Way communication is preferably used 
betWeen the BG meter 10 and the infusion pump 50. The BG 
meter 10 includes a transmitter 15, and the infusion pump 50 
includes a receiver 80. For example, the BG meter 10 trans 
mits data (e.g., BG measurements or remote control com 
mands), and the infusion pump 50 receives this data. The 
bene?ts of one-Way communication (compared to tWo-Way) 
include cheaper unit costs, less development time, and 
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decreased battery power requirements. However, the draW 
back of one-Way communication is that there is no con?rma 
tion that the BG meter 10 has transmitted the data to the 
infusion pump 50. Accordingly, in alternative embodiments, 
tWo-Way communication may be used, and the BG meter 10 
may include a transceiver 19 (as shoWn in FIG. 4(b)) or 36 (as 
shoWn in FIG. 5), and the infusion pump 50 may include a 
transceiver 81 (as shoWn in FIG. 3(b)). 
[0064] In preferred embodiments, the infusion pump 50 
uses poWer cycling to periodically supply poWer to its com 
munication system. In alternative embodiments, the infusion 
pump 50 may not use poWer cycling, and instead, may con 
tinuously supply poWer to its communication system. The 
poWer cycle, Which is one period that the communication 
system is off plus one period that the communication system 
is on, is preferably 8 seconds. In alternative embodiments, the 
poWer cycle may be shorter or longer than 8 seconds, such as 
2 or 4 seconds, 12 or 15 seconds, or the like. Further, the 
period that the communication system is on during each 
poWer cycle is preferably 48 milliseconds (ms). In alternative 
embodiments, the periodthat the communication system is on 
during each poWer cycle may be greater or less than 48 ms, 
depending on the length of the message to be received, the 
communication frequency, the speed of the communication 
system electronics, and the like. In preferred embodiments, 
the BG meter 10 sends repeated signals to the infusion pump 
50 for a period longer than the poWer cycle. The signal sent 
from the BG meter 10 to the infusion pump 50 preferably 
includes a command that is short enough to be captured 
during the on-time of the infusion pump’s communication 
system. In particular embodiments, the command is short 
enough to be captured multiple times (i.e., tWo, three, or more 
times) during the on-time of the infusion pump’s communi 
cation system. 
[0065] In preferred embodiments, the time that the infusion 
pump’s communication system must be on to capture the 
command from the BG meter 10 is short compared to the 
poWer cycle. In further embodiments, the command is short 
compared to a string of information. When the infusion pump 
50 receives a command, the infusion pump 50 stops poWer 
cycling the communication system and turns the communi 
cation system on continuously. Alternatively, When the infu 
sion pump 50 receives a command, the infusion pump 50 may 
continue to use poWer cycling unless the command indicates 
that the pump 50 should prepare to receive a string of infor 
mation. Thus, short commands may be used to activate the 
infusion pump’s communication system so that one or more 
longer strings of information may be received by the infusion 
pump 50. 

[0066] In particular embodiments, the infusion pump 50 
prepares to receive a string of information longer than a 
command. The string of information preferably includes a 
BG measurement. The string of information may further 
include an elapsed time since the BGmeasurement Was taken. 
In alternative embodiments, the string of information may 
include a clock time. In further alternative embodiments, the 
BG meter 10 may transmit a clock time to the infusion pump 
50 so that the infusion pump 50 can determine the difference 
betWeen the BG meter’s clock and the infusion pump’s clock. 
In other alternative embodiments, the infusion pump 50 may 
use the BG meter’s clock time to reset the infusion pump’s 
clock time. 

[0067] In preferred embodiments, the infusion pump 50 
returns to poWer cycling the communication system after 
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information has been received from the BG meter 10. In 
particular embodiments, the infusion pump 50 returns to 
poWer cycling after it receives a complete signal containing a 
BG measurement from the BG meter 10. In alternative 
embodiments, the infusion pump 50 returns to poWer cycling 
at a predetermined period after a signal from the BG meter 1 0 
has stopped. In other alternative embodiments, the infusion 
pump 50 returns to poWer cycling at a predetermined period 
after receiving a signal from the BG meter 10. 

[0068] As described above, the infusion pump 50 prefer 
ably communicates With various external devices, such as the 
BG meter 10, using the RF communication system 60. In 
particular embodiments, the RF communication system 60 
includes an RF receiver 80, an RF microcontroller 82 (RF 
PIC), and an application speci?c integrated circuit 84 (ASIC), 
as shoWn in FIG. 3(a). In other particular embodiments, the 
RF receiver 80 may be replaced With an RF transceiver 81, as 
shoWn in FIG. 3(b). The RE PIC 82 may hold a 7-byte Word, 
although in alternative embodiments, the RF PIC 82 may hold 
other lengths of data. The processor 64 communicates With 
the RF PIC 82 and the ASIC 84 using synchronous peripheral 
interfaces (SPI interfaces). 
[0069] The RF receiver 80 receives and demodulates RF 
signals, extracts a data packet from the RF signal, and passes 
the data packet to the RF PIC 82. The RF PIC 82 accepts and 
decodes the data packet and checks for format. If the format 
of the data packet is valid, the RF PIC 82 sends an interrupt 
signal to the ASIC 84. When the ASIC 84 receives an interrupt 
signal from the RF PIC 82, the ASIC 84 sends an interrupt to 
the processor 64, triggering the processor 64 to notify the RF 
PIC 82 to pass the contents of its buffer to the processor 64. 
The processor 64 acquires the decoded data packet from the 
RF PIC 82 and evaluates the content, Which may include a 
command or information to be stored. In response to some 
data packets, the processor 64 Will send a command to the 
ASIC 84 to change the poWer conditions on the RF receiver 
80. The processor 64 also processes the commands and infor 
mation received from the BG meter 10, Which may result in 
changing the bolus delivery on the infusion pump 50 or enter 
ing a BG measurement into the bolus estimator 62. One of the 
main tasks for the ASIC 84 is to enable and disable poWer on 
the RF receiver 80. Generally, the ASIC 84 cycles the poWer 
on the RF receiver 80 to save energy. If commanded by the 
processor 64, hoWever, the ASIC 84 Will enable the RF 
receiver 80 to be poWered continuously. 
[0070] Each RF transmission sent to the pump preferably 
includes an RF signal header folloWed by a command packet 
or an information packet. Since the pump’s RF receiver 80 is 
likely to Wake up in the middle of a command packet, the RF 
signal header at the start of each transmission helps the pump 
50 to synchroniZe its data sampling and identify the ?rst byte 
of a neW command packet or information packet. The RF 
signal header is preferably the same for each transmission, 
and is transmitted at the start of each RF transmission. The RF 
signal header may include tWo parts: a preamble and a start 
signature. The preamble is a series of pulses used to train the 
pump’s digital signal sampling, and alloWs the pump 50 to 
synchroniZe its pulse sampling With the pulse bits in the neW 
transmission. The start signature noti?es the pump RF PIC 82 
When the ?rst byte of a neW packet is starting. In alternative 
embodiments, the RF signal header may include other data. In 
further alternative embodiments, the RF signal header may be 
omitted. 
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[0071] In particular embodiments, command packets are 7 
bytes in length, and information packets are 71 bytes in 
length. In alternative embodiments, the command packets 
and/ or information packets may be of different lengths. The 
last byte of every command or information packet is an 8-bit 
cyclic redundancy check (CRC) calculated on all the preced 
ing bytes in the packet. Before a command or information 
packet is sent by the BG meter 10 to the infusion pump 50, it 
is encoded using a DC balanced encoding scheme, Which 
translates 4 bits of data into 6 for transmission as folloWs: 

HEX DC 

010101 
110001 
110010 
100011 
110100 
100101 
100110 
010110 
011010 
011001 
101010 
001011 
101100 
001101 
001110 
011100 

[0072] The result of the encoding is that the 7-byte com 
mand packets require transmission of 11 bytes and the 
71 -byte data packets require transmission of 107 bytes. Upon 
receipt of the 1 1-byte or 107-byte packets from the BG meter 
10, the pump RF PIC 82 in the infusion pump 50 decodes the 
packet into the 7-byte command packet or the 71 -byte infor 
mation packet. The processor 64 then checks all packets for 
valid identi?cation of the infusion pump 50 (e.g., identi?ca 
tion or serial number) and CRC. If the identi?cation of the 
infusion pump 50 is not valid, the packet is ignored. If the 
CRC of the ?rst command packet is not valid, the command is 
ignored. Otherwise, the processor 64 sends a negative 
acknowledge (NAK) response to any packet With an invalid 
CRC. 

[0073] Information packets (71 bytes) are much larger than 
command packets (7 bytes), and cannot be stored in the pump 
RF PIC 82, and thus, cannot be used to “Wake up” the pump 
50. Instead, a command packet must be sent to the pump 50 to 
turn on the pump’s RF receiver 80 and prepare the pump 50 to 
receive an information packet. While poWer to the infusion 
pump’s communication system (i.e. RF receiver 80) is being 
cycled, a command packet is repeatedly transmitted from the 
BG meter 10 to the infusion pump 50. If an RF signal (i.e. 
including the ?rst command packet) is present When the 
pump’s RF receiver 80 comes on, the pump 50 Will attempt to 
store the contents of the signal in the pump RF PIC 82. The 
processor 64 Will verify Whether the content of the signal is a 
valid command packet. If the command packet is valid, then 
the pump 50 Will stop poWer cycling and poWer the RF 
receiver 80 continuously. Only the ?rst command packet must 
be transmitted repeatedly. After the RF receiver 80 is on 
full-time, other command packets can be sent to the pump 50 
in quick succession (for example, as quickly as the user can 
press buttons on the BG meter 10 or other external device to 
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send the neW command packets). Additional command pack 
ets or an information packet may also be transmitted to the 
pump 50. 

[0074] The pump 50 preferably recognizes tWo categories 
of command packets: remote control or bolus commands and 
BG measurement commands. Remote control or bolus com 
mands directly control the pump’s insulin bolus delivery. BG 
measurement commands may transmit a neW BG measure 

ment(s) from the BG meter 10 to the pump 50, or altema 
tively, prepare the pump 50 to receive an information packet 
containing a neW BG measurement value as Well as other 
related data (e.g., a clock time or timestamp of the BG mea 
surement, the age of the BG measurement, or the like) from 
the BG meter 10. 

[0075] The pump 50 may receive a bolus command from 
the BG meter 10 or a remote programmer associated With the 
pump 50. The bolus command preferably includes a type 
code indicating the type of device transmitting the message 
(e.g., the BG meter 10 or the remote programmer), unique 
identifying information about the pump 50 (e.g., serial num 
ber, identi?cation number, passWord, or the like), a key code 
indicating Which bolus command button has been pressed 
(e.g., button“S” 22, button“B” 24, or button“ACT” 26 on the 
BG meter 10), and a counter indicating the number of times 
that the button has been pressed. In alternative embodiments, 
the bolus command may include other information and/or 
omit some of this data. When the pump 50 receives the bolus 
command, the processor 64 ?lters the command to discern the 
counter value so that the pump 50 can respond to the number 
of times the user has pressed the button to adjust a bolus. 

[0076] The pump 50 may also receive a BG measurement 
command from the BG meter 10. The BG measurement com 
mand is transmitted to the pump 50 to send a neW BG mea 
surement(s) from the BG meter 10 to the pump 50, or alter 
natively, to prepare the pump 50 to receive an information 
packet containing a neW BG measurement as Well as other 
related data (e.g., a clock time or timestamp of the BG mea 
surement, the age of the BG measurement, or the like) from 
the BG meter 10. If the BG measurement command transmits 
a neW BG measurement(s) from the BG meter 10 to the 
infusion pump 50, the command preferably includes a type 
code indicating the type of device transmitting the message 
(e.g., the BG meter 10), the BG measurement value(s), and 
unique identifying information about the meter 10 and/or 
pump 50 (e. g., serial number, identi?cation number, pass 
Word, or the like). If the BG measurement command is trans 
mitted to prepare the pump 50 to receive an information 
packet containing a BG measurement and other related data 
from the BG meter 10, the command preferably includes a 
type code indicating the type of device transmitting the mes 
sage (e. g., the BG meter 10), unique identifying information 
about the meter 10 and/or pump 50 (e.g., serial number, 
identi?cation number, passWord, or the like), and a key code 
indicating that a neW BG measurement is about to be trans 
mitted. In alternative embodiments, the BG measurement 
command may include other information and/ or omit some of 
this data. 

[0077] In response to communications from the BG meter 
10, the pump 50 typically sends an acknoWledge (ACK) 
response. HoWever, in particular embodiments, the BG meter 
10 does not include an RF receiver, and the pump 50 does not 
include an RF transmitter, and thus, the pump 50 does not 
send an ACK response if the type code in the command (e. g., 
bolus or BG measurement command) indicates that the 
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device transmitting the message is the BG meter 10. In alter 
native embodiments, both the BG meter 10 and the pump 50 
may include an RF transmitter and receiver (i.e. transceiver 
19 (shown in FIG. 4(b)) or 36 (shown in FIG. 5) in the BG 
meter 10' or 10", and transceiver 81 (shoWn in FIG. 3(b)) in 
the infusion pump 50), and thus, the pump 50 may send an 
ACK response to the BG meter 10. Additionally, the pump 50 
may send its clock time to the BG meter 10, and the BG meter 
10 may use the pump’s clock time to reset the BG meter’s 
clock time if the devices’ clock times do not correspond With 
one another. Further, if the meter 10 does not receive an ACK 
response from the pump 50, the meter 10 may attempt to 
retransmit the communication to the pump 50, either imme 
diately or at a later time. 
[0078] When the pump 50 receives a commandpacket from 
the BG meter 10, the processor 64 Will send a data packet 
through the ASIC 84, commanding the RF receiver 80 to 
remain on full-time for a speci?ed number of minutes, to 
receive other command packets or an information packet. The 
RF receiver 80 may return to poWer cycling after the infor 
mation packet has been received, a certain period of time after 
receiving a BG measurement command (in the event that the 
anticipated information packet does not arrive), a certain 
period of time after receiving a bolus command, or after the 
battery in the pump 50 has been removed and replaced. 
[0079] The pump RF PIC 82 remains in receive mode 
unless it has received a command to send from the processor 
64, in Which case it shall sWitch to transmit mode until the 
transmission is complete. Once the data has been transmitted, 
the pump RF PIC 82 automatically sWitches back to receive 
mode. 
[0080] While the description above refers to particular 
embodiments of the present invention, it Will be understood 
that many modi?cations may be made Without departing from 
the spirit thereof. The accompanying claims are intended to 
cover such modi?cations as Would fall Within the true scope 
and spirit of the present invention. 
[0081] The presently disclosed embodiments are therefore 
to be considered in all respects as illustrative and not restric 
tive, the scope of the invention being indicated by the 
appended claims, rather than the foregoing description, and 
all changes Which come Within the meaning and range of 
equivalency of the claims are therefore intended to be 
embraced therein. 

1-94. (canceled) 
95. An infusion system for infusing insulin into a body of a 

user, the infusion system comprising: 
a blood glucose test strip meter including: 
a meter housing adapted to be carried by the user; 
a test strip port coupled to the meter housing to receive a 

test strip and test a blood sample from the user to deter 
mine a blood glucose level of the user; 

a meter processor contained in the meter housing and 
coupled to the test strip port to process the determined 
blood glucose level from the test strip port; and 

a Wireless meter communication system contained in the 
meter housing and coupled to the meter processor to 
transmit a communication including data indicative of 
the determined blood glucose level of the user and a 
unique identi?cation information of the blood glucose 
test strip meter; and 

an infusion device including: 
an infusion device housing adapted to be carried by the 

user; 
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a drive mechanism contained in the infusion device hous 
ing and operatively coupled With a reservoir containing 
insulin to infuse insulin into the body of the user; 

a Wireless infusion device communication system con 
tained in the infusion device housing to receive from the 
Wireless meter communication system the communica 
tion including the data indicative of the determined 
blood glucose level of the user and the unique identi? 
cation information; and 

an infusion device processor contained in the infusion 
device housing and coupled to the Wireless infusion 
device communication system to process the data 
indicative of the determined blood glucose level of user, 
to discern by the unique identi?cation information 
Whether the data is intended for receipt by the infusion 
device, and to control the infusion device. 

96. The infusion system according to claim 95, further 
including: 

a bolus estimator used in conjunction With the infusion 
device processor to calculate an estimated amount of 
insulin to be infused into the body of the user based upon 
the received data indicative of the determined blood 
glucose level of the user and a target concentration of 
blood glucose in the user; and 

an infusion device indicator to indicate When the estimated 
amount of insulin to be infused has been calculated. 

97. The infusion system according to claim 95, Wherein the 
Wireless meter communication system automatically trans 
mits the communication including the data indicative of the 
determined blood glucose level of the user and the unique 
identi?cation information of the blood glucose test strip 
meter to the Wireless infusion device communication system. 

98. The infusion system according to claim 95, Wherein the 
blood glucose test strip meter further includes a user input 
device for inputting commands, and the Wireless meter com 
munication system transmits the communication including 
the data indicative of the determined blood glucose level of 
the user to the Wireless infusion device communication sys 
tem in response to a command from the user input device. 

99. The infusion system according to claim 95, Wherein the 
blood glucose test strip meter further includes an indicator to 
indicate a status of the communication including the data 
indicative of the determined blood glucose level of the user 
being transmitted from the Wireless meter communication 
system to the Wireless infusion device communication sys 
tem. 

100. The infusion system according to claim 95, Wherein 
the communication transmitted from the Wireless meter com 
munication system to the Wireless infusion device communi 
cation system further includes a time at Which the blood 
glucose level of the user Was determined. 

101. The infusion system according to claim 95, Wherein 
the Wireless meter communication system includes one of a 
transmitter and a transceiver, and the Wireless infusion device 
communication system includes one of a receiver and a trans 
ceiver. 

102. The infusion system according to claim 95, Wherein 
the infusion device is an insulin infusion pump. 

103. The infusion system according to claim 95, Wherein 
the Wireless meter communication system and the Wireless 
infusion device communication system communicate using 
one of radio frequencies and infrared frequencies. 

104. The infusion system according to claim 96, Wherein 
the infusion device further includes a user input device for 
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inputting an estimate of a material to be ingested by the user, 
and further Wherein the bolus estimator includes the capabil 
ity to calculate the estimated amount of insulin to be infused 
into the body of the user based upon the inputted estimate of 
the material to be ingested by the user. 

105. The infusion system according to claim 95, Wherein 
the infusion device further includes a memory for storing 
data, and further Wherein the data indicative of the determined 
blood glucose level of the user received by the Wireless infu 
sion device communication system from the Wireless meter 
communication system is stored in the memory of the infu 
sion device. 

106. In an infusion system including a blood glucose test 
strip meter and an infusion device, a method for infusing 
insulin into a body of a user, the method comprising the steps 
of: 

receiving and testing a blood sample from the user on a test 
strip to determine a blood glucose level of the user; 

transmitting Wirelessly With the blood glucose test strip 
meter a communication including data indicative of the 
blood glucose level of the user and a unique identi?ca 
tion information of the blood glucose test strip meter; 

receiving Wirelessly With the infusion device the commu 
nication including the data indicative of the blood glu 
cose level of the user and the unique identi?cation infor 
mation of the blood glucose test strip meter; and 

discerning by the unique identi?cation information of the 
blood glucose test strip meter Whether the data is 
intended for receipt by the infusion device. 

107. The method according to claim 106, further compris 
ing: 

calculating an estimated amount of insulin to be infused 
into the body of the user based upon the received data 
indicative of the blood glucose level of the user and a 
target concentration of blood glucose in the user; and 

indicating When the estimated amount of insulin to be 
infused has been calculated. 
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108. The method according to claim 106, Wherein the 
blood glucose test strip meter automatically transmits the 
communication including the data indicative of the deter 
mined blood glucose level of the user and the unique identi 
?cation information of the blood glucose test strip meter. 

109. The method according to claim 106, further compris 
ing inputting a command on the blood glucose test strip meter, 
Wherein the communication including the data indicative of 
the determined blood glucose level of the user is transmitted 
Wirelessly from the blood glucose test strip meter to the 
infusion device in response to the inputted command. 

110. The method according to claim 106, Wherein the 
communication including the data indicative of the deter 
mined blood glucose level of the user transmitted Wirelessly 
from the blood glucose test strip meter to the infusion device 
further includes a time at Which the blood glucose level of the 
user Was determined. 

111. The method according to claim 106, Wherein the 
blood glucose test strip meter and the infusion device com 
municate Wirelessly using one of radio frequencies and infra 
red frequencies. 

112. The method according to claim 106, Wherein the 
blood glucose test strip meter includes one of a transmitter 
and a transceiver, and the infusion device includes one of a 
transmitter and a transceiver. 

113. The method according to claim 107, further compris 
ing inputting an estimate of a material to be ingested by the 
user, Wherein the estimated amount of insulin to be infused 
into the body of the user is calculated further based upon the 
inputted estimate of the material to be ingested by the user. 

114. The method according to claim 106, further compris 
ing storing in a memory of the infusion device the data indica 
tive of the determined blood glucose level of the user received 
by the infusion device from the blood glucose test strip meter. 

* * * * * 


