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Embodiments of a needle insertion system and method are 
disclosed. One method embodiment includes transmitting a 
sound beam along an axis to contact a blood vessel; receiving 
the re?ected sound beam from the blood vessel; processing 
the re?ected sound beam to detect the location of the blood 
vessel; and, responsive to the detection, receiving a needle in 
a guideWay that is oriented parallel to the axis. 

102a 

106 



Patent Application Publication Nov. 25, 2010 Sheet 1 0f 10 US 2010/0298702 A1 

Transducer Assembly 1_Q§ 

106 

\_ 114 

FIG. 1 

Coupler 102 

110 
108 



Patent Application Publication Nov. 25, 2010 Sheet 2 0f 10 US 2010/0298702 Al 

N .QE 2 NR 5&5 

% mswwwooi Em 65:30 

ma 628mm gm EEEwcSP 

g 50:26 

% 688cm; 



Patent Application Publication Nov. 25, 2010 Sheet 3 0f 10 US 2010/0298702 A1 

m .QE 

wow 

wow 

own 

N3 

wow 

wow 

/wom 
wow 



Patent Application Publication Nov. 25, 2010 Sheet 4 0f 10 US 2010/0298702 A1 

@ c5 
1 W E 

m 3 1' 

§\ \ / R J 

412 



Patent Application Publication Nov. 25, 2010 Sheet 5 0f 10 US 2010/0298702 A1 

102b K'NW / 
106 

f 112 

K/H4 . 

412 

FIG. 5 



Patent Application Publication Nov. 25, 2010 Sheet 6 0f 10 US 2010/0298702 A1 

106 

FIG. 6 

100 ,_J 

- 104 j 
102 

110 j 408 

114/0 

112 
08 ’/304a [ r-J’ 



Patent Application Publication Nov. 25, 2010 Sheet 7 0f 10 US 2010/0298702 A1 

700 / 410 
FIG. 7A 

704 

412 



Patent Application Publication Nov. 25, 2010 Sheet 8 0f 10 US 2010/0298702 A1 

FIG. 7B 

106 ,J 

702 V_J 

710 

708 

706 
712 



Patent Application Publication Nov. 25, 2010 Sheet 9 0f 10 US 2010/0298702 A1 

800 

H 

802 
Transmitting A Sound Beam Along An Axis To Contact A __// 

Blood Vessel 

804 
Receiving The Re?ected Sound Beam From The Blood / 

Vessel 

806 
Processing The Re?ected Sound Beam To Detect The J 

Location Of The Blood Vessel 

808 

Responsive To The Detection, Receiving A Needle In A / 
Guideway That Is Oriented Parallel To The Axis 

‘FIG. 8 



Patent Application Publication Nov. 25, 2010 Sheet 10 0f 10 US 2010/0298702 A1 

900 

902 
Transmitting A Sound Beam Along A First Axis To Contact 1/ 

A Blood Vessel 

- 904 

Receiving A Re?ected Sound Beam Re?ected From The / 
Blood Vessel Along The First Axis — 

906 
Processing The Re?ected Sound Beam To Detect The _// 

Location Of The Blood Vessel 

Responsive To The Detection, Receiving A Needle In A 908 
Guideway That ls Oriented Along A Second Axis That / 
Enables The‘Needle To Intersect The First Axis ln 

Proximity To The Blood Vessel 

FIG. 9 



US 2010/0298702 A1 

NEEDLE INSERTION SYSTEMS AND 
METHODS 

CROSS-REFERENCE TO RELATED 
APPLICATION 

[0001] This is a divisional application of US. patent appli 
cation Ser. No. 10/897,663 ?led Jul. 22, 2004 and entitled, 
“Needle Insertion Systems and Methods,” Which claims the 
priority bene?t of US. Provisional Application No. 60/489, 
125 entitled, “A Device For Locating Veins and Aligning and 
Inserting Intravenous Catheters and Blood DraWing Needles 
Therein,” ?led Jul. 22, 2003, each of Which is entirely incor 
porated herein by reference. 

TECHNICAL FIELD 

[0002] The present disclosure is generally related to the 
medical ?eld, and, more particularly, is related to systems and 
methods for locating veins and other blood vessels and insert 
ing needles and catheters therein. 

BACKGROUND 

[0003] In the medical ?eld, a common procedure per 
formed by emergency medical technicians, phlebotimists, 
nurses, doctors, and other medical ?eld personnel is locating 
veins and inserting intravenous (IV) tubes (e.g., catheters) 
and blood draWing needles therein. One problem that is often 
encountered When administrating an IV or draWing blood is 
that it is often di?icult for the medical person to locate a vein. 
This problem is particularly pronounced With obese or pedi 
atric patients, or When conditions are less than favorable, for 
example on a battle?eld or at an accident scene. Various 
methods and devices have been devised to help a user to locate 
a vein that Would be otherWise di?icult to locate. 
[0004] One popular method for locating a vein is the Dop 
pler sonar method. In this method, a transmitter (or trans 
ceiver) provides a high frequency sound signal that is trans 
mitted through the surface of a patient’s skin in an effort to 
locate a vein. Although sound Will be scattered by all tissues, 
for the blood ?oWing through a vein, the signal Will be Dop 
pler shifted due to the motion of the blood. If the velocity of 
the blood is v, the received signal (received at the transducer 
of a transceiver or receiver) is shifted in frequency as provided 
in Equation 1 beloW: 

Where f is the transmitted frequency (e.g., l0 Mega-Hertz 
(MHZ)), c is the speed of sound in the tissue (approximately 
1500 meters per second (m/sec)) and 0 is the angle betWeen 
the ?oW velocity direction and the sound beam axis. For a 
typical vein, the ?oW velocity is of the order of 10 cm/ sec. If 
0 is, for example, 30°, the frequency shift Will be 667 HZ. 
Such shifts can be detected by “beating” the received signal 
against the transmitted signal. The presence of an audio fre 
quency beat signal in the output (in this case at 667 HZ) 
indicates a Doppler shift, and hence that the beam is inter 
secting a blood vessel such as an artery or vein. Since arterial 
?oW is aWay from the heart and venous ?oW is toWards the 
heart, the distinction betWeen arteries and veins is made by 
determining Whether the Doppler shift is positive or negative. 
Both the siZe of the Doppler shift and the strength of the 
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Doppler shifted signals are helpful in selecting the most suit 
able vein since a larger vein has higher ?oW velocities in 
addition to being a better scatterer. 

[0005] Although the technology used to locate a vein has 
improved, the methods used to insert a needle quickly and 
accurately using a hand-held device and at a moderate cost 
could bene?t from further development. 

SUMMARY 

[0006] Preferred embodiments of needle insertion systems 
and methods are disclosed. One method embodiment, among 
others, can be generally described by the folloWing steps: 
transmitting a sound beam along an axis to contact a blood 
vessel; receiving the re?ected sound beam from the blood 
vessel; processing the re?ected sound beam to detect the 
location of the blood vessel; and, responsive to the detection, 
receiving a needle in a guideWay that is orientedparallel to the 
axis. 

[0007] Another embodiment of a needle insertion method, 
among others, can generally be described by the folloWing 
steps: transmitting a sound beam along a ?rst axis to contact 
a blood vessel; receiving a re?ected sound beam re?ected 
from the blood vessel along the ?rst axis; processing the 
re?ected sound beam to detect the location of the blood ves 
sel; and, responsive to the detection, receiving a needle in a 
guideWay that is oriented along a second axis that enables the 
needle to intersect the ?rst axis in proximity to the blood 
vessel. 

[0008] A needle insertion system embodiment, among oth 
ers, can include a transducer assembly con?gured to radiate a 
sound beam along a ?rst axis and detect a blood vessel 
responsive to receiving a re?ected sound beam; and a coupler 
that is con?gured to re?ect the sound beam along a second 
axis to and from the blood vessel, the coupler con?gured With 
a guideWay that is oriented parallel to the second axis. 

[0009] Another needle insertion system, among others, can 
include a transducer assembly con?gured to radiate a sound 
beam along a ?rst axis and detect a blood vessel responsive to 
receiving a re?ected sound beam; and a coupler that is con 
?gured to re?ect the sound beam along a second axis to and 
from the blood vessel, the coupler con?gured With a guide 
Way that is oriented along a third axis that enables the needle 
to intersect the second axis in proximity to the blood vessel. 

[0010] The preferred embodiments also include a coupler 
that acts as an interface betWeen a needle and a skin surface 
through Which the needle is to advance to contact a blood 
vessel. In one embodiment, among others, a coupler can 
include means for receiving a re?ected sound beam along a 
?rst axis; and means for receiving a needle along an axis that 
is parallel to the ?rst axis. 

[0011] Another embodiment of a coupler, among others, 
can include means for re?ecting a transmitted sound beam 
along a ?rst axis and a re?ected sound beam re?ected from a 
blood vessel along the ?rst axis; and means for receiving a 
needle along a second axis that is oriented to enable the needle 
to intersect the ?rst axis in proximity to a blood vessel in 
Which the needle is to be inserted. 

[0012] Other systems, methods, features, and advantages 
of the disclosure Will be or become apparent to one With skill 
in the art upon examination of the folloWing draWings and 
detailed description. It is intended that all such additional 
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systems, methods, features, and advantages be included 
Within this description, and be Within the scope of the disclo 
sure. 

BRIEF DESCRIPTION OF THE DRAWINGS 

[0013] The components in the drawings are not necessarily 
to scale, emphasis instead being placed upon clearly illustrat 
ing the principles of the disclosed systems and methods. 
Moreover, in the draWings, like reference numerals designate 
corresponding parts throughout the several vieWs. 
[0014] FIG. 1 is a schematic diagram that illustrates an 
embodiment of a needle insertion system. 
[0015] FIG. 2 is a block diagram that illustrates an embodi 
ment of a transducer assembly of the needle insertion system 
shoWn in FIG. 1. 
[0016] FIG. 3 is a side-vieW cut-aWay that illustrates an 
embodiment of a coupler of the needle insertion system 
shoWn in FIG. 1. 
[0017] FIG. 4 is a schematic diagram ofa coupler embodi 
ment similar to that shoWn in FIG. 3 that illustrates applica 
tion of a sound beam and receiving a needle along an axis that 
is parallel to and offset from a sound beam axis. 
[0018] FIG. 5 is a schematic diagram of another coupler 
embodiment similar to that shoWn in FIG. 3 that illustrates 
application of a sound beam and receiving a needle along an 
axis that has a depth dependent offset relative to a sound beam 
axis. 

[0019] FIG. 6 is a front-view schematic diagram of the 
needle insertion system shoWn in FIG. 1 that illustrates tra 
versing the skin surface to obtain a strong signal that indicates 
location of a suitable vein and insertion location along the 
vein. 
[0020] FIG. 7A is a schematic diagram that illustrates an 
embodiment of a needle insertion system. 
[0021] FIG. 7B is a side-vieW cut-aWay of an embodiment 
of a coupler of the needle insertion system shoWn in FIG. 7A. 
[0022] FIG. 8 is a How diagram that illustrates one needle 
insertion method embodiment corresponding to the embodi 
ment shoWn in FIG. 4. 

[0023] FIG. 9 is a How diagram that illustrates one needle 
insertion method embodiment corresponding to the embodi 
ment shoWn in FIG. 5. 

DETAILED DESCRIPTION OF THE PREFERRED 
EMBODIMENTS 

[0024] Disclosed herein are various embodiments of a 
needle insertion system and method. A needle insertion sys 
tem assists a user (e.g., a skilled medical professional such as 
a nurse, or an unskilledperson for do-it-yourself medical kits) 
in locating a vein, for example, or artery, and inserting an 
intravenous (IV) tube, catheter, and/ or blood draWing needle 
therein. In one embodiment, a needle insertion system is 
disclosed as comprising a handheld device having a trans 
ducer assembly and a coupler. The transducer assembly 
includes a focused ultrasonic transducer that produces a nar 
roW sound beam With a focal region (e.g., the focal region in 
one embodiment having a diameter of less than or equal to 
approximately 1 millimeter (mm), approximately 2.5 centi 
meters (cm) in length, and Whose center is approximately 
located 5 cm from the transducer face). The sound beam is 
preferably generated as a pulsed beam having a frequency of 
approximately 10 Mega-HertZ (MHZ). The transducer, oper 
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ating in one embodiment in a transmit/receive mode, detects 
a vein by functioning as a pulsed Dopplerblood ?oW detector. 

[0025] The coupler is con?gured to guide or direct a needle 
into a vein quickly and easily, and, preferably, to detach from 
the needle quickly and easily. In principle, the coupler portion 
Works by aligning the axis of a needle relative to the axis of the 
sound beam radiated from the transducer assembly. If the 
beam is knoWn to intersect a vein (using Doppler sonar), then 
advancing the needle in a path provided integral to or adjacent 
to the coupler along the beam axis, parallel to the beam axis at 
a slight offset, or offset in a depth dependent manner to 
intersect the beam axis, results in the needle entering the vein. 

[0026] Although described in the context of locating a vein 
and inserting a needle therein, it Would be understood by 
those having ordinary skill in the art that the principles dis 
closed in this disclosure can also apply to the location of other 
blood-carrying vessels. Further, although described using a 
needle, similar principles apply to the insertion of other 
objects such as a catheter, tube, or shunt, and thus are consid 
ered to be Within the scope of the preferred embodiments. 

[0027] In the description that folloWs, a needle insertion 
system embodiment is described in FIG. 1, and the various 
components that comprise the same is described With respect 
to FIGS. 2-4. An additional embodiment of a coupler for the 
needle insertion system described in FIG. 1 is illustrated in 
FIG. 5. FIG. 6 illustrates a method to elicit an optimal feed 
back signal indicating Whether or When the center of a vein 
has been located. FIGS. 7A and 7B illustrate another embodi 
ment of a needle insertion system and its corresponding com 
ponents. Finally, FIGS. 8 and 9 illustrates various needle 
insertion method embodiments. 

[0028] FIG. 1 is a schematic diagram that illustrates an 
embodiment of a needle insertion system. The needle inser 
tion system 100 includes a coupler 102 and a transducer 
assembly 104. The coupler 102 includes a guideWay 108, in 
Which a needle 110 can be inserted and advanced along the 
guideWay 108 and through the skin surface 112 to puncture a 
vein 114 located in a body 106 (for blood draWing and cath 
eter insertion, the body site of interest Will often be an arm, but 
the needle insertion system can be used in other locations of 
the body). Although the guideWay 108 can be con?gured as a 
channel that runs through the body of the coupler 102, pref 
erably the guideWay 108 is con?gured as a channel that runs 
along the bottom, preferably angled surface of the coupler 
102. The transducer assembly 104 can be rotatably attached 
and detached from the coupler 102, and/or slidably detached 
and re-attached in other embodiments according to Well 
knoWn attachment/detachment mechanisms. Still in other 
embodiments, the transducer assembly 104 and the coupler 
102 can be ?xably attached or the tWo components can be 
molded as a single component. The needle 110 can be pack 
aged With the coupler 102, for example disposed in the guide 
Way 108 as part of the entire coupler 102, or available sepa 
rately from the coupler 102. 
[0029] FIG. 2 is a block diagram that illustrates an embodi 
ment of a transducer assembly 104 of the needle insertion 
system 100 shoWn in FIG. 1. The transducer assembly 104 
includes a transducer module 202, a sWitch module 204, a 
transmitter module 206, a receiver module 208, an oscillator 
and processing module 210, and an output module 212. One 
or more of the modules can be con?gured in hardWare, soft 
Ware, or a combination of hardWare and softWare. The trans 
ducer assembly 104 can be battery poWered (not shoWn) 
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and/or powered externally through use of a cord or other 
mechanism for connecting to an external poWer source. 

[0030] The transducer module 202 preferably radiates a 
pulsed Doppler sound ?eld Which, in one embodiment, 
focuses to a beam of approximately 1 mm in diameter over a 
length of approximately 2.5 cm, as generated from the trans 
mit electronics described beloW. The 1 mm diameter sound 
beam is smaller or comparable in diameter to a vein from 
Which it is suitable to draW blood. The transducer module 202 
includes a transducer element (not shoWn) that can be con 
?gured to radiate beams of greater or smaller diameter 
depending on the application, by adjusting the frequency. The 
transducer module 202 is also con?gured to receive a 
re?ected sound beam, Which it converts to a signal(s) for 
processing by the receive electronics described beloW. 
[0031] The oscillator and processing module 210, in coop 
eration With the transmitter module 206, generate the pulses 
at a frequency of approximately 10 MHZ, although sound 
beams of other frequencies can be generated depending on 
the application. The pulsed mode is preferably implemented 
in both transmit and receive modes. The receiver module 208 
includes receive and processing electronics to receive the 
re?ected signal and determine the presence or absence of a 
Doppler shift. If a Doppler shift is detected, an audible sound, 
tactile sensation (e.g., vibration), and/or visual display is 
activated via the output module 212. For example, an audible 
sound may be activated and may be adjustable based on the 
surrounding environment (e. g., loud enough to hear over 
sirens, etc.). As another example, a graphics user interface 
may be presented on the package of the transducer assembly 
104 and Which may shoW an arroW(s) indicating the direction 
of movement a user needs to take along a person’s body to 
locate a vein or to optimiZe the signal strength (and thus 
center the needle on the vein). The sWitch module 204 pro 
vides functionality for sWitching betWeen receive and trans 
mit functionality. Note that the use of pulsed Doppler may 
also enable estimation of the depth of the vein from the pulse 
transit time. Further, the electronics of the transducer assem 
bly 104 are Well knoWn to those having ordinary skill in the 
art, and thus further explanation of each component Will be 
omitted for brevity. 
[0032] The transducer assembly 104, When detachable 
from the coupler 102, does not have to be steriliZable. As a 
corollary to the detachable/attachable feature, the transducer 
assembly 104 is reusable With a plurality of different couplers 
102. 

[0033] Note that in some embodiments, tWo transducers 
may be used (a transmit and receive transducer) and the 
sWitch omitted. 

[0034] FIG. 3 is a side-vieW cut-aWay that illustrates an 
embodiment of a coupler of the needle insertion system 100 
shoWn in FIG. 1. The coupler 102 comprises a coupling 
portion 302 and a re?ective portion 304. In one embodiment, 
the coupler 102 may be disposable, and included With the 
needle 110 in a plastic package (not shoWn) designed to 
maintain the sterility of the coupler 102 and the needle 110. 
The coupling portion 302 is preferably made of a plastic 
material, although other materials may be used. The coupling 
portion 302 comprises a chamber 306 that is preferably cylin 
drical in con?guration. The chamber 306 contains a coupling 
material (not shoWn). The coupling material may include 
Water, ultrasonic gel, solid rubber couplant, among other 
coupling material suitable for propagating the sound beam. 
The coupling portion 302 also includes a WindoW 308 Which 
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alloWs the transmitted sound beam to radiate into the body 
106 (FIG. 1) and alloWs the re?ected sound beam to radiate 
back into the coupling portion 302. The WindoW 308 may be 
comprised of a thin (e.g., approximately 25 microns to 250 
microns thick) plastic material. The coupling portion 302 
further includes a housing portion 310, Which receives a 
transducer element (not shoWn) of the transducer module 202 
(FIG. 2) When the coupling portion 302 is attached to the 
transducer assembly 104. The coupling portion also include a 
tube 312. The tube 312 serves as a conduit to enable ?lling the 
coupler With a coupling material, such as Water. In some 
implementations, an ultrasonic coupling gel (not shoWn) may 
be applied to the outside surface of the coupler 102 (i.e., the 
surface contacting the skin surface 112). 
[0035] The re?ective portion 304 is attached to the coupling 
portion 302, for example using an adhesive, through the use of 
screWs, or other fastening mechanisms knoWn to those having 
ordinary skill in the art. The re?ective portion 304 preferably 
has a ?at re?ecting surface (re?ecting the sound beam) and is 
preferably comprised of a metallic material, such as stainless 
steel, although other re?ective material, or a combination of 
re?ective and non-re?ective material, may be used. The 
re?ective portion 304 redirects the sound beam received from 
a transducer element, or the re?ected sound beam received 
from the located vein, at a de?ned angle. The re?ective por 
tion includes a guideWay 108 that has a de?ned angle With 
respect to the skin surface 112 (FIG. 1), and is used to guide 
a needle along a predetermined orientation. In one embodi 
ment, the guideWay 108 is con?gured to provide a predeter 
mined offset betWeen the sound beam and the needle. The 
offset can be made depth-dependent or depth-independent by 
modifying the attachment angle (i.e., the angle betWeen the 
guideWay 108 and the horizontal surface of the coupler 102, 
such as [3 in FIG. 4 described beloW) With respect to the skin 
surface 112. 

[0036] In one embodiment, the guideWay 108 is made of a 
short, ?exible tube attached to (adjacent) the re?ective por 
tion 304 (e.g., running along the bottom, angled surface of the 
re?ective portion 304). The guideWay 108 is preferably made 
of a plastic material, and can be attached using an adhesive or 
other fastening mechanisms knoWn to those having ordinary 
skill in the art. A slot (not shoWn) is provided at the bottom of 
the guideWay 108 running along the length of the guideWay to 
enable a user to disengage the coupler 102 from a needle once 
the vein is punctured. In some embodiments, the slot can be 
omitted and the coupler 102 can be disengaged from the 
needle by cutting the guideWay 108. In some embodiments, 
the slot can be omitted based on applications Where disen 
gagement from the needle is not needed. The guideWay 108 
has a diameter that is large enough to alloW the needle to be 
advanced through it, yet small enough to hold the needle 
?rmly. In some embodiment, a guideWay of similar features 
can be con?gured as a channel bored Within the body of the 
re?ective portion 304. 
[0037] FIG. 4 is a schematic diagram of a coupler embodi 
ment, coupler 102a, similar to that shoWn in FIG. 3, and that 
illustrates application of a sound beam and receiving a needle 
along an axis that is parallel to and offset from a sound beam 
axis. As shoWn, a transducer element 402 of the transducer 
assembly 104 (FIG. 1) is disposed conformably (although any 
Well-knoWn attachment/ detachment mechanisms may be 
employed) in the housing portion 310 and secured enough to 
assure proper alignment betWeen the transducer assembly 
104 and the coupler 10211. In one embodiment, the transducer 
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element 402 has a concave surface 404 to provide a focused 
sound beam. The focused beam could also be achieved using 
an acoustic lens. The transducer element 402 is disposed at a 
distance (represented by the line labeled “A” in FIG. 4) of 
approximately 4 cm from the location 406 on the re?ective 
surface on Which a sound beam 408 (shoWn herein as the 
centerline of the beam, With the understanding that a larger 
sound pro?le is preferably radiated) impinges to the point on 
the convex surface 404 farthest from said location 406. This 4 
cm distance enables a 1 mm diameter sound beam focal 
region to begin at the skin surface. Note that this dimension 
“A” may vary in some embodiments, depending on the char 
acteristics of the sound beam from the focused transducer 
element 402. “A” can be determined mathematically accord 
ing to knoWn formulas, and/or determined (or veri?ed) 
experimentally. Thus, the transducer element 402 is disposed 
in the housing portion 310 at a suitable distance to accommo 
date a focal length of approximately 5 cm, in such a Way that 
the focal region begins at the surface of the skin 112, Which 
enables detection of a vein along a longer range. For example, 
experimentation and mathematical analysis have indicated 
that the focal region for a sound ?eld produced by a l centi 
meter (cm) diameter, 10 MHZ transducer With a focal length 
of 5 cm is ellipsoidal, about 1 mm in diameter, and more than 
2 cm long. In other Words, there exists a “beam-like” quality 
of the sound ?eld Within :1 cm of the focal point. 

[0038] The sound beam 408 is radiated in the chamber 306 
along an axis that is coincident With a ?rst axis 410. The 
chamber 306 includes a coupling material (not shoWn) that 
provides an appropriate loW loss impedance matched propa 
gation medium for the sound beam 408 When entering the 
interior of the body 106 and returning from the interior of the 
body 106. 
[0039] The sound beam 408 impinges on the re?ective por 
tion 30411 at location 406 and is re?ected along an axis coin 
cident With a second axis 412. In one embodiment, the angle 
0t betWeen the re?ected sound beam along the second axis 
412 and the skin surface 112 is approximately 30°, although 
other angles may be used. The re?ected sound beam 408 is 
transmitted through the skin surface 112 and impinges on the 
vein 114, and then at least a portion of the beam is re?ected 
back to the transducer element 402 along the second axis 412, 
and then the ?rst axis 410 after re?ection at 406 of the re?ec 
tive portion 30411. The transducer element 402 converts the 
received sound beam 408 to an electronic signal that is pro 
cessed in the receive electronics (e.g., 208, 210 of FIG. 2) of 
the transducer assembly 104 to elicit a feedback response by 
the output module 212 (FIG. 2). A feedback response pro 
vides an indication that a vein has been located, and in some 
embodiments, an indication of the signal strength corre 
sponding to Whether the vein has been located at a position 
offset from the centerline of the vein (Where blood ?oW may 
be sloWer) or at the centerline (Where blood ?oW is greatest). 
[0040] If the vein 114 is located and the signal strength 
indicates that the location corresponds to an optimal position 
for insertion of the needle 110, then the user can insert the 
needle 110 through the guideWay 108. The guideWay 108 is 
oriented parallel to the second axis 412, offset a ?xed and 
constant distance (e.g., 0 to 5 mm) from the second axis 412. 
By remaining offset from the second axis 412, the inserted 
needle 110 interferes minimally With the sound ?eld present 
beneath the skin surface 112, and enables the user to continu 
ally monitor the location of the vein 114 as the needle is 
advanced, up until the time corresponding to When the vein 
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114 is punctured. In one embodiment, the angle [3 Which is the 
angle formed betWeen the guideWay 108 and the skin surface 
112, is approximately 30°, although other angles may be 
used. 

[0041] FIG. 5 is a schematic diagram of another coupler 
embodiment, coupler 102b, that illustrates application of the 
sound beam 408 and receiving the needle 110 along an axis 
502 that has a depth dependent offset relative to a sound beam 
axis 412. As shoWn, the coupler 10219 has similar components 
to those found in couplers 102, 10211 of FIGS. 3 and 4, 
respectively, and thus discussion of the same Will be omitted 
or abbreviated. The sound beam 408 is radiated from the 
transducer element 402 along the ?rst axis 410, re?ected off 
a re?ective portion 304b, and provided along the second axis 
412 to impinge on the vein 114. The angle 0t is approximately 
30°, although other angles may be used. The guideWay 108 
(and also the bottom surface of the re?ective portion 304!) in 
one embodiment) form an angle [3 of approximately 23°, 
although other angles may be used. Thus, the needle 110 is 
advanced along the guideWay 108 along a third axis 502, 
resulting in the needle 110 intersecting the sound beam 408 
provided along the second axis 412 in a location proximally 
(i.e., the axis 502 intersecting axis 402 in a location approxi 
mately at the point Where the focal region ends, such as Where 
the beam Width ceases to be 1 mm in diameter in embodi 
ments described herein) to the vein 114. Note that the offset 
Will vary based on the depth of the vein 114. 

[0042] FIG. 6 is a front-vieW schematic diagram of the 
needle insertion system 100 shoWn in FIG. 1 that illustrates 
traversing the skin surface 112 to obtain a strong signal indi 
cating location of the vein 114 and/or optimal locations along 
the vein 114. For example, the needle insertion system 100 is 
shoWn traversing across the skin surface, but it also is travers 
able in the direction running along the length of the body 106, 
as Well as rotatably traversable. In one implementation, the 
needle insertion system 100 is moved (represented by the 
double-arroW head above the system 100) across the skin 
surface 112 until the vein 114 is detected. Vein detection 
(and/ or location) may be indicated by a light, sound or other 
display or feedback, as described above. The sound beam 
re?ection from the vein 114 enables the needle 110 (or an IV 
catheter, for example, in some implementations) to be 
aligned, but offset, With the sound beam 408. In other Words, 
the sound beam 408 is knoWn (using Doppler technology) to 
be passing through a suitable vein 114. The needle is 
advanced through the guideWay 108a (parallel to, but offset 
from the sound beam 408 in this implementation), passing 
through the skin surface 112 and advanced until it punctures 
the vein 114. The user continually receives feedback that he or 
she is advancing the needle 110 in the right direction until the 
vein 114 is punctured. 
[0043] FIG. 7A is a schematic diagram that illustrates 
another embodiment of a needle insertion system 700. The 
needle insertion system 700 differs from the prior described 
embodiments in that a needle is advanced to a vein along an 
axis that is coincident With the sound beam. The needle inser 
tion system 700 includes a transducer assembly 704 attached 
to the coupler 702. Preferably, the transducer 704 is attach 
able and detachable from the coupler 702 (e.g., shoWn here as 
rotatably attachable and detachable). The transducer assem 
bly 704 includes the same or similar electronics to the trans 
ducer assembly 1 04 shoWn in FIG. 2, and thus illustration and 
discussion of the same is omitted. 



US 2010/0298702 A1 

[0044] FIG. 7B is a side-vieW cut-aWay of an embodiment 
of the coupler 702 of the needle insertion system 700 shown 
in FIG. 7A. With continued reference to FIG. 7A, the coupler 
702 is preferably made of plastic, and comprises membranes 
706 and 708 and a chamber 710 that includes an ultrasonic 
coupling material (not shoWn). Membranes 706 and 708 may 
be made of, for example, rubber. The coupling material can 
be, for example, a sterile, de-aerated saline. In one embodi 
ment, the coupler 702 may be disposable, and included With 
the needle 110 in a plastic package (not shoWn) designed to 
maintain the sterility of the coupler 702 and the needle 110. 
For IV catheriZation implementations, the coupler 702 can be 
designed to split in half to alloW removal of the coupler 702 
after the vein 110 has been punctured, an unnecessary step for 
simply draWing blood. The membranes 706 and 708 are tra 
versed by the needle 110 during the insertion, the needle 110 
being advanced through the guideWay 712. The membrane 
706 is also an ultrasound re?ector. In one embodiment, the 
membrane 706 is air-backed and preferably as smooth and ?at 
as possible. The membrane 708 serves to couple the sound 
beam 408 into the tissue of the body 106. In some implemen 
tations, an ultrasonic coupling gel (not shoWn) may be 
applied to the outside surface of the membrane 708 (i.e., the 
surface contacting the skin surface 112). 
[0045] Directing attention to FIG. 7A, the operation of the 
transducer system 700 Will noW be described. The transducer 
element 402 of the transducer assembly 704 radiates the 
sound beam 408 a distance (represented by the line labeled 
“B”) of approximately 4 cm to the membrane 706 in similar 
manner to that described in association With FIG. 4. The 
sound beam is radiated along a ?rst axis 410. The sound beam 
408 is re?ected by the air-backed membrane 706 before enter 
ing the body 106 through the membrane 708. The re?ected 
sound beam 408 travels along the second axis 412. The travel 
path and orientation of the re?ected sound beam 408 enables 
the needle 110 (or an IV catheter) to be exactly aligned or 
substantially aligned With the re?ected sound beam 408, 
Which is knoWn by Doppler to be passing through a suitable 
vein 114. Although the sound beam 408 is shoWn to make an 
angle 0t of 30° relative to the plane of the skin surface 112, it 
Would be understood by one having ordinary skill in the art 
that some embodiments may utiliZe one of a variety of dif 
ferent angles (e.g., 45° or 20° depending on the application. 
[0046] The needle 110 is advanced (not shoWn) through the 
guideWay 712, Which is coincident (or coaxial) With the sound 
beam 408. The needle 1 1 0 is advanced through the membrane 
706, through the chamber 710 (and thus through a coupling 
material not shoWn, such as saline ?uid), and then through the 
membrane 708, and continually (still along the second axis 
412) advanced until the needle 110 punctures the vein 114. 
The coaxial alignment of the guideWay 712 and sound beam 
assures (or assures With a high-probability of certainty) that 
the needle 110 Will encounter the vein 114. The coupler 702, 
in one embodiment, can then be easily disassembled into tWo 
or more pieces and removed, and the IV cauteriZation or 
blood draW can be completed. 

[0047] In some embodiments, the saline ?lled chamber 710 
can be replaced With a solid insert (not shoWn), Which can be 
removed after the vein 114 is detected to alloW passage of the 
needle 110. In such embodiments, the membranes 706 and 
708 may be omitted and the user can vieW the insertion point. 

[0048] In vieW of the above description, it Will be appreci 
ated that one embodiment of a needle insertion method 800 
may comprise, as illustrated in FIG. 8, transmitting a sound 
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beam along an axis to contact a blood vessel (802); receiving 
the re?ected sound beam from the blood vessel (804); pro 
cessing the re?ected sound beam to detect the location of the 
blood vessel (806); and, responsive to the detection, receiving 
a needle in a guideWay that is oriented parallel to the axis 

(808). 
[0049] Another embodiment of a needle insertion method 
900 may comprise, as illustrated in FIG. 9, transmitting a 
sound beam along a ?rst axis to contact a blood vessel (902); 
receiving a re?ected sound beam re?ected from the blood 
vessel along the ?rst axis (904); processing the re?ected 
sound beam to detect the location of the blood vessel (906); 
and, responsive to the detection, receiving a needle in a guide 
Way that is oriented along a second axis that enables the 
needle to intersect the ?rst axis in proximity to the blood 
vessel (908). 
[0050] Any process descriptions or blocks in the ?oW dia 
grams of FIGS. 8 and 9 should be understood as representing 
steps in an embodiment of one method, and alternate imple 
mentations are included Within the scope of the preferred 
embodiments, as Would be understood by those reasonably 
skilled in the art. 
[0051] It should be emphasiZed that the above-described 
embodiments, particularly, any “preferred” embodiments, 
are merely possible examples of implementations, and are 
merely set forth for a clear understanding of the principles of 
the disclosure. Many variations and modi?cations may be 
made to the above-described embodiment(s) Without depart 
ing substantially from the spirit and principles of the disclo 
sure. All such modi?cations and variations are intended to be 
included herein Within the scope of this disclosure. 

What is claimed: 
1. A needle insertion method, comprising: 
transmitting a sound beam along an axis to contact a blood 

vessel; 
receiving the re?ected sound beam from the blood vessel; 
processing the re?ected sound beam to detect the location 

of the blood vessel; and 
responsive to the detection, receiving a needle in a guide 
Way that is oriented parallel to the axis, Wherein receiv 
ing a needle in a guideWay that is oriented parallel to the 
axis includes receiving the needle in the guideWay that is 
oriented coincident With the axis. 

2. A needle insertion method, comprising: 
transmitting a sound beam along a ?rst axis to contact a 

blood vessel; 
receiving a re?ected sound beam re?ected from the blood 

vessel along the ?rst axis; 
processing the re?ected sound beam to detect the location 

of the blood vessel; and 
responsive to the detection, receiving a needle in a guide 
Way that is oriented along a second axis that enables the 
needle to intersect the ?rst axis in proximity to the blood 
vessel. 

3. The method of claim 2, Wherein transmitting includes 
transmitting a pulsed ultrasonic beam focused Within the 
body to a diameter of approximately 1 millimeter. 

4. The method of claim 2, further including providing 
feedback to a user in response to the detection. 

5. The method of claim 4, Wherein providing feedback 
includes providing the feedback at least until the needle con 
tacts the blood vessel. 
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6. The method of claim 2, further including providing at 
least one of an audible sound, a visual display signal, and a 
tactile signal to a user in response to the detection. 

7. The method of claim 2, Wherein receiving a needle in a 
guideWay includes receiving the needle along the second axis 
that has a depth-dependent offset relative to the ?rst axis. 

8. The method of claim 2, Wherein receiving a needle in a 
guideWay further includes contacting the blood vessel With 
the needle proximally to Where the sound beam Was re?ected 
from the blood vessel. 

9. A needle insertion system, comprising: 
a transducer assembly con?gured to radiate a sound beam 

along a ?rst axis and detect a blood vessel responsive to 
receiving a re?ected sound beam; and 

a coupler that is con?gured to re?ect the sound beam along 
a second axis to and from the blood vessel, the coupler 
con?gured With a guideWay that is oriented parallel to 
the second axis, Wherein the guideWay is oriented coin 
cidentally With the second axis. 

10. A needle insertion system, comprising: 
a transducer assembly con?gured to radiate a sound beam 

along a ?rst axis and detect a blood vessel responsive to 
receiving a re?ected sound beam; and 

a coupler that is con?gured to re?ect the sound beam along 
a second axis to and from the blood vessel, the coupler 
con?gured With a guideWay that is oriented along a third 
axis that enables the needle to intersect the second axis in 
proximity to the blood vessel. 

11. The system of claim 10, Wherein the transducer assem 
bly includes a transducer set back a de?ned distance from a 
skin surface on Which the coupler rests, the transducer con 
?gured to radiate a pulsed ultrasonic beam focused Within the 
body to approximately 1 mm in diameter. 

12. The system of claim 10, Wherein the transducer assem 
bly includes an output module that is con?gured to provide at 
least one of an audible sound, a visual display signal, and a 
tactile signal to a user in response to the detection of the blood 
vessel. 

13. The system of claim 10, Wherein the guideWay is con 
?gured to receive the needle along the third axis that has a 
depth dependent offset relative to the second axis. 

14. The system of claim 10, Wherein the guideWay is recep 
tive to a needle that can be advanced in a direction oriented 
along the third axis to contact the blood vessel in a location 
that is proximal to Where the sound beam intersects the third 
ax1s. 
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15. The system of claim 10, Wherein the transducer assem 
bly includes at least one of a sWitch, transmitter electronics, 
receiver electronics, an oscillator, a poWer ampli?er, a pulse 
generator, and a processor. 

16. The system of claim 10, Wherein the coupler includes a 
chamber that contains a coupling material. 

17. The system of claim 10, Wherein the coupler includes a 
re?ective portion that re?ects the sound beam from the trans 
ducer assembly through a WindoW to the blood vessel, and 
from the blood vessel through the WindoW to the transducer 
portion. 

18. The system of claim 10, Wherein the coupler is at least 
one of attachable and detachable from the transducer assem 
bly. 

19. The system of claim 10, Wherein the coupler is capable 
of disassembly. 

20. The system of claim 10, Wherein the guideWay is con 
?gured With a slot that enables separation of the coupler and 
the needle. 

21. A coupler that acts as an interface betWeen a needle and 
a skin surface through Which the needle is to advance to 
contact a blood vessel, the coupler comprising: 
means for receiving a re?ected sound beam along a ?rst 

axis; and 
means for receiving a needle along an axis that is parallel to 

the ?rst axis, Wherein the means for receiving a needle is 
oriented coincidentally With the ?rst axis. 

22. A coupler that acts as an interface betWeen a needle and 
a skin surface through Which the needle is to advance to 
contact a blood vessel, the coupler comprising: 
means for re?ecting a transmitted sound beam along a ?rst 

axis and a re?ected sound beam re?ected from a blood 
vessel along the ?rst axis; and 

means for receiving a needle along a second axis that is 
oriented to enable the needle to intersect the ?rst axis in 
proximity to a blood vessel in Which the needle is to be 
inserted. 

23. The coupler of claim 22, Wherein the means for receiv 
ing a needle is a guideWay. 

24. The coupler of claim 23, Wherein the guideWay is 
slotted. 

25. The coupler of claim 22, Wherein the means for receiv 
ing a re?ected sound beam includes means for receiving a 
transmitted sound beam along a third axis. 

26. The coupler of claim 25, Wherein the means for receiv 
ing a re?ected sound beam includes a chamber con?gured to 
contain a coupling material, a re?ective portion, a WindoW, 
and a transducer assembly attachment means. 

* * * * * 


