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POWER INJECTOR WITH DECAY 
CONSTANT FUNCTIONALITY 

RELATED APPLICATIONS 

[0001] This application claims priority to US. Provisional 
Patent Application No. 61/090,911 ?led on 22 Aug. 2008 
entitled “POWER INJECTOR WITH DECAY CONSTANT 
FUNCTIONALITY”. 

FIELD OF THE INVENTION 

[0002] The present invention generally relates to the ?eld of 
poWer injectors and, more particularly, to a poWer injector 
con?gured to provide an injection on an exponentially decay 
ing ?oW rate basis. 

BACKGROUND 

[0003] Various medical procedures require that one or more 
medical ?uids be injected into the patient. Medical imaging 
procedures oftentimes involve the injection of a contrast 
media into the patient, possibly along With saline or other 
?uids. Other medical procedures involve injecting one or 
more ?uids into a patient for therapeutic purposes. PoWer 
injectors may be used for these types of applications. 
[0004] A poWer injector generally includes What is com 
monly referred to as a poWerhead. One or more syringes may 
be mounted to the poWerhead in various manners (e.g., 
detachably; rear-loading; front-loading; side-loading). Each 
syringe typically includes What may be characteriZed as a 
syringe plunger, piston, or the like. Each such syringe plunger 
is designed to interface With (e.g., contact and/or temporarily 
interconnect With) an appropriate syringe driver that is incor 
porated into the poWerhead, such that operation of the syringe 
driver axially advances the associated syringe plunger inside 
and relative to a barrel of the syringe. One typical syringe 
driver is in the form of a ram that is mounted on a threaded 
lead or drive screW. Rotation of the drive screW in one rota 
tional direction advances the associated ram in one axial 
direction, While rotation of the drive screW in the opposite 
rotational direction advances the associated ram in the oppo 
site axial direction. 
[0005] Contrast media may be injected by a poWer injector 
into a patient’s heart for an imaging operation, such as for a 
computed tomography angiogram. In an attempt to have the 
enhancement levels of the right and left sides of the patient’s 
heart be more uniform, Where this enhancement is provided 
by a contrast media injection, poWer injectors have been 
con?gured to use an injection protocol that in turn utiliZes a 
?oW rate decay constant. Such a ?oW rate decay constant 
provides an exponentially decaying ?oW rate injection. 

SUMMARY 

[0006] First and second aspects of the present invention are 
each embodied by a poWer injector, Which includes a syringe 
plunger driver, a syringe, poWer injector control logic, and 
data storage. The syringe plunger driver includes a motoriZed 
drive source. The syringe includes a syringe plunger, Where 
the syringe plunger driver interacts With the syringe plunger 
to move the same in at least one direction. The poWer injector 
control logic includes an injection protocol, Which in turn 
utiliZes a ?oW rate decay constant. The data storage is acces 
sible by the poWer injector control logic. In the case of the ?rst 
aspect, the data storage includes a plurality of data entries, 
Where each data entry includes a ?oW rate decay constant 
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value. In the case of the second aspect of the present inven 
tion, each data entry includes an imaging device identi?er and 
an associated ?oW rate decay constant value. 
[0007] A number of feature re?nements and additional fea 
tures are separately applicable to each of the ?rst and second 
aspects of the present invention. These feature re?nements 
and additional features may be used individually or in any 
combination. The folloWing discussion is separately appli 
cable to each of the ?rst and second aspects, up to the start of 
the discussion of a third aspect of the present invention. The 
poWer injector may include a display or graphical user inter 
face. A ?rst output may be presented on this display or graphi 
cal user interface, Where this ?rst output is in the form of a 
listing of at least some of the data entries. In one embodiment, 
this ?rst output presents a model or a model identi?er for an 
imaging unit (e.g., a CT scanner), along With an associated 
?oW rate decay constant value (e.g., in the form of a drop 
doWn menu). 
[0008] The poWer injector may be con?gured such that the 
noted data storage is searchable in any appropriate manner. In 
one embodiment, a user is alloWed to enter information 
regarding an imaging unit that is to be used in combination 
With the poWer injector for an imaging operation, and the 
noted data storage may be searched to attempt to identify such 
an imaging unit and its corresponding ?oW rate decay con 
stant. Regardless of hoW information is obtained on a ?oW 
rate decay constant value for an associated imaging unit, the 
poWer inj ector may be con?gured to alloW this ?oW rate decay 
constant value to be input in any appropriate manner, such as 
by any appropriate data input device operatively intercon 
nected With the poWer injector control logic (e.g., a keyboard, 
a mouse, a touch screen display, a soft key display, a touch 
pad, a track ball, or the like). 
[0009] A third aspect of the present invention is embodied 
by a poWer injector. This poWer injector includes a syringe 
plunger driver, a syringe, and poWer injector control logic. 
The syringe plunger driver includes a motoriZed drive source. 
The syringe includes a syringe plunger, Where the syringe 
plunger driver interacts With the syringe plunger to move the 
same at least one direction. The poWer injector control logic 
includes an injection protocol, Which in turn utiliZes a ?oW 
rate decay constant. The poWer injector control logic further 
includes decay constant determination logic. 
[001 0] A number of feature re?nements and additional fea 
tures are applicable to the third aspect of the present inven 
tion. These feature re?nements and additional features may 
be used individually or in any combination. The folloWing 
discussion is applicable to the third aspect, up to the start of 
the discussion of a fourth aspect of the present invention. In 
one embodiment, the decay constant determination logic 
includes a test injection protocol. Execution of this test injec 
tion protocol may be used to acquire information such that a 
value may be derived for a ?oW rate decay constant to be used 
in a subsequent imaging operation involving the poWer injec 
tor. 

[0011] The decay constant determination logic may utiliZe 
an acquisition time variable. A prompt may be utiliZed for 
inputting a value for this acquisition time variable. In one 
embodiment, an average value is input for the acquisition 
time variable (e. g. based upon a priori knoWledge from opera 
tion of an imaging unit to be used in combination With the 
poWer injector to acquire a patient image). In one embodi 
ment, a patient-speci?c value is input for the acquisition time 
variable (e.g., dividing the number of patient heartbeats 
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required for an imaging unit (to be used in combination With 
the power injector) to acquire a patient image, divided by the 
number of patient heartbeats per unit of time). 
[0012] The decay constant determination logic may utilize 
an enhancement level variable. A prompt may be utilized for 
inputting a value for this enhancement level variable. The 
value for the enhancement level variable may be selected/ 
determined by an operator of an imaging system that is uti 
lizing the poWer injector. This value may be expressed as a 
percentage for the case Where the patient image to be acquired 
is of a heart. In this regard, the value for the enhancement level 
variable may be a desired enhancement level for the left side 
of the patient’s heart, expressed as a percentage of the 
enhancement level on the right side of the patient’s heart. 
[0013] The decay constant determination logic may utilize 
a time delay variable. A prompt may be utilized for inputting 
a value for this time delay variable, and in any case a patient 
speci?c value may be input for the time delay variable. In one 
embodiment, the value for the time delay variable is the 
amount of time required from the start of an injection (pur 
suant to the test injection protocol) until the input value for the 
enhancement level variable is realized (e.g., until the desired 
enhancement level is reached on the left side of the patient’s 

heart). 
[0014] In one embodiment, the decay constant determina 
tion logic utilizes each of the noted acquisition time, enhance 
ment level, and time delay variables. A decay constant value 
generated by the decay constant determination logic may be 
equal to the time delay variable, minus one-half of the acqui 
sition time variable, divided into the natural logarithm of the 
enhancement level variable. 
[0015] A fourth aspect of the present invention is embodied 
by a method of acquiring a medical image using an imaging 
system, Where this imaging system includes a poWer injector 
and an imaging unit. A search may be conducted for a value to 
be used for a ?oW rate decay constant, Where this search is 
based upon a model or model number of the imaging unit to 
be used for the imaging operation. A value is input for the ?oW 
rate decay constant, and that is associated With the model of 
the particular imaging unit to be used for the imaging opera 
tion. An injection is then delivered by operation of the poWer 
injector using the inputted value for the ?oW rate decay con 
stant. 

[0016] A number of feature re?nements and additional fea 
tures are applicable to the fourth aspect of the present inven 
tion. These feature re?nements and additional features may 
be used individually or in any combination. The folloWing 
discussion is applicable to the third aspect, up to the start of 
the discussion of a ?fth aspect of the present invention. The 
injection associated With the fourth aspect may facilitate 
acquisition of a patient image (e.g., an image of a patient’s 
heart). In one embodiment, the imaging unit is operated dur 
ing and/or after the injection to acquire a patient image for 
?oW rate constant determination purposes. Although the 
fourth aspect may be used for any imaging application, in one 
embodiment the imaging operation is for purposes of a com 
puted tomography angiogram. 
[0017] A prompt may be provided for entry of a value of the 
?oW rate of decay constant to be used for an injection pro 
vided by operation of the poWer injector. In one embodiment, 
this prompt is presented on a display associated With the 
poWer injector (e.g., a display on a poWerhead of the poWer 
injector; on a remote console associated With the poWer inj ec 
tor). Any appropriate data entry vice may be utilized to input 
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a desired value for the ?oW rate decay constant, including 
Without limitation a keyboard, a mouse, a touch screen dis 
play, a soft key display, a touch pad, a track ball, or the like. 
[0018] The search for a value for the ?oW rate decay con 
stant may include accessing or consulting a cross-reference of 
imaging unit model numbers to ?oW rate decay constants. 
This cross-reference may be stored on and/ or incorporated by 
poWer injector control logic utilized by the poWer injector. 
HoWever, this cross-reference could be in any appropriate 
form (e.g., hard copy) and stored at any appropriate location. 
[0019] Another option for the search regarding a value for 
the ?oW rate decay constant may entail retrieving a value from 
memory associated With the poWer injector. The search may 
entail accessing a lookup table incorporated by the poWer 
injector. Yet another option Would be to use the Internet for the 
search. Any appropriate search may be undertaken to identify 
a value for the ?oW rate decay constant to be used for an 
ejection provided by the poWer injector for purposes of under 
taking an imaging operation. 
[0020] A ?fth aspect of the present invention is embodied 
by a method for acquiring a medical image using an imaging 
system, Where this imaging system includes a poWer injector 
and an imaging unit. A ?rst injection is delivered to a patient. 
This ?rst injection is monitored, and a ?oW rate decay con 
stant is derived based at least in part from this monitoring of 
the ?rst injection. Thereafter, a second injection is delivered 
to the patient and Which uses the derived ?oW rate decay 
constant. 

[0021] A number of feature re?nements and additional fea 
tures are applicable to the ?fth aspect of the present invention. 
These feature re?nements and additional features may be 
used individually or in any combination. The folloWing dis 
cussion is applicable to at least this ?fth aspect of the present 
invention. The ?rst injection may utilize any appropriate ?uid 
or combination of ?uids (e.g., contrast media, alone or in 
combination With saline), may inject any appropriate ?uid 
volume (e. g., no more than at least generally about 15 mL in 
one embodiment; no more than at least generally about 10 mL 
in one embodiment; Within a range from at least generally 
about 5 mL to at least generally about 15 mL (inclusive) in 
one embodiment), and may utilize any appropriate ?oW rate 
(e.g., a constant ?oW rate Within a range of at least generally 
about 3 -6 mL/ second in one embodiment; a constant ?oW rate 
Within a range of at least generally about 4-5 mL/second in 
one embodiment; a constant ?oW rate of no more than at least 
generally about 6 mL/ second in one embodiment). As this 
?rst injection may be used at least inpart to acquire a value for 
the ?oW rate decay constant, it may be characterized as a test 
injection. 
[0022] The monitoring of the ?rst injection may be for 
purposes of acquiring data to be used in the derivation of a 
value for the ?oW rate decay constant. As the ?rst injection 
may entail an injection of a ?uid into the patient, the moni 
toring of the ?rst injection may be characterized as acquiring 
this patient-speci?c data. The monitoring of the ?rst injection 
may entail monitoring an image intensity of at least part of the 
heart of the patient. 
[0023] In one embodiment, the ?fth aspect is directed to 
executing a computed tomography angiogram. In this and for 
any other appropriate case, the monitoring for purposes of the 
?rst injection may entail monitoring an image intensity of the 
left side of the patient’s heart as a result of the ?rst injection. 
This monitoring may also include determining the amount of 
time required for the image intensity of the left side of the 
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patient’s heart (from the ?rst injection) to reach a predeter 
mined level (e.g., an input value for an enhancement level 
variable in accordance With the above-noted third aspect), and 
Which may be expressed as a percentage of the intensity of the 
right side of the patient’s heart (from the ?rst injection). The 
target enhancement level may be at least generally about 50% 
in one embodiment, and may be at least generally about 25% 
in another embodiment (e. g., the amount of time required for 
the image intensity of the left side of the patient’s heart to 
reach 50% (in one embodiment) or 25% (in another embodi 
ment) of the image intensity of the right side of the patient’s 
heart). 
[0024] One or more prompts may be issued in relation to 
deriving a value for the ?oW rate decay constant. Each such 
prompt may be issued at any appropriate location and in any 
appropriate manner. Any appropriate data entry vice may be 
utiliZed to input any appropriate value in relation to any such 
prompt, including Without limitation a keyboard, a mouse, a 
touch screen display, a soft key display, a touch pad, a track 
ball, or the like. Prompts may be issued in relation to a value 
for one or more of an enhancement level variable, an acqui 
sition time variable, and a time delay variable. A value for the 
?oW rate decay constant may be derived for purposes of the 
?fth aspect in the manner discussed above in relation to the 
third aspect. 
[0025] A number of feature re?nements and additional fea 
tures are separately applicable to each of the above-noted ?rst 
through the ?fth aspects of the present invention as Well. 
These feature re?nements and additional features may be 
used individually or in any combination in relation to each of 
the ?rst through the ?fth aspects. Initially, any feature of any 
other various aspects of the present invention that is intended 
to be limited to a “singular” context or the like Will be clearly 
set forth herein by terms such as “only,” “single,” “limited to,” 
or the like. Merely introducing a feature in accordance With 
commonly accepted antecedent basis practice does not limit 
the corresponding feature to the singular (e. g., indicating that 
the poWer injector includes “a syringe” alone does not mean 
that the poWer injector includes only a single “syringe”). 
Moreover, any failure to use phrases such as “at least one” 
also does not limit the corresponding feature to the singular 
(e. g., indicating that the poWer injector includes “a syringe” 
versus “at least one syringe” alone does not mean that the 
poWer injector includes only a single “syringe”). Finally, use 
of the phrase “at least generally” or the like in relation to a 
particular feature encompasses the corresponding character 
istic and insubstantial variations thereof (e.g., indicating that 
a syringe barrel is at least generally cylindrical encompasses 
the syringe barrel being cylindrical; indicating that a maxi 
mum ?uid volume is at least generally about 15 mL encom 
passes the maximum ?uid volume being 15 mL). 
[0026] Any “logic” that may be utiliZed by any of the vari 
ous aspects of the present invention may be implemented in 
any appropriate manner, including Without limitation in any 
appropriate softWare, ?rmWare, or hardWare, using one or 
more platforms, using one or more processors, using memory 
of any appropriate type, using any single computer of any 
appropriate type or a multiple computers of any appropriate 
type and interconnected in any appropriate manner, or any 
combination thereof. This logic may be implemented at any 
single location or at multiple locations that are interconnected 
in any appropriate manner (e.g., via any type of netWork). 
[0027] The poWer injector may be of any appropriate siZe, 
shape, con?guration, and/or type. The poWer injector may 
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utiliZe one or more syringe plunger drivers of any appropriate 
siZe, shape, con?guration, and/or type, Where each such 
syringe plunger driver is capable of at least bi-directional 
movement (e. g., a movement in a ?rst direction for discharg 
ing ?uid; a movement in a second direction for accommodat 
ing a loading of ?uid or so as to return to a position for a 

subsequent ?uid discharge operation), and Where each such 
syringe plunger driver may interact With its corresponding 
syringe plunger in any appropriate manner (e.g., by mechani 
cal contact; by an appropriate coupling (mechanical or oth 
erWise)) so as to be able to advance the syringe plunger in at 
least one direction (e.g., to discharge ?uid). Each syringe 
plunger driver may utiliZe one or more drive sources of any 

appropriate siZe, shape, con?guration, and/or type. Multiple 
drive source outputs may be combined in any appropriate 
manner to advance a single syringe plunger at a given time. 
One or more drive sources may be dedicated to a single 

syringe plunger driver, one or more drive sources may be 
associated With multiple syringe plunger drivers (e.g., incor 
porating a transmission of sorts to change the output from one 
syringe plunger to another syringe plunger), or a combination 
thereof. Representative drive source forms include a brushed 
or brushless electric motor, a hydraulic motor, a pneumatic 
motor, a pieZoelectric motor, or a stepper motor. 

[0028] The poWer injector may be used for any appropriate 
application Where the delivery of one or more medical ?uids 
is desired, including Without limitation any appropriate medi 
cal application (e.g., computed tomography or CT imaging; 
magnetic resonance imaging or MRI; single photon emission 
computed tomography or SPECT imaging; positron emission 
tomography or PET imaging; X-ray imaging; angiographic 
imaging; optical imaging; ultrasound imaging). The poWer 
injector may be used in conjunction With any component or 
combination of components, such as an appropriate imaging 
system (e.g., a CT scanner). For instance, information could 
be conveyed betWeen any such poWer injector and one or 
more other components (e.g., scan delay information, injec 
tion start signal, injection rate). 
[0029] Any appropriate number of syringes may be utiliZed 
With the poWer injector in any appropriate manner (e.g., 
detachably; front-loaded; rear-loaded; side-loaded), any 
appropriate medical ?uid may be discharged from a given 
syringe of any such poWer injector (e.g., contrast media, a 
radiopharmaceutical, saline, and any combination thereof), 
and any appropriate ?uid may be discharged from a multiple 
syringe poWer injector con?guration in any appropriate man 
ner (e.g., sequentially, simultaneously), or any combination 
thereof. In one embodiment, ?uid discharged from a syringe 
by operation of the poWer injector is directed into a conduit 
(e.g., a medical tubing set), Where this conduit is ?uidly 
interconnected With the syringe in any appropriate manner 
and directs ?uid to a desired location (e.g., to a catheter that is 
inserted into a patient, for instance for injection). Multiple 
syringes may discharge into a common conduit (e.g., for 
provision to a single injection site), or one syringe may dis 
charge into one conduit (e.g., for provision to one injection 
site), While another syringe may discharge into a different 
conduit (e. g., for provision to a different injection site). In one 
embodiment, each syringe includes a syringe barrel and a 
plunger that is disposed Within and movable relative to the 
syringe barrel. This plunger may interface With the poWer 
injector’s syringe plunger drive assembly such that the 
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syringe plunger drive assembly is able to advance the plunger 
in at least one direction, and possibly in tWo different, oppo 
site directions. 

BRIEF DESCRIPTION OF THE FIGURES 

[0030] FIG. 1 is a schematic of one embodiment of a poWer 
injector. 
[0031] FIG. 2A is a perspective vieW of one embodiment of 
a portable stand-mounted, dual-head poWer injector. 
[0032] FIG. 2B is an enlarged, partially exploded, perspec 
tive vieW of a poWerhead used by the poWer injector of FIG. 
2A. 
[0033] FIG. 2C is a schematic of one embodiment of a 
syringe plunger drive assembly used by the poWer injector of 
FIG. 2A. 
[0034] FIG. 3 is a functional schematic of a CT scanner. 
[0035] FIG. 4 is a functional schematic of one embodiment 
of an imaging system. 
[0036] FIG. 5 is a functional schematic of one embodiment 
ofpoWer injector control logic that may be used by the poWer 
injector of the imaging system of FIG. 4. 
[0037] FIG. 6 is one embodiment of a medical imaging 
protocol that may be used by the poWer injector control logic 
of FIG. 5. 
[0038] FIG. 7 is a functional schematic of another embodi 
ment of poWer injector control logic that may be used by the 
poWer injector of the imaging system of FIG. 4. 
[0039] FIG. 8 is one embodiment of a medical imaging 
protocol that may be used by the poWer injector control logic 
of FIG. 7. 
[0040] FIG. 9 is one embodiment of a test injection protocol 
that may be used by the medical imaging protocol of FIG. 8. 

DETAILED DESCRIPTION 

[0041] FIG. 1 presents a schematic of one embodiment of a 
poWer injector 10 having a poWerhead 12. One or more 
graphical user interfaces or GUIs 11 may be associated With 
the poWerhead 12. Each GUI 11: 1) may be of any appropriate 
siZe, shape, con?guration, and/ or type; 2) may be operatively 
interconnected With the poWerhead 12 in any appropriate 
manner; 3) may be disposed at any appropriate location; 4) 
may be con?gured to provide one or any combination of the 
folloWing functions: controlling one or more aspects of the 
operation of the poWer injector 10; inputting/editing one or 
more parameters associated With the operation of the poWer 
injector 10; and displaying appropriate information (e.g., 
associated With the operation of the poWer injector 10); or 5) 
any combination of the foregoing. Any appropriate number of 
GUIs 11 may be utiliZed. In one embodiment, the poWer 
injector 10 includes a GUI 11 that is incorporated by a console 
that is separate from but Which communicates With the poW 
erhead 12. In another embodiment, the poWer injector 10 
includes a GUI 11 that is part of the poWerhead 12. In yet 
another embodiment, the poWer injector 10 utiliZes one GUI 
11 on a separate console that communicates With the poWer 
head 12, and also utiliZes another GUI 11 that is on the 
poWerhead 12. Each GUI 11 could provide the same func 
tionality or set of functionalities, or the GUIs 11 may differ in 
at least some respect in relation to their respective function 
alities. 
[0042] A syringe 28 may be installed on this poWerhead 12 
and, When installed, may be considered to be part of the poWer 
injector 10. Some injection procedures may result in a rela 
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tively high pressure being generated Within the syringe 28. In 
this regard, it may be desirable to dispose the syringe 28 
Within a pressure jacket 26. The pressure jacket 26 is typically 
associated With the poWerhead 12 in a manner that alloWs the 
syringe 28 to be disposed therein as a part of or after installing 
the syringe 28 on the poWerhead 12. The same pressure jacket 
26 Will typically remain associated With the poWerhead 12, as 
various syringes 28 are positioned Within and removed from 
the pressure jacket 26 for multiple injection procedures. The 
poWer injector 10 may eliminate the pressure jacket 26 if the 
poWer injector 10 is con?gured/utilized for loW-pressure 
injections and/or if the syringe(s) 28 to be utiliZed With the 
poWer injector 10 is (are) of suf?cient durability to Withstand 
high-pressure injections Without the additional support pro 
vided by a pressure jacket 26. In any case, ?uid discharged 
from the syringe 28 may be directed into a conduit 38 of any 
appropriate siZe, shape, con?guration, and/ or type, Which 
may be ?uidly interconnected With the syringe 28 in any 
appropriate manner, and Which may direct ?uid to any appro 
priate location (e.g., to a patient). 
[0043] The poWerhead 12 includes a syringe plunger drive 
assembly or syringe plunger driver 14 that interacts (e. g., 
interfaces) With the syringe 28 (e.g., a plunger 32 thereof) to 
discharge ?uid from the syringe 28. This syringe plunger 
drive assembly 14 includes a drive source 16 (e.g., a motor of 
any appropriate siZe, shape, con?guration, and/ or type, 
optional gearing, and the like) that poWers a drive output 18 
(e.g., a rotatable drive screW). A ram 20 may be advanced 
along an appropriate path (e. g., axial) by the drive output 18. 
The ram 20 may include a coupler 22 for interacting or inter 
facing With a corresponding portion of the syringe 28 in a 
manner that Will be discussed beloW. 

[0044] The syringe 28 includes a plunger or piston 32 that 
is movably disposed Within a syringe barrel 30 (e. g., for axial 
reciprocation along an axis coinciding With the double 
headed arroW B). The plunger 32 may include a coupler 34. 
This syringe plunger coupler 34 may interact or interface With 
the ram coupler 22 to alloW the syringe plunger drive assem 
bly 14 to retract the syringe plunger 32 Within the syringe 
barrel 30. The syringe plunger coupler 34 may be in the form 
of a shaft 3611 that extends from a body of the syringe plunger 
32, together With a head or button 36b. HoWever, the syringe 
plunger coupler 34 may be of any appropriate siZe, shape, 
con?guration, and/ or type. 
[0045] Generally, the syringe plunger drive assembly 14 of 
the poWer injector 10 may interact With the syringe plunger 32 
of the syringe 28 in any appropriate manner (e. g., by 
mechanical contact; by an appropriate coupling (mechanical 
or otherWise)) so as to be able to move or advance the syringe 
plunger 32 (relative to the syringe barrel 30) in at least one 
direction (e.g., to discharge ?uid from the corresponding 
syringe 28). That is, although the syringe plunger drive 
assembly 14 may be capable of bi-directional motion (e.g., 
via operation of the same drive source 16), the poWer injector 
10 may be con?gured such that the operation of the syringe 
plunger drive assembly 14 actually only moves each syringe 
plunger 32 being used by the poWer injector 10 in only one 
direction. HoWever, the syringe plunger drive assembly 14 
may be con?gured to interact With each syringe plunger 32 
being used by the poWer injector 10 so as to be able to move 
each such syringe plunger 32 in each of tWo different direc 
tions (e. g. in different directions along a common axial path). 
[0046] Retraction of the syringe plunger 32 may be utiliZed 
to accommodate a loading of ?uid into the syringe barrel 30 
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for a subsequent injection or discharge, may be utilized to 
actually draW ?uid into the syringe barrel 30 for a subsequent 
injection or discharge, or for any other appropriate purpose. 
Certain con?gurations may not require that the syringe 
plunger drive assembly 14 be able to retract the syringe 
plunger 32, in Which case the ram coupler 22 and syringe 
plunger coupler 34 may not be desired. In this case, the 
syringe plunger drive assembly 14 may be retracted for pur 
poses of executing another ?uid delivery operation (e. g., after 
another pre-?lled syringe 28 has been installed). Even When 
a ram coupler 22 and syringe plunger coupler 34 are utiliZed, 
it may such that these components may or may not be coupled 
When the ram 20 advances the syringe plunger 32 to discharge 
?uid from the syringe 28 (e.g., the ram 20 may simply “push 
on” the syringe plunger coupler 34 or on a proximal end of the 
syringe plunger 32). Any single motion or combination of 
motions in any appropriate dimension or combination of 
dimensions may be utiliZed to dispose the ram coupler 22 and 
syringe plunger coupler 34 in a coupled state or condition, to 
dispose the ram coupler 22 and syringe plunger coupler 34 in 
an un-coupled state or condition, or both. 

[0047] The syringe 28 may be installed on the poWerhead 
12 in any appropriate manner. For instance, the syringe 28 
could be con?gured to be installed directly on the poWerhead 
12. In the illustrated embodiment, a housing 24 is appropri 
ately mounted on the poWerhead 12 to provide an interface 
betWeen the syringe 28 and the poWerhead 12. This housing 
24 may be in the form of an adapter to Which one or more 
con?gurations of syringes 28 may be installed, and Where at 
least one con?guration for a syringe 28 could be installed 
directly on the poWerhead 12 Without using any such adapter. 
The housing 24 may also be in the form of a faceplate to Which 
one or more con?gurations of syringes 28 may be installed. In 
this case, it may be such that a faceplate is required to install 
a syringe 28 on the poWerhead 12ithe syringe 28 could not 
be installed on the poWerhead 12 Without the faceplate. When 
a pressure jacket 26 is being used, it may be installed on the 
poWerhead 12 in the various manners discussed herein in 
relation to the syringe 28, and the syringe 28 Will then there 
after be installed in the pressure jacket 26. 
[0048] The housing 24 may be mounted on and remain in a 
?xed position relative to the poWerhead 12 When installing a 
syringe 28. Another option is to movably interconnect the 
housing 24 and the poWerhead 12 to accommodate installing 
a syringe 28. For instance, the housing 24 may move Within a 
plane that contains the double-headed arroW A to provide one 
or more of coupled state or condition and an un-coupled state 
or condition betWeen the ram coupler 22 and the syringe 
plunger coupler 34. 
[0049] One particular poWer injector con?guration is illus 
trated in FIG. 2A, is identi?ed by a reference numeral 40, and 
is at least generally in accordance With the poWer injector 10 
of FIG. 1. The poWer injector 40 includes a poWerhead 50 that 
is mounted on a portable stand 48. A pair of syringes 86a, 86b 
for the poWer injector 40 is mounted on the poWerhead 50. 
Fluid may be discharged from the syringes 86a, 86b during 
operation of the poWer injector 40. 
[0050] The portable stand 48 may be of any appropriate 
siZe, shape, con?guration, and/or type. Wheels, rollers, cast 
ers, or the like may be utiliZed to make the stand 48 portable. 
The poWerhead 50 could be maintained in a ?xed position 
relative to the portable stand 48. HoWever, it may be desirable 
to alloW the position of the poWerhead 50 to be adjustable 
relative to the portable stand 48 in at least some manner. For 
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instance, it may be desirable to have the poWerhead 50 in one 
position relative to the portable stand 48 When loading ?uid 
into one or more of the syringes 86a, 86b, and to have the 
poWerhead 50 in a different position relative to the portable 
stand 48 for performance of an injection procedure. In this 
regard, the poWerhead 50 may be movably interconnected 
With the portable stand 48 in any appropriate manner (e.g., 
such that the poWerhead 50 may be pivoted through at least a 
certain range of motion, and thereafter maintained in the 
desired position). 
[0051] It shouldbe appreciated that the poWerhead 50 could 
be supported in any appropriate manner for providing ?uid. 
For instance, instead of being mounted on a portable struc 
ture, the poWerhead 50 could be interconnected With a sup 
port assembly, that in turn is mounted to an appropriate struc 
ture (e.g., ceiling, Wall, ?oor). Any support assembly for the 
poWerhead 50 may be positionally adjustable in at least some 
respect (e. g., by having one or more support sections that may 
be repositioned relative to one more other support sections), 
or may be maintained in a ?xed position. Moreover, the 
poWerhead 50 may be integrated With any such support 
assembly so as to either be maintained in a ?xed position or so 
as to be adjustable relative the support assembly. 
[0052] The poWerhead 50 includes a graphical user inter 
face or GUI 52. This GUI 52 may be con?gured to provide 
one or any combination of the folloWing functions: control 
ling one or more aspects of the operation of the poWer injector 
40; inputting/editing one or more parameters associated With 
the operation of the poWer injector 40; and displaying appro 
priate information (e.g., associated With the operation of the 
poWer injector 40). The poWer injector 40 may also include a 
console 42 and poWerpack 46 that each may be in communi 
cation With the poWerhead 50 in any appropriate manner (e. g., 
via one or more cables), that may be placed on a table or 
mounted on an electronics rack in an examination room or at 

any other appropriate location, or both. The poWerpack 46 
may include one or more of the folloWing and in any appro 
priate combination: a poWer supply for the injector 40; inter 
face circuitry for providing communication betWeen the con 
sole 42 and poWerhead 50; circuitry for permitting connection 
of the poWer injector 40 to remote units such as remote 
consoles, remote hand or foot control sWitches, or other origi 
nal equipment manufacturer (OEM) remote control connec 
tions (e. g., to alloW for the operation ofpoWer injector 40 to be 
synchroniZed With the x-ray exposure of an imaging system); 
and any other appropriate componentry. The console 42 may 
include a touch screen display 44, Which in turn may provide 
one or more of the folloWing functions and in any appropriate 
combination: alloWing an operator to remotely control one or 
more aspects of the operation of the poWer injector 40; alloW 
ing an operator to enter/edit one or more parameters associ 
ated With the operation of the poWer injector 40; alloWing an 
operator to specify and store programs for automated opera 
tion of the poWer injector 40 (Which can later be automatically 
executed by the poWer injector 40 upon initiation by the 
operator); and displaying any appropriate information rela 
tion to the poWer injector 40 and including any aspect of its 
operation. 
[0053] Various details regarding the integration of the 
syringes 86a, 86b With the poWerhead 50 are presented in 
FIG. 2B. Each of the syringes 86a, 86b includes the same 
general components. The syringe 86a includes plunger or 
piston 90a that is movably disposed Within a syringe barrel 
88a. Movement of the plunger 9011 along an axis 100a (FIG. 
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2A) via operation of the poWerhead 50 Will discharge ?uid 
from Within a syringe barrel 88a through a nozzle 89a of the 
syringe 8611. An appropriate conduit (not shoWn) Will typi 
cally be ?uidly interconnected With the nozzle 89a in any 
appropriate manner to direct ?uid to a desired location (e.g., 
a patient). Similarly, the syringe 86b includes plunger or 
piston 90b that is movably disposed Within a syringe barrel 
88b. Movement of the plunger 90b along an axis 100b (FIG. 
2A) via operation of the poWerhead 50 Will discharge ?uid 
from Within the syringe barrel 88b through a nozzle 89b of the 
syringe 86b. An appropriate conduit (not shoWn) Will typi 
cally be ?uidly interconnected With the nozzle 89b in any 
appropriate manner to direct ?uid to a desired location (e.g., 
a patient). 

[0054] The syringe 86a is interconnected With the poWer 
head 50 via an intermediate faceplate 10211. This faceplate 
102a includes a cradle 104 that supports at least part of the 
syringe barrel 88a, and Which may provide/ accommodate any 
additional functionality or combination of functionalities. A 
mounting 82a is disposed on and is ?xed relative to the 
poWerhead 50 for interfacing With the faceplate 10211. A ram 
coupler 76 of a ram 74 (FIG. 2C), Which are each part of a 
syringe plunger drive assembly or syringe plunger driver 56 
(FIG. 2C) for the syringe 86a, is positioned in proximity to the 
faceplate 10211 When mounted on the poWerhead 50. Details 
regarding the syringe plunger drive assembly 56 Will be dis 
cussed in more detail beloW in relation to FIG. 2C. Generally, 
the ram coupler 76 may be coupled With the syringe plunger 
90a of the syringe 86a, and the ram coupler 76 and ram 74 
(FIG. 2C) may then be moved relative to the poWerhead 50 to 
move the syringe plunger 9011 along the axis 100a (FIG. 2A). 
It may be such that the ram coupler 76 is engaged With, but not 
actually coupled to, the syringe plunger 9011 When moving the 
syringe plunger 90a to discharge ?uid through the nozzle 89a 
of the syringe 86a. 
[0055] The faceplate 102a may be moved at least generally 
Within a plane that is orthogonal to the axes 100a, 100b 
(associated With movement of the syringe plungers 90a, 90b, 
respectively, and illustrated in FIG. 2A), both to mount the 
faceplate 10211 on and remove the faceplate 10211 from its 
mounting 8211 on the poWerhead 50. The faceplate 102a may 
be used to couple the syringe plunger 9011 With its correspond 
ing ram coupler 76 on the poWerhead 50. In this regard, the 
faceplate 102a includes a pair of handles 106a. Generally and 
With the syringe 8611 being initially positioned Within the 
faceplate 10211, the handles 106a may be moved to in turn 
move/translate the syringe 86a at least generally Within a 
plane that is orthogonal to the axes 100a, 100b (associated 
With movement of the syringe plungers 90a, 90b, respec 
tively, and illustrated in FIG. 2A). Moving the handles 10611 
to one position moves/translates the syringe 86a (relative to 
the faceplate 102a) in an at least generally doWnWard direc 
tion to couple its syringe plunger 9011 With its corresponding 
ram coupler 76. Moving the handles 10611 to another position 
moves/translates the syringe 86a (relative to the faceplate 
102a) in an at least generally upWard direction to uncouple its 
syringe plunger 90a from its corresponding ram coupler 76. 
[0056] The syringe 86b is interconnected With the poWer 
head 50 via an intermediate faceplate 102b. A mounting 82b 
is disposed on and is ?xed relative to the poWerhead 50 for 
interfacing With the faceplate 102b. A ram coupler 76 of a ram 
74 (FIG. 2C), Which are each part of a syringe plunger drive 
assembly 56 for the syringe 86b, is positioned in proximity to 
the faceplate 102b When mounted to the poWerhead 50. 
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Details regarding the syringe plunger drive assembly 56 again 
Will be discussed in more detail beloW in relation to FIG. 2C. 
Generally, the ram coupler 76 may be coupled With the 
syringe plunger 90b of the syringe 86b, and the ram coupler 
76 and ram 74 (FIG. 2C) may be moved relative to the poW 
erhead 50 to move the syringe plunger 90b along the axis 
100b (FIG. 2A). It may be such that the ram coupler 76 is 
engaged With, but not actually coupled to, the syringe plunger 
90b When moving the syringe plunger 90b to discharge ?uid 
through the nozzle 89b of the syringe 86b. 

[0057] The faceplate 102b may be moved at least generally 
Within a plane that is orthogonal to the axes 100a, 100b 
(associated With movement of the syringe plungers 90a, 90b, 
respectively, and illustrated in FIG. 2A), both to mount the 
faceplate 102b on and remove the faceplate 102b from its 
mounting 82b on the poWerhead 50. The faceplate 102b also 
may be used to couple the syringe plunger 90b With its cor 
responding ram coupler 76 on the poWerhead 50. In this 
regard, the faceplate 102b may include a handle 106b. Gen 
erally and With the syringe 86b being initially positioned 
Within the faceplate 102b, the syringe 86b may be rotated 
along its long axis 100b (FIG. 2A) and relative to the faceplate 
102b. This rotation may be realized by moving the handle 
106b, by grasping and turning the syringe 86b, or both. In any 
case, this rotation moves/translates both the syringe 86b and 
the faceplate 102b at least generally Within a plane that is 
orthogonal to the axes 100a, 100b (associated With movement 
of the syringe plungers 90a, 90b, respectively, and illustrated 
in FIG. 2A). Rotating the syringe 8613 in one direction 
moves/translates the syringe 86b and faceplate 102b in an at 
least generally doWnWard direction to couple the syringe 
plunger 90b With its corresponding ram coupler 76. Rotating 
the syringe 86b in the opposite direction moves/translates the 
syringe 86b and faceplate 1 02b in an at least generally upWard 
direction to uncouple its syringe plunger 90b from its corre 
sponding ram coupler 76. 
[0058] As illustrated in FIG. 2B, the syringe plunger 90b 
includes a plunger body 92 and a syringe plunger coupler 94. 
This syringe plunger coupler 94 includes a shaft 98 that 
extends from the plunger body 92, along With a head 96 that 
is spaced from the plunger body 92. Each of the ram couplers 
76 includes a larger slot that is positioned behind a smaller 
slot on the face of the ram coupler 76. The head 96 of the 
syringe plunger coupler 94 may be positioned Within the 
larger slot of the ram coupler 76, and the shaft 98 of the 
syringe plunger coupler 94 may extend through the smaller 
slot on the face of the ram coupler 76 When the syringe 
plunger 90b and its corresponding ram coupler 76 are in a 
coupled state or condition. The syringe plunger 9011 may 
include a similar syringe plunger coupler 94 for interfacing 
With its corresponding ram coupler 76. 
[0059] The poWerhead 50 is utilized to discharge ?uid from 
the syringes 86a, 86b in the case of the poWer injector 40. That 
is, the poWerhead 50 provides the motive force to discharge 
?uid from each of the syringes 86a, 86b. One embodiment of 
What may be characterized as a syringe plunger drive assem 
bly or syringe plunger driver is illustrated in FIG. 2C, is 
identi?ed by reference numeral 56, and may be utilized by the 
poWerhead 50 to discharge ?uid from each of the syringes 
86a, 86b. A separate syringe plunger drive assembly 56 may 
be incorporated into the poWerhead 50 for each of the 
syringes 86a, 86b. In this regard and referring back to FIGS. 
2A-B, the poWerhead 50 may include hand-operated knobs 
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80a and 80b for use in separately controlling each of the 
syringe plunger drive assemblies 56. 
[0060] Initially and in relation to the syringe plunger drive 
assembly 56 of FIG. 2C, each of its individual components 
may be of any appropriate siZe, shape, con?guration and/or 
type. The syringe plunger drive assembly 56 includes a motor 
58, Which has an output shaft 60. A drive gear 62 is mounted 
on and rotates With the output shaft 60 of the motor 58. The 
drive gear 62 is engaged or is at least engageable With a driven 
gear 64. This driven gear 64 is mounted on and rotates With a 
drive screW or shaft 66. The axis about Which the drive screW 
66 rotates is identi?ed by reference numeral 68. One or more 
bearings 72 appropriately support the drive screW 66. 
[0061] A carriage or ram 74 is movably mounted on the 
drive screW 66. Generally, rotation of the drive screW 66 in 
one direction axially advances the ram 74 along the drive 
screW 66 (and thereby along axis 68) in the direction of the 
corresponding syringe 86a/b, While rotation of the drive 
screW 66 in the opposite direction axially advances the ram 74 
along the drive screW 66 (and thereby along axis 68) aWay 
from the corresponding syringe 86a/b. In this regard, the 
perimeter of at least part of the drive screW 66 includes helical 
threads 70 that interface With at least part of the ram 74. The 
ram 74 is also movably mounted Within an appropriate bush 
ing 78 that does not alloW the ram 74 to rotate during a 
rotation of the drive screW 66. Therefore, the rotation of the 
drive screW 66 provides for an axial movement of the ram 74 
in a direction determined by the rotational direction of the 
drive screW 66. 

[0062] The ram 74 includes a coupler 76 that that may be 
detachably coupled With a syringe plunger coupler 94 of the 
syringe plunger 9011/19 of the corresponding syringe 86a/b. 
When the ram coupler 76 and syringe plunger coupler 94 are 
appropriately coupled, the syringe plunger 90a/b moves 
along With ram 74. FIG. 2C illustrates a con?guration Where 
the syringe 8611/!) may be moved along its corresponding axis 
100a/b Without being coupled to the ram 74. When the 
syringe 8611/19 is moved along its corresponding axis 100a/b 
such that the head 96 of its syringe plunger 9011/19 is aligned 
With the ram coupler 76, but With the axes 68 still in the offset 
con?guration of FIG. 2C, the syringe 8611/!) may be translated 
Within a plane that is orthogonal to the axis 68 along Which the 
ram 74 moves. This establishes a coupled engagement 
betWeen the ram coupler 76 and the syringe plunger coupler 
96 in the above-noted manner. 

[0063] The poWer injectors 10, 40 of FIGS. 1 and 2A-C 
each may be used for any appropriate application, including 
Without limitation for medical imaging applications Where 
?uid is injected into a subject (e.g., a patient). Representative 
medical imaging applications for the poWer injectors 10, 40 
include Without limitation computed tomography or CT 
imaging, magnetic resonance imaging or MRI, single photon 
emission computed tomography or SPECT imaging, positron 
emission tomography or PET imaging, X-ray imaging, angio 
graphic imaging, optical imaging, and ultrasound imaging. 
The poWer injectors 10, 40 each could be used alone or in 
combination With one or more other components. The poWer 
injectors 10, 40 each may be operatively interconnected With 
one or more components, for instance so that information 
may be conveyed betWeen the poWer injector 10, 40 and one 
or more other components (e. g., scan delay information, 
injection start signal, injection rate). 
[0064] Any number of syringes may be utiliZed by each of 
the poWer injectors 10, 40, including Without limitation 
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single-head con?gurations (for a single syringe) and dual 
head con?gurations (for tWo syringes). In the case of a mul 
tiple syringe con?guration, each poWer injector 10, 40 may 
discharge ?uid from the various syringes in any appropriate 
manner and according to any timing sequence (e.g., sequen 
tial discharges from tWo or more syringes, simultaneous dis 
charges from tWo or more syringes, or any combination 
thereof). Multiple syringes may discharge into a common 
conduit (e.g., for provision to a single injection site), or one 
syringe may discharge into one conduit (e. g., for provision to 
one injection site), While another syringe may discharge into 
a different conduit (e. g., for provision to a different injection 
site). Each such syringe utiliZed by each of the poWer injec 
tors 10, 40 may include any appropriate ?uid (e. g., a medical 
?uid), for instance contrast media, a radiopharmaceutical, 
saline, and any combination thereof. Each such syringe uti 
liZed by each of the poWer injectors 10, 40 may be installed in 
any appropriate manner (e.g., rear-loading con?gurations 
may be utiliZed; front-loading con?gurations may be utiliZed; 
side-loading con?gurations may be utiliZed). 
[0065] FIG. 3 illustrates a functional schematic of a com 
puted tomography or CT scanner 110. The CT scanner 110 
includes an X-ray tube 112 that emits an X-ray beam 114. The 
X-ray beam 114 is gated by a beam diaphragm 116, proceeds 
through a patient 140, and is incident on a radiation detector 
118. The X-rays incident on the radiation detector 118 are 
attenuated by the patient 140. The radiation detector 118 
generates electrical signals corresponding to the attenuated 
X-ray incident thereon. 
[0066] The X-ray tube 112 and the radiation detector 118 
are mounted on a gantry 120 Which may be rotated by a drive 
122. The X-ray beam 114 is therefore caused to rotate around 
the patient 140, so that a series of projections are made, each 
being typically obtained at a different projection angle. Each 
projection has a dataset of the aforementioned electrical sig 
nals associated thereWith. The dataset from each projection is 
supplied from the radiation detector 118 to a data measure 
ment system 124 for collection and editing. Moreover, these 
datasets are supplied from the data measurement system 124 
to an image reconstruction computer 126, Which in turn con 
structs a CT image of the patient 140 from the projection data 
in a knoWn manner. This image is displayed on a monitor 128 
connected to the image reconstruction computer 126. 
[0067] The CT scanner 110 also includes a user interface 
130 that is connected to the image reconstruction computer 
126. The image reconstruction computer 126 may also serve 
as an overall system control computer and thereby may 
include connections in a knoWn manner (not shoWn) to vari 
ous components, such as the drive 122, a voltage supply for 
the X-ray tube 112 and that is embodied in a tube current 
controller 132, and the beam diaphragm 116. Alternatively, a 
separate control computer can be used for these purposes. 
[0068] The CT scanner 110 may also include an exposure 
controller 134 and a dose monitor 136. The exposure control 
ler 134 receives a signal from the dose monitor 136, Which is 
disposed in the X-ray beam 114, indicating the intensity of the 
X-rays before being attenuated by the patient 140. The expo 
sure controller 134 also receives signals from the data mea 
surement system 124, representing the attenuated X-rays, so 
that the exposure controller 134 can calculate an attenuation 
pro?le of the patient 140 from the signals from the dose 
monitor 136 and the data measurement system 124. 

[0069] One embodiment of an imaging system is illustrated 
in FIG. 4 and is identi?ed by reference numeral 150. The 
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imaging system 150 includes an imaging unit 152 and a 
power injector 154. The imaging unit 152 may be of any 
appropriate size, shape, con?guration, and/or type, and its 
image-acquisition functionality may utilize any appropriate 
technology or combination of technologies. In one embodi 
ment, the imaging unit 152 is in the form of a computed 
tomography scanner, for instance the CT scanner 110 shoWn 
in FIG. 3. 

[0070] The poWer injector 154 of the imaging system 150 
also may be of any appropriate siZe, shape, con?guration, 
and/ or type, for instance in the form of the poWer injectors 10, 
40 discussed above. In any case, the poWer injector 154 is 
?uidly interconnected With a patient 156 in any appropriate 
manner (e.g., via an appropriate tubing set). One or more 
?uids may be injected into the patient 156 for purposes of 
acquiring an image of the patient 156 (e.g., a “patient image”) 
through operation of the imaging unit 152. Any appropriate 
patient image may be acquired by the imaging system 150. In 
one embodiment, the patient image is in the form of a com 
puted tomography angiogram or CTAian image of the heart 
of the patient. 
[0071] The poWer injector 154 from the imaging system 
150 of FIG. 4 may utiliZe poWer injector control logic to 
control one or more aspects of its operation. One representa 
tive embodiment of such poWer injector control logic is illus 
trated in FIG. 5 and is identi?ed by reference numeral 160. 
The poWer injector control logic 160 may be con?gured to 
include one or more injection protocols 162 and a decay 
constant cross-reference 164. Each injection protocol 162 
may utiliZe one or more ?uids of any appropriate type (e.g., 
contrast media, saline), may include one or more phases, or 
both. Each phase may be de?ned as a delivery (e.g., for 
injection) of a prede?ned quantity of a prede?ned ?uid in a 
prede?ned manner (e. g., one or more ?xed ?oW rates, one or 
more variable ?oW rates, or a combination thereof). One or 
more of the injection protocols 162 may provide an exponen 
tially decaying ?oW rate injection that is intended to optimiZe 
usage of contrast media, to provide a desired level/manner of 
enhancement of a region of interest of the patient 156 to be 
imaged, or both. Any appropriate number of the injection 
protocols 162 of the poWer injector control logic 160 may 
provide an exponentially decaying ?oW rate injection (e.g., 
not all of the injection protocols 162 of the poWer injector 
control logic 160 need to be con?gured to provide an expo 
nentially decaying ?oW rate injection, although such could be 
the case). In one embodiment, at least one injection protocol 
162 provides an exponentially decaying ?oW rate injection, 
While at least one injection protocol 162 does not provide 
such an exponentially decaying ?oW rate injection. 
[0072] The decay constant cross-reference 164 of the 
poWer injector control logic 160 may store ?oW rate decay 
constant information (to provide the above-noted exponen 
tially decaying ?oW rate injection) on an imaging unit 152 
model or model number basis. The decay constant cross 
reference 164 may be of any appropriate con?guration to 
associate a particular model or model number of an imaging 
unit 152 With a particular ?oW rate decay constant. The ?oW 
rate decay constant for a particular model of imaging unit 152 
may be determined or established in any appropriate manner 
(e.g., empirically). Any number of imaging unit 152 model/ 
?oW rate decay constant pairs may be stored in the decay 
constant cross-reference 164. Data for the decay constant 
cross-reference 164 may be stored in any appropriate manner 
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(e.g., any appropriate data structure or data storage technique 
may be utiliZed for purposes of the decay constant cross 
reference 164). 
[0073] Different models of imaging units 152 may bene?t 
in at least some respect from executing an injection protocol 
162 using different ?oW rate decay constants. Any appropri 
ate Way may be utiliZed by a poWer injector 154 (that incor 
porates the poWer injector control logic 160 of FIG. 5) in 
relation to retrieving a ?oW rate decay constant for a particular 
model of imaging unit 152 from the decay constant cross 
reference 164. In one embodiment, the decay constant cross 
reference 164 may be searched by entering a model, model 
number, or some other identi?er for an imaging unit 152 that 
is to be used to acquire a patient image. In another embodi 
ment, the poWer injector 154 includes a decay constant cross 
reference 1 64 in the form of a drop-doWn menu or the like that 
lists a plurality of model or model numbers of imaging units 
152, along With their associated ?oW rate decay constant. A 
user may then simply scroll through this drop-doWn menu. 
[0074] One embodiment of a medical imaging protocol is 
illustrated in FIG. 6, is identi?ed by reference numeral 170, 
and may be utiliZed by the poWer injector control logic 160 of 
FIG. 5. FIG. 6 Will be described for the case of the poWer 
injector control logic 160 being used by the poWer injector 
154 from the imaging system 150 of FIG. 4. The medical 
imaging protocol 170 includes identifying a model or model 
number of an imaging unit 152 (FIG. 4) that is to be used to 
acquire a patient image in accordance With step 172. A search 
is undertaken via step 174 to identify a ?oW rate decay con 
stant from the model or model number information provided 
through execution of step 172. Step 174 may utiliZe the decay 
constant cross-reference 164 from the poWer injector control 
logic 160 of FIG. 5. HoWever, any appropriate search may be 
utiliZed for purposes of step 174, for instance using the Inter 
net and an appropriate search engine (e.g., inputting a model 
number of an imaging unit 152 in an appropriate search 
engine to identify an associated ?oW rate decay constant). 
[0075] A ?oW rate decay constant, identi?ed from the 
search of step 174, may be input to the poWer injector 154 
(FIG. 4) through execution of step 176 of the medical imaging 
protocol 170 of FIG. 6. This ?oW rate decay constant may be 
input to the poWer injector 154 in any appropriate manner, for 
instance through a setup screen of the poWer injector 154 
(FIG. 4) using any appropriate data entry device or any com 
bination of data entry devices. In any case and in accordance 
With step 178 of the medical imaging protocol 170, an injec 
tion protocol 162 is executed using this input ?oW rate decay 
constant. The imaging unit 152 (FIG. 4) may be operated to 
acquire a patient image pursuant to step 180 (e.g., for a 
computed tomography angiogram). The imaging unit 152 
may acquire one or more patient images using the injection 
protocol 162 from step 178. The imaging unit 152 could also 
acquire one or more additional patient images using one or 
more other injection protocols 162 (other than the protocol 
162 associated With step 178). 
[0076] Another embodiment of poWer injector control 
logic is illustrated in FIG. 7, is identi?ed by reference numeral 
190, and may be utiliZed by the poWer injector 154 from the 
imaging system 150 of FIG. 4. The poWer injector control 
logic 190 includes one or more of the above-noted injection 
protocols 162 in the same manner as the poWer injector con 
trol logic 160 of FIG. 5. Another component or functionality 
of the poWer injector control logic 190 of FIG. 7 is a decay 
constant determination protocol or logic 192. This decay 








