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[57] ABSTRACT 
A chromatography apparatus for the simultaneous 
fractionation of two, three and four different mixtures 
of nucleotides, each on a separate ion-exchange col 
umn, using a stepwise elution procedure. Each elution 
solvent, used inia stepwise elution procedure, is forced 
by air pressure from a single interchangeable reservoir 
?ask on to and through each of two, three or four 
chromatography columns at the same moment after 
having been dispersed equally by a multi-valve con 
trol. 1 

3 Claims, 3 Drawing Figures 
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MULTI-COLUMN FRACTIONATOR 

BACKGROUND OF THE INVENTION 

This invention relates in principle to known liquid 5 
ion-exchange chromatography apparatus (Cohn, 1950. 
.lour. of Amer. Chem. Soc. 72: 1471-1478) but differs 
in that four columns, rather than one, are employed to 
permit the fractionation of four separate and different 
mixtures of nucleotides during a single operation. 19 
This apparatus requires a manual placing of each 

sample or mixture of nucleotides on to each of four 
ion-exchange resin columns prior to forcing the elution 
solvent of a given pH through the resin columns. The 
elution solvent of a given pH, when forced through the 15 
resin column, will selectively remove certain of the 
nucleotides of each nucleotide mixture. The apparatus 
was designed to permit a partial separation of the nu 
merous (more than 20) nucleotides which may be pres 
ent in two, three or four nucleotide mixtures in a rapid 30 
manner, so that individual nucleotide can be isolated 
from several nucleotide mixtures for subsequent quan 
titative and qualitative analysis using paper chromatog 
raphy or thin-layer chromatography. The multi-column 
fractionator was designed primarily for the fraction- 35 
ation of 'wPhosphorus-labeled nucleotide mixtures of 
biological origin where small volumes of several nucle 
otide mixtures are to be analyzed. To study the synthe 
sis of one or several different nucleotides, in vivo, as 
many as 12 or more biological samples labeled with 30 
32phosphorus must be quantitatively and qualitatively 
analyzed within a period of 4 to 6 weeks, since the 
half-life of 32phosphorus is 14.5 days. An advantage of 
this apparatus is that it permits the simultaneous frac 
tionation of two, three or four different nucleotide 35 
mixtures in less time than is required to fractionate two 
different nucleotide mixtures when two independent 
single column chromatography apparatus are em 
ployed successively. 

40 
SUMMARY 

This invention is based on the novel concept that the 
elution of nucleotide mixtures from different chroma 
tography columns in parallel would permit the quanti 
tative elution of the same nucleotide when a given 45 
elution solvent and flow rate is employed. This inven 
tion was devised to permit the elution solvent of a given 
pH to be forced by air pressure from the reservoir ?ask 
through a multi-valve control on to and through each of 
two, three or four chromatography columns and into 50 
collecting tubes. The interchangeable reservoir ?asks 
provide simplicity and save time during shifting from 
one elution solvent of one pH to another. A prescribed 
stepwise elution procedure requires eluting with sev 
eral elution solvents of different pH during a single 55 
operation or complete fractionation. The multi-valve 
control makes it possible to disperse equally each elu 
tion solvent of a given pH on to and through each of 
two, three or four chromatography columns at the 
same moment. The multi-valve control pennits the 60 
regulation of flow rate for each column. The eluent 
which ?ows from each chromatography column is col 
lected and measured in burettes before transferring 
into collecting tubes. The collecting of eluent is done 
manually. The number of elution solvents of different 65 
pH and the speci?c pH of each elution solvent can be 
prescribed at the discretion of the operator. The size of 
the resin bed, type of ion-exchange resin used, and 

2 
eluent flow rate are not limited to those described 
herein. ' 

DESCRIPTION OF THE INVENTION 

FIG. 1 is a schematic four-column liquid chromatog 
raphy system in accordance with the present invention 
in one embodiment. . 

FIG. 2 shows the component parts of the ‘multi 
column support stand and the compressed air source viewed from the front. 

FIG. 3 is a schematic of the individual components 
and connections of the chromatography apparatus with 
one of its four chromatography columns illustrated. 

MODE OF OPERATION OF THE INVENTION 

By way of example and with reference to the accom 
panying drawings the embodiments of the present in 
vention will now be described. As shown in FIG. 2 the 
multi~column support stand is assembled by fastening, 
with nut and bolt, the support rod 12 to the support 
stand base 11. The multi-valve support 15 and the 
column clamp support 13 are clamped on to the sup 
port rod 12. The multi-valve support 15 hold the multi 
valve control 3 in place. The column clamp support 13, 
with four spring clamps 14, holds the chromatography 
glass columns 6 upright and in place. The ion-exchange 
resin (Dowex 1X8 formate) is prepared as described by 
Hurlbert, et al. 1957. .lour. of Biol. Chem. 209: 23-39. 
Each chromatography glass column (28 X 0.8 mm) 6 is 
partially ?lled with the Dowex-l resin (bed size: 15 X 
0.5 mm) and rinsed with deionized water prior to and 
after applying the nucleotide mixture. The nucleotide 
mixture. The nucleotide mixture can be a 32phos 
phorus-labeled nucleotide extract, that contains 
100,000 to 800,000 counts per minute, or anucleotide 
mixture, that contains 24 mM of nucleotides. Stepwise 
elution of nucleotides, as described by Hurlbert, et al. 
1957. .lour. of Biol. Chem. 209: 23-39. involves mak 
ing several graduated shifts in the concentration (from 
0.01 M to 4 M formic acid; and 4 M formic acid plus 
varying concentrations, 0.1 to l M, of ammonium for~ 
mate) of the elution solvent during a single operation. 
The various nucleotides (mono-, di- and triphosphates 
of the nucleosides of purines and pyrimidines) which 
posses different dissociation constants (pK values) are 
eluted individually as a function of the pH of the eluent 
(Cohn, 1950. Jour. of Amer. Chem. Soc. 72: 
1471-1478). The elution volume for each concentra 
tion of the elution solvent varied from 5 to 20 ml be 
tween shifts, being collected in 5 ml fractions. To de 
tect the presence of 32phosphorus-labeled nucleotides 
in each eluent fraction a 1 ml aliquot is added to 15 ml 
of a scintillation ?uid (POPOP-toluene and Trition 
X-100, 2:1) and analyzed with a Packard Tri-Carb 
Scintillation Counter for 82phosphorus radioactivity. If 
the eluted nucleotides are unlabeled (containing no 
32phosphorus) their presence in each eluent fraction is 
determined using a Beckman Model DB Spectre-pho 
tometer, which detect ultraviolet-absorbing com 
pounds. Final separation and identi?cation of individ 
ual nucleotides, present in each eluent fraction or in 
pooled fractions, are accomplished by paper chroma 
tography (Wyatt, 1955. The Nucleic Acids of Chemistry 
and Biology, Acad. Press, New York. Vol. 1: 243-265) 
or thin-layer chromatography (Randerath and Rand 
erath, 1964. .Iour. of Chromatography 16: 111-125. 
To initiate the elution of nucleotides from the resin 

columns the reservoir jar 1 containing 400 ml of 0.01 
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M formic acid is connected to the compressed air tank 
'18 via the inlet glass tube 2B and plastic tubing 2, and 
to the multi-valve control 3 via the outlet glass tube 2B 
and a plastic tubing 2. The dripmeters 5' are discon 
nected from the chromatography glass columns 6 be 
fore air pressure is permitted to force the elution mix 
ture from the reservoir jar 1, through the multi-valve 
control 3 and into the dripmeters 5. Adjustment of the 
gas regulator 17 and the valve control knobs l6 regu 
late the flow of the elution solvent. Using the dripme 
ters 5 the space above the resin bed of each chromatog 
raphy glass column 6 is ?lled with the elution mixture 
before dripmeters 5 are ?tted tightly into each chroma 
tography glass column 6. Final adjustment with the 
valve control knobs 16 is necessary to obtain the de 
sired eluent ?ow rate of 0.75 ml per minute. Eluent 
volume is measured in a burette 7, which ?ts into a 
burette plastic cap 8, and collected in test tubes 9, 
which are held upright in test tube holders l0. . 
To shift from one elution solvent to the next elution 

solvent, whose pH concentration is higher, the follow 
ing steps are followed. Air pressure is turned off with 
the gas regulator l7v before disconnecting the plastic 
tubing 2 that joins the gas regulator 17 to the reservoir 
jar l. The dripmeter's 5 are disconnected from the chro 
matography glass columns 6 and held elevated above 
the multi-valve support 15 to permit the elution solvent 
to flow back into the reservoir jar 1 once the valve 
outlets 19 have been opened using the valve control 
knobs 16. The previously used reservoir jar 1 is ‘re 
placed with ‘a reservoir jar 1 containing 400 ml of ‘elu 
tion solvent of the next higher pH concentration. The 
elution solvent above the resin bed in the chromatogra 
phy glass columns 6 is removed and replaced with the 
elution solvent of the next higher pH concentration. 

4 
The elution procedure is resumed after replacing each 
drip-meter 5 into their respective chromatography 
glass columns 6. The presence of the plastic joint con 
nector 4 which joins the connecting tube 2, leading 

5 from the valve outlet 19, and the dripmeter 5 permits 
disconnection of the apparatus at this point. 
What is claimed is: 
1. In an apparatus for analyzing samples of nucleo 

tides using a plurality of chromatograpic columns the 
improvement comprising in combination: 
interchangeable reservoir means. each said reservoir 
holding an elution solvent of a different ph concen 
tration; 

a set of four chromatographic columns; a four-way 
multi-valve control which disperses equally elution 
solvent of the same pH concentration on to each of 
said four‘ chromatography columns at the same 
moment; 

said columns containing ion-exchange resin capable 
20 . . . 

of separating a micture of nucleotides; means con 
necting said valve between said reservoir and said 
columns; ' 

a burette for measuring eluent volume‘collected from 
,5 ‘ each of said chromatographic columns; 
" a set of collecting tubes held upright in test tube 

holder means; 
pressure means connected to said reservoir means for 
forcing said elution solvent through said valve 

30 means and into each of said columns. 
' 2‘. The apparatus of claim 1 wherein said reservoir 
‘means consist of wide mouth . jar, clamp and rubber 
stopper. 

3. The apparatus of claim 2 further including said 
x; columns, jar and tubes being constructed of glass. 
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