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[57] ABSTRACT 

A device and method for elimination of contamination 
during transfer of materials either into or from bioreactors, 
food containers, or other microbially vulnerable systems. 
Using microwave poWer, thermal steriliZations of mating 
?xtures are achieved simply, reliably, and quickly by the 
volatiliZation of small quantities of Water to produce super 
heated steam Which contacts all exposed surfaces. 

19 Claims, 10 Drawing Sheets 
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MICROWAVE POWERED STERILE ACCESS 
PORT 

CROSS REFERENCES TO RELATED 
INVENTIONS 

In accordance With 35 USC Section 120, applicants 
claim bene?t of ?ling date of copending Provisional Patent 
application Ser. No. 60/051,605, ?led Jul. 2, 1997. 

GOVERNMENT CONTRACT 

The invention described herein Was made in performance 
of Work under a NASA contract and is subject to the 
provisions of Section 305 of the National Aeronautics and 
Space Act of 1958, Public LaW 85-568 (72 Stat. 435; 42 
U.S.C. 2457). 

BACKGROUND OF THE INVENTION 

The invention relates generally to a microWave poWered 
steriliZer and more particularly to a microWave poWered 
steriliZer employing superheated steam. 

Aseptic removal of samples and products and the addition 
of materials to sterile systems is frequently compromised by 
the lack of a reliable means of steriliZing the mating ?Xtures. 
Great care is required to prevent the contamination of 
microbially vulnerable systems such as samples for micro 
biological analysis, tissue cultures, fermentors, and mam 
malian cell bioreactors by microorganisms of eXternal ori 
gin. Of equal importance is the prevention of contamination 
of individuals or the environment by virulent pathogens or 
by genetically engineered organisms of unknoWn pathoge 
nicity Which may be con?ned Within an enclosure. The 
primary opportunities for entry or escape of microbes occur 
during the act of sampling, during the harvesting of 
products, or during the introduction of neW materials, such 
as nutrients or inoculum, into a system. At these times, the 
system is eXposed to the external environment. Routine 
aseptic practices are not alWays effective. Contamination of 
microbial specimen s as an artifact of the sample collection 
procedure is a common occurrence. Cultures of mammalian 
cells are particularly vulnerable to microbial contamination 
due to the compleXity of nutrient media and the lengthy 
periods required for cell groWth. Contamination of these 
systems is particularly costly. Development of the micro 
Wave steriliZable access port according to the present inven 
tion has resulted in a reliable means to gain access to 
microbially vulnerable systems in Which the possibility of 
contamination has been eliminated. 

SUMMARY OF THE INVENTION 

The microWave steriliZable access port according to the 
present invention is a simple device for the elimination of 
contamination during transfer of materials either into or 
from bioreactors or other microbially vulnerable systems. 
Using microWave poWer, thermal steriliZations of mating 
?xtures are achieved simply, reliably, and very quickly by 
the volatiliZation of minute quantities of Water to produce 
superheated steam Which contacts all eXposed surfaces. 

Broadly, the present invention provides a method for 
sterile transfer of a ?uid sample to or from a biological 
system. The method includes: (a) connecting a specimen 
transfer device having a penetrable septum to a steriliZation 
chamber including a penetrating element for ?uid commu 
nication With the biological system; (b) placing a quantity of 
Water in the steriliZation chamber; (c) irradiating the steril 
iZation chamber With microWave energy to vaporiZe the 

10 

15 

20 

25 

35 

45 

50 

55 

60 

65 

2 
Water and superheat the resulting steam to steriliZe the 
steriliZation chamber and an eXposed surface of the septum; 
and (d) penetrating the septum With the penetrating element 
to establish ?uid communication betWeen the specimen 
transfer device and the biological system. 
The specimen transfer device preferably includes a sep 

tum holder connected to the septum, a transfer tube sealed 
to the septum holder and a syringe attached to the transfer 
tube. The method preferably includes operating a barrel in 
the syringe to transfer the sample betWeen the syringe and 
the biological system. The biological system preferably 
includes a ?oW-through valve, and the method preferably 
includes moving the valve betWeen a steriliZation position 
Wherein the steriliZation chamber is sealed With respect to 
the ?oW-through valve, and an access position Wherein the 
penetrating element is in ?uid communication With the 
?oW-through valve. The penetrating element preferably 
comprises a needle stub tube. The steriliZation chamber 
preferably includes a Wall made of a material having a strong 
dielectric loss characteristic such as silicon carbide. 
Preferably, a maXimum duration of the irradiation is con 
trolled by either a temperature sWitch connected to a ther 
mocouple adjacent to the steriliZation chamber, or a maXi 
mum ?Xed time set by a time delay relay. The method 
preferably includes the step of sealing the steriliZation 
chamber prior to the irradiation. The position of the speci 
men transfer device relative to the steriliZation chamber is 
preferably controlled by a three-position cam having an 
open position in Which the septum is spaced from the 
steriliZation chamber to alloW the quantity of Water to be 
placed in an open port of the steriliZation chamber, a 
steriliZation position in Which the septum is received in the 
port to seal the steriliZation chamber, and an access position 
in Which the septum is pierced by the penetrating element. 
The method can also include opening a vent from the 
steriliZation chamber after the irradiation, but before the 
septum penetration. 

In another aspect, the present invention provides appara 
tus for sterile transfer of a ?uid sample to or from a 
biological system. The apparatus includes a steriliZation 
chamber having an inlet port. Aspecimen transfer device has 
a septum-sealed end adapted to be received in and seal the 
inlet port. A needle stub tube is in ?uid communication 
betWeen the steriliZation chamber and a ?oW-through valve 
to the biological system. The valve has a closed position 
preventing ?uid communication betWeen the needle stub 
tube and the biological system, and an open position to alloW 
?uid communication betWeen the needle stub tube and the 
biological system. A microWave poWer supply is adapted to 
irradiate the steriliZation chamber With microWaves. The 
specimen transfer device is movable With respect to the 
needle stub tube to pierce the septum With the needle stub 
tube. The steriliZation chamber can have a Wall made of a 
material having a strong dielectric loss characteristic such as 
silicon carbide. 
The specimen transfer device preferably includes a sep 

tum holder connected to the septum, a transfer tube con 
nected to the septum holder and a syringe connected to the 
transfer tube. Arotating cam can be used for positioning the 
specimen transfer device relative to the steriliZation chamber 
betWeen an open position, a steriliZation position and an 
access position. In the open position, the septum is spaced 
from the inlet port so as to alloW for the introduction of Water 
into the steriliZation chamber. In the steriliZation position, 
the septum is received in the inlet port to seal the steriliZa 
tion chamber, but the septum remains spaced from the 
needle stub tube. In the access position, the needle stub tube 
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penetrates the septum for the transfer of the ?uid sample to 
or from the biological system. The apparatus can also 
include a pressure release valve for venting the steriliZation 
chamber after microWave irradiation, but before penetration 
of the septum. 

The apparatus preferably includes a control circuit for 
operating the microWave poWer supply. The control circuit 
includes a temperature sWitch connect ed to a thermocouple 
adjacent to the steriliZation chamber to turn off the micro 
Wave poWer supply When the steriliZation chamber reaches 
a predetermined temperature. Atime delay relay is provided 
to turn off the microWave poWer supply if the microWave 
poWer is supplied for a pre-determined period of time. A 
coaxial cable can be used to couple the microWave poWer 
supply to the steriliZation chamber. The microWave poWer 
supply preferably includes a magnetron, a transmission 
antenna disposed betWeen a ?xed end-plate and a variable 
end-plate and pick-up antenna from the coaxial cable dis 
posed betWeen the end-plate. The variable end-plate is 
adjustable to tune the microWave poWer supply for maxi 
mum microWave transmission. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a schematic draWing of a prototype microWave 
steriliZable access port system according to the present 
invention. 

FIGS. 2A—2D are cross-sectional vieWs of an in-line 
valve shoWing different valve positions. 

FIGS. 3A and 3B are side sectional vieWs, partially cut 
aWay, representing closed and access con?gurations of the 
in-line valve. 

FIGS. 4A—4C are side sectional views, partially cut aWay, 
shoWing three positions of the access port cam. 

FIG. 5 is a schematic illustration of the inside of the 
steriliZation chamber. 

FIG. 6A is a perspective vieW shoWing the specimen 
transfer device; 

FIG. 6B is an exploded vieW shoWing the septum, septum 
holder and transfer tube of the specimen transfer device of 
FIG. 6A. 

FIG. 7 is a side sectional vieW shoWing the sterile transfer 
device installed inside the steriliZation chamber. 

FIG. 8 is a time/temperature pro?le for a typical steril 
iZation event. 

FIG. 9 is an illustration of the physical layout of a 
prototype microWave poWer controller according to one 
embodiment of the present invention. 

FIG. 10 is a schematic diagram of the electrical control for 
the microWave steriliZable access port system. 

FIG. 11 is a schematic diagram of the microWave launcher 
construction for the microWave steriliZable access port sys 
tem. 

DESCRIPTION OF THE PREFERRED 
EMBODIMENTS 

The microWave steriliZable access port, illustrated in FIG. 
1, consists of tWo primary components: 1) the microWave 
poWer controller 10 and 2) the access port 12. The access 
port 12 includes a steriliZation chamber 14 (FIGS. 5 and 7), 
an in-line valve plug 16 (FIGS. 2 and 3), and a specimen 
transfer device 18 (FIGS. 6 and 7). During normal operation 
the in-line valve plug 16 opened by lever or handle 17 is in 
the “closed” position, and the system is isolated. During 
specimen transfer, the pre-steriliZed septum-containing 
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4 
specimen transfer device 18 is loaded into the steriliZation 
chamber. MicroWave energy is transferred from the micro 
Wave poWer controller 10 to the access port via a coaxial 
cable 20. MicroWave energy couples directly With a silicon 
carbide (SiC) block 22 (FIG. 5) inside the steriliZation 
chamber 14 and With a small amount of introduced Water. 
The Water rapidly ?ashes to steam Which then superheats, 
pressuriZes the chamber 14, and provides a Wet thermal 
steriliZation of all exposed surfaces. Temperature is moni 
tored using a thermocouple (not shoWn) mounted in the SiC 
block 22 Which is encapsulated in silicone/glass matt 23. 
When the operating temperature is achieved, microWave 
poWer is automatically discontinued. Access to the system is 
gained by penetrating the noW sterile septum 24 face With 
the needle stub tube 26 and by rotating the in-line valve plug 
16 to the “access” position Wherein the ?oW-through pas 
sage 27 of the biological system is in ?uid communication 
With the needle stub tube 26. The biological system includes 
inlet passage 27a and outlet passage 27b for circulation 
through the passage 27. Specimens are collected or intro 
duced via a syringe 28 Which mates With the specimen 
transfer device 18 by a Luer Lock connection 30. As seen in 
FIGS. 6A and 6B, the specimen transfer device 18 also 
includes septum holder 32 and transfer tube 34 secured at 
O-ring seal 36. 

Positioning of the specimen transfer device 18 Within the 
access port 12 for installation, steriliZation, and puncture of 
the septum 24 is controlled by a 3-position rotating cam 38 
Which is operated by means of lever 40. The three positions 
of the rotating cam 38 are illustrated in FIGS. 4A, 4B and 
4C, and correspond respectively to: 1) open, 2) steriliZation 
and 3) access positions. In the open position, approximately 
500 microliters (500/ML) of Water are added to the steriliZa 
tion chamber 14 prior to installation of the specimen transfer 
device 18. The access port 12 houses a cylindrical aperture 
42 into Which the specimen transfer device 18 (FIGS. 6A 
and 6B) is inserted. At the bottom of this aperture 42 is a 
smaller hole 44 through Which access is gained to the 
steriliZation chamber 14 (FIG. 5). Distilled Water is intro 
duced through the small hole 44 With care not to deposit 
Water Within the larger cylindrical aperture 42. The pre 
steriliZed specimen transfer device 18 is then inserted into 
the aperture 42, septum 24 ?rst (FIG. 7). By rotating the 
3-position cam 38 to the “sterilization” position, the septum 
24 seal is established by means of O-ring seal 25 and the 
steriliZation chamber 14 is closed to the outside environ 
ment. Electrical poWer is applied to the magnetron 46 
(FIGS. 9 and 11) and microWave poWer rapidly heats the SiC 
block 22. The 500 pL of Water quickly vaporiZes, exposing 
all surfaces in the steriliZation chamber 14 to superheated 
steam. After a feW seconds, the temperature begins to rise 
rapidly. When the temperature reaches approximately 300° 
C. (572° F.), the poWer to the magnetron 46 is automatically 
terminated and a solenoid vent valve (not shoWn) opens, 
releasing a small amount of steam and condensate. The 
microWave poWer cycle lasts for approximately 30 seconds. 
A typical temperature pro?le for the steriliZation event is 
shoWn in FIG. 8. 
The 3-position cam 38 is then rotated into the “access” 

position. As the mechanism rotates, the steriliZed septum 24 
surface is pierced by the sterile needle stub tube 26. A 
specimen can noW be either introduced or collected by 
shifting the in-line valve plug 16 on the access port assembly 
to the “access” position (FIGS. 2C, 3B and 4C) and by 
manipulating the syringe barrel 48 appropriately. To termi 
nate access to the system, the in-line valve plug 16 is closed, 
the three-position cam 38 is moved back to the “open” 
position, and the specimen transfer device 18 is removed. 
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The microwave power controller (MPC) cabinet 50 
houses the microwave power generation hardware and con 
trol electronics. The coaxial cable 20 provides microwave 
power transmission from the MPC to the access port 12 and 
the controller cable 52 transmits other electrical signals 
between the MPC and the access port 12. Sterilization events 
are initiated and monitored at the MPC. A block diagram 
identifying the components for the MPC is shown in FIG. 9, 
and shows exemplary positioning of the main power circuit 
breaker 54, power on light 56, magnetron on button 58, 
magnetron on light 60, time delay relay 62, temperature 
controller 64, magnetron fan 66, SC female coaxial connec 
tion 68, microwave launcher 70, equipment cooling fan 72, 
transformer 74, diode 76 and capacitor 78. The wiring 
diagram for the MPC control system shown in FIG. 10 
illustrates circuit breaker 54, momentary steriliZe switch 80, 
time delay relay 62, temperature controller 64 (which can be 
an Omega CN 76133-pv, for example), steam purge solenoid 
(normally open, not shown) power supply 82, magnetron 
power supply 84 and fan power supply 86. Time delay relay 
62 is used to provide a ?xed time safety limit for the 
microwave SteriliZable Access Port. The time delay relay 
62, set for approximately 45 seconds, is “latched on” 
through the temperature controller’s normally closed (n.c.) 
control contacts, allowing steriliZation to continue. Steril 
iZation proceeds until the time delay relay 62 is 
de-energiZed. This happens when either the temperature 
setpoint for the controller 64 is reached thereby opening the 
controller’s normally closed (n.c.) contacts, or the upper 
time limit, set by the time delay relay 62 is exceeded. The 
microwave launcher 70, constructed of WR 284 waveguide, 
shown in FIG. 11 illustrates magnetron 46, transmission 
antenna 88, ?xed end-plate 90, variable end-plate 92, pick 
up antenna 94 and coaxial connection 68. Variable end-plate 
92 allows tuning of the power transmission efficiency from 
the waveguide section to the coaxial transmission line. 

The unique properties of microwaves, which couple 
directly with materials having strong dielectric loss charac 
teristics such as water and silicon carbide to produce heat, 
have been exploited to produce the rapid, localiZed, and 
effective steriliZation methodology embodied in the design 
and operation of the prototype microwave steriliZable access 
port according to the present invention. The use of silicon 
carbide as a microwave absorbing medium has resulted in an 
extremely rapid steriliZation chamber heat-up, producing 
maximum temperatures greater than or equal to 300C in 
approximately 30 seconds. 

The introduction of small quantities of water 
(approximately 500/ML) which ?ashes to steam during ster 
iliZation provides a thermally active vapor which contacts all 
exposed mating surfaces, and which completely destroys 
any viable microorganisms or spores which may be present. 
Wet thermal steriliZations of systems contaminated with a 
variety of bacteria, yeasts, and molds have been achieved 
with the apparatus and method of the present invention. 

The utility of the novel hardware has been demonstrated 
by numerous repetitive transfers of sterile media through a 
steriliZation chamber which has been intentionally contami 
nated with approximately 1 million CFU of Bacillus 
stearothermophilus, the thermophillic spore forming bacte 
rium which is used as the standard microbial challenge for 
wet heat and steam steriliZation methodologies. 
Bi-directional transfer of sterile media has been demon 
strated. Tables I and II present the results of extensive 
microbial challenges of the specimen withdrawal and speci 
men introduction procedures, respectively. No microbial 
survivors were recovered in any of the 80 replicate experi 
ments. 
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TABLE I 

Speci 
Initial Septum men Media Time to Max. Max. T 

Test CFU CFU CFU CFU Temperature(s) (° C.) 

Prototype Specimen Withdrawal Test — 305° C., 
500 ,uL H2O — B. stearothermophilus. 

1 4.2 X 106 - - - 35 303 

2 4.2 X 106 - - - 36 304 

3 4.2 X 106 - - - 34 305 

4 4.2 X 106 - - - 36 305 

5 4.2 X 106 - - - 35 304 

6 4.2 X 106 - - - 35 305 

7 4.2 X 106 - - - 33 304 

8 4 2 X 106 - - - 33 304 

9 4 2 X 106 - - - 34 304 

10 4 2 X 106 - - - 33 305 

11 4 2 X 106 - - - 32 305 

12 4 2 X 106 - - - _ 305 

13 7 5 X 106 - - - 32 305 

14 7 5 X 106 - - - 32 305 

15 7 5 X 106 - - - 30 305 

16 7 5 X 106 - - - 32 305 

17 7 5 X 106 - - - 30 307 

18 7 5 X 106 - - - 32 305 

19 7 5 X 106 - - - 36 305 

20 7 5 X 106 - - - 33 304 

21 7 5 X 106 - - - 33 305 

22 7 5 X 106 - - - 30 305 

23 7 5 X 106 - - - 31 306 

24 7 5 X 106 - - - 29 304 

Prototype Specimen Withdrawal Test — 305° C., 500 ,uL H20. 

25 3.4 X 105 - - - 31 306 

26 3.4 X 105 - - - 31 305 

27 3.4 X 105 - - - 31 305 

28 3.4 X 105 - - - 30 306 

29 3.4 X 105 - - - 37 304 

30 3.4 X 105 - - - 28 306 

31 3.4 X 105 - - - 33 304 

32 3.4 X 105 - - - 30 306 

33 3.4 X 105 - - - 33 392 

34 3.4 X 105 - - - 28 305 

35 3.4 X 105 - - - 29 305 

36 3.4 X 105 - - - 32 305 

37 1 6 X 105 - - - 31 306 

38 1 6 X 105 - - - 31 304 

39 1 6 X 105 - - - 28 305 

40 1 6 X 105 - - - 29 305 

41 1 6 X 105 - - - 33 305 

42 1 6 X 105 - - - 30 305 

43 1 6 X 105 - - - 33 307 

44 1 6 X 105 - - - 30 306 

45 1 6 X 105 - - - 30 307 

46 1 6 X 105 - - - 27 307 

47 8 1 X 105 - - - 27 307 

48 8 1 X 105 - - - 28 306 

+ = Survivors Present 

— = No Survivors Present 

TABLE II 

Speci 
Initial Septum men Media Time to Max. Max. T 

Test CFU CFU CFU CFU Temperature(s) (° C.) 

Prototype Specimen Introduction Test — 305° C., 
500 ,uL H2O — B. stearothermophilus. 

1 8.1 X 105 - - - 28 306 

2 8.1 X 105 - - - 31 306 

3 8.1 X 105 - - - 31 307 

4 8.1 X 105 - - - 31 307 

5 8.1 X 105 - - - 29 306 

6 8.1 X 105 - - - 30 305 

7 8.1 X 105 - - - 29 308 
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TABLE II-continued 

Speci 
Initial Septum men Media Time to Max. Max. T 

Test CFU CFU CFU CFU Temperature(s) (O C.) 

s s 1 X 105 - - - 31 30s 

9 s 1 X 105 - - - 29 30s 

10 s 1 X 105 - - - 28 30s 

11 1 6 X 106 - - - 33 305 

12 1 6 X 106 - - - 31 304 

13 1 6 X 106 - - - 31 305 

14 1 6 X 106 - - - 30 306 

15 1 6 X 106 - - - 32 305 

16 1 6 X 106 - - - 33 306 

17 1 6 X 106 - - - 33 306 

18 1 6 X 106 - - - 32 30s 

19 1 6 X 106 - - - 34 309 

20 1 6 X 106 - - - 29 306 

21 1 6 X 106 - - - 31 305 

22 1 6 X 106 - - - 32 305 

23 1 4 X 106 - - - 29 307 

24 1 4 X 106 - - - 30 305 

Specimen Introduction Test — 3050 C., 500 ,uL H20. 

25 1.4 X 106 - - - 30 307 

26 1.4 X 106 - - - 30 306 

27 1 4 X 106 - - - 31 305 

28 1 4 X 106 - - - 30 307 

29 1 4 X 106 - - - 30 306 

30 1 4 X 106 - - - 30 305 

31 1 4 X 106 - - - 29 305 

32 1 4 X 106 - - - 31 306 

+ = Survivors Present 

— = No Survivors Present 

What is claimed is: 
1. Amethod for sterile transfer of a ?uid sample to or from 
biological system, comprising: 
connecting a specimen transfer device having a penetrable 

septum to a sterilization chamber including a penetrat 
ing element for ?uid communication with the biologi 
cal system; 

placing a quantity of water in the sterilization chamber; 
irradiating the sterilization chamber with microwave 

energy to vaporize the water and superheat the resulting 
steam to sterilize the sterilization chamber and an 
exposed surface of the septum; 

penetrating the septum with the penetrating element to 
establish ?uid communication between the specimen 
transfer device and the biological system. 

2. The method of claim 1 wherein the specimen transfer 
device comprises a septum holder connected to the septum, 
a transfer tube sealed to the septum holder, and a syringe 
attached to the transfer tube. 

3. The method of claim 2 further comprising operating a 
barrel in the syringe to transfer the sample between the 
syringe and the biological system. 

4. The method of claim 1 wherein the biological system 
comprises a ?ow-through valve and wherein the method 
further comprises moving the valve between a sterilization 
position wherein the sterilization chamber is sealed and an 
access position wherein the penetrating element is in ?uid 
communication with the ?ow-through valve. 

5. The method of claim 1 wherein the penetrating element 
comprises a needle stub tube. 

6. The method of claim 1 wherein the sterilization cham 
ber comprises a wall made of a material having a strong 
dielectric loss characteristic. 

7. The method of claim 1 wherein a maximum duration of 
the irradiation is controlled by either a temperature switch 
connected to a thermocouple adjacent to the sterilization 
chamber or a maximum ?xed time set by a time delay relay. 
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8 
8. The method of claim 1 further comprising the step of 

sealing the sterilization chamber prior to the irradiation. 
9. The method of claim 8 wherein a position of the 

specimen transfer device relative to the sterilization chamber 
is controlled by a three-position cam having an open posi 
tion in which the septum is spaced from the sterilization 
chamber to allow the quantity of water to be placed in an 
open port of the sterilization chamber, a sterilization position 
in which the septum is received in the port to seal the 
sterilization chamber, and an access position in which the 
septum is pierced by the penetrating element. 

10. The method of claim 1 further comprising opening a 
vent from the sterilization chamber after the irradiation and 
before the septum penetration. 

11. Apparatus for sterile transfer of a ?uid sample to or 
from a biological system, comprising: 

a sterilization chamber having an inlet port; 

a specimen transfer device having a septum-sealed end 
adapted to be received in and seal the inlet port; 

a needle stub tube in ?uid communication between the 
sterilization chamber and a ?ow-through valve to the 
biological system, the valve having a closed position 
preventing ?uid communication between the needle 
stub tube and the biological system and an open posi 
tion to allow ?uid communication between the needle 
stub and the biological system; 

a microwave power supply for irradiating the sterilization 
chamber with microwaves; 

wherein the specimen transfer device is movable with 
respect to the needle stub tube to pierce the septum with 
the needle stub tube. 

12. The apparatus of claim 11 wherein the sterilization 
chamber has a wall made of a material having a strong 
dielectric loss characteristic. 

13. The apparatus of claim 12 wherein the wall is made of 
silicon carbide. 

14. The apparatus of claim 11 wherein the specimen 
transfer device comprises a septum holder connected to the 
septum, a transfer tube connected to the septum holder and 
a syringe connected to the transfer tube. 

15. The apparatus of claim 11 comprising a rotating cam 
for positioning the specimen transfer device relative to the 
sterilization chamber between an open position wherein the 
septum is spaced from the inlet port, a sterilization position 
wherein the septum is received in the inlet port to seal the 
sterilization chamber but spaced from the needle stub tube, 
and an access position wherein the needle stub tube pen 
etrates the septum. 

16. The apparatus of claim 11 further comprising a 
pressure release valve for venting the sterilization chamber. 

17. The apparatus of claim 11 further comprising a control 
circuit for operating the microwave power supply including 
a temperature switch connected to a thermocouple adjacent 
to the sterilization chamber to turn off the microwave power 
supply when the sterilization chamber reaches a predeter 
mined temperature, and a time delay relay to turn off the 
microwave power supply if the microwave power is sup 
plied for a predetermined period of time. 

18. The apparatus of claim 11 further comprising a coaxial 
cable connected between the microwave power supply and 
the sterilization chamber. 

19. The apparatus of claim 18 wherein the microwave 
power supply comprises a magnetron, a transmission 
antenna disposed between a ?xed end-plate and a variable 
end-plate, and a pick-up antenna from the coaxial cable 
disposed between the end-plates, wherein the variable end 
plate is adjustable to tune the microwave power supply. 

* * * * * 


