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PERISTALTIC PUMP WITH AIR VENTING 
VIA THE MOVEMENT OF A PUMP HEAD 
OR A BACKING PLATE DURING SURGERY 

BACKGROUND OF THE INVENTION 

1. Field of the Invention 
The present invention is directed toward venting an 

aspiration path in a peristaltic pump after an unacceptably 
high vacuum level is reached and in particular to air venting. 

2. Description of Related Art 
During the use of a peristaltic pump, particularly during 

ophthalmic surgery an occlusion of the aspiration path 
(including a surgical hand piece, aspiration tubing, a pump 
cartridge, and a collection bag) may occur. Once a piece of 
tissue, such as a piece of cataract, blocks the aspiration port 
of the surgical hand piece, such as a phacoemulsi?cation 
instrument, a vacuum level in the aspiration path begins to 
rise. If the occlusion is not timely removed the vacuum level 
may become dangerous, in that after the occlusion is 
removed, there may be an excessive surge through the 
aspiration path causing the eye to collapse and the intraocu 
lar pressure (IOP) in the eye to suddenly and dramatically 
drop. This can cause serious damage to the eye. 

Thus, it is Well knoWn in the art to vent the aspiration path 
to ambient pressure to relieve a vacuum buildup before it 
becomes too dangerous. Typically, this is accomplished by 
connecting a short length of tubing at one end to the 
aspiration path and letting the other end be exposed to the 
ambient air of the operating room. This short length of 
tubing is typically held Within a pump cartridge and is 
pinched shut by a pinch valve. When a surgeon Wants to air 
vent the line he activates a sWitch to remove the pinch valve 
from the tubing thus alloWing ambient air to relieve the 
vacuum that Was built up. This requires the pump to include 
an expensive pinch valve exclusively for the purpose of air 
venting. 

Therefore, it Would be desirable to have a pump that 
Would alloW for air venting Without the need for an extra 
pinch valve. 

BRIEF DESCRIPTION OF DRAWINGS 

FIG. 1 is a partial perspective of a peristaltic pump in 
accordance With the present invention; 

FIG. 2 is the pump of FIG. 1 With a pump cartridge 
inserted into a draWer of the inventive pump; 

FIG. 3 is the same vieW as FIG. 2 With a portion of the 
cartridge removed; 

FIG. 4 is the same vieW as FIG. 3 With the draWer closed 
and the pump head in a tubing engaged position; 

FIG. 5 is similar to the vieW of FIG. 4, except the pump 
head has been moved to a tubing vent position; 

FIG. 6 is a partial block diagram shoWing the use of a 
peristaltic pump in accordance With the present invention 
connected to a surgical console and in use during surgery; 

FIG. 7 is an exploded perspective vieW of an inventive 
peristaltic pump cartridge in accordance With the present 
invention; 

FIG. 8 is a perspective vieW of a pump cartridge in 
accordance With the present invention; 

FIG. 9 is an elevation of a portion of a pump cartridge in 
accordance With the present invention; 

FIG. 10 is an exploded perspective vieW of a portion of a 
pump cartridge in accordance With the present invention; 

FIG. 11 is a partial cut-aWay vieW shoWing a collection 
bag assembly in accordance With the present invention; 
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2 
FIG. 12 is a perspective vieW of a ?tment of FIG. 11 

Without the collection bag attached; 
FIG. 13 is a perspective vieW of an alternative embodi 

ment of a ?tment in accordance With the present invention; 
and 

FIG. 14 is a partial cut-aWay vieW With the ?tment of FIG. 
13 attached to a collection bag and pump cartridge. 

DETAILED DESCRIPTION OF THE 
PREFERRED EMBODIMENT 

FIG. 1 shoWs a partial perspective vieW of a peristaltic 
pump 10 for use in ophthalmic surgery, in accordance With 
the present invention. Ahousing 12 includes a pump head 14 
having a plurality of rollers 16 held Within and extending 
from the housing 12. A backing plate 18 is attached to the 
housing 12 and cooperates With the pump head 14 to pinch 
a length of tubing betWeen the rollers 16 and backing plate 
surface 20. Pump head 14 moves relative to the housing 12 
and the backing plate 18, as described in detail beloW. In 
FIG. 1, pump head 14 is shoWn in an open position and ready 
for the insertion of a pump cartridge, as described beloW. 
Pump head 14 is preferably connected to a motor (not 

shoWn) and the pump head 14 causes rollers 16 to rotate 
about a central axis 22 of the pump head 14, such that the 
rollers 16 and the backing plate 18 cooperate to compress or 
pinch a length of surgical tubing and peristaltically pump 
?uids from a surgical site through the tubing to a collection 
bag, as described in further detail beloW. Pump head 14 
preferably moves or translates in a straight line toWards and 
aWay from the backing plate 18. Pump head 14 can be made 
to move by any manner knoWn to those skilled in the art, 
such as by pneumatic or hydraulic pistons, or stepper 
motors, or other knoWn means. In addition, pump head 14 
may include various numbers of rollers 16, depending on the 
desired head 14 siZe and the performance requirements to be 
obtained. 

Peristaltic pump 10 preferably further includes a car 
tridge-holding draWer 24 for insertion of a pump cartridge, 
as shoWn in more detail beloW. In addition, pump 10 further 
includes a pressure transducer interface 26 and spring hous 
ing 28 for urging a pressure transducer and a pump cartridge 
against pressure transducer interface 26. 

FIG. 2 is similar to FIG. 1 With the addition of a pump 
cartridge 30 inserted into cartridge draWer 24. Pump car 
tridge 30 includes a housing With an upper portion 32 
including a handle 34 for assisting a user in inserting and 
removing the cartridge 30 from draWer 24. Pump cartridge 
30 of FIG. 2 is shoWn Without a collection bag in order to 
reveal further details of the cartridge 30 and pump 10. The 
collection bag typically hangs from hooks 36 in front of the 
draWer 24. Aspirant (?uids and tissue) ?oWs through ?tment 
or barb 38 to the collection bag (not shoWn) for collecting 
?uids and tissue from a surgical site. Preferably, the car 
tridge housing, including upper portion 32, is formed of a 
molded plastic material, such as acrylonitrile-butadiene 
styrene (ABS) or other suitable material. 

Connected to pump cartridge 30 is an irrigation line 40, 
Which is typically connected to a bottle or bag of balanced 
salt solution (BSS) (not shoWn). Irrigation line 40 is then 
connected to ?uid venting conduit or tube 42 and to a second 
irrigation line 44 Which extends across pump cartridge 30, as 
shoWn in further detail beloW to provide for a control valve, 
typically a pinch valve (not shoWn), that opens and closes 
irrigation line 44. Irrigation line 44 is then connected to a 
further length of tubing 46 that ultimately is connected to a 
surgical handpiece, such as a phacoemulsi?cation (phaco) 
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handpiece or other irrigation device for use in ophthalmic 
surgery. An aspiration line 48 is also connected to pump 
cartridge 30 Which carries aspirant from a surgical hand 
piece. 

FIG. 3 is similar to FIG. 2, except that upper portion 32 
of pump cartridge 30 is partially cut-aWay to provide a 
detailed vieW of resilient surgical tubing 50 Which cooper 
ates With rollers 16 and backing plate 18 surface 20 to pump 
aspirant through line 48 and to the collection bag (not 
shoWn). One of the main advantages of pump head 14 
moving or translating relative to the housing 20 is that When 
the pump head 14 is in an open position, as shoWn in FIG. 
3, the surgical tubing 50 is easily inserted betWeen the pump 
head 14 and the backing plate 18. Pump head 14 should be 
in a position, such that the loop of tubing 50 easily clears 
pump head 14. 
When door or draWer 24 closes and pump head 14 

translates from the open position, shoWn in FIG. 3, to an 
operative or closed position, shoWn in FIG. 4, and the pump 
head 14 is rotated, the rollers 16 and the backing plate 
surface 20 cooperate to compress the tubing 50 to peristal 
tically pump aspirant from a surgical site through the tubing 
50 and 48. Aspirant ?oWs through tube 48 to tube 50 and out 
barb 38 to a collection bag not shoWn. After the cartridge or 
cassette holder draWer 24 moves from the open position of 
FIG. 3 to the operative position of FIG. 4, the pump head 14 
is moved toWard the backing plate 18, such that the rollers 
16 and the backing plate surface 20 cooperate to peristalti 
cally pump aspirant through the length of tubing 50 as the 
pump head 14 is rotated. Additional tubing 48 is typically 
connected to a surgical aspiration device, such as a pha 
coemulsi?cation handpiece for peristaltically pumping 
aspirant through the tubing from a patient’s eye during 
surgery. 

In this Way, it can be seen that by having pump head 14 
move relative to the backing plate 18 and the housing 12, a 
length of surgical tubing 50 attached to a pump cartridge 30 
is then easily inserted betWeen the rollers 16 and backing 
plate surface 20. The present invention does not rely on 
complicated threading mechanisms, such as found in the 
prior art nor does the present invention require the pump 
cartridge 30 to be grasped and pulled aWay from the pump 
head in order to stretch tubing across the pump head as also 
found in the prior art. 

FIG. 5 shoWs the pump 10 in an air vent position, Which 
is yet another inventive aspect of the present invention. FIG. 
5 is different from the open position of FIG. 3 and the 
operative position of FIG. 4, in that the pump head 14 is in 
a position intermediate of those positions shoWn in FIGS. 3 
and 4. That is to say, pump head 14 has been moved aWay 
from backing plate 18 a sufficient distance to alloW tubing 50 
and 48 to be air vented upon the occurrence of an occlusion. 
In operation When a surgeon experiences an occlusion in the 
aspiration line 48 or at the tip of his phaco handpiece, he Will 
typically activate a button on a control panel, release a foot 
pedal (both not shoWn), or trigger a softWare control, 
causing pump head 14 to momentarily move aWay from 
backing plate 18, as shoWn in FIG. 5. For instance, When a 
drastic change in vacuum is detected, the head is dropped to 
avoid a post-occlusion surge, regardless of user input. This 
temporary pump head movement alloWs the vacuum built 
up in the aspiration path to be relieved by removing the 
pinch points created in the operative position by rollers 16 
and backing plate 18. This alloWs the vacuum to be relieved 
via air contained in the collection bag (not shoWn). Pump 
head 14 is preferably only momentarily moved aWay from 
backing plate 18 and only for a sufficient amount of time to 
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4 
relieve the vacuum, typically less than one (1) second. It 
Would not be desirable to alloW pump head 14 to remain in 
its air vent position of FIG. 5 for an extended period of time, 
because all the aspirant in lines 50 and 48 Would begin 
leaking back out of the aspiration device and into the eye. Of 
course, this is not a concern if as is knoWn, a pinch valve 
operates to close the aspiration line during venting. 

FIG. 6 shoWs a block diagram of the pump 10 in use With 
an ophthalmic surgical system, such as the MilleniumTM 
System available from Bausch & Lomb. The system typi 
cally includes pump 10 incorporated into a control console 
52, Which controls the operation of pump 10. FIG. 6 also 
shoWs irrigation line 40 connected to an irrigation source, 
such as BSS bottle 54. In addition, the connection of 
irrigation line 40 and aspiration line 48 to the ophthalmic 
surgical handpiece 56 is shoWn. Handpiece 56 is typically a 
phaco device inserted into eye 58 for removing a cataract 60 
or for performing other ophthalmic surgery. This simple 
method of air venting the aspiration line enables a vacuum 
to be quickly and ef?ciently removed from the aspiration 
path de?ned by a handpiece 56, aspiration tubing 48, and the 
aspiration tubing loop 50. Typically, the prior art uses a 
pinch valve associated With a short section of tubing open to 
the atmosphere at one end and connected to the aspiration 
line on the other end. 
One aspect of the present invention, by using the advan 

tage of the moveable pump head, alloWs for the elimination 
of the prior art pinch valve for air venting (thus, reducing 
costs of manufacture) and alloWs the venting to occur in a 
very short time period. This short venting duration reduces 
the amount of air introduced to the aspiration line and helps 
control an undesired surge of aspirant through the aspiration 
path, as compared to the prior art. Another Way of describing 
the inventive air venting feature is to say the pump head 14 
or the backing plate 18 is moveable from a tubing pinched 
or engaged position to a tubing vent position such that the 
tubing is vented by removing the pinch betWeen the rollers 
16 and the backing plate 18. In one embodiment of the 
invention, the pump head 14 is moveable to a vent position 
While the rollers 16 are rotating. In other embodiments the 
pump head may completely stop before moving to a vent 
position. 

FIG. 7 is an exploded perspective vieW of pump cartridge 
30. Pump cartridge 30 includes a molded housing 62 includ 
ing upper portion 32 With handle 34. Hooks 36 preferably 
hold collection bag 64 via openings 66. As can be seen, 
aspiration line 48 also passes through an opening 68 for 
connection to the pump housing 62 at barb 70. Collection 
bag 64 is preferably formed of a ?exible, liquid-tight mate 
rial for collecting aspirant from a surgical site through barb 
38. Preferably, collection bag 64 is formed of a co-layer of 
nylon and polyethylene to provide for a strong, yet inex 
pensive bag that can be easily connected to a ?tment, as 
described in detail beloW. Collection bag 64 is more pre 
cisely a collection bag assembly 64 because attached to 
collection bag 64 is a ?tment described in detail beloW. 
Those skilled in the art Will appreciate that, collection bag 64 
could also be other types of containers such as a rigid 
cassette, or a bottle, or other reservoir suitable for collecting 
aspirant from a surgical site. It is also preferred that collec 
tion bag 64 be large enough to hold aspirant from a typical 
surgery on at least one eye. 
As is knoWn in the prior art, it is preferred that aspirant 

line 48 be as non-compliant as possible, that is, as stiff and 
rigid as possible to prevent and minimiZe the collapse of 
tubing 48 upon the occurrence of an occlusion and the 
build-up of vacuum in the aspiration path. Housing 62 also 
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preferably includes openings 71 and 72 to allow for opera 
tion of pinch valves (not shown), as is Well known in the art. 
The operation of the pinch valve With relation to opening 71 
Will be described in detail beloW. Opening 72 is associated 
With irrigation line 40 and 44. Typically, a pinch valve of 
pump 10 passes through opening 72 and causes the opening 
and closing of irrigation tubing 44 to control the ?oW of BSS 
through irrigation line 40 and 46 to a handpiece not shoWn. 
End 74 of irrigation line 40 is typically connected to a BSS 
bottle as previously shoWn in FIG. 6. End 76 of aspiration 
line 48 and end 78 of irrigation line 46 are typically 
connected to a surgical handpiece, such as a phaco hand 
piece for use in surgery. 

FIG. 8 shoWs a perspective vieW of the pump cartridge 30 
fully assembled, including irrigation line 40, ?uid venting 
line 42, irrigation lines 44 and 46, aspiration line 48, and 
collection bag 64. 

FIG. 9 is an elevation vieW of an opposite side of the 
cartridge 30 and housing 62 from that shoWn in FIGS. 7 and 
8. Pump loop 50 is shoWn With one end 82 connected to the 
collection bag via barb 38 and the other end 84 connected to 
both aspiration line 48 and diaphragm pressure transducer 
assembly 80. Pressure transducer 80 preferably detects the 
pressure in aspiration line 48 and tubing 50 by de?ection of 
the diaphragm 90 (separately shoWn is FIG. 10). Diaphragm 
90 de?ects to indicate a change in pressure. Diaphragm 90 
may de?ect as much as 5 thousandths of an inch at 550 
mmHg (millimeters of mercury). Preferably, housing 62 
includes tube holders 84 molded into the housing for holding 
the lengths of tubing Within the cartridge, as shoWn in FIG. 
9. 

Irrigation line 42 and opening 71 cooperate With a pinch 
valve not shoWn to ?uidly vent pressure transducer 80 When 
commanded by console 52. The pinch valve operates to 
control the ?oW of irrigation ?uid to the pressure transducer 
80. A high vacuum is typically caused by an occlusion 
occurring Within the eye being operated on When the aspi 
ration port of the surgical handpiece is closed off or occluded 
by tissue. As the occlusion happens, the pump head 14 
continues to attempt to pump aspirant through the aspiration 
path and into collection bag 64. 
As explained above, the tubing loop 50 may be air vented 

by the movement of the pump head. Of course, the tubing 50 
may also be air vented by the movement of the backing 
plate, though this is not shoWn. Those skilled in the art Will 
readily recogniZe that the movement of backing plate 18 
aWay from pump head 14 Will also alloW tubing 50 to 
become unpinched and therefore, vent air from the collec 
tion bag 64 to relieve the vacuum that has been created in 
aspiration line 48 and the surgical handpiece. In certain 
circumstances, it may be preferred to vent the aspiration path 
With liquid rather than air and liquid venting tube 42 and 
opening 71 cooperate With a pinch valve not shoWn to vent 
?uid directly to pressure transducer 80. 

The prior art teaches ?uid venting by venting ?uids to the 
aspiration line 48; hoWever, the most compliant portion of 
the aspiration path and that portion Which displaces the most 
volume is the pressure transducer 80. By directly venting 
?uid to the pressure transducer 80, that portion of the 
aspiration path that is the most compliant and displaces the 
most volume upon the occurrence of an occlusion is most 
quickly stabiliZed by directly venting ?uid to the pressure 
transducer 80. Directly venting to the pres sure transducer 80 
minimiZes post occlusion surge, Which is highly undesirable 
and, it is believed, the aspiration path is stabiliZed more 
quickly than knoWn in the prior art. Pressure transducer 80 
is preferably connected betWeen a handpiece 56, as shoWn 
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in FIG. 6, and a collection bag or reservoir 64. This alloWs 
the pressure transducer 80 to provide a user, through the 
pressure transducer interface 26, With an accurate reading of 
the pressure being experienced in the aspiration path. Pres 
sure transducer 80 is preferably similar to that described in 
Us. Pat. Nos. 5,746,719 and 5,753,820, although other 
types of pressure sensors may also be used such as other 
diaphragm sensors or pieZo-electric sensors. 

FIG. 10 shoWs an exploded perspective vieW of the 
housing 62 and some of the components connected to the 
housing 62. For instance, pressure transducer 80 includes an 
internal volume portion 86 molded into housing 62. In 
addition, pressure transducer 80 preferably, includes an 
o-ring 88 for ?uidly sealing a diaphragm 90 to the internal 
volume portion 86 via snap ring 92, Which is held in housing 
62 via arms 94. FIG. 10 also shoWs the connection of ?uid 
venting conduit or tubing 42 to the pressure transducer 80. 
The connection of pump tubing length 50 to barbs 96 is 
shoWn. Barbs 96 are preferably molded into housing 62. It 
is preferred that barbs 96 be unitarily molded, so as to avoid 
formation of parting lines on barbs 96, Which can lead to 
aspirant leaking from Within tubing 50. 

FIGS. 11*14 shoW tWo (2) embodiments of an inventive 
?tment for attachment to collection bag assembly 64. FIG. 
11 is a partial cut-aWay vieW of an inventive collection bag 
64 and ?tment 98 for use With the pump cartridge 30. 
Fitment 98 is preferably an elongated connector attached to 
collection bag 64 and connects to cartridge 62 at ?tment or 
barb 38 as shoWn. Fitment 98 has opposing ends. A ?rst end 
is structured for attachment to the pump cartridge 30 and the 
second end is positioned Within the interior of bag 64. 
Collection bag 64 may be sealed to ?tment 98 by prior art 
means, such as adhesive. HoWever, ?tment 98 is preferably 
formed of a polyethylene material similar to that forming a 
layer of collection bag 64 and in this manner, collection bag 
64 may be heat-sealed to ?tment 98, such that no adhesive 
is required to form a liquid-tight seal betWeen the bag and 
the ?tment. This results in the elimination of toxic adhesives 
and provides a simpler, more e?icient means of attaching 
?tment 98 to collection bag 64. 

It is possible to form ?tment 98 and collection bag 64 of 
materials other than polyethylene. HoWever, in order to 
avoid the use of adhesives, it is important to use materials 
that have essentially the same co-e?icient of expansion. 
Upon the introduction of heat, both materials should begin 
to melt at approximately the same temperature, and there 
fore, after the heat is removed, a seal Will form betWeen the 
bag and ?tment. Fitment 98 provides a conduit for aspirant 
?oW from the pump cartridge 62 to an interior of the bag 64. 

A further inventive feature of ?tment 98, is best shoWn in 
the perspective vieW of FIG. 12, and is notched portion 100. 
As can be seen in FIG. 11, notched portion 100 ensures that 
as a vacuum is pulled through the aspiration path as 
explained above, the collection bag 64 cannot completely 
collapse around the opening in ?tment 98 to seal-off ?tment 
98. This notch 100 ensures that a su?icient amount of air Will 
be contained Within collection bag 64 to vent any inappro 
priately high vacuum level that has built up in the aspirant 
path, including tube 50, pressure transducer 80, or aspiration 
line 48. The prior art typically relied on the use of some 
spacer member to be inserted Within bag 64, such as a piece 
of foam or resilient Wiring. The provision of the notch 100 
in ?tment 98 alloWs for the elimination of the foam or other 
spacer elements Within bag 64 and therefore, provides for a 
cheaper more e?iciently manufactured collection bag than 
possible in the prior art. 
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FIGS. 13 and 14 show an alternate embodiment of the 
notched ?tment of FIGS. 11 and 12. FIG. 13 shows the 
formation of opposing notches 102 Within a ?tment 104. 
Fitment 104 also preferably includes an attachment ring 106 
that provides a convenient ?at surface for attaching bag 64 
to ?tment 104 via heat sealing as described above. Fitment 
104 is also constructed to mate With barb 38 and is also 
preferably formed from polyethylene, as described above. 

The ?tments 98 and 104 alloW the collection bag 64 to be 
removed from cartridge 30 during surgery. This is highly 
desirable because a collection bag 64 may ?ll up prior to the 
end of surgery and changing collection bags is more ef?cient 
and less expensive than placing a neW cartridge into the 
pump 10. 

Thus, there has been shoWn and described a novel pump, 
cartridge, and venting methods. Variations and alternate 
embodiments Will be apparent to those skilled in the art 
Without departing from the scope of the claims that folloW. 
For instance, it Will be apparent to those skilled in the art, 
that if a prior art peristaltic pump that does not require a 
backing plate is used (as described above), the inventive air 
venting can still be utiliZed by simply momentarily relieving 
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the strain on the stretched loop of tubing to remove the pinch 
points created by the pump head rollers. 

We claim: 
1. A peristaltic pump for use in ophthalmic surgery 

comprising: 
a housing; 
a pump head having a plurality of rollers; 
a backing plate attached to the housing; 
the pump head for causing the rollers to rotate about a 

central axis of the pump head, such that the rollers and 
backing plate cooperate to pinch a length of surgical 
tubing and peristaltically pump ?uids from a surgical 
site to a collection bag; and 

Wherein the pump head is moveable for less than one 
second aWay from the backing plate from a tubing 
pinched position to a tubing vent position While the 
rollers are rotating, such that the tubing is vented by 
removing the pinch betWeen the rollers and the backing 
plate. 


