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SYSTEMS AND METHODS FOR 
EVALUATING MEDICATION DELIVERY 
FROM VALVED HOLDING CHAMBERS 

WITH A FACEMASK USING A MODEL FACE 

BACKGROUND 

The present application claims priority to US. Provisional 
PatentApp. No. 61/005,740, ?led Dec. 7, 2007, the entirety of 
Which is hereby incorporated by reference. 

BACKGROUND 

Valved holding chambers (V HCs) are used in conjunction 
With pressurized metered-dose inhalers (pMDIs) to deliver 
medication via a facemask to a patient. The testing of VHCs 
is often complicated by the need to achieve a seal betWeen a 
facemask and a test apparatus. Small leakages betWeen a 
facemask and test apparatus are knoWn to result in large 
decreases in delivery ef?ciency of medication. For this rea 
son, some existing standards recommend removal of a face 
mask during testing of VHCs. HoWever, a solution for testing 
VHCs that more closely mimics reality With the use of a 
facemask and a face is desirable. The realism With the use of 
a facemask and a face is desirable to simulate an accurate 

amount of dead space When the facemask is applied to the 
face. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a front vieW of an embodiment of a model face of 
a child; 

FIG. 2 is a front vieW of an embodiment of a model face of 

an infant; 
FIG. 3 is an illustration of a cross-section of a model face; 
FIG. 4 is a diagram illustrating the dimensions of a model 

face of a child; 
FIG. 5 is a diagram illustrating the dimensions of a model 

face of an infant; 
FIG. 6 is a diagram of a testing cradle for use in evaluating 

the medication delivery from VHCs With a facemask using a 
model face; 

FIG. 7 is a diagram of a testing cradle for use in evaluating 
the medication delivery from VHCs With a facemask using a 
model face; 

FIGS. 8 through 17 illustrate components of one imple 
mentation of a testing cradle such as the testing cradle shoWn 
in FIGS. 6 and 7, dimensioned in millimeters; and 

FIG. 18 is a How chart of a method for evaluating the 
medication delivery from VHCs With a facemask using a 
model face. 

DETAILED DESCRIPTION OF THE DRAWINGS 

The folloWing disclosure is directed to systems and meth 
ods for evaluating medication delivery from valved holding 
chambers (V HCs) With a facemask using a model face of a 
child or a model face of an infant. The disclosed model faces 
of a child and an infant simulate the soft tissues of a facial area 
that typically engages a facemask so that When the model 
faces are mounted on a testing cradle, a facemask may be 
applied to the model face at a clinically appropriate orienta 
tion With an amount of clinically appropriate force. A seal 
betWeen the facemask and the model face may then be tested 
by measuring a How rate entering the facemask and a How rate 
exiting a mouth opening of the model face. 
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2 
Additionally, a medication delivery from a VHC may be 

evaluated by delivering aerosoliZed medication into the face 
mask and measuring an amount of medication received at the 
mouth opening of the model face. Alternatively, a medication 
delivery from a VHC may be evaluated by measuring aero 
dynamic particle siZe distribution of medication by transfer 
ring an aerosol from the lips of the model face, via a USP/ 
Ph.Eur induction port or similar entry point simulating the 
human upper airWay, to a multi-stage cascade impactor. 

FIG. 1 illustrates a font vieW of a model face of a child and 
FIG. 2 illustrates a front vieW of a model face of an infant. As 
described in more detail beloW, the structure of the model face 
of a child and the model face of an infant may be the same, but 
the dimensions of the model face of a child and the model face 
of an infant are different to properly simulate the face of a 
child and the face of an infant. Generally, a model of a child 
face simulates a child of ages approximately tWo to three 
years, and a model of an infant face simulates an infant of ages 
approximately nine to tWelve months. 
A model face 100 may include a base 102, an elastomer 

cast 104, an air pocket 106, and a mouth opening 108. The 
elastomer cast 104 is positioned on top of at least a portion of 
the base 102 and may comprise an elastomer of Shore hard 
ness 10. As described in more detail beloW, the air pocket 106 
is positioned betWeen at least a portion of the base 102 and the 
elastomer cast 104. 
The mouth opening 108 de?nes a passageWay through the 

base 102, the elastomer cast 104, and the air pocket 106. In 
one implementation, the mouth opening 108 is siZed so that it 
may be coupled With a USP/PhEur Induction port. 
As shoWn in FIGS. 1 and 2, to simulate the face of a child 

or an infant, the elastomer cast 104 may de?ne a nose 110, a 
chin 112, a mouth 114 around the mouth opening 108, and a 
pair of cheeks 116, and the base 102 may de?ne a pair of eyes 
118 and a broW 120. Because of the elastomer of the elas 
tomer cast 104, soft tissues are simulated around the nose 110, 
chin 112, and mouth 114 area of the face for use in testing a 
seal betWeen a facemask and the simulated face. 
To further simulate soft tissues around the nose 110, chin 

112, and mouth 114 area of the face, the air pocket 106 is 
positioned betWeen the base 102 and the elastomer cast 104 
beloW at least the nose 110, chin 112, and mouth 114 of the 
elastomer cast 104. Typically the air pocket 106 is of a con 
trolled and ?xed depth With a thickness of approximately 
0.125 ofan inch. FIG. 3 is a diagram ofa cross-section ofthe 
air pocket 106 positioned on the base 102 and surrounding the 
mouth opening 108. 

In one implementation, the model face of a child is dimen 
sioned as shoWn in FIG. 4 With a horiZontal distance betWeen 
a center of each eye 118 substantially equal to 2.62 inches, a 
horiZontal distance betWeen a center of each cheek 116 sub 
stantially equal to 2.94 inches, a vertical distance betWeen a 
center of the chin 112 and a center of the broW 120 substan 
tially equal to 3.6 inches, an overall height of the model face 
100 substantially equal to 4.76 inches, and an overall Width of 
the model face substantially equal to 3.46 inches. Further, the 
mouth opening 108 may have an overall Width of approxi 
mately 1.66 inches and an overall height of approximately 
0.88 of an inch. The elastomer cast 104 may comprise DoW 
Corning Silastic S, have a shore reading of approximately 10 
aerometer, and a Wall thickness of approximately 0.125 of an 
inch. Further, the base 102 may comprise DoW Corning Silas 
tic M-2 With a aerometer of 55 shore A. 

In another implementation, the model face of an infant is 
dimensioned as shoWn in FIG. 5 With a horiZontal distance 
betWeen a center of each eye 118 substantially equal to 2.00 
inches, a horiZontal distance betWeen a center of each cheek 
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116 substantially equal to 2.42 inches, a vertical distance 
between a center of the chin 112 and a center of the brow 120 
substantially equal to 2.45 inches, an overall height of the 
model face 100 substantially equal to 3.76 inches, and an 
overall Width of the model face substantially equal to 3.86 
inches. Further, the mouth opening 108 may have an overall 
Width of approximately 1.16 inches and an overall height of 
approximately 0.80 of an inch. The elastomer cast 104 may 
comprise DoW Corning Silastic S, have a shore reading of 
approximately 10 aerometer, and a Wall thickness of approxi 
mately 0.125 of an inch. Further, the base 102 may comprise 
Dow Corning Silastic M-2 With a aerometer of 55 shore A. 

The model faces described above may be mounted on a 
testing cradle that simulates a clinically appropriate force 
betWeen a facemask and a model face at a clinically appro 
priate orientation. The testing cradle may be used to test a seal 
betWeen a facemask and the simulated face, and to measure an 
amount of medication received at the mouth opening of the 
simulated face. FIGS. 6 and 7 are diagrams of one implemen 
tation of a testing cradle for use With the model faces 
described above. Generally, the testing cradle 600 may 
include a base 602, a faceplate 604, an induction port 606, a 
Weight 608, a support stand 610, a cage 612, and a spacer 614. 

The faceplate 604 is ?xed to the base 602 and is operative 
to mount a model face such as those described above in 
conjunction With FIGS. 1-5. In some implementations, the 
vertical positioning of the faceplate 604 With respect to the 
base 602 may be adjusted. 
When a model face 616 is mounted on the faceplate 604 as 

shoWn in FIG. 7, the induction port 606 couples With, and 
forms a substantially airtight seal With, the mouth opening of 
the model face 616 so that gasses may pass through the 
passageWay of the mouth opening into the induction port 606. 
The indication port 606 may be coupled With various types of 
testing apparatus for use in simulating the breathing of a 
patient. For example, When a vacuum is created at the induc 
tion port 606, gases or other particulates are draWn into the 
mouth opening of the model face 616 to simulate a patient 
inhaling. 

It should be appreciated that the induction port 606 may be 
a USP/PhEur Induction port or equivalent representation of 
the human oropharynx. The arti?cial attempt to model the 
human upper airWay (oropharynx) is used When the model 
face 616 is connected to a multi-stage cascade impactor for 
measurements of aerodynamic particle siZed distribution 
(APSD) of an inhaled aerosol. The induction port 606 may 
also be a ?exible pipe connection from the model face 616 to 
a breathing simulator for measurements of emitted total mass 
of medication, mimicking use by a tidal-breathing patient. 

The support stand 610 is pivotly attached to the base 602 
such that the support stand 610 may pivot toWards the face 
plate 604 and the model face 616 mounted on the faceplate 
604. The cage 612 is attached to the support stand 610 and is 
operative to receive a facemask 618 as shoWn in FIG. 7. When 
the support stand 610 pivots toWards the faceplate 604 and the 
model face 616, the facemask 618 engages, and forms a seal 
With, the model face 616. It should be appreciated that When 
the facemask 618 engages the model face 616, an air?oW path 
is created so that gases may ?oW from the cage 612 into 
facemask 618, and then into the induction port 606 via the 
mouth opening of the model face 616. A How meter or a 
pressure measurement device (not shoWn) may also be 
coupled With the induction port 606 to measure the gases 
?oWing through the facemask 618 and the mouth opening of 
the model face 616. 

In some implementations, the orientation of the model face 
616 With respect to the faceplate 604 may be adjusted verti 
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4 
cally, horiZontally, and/or angularly, thereby adjusting the 
position of the model face 616 With respect to the facemask 
618 When the facemask 618 engages the model face 616. 
These adjustments may be made to test both ideal and non 
ideal seals betWeen the facemask 618 and the model face 616. 

To simulate the amount of force With Which the facemask 
618 is typically applied to the model face 616 and alloW for 
hands-free operations, the Weight 608 creates a force that 
pulls the support stand 610 toWards the faceplate 604. In the 
implementation of FIGS. 6 and 7, the Weight 608 is coupled to 
the support stand 610 to pull the support stand toWards the 
faceplate 604 via a steel Wire 620 and a series of pulleys 622 
on the faceplate 604. More speci?cally, as gravity pulls the 
Weight 608 doWnWard, the steel Wire 620 and series of pulleys 
622 transfers the force on the Weight to the support stand 610, 
thereby pulling the support stand 610 toWards the faceplate 
604. In one implementation, the Weight is equal to approxi 
mately 1.6 kg. HoWever in other implementations, devices 
other than Weights may be used to simulate the clinically 
appropriate force betWeen the facemask 618 and the model 
face 618. 
As shoWn in FIGS. 6 and 7, the spacer 614 is typically 

positioned betWeen the faceplate 604 and the support stand 
610 to assist in directing the facemask 618 toWards the model 
face 616. 

FIGS. 8 through 17 illustrate components of one imple 
mentation of a testing cradle such as those shoWn in FIGS. 6 
and 7, dimensioned in millimeters. 

FIG. 18 is a How chart of a method for evaluating the 
medication delivery from VHCs With a facemask and a model 
face. Generally, the method 800 begins at step 1802 With a 
model of a face being mounted to a test cradle. When the 
model of the face is mounted to the test cradle, an induction 
port Is coupled With a mouth opening of the face at step 1804. 

At step 1806, the facemask is mounted on the test cradle, 
and at step 1808, the horiZontal, vertical, and/or angular posi 
tion of the model face With respect to the faceplate may be 
adjusted so that the facemask properly engages the model 
face When the test cradle pivots toWards the faceplate. At step 
1810, the Weight of the test cradle is engaged to create a 
clinically appropriate force betWeen the facemask and the 
model of the face. 

At step 1812, a seal betWeen the facemask and the model of 
the face is tested. In one implementation, the seal betWeen the 
facemask and the model of the face is tested by creating a 
vacuum to simulate an inhalation at the mouth opening of the 
model face. The How rate of gases or particulates entering the 
facemask and leaving the mouth opening is then measured, 
and based on the difference in How rates, a quality of the seal 
can be determined. It Will be appreciated that the closer a 
difference in a How rate of gases or particulates entering the 
facemask and a How rate of gases or particulates leaving the 
mouth opening is to Zero, the better the seal betWeen the 
facemask and the model of the face. At step 1814, the hori 
Zontal, vertical, and/or angular position of the model face 
With respect to the faceplate may be adjusted based on the 
determined quality of the seal betWeen the facemask and the 
model of the face. 

At step 1816, the medication delivery from VHCs is evalu 
ated. In one implementation, the medication delivery from 
VHCs is evaluated by injecting an amount of aerosoliZed 
medicine into the facemask, and measuring the total amount 
of aerosoliZed medicine received at the mouth opening of the 
model face. In another implementation, the medication deliv 
ery from VHCs is evaluated as before, but With the aerosol 
transferred from the lips of the model face to a multi-stage 






