FIG. 2

Abstract: An ophthalmic surgical apparatus for use with an eye including a tube adapted to be in fluid communication with the eye, a pressure sensor adapted to measure an intraocular pressure value of the eye, a fluid reservoir comprising a moveable wall, the fluid reservoir adapted to be in fluid communication with the eye through the tube, and at least one processor coupled to the pressure sensor to receive the measured intraocular pressure value, the at least one processor operable to position the moveable wall in response to a difference between the measured intraocular pressure value and a target intraocular pressure value.

Title: OPHTHALMIC SURGICAL SYSTEMS HAVING INTRAOCULAR PRESSURE STABILIZING APPARATUS

Inventors: Clayton, J; Lomb, R; ROSENSHEIN, Joseph, S.


(12) INTERNATIONAL APPLICATION PUBLISHED UNDER THE PATENT COOPERATION TREATY (PCT)
(19) World Intellectual Property Organization
International Bureau
(43) International Publication Date
5 July 2012 (05.07.2012)
(10) International Publication Number
WO 2012/092018 A1

(51) International Patent Classification:
A61F 9/007 (2006.01)
(21) International Application Number:
PCT/US201 1/0661 15
(22) International Filing Date:
20 December 2011 (20.12.2011)
(25) Filing Language:
English
(26) Publication Language:
English
(30) Priority Data:
13/33 1,194 20 December 2011 (20.12.2011) US
(72) Inventors; and

(54) Title: OPHTHALMIC SURGICAL SYSTEMS HAVING INTRAOCULAR PRESSURE STABILIZING APPARATUS

(57) Abstract: ...
Declarations under Rule 4.17:

— as to applicant's entitlement to apply for and be granted a patent (Rule 4.17(H))

Published:

— with international search report (Art. 21(3))
Field of Invention

The present invention relates to ophthalmic surgical systems, and more particularly to ophthalmic surgical systems having intraocular pressure (IOP) stabilizing apparatus.

Background of the Invention

The lens of a human eye may develop a cataractous condition which affects a patient's vision. Cataractous lenses may be fragmented and removed using a surgical apparatus in a procedure commonly referred to as a lensectomy. Lens fragmentation can be achieved using ultrasound in a phacoemulsification lensectomy (also referred to simply as "phaco"), laser lensectomy or other procedures. Removal of a fragmented lens is typically performed using one or more hand pieces which perform irrigation and/or aspiration. In FIG. 1, a hand piece 12 is shown that has a tip 14 that is inserted through an incision in the cornea 16 for performing irrigation and aspiration. Such a hand piece is typically connected to a surgical console 20 which allows a surgical staff member to control irrigation and aspiration as well as various other parameters of the surgical system 10 such as those related to ultrasound or laser performance.

The broken lens is removed through an aspiration line 40 that is coupled between the hand piece and a vacuum source 46. The distal end of the tip has an opening that is in fluid communication with the aspiration line. The distal end of the tip also typically has a sleeve which has an opening in fluid communication with an irrigation line 28. The irrigation line is typically connected to an irrigation source 30 that can provide irrigation fluid to the surgical site.

The lens pieces and irrigation fluid are drawn into the aspiration line through the opening of the tip. When performing an irrigation and aspiration procedure, it is typically desirable to maintain a suitable, positive intraocular pressure (IOP) within the eye. Insufficient or elevated intraoperative IOP may increase the incidence of complications during surgery and may also affect the incidence of postoperative complications.
The fluctuations in pressure during surgery have many causes. Surgical tool
manipulation can cause large pressure increases with long durations. Occlusion of
aspiration tools and post occlusion surges can cause significant pressure spikes that have
rise times in the millisecond range. Clearance of these same occlusions can cause
pressure dips that may lead to momentary chamber collapse and rupture of the posterior
chamber capsule, resulting in a need for additional surgery.

Summary
Aspects of the present invention are directed to an ophthalmic surgical apparatus
for use with an eye, comprising a tube adapted to be in fluid communication with the eye,
a pressure sensor adapted to measure an intraocular pressure value of the eye, a fluid
reservoir comprising a moveable wall, the fluid reservoir adapted to be in fluid
communication with the eye through the tube, and at least one processor coupled to the
pressure sensor to receive the measured intraocular pressure value, the at least one
processor operable to position the moveable wall in response to a difference between the
measured intraocular pressure value and a target intraocular pressure value.

In some embodiments, the apparatus further comprises a fluid source adapted to
provide fluid to the eye through the tube. In some embodiments, the apparatus further
comprises a vacuum source adapted to draw fluid from the eye through the tube.

The pressure sensor may be disposed within the tube. The pressure sensor may
be a dual sensor, non-invasive pressure sensor.

In some embodiments, the moveable wall comprises a flexible membrane. In some
embodiments, the moveable wall constitutes a wall of an accordion-shaped
container.

The apparatus may comprise a pump fluidly coupled between the fluid source and
the reservoir.

The apparatus may further comprise a voice coil, wherein the at least one
processor is operable to position the moveable wall using the voice coil. In some
embodiments, the apparatus further comprises a stepper motor, wherein the at least one
processor is operable to position the moveable wall using the stepper motor.
The apparatus may further comprise a second tube adapted to be in fluid communication with the eye, a vacuum source adapted to draw fluid from the eye through the second tube, a second fluid reservoir comprising a second moveable wall, the second fluid reservoir adapted to be in fluid communication with the eye through the second tube, and the at least one processor coupled to the pressure sensor to receive the measured intraocular pressure value, the processor operable to position the second moveable wall in response to the difference between the measured intraocular pressure value and the target intraocular pressure value.

Brief Description of the Drawings

Illustrative, non-limiting embodiments of the present invention will be described by way of example with reference to the accompanying drawings, in which the same reference number is used to designate the same or similar components in different figures, and in which:

FIG. 1 is a partial schematic illustration of a conventional, surgical apparatus including an irrigation line and an aspiration line;

FIG. 2 is partial schematic illustration of an example of a surgical apparatus according to aspects of the present invention comprising an irrigation line providing pressure stabilization;

FIGs. 3A - 3C are schematic illustrations of examples of actuation devices suitable for use in providing pressure stabilization according to aspects of the present invention; and

FIG. 4 is a partial schematic illustration of another example of a surgical apparatus according to aspects of the present invention comprising an irrigation line providing pressure stabilization and an aspiration line providing pressure stabilization.

Detailed Description

FIG. 2 is a partial schematic illustration of an example of a surgical apparatus 100 according to aspects of the present invention comprising an irrigation system 102 providing pressure stabilization. System 102 comprises irrigation tube 110, a pressure sensor 120, a fluid reservoir 130, and a processor 140 for processing IOP information.
Irrigation tube 110 is adapted to be in fluid communication with the eye E. The tube is connected between a fluid source 150 (e.g., a bottle or other container of buffered saline solution) and eye E. The tube is sized and shaped to provide suitable fluid flow and fluid pressure in the eye. In the illustrated embodiment, the irrigation tube is adapted to be in fluid communication with the eye through a handle piece 160.

Pressure sensor 120 is adapted to measure an intraocular pressure value the eye E. Any suitable pressure sensor capable of providing the processor with an IOP value may be used. In some embodiments, the pressure sensor is disposed in the fluid path of the irrigation system. It will be appreciated that it is generally advantageous that a sensor in the fluid path be located proximate the eye, so that the measured value accurately represents the IOP. For example, the sensor may be disposed in handle piece 160. A sensor to be placed in the fluid path may, for example, be a non-invasive, dual transducer device as described in U.S. Patent No. 5,865,764, to Moorehead, titled DEVICE AND METHOD FOR NONINVASIVE MEASUREMENT OF INTERNAL PRESSURE WITHIN BODY CAVITIES, issued February 2, 1999, the substance of which is hereby incorporated by reference.

Fluid reservoir 130 is in fluid communication with the irrigation tube and comprises a moveable wall 132. The reservoir contains a biocompatible liquid such as buffered saline solution that is present in the fluid source. The reservoir contributes to a baseline fluid pressure in eye E when the diaphragm is stationary for a sufficient time to attain an ambient pressure. However, according to aspects of the present invention, actuator 134 moves the movable wall to modify the pressure in the eye in response to IOP values measured by sensor 120 during eye surgery. It will be appreciated that, in addition to the moveable wall, the remainder of the reservoir is sufficiently rigid such that a pressure change in the eye can be attained in response to movement of the moveable wall. For example, the moveable wall may comprise a flexible diaphragm in an otherwise rigid container or may comprise an accordion-shaped container where opposing walls are moved relative to one another.

Processor 140 is coupled to pressure sensor 120 to receive the measured intraocular pressure value. The processor is operable to position moveable wall 132 in response to a difference between the measured intraocular pressure value and a target
intraocular pressure value. Although in the illustrated embodiment the processor is shown as comprising a system processor 144 (e.g., a processor in a conventional surgical console (e.g., for receiving using inputs such as pump speed), such as the processor in the Stellaris®, available from Bausch and Lomb Incorporated, Rochester, NY) and a chamber stability processor 142 (e.g, a processor capable of providing signals to and from sensor, processor, and actuator in the manner set forth herein), any suitable processor or processors may be used to receive and send signals to each of relevant components.

In some embodiments, a variable-speed infusion pump 180 is fluidly coupled between fluid source and reservoir. The pump operates to inject fluid into the reservoir between actuation events to return the diaphragm to a nominal position thereby increasing response rate of the system and permitting greater precision in the response that occurs when pressure is adjusted.

Although the illustrated embodiment of a pressure stabilizer is shown in conjunction with an irrigation system, it will be appreciated that the pressure stabilizer can be implemented in an aspiration system, for example, as shown in FIG. 4 below. It will also be appreciated that, although the irrigation tube is adapted to be in fluid communication with the eye through a hand piece, the tube can be connected to another instrument (not shown) which in turn is in fluid communication with an eye or the tube can be configured to be inserted directly into an eye. It will also be appreciated that a pressure stabilizer as described herein can be used in apparatus to perform anterior segment surgery (e.g., cataract surgery) or posterior segment surgery (e.g., vitreoretinal surgery).

In use during surgery, apparatus 100 provides irrigation to an eye from fluid source 150 in a conventional manner while measuring IOP using sensor 120. Upon measurement of a pressure that is outside of a range, processor 140 causes actuation device 134 to move a wall of reservoir 130. In response to a measured pressure that is too low, the wall is moved inward. Because the fluid in the reservoir is incompressible the fluid flows into tube 110 and then into the eye, thereby providing a compensatory increase in IOP. It will be appreciated that pump 180 can operate to prevent all flow between the reservoir and the fluid source; and in embodiments where the pump is omitted a valve (not shown) (e.g., under control of processor 140) can be provided
between reservoir 130 and fluid source 150 to control flow between the reservoir and the source. In response to a measured pressure that is too high, the wall is moved outward drawing fluid form the eye, thereby providing a compensatory decrease in IOP. It will be appreciated that pump 180 or the valve can be operated to prevent flow from coming from the fluid source.

FIGs. 3A-3C are schematic illustrations of examples of actuation devices 310, 330, 350 suitable for use in pressure stabilizers according to aspects of the present invention. Each actuation device comprises a movement mechanism for moving movable wall 132. In FIG. 3A, the actuation device is embodied as a voice coil 312. In FIG. 3B, the actuation device is embodied as a stepper motor 332 on a lead screw 334. In FIG. 3C, the actuation device is embodied as a stepper motor 352 on a cam.

FIG. 4 is partial schematic illustration of an example of a surgical apparatus according to aspects of the present invention comprising an irrigation system providing pressure stabilization and an aspiration system providing pressure stabilization.

Surgical apparatus 400 comprises an irrigation system 102 as described above with reference to FIG. 2 and an aspiration system 402 providing pressure stabilization. System 402 comprises aspiration tube 410, a pressure sensor 420, a fluid reservoir 430, a vacuum source 450, and a processor 440 (comprising vacuum processor 442 and, in part, system processor 444) for processing IOP information. In the illustrated embodiment, processor 444 receives and/or processes aspiration information and irrigation information (e.g., user inputs related to the speed of pumps 480 and 180); however separate aspiration and irrigation system processors could be used. To process irrigation information, processor 444 operates with processor 442 in the manner of processor 144 as described above.

Aspiration tube 410 is adapted to be in fluid communication with the eye E. The tube is connected between vacuum source 450 and eye E. The tube is sized and shaped to provide a suitable fluid flow and fluid pressure in the eye. In the illustrated embodiment, the aspiration line is adapted to be in fluid communication with the eye through a hand piece 460. Although the aspiration and irrigation tubes are shown as extending through separate hand pieces, in some embodiments both tubes extend through a common handpiece.
Pressure sensor 120 is adapted to measure an intraocular pressure value of eye E as described above. Although the pressure sensor is shown as positioned to determine IOP using irrigation fluid in an irrigation tube, in other embodiments, a pressure sensor can be positioned to determine IOP using aspiration fluid in an aspiration tube. It will be appreciated that using irrigation flow may be advantageous since the aspiration tube may be occluded during removal of a cataract.

Fluid reservoir 430 is in fluid communication with the aspiration tube and comprises a moveable wall 432. The reservoir contributes to a baseline fluid pressure in eye E when the diaphragm is stationary for a sufficient time to attain an ambient pressure. However, according to aspects of the present invention, actuator 434 moves the moveable wall to modify the pressure in the eye in response to IOP values measured by sensor 420 during eye surgery. Similar to fluid reservoir 130 described above, in addition to the moveable wall, the remainder of reservoir 430 is sufficiently rigid such that a pressure change in the eye can be attained in response to movement of the moveable wall. The moveable wall 432 may comprise a flexible diaphragm.

Processor 440 is coupled to pressure sensor 420 to receive the measured intraocular pressure value. The processor is operable to position moveable wall 432 in response to a difference between the measured intraocular pressure value and a target intraocular pressure value. Although in the illustrated embodiment the processor is shown as comprising a system processor 444 (e.g., a processor in a conventional surgical console, such as the processor in the Stellaris, available from Bausch and Lomb Incorporated, Rochester, NY) and a chamber stability processor 442 (e.g., a processor capable of providing signals to and from sensor 120 and actuator 434 in the manner set forth herein), any suitable processor or processors may be used to receive and send signals to each of the relevant components.

Vacuum pump 480 is fluidly coupled between vacuum cassette 450 and reservoir 430. The pump operates to draw fluid from the eye to cassette 450 in a conventional manner.

In use during surgery, apparatus 400 provides irrigation to an eye the manner described above with reference to FIG. 2 while measuring IOP using sensor 120 and responding when necessary by moving a wall of reservoir 130.
Also during surgery, apparatus 400 aspirates the eye in a conventional manner while IOP is measured using sensor 120. Upon measurement of a pressure that is outside of a range, processor 440 causes actuation device 434 to move a wall of reservoir 430. In response to a measured pressure that is too low, the wall is moved inward. Because the fluid in the reservoir is incompressible, the fluid flows into tube 410 and toward the eye, thereby providing a compensatory increase in IOP. In addition, following release of an occlusion, fluid is provided into the aspiration line toward the pump thereby preventing severe negative pressure from building up in the aspiration line, thereby helping to alleviate what is commonly referred to as post occlusion surge. In response to a measured pressure that is too high, the wall is moved outward drawing fluid form the eye, thereby providing a compensatory decrease in IOP.

It will be appreciated that, although the aspiration line is adapted to be in fluid communication with the eye through a hand piece, the tube can be connected to another instrument (not shown) which in turn is in fluid communication with an eye or the tube can be configured to be inserted directly into an eye.

Having thus described the inventive concepts and a number of exemplary embodiments, it will be apparent to those skilled in the art that the invention may be implemented in various ways, and that modifications and improvements will readily occur to such persons. Thus, the embodiments are not intended to be limiting and presented by way of example only. The invention is limited only as required by the following claims and equivalents thereto.

What is claimed is:
Claims
1. An ophthalmic surgical apparatus for use with an eye, comprising:
   a tube adapted to be in fluid communication with the eye;
   a pressure sensor adapted to measure an intraocular pressure value of the eye;
   a fluid reservoir comprising a moveable wall, the fluid reservoir adapted to be in fluid communication with the eye through the tube; and
   at least one processor coupled to the pressure sensor to receive the measured intraocular pressure value, the at least one processor operable to position the moveable wall in response to a difference between the measured intraocular pressure value and a target intraocular pressure value.

2. The apparatus of claim 1, further comprising a fluid source adapted to provide fluid to the eye through the tube.

3. The apparatus of claim 1, further comprising a vacuum source adapted to draw fluid from the eye through the tube.

4. The apparatus of claim 1, wherein the pressure sensor is disposed within the tube.

5. The apparatus of claim 4, wherein the pressure sensor is a dual sensor, non-invasive pressure sensor.

6. The apparatus of claim 1, wherein the moveable wall comprises a flexible membrane.

7. The apparatus of claim 1, wherein the moveable wall constitutes a wall of an accordion-shaped container.

8. The apparatus of claim 2, further comprising a pump fluidly coupled between the fluid source and the reservoir.
9. The apparatus of claim 1, further comprises a voice coil, wherein the at least one processor is operable to position the moveable wall using the voice coil.

10. The apparatus of claim 1, further comprises a stepper motor, wherein the at least one processor is operable to position the moveable wall using the stepper motor.

11. The apparatus of claim 2, further comprising:
   a second tube adapted to be in fluid communication with the eye;
   a vacuum source adapted to draw fluid from the eye through the second tube;
   a second fluid reservoir comprising a second moveable wall, the second fluid reservoir adapted to be in fluid communication with the eye through the second tube; and
   the at least one processor coupled to the pressure sensor to receive the measured intraocular pressure value, the processor operable to position the second moveable wall in response to the difference between the measured intraocular pressure value and the target intraocular pressure value.
**INTERNATIONAL SEARCH REPORT**

**International application No**

PCT/US2011/066115

A. **CLASSIFICATION OF SUBJECT MATTER**

INV. A61F9/0G7

ADD.

According to International Patent Classification (IPC) or to both national classification and IPC

B. **FIELDS SEARCHED**

Minimum documentation searched (classification system followed by classification symbols)

A61F A61B A61M

Documentation searched other than minimum documentation to the extent that such documents are included in the fields searched

Electronic data base consulted during the international search (name of data base and, where practical, search terms used)

EPO-Internal, WPI Data

C. **DOCUMENTS CONSIDERED TO BE RELEVANT**

<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>X</td>
<td>GB 2 465 479 A (SURGICAL EDGE SYSTEMS LTD [GB]) 26 May 2010 (2010-05-26) page 1, line 35 - page 3, line 35 page 4, line 28 - page 5, line 2 page 11, line 14 - page 12, line 25 page 18, line 6 - line 9</td>
<td>1-11</td>
</tr>
</tbody>
</table>

Further documents are listed in the continuation of Box C. 

See patent family annex.

* Special categories of cited documents :

- **A** - document defining the general state of the art which is not considered to be of particular relevance
- **E** - earlier document but published on or after the international filing date
- **L** - document which may throw doubts on priority or claims or which is cited to establish the publication date of another citation or other special reason (as specified)
- **O** - document referring to an oral disclosure, use, exhibition or other means
- **P** - document published prior to the international filing date but later than the priority date claimed
- **T** - later document published after the international filing date or priority date and not in conflict with the application but cited to understand the principle or theory underlying the invention
- **X** - document of particular relevance; the claimed invention cannot be considered novel or cannot be considered to involve an inventive step when the document is taken alone
- **Y** - document of particular relevance; the claimed invention cannot be considered to involve an inventive step when the document is combined with one or more other such documents, such combination being obvious to a person skilled in the art.
- **A** - document member of the same patent family

Date of the actual completion of the international search: 23 March 2012

Date of mailing of the international search report: 03/04/2012

Name and mailing address of the ISA/European Patent Office, P.B. 5818 Patentlaan 2 NL - 2280 HV Rijswijk, Tel. (+31-70) 340-2040, Fax: (+31-70) 340-3016

Authorized officer: Buchler Costa, Joana
### INTERNATIONAL SEARCH REPORT

Information on patent family members

<table>
<thead>
<tr>
<th>Patent document cited in search report</th>
<th>Publication date</th>
<th>Patent family member(s)</th>
<th>Publication date</th>
</tr>
</thead>
<tbody>
<tr>
<td>GB 2465479</td>
<td>26-05-2010</td>
<td>EP 2379025 A2</td>
<td>26-10-2011</td>
</tr>
<tr>
<td></td>
<td></td>
<td>GB 2465479 A</td>
<td>26-05-2010</td>
</tr>
<tr>
<td></td>
<td></td>
<td>US 2011282273 A</td>
<td>17-11-2011</td>
</tr>
<tr>
<td></td>
<td></td>
<td>WO 2010058216 A2</td>
<td>27-05-2010</td>
</tr>
<tr>
<td></td>
<td></td>
<td>US 5433701 A</td>
<td>18-07-1995</td>
</tr>
<tr>
<td></td>
<td></td>
<td>WO 9619249 A</td>
<td>27-06-1996</td>
</tr>
<tr>
<td></td>
<td></td>
<td>WO 2009017921 A</td>
<td>05-02-2009</td>
</tr>
</tbody>
</table>

Form PCT/WO211 (patent family annex) (April 2003)