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SYSTEMS AND METHODS FOR MEASURING 
PULSE WAVEVELOCITY WITH AN 

INTRAVASCULAR DEVICE 

CROSS REFERENCE TO RELATED 
APPLICATIONS 

This application is a continuation of U.S. patent applica 
tion Ser. No. 10/924,428, filed Aug. 23, 2004, the entire 
contents of which are incorporated herein by reference. 

FIELD OF THE INVENTION 

The systems and methods relate generally to measuring the 
Velocity of pulse waves within a body lumen using an intra 
vascular device. 

BACKGROUND INFORMATION 

Pulse wave velocity refers to the speed of propagation of 
mechanical waves that travel along the length of a blood 
vessel. One common example is a cardiac pulse wave gener 
ated by the contractions of the heart. If one were to take the 
pulse of a Subject at two well separated locations along the 
same vessel, there would be a noticeable time delay. This 
delay results from the amount of time necessary for the car 
diac pulse wave to travel the distance between the two loca 
tions. 

It is well known that the speed of a mechanical wave is 
dependent on the physical properties of the medium Support 
ing the wave. It has also been realized that pulse wave velocity 
can vary from point-to-point along a body lumen, such as a 
blood vessel and the like. It has been proposed that the varia 
tion of pulse wave velocity along the length of a blood vessel 
wall can be used to characterize the blood vessel and serve as 
an indicator of blood vessel health. Changes in vessel pathol 
ogy can alter the mechanical properties effecting the velocity 
of the wave. For instance, variations in stiffness along the 
length of a vessel could cause changes in Velocity. In the case 
of a cardiac pulse wave, the velocity of the wave can be 
dependent on the elastic characteristics of the blood vessel 
wall and Surrounding tissue as well as the compressibility of 
the blood. Currently, however, intravascular diagnostic sys 
tems and techniques are not capable of measuring pulse wave 
velocity within a blood vessel. 

Accordingly, systems and methods for measuring pulse 
wave velocity within a blood vessel with an intravascular 
device are needed. 

SUMMARY 

The systems and methods provided herein allow for the 
measurement of the velocity of a pulse wave within a body 
lumen using an intravascular device. In one exemplary 
embodiment, a medical system is provided having an elon 
gate medical device configured for insertion into a body 
lumen of a living being. The elongate device includes a data 
collection device configured to collect data on the pulse wave 
within the body lumen and output the data to a velocity 
measurement system. The Velocity measurement system is 
communicatively coupled with the data collection device and 
configured to control the data collection device and calculate 
the velocity of the pulse wave within the body lumen based on 
the pulse wave data collected by the data collection device. 

Also provided is a method of measuring the velocity of the 
pulse wave within a body lumen. One example of the method 
includes collecting pulse wave data with an elongate medical 
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2 
device at a first location within a body lumen, collecting pulse 
wave data with the elongate medical device at a second loca 
tion within the body lumen and calculating the velocity of the 
pulse wave in the region between the two locations with the 
pulse wave data collected at the two locations. 
The systems and methods provided hereincan be used with 

any measurement method including, but not limited to, imag 
ing-based methods, sensor-based methods and the like. In one 
example of Velocity measurement using an imaging-based 
method, the data collection device is an imaging device and 
the pulse wave data collected at the first and second locations 
includes image data of the inner wall of the body lumen. The 
Velocity measurement system can analyze the image data to 
determine the temporal variation of the size of the lumen wall 
at the first and second locations and calculate the velocity of 
the pulse wave based on the temporal variation of the lumen 
wall. 

In an example of Velocity measurement using a sensor 
based method, the data collection device can be a pressure or 
displacement sensor and the pulse wave data collected at the 
first and second locations includes pressure data. The Velocity 
measurement system can analyze the pressure data and cal 
culate the velocity of the pulse wave based on the temporal 
variation of the pressure within the lumen. 

Other systems, methods, features and advantages of the 
invention will be or will become apparent to one with skill in 
the art upon examination of the following figures and detailed 
description. It is intended that all Such additional systems, 
methods, features and advantages be included within this 
description, be within the scope of the invention, and be 
protected by the accompanying claims. It is also intended that 
the invention is not limited to require the details of the 
example embodiments. 

BRIEF DESCRIPTION OF THE FIGURES 

The details of the invention, including fabrication, struc 
ture and operation, may be gleaned in part by study of the 
accompanying figures, in which like reference numerals refer 
to like segments. 

FIG. 1 depicts a schematic view of an exemplary embodi 
ment of medical system for measuring pulse wave Velocity. 

FIG. 2 depicts a schematic view of an exemplary embodi 
ment of an elongate medical device positioned within a blood 
vessel. 

FIG. 3 depicts a plot of an example heart monitor output 
signal. 

FIGS. 4A-D depict example images of a blood vessel dur 
ing passage of a pulse Wave. 

FIG. 5 depicts a flow chart of an example method of mea 
Suring pulse wave Velocity with an imaging-based method. 

FIG. 6A depicts a schematic view of another exemplary 
embodiment of an elongate medical device. 

FIG. 6B depicts a schematic view of another exemplary 
embodiment of an elongate medical device. 

FIG. 7 depicts a plot of another example heart monitor 
output signal. 

FIG. 8 depicts a flow chart of an example method of mea 
Suring pulse wave Velocity with an sensor-based method. 
FIG.9 depicts a flow chart of another example method of 

measuring pulse wave Velocity. 

DETAILED DESCRIPTION 

The systems and methods described herein allow pulse 
wave Velocity measurement with an intravascular device. A 
medical system is provided that includes a Velocity measure 
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ment system and an elongate medical device insertable into 
the body lumen of a subject. The elongate medical device is 
configured to collect data that can be used by the velocity 
measurement system to calculate the Velocity of any pulse 
waves propagating within the lumen. Methods of measuring 
the pulse wave velocity with the medical system are also 
provided. This velocity measurement can be used in a diag 
nosis of the vessel health or to otherwise characterize the 
blood vessel tissue. 

FIG. 1 depicts an exemplary embodiment of medical sys 
tem 100 including velocity measurement system 102 and 
elongate medical device 104, having distal end 112 and proxi 
mal end 114. Proximal end 114 is coupled to velocity mea 
surement system 102 via coupler 108. Elongate medical 
device 104 can be any device configured for insertion into a 
blood vessel of a living being, Such as a catheter, endoscope or 
the like. To facilitate the description of medical system 100, 
elongate medical device 104 will be described as a catheter; 
however, this is merely to facilitate the discussion and is not 
intended to limit device 104 to any one configuration. Medi 
cal system 100 can also optionally include a reference source 
110, the use of which will be described in more detail below. 

Medical system 100 is preferably configured to measure 
the Velocity of the pulse wave across a desired segment of a 
body lumen. To make a velocity measurement, distal end 112 
of catheter 104 is inserted into proximity with the desired 
segment of the body lumen. Catheter 104 includes one or 
more data collection devices 106 to collect pulse wave data at 
any point along the body lumen. This data is transferred to 
Velocity measurement system 102 for processing. To calcu 
late the velocity over the desired lumen segment, data is 
preferably collected at two separate locations at opposite ends 
of the desired segment, although data can be collected in only 
one location or any number of additional locations, depend 
ing on the Velocity measurement method used or the needs of 
the application. Velocity measurement system 102 can then 
use the collected data to calculate the velocity of the pulse 
wave propagating between the two locations. 
Any desired method of pulse wave Velocity measurement 

can be used with medical system 100. Several exemplary 
methods, referred to as imaging-based and sensor-based 
methods, will be discussed herein; however, it should be 
noted that medical system 100 is not limited to such. In one 
example of an imaging-based method, images of two or more 
locations within a blood vessel are taken at known points in 
time. The images are then examined to determine at what time 
the pulse wave passes each location. The difference in time 
can then be used to calculate the velocity of the wave between 
the two locations. FIG. 2 depicts one exemplary embodiment 
of medical system 100 configured for use in an imaging 
based method of velocity measurement. 

In this embodiment, catheter 104 includes elongate tubular 
member 204 having inner lumen 205. A central core 206 is 
located within lumen 205 and can be moved, or slid, distally 
and proximally within the elongate member 204 as desired. 
Any imaging technique can be used in the imaging-based 
method, including ultrasound and optical techniques. 
Accordingly, data collection device 106 can be a rotating 
ultrasound transducer, an array of transducers, an optical 
imager or the like depending on the chosen imaging tech 
nique. Imaging device 106 is located on the distal end of a 
central core 206 and communicatively coupled with velocity 
measurement system 102, for instance via a transmission 
cable (not shown) located within central core 206. Velocity 
measurement system 102 preferably includes control hard 
ware and/or Software for controlling imaging device 106. 
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4 
FIG. 2 depicts catheter 104 within body lumen 200 during 

propagation of cardiac pulse wave 201 in downstream direc 
tion 202. Pulse wave 201 is represented by the outwards 
displacement 212 of walls 214. Body lumen 200 can be any 
type of blood vessel Such as an artery, vein, Venule and the 
like. In this embodiment, system 100 is being used to measure 
the velocity over region 220 between locations 210 and 211. 
At each location 210 and 211, imaging device 106 is prefer 
ably configured to image a cross-section 208 of vessel 200 to 
provide a 360 degree circumferential image of vessel wall 
214. A smaller cross-section of vessel wall 214 less than 360 
degrees can be used so long as the passage 6 of pulse wave 201 
can still be detected. The image data collected from locations 
210 and 211 can then be transferred to velocity measurement 
system 102, which is configured to process the data and 
calculate the resulting pulse wave Velocity. 
As mentioned above, medical system 100 can also include 

reference source 100. Reference source 110 is preferably 
used as a reference for triggering data collection with imaging 
device 106. When measuring the velocity of cardiac pulse 
wave 201, reference source 110 is preferably a heart monitor 
such as an electrocardiogram (EKG) or the like. Heart moni 
tor 110 is attached to the subject and used to monitor heart 
activity during the procedure. Heart monitor 110 is preferably 
communicatively coupled with Velocity measurement system 
102 such that velocity measurement system 102 can activate 
imaging device 106 when a heartbeat occurs. 

FIG. 3 depicts an exemplary heart monitor signal 302 
showing the electrical potential of the heart over time during 
a cardiac cycle. Specifically, heart monitor signal 302 
includes P wave 310, QRS complex 312, T wave 314 and U 
wave 316. Also shown are the times 303 at which imaging 
device 106 images blood vessel 200: The heart monitor signal 
302 is preferably output to velocity measurement system 102 
which activates imaging device 106 to image vessel 200. The 
heart reaches its peak potential at time To, which corresponds 
to the creation of pulse wave 201 by the cardiac contraction. 
Depending on the location of region 220 within the subjects 
body, a lag time will exist between the creation of the pulse 
wave and the passage of the pulse wave through region 220. 
To ensure vessel 200 is being imaged when pulse wave 201 
arrives, a sequence 304 of images is collected over a suffi 
ciently long period of time beginning at a predetermined 
trigger point 311. Trigger point 311 can be any point on heart 
monitor output 302. For instance, in this embodiment trigger 
point 311 is the peak potential of heart monitor output 302 
occurring at time To during QRS segment 312. Once trigger 
point 311 is detected, velocity measurement system 102 
begins activating imaging device 106 for period of time Suf 
ficient to image the passage of pulse wave 201. 
The period of time and the rate at which images are taken 

can be adjusted as desired. In one embodiment, imaging 
device 106 operates at a rate of 30 cross-sectional images per 
second with a sequence length of 100 images, resulting in one 
image every 0.0333 seconds. This rate is intended only as an 
example and, in fact, any sufficient rate can be used. Also, the 
rate can be variable so that relatively more images are taken 
during the time when pulse wave 201 is expected to pass. One 
of skill in the art will recognize a vast number of variation in 
data collection methods exist and, accordingly, the systems 
and methods described herein are not limited to any one 
method. 

Preferably, the image data is processed by the velocity 
measurement system 102 to form images capable of display 
so that the user can view region 220. For instance, in an 
exemplary embodiment using ultrasound imaging, trans 
ducer 106 outputs a signal to Velocity measurement system 
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102 corresponding to the echo response of the vessel 200. 
Velocity measurement system 102 preferably includes an 
imaging system capable of processing the image data into a 
format suitable for display. FIGS. 4A-D are exemplary cross 
sectional images 401–404 of vessel 200 created from image 
data taken by imaging device 106 during an image collection 
sequence. In this embodiment, imaging device 106 is a rota 
tional ultrasound transducer and images 401–404 are ultra 
Sound images. 
The images 401–404 depicted in FIGS. 4A-D represent a 

Sub-sequence of images selected from the overall image 
sequence 304. These images 401–404 demonstrate the dis 
placement of vessel wall 214 caused by the passage of pulse 
wave 201 past first location 210. Using the example imaging 
sequence discussed with regard to FIG.3, image 401 depicted 
in FIG. 4A is representative of the 11th image in a one hun 
dred image sequence, while image 402 depicted in FIG. 4B is 
representative of the 12th image, image 403 depicted in FIG. 
4C is representative of the 13th image and image 404 depicted 
in FIG. 4D is representative of the 14th image. Each image 
401 depicts vessel border 406 formed by the intersection 
between vessel wall 214 and blood 203. Images 401-403 
depict the successive displacement of vessel border 406, with 
border 406 having the greatest size in image 403. Image 404 
depicts border 406 once again decreasing in size, which indi 
cates that pulse wave 201 peaked in image 403, or 0.433 
seconds after time To. 

Likewise, a similar analysis is performed at location 211 
where a sequence of images is taken at known points in time 
and those images are examined to determine at what point 
pulse wave 201 peaks. For example, location 211 can be 
located downstream from location 210 and pulse wave 201 
can peak in the 16th image taken within the image sequence, 
or 0.533 seconds after time To. This is 0.1 seconds after the 
time that pulse wave 201 passed location 210. Equation (1) 
below shows the well known relation between velocity (V), 
distance (D) and time (T). 

(1) 

If the distance separating locations 210 and 211 is one 
centimeter, the resulting velocity of wave 201 is calculated to 
be one meter per second (M/s). This is a simple but effective 
method of calculating pulse wave velocity. However, medical 
system 100 can be used with any desired velocity calculation 
method. For instance, an analysis of the temporal variation in 
size of border 406 at location 210 allows the determination of 
an associated Fourier spectrum. A similar analysis of border 
406 at location 211 allows a determination of the change in 
phase at each frequency, which translates into a Velocity 
measurement. Because pulse wave echoes and noise are typi 
cally present in vessel 200, calculation of the velocity at each 
frequency allows more reliable and accurate conclusions on 
the state of the vessel tissue to be made. 

The calculated pulse wave velocity in region 220 can then 
be used for any desired purpose. The pulse wave velocity can 
be used as a direct indicator of vessel pathology or to high 
light the vessel for further study or investigation. Also, the 
pulse wave Velocity can serve as an independent component 
in the space of all features used in tissue characterization. The 
pulse wave velocity can also be used to determine the value of 
Young's modulus for region 220 according to equations (2) or 
(3) below: 
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Eh (2) 
C 2Ro 

(3) Ei 

°o W2Re(1 - 2) 

where c is the wave velocity, E is Young’s modulus, his 
the thickness of the vessel wall 214, R is the radius of the 
vessel, p is the mass density of the blood 203 and V is Pois 
son's ratio. 

Velocity measurement system 102 is preferably configured 
to performany image analysis required by the application. In 
one embodiment, Velocity measurement system 102 includes 
an image analysis software application that can operate in 
conjunction with the imaging system. The image analysis 
Software can process the image data in any desired format and 
locate and analyze the change in border 406. One of skill in 
the art will recognize that numerous methods of image analy 
sis existand accordingly, Velocity measurement system 102 is 
not limited to any one method. Alternatively; the collected 
images 401 can be analyzed manually by an operator to 
determine which image 401 depicts the passage of wave 201. 
This image 401 can then be identified to the velocity mea 
surement system 102 for use in the velocity calculation. 
FIG.5 is a flow chart depicting one exemplary embodiment 

of an imaging-based velocity measurement method 500. At 
502, catheter 104 is navigated into proximity with the target 
segment 220 of vessel 200, i.e., the portion of vessel 200 to be 
characterized with a pulse wave Velocity measurement. Then, 
at 504, imaging device 106 is positioned in location 210 by 
sliding central core 206 in a proximal or distal direction as 
necessary. At 506, velocity measurement system 102 moni 
tors heart wave output 302 during a first cardiac cycle. At 508, 
system 102 checks for trigger point 311 during the first car 
diac cycle. If trigger point 311 has not occurred then system 
102 proceeds back to 506. If trigger point 311 has occurred, 
system 102 proceeds to 509 and activates imaging device 106 
to collect image sequence 304. Next, at 510, catheter 104 is 
advanced, if necessary, and imaging device 106 is positioned 
in location 211. At 512, velocity measurement system 102 
monitors heart wave output 302 during a Subsequent cardiac 
cycle. At 514, system 102 checks for trigger point 311 during 
the first cardiac cycle. If trigger point 311 has not occurred 
then system 102 proceeds back to 512. If trigger point 311 has 
occurred, system 102 proceeds to 515 and activates imaging 
device 106 to collect image sequence 304. Then, at 516, 
Velocity measurement system 102 analyzes the temporal 
variation of border 406 within the collected image sequences 
304. Finally, at 518, velocity measurement system 102 cal 
culates the velocity of pulse wave 201 over region 220 based 
on the temporal variation of border 406 at each location 210 
and 211. 

Velocity measurement system 102 can be configured to 
calculate the pulse wave velocity along a longitudinal axis of 
region 220, such as the central longitudinal axis of vessel 200. 
Alternatively, velocity measurement system 102 can be con 
figured to calculate the pulse wave Velocity along the circum 
ference of region 220. Velocity variations along the circum 
ference of region 220 can provide the user information on the 
various locations distributed radially around vessel 200. In all 
cases the Velocity calculations or measurements can be visu 
ally mapped to display to the user. 
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In method 500, the user collects image data at locations 210 
and 211 separately during different cardiac cycles. Thus, the 
Velocity calculation is based on measurements taken from 
separate pulse waves 201. To maintain consistent Velocity 
measurements, the Subject’s physiological and cardiac con 
dition should be kept relatively stable during method 500. A 
rapidly varying heart rate or blood pressure, for example, can 
alter the velocity of pulse wave 201 from one cardiac cycle to 
the next and introduce uncertainty into the collected data. 
Also, data can be collected in each location 210 and 211 over 
multiple cardiac cycles if desired. In one embodiment, the 
data is averaged together to form a baseline value at each 
location, while in another embodiment the data is compared 
to other physiological conditions of the Subject to determine 
the optimum data set(s) for use in the Velocity calculation. 

In the above embodiments, location 211 is downstream 
from location 210, and data is collected from location 211 
after location 210. It should be noted that the order in which 
the various locations are visited for collecting data can be 
varied and data can be collected from the downstream loca 
tion 211 prior to the upstream location 210. Furthermore, as 
one of skill in the art will readily recognize, data can be 
collected from any number of additional locations to measure 
the velocity in as many regions 220 of vessel 200 as desired. 

In order to allow the collection of data from multiple loca 
tions, catheter 104 can include more than one data collection 
devices 106. FIG. 6A depicts an exemplary embodiment of 
catheter 104 having two data collection devices 106. This 
embodiment can allow the collection of data at locations 210 
and 211 without the need to readjust the location of catheter 
104 or data collection devices 106. This embodiment can also 
allow data collection using the same pulse wave 201. Use of 
the same pulse wave 201 eliminates the risk of data corruption 
associated with variances in the physiological condition of 
the subject, as described above. Preferably, data collection 
devices 106 are separated by a known distance 602, although 
this distance is not required to be fixed. 
One of skill in the art will readily recognize that data 

collection devices 106 can be placed on separate telescoping 
sections of catheter 104 as depicted in FIG. 6B, to allow 
variation of the distance 602 between data collection devices 
106. In this embodiment, an outer elongate tubular section 
610 has an open distal end 612, through which an inner 
elongate section 614 can adjustably extend. Each section 
preferably has a data collection device 106 located thereon. 
The data collection device 106 located on outer elongate 
section 610 is preferably configured to allow for the telescop 
ing movement of inner elongate section 614. 
The embodiments depicted in FIGS. 6A-B can be used in 

with any data collection method, including imaging-based 
and sensor-based methods. With sensor-based method 700, 
each of the data collection devices 106 is preferably a pres 
Sure or displacement sensor configured to detect the passage 
of pulse wave 201. In one embodiment, each sensor 106 is 
preferably controlled by velocity measurement system 102. 
which instructs sensor 106 to measure the pressure within 
vessel 200 and output the results to Velocity measurement 
system 102, which records the measurement. Velocity mea 
surement system 102 can also record the time at which the 
measurement was taken, or system 102 can operate sensor 
106 to take a sequence of pressure measurements. 

FIG. 7 depicts exemplary heart monitor signal 302 includ 
ing P wave 310, QRS complex 312, T wave 314 and U wave 
316. Data sequence 702 is collected at upstream location 210 
and data sequence 703 is collected at downstream location 
211. The collection of data sequence 702 begins upon the 
occurrence of trigger point 311 at time To, while the collec 
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8 
tion of data sequence 703 is delayed by time period 706 until 
time T. The length of time period 706 is preferably chosen to 
compensate for the delay caused by the propagation of pulse 
wave 201 from location 210 to 211 and allow sequence 703 to 
occur over the time period when pulse wave 201 is most likely 
to pass. Each measurement 704 in sequences 702-703 can be 
taken at fixed or variable intervals. 

Velocity measurement system 102 can be configured to 
examine the pressure measurements from each location and 
calculate the velocity of wave 201 based on the time at which 
the peak pressure measurement is made at each location 210 
and 211 and the known distance 602 between sensors 106 
according to equation (1). It should be noted that the Velocity 
of pulse wave 201 can be calculated in any manner in accor 
dance with the needs of the application. For instance, Velocity 
measurement system 102 can be configured to analyze the 
temporal variation in blood pressure at each location 210 and 
211 and determine the associated Fourier spectrum. These 
spectrums can be used to determine the change in phase at 
each frequency, which translates into a Velocity measurement 
for each frequency. 

FIG. 8 depicts a flow chart of one example of a sensor 
based data collection method 800 performed with the 
embodiment of medical system 100 discussed with reference 
to FIG. 6A. At 802, catheter 104 is navigated into proximity 
with the target segment 220 of vessel 200. Then, at 804, 
sensors 106 are positioned in locations 210 and 211 by sliding 
central core 206 in a proximal or distal direction as necessary. 
At 806, velocity measurement system 102 monitors heart 
wave output 302. Next, at 808, system 102 checks for trigger 
point 311 in output 302. If trigger point 311 has not occurred, 
system 102 proceeds back to 806. If trigger point 311 has 
occurred, system 102 proceeds to 809 and activates sensor 
106 to collect blood pressure data sequences 702 and 703 at 
locations 210 and 211, respectively. Then, at 810, Velocity 
measurement system 102 analyzes the pressure measure 
ments throughout each sequence to locate the measurements 
corresponding to the passage of pulse wave 201 through each 
location 210 and 211. Finally, at 812, Velocity measurement 
system 102 calculates the velocity of pulse wave 201 over 
region 220 based on the collected measurements. 
FIG.9 depicts a flow chart of an example method 900 of 

measuring the pulse wave Velocity using an imaging-based 
method, where the data collection and velocity calculation 
steps are performed automatically. At 902, the user or opera 
tor inserts catheter 104 into blood vessel 200 and positions 
imaging device 106 in location 211, using either an external 
imaging technique Such as X-ray or fluoroscopy, or by using 
imaging device 106 itself. Next, at 904, the user inputs any 
program variables into Velocity measurement system 102. 
These variables are dependent on the needs of the application. 
For instance, the user can input the length of region 220, the 
length of data sequence 304 and the number of cardiac cycles 
during which medical system 100 will take velocity measure 
ments at each location 210 and 211. Then, at 906, the user 
initiates Velocity measurement routine in Velocity measure 
ment system 102. 
Once initiated, velocity measurement system 102 monitors 

heart monitor signal 102 at 908 and checks for trigger point 
311 at 909. If trigger point 311 has not occurred, then velocity 
measurement system 102 proceeds back to 908. If trigger 
point 311 has occurred, velocity measurement system 102 
activates imaging device 106 to collect image data sequence 
304 at 910. Then, at 911, velocity measurement system 102 
checks if data has been collected over the number of cardiac 
cycles input by the user. If not, Velocity measurement system 
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102 proceeds back to 908. If the number of cardiac cycles has 
been met, then velocity measurement system proceeds to 912. 

At 912, velocity measurement system 102 pulls central 
core 205 back by the proper distance as determined from the 
length of region 220 input by the user to place imaging device 
in location 210. Then, at 914, velocity measurement system 
102 again monitors signal 102 and, at 915, velocity measure 
ment system 102 checks for trigger point 311. If trigger point 
311 has not occurred, then velocity measurement system 102 
proceeds back to 914. If trigger point 311 has occurred, veloc 
ity measurement system 102 activates imaging device 106 to 
collect image data sequence 304 at 916. Next, 918, Velocity 
measurement system 102 checks if data has been collected 
over the number of cardiac cycles input by the user. If not, 
velocity measurement system 102 proceeds back to 914. If 
the number of cardiac cycles has been met, then velocity 
measurement system proceeds to 92, where Velocity mea 
Surement system 102 analyzes the collected image data 
sequences 304, calculates the pulse wave velocity for region 
220 and outputs the results to the user. 

In the embodiments discussed above, medical system 100 
is used to measure the velocity of a cardiac pulse wave 201 
propagating within the subjects various blood vessels 200. 
System 100 can be referred to as a passive technique because 
the pulse waves 201 are generated naturally by the subjects 
heart. However, one of skill in the art will recognize that 
Velocity measurements can be taken using an active tech 
nique, where pulse waves 201 are generated artificially and 
propagated along the desired body lumen or within the 
desired body tissue. Artificial pulse waves 201 could be gen 
erated with a source external to the subject, or with an internal 
source, such as with a generation device located on catheter 
104 and the like. When an active technique is used, the pulse 
wave generation source is preferably controlled by velocity 
measurement system 102 to allow coordination of the pulse 
wave generation and measurement processes. 

In the foregoing specification, the invention has been 
described with reference to specific embodiments thereof. It 
will, however, be evident that various modifications and 
changes may be made thereto without departing from the 
broader spirit and scope of the invention. For example, each 
feature of one embodiment can be mixed and matched with 
other features shown in other embodiments. Features and 
processes known to those of ordinary skill may similarly be 
incorporated as desired. Additionally and obviously, features 
may be added or Subtracted as desired. Accordingly, the 
invention is not to be restricted except in light of the attached 
claims and their equivalents. 
What is claimed as new and desired to be protected by 

Letters Patent of the United States is: 
1. A medical system for calculating a Velocity of pulse 

waves propagating along a patient blood vessel, comprising: 
an elongate medical device configured and arranged for 

insertion into a lumen of the patient blood vessel and 
positioning at a target Velocity-measuring region along 
the blood vessel, the medical device comprising 

a first data collection device disposed on a first elongate 
section, and 

a second data collection device disposed on a second elon 
gate section, wherein the target Velocity-measuring 
region is the portion of the blood vessel between the first 
and second data collection devices, wherein at least a 
portion of the second elongate section on which the 
second data collection device is disposed is extendable 
from the first elongate section, wherein extending the 
second elongated section from the first elongate section 
causes a change in a distance between the first data 
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10 
collection device and the second data collection device, 
thereby causing a corresponding change in a length of 
the target Velocity-measuring region, 

wherein one of the first or second data collection device is 
configured and arranged to collect first pulse wave data 
from a first pulse wave propagating along the blood 
vessel and the other of the first or second data collection 
device is configured and arranged to collect second pulse 
wave data from a second pulse wave propagating along 
the blood vessel; and 

a Velocity measurement system communicatively coupled 
to both the first and second data collection devices, 
wherein the Velocity measurement system is configured 
and arranged to collect both the first pulse wave data and 
the second pulse wave data, and wherein the velocity 
measurement system is configured and arranged to cal 
culate the Velocity of pulse waves propagating along the 
target Velocity-measuring region based on both the first 
pulse wave data and the second pulse wave data. 

2. The medical system of claim 1, wherein the first pulse 
wave and the second pulse wave are cardiac pulse waves. 

3. The medical system of claim 1, further comprising a 
reference Source coupled to the Velocity measurement sys 
tem, wherein the reference Source is configured and arranged 
to create a first trigger point at a start of collection of the first 
pulse wave data and a second trigger point at a start of col 
lection of the second pulse wave data. 

4. The medical system of claim 3, wherein the reference 
Source is a heart monitor. 

5. The medical system of claim 3, wherein the velocity 
measurement system is configured and arranged to measure 
the Velocity of pulse waves propagating along the target 
Velocity-measuring region based, at least in part, on a differ 
ence in time durations between an occurrence of the first 
trigger point and the collection of the first pulse wave data and 
an occurrence of the second trigger point and the collection of 
the second pulse wave data. 

6. The medical system of claim 5, wherein the velocity 
measurement system is configured and arranged to measure 
the Velocity of pulse waves propagating along the target 
Velocity-measuring region based, at least in part, on the first 
data collection device being a known distance from the sec 
ond data collection device. 

7. The medical system of claim 1, wherein the first pulse 
wave data and the second pulse wave data comprise image 
data of a wall of the lumen. 

8. The medical system of claim 1, wherein the first data 
collection device and the second data collection device are 
ultrasound transducers. 

9. The medical system of claim 1, wherein the first data 
collection device and the second data collection device are 
optical imagers. 

10. The medical system of claim 1, wherein the first pulse 
wave data and the second pulse wave data comprise pressure 
data within the lumen of the blood vessel at the target veloc 
ity-measuring region. 

11. The medical system of claim 1, wherein the first data 
collection device and the second data collection device are 
pressure sensors. 

12. The medical system of claim 1, wherein the first data 
collection device and the second data collection device are 
displacement sensors. 

13. The medical system of claim 1, wherein the elongate 
medical device is configured and arranged to telescope Such 
that at least a portion of one of the first elongate section or the 



US 8,165,656 B2 
11 

second elongate section is configured and arranged to slide 
axially into a lumen of the other of the first elongate section or 
the second elongate section. 

14. The medical system of claim 1, wherein the elongate 
medical device is a catheter. 

15. The medical system of claim 1, wherein the elongate 
medical device is an endoscope. 

16. A method of calculating a velocity of pulse waves 
propagating along a target Velocity-measuring region of 
patient blood vessel, comprising: 

inserting an elongate medical device into a lumen of the 
blood vessel of the patient, the medical device compris 
ing a first data collection device disposed on a first 
elongate section, and a second data collection device 
disposed on a second elongate section, wherein the tar 
get Velocity-measuring region is a portion of the blood 
vessel between the first and second data collection 
devices; 

collecting first pulse wave data from a first pulse wave 
propagating along the blood vessel using one of the first 
or second data collection devices; 

collecting second pulse wave data from a second pulse 
wave propagating along the blood vessel using the other 
of the first or second data collection devices, wherein the 
first pulse wave and the second pulse waves are different 
pulse waves from one another, 
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transmitting the first pulse wave data and the second pulse 
wave data to a Velocity measurement system; and 

calculating, using the Velocity measurement system, the 
Velocity of pulse waves propagating along the target 
Velocity-measuring region based on both the first pulse 
wave data and the second pulse wave data. 

17. The method of claim 16, wherein collecting first pulse 
wave data from the first pulse wave propagating along the 
blood vessel using one of the first or second data collection 
devices comprises collecting and averaging data from a plu 
rality of pulse waves. 

18. The method of claim 16, wherein collecting second 
pulse wave data from the second pulse wave propagating 
along the blood vessel using the other of the first or second 
data collection devices comprises collecting and averaging 
data from a plurality of pulse waves. 

19. The method of claim 16, further comprising collecting 
third pulse wave data from a third pulse wave propagating 
along the blood vessel. 

20. The method of claim 16, further comprising extending 
at least a portion of the second elongate section on which the 
second data collection device is disposed from the first elon 
gate section to cause a change in a distance between the first 
data collection device and the second data collection device, 
thereby causing a corresponding change in the length of the 
target Velocity-measuring region. 

k k k k k 


