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An intracardiac impedance-derived parameter, Half Cycle 
Activity (HCA) is used in Sensing and controlling cardiac 
activities in implantable cardiac devices Such as bradycardia 
pacemakers and cardioverter defibrillators. This impedance 
derived parameter correlates closely with physical workload 
and at the same time provides hemodynamic feedback 
information. Thus, it allows a pacemaker System to imple 
ment accurately an increase in hemodynamically driven 
pacing rate, as well as to limit an inappropriate decrease of 
driven pacing rate advised by another Sensor Such as an 
accelerometer. In addition, it determines the maximum pac 
ing rate for the pacemaker So as to prevent hemodynamic 
compromise. Therefore, the HCA parameter may be used to 
determine a Hemodynamic Upper Rate Limit and a Hemo 
dynamic Lower Rate Limit, and thus define a Hemodynamic 
Pacing Range that is compatible with the range of physi 
ological rate. This allows a closed-loop control of the pacing 
rate. In an implantable cardioverter defibrillator System, the 
hemodynamic tolerance of arrhythmias can also be assessed 
by using the HCA parameter to adjust therapy provided to a 
heart, Such as antitachycardia pacing and/or cardioverting 
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METHOD AND APPARATUSES FOR 
MONITORING HEMODYNAMIC 

ACTIVITIES USING AN INTRACARDIAC 
MPEDANCE-DERVED PARAMETER 

FIELD OF THE INVENTION 

This invention relates in general to Sensing and control 
ling cardiac activities in implantable devices including, but 
not limited to, bradycardia pacemakers and cardioverter 
defibrillators. More particularly, the invention concerns. Such 
a device in which an intracardiac impedance-derived 
parameter, Half Cycle Activity (HCA) is used as a key 
variable. 

BACKGROUND OF THE INVENTION 

It is a well-recognized challenge to monitor accurately 
physical demands on cardiac Support imposed by different 
levels of work or exercise a patient engages in (Barold et al., 
Clin Cardiol (1997), Vol 20 (8): 726–9; Alt, Am J Cardiol 
(1999), Vol 83(5B): 17D-23D). And yet, it is essential for a 
cardiac pacemaker to operate at a pacing rate that correlates 
with the workload presented. It is equally essential for a 
cardioVerter defibrillator to determine hemodynamic Status 
of a patient before diagnosing a life-threatening arrhythmia 
and exerting ventricular anti-tachy therapy (Johnston et al., 
Eur Heart J (1998), Vol. 19 (12):1879–88). A variety of 
physiologic or non-physiologic Sensors have been designed 
during the last two decades to produce a signal directly 
related to the metabolic demand, including blood pH (U.S. 
Pat. No. 4,009,721), QT interval (U.S. Pat. No. 4,228,803), 
blood O saturation (U.S. Pat. No. 4,399,820), blood tem 
perature (U.S. Pat. No. 4.543,954), pressure sensor (U.S. 
Pat. Nos. 4,899,752 and 5,105,819), piezoelectric crystal 
(U.S. Pat. Nos. 4,140,132 and 4,428,378), accelerometer 
(U.S. Pat. Nos. 5,235,237 and 5,383,473), micro 
accelerometer (U.S. Pat. Nos. 5,423,883, 5,480,412, Rick 
ards et al., The Multicenter PEA Study Group-PACE 
(1996) 19:12 Pt 1, 2066-2071), thoracic and intracardiac 
impedance (U.S. Pat. Nos. 3,593,718, 4.291,699, 4,773,401, 
5,085,583, 5,235,976, 5,562,711 and 5,782.884) etc. These 
Sensors are less than optimal and have led to little commer 
cial Success for various reasons, including difficulty to 
implement due to the need for Specific hardware, lack of 
correlation between the Signal and actual workload, lack of 
hemodynamic feedback information, Slow response, and 
lack of robustness, i.e., high Sensitivity to noise or artifacts 
inherent to the Signal. 

SUMMARY OF THE INVENTION 

To resolve the above problems, the present invention is 
directed to an improved method and apparatus for monitor 
ing hemodynamic activities in implantable cardiac devices. 
In particular, the present invention relates to cardiac 
pacemakers, cardioverter defibrillators and like devices that 
use a physiologic Sensing parameter, Half Cycle Activity 
(HCA) to monitor and adjust cardiac activities. 

In accordance with one aspect of the invention, the 
impedance-derived parameter HCA correlates closely with 
the workload and at the same time provides hemodynamic 
feedback information. Thus, it allows a pacemaker System to 
implement accurately an increase in hemodynamically 
driven pacing rate, as well as to limit an inappropriate 
decrease of driven pacing rate advised by another Sensor 
Such as an accelerometer. On the other hand, it determines 
the maximum pacing rate for the pacemaker, thus preventing 
hemodynamic compromise from occurring. 
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2 
In accordance with another aspect of the invention, this 

intracardiac impedance-derived parameter HCA is resistant 
to noise or artifacts. Unlike other Sensing parameters, HCA 
measurement is based on the whole impedance waveform; 
therefore, it is robust to local artifacts. Additionally, HCA is 
based on a baseline-corrected impedance Signal; thus, it is 
much more resistant to baseline shifts than other impedance 
derived parameters. 

In accordance with yet another aspect of the present 
invention, the implementation of Such parameter, in particu 
lar HCA, uses a Single bipolar ventricular pacing and 
Sensing lead in a pacemaker or defibrillator. Such a ven 
tricular lead is connected to a Sensing module to gather 
Sensed physiological events. Specifically, an impedance 
reading module connected to the Ventricular lead reads 
impedance Signals, which is directed to the HCA 
microprocessor, where HCA computation takes place in real 
time. The result of HCA values is then fed back into a pacing 
controller module, which through a pacing module com 
pletes the adjustment to the cardiac Stimulating events Such 
as the pacing rates. 
The present invention with all aspects of an impedance 

derived parameter Such as HCA, therefore, brings significant 
improvements in cardiac activity management devices. 

BRIEF DESCRIPTION OF THE DRAWINGS 

The foregoing features and other aspects of the present 
invention will become better understood by reference to the 
accompanying drawings and following description, where: 

FIG. 1 is a block diagram showing a preferred embodi 
ment of this invention; 

FIG. 2 illustrates an impedance waveform corresponding 
to a single cardiac cycle, with a ventricular rate (Vrate) of 60 
ppm, 

FIGS. 3(a), 3(b), and 3(c) are diagrams summarizing the 
Signal processing Steps for 1/HCA calculation, including the 
original ventricular impedance Signal Zraw, refined signal 
Zproc, and 1/HCA values calculated from Zproc, 

FIG. 4 is a flow chart showing a preferred embodiment of 
modules and processes in HCA Microprocessor 110; 

FIG. 5 is a flow chart showing an alternative preferred 
embodiment of modules and processes in HCA Micropro 
cessor 110; 

FIGS. 6(a) and 6(b) illustrate a storing and discarding 
mechanism of a shift register used for implementation of 
1/HCA computation in HCA Microprocessor 110 in the 
alternative preferred embodiment of this invention; 
FIGS. 7(a)-7(e) are illustrations of artery blood pressure 

(ABP) waveforms and intracardiac impedance waveforms 
for two cardiac cycles along with the plots for HCA com 
putation for the first cardiac cycle recorded at different 
pacing rates, 

FIGS. 8(a)-8(e) are illustrations of ABP waveforms and 
intracardiac impedance waveforms for two cardiac cycles 
after dobutamine injection along with the plots for HCA 
computation for the first cardiac cycle recorded at different 
pacing rates, 

FIGS. 9(a)-9(d) are illustrations of (a) the treadmill 
Speed, (b) Ventricular rate, (c) atrial rate, and (d) 1/HCA 
value from an ambulatory dog performing an exercise on a 
treadmill; 

FIGS. 10(a)-10(c) are illustrations of (a) the ventricular 
rate, (b) 1/HCA value, and (c) maximum, mean and mini 
mum of ABP, 
FIGS. 11(a)-11(c) are illustrations of (a) the ventricular 

rate, (b) 1/HCA value, and (c) maximum, mean and mini 
mum of ABP recorded at ascending and descending pacing 
rate ramps, 
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FIGS. 12(a)-12(d) are overlaid plots of the changes over 
time in Several cardiac cycles in (a) the treadmill Speed, (b) 
ventricular rate, (c) atrial rate and (d) 1/HCA value in an 
ambulatory dog engaged in an exercise on a treadmill, 
demonstrating HURL and HLRL determination; 

FIGS. 13(a)-13(d) are overlaid plots of the changes over 
time in Several cardiac cycles in (a) the treadmill Speed, (b) 
ventricular rate, (c) atrial rate and (d) 1/HCA value in an 
ambulatory dog recovering from an exercise on a treadmill, 
demonstrating HURL and HLRL determination; 

FIGS. 14(a)-14(h) are illustrations of impedance wave 
forms and the corresponding plots for 1/HCA computation 
in right and left panels, respectively, through Several cardiac 
cycles, 

FIGS. 15(a)-(f) show the pattern of ventricular rate 
(Vrate), Artery Blood Pressure (ABP) and 1/HCA value 
calculated at different Sampling frequencies, 

FIGS. 16(a) and 16(b) show the values of 1/HCA in (b) 
that correspond to the Sequence of Sensed and paced cardiac 
cycles presented in (a); and 

FIGS. 17(a)-17(e) are illustrations of (a) signals from a 
pitch Sensor, (b) signals from a roll sensor, (c) maximum, 
mean and minimum of Telemetry Blood Pressure (TBP), (d) 
1/HCA, and (e) atrial rate (bpm) recorded during postural 
changes. 

DETAILED DESCRIPTION OF THE 
INVENTION 

Intracardiac impedance measurements are deemed to be a 
function of the volume of the heart; therefore, they reflect 
physiological demands on the heart. (Salo, Automedica, 
1989, Vol. 11, 299-310; Ruiter et al., PACE, 1992, Vol. 15, 
886–894; Schaldach et al., PACE, 1992, Part II, Vol. 15, 
1778-1786.) Referring to FIG. 1, FIG. 1 is a representation 
of the heart 102 where an endocardial lead 104 has been 
implanted in the right ventricle. Lead 104 includes 
electrodes, including a tip electrode 10, generally disposed 
at the apex of the right Ventricle, and other electrodes 11, 12, 
and 13, disposed proximally to the tip. In a general four 
terminal configuration, a Signal is injected between elec 
trodes 10 and 11, and a signal is recorded between electrodes 
12 and 13. In another preferred embodiment, the injection 
and recording of the electrical Signal can involve three or 
only two electrodes (respectively three and two terminal 
configurations). In the latter case, one single bipolar pacing 
and Sensing Ventricular lead is used. In general, an in terminal 
configuration can be constituted by n electrodes located in 
one or Several leads and the pacemaker or cardioverter 
defibrillator can. The apparatus described by Prutchi (U.S. 
Pat. No. 5,531,772) or Deno (U.S. Pat. No. 5,507,785) can 
be used but it should be understood that other apparatus and 
methods for detecting change in impedance could also be 
used. Various pacing modes where a Ventricular lead is 
provided can be used, including VVI, VVIR, VDDR, and 
DDDR. These Standard operating modes of a pacemaker are 
subscribed by North American Society of Pacing and Elec 
trophysiology (NASPE) and British Pacing and Electro 
physiology Group (BPEG). VVI stands for ventricular 
pacing, Ventricular Sensing, inhibited when Sensing a ven 
tricular event; VVIR stands for ventricular pacing, ventricu 
lar Sensing, inhibited when Sensing a ventricular event, rate 
responsive ventricular pacing; VDDR stands for ventricular 
pacing, atrial and Ventricular (dual) sensing, atrioventricular 
(dual) Synchronous pacing, rate responsive ventricular pac 
ing; and DDDR stands for atrial and ventricular (dual) 
pacing, atrial and Ventricular (dual) sensing, atrioventricular 
(dual) Synchronous pacing, rate responsive pacing. 
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This embodiment of the invention involves continuous 

measurement of Ventricular impedance Signals. An intrac 
ardiac impedance derived parameter, Half Cycle Activity 
(HCA) is provided according to the invention. As shown in 
FIG. 1, a preferred embodiment of this invention includes 
the ventricular lead 104 in the heart 102, a Sensing module 
106, a Pacing module 114, an Impedance Reading module 
108, a Pacing Controller 112 and an HCA Microprocessor 
110. Ventricular lead 104 directs the cardiac signals to the 
sensing module 106, as well as to module 108, where the 
impedance values are read. The recorded impedance signals 
are then channeled to HCA Microprocessor 110 for HCA 
computation in real time. The resulting HCA values for each 
cardiac cycle are used by the Pacing Controller 112 to adjust 
the pacing rate as needed. In a variant of this embodiment, 
this feedback mechanism allows another type of controller, 
such as a Defibrillating Controller in a cardiac defibrillator, 
in place of Pacing Controller 112, to adjust therapy, anti 
tachycardia pacing and/or cardioverting-defibrillating 
ShockS. 

According to the present invention, HCA is defined as the 
ratio of the area encompassed by the first half of the 
impedance waveform and the area encompassed by the 
whole impedance waveform corresponding to a single car 
diac cycle. Referring to FIG. 2, HCA corresponds to the 
dark-shaded area 204 divided by the sum of the dark-shaded 
area 204 and the light-shaded area 206 underneath the 
impedance wave form 202 of a Single cardiac cycle. The area 
is measured with respect to a baseline level (208), which is 
the global minimum impedance in the cardiac cycle, to 
eliminate the differences between the cardiac cycles due to 
baseline shifts. More precisely, Z. stand for the j-th imped 
ance Signal Sample in the i-th cardiac cycle of N. Samples. 
The HCA parameter is defined as follows 

N; 2 i 1 

min() 
HCA = for i = 1,..., in 

i 

X. s min() f 

where m is the number of cardiac cycles. A cardiac cycle is 
defined by two consecutive paced and/or Sensed Ventricular 
eVentS. 

As described above with respect to FIG. 1, the imple 
mentation of HCA measurement is carried out by the HCA 
Microprocessor 110. The specific steps in HCA Micropro 
cessor 110 are as follows. 

In a preferred embodiment of this invention, ventricular 
impedance Sample Signals are measured in real time as Zraw 
at a given sampling frequency, as shown in FIG.3(a). This 
is done by Zraw Recorder 402 depicted in FIG. 4 and FIG. 
5, which demonstrate two different implementations for 
HCA Microprocessor 110. To prevent pacing artifacts from 
distorting the impedance waveform, a procedure called 
blanking is adopted. It is carried out by a Blanking module 
404 shown in FIG. 4 and FIG. 5. Blanking is a transient 
interruption of Signal recording for a short period of time 
(e.g. 20–30 milliseconds). The interruption starts at the onset 
of a pacing Spike. The duration of blanking must be long 
enough also to avoid discharging artifacts. Apace and Vpace 
markers are used in blanking atrial and Ventricular pacing 
Spikes. Blanking is then followed by padding, which 
replaces all non recorded Samples during blanking with the 
last valid impedance Signal. Padding occurs in a Padding 
module 406 also shown in FIGS. 4 and 5. After these 
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refinement Steps, the processed Signals shown as Zproc in 
FIG.3(b) are used to calculate HCA values for each cardiac 
cycle. 
HCA can be computed according to equation 1), and the 

two variants of 1 listed as equations 2 and 3 for even or 
odd number of Samples (N), respectively, in a Series of 
cardiac cycles. 

2 
X. zii - - - min(zii) 
i=l 2 

HCA = W; for i = 1,..., n when N is even 

X (ii - Nimin(zii) 
i=l i 

(N-1)/2 N - 1 3) 
X. 3i: - - -min(3) 
= 

HCA = f for i = 1,..., n when N is odd 

where Z represents the j-th impedance signal sample in the 
i-th cardiac cycle consisting of N. Samples, and m is the 
number of cardiac cycles. 

The various Sums and the minimum of signal Z are 
defined as follows: 

N; 2 

A. =X 3i for i = 1,..., m when N is even 
i=l 

4 

(N;-1)/2 

A = X. 3i for i = 1,..., m when N is odd 
i=l 

N; 
T =X 3 for i = 1,..., n. 

i=l 

ili min(3) 

Equations 2 and 3 can be rewritten as: 

Nipii (7) A -g 
HCA for i = 1,..., n when N is even T - Nitti 

A - (N - 1)pt; 8 

HCA 2 for i = 1,..., n when N is odd 
- Nitti 

Either equation 7 or equation 8 is then used directly in 
calculating HCA values in the preferred embodiments of this 
invention by a 1/HCA Computing module 422 illustrated in 
FIGS. 4 and 5. Obtaining the values of A, T, and u is 
critical in deriving the HCA value for each cardiac cycle. In 
a preferred embodiment outlined in FIG. 4, partial cumula 
tive Sums T and primitives N, and u, are computed in real 
time in Computing modules 408, 418 and 416, respectively. 
Connected to Computing module 408, a Storing module 410 
then stores the result of each partial cumulative Sum T in a 
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6 
register, as Zproc, is being continuously entered. After the 
ventricular event signal (paced or Sensed) determines the 
end of a cycle (and consequently the start of the next one) 
through a Cycle-End-Determining module 412, the value of 
T, and of A or A. are read from the registers. This reading 
is done by module 414. Finally, primitives T, N., A. or A, 
and u are used by the Computing module 422 to calculate 
the value of 1/HCA according to equation 7 or 8). In this 
embodiment, the size of the register is proportional to the 
number of Samples measured per cardiac cycle. For instance, 
given a lower rate limit of 40 ppm (i.e., an interval of 1.5 
Seconds) and a Sampling frequency of 50 Hz, the maximum 
number of Samples needed for a cardiac cycle is 75. Since 
a 16-bit register is needed for Storing the cumulative Sum 
values, the total size of the memory needed for this purpose 
is thus 150 bytes. 

In another preferred embodiment shown in FIG. 5, partial 
cumulative sums T, and primitives N, and u, are similarly 
computed in real time, through Computing modules 408, 
418 and 416, respectively. However, instead of storing every 
partial cumulative Sum of Zproc Samples in a register, a shift 
register is used to allow for the previously computed cumu 
lative Sums to be discarded as new Samples are recorded, 
which is done by a Discarding module 506. More 
specifically, a partial cumulative sum T is dropped from the 
shift register when it is no longer needed to determine either 
A. or A. (see equation 41). An example of register usage 
is demonstrated in FIGS. 6(a) and 6(b). The size of the 
register is now proportional to half of the number of Samples 
measured per cardiac cycle. Storing module 502 Stores the 
result of a new partial cumulative Sum T in the register as 
each new Zproc, is entered (FIG. 5). When the current value 
of the counter 418 N, is even (and greater than 3), the shift 
register will perform the two following operations: discard 
Twe from the register #3 and shift one position back 
wards the values of register #3. These operations are per 
formed by the Discarding module 506 and a shifting module 
508. The new T is then added to the last position of the 
register #3. Thus, this method requires a Smaller register but 
involves more operations of data management in the regis 
ter. When the module 412 detects the end of the cardiac 
cycle (and consequently the start of the following one), the 
values of T, A, or A, u, and N are read from the registers 
#1, #2, and #3. The value of 1/HCA is then computed using 
equation 7 or 8. Using the same example as in the first 
preferred embodiment, the total size of the register memory 
needed here is only 75 bytes at the same Sampling rate. 
AS described above, HCA presents two features according 

to the embodiment of the present invention. First, HCA 
affords a strong correlation with workload at Slow to normal 
heart rate, and is consequently a good parameter to trigger 
the increase in hemodynamically driven pacing rate or to 
limit the decrease of driven pacing rate advised by another 
Sensor Such as an accelerometer. Hence, HCA identifies a 
Hemodynamic Lower Rate Limit (HLRL). Second, HCA 
provides hemodynamic feedback information at a fast heart 
rate. It detects a hemodynamic compromise State. In 
responding to another Sensor Such as an accelerometer or in 
responding to a Supraventricular tachycardia, HCA Signifies 
the maximum tolerated rate. Therefore, a Hemodynamic 
Upper Rate Limit (HURL) can be defined by HCA at high 
heart rates. 

To elaborate on these two critical elements of HCA, data 
from Several episodes of an anesthetized dog at well 
tolerated and not-Well-tolerated pacing rates in Experiments 
I, II, III and IV were obtained as follows: 
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EXPERIMENT I 

Correlation Between 1/HCA And Workload: 
Without Dobutamine 

FIGS. 7(a) to 7(e) show the evolution over time of the 
peripheral ABP (artery blood pressure) and the impedance 
waveforms while the dog was paced at different ventricular 
rates: 65 ppm in FIG. 7(a), 105 ppm in FIG. 7(b), 134 ppm 
in FIG. 7(c), 165 ppm in FIG. 7(d), and 204 ppm in FIG. 
7(e), without the use of any catecholamine. ABP waveforms 
and intracardiac impedance waveforms for two cardiac 
cycles along with the plots for HCA computation for the first 
cardiac cycle are shown in each of these figures. There is a 
progressive shift of the ABP waveform with respect to the 
pacing Spikes (cardiac electrical activity) as the pacing rate 
increases, Such that the following Spike occurs while the 
ABP waveform shows an incomplete cardiac relaxation 
(compare points 702, 704, 706, 708 and 710). This progres 
Sive shift is also manifested in the intracardiac impedance 
waveforms. The higher the pacing rate is, the wider the 
impedance waveform is (compare waveforms 712 and 714), 
or equivalently the longer the total ventricular active time is 
(U.S. Pat. No. 5,235,976). This shift can also be viewed as 
the “climbing” of the ventricular event indicating the start of 
a cardiac cycle along the impedance waveform of the 
previous cardiac cycle. The result of Such a progressive shift 
is that the Subsequent Spike, and hence the Subsequent 
Systole, occurs before the impedance waveform shows a 
complete cardiac relaxation (compare waveforms 712 and 
714). Therefore, the hemodynamic compromise is demon 
Strated by the relatively long ventricular active time leading 
to the shortening of the diastolic or filling time. 
When the pacing rates are well tolerated, the HCA value 

decreases as the ventricular rate (Vrate) increases, as shown 
by curves 720, 722 and 724, comparatively. The maximum 
of the ABP waveform increases with the increase in pacing 
rate. In order to have a positive correlation with the ABP 
evolution, usually the inverse of HCA (1/HCA) is used as 
the monitoring parameter for hemodynamics. When the 
hemodynamic Status of the dog is compromised at high 
ventricular rates, as shown in FIGS. 7(d) and 7(e), the 
maximum of the ABP waveform decreases at increasing 
pacing rates. The HCA value increases (thus 1/HCA value 
decreases) with the pacing rate (compare curves 726 and 
728), indicating the presence of a hemodynamic compro 
mise State. 

EXPERIMENT II 

Correlation Between 1/HCA And Workload: With 
Dobutamine 

Parallel with the data in FIGS. 7(a)-7(e), evolution of the 
ABP waveform and the impedance waveform recorded 
while the dog was being paced at corresponding pacing rates 
after dobutamine injection is shown in FIGS. 8(a)-8(e). 
Inotrope positive effect of dobutamine leads to a relatively 
Shortened Systole. The Ventricular active time is shortened 
and thus the ABP waveform comes back to the baseline level 
before the occurrence of the next pacing Spike (compare 
points 802, 804, 806, 808 and 810), so does the impedance 
waveform (compare waveforms 812and814), since the shift 
of the impedance waveform is also Substantially reduced. 
The effect of dobutamine is also reflected by the continuous 
decrease of HCA values (hence increase of 1/HCA values) 
as the pacing rate increases (compare curves 820, 822, 824, 
826 and 828). No hemodynamic compromise is encountered 
in this situation. 
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It is important to note from both FIGS. 7(a)-7(e) and 

8(a)-8(e) that the impedance waveforms recorded at well 
tolerated pacing rates are clearly distinguishable from the 
ones recorded at not-Well-tolerated pacing rates. Therefore, 
as discussed above, the HCA parameter effectively charac 
terizes the morphology of the impedance waveform to 
differentiate between the different hemodynamic states of a 
patient, according to the preferred embodiment of this 
invention. 

EXPERIMENT III 

Detect a Metabolic Demand at Slow Heart Rates 
Using 1/HCA 

To further illustrate the correlation between 1/HCA and 
metabolic demands at a slow heart rate, the example in 
FIGS. 9(a)-9(d) shows an episode recorded on an AV node 
ablated dog performing a treadmill exercise while maintain 
ing the VVI pacing rate at 85 ppm. In this experiment, 
bradypacing leads were used. The Speed of the treadmill and 
the ventricular rate are shown respectively in FIGS. 9(a) and 
9(b). The ventricular rate (Vrate) is defined as the number of 
Ventricular depolarizations per minute, expressed as ppm. 
The faster the treadmill operates, the higher the metabolic 
demand is and the higher the atrial rate is, as shown in FIG. 
9(c). Theatrial rate (Arate), which is defined by the number 
of atrial depolarizations per minute, expressed as ppm, 
reflects the physiologic response of the Sinus node to the 
increasing metabolic demand. Importantly, the higher the 
speed of the treadmill, the lower the value of 1/HCA, as 
shown by the dashed line 902 and the 1/HCA curve 904 in 
FIG. 9(d). Therefore, 1/HCA determines whether or not the 
heart rate is too low for a given workload. 

EXPERIMENT IV 

Detect the Hemodynamic Compromise State Using 
1/HCA 

Referring to FIGS. 10(a) to 10(c), details of the detection 
of hemodynamic compromise by 1/HCA are elaborated. In 
this experiment, an anaesthetized dog was paced following 
continuous DDD pacing ramps from 60 to 240 ppm and back 
again, occurring every 100 Seconds. The dog's physiologic 
condition remains unchanged at baseline. Bradypacing leads 
were used in this experiment. The peripheral ABP shown in 
FIGS. 10(c) demonstrates a clear dip at the highest pacing 
rates (see points 1006 and 1008), indicating the presence of 
hemodynamic compromise. The inappropriate fast pacing 
rate without any physiologic demand is also manifested by 
the decrease in 1/HCA values (see points 1002, 1004). 
Therefore, 1/HCA is a good indicator for hemodynamic 
compromise States, hence Setting a HURL. 
An additional example is provided in Experiment V below 

to illustrate the correlation of 1/HCA with hemodynamics of 
the tested animal paced with dobutamine injections. 

EXPERIMENT V 

Monitor Hemodynamics After Dobutamine 
Injection Using 1/HCA 

An anesthetized dog was paced in DDD mode following 
continuous pacing ramps from 60 to 240 ppm at every 60 
Seconds. Dobutamine was injected after two entire pacing 
ramps at the time point 140 second as shown in FIG.11(a). 
A hemodynamic compromise is observed during fast pacing 
rates without dobutamine at the time points 55 second (point 
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1102) and 115 second (point 1104), according to the periph 
eral Artery Blood Pressure information in FIG. 11(c). After 
dobutamine injection, however, the highest pacing rates 
create little or no decrease in blood pressure at the time 
points 175 second (point 1106), 235 second (point 1108), 
295 second (point 1110) and 355 second (point 1130). 

FIG. 11(b) demonstrates that the 1/HCA parameter fol 
lows an evolution parallel to that of the hemodynamics of 
the tested animal, shown in FIG. 11(c). Specifically, the 
1/HCA parameter shows a decrease that is concomitant to 
the decrease in peripheral Artery Blood Pressure (ABP). 
Good hemodynamic tolerance of fast pacing rates after 

dobutamine injection is evident in ABP's evolution 
(comparing points 1102 and 1104 with points 1106 and 
1108). Correspondingly, the 1/HCA parameter no longer 
presents a decrease at the highest pacing rates during this 
post-dobutamine injection period (comparing points 1112 
and 1114 with points 1116 and 1118). 

It is to be noted that dobutamine was injected in a Single 
shot and was progressively washed out. This is reflected in 
a slight decrease in the ABP at the highest pacing rates of the 
two last pacing ramps, indicating a slight hemodynamic 
compromise at the time points 295 second (point 1110) and 
355 second (1130). Accordingly, the 1/HCA parameter also 
presents a slight decrease at those high pacing rates (points 
1120 and 1140). 

This experiment, therefore, provides additional confirma 
tion of the ability to use 1/HCA to monitor accurately 
hemodynamic States. 
AS shown in FIG. 1, the intracardiac impedance parameter 

HCA enables a closed-loop Sensing and responding mecha 
nism in a cardiac activity management device. An increase 
in driven pacing rate, for instance, can be interrupted when 
an incremental increase in rate leads to a decrease in 1/HCA 
value, which signifies a hemodynamic compromise State, 
hence HURL. On the other hand, when 1/HCA continues to 
increase as the physical demand increases, an increase of 
hemodynamically driven pacing rate should be invoked. 
Meanwhile, the decrease of driven pacing rate advised by 
another Sensor, Such as an accelerometer, should be limited 
when the 1/HCA curve presents deep dips, which Signify 
HLRL. Therefore, a Hemodynamic Pacing Range (HPR) 
can be defined as the range bound by HURL and HLRL. The 
determination of an HPR thus allows a closed-loop control 
of the driven pacing rate of an implantable pacemaker in a 
preferred embodiment of this invention. An example of 
HURL and HLRL identification is illustrated in Experiment 
VI below according to the preferred embodiment of this 
invention. 

EXPERIMENT VI 

Determine HURL and HLRL Using 1/HCA 
Referring to FIGS. 12(a)-12(d), this episode was 

recorded in an AV node ablated dog engaged in a treadmill 
exercise. To Simulate the behavior of an accelerometer, the 
dog was paced at continuous pacing ramps from 80 to 170 
ppm and back again at every 60 Seconds. The treadmill did 
not move and the dog Stood still at the first two pacing 
ramps. The Speed of the treadmill and the Ventricular rate are 
recorded in FIGS. 12(a) and 12(b), respectively. The faster 
the treadmill operates, the higher the metabolic demand is, 
and the higher the atrial rate is (note the elevating trend of 
curve 1220), Since the atrial rate reflects the physiologic 
response of the Sinus node to the increasing metabolic 
demand. 
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It can be observed on 1/HCA curve 1230 that the higher 

the metabolic demand is, the deeper and the wider the dips 
are at low pacing rates (e.g., compare the dips covering 
points 1232, 1234, and 1236). This indicates that the pacing 
rate is not Sufficient to the workload imposed by the Speed 
of the treadmill. To determine an HLRL, we identify the 
decreasing point on each dip on 1/HCA curve 1230 that 
corresponds to a descending ramp of Vrate (e.g., points 
1232, 1234, and 1236). A vertical dashed line is then drawn 
from each of these points which intersects with the overlaid 
Vrate plot in FIG. 12(b) at points 1212, 1214, and 1216, 
respectively. Connecting these points (e.g., 1212, 1214, and 
1216), line 1210 representing the HLRL is generated. 

In contrast, the higher the metabolic demand is, the 
Smaller the dipS are at high pacing rates on 1/HCA curve 
1230 (e.g., compare the dips covering points 1233, 1235, 
and 1237). This indicates that an inappropriate high pacing 
rate results in a hemodynamic compromise Status when the 
metabolic demand is low, while a high pacing rate results in 
no or little hemodynamic compromise Status when the 
metabolic demand increases. To determine a HURL, the 
decreasing point on each dip on 1/HCA curve 1230 that 
corresponds to an ascending ramp of Vrate (e.g. points 1233, 
1235, and 1237) is identified. A vertical dashed line is then 
drawn from each of these points which intersects with the 
overlaid Vrate plot in FIG. 12(b) at points 1213, 1215, and 
1217 respectively. Connecting these points (e.g. 1213, 1215, 
and 1217), line 1218 representing the HURL is generated. 
A second example of HURL and HLRL determination is 

provided in Experiment VII below. 

EXPERIMENT VII 

Determine HURL and HLRL Using 1/HCA 
Referring to FIGS. 13(a)-13(d), this episode is a continu 

ation of the previous one, the ambulatory dog is paced in 
VVI mode following continuous pacing ramps from 80 to 
170 ppm while recovering from the treadmill exercise. A 
two-terminal configuration (RVtip to RVring) was used in 
this experiment. As shown in FIG. 13(a), the treadmill was 
stopped. The atrial rate in FIG. 13(c) shows a profile that is 
the mirror image of the ventricular pacing rate in FIG. 13(b), 
which indicates that the highest pacing rates are too fast for 
the current metabolic demand, while the lowest pacing rates 
are too slow for it. 

The pacing rate curve 1302 (HURL) and the pacing rate 
curve (HLRL) 1304 in FIG. 13(b) are drawn using the same 
method as the curves 1202 and 1204, respectively, in FIG. 
12(b). The two curves 1302 and 1304 identify a pacing rate 
range between 100 ppm and 130 ppm, which encompasses 
the average atrial rate of 110 ppm as shown in FIG. 13(c). 
Thus, the HURL and HLRL identified based on 1/HCA 
reliably reflects the intrinsic hemodynamic Status according 
to the preferred embodiment of this invention. 

Aside from the two main features discussed above, HCA 
presents additional characteristics according to the preferred 
embodiment of this invention. Experiments VIII, IX, X, and 
XI discuss these aspects in detail. 

EXPERIMENT VIII 

HCA's Resistance To Noise And Artifacts 

Since HCA is derived from the whole cardiac cycle rather 
than from localized points in an impedance waveform, it is 
a much more robust measurement than known intracardiac 
impedance derived parameters. That is, HCA is not signifi 
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cantly affected by noise, artifacts and multiple impedance 
humps. It is useful to compare HCA with Pre-Ejection Time 
(PEP) (U.S. Pat. No. 4,773,401) in this regard. PEP is 
defined as the time between the Spike (electrical activity) 
and the beginning of the Artery Blood Pressure (ABP) 
waveform (mechanical activity). FIGS. 14(a)-(h) illustrate 
Several episodes collected from an AV node ablated dog 
performing a treadmill test. The VVI pacing rate was main 
tained at 85 ppm while the dog exercised on the treadmill at 
a progressively increasing speed: 0 mph in FIGS. 14(a) and 
14(e), 3 mph in FIGS. 14(b) and 14(f), 5 mph in FIGS. 14(c) 
and 14(g), and 6 mph in FIGS. 14(d) and 14(h). An imped 
ance waveform is shown in the left panels (14(a)-14(d)) at 
each Speed, and the area underneath the impedance wave 
form is plotted against time in a cardiac cycle for each Speed 
in the right panels (14(e)-14(h)). The value of HCA at each 
Speed is the Y coordinate of the point on each left panel 
curve corresponding to the mid time point of the cardiac 
cycle. For example, in FIG. 14(f), the mid point of the 
cardiac cycle is 1404, a vertical line 1412 drawn from it 
intersects with curve 1408 at point 1402. A horizontal line 
1410 intersects with point 1402, as well as the Y axis at point 
1406. Hence, the inverse of the value of point 1406 is 
1/HCA. On the other hand, PEP is calculated as the duration 
between the Ventricular electrical Signal and the time when 
the impedance reaches 25% of the peak impedance Signal. 
However, the detection of the start of the ventricular con 
traction could be error-prone. Using FIG. 14(b) as an 
example, the global maximum of the waveform is identified 
at point 1440, the minimum at point 1442. Point 1438 
represents 25% of the maximum signal. Point 1430 on the 
curve corresponds horizontally to 1438; therefore, its X 
coordinate value is the value of PEP, which is read from 
point 1432. Note that the occurrence of the shoulder 1420 on 
the waveform 1450, i.e. the waveform in FIG. 14(a), can 
lead to an incorrect PEP value. Thus, the HCA is a more 
Stable and accurate reflection of the hemodynamic Status. 
The analysis of HCA and PEP in FIGS. 14(a) to (h) 
demonstrates that the faster the treadmill operates, the higher 
the metabolic demand is, the shorter the PEP is, and the 
lower the value of 1/HCA is. 

EXPERIMENT IX 

HCA's Robustness at Low Sampling Frequency 

Because the calculation of HCA uses the area under an 
impedance waveform, the shape of this waveform dictates 
the result. Therefore, a lower Sampling frequency would not 
Significantly affect the accuracy and the reliability of the 
parameter in So far as the waveform maintains its charac 
teristic morphology. This feature is demonstrated in FIGS. 
15(b)-15(e). The episodes recorded consist of continuous 
pacing ramps from 60 to 240 ppm and back again occurring 
every 60 seconds in an anesthetized dog (FIG. 15(a)). 
Dobutamine is injected after the first two entire pacing 
ramps at the time point 140 seconds. The value of 1/HCA is 
calculated at a sampling frequency of 500 Hz in 15(b), 100 
Hz in 15(c), 50 Hz in 15(d) and 25 Hz in 15(e). It is shown 
that 1/HCA follows an evolution parallel to that of the 
peripheral Artery Blood Pressure (ABP) shown in FIG. 
15(f). HCA values calculated from data recorded at a sam 
pling rate of 50 Hz in FIG. 15(d) and 500 Hz in FIG. 15(b) 
are not significantly different. This is another practical 
advantage that the use of HCA brings to a cardiac Stimulat 
ing device Such as pacemaker or defibrillator. 
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EXPERIMENT X 

HCA's Stability Under Sensed and Paced Events 
Also of importance, 1/HCA values are Stable during a 

combination of sensed and paced events. FIG.16(b) shows 
the values of 1/HCA corresponding to the Sequence of 
Sensed and paced cardiac cycles presented in FIG. 16(a). 
The Sensed and paced events are delimited by Vertical 
dashed and solid lines, respectively. The values of 1/HCA 
after Sensed or paced events are not significantly different. 
Therefore, 1/HCA is superior to other known parameters in 
assessing the hemodynamic State of a patient when the 
pacing rate is close to the intrinsic rate, e.g. at the beginning 
of an exercise or during an episode of atrial fibrillation. 

EXPERIMENT XI 

HCA Correlates with Physiologic Reflexes During 
Postural Changes 

Referring to FIGS. 17(a)-17(e), an episode is recorded in 
an AV node ablated dog performing postural changes while 
being paced in VDD mode. A two-terminal configuration 
(RVtip to RVring) is used in this experiment. Postural 
changes are followed by observation of the pitch Signal and 
the roll Signal generated by Sensors implanted in the dog, as 
shown in FIGS. 17(a) and 17(b), respectively. 

FIG. 17(d) demonstrates that the 1/HCA parameter pre 
Sents a behavior coherent with that of the pressure and atrial 
rate. For example, an increase in atrial rate is observed in 
FIG. 17(e) at time point 160 (point 1722), which is associ 
ated with a decrease in telemetry blood pressure (TBP) 
(point 1702). This is a well-known physiological reflex: the 
heart rate accelerates to compensate the decrease in blood 
preSSure. The 1/HCA value presents a concomitant decrease 
at the same time point (point 1712). In additional to this 
observation, an increase in atrial rate is observed in FIG. 
17(e) at time points 200 seconds (point 1724) and 220 
seconds (point 1726). This increase in atrial rate is not 
associated with a decrease in TBP, the latter being most 
likely not Sensitive enough to detect a transient decrease in 
blood pressure. However, the 1/HCA value in FIG. 17(d) 
presents a decrease at those time points (point 1714 and 
1716), reflecting a possible transient increase in cardiac 
contractility. Such decrease of the 1/HCA value can, 
therefore, be used to advise an implantable pacemaker to 
increase the hemodynamically driven pacing rate, So as to 
follow the evolution of the intrinsic sinus activity, according 
to the preferred embodiment of this invention. 

In Summary, the main characteristics of the impedance 
derived parameter HCA in accordance with the above 
described embodiments of the present invention are as 
follows. 

(1) The HCA parameter, according to the invention, 
correlates with physiologic demands in the body. Cardiac 
contractility generated either endogenously through exercise 
or exogenously through injection of dobutamine, leads to a 
corresponding decrease in 1/HCA value. The 1/HCA 
parameter, therefore, is used to trigger the increase in 
hemodynamically driven pacing rate or to limit the decrease 
of driven pacing rate advised by another Sensor Such as an 
accelerometer. 

(2) The HCA parameter detects hemodynamic compro 
mises resulting from inappropriate fast pacing rates, 
therefore, it is used to limit the upper pacing rate of an 
implantable bradycardia pacemaker. It works by interrupting 
the increase in driven pacing rate when an incremental rate 
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increase results in a decrease in 1/HCA value, which signi 
fies a State of hemodynamic compromise. 

(3) The HCA parameter determines a Hemodynamic 
Upper Rate Limit (HURL) and a Hemodynamic Lower Rate 
Limit (HLRL), and thus, defines a Hemodynamic Pacing 
Range (HPR) that is compatible with the range of physi 
ological rate. This allows a close-loop control of the pacing 
rate. 

(4) The HCA parameter correlates with physiologic 
reflexes during postural changes, therefore, it provides a 
driven pacing rate profile compatible with the intrinsic rate 
profile. 

(5) The HCA parameter is more resistant to noise and 
local pacing artifacts compared to Some known impedance 
derived parameters, Since it is based on the impedance wave 
Signals over the entire cardiac cycle. 

(6) The effective measurement of the HCA parameter is 
accomplished over a broad range of Sampling rates. A 
sampling rate as low as 50 Hz does not affect the reliability 
of HCA in its functions. Such robustness is advantageous for 
various hardware configurations. 

(7) The HCA parameter remains stable throughout com 
binations of Sensed and paced events in the heart rate. This 
ability renderS HCA an highly appropriate parameter to 
assess a Subject's hemodynamics when the pacing rate is 
close to the intrinsic rate, e.g., at the beginning of an exercise 
or during an episode of atrial fibrillation. 

In a variant of the preferred embodiment of the present 
invention, a similarly impedance-derived parameter Partial 
Cardiac Activity (PCA) is used. PCA possesses the same 
characteristics as described above for HCA. The PCA 
parameter is a measure of the ratio of the area encompassed 
by a portion of an impedance waveform with a start point at 
a certain time of a cardiac cycle and an end point at a certain 
later time in the cardiac cycle and the area encompassed by 
the whole impedance waveform corresponding to a single 
cardiac cycle, which is defined by two consecutive paced 
and/or sensed ventricular events. The PCA parameter is 
further defined by the following mathematical expression 
9: 

Nify 

X sy-minto f 

(9) 

PCA = a for i = 1,..., n. 

X-minto f 

for i=1,..., m9 
Where m is the number of cardiac cycles, N, is the number 
of samples in the i-th cardiac cycle and Z is the j-th sample 
in the i-th cardiac cycle, and C, 3 and Y are constants being 
B>y. 

In another variant of the preferred embodiment of the 
present invention, the inverse of HCA is used. 

In yet another variant of the preferred embodiments of the 
present invention, the inverse of PCA is used. 

Although the present invention has been described and 
illustrated in detail, it is understood that the same is by way 
of illustration and example only, but not to be taken by way 
of limitation. The scope of the present invention is defined 
and limited only by the terms of the appended claims. 
What is claimed is: 
1. A method of monitoring hemodynamic activities com 

prising the Steps of 
(a) computing the value of an intracardiac impedance 
derived parameter, where in the intracardiac 
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impedance-derived parameter includes a ratio of a first 
value related to an area encompassed by a portion of an 
impedance waveform and a Second value related to an 
area encompassed by the whole impedance waveform 
corresponding to a single cardiac cycle; and 

(b) detecting a state of hemodynamic compromise at high 
or low heart, rate based on the intracardiac impedance 
derived parameter. 

2. The method as Set forth in claim 1, further comprising 
a step of determining a hemodynamic lower rate limit 
(HLRL) based on the intracardiac impedance derived 
parameter. 

3. The method as set forth in claim 1, further comprising 
a step of determining a hemodynamic upper rate limit 
(HURL) based on the intracardiac impedance derived 
parameter. 

4. The method as set forth in claim 1, further comprising 
the Steps of: 

(a) determining a hemodynamic lower rate limit (HLRL) 
based on the intracardiac impedance derived param 
eter; and 

(b) determining a hemodynamic upper rate limit (HURL) 
based on the intracardiac impedance derived parameter. 

5. The method as set forth in claim 4, further comprising 
determining a closed-loop control of the pacing rate of a 
pacemaker to regulate a pacing rate in response to metabolic 
demand in a range between the hemodynamic upper rate 
limit (HURL) and lower rate limit (HLRL). 

6. The method as set forth in claim 1, wherein said 
parameter is a Half Cycle Activity (HCA) parameter, 
wherein an area encompassed by a portion of the impedance 
waveform is the area encompassed by the first half of an 
impedance waveform. 

7. The method as set forth in claim 1, wherein said 
parameter is a Half Cycle Activity (HCA) parameter, said 
HCA parameter being a measure of the ratio of the area 
encompassed by the first half of an impedance waveform 
and the area encompassed by the whole impedance wave 
form corresponding to a single cardiac cycle, a cardiac cycle 
being defined by two consecutive paced and/or Sensed 
Ventricular events, Said HCA parameter being further deter 
mined according to the following relationship: 

W 2 

min() 
X-ming f 

2. 
HCA = for i = 1,..., n. W 

for i321, . . . , m 
where m is the number of cardiac cycles, N is the number 
of Samples in the i-th cardiac cycle and Z is the j-th sample 
in the i-th cardiac cycle. 

8. The method as set forth in claim 7, wherein said 
parameter is the inverse of the HCA parameter. 

9. The method as set forth in claim 7, further comprising 
the Step of determining the value of Said HCA parameter in 
real time by: 

(a) reading ventricular impedance sample signals at a 
given interval through a Series of cardiac cycles, and 

(b) obtaining a single value of HCA per cardiac cycle i by: 
(1) Summing said signals cumulatively to obtain a 

partial cumulative Sum, 
(2) Storing said partial cumulative Sum in a register, 
(3) determining and storing the minimum value u, of 

the Signal in Said cardiac cycle, 
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(4) repeating said steps (1)–(3) as each said signal is 
read, 

(5) determining the end of a cardiac cycle; 
(6) reading a most recently stored value in the register 

said total cumulative Sum T., 
(7) reading a cumulative sum A. located in the Ni/2 

position of the register in case Ni is even, 
(8) reading a cumulative Sum A located in the (Ni 

1)/2 position of the register in case Ni is odd, 
(9) reading the minimum value u, of the refined signal 

in Said cardiac cycle i, and 
(10) calculating the value of HCA based on the values 

of T, A, A, and u, according to the relationship 

Nipii A -g 
HCA = 

T - Nitti 

for i=1,..., m when N is even, or 

A - (N - 1)pt; 
2 HCA; = -2- 

T - Nitti 

for i=1,..., m when N is odd. 
10. The method as set forth in claim 9, wherein obtaining 

said HCA value further comprises the steps of: 
(a) refining said Signals by blanking, said blanking com 

prises a transient interruption of the Signals for a short 
period of time, starting at the onset of a pacing spike, 
and lasting until the pacing Spike is completed and a 
discharging artifact is avoided; and 

(b) refining said signals by padding, said padding com 
prises a replacement of the interruption during the 
blanking period by a last valid Sample Signal. 

11. The method as set forth in claim 9, wherein obtaining 
Said HCA value further comprises refining Said Signals by 
low pass filtering. 

12. The method as set forth in claim 7, further comprising 
the Step of determining the value of Said HCA parameter in 
real time by: 

(a) reading ventricular impedance sample signals at a 
given interval through a Series of cardiac cycles, and 

(b) obtaining a single value of HCA per cardiac cycle i by: 
(1) Summing said signals cumulatively to obtain a 

partial cumulative Sum, 
(2) Storing said partial cumulative Sum in a register, 
(3) using a shift register to allow for Storing a later 

cumulative Sum in place of a previous value that is 
discarded, 

(4) determining and storing the minimum value u, of 
the Signal in Said cardiac cycle, 

(5) repeating Summing, storing and shifting Steps as in 
each said Signal is read, 

(6) determining the end of Said cardiac cycle, 
(7) reading the most recently stored value in the shift 

register Said total cumulative Sum T., 
(8) reading a cumulative Sum A located in the first 

position of the Shift register in case N is even, 
(9) reading a cumulative Sum A located in the first 

position of the Shift register in case N is odd, 
(10) reading the minimum value u, of the refined signal 

in Said cardiac cycle i, and 

15 

25 

35 

40 

45 

50 

55 

60 

65 

16 
(11) calculating the value of HCA based on the values 
T, A, A, and u, as dictated by the relationship 

Nipii 
HCA A - ; 

T. - Niru; 

for i=1,..., m when N is even, or 

A - (N - 1)pt; 
HCA = 2 - 

T - Nipii 

for i=1,..., m when N is odd. 
13. The method as set forth in claim 12, wherein obtaining 

said HCA value further comprises the steps of: 
(a) refining said Signals by blanking, said blanking com 

prises a transient interruption of the Signals for a short 
period of time, Starting at the onset of a pacing Spike, 
and lasting until the pacing Spike is completed and a 
discharging artifact is avoided; and 

(b) refining said signals by padding, said padding com 
prises a replacement of the interruption during the 
blanking period by the last valid Sample signal. 

14. The method as set forth in claim 13, wherein obtaining 
Said HCA value further comprises refining Said Signals by 
low pass filtering. 

15. The method as set forth in claim 1, wherein said 
parameter is a Partial Cardiac Activity (PCA), wherein an 
area encompassed by a portion of the impedance waveform 
is the area encompassed by a portion of an impedance 
waveform with a Start point at a certain time of a cardiac 
cycle and an end point at a certain later time in the cardiac 
cycle , said PCA parameter being further defined by the 
following mathematical expression: 

Nify 

X: -ming f i=Nig PCA = a 
i 

X-ming f 

wherein m is the number of cardiac cycles, Ni is the number 
of samples in the i-th cardiac cycle and Z is the j-th sample 
in the i-th cardiac cycle, and C, 3 and Y are constants being 
B>y. 

16. The method as set forth in claim 15, wherein said 
parameter is the inverse of the PCA parameter. 

17. A cardiac pacemaker System, for monitoring hemo 
dynamic activities, comprising: 

(a) means for computing the value of an intracardiac 
impedance-derived parameter wherein the intracardiac 
impedance-derived parameter includes a ratio of a first 
value related to an area encompassed by a portion of an 
impedance waveform and a Second value related to an 
area encompassed by the whole impedance waveform 
corresponding to a single cardiac cycle; and 

(b) means for detecting a State of hemodynamic compro 
mise at high and low heart rate based on the intracar 
diac impedance-derived parameter. 

18. The pacemaker system as set forth in claim 17, 
wherein said parameter is a Half Cycle Activity (HCA) 
parameter. 

19. The pacemaker system as set forth in claim 18, 
wherein Said parameter is the inverse of the HCA parameter. 
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20. The pacemaker system as set forth in claim 17, 
wherein said parameter is a Partial Cycle Activity (PCA) 
parameter. 

21. The pacemaker system as set forth in claim 17, 
wherein Said parameter is the inverse of the PCA parameter. 

22. The pacemaker system as set forth in claim 17, further 
comprising: 

(a) means for triggering an increase of a pacing rate based 
on metabolic demand and workload; 

(b) means for determining a hemodynamic lower rate 
limit (HLRL) based on the intracardiac impedance 
derived parameter; and 

(c) means for invoking said HLRL to prevent excessive 
reduction of a pacing rate. 

23. The pacemaker system as set forth in claim 17, further 
comprising: 

(a) means for determining a hemodynamic upper rate 
limit (HURL) based on the intracardiac impedance 
derived parameter; and 

(b) means for invoking said HURL to prevent hemody 
namic compromise on cardiac output at an excessive 
high pacing rate. 

24. The pacemaker system as set forth in claim 17, further 
comprising means for determining a closed-loop control of 
a pacing rate to regulate a pacing rate in response to 
metabolic demand, and keeping the pacing rate in a range 
between a hemodynamic upper rate limit (HURL) and lower 
rate limit (HLRL) based on the intracardiac impedance 
derived parameter. 

25. An implantable cardioverter defibrillator system for 
assessing hemodynamic tolerance of arrhythmias, compris 
ing: 

(a) means for computing the value of an intracardiac 
impedance-derived parameter wherein the intracardiac 
impedance-derived parameter includes a ratio of a first 
value related to an area encompassed by a portion of an 
impedance waveform and a Second value related to an 
area encompassed by the whole impedance waveform 
corresponding to a single cardiac cycle; and 

(b) means for using Said value to adjust a therapy provided 
to a heart. 

26. The defibrillator system as set forth in claim 25, 
wherein said parameter is a Half Cycle Activity (HCA) 
parameter. 

27. The defibrillator system as set forth in claim 26, 
wherein Said parameter is the inverse of the HCA parameter. 
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28. The defibrillator system as set forth in claim 25, 

wherein said parameter is a Partial Cycle Activity (PCA) 
parameter. 

29. The defibrillator system as set forth in claim 28, 
wherein Said parameter is the inverse of the PCA parameter. 

30. A cardiac pacemaker System comprising: 
(a) a ventricular lead in electrical contact to a patients 

heart, Said lead comprising two or more electrodes at 
Various distances from each other, 

(b) a Sensing module for detecting electrical Signals; 
(c) an impedance circuit for recording intracardia imped 

ance Signals, 
(d) a microprocessor for computing in real time the value 

of an intracardiac impedance-derived parameter based 
on Said impedance Signals wherein the intracardiac 
impedance-derived parameter includes a ratio of a first 
value related to an area encompassed by a portion of an 
impedance waveform and a Second value related to an 
area encompassed by the whole impedance waveform 
corresponding to a single cardiac cycle; 

(e) a pacing controller for designing appropriate pacing 
regime according to Said value of Said impedance 
derived parameter; and 

(f) a pacing module for effecting pacing signals to said 
patient's heart according to Said pacing regime. 

31. A cardiac pacemaker System as Set forth in claim 30, 
wherein Said impedance-derived parameter is a Half Cycle 
Activity (HCA) parameter, wherein an area encompassed by 
a portion of the impedance waveform is the area encom 
passed by the first half of an impedance waveform. 

32. A cardiac pacemaker System as Set forth in claim 31, 
wherein Said impedance-derived parameter is the inverse of 
HCA. 

33. A cardiac pacemaker system set forth in claim 30, 
wherein Said impedance-derived parameter is a Partial Cycle 
Activity (PCA) parameter, wherein an area encompassed by 
a portion of the impedance waveform is the area encom 
passed by a portion of an impedance waveform with a start 
point at a certain time of a cardiac cycle and an end point at 
a certain later time in the cardiac cycle. 

34. A cardiac pacemaker System as Set forth in claim 33, 
wherein Said impedance-derived parameter is the inverse of 
PCA. 
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