METHODS AND DEVICES FOR ACCESSING AND DELIVERING DEVICES TO A HEART

Abstract: Described here are devices, methods, and systems for accessing and delivering devices to a heart. The left atrial appendage may be used as an access port to allow pericardial access to internal structures of the heart. Systems that may be used to provide access to the heart via the left atrial appendage may comprise a first access element with a first alignment member, a second access element with a second alignment member, a piercing element, and an exchange element. Some systems may further comprise a left atrial appendage stabilization device. Methods of accessing and delivering devices to the heart via the left atrial appendage may comprise advancing a first access element into the left atrial appendage by an intravascular pathway and advancing a second access element towards the left atrial appendage through the pericardial space. The first and second alignment members may form an attachment through the wall of the left atrial appendage so that the first and second access elements are aligned. A piercing element may be advanced to pierce the wall of the left atrial appendage to form an access site therethrough. Optionally, an exchange element may be advanced to initiate a track between the inside and outside of the left atrial appendage, which may be used for device delivery. Also described here are various methods and devices to create a left atrial appendage access site to help position and operate devices within the heart.
Published:
— without international search report and to be republished upon receipt of that report (Rule 48.2(g))
METHODS AND DEVICES FOR ACCESSING AND DELIVERING DEVICES TO A HEART

CROSS-REFERENCE TO RELATED APPLICATIONS

[0001] This application claims priority to U.S. Provisional Patent Application Ser. No. 61/323,816, filed on April 13, 2010, and titled "METHODS AND DEVICES FOR ACCESSING AND DELIVERING DEVICES TO A HEART"; to U.S. Provisional Patent Application Ser. No. 61/323,801, filed on April 13, 2010, and titled "METHODS AND DEVICES FOR PERICARDIAL ACCESS"; to U.S. Provisional Patent Application No. 61/323,796, filed on April 13, 2010 and titled "METHODS AND DEVICE FOR TREATING ATRIAL FIBRILLATION"; the disclosure of each of which is incorporated herein by reference in its entirety.

FIELD

[0002] Described here are devices and methods for delivering one or more devices to the heart.

BACKGROUND

[0003] Access to internal and external structures of the heart may be desirable for the treatment of cardiovascular disease. In some cases, the treatment may involve the delivery of devices to the heart. One way in which a heart may be accessed for device delivery is by an intravascular approach. Intravascular pathways to the heart may involve advancing the device from a femoral vein to the vena cava, through which the chambers and valves of the right side of the heart (e.g., right atrium, right ventricle, etc.) may be accessed. The left side of the heart may also be accessed from this approach by a transseptal procedure. Alternatively, the left atrium and left ventricle may be intravascularly accessed by a retrograde pathway from the aorta.

[0004] However, intravascular access to the heart may not be ideal in all circumstances, such as for the delivery of larger devices, or for accessing external heart structures. In these circumstances, the heart may be accessed from an epicardial surface. For example, treatment of atrial fibrillation may involve accessing and delivering devices to the
left atrial appendage. Such treatments may include closing the left atrial appendage, for example, by suturing along the base or ostial neck of the appendage, where it joins the atrial chamber. Certain treatments to close the appendage may also include cinching the ostial neck, for example, using devices and methods described in U.S. Patent Application No. 12/055,213, filed on March 25, 2008, which is hereby incorporated by reference in its entirety. While these devices and methods access external structures of the heart, other devices and methods may be provided to access internal structures of the heart from an epicardial surface.

BRIEF SUMMARY

[0005] Described here are devices, methods, and systems for accessing and delivering devices to a heart. In some variations, the left atrial appendage may be used as a port to allow pericardial access to internal structures of the heart. Systems that may be used to provide access to the heart via the left atrial appendage may comprise a first access element with a first alignment member, a second access element with a second alignment member, a piercing element, and a guide/exchange element. Methods of accessing and delivering devices to the heart via the left atrial appendage may comprise advancing a first access element into the left atrial appendage by an intravascular pathway and advancing a second access element towards the left atrial appendage by the pericardial space. The first and second alignment members may attract each other or otherwise form an attachment through the wall of the left atrial appendage so that the first and second access elements are aligned. The first and second access elements may be positioned and aligned in a non-linear configuration (e.g., the first and second access elements may be positioned at an angle or perpendicularly to with respect to each other), or in a linear configuration (e.g., generally at or along their ends). A piercing element may be advanced from either access element to pierce the wall of the left atrial appendage, and an exchange element may be advanced to initiate a track between the inside and outside of the left atrial appendage. Various devices may be delivered to the left atrial appendage from a pericardial surface using the exchange element. Also described here are various methods and devices to close and/or exclude the left atrial appendage.

[0006] In one variation, a system for creating an access site through a left atrial appendage comprises a first guide with a first alignment member and a first elongate body with a first longitudinal lumen therethrough, a second guide with a second alignment
member and a second elongate body with a second longitudinal lumen therethrough, a piercing element, and a guide element coupled to a proximal end of the piercing element. The guide element may be coupled to the piercing element by an attachment member, such as a spring clamp. The first and second alignment members may be configured to align and/or connect the first and second longitudinal lumens. In some variations, the alignment members may be magnetic, and configured to align the first and second guides in any suitable configuration, for example, in a non-linear configuration (e.g., at an angle), or in a linear configuration (e.g., end-to-end). The first and second longitudinal lumens may be connected along any portion of the first and second alignment members, and/or generally at or along their ends.

[0007] One variation of a method for creating an access site through a left atrial appendage comprises advancing a first guide comprising a first longitudinal lumen therethrough to the interior of the left atrial appendage, advancing second guide comprising a second longitudinal lumen therethrough to the exterior of the left atrial appendage, aligning the first and second guides such that the first longitudinal lumen is aligned or in connection with the second longitudinal lumen, advancing a distal portion of a piercing element where a guide element is coupled to a proximal portion of the piercing element, advancing the distal portion of the piercing element until at least a portion of the guide element is in the first longitudinal lumen and the second longitudinal lumen, and withdrawing the piercing element. The piercing element may be advanced from the first longitudinal lumen into the second longitudinal lumen to pierce the left atrial appendage, or may be advanced from the second longitudinal lumen into the first longitudinal lumen to pierce the left atrial appendage. In some variations, the first and second guides are aligned, for example, in a non-linear configuration (e.g., at an angle), or in a linear configuration (e.g., end-to-end). The first and second longitudinal lumens may be connected along any portion of the first and second guides, and/or generally at or along their ends.

[0008] Also described here is a system for accessing and delivering devices through the left atrial appendage. One example of such a system comprises a first access element comprising a first alignment member and first longitudinal lumen therethrough, a second access element comprising a second alignment member and second longitudinal lumen therethrough, a piercing element comprising a proximal and distal end, a closure element, and a tissue-affecting device. The first and second alignment members may be
configured to align the first and second longitudinal lumens. The first and second alignment members may also be configured to create hemostasis. First and second alignment members may be magnets of opposite polarity, or magnetic components. The first alignment member may comprise a first aperture that is continuous with the first longitudinal lumen, and the second alignment member may comprise a second aperture that is continuous with the second longitudinal lumen. In certain variations, the first and second alignment members may comprise interconnecting members that may communicate through tissue. A system for accessing and delivering devices through the left atrial appendage may further comprise a cannula, an exchange element, and/or a vacuum member. The exchange element may be coupled to the proximal end of the piercing element. The tissue-affecting device may be configured to be advanced over the first or second access device, and may comprise one or more radio-opaque and/or echogenic markers. Some variations of a tissue-affecting device may have one or more configurations, for example, a first collapsed configuration and a second expanded configuration. Tissue-affecting devices may be expandable, and in some cases, may be a balloon. Additionally or alternatively, tissue-affecting devices may be an ablation device or an occlusion device.

[0009] Systems for closing a left atrial appendage are also described here. One variation of a system may comprise a first access element having a size and length for accessing the left atrial appendage through the vasculature and comprising a first alignment member, a second access element having a size and length adapted for accessing the pericardial space from a subthoracic region and comprising a second alignment member that is configured to align with the first alignment member, and a piercing element comprising a proximal and distal end. A system for closing a left atrial appendage may also comprise an occlusion member, where the occlusion member may have one or more apertures. In some variations, the occlusion member may be couplable to the first access element, and/or may be expandable. One example of an expandable occlusion member is a balloon. The system may further comprise an exchange element, and in some cases, the exchange element may be coupled to the proximal end of the piercing element. The first and second alignment members may be magnets, where the magnets are located at the distal ends of the first and second access elements. The alignment members may also comprise interconnecting members. Certain variations of alignment members may comprise radio-opaque and/or echogenic markers. Furthermore, instructions for using one or more components of the above system may be included.
Various methods may be used with the devices above to access and deliver devices to the heart via the left atrial appendage. For example, one method may comprise advancing a first access element comprising a first longitudinal lumen to the interior of the left atrial appendage, advancing a second access element comprising a second longitudinal lumen to the exterior of the left atrial appendage, aligning the first and second access elements such that the first and second longitudinal lumens are in communication through the wall of the left atrial appendage, advancing a piercing element through the second longitudinal lumen into the first longitudinal lumen, where the piercing element spans both longitudinal lumens, advancing an exchange element through the second longitudinal lumen into the first longitudinal lumen, where the exchange element spans both longitudinal lumens, and advancing a tissue-affecting device into the left atrial appendage over the exchange element. Some methods may use a first access element further comprising a first alignment member with a first aperture where the aperture is continuous with the first longitudinal lumen, and a second access element further comprising a second alignment member with a second aperture where the second aperture is continuous with the second longitudinal lumen. Some variations of the method may use an exchange element that is coupled to a proximal end of the piercing element. Various tissue-affecting devices may be used with the method. For example, the tissue-affecting device may be advanced in a collapsed configuration, and/or may be an occluding device, ablation device, or balloon. Echogenic and/or radio-opaque markers may be included with some variations of a piercing element, exchange element, and/or tissue-affecting device. The method may also comprise occluding the left atrial appendage with the tissue-affecting device, and/or may comprise withdrawing the first and second access devices after the tissue-affecting device has been advanced. Some methods may also include closing the left atrial appendage before withdraw the first and second access devices.

Systems that may be used to create an access site through the left atrial appendage using the devices and methods here are also provided. For example, one variation of a system for creating an access site comprises a sheath having a size and length adapted for accessing the pericardial space, a first guide catheter comprising a first alignment member, a second guide catheter comprising a second alignment member, a guide element housed in the second guide catheter, and a suture element coupled to one of the guide element. The first and second guide catheters may be housed in the sheath. The first and second alignment members may be magnetic. A third alignment member may also be included in the system.
[0012] Other systems for closing a left atrial appendage may comprise a
closure element and a positioning device comprising grooves shaped to accommodate the
closure element. In some variations, the closure element may be a continuous loop, and the
positioning device may be circular, where the grooves circumscribe the perimeter of the
positioning device. In some instances, the positioning device may be configured to occlude
the left atrial appendage.

[0013] Yet another variation of a system for closing a left atrial appendage is
described here. The system may comprise an occlusion device with a geometry that
approximates the shape of the anatomical ostium of the left atrial appendage and a suture that
is configured to couple the occlusion device to the tissue around the ostium of the left atrial
appendage. In some variations, the occlusion device may be stretchable, and/or
biocompatible. The occlusion device may be a mesh or a sheet that effectively blocks any
exchange between the left atrial appendage and the left atrium.

[0014] Another method that may be used to deliver devices to a heart through
the left atrial appendage is described here. Such a method may comprise advancing a
stabilization device to the exterior of the left atrial appendage, where the stabilization device
has a longitudinal lumen therethrough. The stabilization device may optionally have a
closure element. Then, the stabilization device may engage and stabilize the left atrial
appendage, and once stabilized, a piercing element may be advanced through the longitudinal
lumen to create an access site in the wall of the left atrial appendage. A guide element may
then be advanced through the access site to contact a targeted portion of the heart for the
delivery of a tissue-affecting device. The tissue-affecting device may be advanced using the
guide element. In some variations, the method may further comprise closing the access site
after delivering the tissue-affecting site with the closure element. For example, the access
site may be closed by closing the left atrial appendage with the closure element.

BRIEF DESCRIPTION OF THE DRAWINGS

[0015] FIG. 1 depicts a cross-section of a heart.

[0016] FIGS. 2A-2J depict several variations of a device that may be used to
create an access port through a tissue, e.g. the wall of a left atrial appendage, such that
devices may be passed from one side of the tissue to the other side.
[0017] FIGS. 3A and 3B depict the use of the devices shown in FIGS. 2A-2J to create an access port through tissue.

[0018] FIG. 4 illustrates the use of a device similar to that depicted in FIGS. 2A-2J to access and deliver a tissue-affecting element to the heart via the left atrial appendage.

[0019] FIGS. 5A-5C depict one way in which the position of a device that is delivered to a left atrial appendage, e.g. an expandable member, may be adjusted.

[0020] FIG. 6A depicts a variation of a device for accessing and delivering devices to the heart via an access port through a left atrial appendage. FIG. 6B depicts one method for accessing and delivering devices to a heart using the device from FIG. 6A.

[0021] FIGS. 7A-7I depict one variation of a device and method for accessing and delivering devices to a heart using an access port through a left atrial appendage. FIG. 7I depicts in flowchart fashion, one example of a method for accessing and delivering devices to the heart via the left atrial appendage.

[0022] FIGS. 8A-8K depict another variation of a device and method for accessing and delivering devices to the heart via an access port through a left atrial appendage. FIG. 8K depicts in flowchart fashion one example of a method for accessing and delivering devices to the heart through an access site or port in the left atrial appendage.

[0023] FIGS. 9A and 9B depict one variation of a tissue-affecting device that may be used to position a closure element around a left atrial appendage.

[0024] FIGS. 10A-10C depict one example of an implant that may be delivered to an atrial appendage to close, exclude, and/or occlude the atrial appendage.

[0025] FIG. 11 depicts one variation of a device that may be delivered to a left atrial appendage to close the left atrial appendage by occluding the anatomical ostium.

[0026] FIGS. 12A-12F illustrate variations of methods of placing a device around an anatomical structure.

FIGS. 15A-15G and 16A-16D depict variations of methods for accessing internal structures of the heart and delivering one or more devices thereto.

DETAILED DESCRIPTION

Described here are devices, systems, and methods for accessing and delivering devices to a heart using the left atrial appendage as a port or access site to the interior of the heart. When the left atrial appendage is used as a port, a distal portion of one or more treatment devices may be passed from a location outside the heart, through the tissue of the left atrial appendage, and into the heart. Any suitable locations of the heart (e.g. left atrium, left ventricle, the left atrioventricular (mitral) valve, right atrium, right ventricle, the right atrioventricular (tricuspid) valve, the semilunar valves, chordae tendinae, papillary muscles, etc.) and/or the vasculature (e.g., right pulmonary veins, left pulmonary veins, the aorta, or the like) may be accessed via a left atrial appendage access sites, such that one or more treatment procedures (e.g., an ablation procedure, mitral valve replacement, implant deliver, combinations thereof, or the like) may be performed at one or more of these locations, as will be described in more detail below. At least a portion of the treatment devices may be removed from the left atrial appendage, and the left atrial appendage may be closed, occluded and/or excluded. It should be understood that these devices and methods may be used to access any desired portion of the heart and for the treatment of various heart conditions.

With regard to accessing and delivering devices to the heart, it may be helpful to start by briefly identifying and describing the relevant heart anatomy. FIG. 1 depicts a cross-sectional view of a heart (100). Shown there are the left atrium (106), left atrial appendage (108), left atrioventricular (mitral) valve (120), left ventricle (110), aortic semilunar valve (122), and the aortic arch (103). Also depicted there are the right atrium (116), right atrioventricular (tricuspid) valve (124), and right ventricle (118). Papillary muscles (126) and chordae tendinae (128) are also schematically represented. From FIG. 1, it can be seen that the left atrial appendage (108) is adjacent to, and is formed from, the wall of the left atrium (106). Similarly, the right atrial appendage (not shown) is adjacent to and formed from the wall of the right atrium (116). The heart (100) is enclosed by a pericardium (102). The pericardium (102) is filled with a fluid that separates it from the heart. The space between the pericardium (102) and the heart (100) is the pericardial space (104). The left atrial appendage (108) lies within the boundaries of the pericardium (102) (i.e., inside of the
pericardial space (104)), and is in close proximity to the ventricular wall (112). The left atrial appendage typically has a tubular shape that approximates a cone, with a slight narrowing or neck in the plane of the orifice where it joins the left atrium (106).

[0031] Generally, one or more treatment devices may access one or more of these heart structures or the surrounding vasculature during the course of a treatment, where the devices may be withdrawn after treatment. In some variations, one or more treatment devices may implant or otherwise deliver one or more implantable devices or substances. The devices, systems, and methods described here may also be used to provide access to various structures of the heart (e.g., the left atrium, left ventricle, the left atrioventricular (mitral) valve, right atrium, right ventricle, the right atrioventricular (tricuspid) valve, the semilunar valves, chordae tendinae, papillary muscles, and/or any other heart structure) or the vasculature via the left atrial appendage (i.e., using the left atrial appendage as an access port or access site) in order to deliver one or more of these treatment devices thereto and to perform one or more procedures thereat. For example, in some variations, an access site or port via the left atrial appendage may be used to access a heart valve for the treatment of valve regurgitation. Additionally or alternatively, an access site through the left atrial appendage may be used to place one or more pacing devices (e.g., pacemaker leads) where needed, and may also be used to help position various components of a ventricular assist device (e.g., the inflow and/or outflow tubes). As appropriate, the left atrial appendage may be used as an access port for the installation of various heart monitors and/or defibrillators that may be positioned, for example, at the inferior region of the left ventricle, near a sinoatrial node, or on an epicardial surface of the heart (i.e., in the pericardial space). The left atrial appendage may also be useful in delivering one or more treatment devices to the vasculature. For example, in some variations, one or more ablation devices may be delivered to the right or left pulmonary veins through the LAA. Illustrative examples of treatment device delivery through the left atrial appendage will be described in more detail below.

[0032] Also described here are devices and methods for accessing and delivering one or more devices to the heart using an atrial or ventricular wall as a port or access site to the interior of the heart. In some instances, the devices and methods may be used to place a device through the wall of an atrium or ventricle (e.g., via a transapical access) which may help regulate hemostasis through the atrial or ventricular access site. In some variations, these devices and methods may be used in combination with one or more of
the devices and methods for access and delivering devices to the heart using the left atrial appendage as a port or access site, as will be described in more detail below.

[0033] Additionally, in some variations it may be desirable to close off the left atrial appendage. In patients with atrial fibrillation, the left atrial appendage (108) is the most common location for thrombus formation, which, in time, may dislodge and cause a devastating stroke. Because stroke is the primary complication of atrial fibrillation, the left atrial appendage is frequently closed and/or excluded from the left atrium in those patients undergoing procedures to treat atrial fibrillation, and is often removed or excluded at the time of other surgical procedures, such as mitral valve surgery, to reduce the risk of a future stroke. The devices and systems described here may help ensure proper closure of the left atrial appendage, at the neck or base of the left atrial appendage, along the anatomic ostial plane. In this way, exclusion of the entire left atrial appendage from systemic circulation may be facilitated. Additionally, in variations where the left atrial appendage is used as an access port, as will be described below, closing the left atrial appendage may help to prevent blood loss from the heart through the left atrial appendage.

I. Devices and Methods for Accessing and Delivering Devices to a Heart

[0034] Described below are devices and methods that may be used to access the heart to deliver one or more devices and/or therapies to an internal structure of the heart (e.g., left atrium, left ventricle, the left atrioventricular (mitral) valve, right atrium, right ventricle, the right atrioventricular (tricuspid) valve, the semilunar valves, chordae tendinae, papillary muscles, etc.) or the vasculature (e.g., right pulmonary vein, left pulmonary vein, or the like) using the left atrial appendage as an access and/or delivery port. Additionally or alternatively, as will be described in more detail, one or more devices may be positioned on or around the outside of the left atrial appendage, which may also assist in the advancement, positioning, and/or operation of devices within the heart. While the devices and methods are described herein as being used to form an access port through the left atrial appendage, it should be appreciated that in some instances the devices or methods may also be used to form an access port at any suitable location on the heart (e.g., right atrial appendage, atrial or ventricular wall, etc.), where the location may be determined in part by the pathology of the heart and the approach most conducive to treating that pathology. For illustrative purposes, devices and methods for accessing and delivering devices to the heart via the left atrial appendage will be described below.
Generally, the devices and methods described here may be utilized to obtain access to the left atrial appendage. Once access to the left atrial appendage has been obtained, a guide element or other device (e.g., a treatment device) may be advanced through tissue of the left atrial appendage. In some variations, the access devices and methods may be utilized to advance a guide element (e.g., a guide wire) through the tissue of the left atrial appendage. In these variations, one or more treatment devices may be advanced over the guide element such that they enter the heart. In other variations, one or more dilators may be advanced over the guide wire to enlarge the access site through the left atrial appendage. In some of these variations, the dilators may be used to place one or more catheters across the tissue of the left atrial appendage, through which one or more treatment devices may be advanced. Once a treatment device has been introduced into the heart, it may be further advanced, actuated or otherwise utilized to perform one or more procedures in the heart or vasculature. It should also be appreciated that in some variations, the access devices and methods may place a treatment device across tissue of the left atrial appendage without needing to first place a guide element through tissue of the left atrial appendage.

Access to the left atrial appendage may be achieved in any suitable manner. In some variations, the left atrial appendage may be accessed using a pericardial approach, in which one or more access devices may be advanced externally from the heart, through the pericardium, and toward the left atrial appendage. These devices may be used to place one or more guide elements or other devices into the heart through the tissue of the left atrial appendage. In other variations, the left atrial appendage may be accessed using a combination of a pericardial approach and an intravascular approach (e.g., where one or more devices may be advanced to the interior of the left atrial appendage through the vasculature). For example, in some variations a first guide may be advanced intravascularly to place the a distal portion of a first guide inside the left atrial appendage, and a second guide may be advanced through the pericardium and toward an external surface of the left atrial appendage. In these variations, the first and second guides may be used to advance a guide element (e.g., a guide wire) or another device through the pericardium and into the left atrial appendage, as will be described in more detail below.

In some variations, a closure/stabilization device may be temporarily closed around the left atrial appendage to close the left atrial appendage around a guide element or treatment device. The closure device may be placed around the left atrial
appendage prior to or during placement of a guide element or other device into the left atrial appendage, or after removal of the guide elements and/or other devices from the left atrial appendage. Closure of the closure device around the left atrial appendage may help to manage hemostasis and/or prevent blood loss through the left atrial appendage. For example, in variations where a guide wire is placed through the left atrial appendage, the closure device may close the device around the guide wire, which may help prevent blood from exiting the heart through the access site created in the left atrial appendage. When one or more devices are advanced over the guide wire (e.g., one or more dilators, a treatment device or the like) and into the heart via the left atrial appendage access site, the closure device may be temporarily opened to accommodate the new device, and re-closed around the new device to maintain a hemostatic seal.

[0038] In some instances, it may also be desirable to occlude, block, or otherwise close the left atrial appendage. In some variations, the guide element may be used to place one or more occlusive devices inside of the left atrial appendage or at the ostium of the left atrial appendage to block off the left atrial appendage from the rest of the heart. In other variations, the guide element may be removed from the left atrial appendage, and the closure device may be used to close off the left atrial appendage. In some of these variations, a portion of the closure device (e.g., a suture loop) may be left behind to hold the left atrial appendage in a closed configuration. Illustrative examples of the devices and methods that may be utilized to perform the above-mentioned steps are described in more detail below.

A. Devices and Methods for Intravascular and Pericardial Access

[0039] As mentioned above in some variations, access to the left atrial appendage may be achieved via a combined intravascular and pericardial approach. FIGS. 2A-2J illustrate variations of devices that may be used to provide an access pathway from one side of the left atrial appendage to the other (e.g., providing access to the interior of a heart from outside of a heart via a left atrial appendage). It should be appreciated that these devices may be used to provide an access pathway through any suitable tissue, as will be described in more detail below. In some variations, these devices may be utilized to place a portion of a guide element, one or more treatment devices, and/or one therapeutic agents into the interior of the heart from outside of the heart.
FIGS. 2A and 2H-2J show one variation of an access device (200) comprising a first guide (202), a second guide (212), a piercing element (220), and a guide element (222). As depicted in FIG. 2A, the first and second guides (202, 212) may each comprise an elongate body (205, 215), magnetic alignment elements (204, 214), and actuating handles (206, 216). The elongate bodies (205, 215) may each have a lumen (203, 213) therethrough. Lumens (203, 213) may be sized and shaped for the passage of piercing element (220) and/or guide element (222) therethrough. The actuating handles (206, 216) may be located at the proximal ends of the first and second guides (202, 212), and may be used to navigate the first and second guides (202, 212). Additionally, the actuating handles (206, 216) may also be utilized to advance or navigate piercing element (220) and guide element (222) through one or more of lumens (203, 213). The actuating handles (206, 216) may also be used to control any tools that may be introduced through the elongate bodies (205, 215). Generally, the first guide (202) may be advanced intravascularly into the heart, the second guide (212) may be advanced from outside the heart into the pericardial space, and the access device (200) may be used to place a guide element (222) into the interior of the heart from the exterior of the heart, as will be described in more detail below.

The first and second guides (202, 212) may have any suitable lengths and/or dimensions, where the lengths and dimensions may be determined in part by the desired access path to the heart (e.g., intravascularly from a femoral vein, or intercostal access via a thoracostomy, a sternotomy, a thoracotomy, etc.), as well as the length and size of the vascular structures that the guides may be inserted through. The dimensions may also be determined in part by the location and anatomy of the targeted portion of the heart. For example, the guides may have a diameter of about 0.010 inch (in) to about 0.050 in, about 0.020 in to about 0.030 in, or may have a diameter that is smaller than the diameter of a vessel or artery through which the guide will be advanced. In some variations, the first guide (202) may have a diameter of about 0.025 in and the second guide (212) may have a diameter (212) of about 0.035 in. Similarly, the first and second guides may have any suitable length, for example, from about 50 cm to about 300 cm or more, from about 100 cm to about 200 cm, from about 200 cm to about 250 cm, and the like. The first and second guides (202, 212) may have the same length, but need not. For example, in some variations, the first guide may have a length of about 250 cm and the second guide may have a length of about 90 cm. The outer diameter of the alignment elements may also be selected as desirable. For example, it may be from about 0.05 in to about 0.2 in or more. Similarly, the first and second guides
(202, 212) may have the same diameter, but need not. In some variations, the outer diameter of the alignment member of the first guide is about 0.106 in and the outer diameter of the alignment member of the second guide is about 0.170 in. In some variations,

[0042] While the elongate bodies (205, 215) of both first and second guides (202, 212) are shown as having lumens (203, 213) extending therethrough, it should be appreciated that in some variations, one or more of the guides may not comprise a lumen extending through the elongate body thereof. In variations where one or more of the elongate bodies (205, 215) of the first and second guides (202, 212) comprises a lumen, the lumen may have any suitable configurations. In some variations, the elongate body lumen may have a partially-open geometry, e.g., have a C-shaped cross-section, or may have a longitudinal side aperture that extends along at least a length of the lumen. In other variations, the elongate body lumen may have a closed-shaped geometry. The elongate body lumens associated with a guide may be formed by any suitable method. For example, the elongate body may be made from a tube with one or more longitudinal lumens therethrough, e.g., a hypotube, or any suitable tubular structure, where the one or more longitudinal lumens are formed in the course of manufacturing the tube. Any number or configuration of longitudinal lumens may be associated with a needle or piercing element as needed for accessing the pericardial space. Some variations of elongate body lumens may have one or more side slots or apertures.

[0043] The first and second guides may also comprise one or more alignment members. Alignment members may be any suitable alignment members (e.g., interconnecting elements, one or more vacuum members, radio-opaque or echogenic markers, members that are configured to produce an audible response, magnets, etc.) that may attach, attract or communicate with each other through tissue. For example, in the variation of access device (200) shown in FIG. 2A, the first and second guides (202, 212) may comprise magnetic alignment elements (204, 214). While shown in FIG. 2A as being located at the distal ends of the first and second guides (202, 212), the magnetic alignment elements (204, 214) may be located at one or more portions along the lengths of the respective guides. The magnetic alignment elements (204) and (214) may exert an attractive force on each other to help align the first and second guides (202, 212). For example, in instances where first guide (202) is placed inside of the atrial appendage, and the second guide (212) is placed in the pericardial space near the left atrial appendage, the magnetic alignment elements (204) and
(214) may attract the first and second guides (202, 212) toward each other through the tissue of the left atrial appendage to help align the guides (202, 212) relative to each other. When the guides (202, 212) are aligned, they may be aligned in any suitable configuration. In some variations, the guides may be configured to be aligned in a non-linear configuration (e.g., such that the elongate body of one guide is positioned at an angle with respect to the elongate body of the other guide), or in a linear configuration (e.g., end-to-end). The alignment members may be configured to align the first and second elongate body lumens (203, 213) at any point along the elongate bodies, and/or generally at or along their ends.

[0044] In variations in which the alignment members comprise one or more magnetic components, the magnetic components may be made from or comprise any suitable magnetic material, e.g., a rare earth magnet, such as neodymium-iron-boron, cobalt-samarium, or other powerful fixed magnet elements. In some variations, the magnets may be electromagnets that may be selectively actuated (e.g., by one of actuating handles (206, 216)). In some variations, one or more of the magnetic components may comprise an aperture. For example, in the variation of access device (200) described above in respect to FIG. 2A, the magnetic alignment elements (204, 214) may comprise apertures that are continuous with the elongate body lumens (203, 213), which may permit devices (e.g., a piercing element, a guide element, or the like) that pass through the elongate bodies to be passed through the magnets. It should be understood that while the elongate body lumens (203, 213) and the magnetic components (204, 214) are illustrated as being generally circular, they may also be of any other geometry suitable for passing access devices therethrough or therein or therealong, e.g., rectangular, triangular, hexagonal, semi-circular, slotted, etc.

[0045] The magnet components (204, 214) may be affixed (e.g., by form-fit, friction-fit, snap-fit, screw-fit, soldering, welding, bonding by adhesives, etc.) to the distal portion of the guides in any suitable manner. For example, in some variations, the magnetic alignment elements (204, 214) may be attached directly to the distal end of the elongate bodies (205, 215), as depicted in side views in FIGS. 2A and 2B. In other variations, the magnetic components may be encapsulated at the distal ends of the guides. FIGS. 2C-2G depict cross-sectional views of some examples of alignment members comprising encapsulated magnetic components. FIG. 2C depicts an alignment member (232) located at a distal end of an elongate body (230), where the alignment member (232) comprises a cup (235) and magnetic component (234) embedded in an encapsulation layer (236). The cup
(235) may be any hollow or partially-hollow structure, and although depicted in FIG. 2C as a rectangle, but may have any suitable geometry, as will be described later. In some variations, the cup (235) may be flush with the elongate body (230), e.g., they may have equal widths, similar to what is shown in FIG. 2B.

[0046] Another variation of a guide (240) with an elongate body (248) and alignment member (242) is shown in FIG. 2D, where a cup (243) of the guide (240) has a rounded shape, and the encapsulation layer (246) may have a thickness (ti), measured from a distal edge of magnetic component (244) to the distal boundary of the alignment member (242), as indicated in FIG. 2D. The thickness (ti) may be varied according to the desired force of attraction between two magnetic alignment members, i.e., a thinner encapsulation layer may permit magnetic components to attach to each other more strongly, while a thicker encapsulation layer may result in a weaker attachment. For example, the thickness (ti) may be from about 0.001 millimeter (mm) to about 20 mm, and may be adjusted according to the thickness of the tissue and the desired attachment strength between alignment members through that tissue. For example, the attractive force needed for two alignment members to attach through a thin tissue wall may not be as strong as the attractive force needed for the alignment members to attach through a thick tissue wall. The thickness (ti) may be a physical barrier that may be adjusted to limit or increase the attachment strength between alignment members. FIG. 2E depicts another variation, where the guide (250) has an elongate body (258) that has a longitudinal lumen (257) therethrough. The longitudinal lumen (257) may extend through an alignment member (252), comprising a cup (253) and a magnetic component (254). The cup (253) and the magnetic component (254) may both have lumens that are in communication with lumen (257). As with the alignment member (242), the magnetic component (254) may be embedded in encapsulation layer (256). The lumen (257) may be sized and shaped for advancing various devices therethrough, as will be described below.

[0047] In some variations, it may be desirable for the encapsulation layer to be as thin as possible, which may greatly reduce the physical barrier between magnetic alignment members, in some cases, to obtain greater attachment strength. For example, FIG. 2F depicts a guide (260) with an elongate body (268) and an alignment member (262), where the alignment member comprises a cup (263) with a magnetic component (264) embedded in an encapsulation layer (267). The magnetic component (264) is sized such that it extends
distally past the cup (263) and the encapsulation layer (267). The portion of the magnetic component (264) that extends beyond the cup may be encased with a coating layer (266). The coating layer (266) may have a thickness \( t_2 \), where the thickness \( t_2 \) is measured from a distal edge of the magnetic component (264) to the distal boundary of the alignment member (262), as shown in FIG. 2F. In some variations, the thickness \( t_2 \) of the coating layer (266) may be significantly thinner than thickness \( t_i \) of encapsulation layer shown in FIG. 2D. The thickness \( t_2 \) may be from about 0.0001 mm to about 10 mm, and may be adjusted according to the thickness of the tissue and the desired attachment strength between alignment members through that tissue. The thickness \( t_2 \) is a physical barrier that may be adjusted to limit or increase the attachment strength between alignment members. Another variation of a guide (270) comprising an elongate body (278) with a longitudinal lumen (279) therethrough is shown in FIG. 2G. An alignment member (272) comprising a cup (273), and a magnetic component (274) embedded in the encapsulation layer (277) may be attached to the distal portion of the elongate body (278). The cup (273) and the magnetic component (274) may both have lumens that may be in communication with the lumen (279). As with the guide (260), the magnetic component (274) may be sized to extend distally past the cup (273). The portion that extends past the cup may be encased in a coating layer (276), as described above in FIG. 2F.

The encapsulated magnetic alignment members shown in FIGS. 2C-2G are merely illustrative examples. Various features of the alignment members, such as the size, shape, material of magnetic components, the thickness of an optional encapsulation layer and/or coating layer, the geometry and size of the distal portion of the alignment members, the presence or absence of a lumen therethrough, may be adjusted according to the size and location of the targeted region of the heart, as well as the desired attachment strength through the heart tissue. These features may also be adjusted in accordance with the size and shape of the devices to be advanced over or through the guides. In some variations, the encapsulation layer and/or coating layer may not surround the entire surface of the magnetic component. The encapsulation layer and coating layer may be applied by any methods appropriate to the material used. For example, the encapsulation layer may be made from epoxy, Terylene™, polyester, etc., which may be applied by filling the cup. When present, the coating layer may be provided over the magnetic component by thin-film deposition of a biocompatible material, such as gold, platinum, Terylene™, polyester, or any other biocompatible, inert, materials that may be applied by thin-film deposition methods. The
coating layer may be applied such that the thickness around the exposed surface area of the magnetic component is uniform throughout, or the thickness may vary across different regions of the magnetic component. The encapsulation layer may be configured to retain the magnetic component within the cup, but the magnetic component may additionally or alternatively be bonded (e.g., using adhesives), welded, soldered, or otherwise securely attached to the cup. The cup (235) may be made from any biocompatible material, for example, stainless steel and the like, that provides sufficient strength and structural support to retain the magnetic component (234) therein. Any of the above described guides and/or alignment members may be used with the access device (200) described above and the other devices described below.

[0049] As mentioned above, the access device (200) may comprise a piercing element. A piercing element may be any suitable structure or device that is capable of puncturing tissue. For example, FIG. 2H shows one variation of piercing element (220) that may be used with access device (200), comprising a microneedle wire that is flexible with a piercing tip (221) located at the distal end. In some variations, the piercing element (220) may be formed from a hypotube, and/or may be made of stainless steel or nickel titanium alloy. The piercing element may be any suitable size or length, for example, the piercing element (220) may have a diameter of about 0.014 in, about 0.018 in, or about 0.025 in, and may have a length from about 50 cm to about 300 cm or more, from about 100 cm to about 200 cm, from about 200 cm to about 250 cm, and the like. The lengths and dimensions of a piercing element may be determined in part by the desired access path to the heart (e.g., intravascularly from a femoral vein, or intercostal access via a thoracostomy, a sternotomy, a thoracotomy, etc.), the location and anatomy of the targeted portion of the heart, as well as the size of the vascular structures that the piercing element may pass through and the lumen size of the guide. Examples of other devices that may pierce or puncture tissue (e.g., heart tissue, pericardial tissue, etc.) are described in U.S. Provisional Patent Application Ser. No. 61/323,801, filed on April 13, 2010, and titled "METHODS AND DEVICES FOR PERICARDIAL ACCESS", which was previously incorporated by reference, and U.S. Patent Application No. 13/086,328 entitled "Methods and Devices for Pericardial Access," filed April 13, 2011, which is hereby incorporated by reference in its entirety. The piercing device may also be configured pierce or puncture tissue using chemicals such as enzymes, current or voltage pulses, RF pulses, electrocautery, chemical cautery, laser cauterity, and the like.
Generally, one end of a piercing element may be attached or connected, temporarily or permanently, to a guide element, and may be used to help advance the guide element to and/or through the site of tissue puncture. Piercing elements and guide elements may be coupled in any suitable manner. In some variations, one or more clamps, clips, or other grasping members may be used to couple the guide element to piercing element. For example, in some variations, such as that depicted in FIGS. 21 and 2J, a clamp (224) may connect piercing element (220) to guide element (222). As shown there, one or more portions of the clamp (224) may be attached to the proximal portion of the piercing element (220), while the jaws (225) may be connected in a hinged manner and spring-loaded such that the clamp is biased towards the closed position. In some variations, a spring clamp may be used to couple a piercing element and a guide element, as shown in FIG. 21, where the clamp pressure may be adjusted as appropriate. The profile of a clamp may be any size that may be accommodated through the elongate body lumen (203, 213), for example, about 0.025 in. Other mechanisms may be used to couple the piercing element and guide element, for example, they may be temporarily coupled by snap-fit, hooks, adhesion, etc., or permanently coupled by welding, soldering, bonding, adhesion, etc. In some variations of an access device, the piercing element and guide element may be formed together (e.g., molded, welded, soldered, and/or braided together), or may have a unibody structure. In some variations, a single device may act as both a penetration member and a guide element. For example, in some variations the guide element itself may have a distal piercing tip, which may be advanced to pierce through tissue.

As mentioned immediately above, the access devices and systems described here may be used to place a guide element across tissue. The guide element may comprise any suitable structure. For example, the variation of guide element (222) depicted in FIG. 2J may comprise a standard guide wire. In some of these variations, the guide element (222) may be a 018” standard guide wire. In other variations, the guide element may be a suture, tube, cannula, or other structure that is sized and shaped to be accommodated by one or more elongate body lumens (e.g., lumens (203, 213) of first and second guides (202, 212). A guide element may be made of any biocompatible material, and may possess any variety of mechanical properties as appropriate for accessing the target tissue. In some variations, the guide element (222) may be made of stainless steel, polymeric alloys, or metallic alloys, such as nickel titanium alloys. A guide element may be inelastic or elastic,
and may have shape memory as desired. The distal tip (226) of the guide element (222) may be sharpened to pierce tissue, or alternatively may be relatively blunt and atraumatic.

[0052] One or more variations of the access devices described above with respect to FIGS. 2A-2J may be used to provide access from a first side of a tissue to a second side of the tissue. FIGS. 3A and 3B depict one way in which access device (200) may be used to provide an access site through a tissue wall (228). The methods described below may be used in a surgical procedure or a minimally invasive procedure. When used for cardiac procedures, the methods may be used in a beating heart or a stopped heart.

[0053] As shown in FIG. 3A, the first guide (202) may be advanced such that it is positioned on a first side of a tissue (228), while the second guide (212) may be advanced such that it is positioned on a second side of the tissue (228). Advancement and/or positioning may be done under one or more direct or indirect visualization techniques (e.g., fluoroscopic visualization, ultrasound visualization, a combination thereof, or the like). The guides (202, 212) may be positioned simultaneously (e.g., the first guide (202) and the second guide (212) are advanced and/or positioned at or roughly at the same time) or sequentially (e.g., the first guide (202) may be placed before the second guide (212) is placed, and vice versa). The alignment members may be configured to help align the first and second guides (202, 212). For example, magnetic alignment elements (204, 214) may be configured such that they attract each other (e.g., the magnets (204, 214) may be of opposite polarity). The attraction of the magnets may generally attract each other through the tissue (228) such that the guides (202, 212) are aligned (in this variation, generally at or along their ends). This attraction may create close contact between guides (202, 212) and tissue (228). In some variations, the magnets may be arranged or have a sufficient attractive force such that they may have a hemostatic interaction, which may help reduce the loss of blood when providing an access pathway through a vascular structure, such as an artery or the heart. While shown in FIG. 3A as being aligned in a generally linear arrangement, the guides (202, 212) may alternatively be aligned in a non-linear arrangement (e.g., at an angle, or perpendicularly). As mentioned above, the magnetic components (204, 214) may couple the guides together at any point along the guides, and/or generally at or along their ends.

[0054] Once the desired alignment has been achieved, the piercing element (220) may be advanced from the first guide (202), through the first elongate body lumen (203), through the tissue (228), into the second elongate body lumen (213), and through the
second guide (212), as shown in FIG. 3B. As the piercing element (220) passes through the tissue, it may create an access site or port through the tissue. The piercing element may continue to be advanced through the first guide (202), the tissue (228), and the second guide (212), and the engagement between the piercing element and the guide element (222) may cause the guide element to be similarly advanced through the tissue (228). Once the guide element (222) has passed through the tissue and is positioned so that one end of the guide element (222) is on one side of the tissue, and the other end of the guide element (222) is on the opposite side, the piercing element (220) may be disengaged, and the piercing member and the first and second guides may be withdrawn to leave the guide element (222) in place. In variations where the guide element acts as a piercing member, the guide element may be advanced directly from the first guide (202) through the tissue. In other variations, a piercing member may be advanced from the first guide (202) to puncture through tissue (228), the piercing member may be withdrawn from the tissue (228) and the first guide (202), and a separate guide element may be advanced through the first guide (202) and the puncture (not shown) created in tissue (228).

[0055] In some variations, the guide element (222) may be fully advanced through first and second guides (202, 212) such that each end of the guide element (222) extends outside of the body. In other variations, the guide element (222) may be advanced such that a first end of the guide element (222) is positioned outside of the body, and a second end of the guide element (222) is positioned inside of the heart or vasculature.

[0056] While each of guides (202, 212) are shown in FIGS. 3A and 3B as having lumens (203, 215) extending therethrough, it should be appreciated that in some variations one of the guides need not have a longitudinal lumen extending therethrough. For example, in some variations, a first guide having a lumen may be advanced to and positioned at a first side of the tissue (228), and a second guide without a lumen may be placed on a second side of the tissue. Alignment elements of the first and second guide may be used to align the guides as described above. A piercing element (or a guide element with a piercing member) may be advanced through the lumen of the first guide and through the tissue to place an end of the piercing member or guide member through the tissue.

[0057] In some variations, an optional stabilizing member may be used to help secure and position the guide element to prevent any unintentional loss of communication between the two sides of the tissue via the guide element, e.g., where the guide element may
be "pulled back" into one guide and no longer spans between the two sides of the tissue. Stabilizing members may include brackets, braces, rings, bands, washers, etc. which may secure the engagement between the guide element and the tissue wall.

[0058] As mentioned above, the first and second guides may be withdrawn after the piercing element and/or guide element is placed through and/or secured through the tissue. In some variations, one or more treatment devices (e.g., therapeutic, diagnostic, visualization, etc.) may be advanced directly over the guide element and through the tissue, and the treatment devices may be used to perform one or more procedures through the tissue, such as those devices described in more detail below. In other variations, a series of dilators may be advanced over the guide element to enlarge the access site created by the piercing element so as to facilitate device advancement across the tissue. In some of these variations, the dilators may be used to place a catheter across tissue, and one or more devices may be introduced across the tissue through the catheter. Additionally or alternatively, in some variations, a one-way valve, such as check or non-return valve, may be inserted and installed at the access site to preserve hemostasis. Other hemostatic devices and methods may be employed as appropriate for the location of the access site. For example, in variations where the access device is used to provide access across tissue of the left atrial appendage, one or more devices having a closure element may be positioned such that the closure element is positioned around the left atrial. In these variations, the closure element may be selectively tightened around the left atrial appendage to help stabilize the left atrial appendage and/or control hemostasis, as described in more detail below.

[0059] The access device (200) described above may be used to place a guide element across any suitable tissue (228) (e.g., tissue of a heart wall, the right atrial appendage, or the like). In some variations, access device (200) may be used to place a guide element across an external ventricle or atrial wall, as will be described in more detail below. In other variations, the tissue (228) may be the wall of a left atrial appendage. FIG. 4 depicts one example of how an access device may be used to create an access pathway for a device to the heart using the left atrial appendage as an access port. As shown there, a first guide (412) may advanced into the pericardial space to a left atrial appendage (401) of a heart (400), where the distal portion of the first guide (412) comprises a first alignment member (414). Optionally, a second guide (402) may be advanced intravascularly (e.g., via a transeptal approach) to the interior of the left atrial appendage (401). The distal portion of the second
guide (402) may comprise a second alignment member (404). The first and second alignment members (414, 404) may be magnetic, and may be configured to attract to each other to help align first and second guides (412, 402), as described in more detail above. The magnetic components of the first and second alignment members may be encapsulated or coated as described previously. The first guide (412) may be advanced toward the exterior side of the heart (400), and the optional second guide (404) may be advanced approximately towards the first guide (412), and positioned so that the first and second alignment members (414, 404) also may attach or interact through the wall of the left atrial appendage. As shown in FIG. 4, the first and second guides may be aligned generally at or along their ends, but in other variations, may have alternate arrangements, as described previously. Magnetic alignment members may rely on magnetic forces to position the first and second guides. Once positioned and aligned, a piercing element and/or guide element may be advanced through the tissue of the left atrial appendage, such as in one of the manners described immediately above, to create an access site through the wall of the left atrial appendage.

[0060]  In some variations, as shown in FIG. 4, a catheter comprising a tissue-affecting element (416) may be advanced over the first guide (412) towards the left atrial appendage (401). The tissue-affecting element (416) may be any device that applies a force or energy to tissue, for example, an ablation element for ablating fibrillating tissue (e.g., laser, cryogenic, high frequency ultrasound, chemical, etc) or a mechanism for tissue-manipulation for cardiac repair and/or remodeling (e.g., for applying pressure, extraction, incision, suturing, etc.). In some variations, the tissue-affecting element (416) may be advanced over the second guide (402). Guides with alignment members as shown in FIG. 4 may be used to deliver devices to cardiac and vascular tissues, as well as to other non-vascular tissues. While shown in FIG. 4 as being advanced over first guide (412), in variations where the first and second guides (412, 404) are used to place a guide element, access catheter or the like across tissue of the left atrial appendage, the catheter may be advanced over of the guide element, through the access catheter, or the like.

[0061]  While the devices of FIGS. 2A-2J may be used as described and depicted in FIG. 4 to provide an access site or port to the heart via the left atrial appendage, the access devices may be used to assist in the positioning and operation of devices within the heart. An example of such a method is shown in FIGS. 5A-5C. As shown there, the precise location and position of a device may be adjusted according to anatomical landmarks in the
target region of the heart without re-positioning the guides. For example, an expandable device (514) delivered to the left atrial appendage (500) may be adjusted so that it is positioned along the border of the anatomical ostium (504) (the opening that separates the left atrium from the left atrial appendage). While the re-positioning of a device delivered intravascularly is shown here, it should be understood that this method may also be used to re-position devices delivered from a pericardial approach. As shown in FIG. 5A, a first guide (506) comprising a distal alignment member (508) is advanced into a left atrial appendage (500) of a heart (502), while a second guide (516) comprising a distal alignment member (518) may be advanced into the pericardial space adjacent to the left atrial appendage (500). Either of these guides may be advanced under any of a variety of visualization techniques, e.g., fluoroscopic visualization, ultrasound visualization, some combination thereof, etc. The first and second guides (506, 516) are positioned such that the alignment members (508, 518) may be aligned generally at or along their ends by any mechanism, e.g., by mechanical interfit, or magnetic forces, etc., as previously described. FIG. 5B depicts the delivery of a device, for example, an expandable device (514), e.g., a balloon, which may be used for closing and/or excluding the left atrial appendage (500) when in the expanded configuration. The expandable device (514) may be coupled to a catheter (510) that may be advanced over, or in conjunction with, a guide element. The location of the expandable device (514) and/or catheter (510) may be determined by any suitable method, e.g., ultrasound, X-ray, fluoroscopy, and the like. For instance, the catheter (510) may comprise a radio-opaque marker (512) so that the location of the expandable device (514) in the left atrial appendage (500) may be determined. Different markers may be used depending on the imaging modality used. The location of the expandable device shown in FIG. 5B may be adjusted, for example, to the position shown in FIG. 5C by sliding the catheter (510) over the guide (506). As shown there, the expandable device (514) is positioned close to the anatomical ostium (504), which may be a desirable location for the deployment of a closure device to close and/or occlude the left atrial appendage (500). Advancing a catheter over a first guide that is secured in position by a second guide may allow for a greater range of adjustability and stability without the additional steps of repositioning the guides. Optionally, a piercing member and guide wire may be advanced thereto and create an access site in the left atrial appendage as previously described. This may provide access of the interior and exterior of the heart, as well as the delivery of devices from the exterior to the interior of the heart, and vice versa.
B. Devices and Methods for Pericardial Access

Some devices and methods may provide access to internal and external portions of the heart from a pericardial approach to the left atrial appendage. An example of a device that may be used to access and/or deliver devices to a heart from a pericardial approach using the left atrial appendage as a port is shown in FIG. 6A. The access device (600) comprises a cannula (602), a first catheter (604) and a second catheter (614) enclosed within the cannula (602), a guide element (608) within the second catheter (614), and a suture element (610) attached at one end of the guide element (608). The first catheter (604) may comprise a first alignment member (606) located at a distal portion (605) of the first catheter, and the second catheter (614) may comprise a second alignment member (616) located at a distal portion (613) of the second catheter. In some variations, the first and second catheters may be enclosed within a sheath or other similar tubular structure. The suture element (610) is coupled to the proximal portion of the guide element (608), both of which are enclosed within the second catheter (614). The guide element (608) may be a flexible wire made of any suitable materials (e.g., nickel titanium alloy or any polymeric materials), and may have a size of about 0.014 in to about 0.025 in. The first and second catheters (604, 614) may be made of a flexible material that allows it to conform to the anatomical structures through which it is navigating. In some variations, the first and second catheters (604, 614) may have one or more pre-shaped curves as needed, or may be flexed via a living and/or mechanical hinge. The first and second catheters may be independently advanced and/or withdrawn into the cannula (602), or may be advanced and/or withdrawn in concert. The first and second alignment member (606, 616) may be any suitable alignment device, such as those described above, e.g., they may be magnets that rely on magnetic attraction for alignment. For example, the first alignment element (606) may help align the first catheter (604) to an external alignment element, e.g., an alignment element that is positioned in the interior of a left atrial appendage. Alternatively or additionally, the first alignment element (606) may help align the first catheter (604) to the second catheter (614) by attaching to the second alignment element (616).

One variation of a method (620) that may be used to access and deliver devices to the heart via the left atrial appendage is shown in the form of a flowchart in FIG. 6B. Access to the pericardium may be obtained, in some variations using one or more of the methods described in U.S. Provisional Patent Application Ser. No. 61/323,801, filed on April
13, 2010, and titled "METHODS AND DEVICES FOR PERICARDIAL ACCESS", and
U.S. Patent Application No. 13/086,328 entitled "Methods and Devices for Pericardial
Access," filed April 13, 2011, each which was previously incorporated by reference. In some
variations, an intravascular catheter that comprises an alignment feature, e.g., a magnet, may
be advanced to the inside of the LAA. The position of the intravascular catheter may be
confirmed using fluoroscopic imaging. The access device (600) may be advanced through
the access site towards the LAA, and positioned adjacent to the LAA. The first catheter (604)
may be deployed by extending from cannula (602), and positioned to the right of the LAA.
In some variations, the first catheter (604) may have a pre-shaped curve configured to curve
to the right, while in other variations, the first catheter may have a flexible or mechanical
hinge that may allow the catheter to be bent. The second catheter (614) may be deployed
such that it is opposite the first catheter (604), e.g., with the LAA positioned between them,
and the first and second alignment members (606, 616) may position the first and second
catheters such that the catheter lumens are aligned. The guide element (608) may be
advanced from the lumen of the second catheter, through the LAA, into the lumen of the first
catheter, until the suture element (610) spans both the first and second catheter lumens. Once
this has been confirmed, the access device (600) may be withdrawn, and devices may be
advanced towards and/or into the LAA using the guide element (608) and/or the suture
element (610).

[0064] In some variations, access device (600) or a similar device may be
used to place a guide element or other device around a tissue structure such as a blood vessel
or the left atrial appendage. FIGS. 12A-12F illustrate different variations of methods for
using an access device (1200) to place a guide element (1202) or other device around a tissue
structure (1204). As shown there, access device (1200) may comprise a cannula (1206), a
first guide (1208), and a second guide (1210). First (1208) and second (1210) guides each
may comprise a lumen (1212) extending therethrough, and may further comprise a magnetic
alignment element (1214) at a distal end thereof. First (1208) and second (1210) guides may
be at least partially housed inside cannula (1206), and may be advanceable out of a distal end
of the cannula (1206). In some variations, first (1208) and second (1210) guides may be
housed in a single lumen (not shown) of cannula (1206). In other variations, first (1208) and
second (1210) guides may be housed in separate lumens (e.g., a first lumen and a second
lumen, respectively). It should be appreciated that cannula (1206) may comprise any suitable
number of lumens (e.g., one, two, or three or more).
Returning to the figures, cannula (1206) may be advanced to tissue structure (1204), as shown in FIG. 12A. Cannula (1206) may be advanced in any suitable manner. In some variations, cannula (1206) may be advanced over a guidewire (e.g., via one or more lumens of the cannula (1206). Additionally or alternatively, one or more portions of the cannula (1206) may be steerable. While shown in FIGS. 12A-12F as being a blood vessel (1205), tissue structure (1204) may be any suitable anatomical structure. In some variations, tissue structure (1204) may be the left atrial appendage. In other variations, the tissue structure (1204) may be the right atrial appendage.

Once cannula (1206) is positioned at or near the tissue structure (1204), first guide (1208) may be advanced out of the distal end of cannula (1206), as shown in FIG. 12B. As first guide (1208) is advanced out of the distal end of cannula (1206), it may take on a curved configuration. In some variations, the first guide (1208) has a pre-shaped curved configuration, which may be constrained when it is housed within cannula (1206). In other variations, the first guide (1208) may be steered or otherwise actuated to take on the curved configuration. The first guide (1208) may be advanced such that a distal portion of the guide (1208) curves at least partially around the tissue structure (1204), as depicted in FIG. 12B.

The second guide (1210) may then be advanced from the distal end of cannula (1206), as depicted in FIG. 12C. As shown there, the second guide (1210) may be advanced toward and may engage the first guide (1208). For example, in variations where the first (1208) and second (1210) guides each comprise a magnetic alignment element (1214), the magnetic alignment elements (1214) of the first (1208) and second (1210) guides may attract each other and hold the distal ends of the two guides in place relative to each other. In some variations, the distal ends of first (1208) and second (1210) guides may be positioned such that the lumens (1212) of the two guides are aligned. In some of these variations, the magnetic alignment elements (1214) of each of the first (1208) and second (1210) guides may hold the lumens (1212) of the two guides in alignment.

Once the lumens (1212) of the first (1208) and second (1210) guides are aligned, a guide element (1202) may be advanced through the lumen (1210) of first guide (1208) such that it exits the distal end of first guide (1208) and enters the lumen of the second guide (1210) (or vice versa). The guide element (1202) may then be advanced through the second guide (1210) (or the first guide (1208)) and the first (1208) and second (1210) guides
may be withdrawn through the catheter, as shown in FIG. 12D. In some instances, this may position both ends (not shown) of the guide element (1202) may extend out from a proximal end of the cannula and/or may extend outside of the body. In these variations, guide element (1202) may be a wire, a suture, yarn, strand, or the like. While FIGS. 12A-12D depict advancing a guide element (1202) through lumens (1212) of the first (1208) and second (1210) guides, it should be appreciated that in some variations a tube or catheter may be advanced over the first (1208) and second (1210) guides to place the tube or catheter around the tissue structure (1204).

[0069] In some variations, the ends of the guide element (1202) may be pulled proximally to cinch the distal exposed portion of guide element (1202) (e.g., the portion of guide element extending from the distal end of cannula (1206)) around the tissue structure (1204), as shown in FIG. 12E. In variations where tissue structure (1204) is the left atrial appendage (not shown), cinching guide element (1202) around the left atrial appendage may act to close (temporarily or permanently). In variations where the left atrial appendage is used as an access port into the interior of the heart, as described hereinafter, guide element (1202) may be used to help provide hemostasis by temporarily closing the left atrial appendage around one or more devices placed through tissue of the left atrial appendage. For example, in some variations, a knot, clip, or clamping structure (not shown) may be advanced over a portion of the guide element (1202) to hold the guide element in place around the tissue structure (1204). In variations where the guide element (1202) is placed around the left atrial appendage, the guide element (1202) may be used to close the left atrial appendage (as described immediately above) and a knot, clip, or clamping structure may be advanced to hold the guide element (1202) in place such that the left atrial appendage is held in a closed configuration. In some variations, the guide element may comprise a releasable suture loop, where cinching the guide element around the tissue structure (1204) likewise cinches the suture loop around the tissue structure (1205). Once the desired level of tightening is achieved, the suture loop may be released from the guide element, and the guide element may be retracted proximally. To secure the tension in the suture loop, a knot, clip or other clamping structure may be advanced through the cannula to lock the suture loop. In these variations, a suture-cutter or the like may be advanced over a portion the guide element (1202) to sever at least a portion of the guide element (1202) (e.g., the portions of guide element located proximal to the knot, clip, or clamping structure.
Additionally or alternatively, one or more devices may be advanced over the guide element (1202) to place the device at least partially around the tissue structure (1204). For example, in some variations one or more ablation catheters may be advanced over the guide element, such as ablation catheter (1218) shown in FIG. 12F. As shown there ablation catheter (1218) may comprise one or more ablation elements (1220) which may be used to deliver ablation energy to nearby tissue and one or more magnetic elements (1222) (which may help align ablation catheter (1218) with one or more additional components). Indeed, access device (1200) may be used to place any of the devices described in U.S. Provisional Patent Application No. 61/323,796, filed on April 13, 2010 and titled "METHODS AND DEVICE FOR TREATING ATRIAL FIBRILLATION", which was previously incorporated by reference, and U.S. Patent Application No. __________, filed on April 13, 2011, titled "Methods and Devices for Treating Atrial Fibrillation" which is hereby incorporated by reference in its entirety. Additionally or alternatively, access device (1200) may be used to place any suitable device or devices around a tissue structure (e.g., one or more measurement catheters or the like).

C. Devices and Method for Pericardial Device Delivery to a Heart via the Left Atrial Appendage

Once access to the heart via the left atrial appendage has been obtained (e.g., by one of the devices or methods described hereinafter) one or more treatment devices may be delivered to the heart via the left atrial appradage access site. In some variations, additional devices may be used, for example, to help stabilize the left atrial appendage, which may be useful in a beating heart procedure. Stabilizing the left atrial appendage may help improve the precision and reliability of device delivery, which may help improve the consistency of heart procedures. Stabilizing the left atrial appendage may also help to reduce the duration of the procedures. Examples of devices that may be used to stabilize and/or secure the left atrial appendage are described in U.S. Patent Application No. 12/055,213, filed on March 25, 2008, U.S. Provisional Patent Application No. 61/323,796, filed on April 13, 2010 and titled "METHODS AND DEVICE FOR TREATING ATRIAL FIBRILLATION, as well as U.S. Patent Application No. __________, filed on April 13, 2011, titled "Methods and Devices for Treating Atrial Fibrillation", each of which have been previously incorporated by reference in their entirety. Also, some methods described below approach and access the heart via the pericardial space, e.g., from the chest cavity. Devices
and methods for accessing the pericardial space have been described in U.S. Provisional Patent Application Ser. No. 61/323,801, filed on April 13, 2010, and titled "METHODS AND DEVICES FOR PERICARDIAL ACCESS", and U.S. Patent Application No. 13/086,328 entitled "Methods and Devices for Pericardial Access," filed April 13, 2011, each of which was previously incorporated by reference. In some procedures, using the left atrial appendage as an access and/or delivery port may be desirable, since closing and/or occluding and/or excluding the left atrial appendage may involve fewer steps and take less time than closing an access site by conventional methods, e.g., suture stitches. Additionally, using the left atrial access as a port may allow for the introduction of devices into the heart that may be difficult to advance intravascularly (e.g., may be too large and/or too inflexible for intravascular delivery). Some procedures may include closing the left atrial appendage access site at the conclusion of a procedure by occluding or closing the left atrial appendage (e.g., at the anatomical ostium).

[0072] One variation of a method that may be used for pericardial access and device delivery to a heart via the left atrial appendage is shown in FIGS. 7A-7I. The method depicted there may be used with or without an intravascular access and/or alignment element. As depicted in FIGS. 7A-7C, a stabilization device may be advanced to the left atrial appendage, and may be used to help position and stabilize the left atrial appendage. Specifically, FIGS. 7A-7C illustrate a variation of the device (700), which may comprise an elongate body (702) having a proximal end and a distal end, and a lumen (706) therethrough. The device (700) may also comprise a closure element (704). In this variation, the closure element comprises a loop that defines a continuous aperture therethrough suitable for stabilizing and/or encircling the left atrial appendage therein. The closure element may temporarily or permanently close the left atrial appendage, as will be described in more detail below. The closure element may be at least partially housed within the elongate body (702) and may be expanded therefrom, or retracted therein. The lumen (706) may be configured for the passage of tools or fluids therethrough. For example, the lumen (706) may provide for the passage of a guide element (with or without an alignment member), a guidewire, a tissue-access device, a suture cutter, fluids and/or drugs, and the like. In the variation of device (700) shown in FIG. 7A, a vacuum device (708) may be enclosed in the lumen (706), where the vacuum device may be used to help stabilize and/or restrict the movement of the left atrial appendage, especially during a beating heart procedure. Any number of lumens may be provided for any suitable purpose. Examples and variations of lumens will be described.
below. The device (700) may also comprise a handle (710) having a slide actuator (709) and a knob (711). Any number and type of actuation mechanisms may be included in the handle (710) as needed for controlling the use of the device (700). Other variations of devices comprising closure elements that may be used to access and stabilize the left atrial appendage are described in U.S. Patent Application No. 12/055,213, filed on March 25, 2008, which was previously incorporated by reference in its entirety.

[0073] In the variation shown in FIG. 7A, the elongate body (702) is relatively straight, but in other variations, may comprise one or more curves along the length thereof. The one or more curves may be pre-shaped, or may be formed by a flexing or bending mechanism. The elongate body may be flexible or rigid, or may be made of several portions, where some portions are flexible and others are rigid. In some variations, the elongate body may be steerable or articulatable, for instance, by including actuating mandrel(s), hinges, joints, and the like, which may aid in device delivery and stabilizing the left atrial appendage. In certain variations, the elongate body may be straight and flexible, and have a pull-wire attached thereto, so that when the pull-wire is pulled proximally, the elongate body flexes and bends. In variations where the elongate body of the device comprises one or more pre-shaped curves, a straightening tube, or other straightening mandrel or mechanism may be used to temporarily straighten the elongate body while it is being advanced towards the heart. The straightening tube or mandrel may then be withdrawn to allow the elongate body to assume its curved shape. The straightening tube may be made of any suitable material (e.g., a rigid plastic, stainless, combination thereof, etc.). It should be understood that any of the devices described herein may be configured to improve steerability, or may be configured for robotic use (e.g., configured for use with one or more robotic or other automated type device).

[0074] The lumen (706) of the elongate body (702) may extend through at least a length therethrough. In some variations, the elongate body lumen may extend through the entire length of the elongate body. The lumen (706) may be used for any suitable purpose. For example, it may be used to enable passage of one or more guides or guidewires therethrough (or for stabilization device (700) to be advanced along one or more guides or guidewires via lumen (706), one or more tools therethrough, or the like. The lumen may also be used as a flush lumen, a vacuum lumen, a drug or chemical agent delivery lumen, gas delivery lumen, contrast agent delivery lumen, or the like. The elongate body may comprise any number of lumens, and it should be understood that the lumens need not traverse the
entire length of the elongate body, nor form a completely bounded aperture (i.e., the use of lumens herein is intended to capture instances where a slit or groove may be used with one or more guides, guidewires, or additional tools). Certain variations of elongate body lumens may have one or more side slots or apertures. In some variations, the elongate body lumen may have a partially-open geometry, e.g., have a C-shaped cross-section, or may have a longitudinal side aperture that extends at least a longitudinal portion of the lumen. The elongate body lumens associated with the device (700) may be formed by any suitable method. For example, the elongate body may be made from a tube with one or more longitudinal lumens therethrough, e.g., a hypotube, or any suitable tubular structure, where the one or more longitudinal lumens are formed in the course of manufacturing the tube. Any number or configuration of longitudinal lumens may be associated with the device (700) as needed for accessing and delivering devices to the heart.

[0075] The closure element (704) of the device (700) may also comprise a suture loop (705) (see FIG. 7H) that may be releasably connected to the closure element (704) (e.g., by a dual-lumen connecting member, or the like). The closure (704) and suture loop (705) may have any appropriate length perimeter. For example, the suture loop (705) and/or closure element (704) may have a perimeter of 4.5 inches in a fully expanded state, a perimeter of about 4.3 in, about 3.3 in, about 4.0 in, about 3.5 in, about 3.3 in, 3.0 in, about 2.7 in, about 2.5 in, about 1.5 in, about 1.25 in, or the like. Of course, these perimeters will vary as the closure element and suture loop are actuated and retracted.

[0076] The above described components may be made of any suitable material(s). For example, the closure element may be made from a shape-memory material, such as a shape-memory alloy (e.g., nickel titanium alloy, etc.), may be made from stainless steel, polyester, nylon, polyethylene, polypropylene, some combination thereof, etc. Similarly, the suture loop may be made of any suitable material useful in exclusion or closure. For example, it may be made of a biodegradable material (e.g., polylactic acid, polyglycolic acid, polylactic-co-glycolic acid, etc.), or may be made of a non-biodegradable material (e.g., metal, steel, polyester, nylon, propylene, silk, and combinations thereof). In some variations, as will be described in more detail below, the suture loop may be made from a biodegradable material such that the suture loop degrades after a period of time has elapsed (e.g., for sufficient scarring to be achieved). It should be understood, the any part of the device may comprise, include, or be made from a radio-opaque or echogenic material to help
facilitate visualization. For example, the closure element, the suture loop, the elongate body,
or any combination of these components may comprise a radio-opaque or echogenic material.
Additional details and descriptions of device (700) are provided in U.S. Provisional Patent
Application No. 61/323,796, filed on April 13, 2010 and titled "METHODS AND DEVICE
FOR TREATING ATRIAL FIBRILLATION" and U.S. Patent Application No. ___________,
filed on April 13, 2011, titled "Methods and Devices for Treating Atrial Fibrillation" each
which has been previously incorporated by reference in its entirety.

[0077] Making reference now to the figures, FIGS. 7B-7H show the device
(700) being advanced adjacent to the left atrial appendage (701) from outside of the heart.
The device (700) may be advanced in any suitable fashion. For example, it may be advanced
via a subthoracic approach, or via intercostal or intracostal access, via open surgical access,
or the like. In some variations, device (700) may be advanced over one or more guidewires
or through one or more sheaths. The closure element (704) may be advanced towards the left
atrial appendage (701) and expanded, as depicted in FIG. 7B. The closure element (704) may
then be advanced over the left atrial appendage (701) to encircle the left atrial appendage. In
variations where the device (700) comprises a vacuum tissue-access device (708), the
vacuum tissue-access device (708) may also be advanced and activated to secure the left
atrial appendage. FIGS. 7C and 7D depict the passage of the closure element (704) over the
left atrial appendage (701) with the aid of negative pressure applied to the left atrial
appendage via the vacuum device (708).

[0078] When in place around the left atrial appendage (701), the closure
element (704) may be tightened around the left atrial appendage (701). In some variations,
this may act to further stabilize the left atrial appendage. The closure element (704) may
additionally help to maintain hemostasis after puncture of the left atrial appendage, by
restricting the blood flow from the heart into the left atrial appendage. The device (700) may
be further configured to puncture or otherwise pierce the left atrial appendage to obtain
access to the interior of the left atrial appendage. In some variations, the device (700) may
comprise a blade or piercing member, which may be advanced through the lumen (706). For
example, as shown in FIG. 7E, a guide element (712) with a piercing distal end that may be
used to puncture the left atrial appendage, and may be advanced through the lumen (706) of
the device (700). The guide element (712) may act as a guide for other devices to access the
left atrial appendage, as will be described in more detail below. In some variations, an access

33
site or port through the wall of the left atrial appendage may be formed by using chemicals such as enzymes, current or voltage pulses, RF pulses, electrocautery, chemical cautery, laser cautery, and the like. The access site or port may also be enlarged, for example, using a series of dilators. In some variations, hemostasis devices may be installed at the access site or port to reduce bleeding. Hemostasis devices that may be used include one-way valves, such as check or non-return valves, fibrin seals and the like. In some variations, a piercing element and guide element may be separate devices that are deployed sequentially.

[0079] Once access to the inside of the appendage has been established, other tissue-affecting devices may be introduced to the left atrial appendage, as well as other internal structures of the heart. Advancing the guide element (712) further past the left atrial appendage may allow the delivery of a treatment device to one or more areas of the heart (e.g., the left atrium, left ventricle, and/or the mitral valve). The guide element may be navigated to contact nearby vascular structures (e.g., atrioventricular valves, semilunar valves, chordae tendinae, papillary muscles, etc.). Additionally or alternatively, the guide element may be introduced to the right side of the heart, e.g., the right atrium, right ventricle, etc., by using, for example, a transseptal technique. Once the guide element is positioned at a desired anatomical location, devices may be advanced over the guide element to that location. Similar devices and methods may be used to access various structures and regions of the heart by entering through the right atrial appendage, or any other desired region of the heart.

Examples of tissue-affecting devices that may be introduced to the left atrial appendage include various tissue ablation devices and/or devices that chemically and/or physically manipulate the tissue (e.g., excise, grasp, pinch, extract, etc). For instance, tissue-affecting devices may comprise an expandable member (e.g., a balloon) may stretch the tissue, and/or may occlude a portion of the tissue, while other tissue-affecting devices may comprise graspers and/or cutters may secure and/or create an incision in the tissue. In some variations, a tissue-affecting device may manipulate and position the tissue in preparation for other tissue-affecting devices, such as closure devices, or other devices as described previously. Tissue-affecting devices may vary depending on the nature of the heart disease to be treated, for example, devices for the treatment of valve disease, atrial fibrillation, patent foramen ovale, as well as pacemakers and/or electrodes. The tissue-affecting device may be introduced into the left atrial appendage (701) by advancing a catheter (714) over the guide element (712). FIG. 7F shows a tissue-affecting device (716) in a collapsed configuration that is advanced into the left atrial appendage (701) using a catheter. The tissue-affecting
device (716) may be implantable, and/or may be withdrawn once the desired effect on the tissue is achieved. One or more imaging markers (715), such as radio-opaque, echogenic markers, may be included on catheter (714) and/or tissue-affecting device (716), so that their position may be monitored and determined by any suitable imaging modality. The tissue-affecting device (716) may be expanded within the left atrial appendage as illustrated in FIG. 7G by using a liquid or gas, or may stretch the tissue of the left atrial appendage by enlarging a structural scaffold (e.g., by the use of hinged joints). The tissue-affecting device may help to prepare for the deployment and operation of additional devices.

[0080] In variations when one or more devices are advanced through the left atrial appendage and into the interior of the heart, closure element (704) of device (700) may be used to help maintain hemostasis. As mentioned above, closure element (704) may be used to close or otherwise cinch the left atrial appendage to help prevent blood flow from the left atrium into the left atrial appendage. When a guide element, treatment device, or the like, is advanced into the left atrial appendage, the closure element (704) may be temporarily opened to allow the device to pass from the left atrial appendage into the left atrium, at which point the closure element (704) may be re-closed to close the left atrial appendage around the device. This procedure may be repeated to maintain hemostasis as devices are advanced into or withdrawn from the left atrial appendage access site.

[0081] Once the desired tissue effect has been attained, the access site or port through the left atrial appendage may be closed. Prior to closing the left atrial appendage access site, the tissue-affecting device may be withdrawn. One example of how the left atrial appendage access site may be closed is depicted in FIG. 7H. As shown there, the tissue-affecting device (716) may be reverted to its collapsed state, and the device (700) may be withdrawn proximally. In other variations, the tissue-affecting device (716) may be implantable, and may remain in the left atrial appendage (701). The closure element (704) may be tightened so that the left atrial appendage may be closed off, which may be confirmed with the visualization techniques described previously. The suture loop (705) may be deployed or otherwise release from closure element (704) to fix the left atrial appendage in a closed position. The suture loop (705) may be de-coupled from the device (700) using any of the techniques described in detail in U.S. Patent Application No. 12/055,213, filed on March 25, 2008, which was previously incorporated by reference in its entirety. These steps are summarized in a flowchart depicted in FIG. 71. Each step of the method shown in FIG. 71
may be followed with a confirmation and/or verification step, as appropriate (e.g.,
verification by tactile feedback, imaging data, physiological data, and the like). Some steps
may be performed sequentially or simultaneously. It should be understood that the access
site of the left atrial appendage may be closed without closing the left atrial appendage at the
anatomical ostium. While the method depicted in FIGS. 7A-7I comprises closing the access
site by closing the left atrial appendage at the anatomical ostium, a similar method may be
used where the access site is closed by suturing, fibrin glue, or any other suitable method, at a
location other than the anatomical ostium of the left atrial appendage.

D. Devices and Methods for Intravascular Delivery and Pericardial Access via
the Left Atrial Appendage

[0082] In addition to providing a port or access site at the left atrial
appendage, the devices described herein may also be used to assist in the positioning and
operation of devices within the heart. One variation of a method where an access site at a left
atrial appendage may assist in the intravascular delivery and positioning of a device in the left
atrial appendage is depicted in FIGS. 8A-8K. A first access element (810) may be positioned
in the heart via an intravascular approach, as shown in FIG. 8A. For example, access may be
obtained via one or several of the various veins or arteries (e.g., jugular, femoral, carotid,
etc.). In some variations, internal structures of the heart may be intravascularly accessed on
the inside via the common femoral vein, such as access site (803) on the right common
femoral vein (800) shown in FIG. 8A using a standard Seldinger technique with a needle.
Alternatively, the heart may be accessed retrograde direction through the aorta (804). An
introducer wire may then be advanced through the needle, followed by a first access element
(810). The introducer wire may then be removed. The first access element (810) may be a
guide catheter sheath, an introducer sheath, or any device that is flexible and atraumatic
which may be navigated through the femoral vein (800), into the heart (806). The first access
element (810) may be positioned at a desired location in the heart, which may be monitored
by imaging. For example, using fluoroscopy, an angiogram may be performed through the
first access element (810) to observe anatomical characteristics, as well as to evaluate the
suitability of the access route for the purpose of transseptal access into the left atrium (e.g.,
tortuosity, clots, devices, such as vena cava filters, etc.). Alternatively or additionally, an
angiogram may be performed through a catheter placed through a sheath, or a guide catheter
sheath, or any combination thereof. Fluoroscopy, ultrasound, intracardiac echocardiography,
extracardiac echocardiography, transesophageal echocardiography, or combinations thereof, may be used to help visualize transseptal access to the left atrium, and access to the left atrium may be obtained using standard transseptal access techniques. The distal portion of the first access element (810) may comprise a first alignment member (812), which may be, for example, magnetic.

[0083] A second access element (820) may be positioned from an epicardial approach, for example, using a subthoracic access point (801). The access point (801) is typically identified based on patient anatomic characteristics. In some variations, the access point (801) is left of a xiphoid process (802) and pointed towards the patient's left shoulder, but may be at any suitable location. FIG. 8A depicts intercostal access via a thoracostomy, but such access may also be acquired via a sternotomy, a thoracotomy, or through costal cartilage itself. Once the access point (801) has been determined, a needle (e.g., a 17G Tuohy needle) may be advanced using standard pericardiocentesis techniques under fluoroscopic guidance. After access to the pericardium has been obtained, the second access element (820) comprising a second alignment member (822) at the distal portion may be advanced through the needle under fluoroscopic visualization within the pericardial space. The needle may then be removed once it has been confirmed that access to the pericardial space has thus been obtained. Other devices and methods for accessing the pericardial space may also be used, and are described in U.S. Provisional Patent Application Ser. No. 61/323,801, filed on April 13, 2010, and titled "METHODS AND DEVICES FOR PERICARDIAL ACCESS", and U.S. Patent Application No. 13/086,328, filed on April 13, 2011, titled "Methods and Devices for Pericardial Access" each which has been previously incorporated by reference in its entirety.

[0084] FIG. 8B depicts a closer view of the first and second access elements from FIG. 8A. The first and second access elements (810, 820) may each comprise a longitudinal lumen (816, 826) therethrough, where the lumens (816, 826) extend through the alignment members (812, 822). When the alignment members (812, 822) are matched, the lumen (816) may also be matched with the lumen (826) and attached through the tissue generally at or along their ends, or any other suitable configuration as previously described. This configuration may allow a device to be transferred from the lumen of the first access element (810) to the lumen of the second access element (820). For example, when the lumens (816, 826) are appropriately aligned, fluids, imaging contrast agents, guide elements,
sutures, and the like may be directly passed from the first access device to the second access device. Any suitable alignment members that facilitate attachment and/or communication through the tissue may be used here. In other variations, the alignment members may position the access elements in a non-linear configuration, for example, the alignment members may position the access elements at an angle, or perpendicularly to with respect to each other. Additional variations of alignment members have been previously described. The alignment members may also be attached such that hemostasis is maintained.

[0085] FIGS. 8C and 8D depict the approach of the first and second access elements (810, 820) towards each other. The first access element (810) and first alignment member (812) may be navigated to the left atrial appendage (808) using a transseptal approach, or may be advanced in a retrograde direction from the aorta via a guide catheter (814) into the left ventricle, then into the left atrium (809). Other guide elements, such as guidewires or rails, may be used, and in some variations, a second guide catheter or element may be included as may be appropriate. The second access element (820) and the second alignment member (822) may cross the pericardium (807), and be advanced towards the external side of the left atrial appendage (808). In some variations, the second access element (820) and the second alignment member (822) may be advanced over a guide element, as appropriate. When the first and second alignment members are matched, e.g., by magnetic attraction, the lumens (816, 826) may be aligned in any suitable configuration as previously described. For example, the lumens may be aligned generally at or along their ends, as shown in FIG. 8D. A piercing wire (830) may be advanced from one access element (either the first or second access element) to the other. The piercing wire (830) may be made from metallic materials, such as nickel titanium alloy, stainless steel, and the like, and may have a diameter of about 0.005 mm to about 5 mm and any suitable length. As the piercing wire (830) is advanced from one access element, it pierces through the wall of the left atrial appendage (808) and creates an access site as it enters the other access element. FIG. 8E depicts a closer view of the piercing wire (830), showing the tissue-piercing tip (831) at one end of the piercing wire. Other devices that may be used to create an access site or port through the wall of the left atrial appendage may include devices that use chemicals such as enzymes, current or voltage pulses, RF pulses, electrocautery, chemical cauterity, laser cautery, and the like.
In the variation depicted here, the other end (i.e., opposite the tissue-piercing tip (831)) of the piercing wire (830) is attached to an exchange wire (832). The exchange wire (832) may be, for example, a standard guide wire. As the piercing wire (830) is advanced further, the exchange wire (832) may be pulled through one access element to the other access element, as shown in FIG. 8F. Once the exchange wire (832) is in place, the piercing wire (830) may be removed. Optionally, the access elements may be withdrawn after the exchange wire (832) is in place. The exchange wire (832) may further stabilize the interaction between first and second alignment members so that they may remain in matched alignment. Such additional stabilization may be desired for the delivery of devices to a beating heart. The exchange wire (832) may also guide the delivery of any tissue-affecting devices to the heart, either from an intravascular approach or from an epicardial approach. Alternatively or additionally, the exchange wire may help position and operate intravascular devices. In other variations, the piercing element may not be coupled with an exchange element, where the piercing element may be withdrawn after it pierces the left atrial appendage, and then the exchange element is subsequently advanced.

FIGS. 8G-8J depict the advancement, delivery, deployment, and withdrawal of an exemplary tissue-affecting device. Examples of tissue-affecting devices that may be introduced to the left atrial appendage include various ablation devices and/or devices that manipulate the tissue in some way (e.g., excise, grasp, pinch, extract, occlude, etc). For instance, tissue-affecting devices may be expandable (e.g., a balloon), and/or may comprise graspers or cutters. Ablation devices that may be used in the heart are described in U.S. Provisional Patent Application No. 61/323,796, filed on April 13, 2010 and titled "METHODS AND DEVICE FOR TREATING ATRIAL FIBRILLATION", and U.S. Pat. Appl. No. __________, filed on April 13, 2011, titled "Methods and Devices for Treating Atrial Fibrillation" each of which has been previously incorporated by reference in its entirety, and a copy of which is included in the Appendix. Some tissue-affecting devices may be implantable, such as devices that occlude a region of tissue, and some tissue-affecting devices may be removable. In some variations, the tissue-affecting devices may be configured to be advanced over the exchange wire (832) from one side of the left atrial appendage to the other, e.g., from the exterior to the interior of the left atrial appendage. Depending on the size of the tissue-affecting device and whether or not it may cross a heart wall (e.g., left atrial appendage wall or ventricle wall), dilators, one-way valves, or other hemostasis devices may be used to provide an access port (e.g., an access port through the
left atrial appendage) for delivery of the tissue-affecting device while minimizing the loss of blood. Other tissue-affecting devices, such as ablation devices, may be withdrawn after the procedure is completed. Tissue-affecting devices that may be used here include devices that may stretch the tissue, block or occlude a portion of the tissue, secure portions of the tissue, and/or create an incision in the tissue. In some variations, a tissue-affecting device may manipulate and position the tissue in preparation for other tissue-affecting devices, such as closure devices, or other devices as described above. For illustrative purposes, the tissue-affecting device (834) shown in FIGS. 8G-8I is an expandable device. FIG. 8G shows the tissue-affecting device (834) in its compressed configuration as it is delivered to the left atrial appendage (808), while FIG. 8I shows the tissue-affecting device (834) in its expanded configuration. The tissue-affecting device (834) may comprise one or more radio-opaque (or echogenic) markers (835) so that the location of the tissue-affecting device (834) may be monitored.

[0088] As shown in FIG. 8H, a left atrial appendage stabilization device (836) may be introduced over the exchange wire (832), where the stabilization device may optionally be configured to close the left atrial appendage. Examples of suitable left atrial appendage stabilization devices have been previously described and incorporated by reference. Once the tissue-affecting device (834) is delivered to the left atrial appendage, the stabilization device (836) may be advanced over the exchange wire (832), and/or the second access element (820). Once the stabilization device (832) has been positioned near the left atrial appendage (e.g., as guided by the exchange wire), a distal closure element (838) may be expanded to encircle the left atrial appendage. As the circumference of the closure element (838) is reduced to secure the left atrial appendage, the tissue-affecting device (834) may be deployed and/or activated. For example, as depicted in FIG. 8I, it may be deployed to its expanded configuration. Expanding the tissue-affecting device (834) may further help position the closure element (838) close to the anatomical ostium of the left atrial appendage (808). The exchange wire (832) that extends through the access port in the left atrial appendage, and/or second access element (820) may help to position the tissue-affecting device (834) within the left atrial appendage.

[0089] Once the desired effect has been attained, the tissue-affecting devices and delivery devices may be withdrawn, and the left atrial appendage access site closed. In the example of the access site closure procedure shown in FIGS. 8I and 8J, the expandable
tissue-affecting device (834) is used to help close the access site by closing the left atrial appendage near the anatomical ostium. The expandable tissue-affecting device (in this variation, shown as an expandable balloon) may be inflated to position and help position the closure element (838) near the anatomical ostium of the left atrial appendage. Specifically, when the expandable device is expanded, the left atrial appendage is distended and its shape is changed from roughly conical to roughly spherical, thus better defining the junction between the left atrial appendage and left atrium. In addition, the expandable device in its expanded state may be at a pressure much greater than that of the left atrium proper, resulting in a significant differential in tension between the left atrial appendage and the left atrium. The expandable device may have one or more apertures therethrough for passage of contrast to facilitate visualization, or one or more markers thereon to confirm placement. The expandable tissue-affecting device may also be used to occlude (temporarily or permanently) the left atrial appendage. In certain variations, the closure element may be made from a biodegradable material, and may be configured to biodegrade after a sufficient time has passed to ensure scarring or formation of new tissue that effectively seals off the left atrial appendage.

[0090] While the tissue-affecting device is still in its expanded state, the closure element (838) may be placed around the left atrial appendage and closed. However, in some variations, the closure element may be placed around the left atrial appendage while the balloon is in its deflated or unexpanded state. Of course, in some instances it may be desirable to confirm proper closure of the left atrial appendage prior to, and optionally after, tightening of the closure element using fluoroscopic or other visualization techniques. If closure is not adequate or otherwise not desirable, the closure element may be opened, repositioned, closed, and then evaluated again.

[0091] FIG. 8J also shows that once the left atrial appendage has been closed, the tissue-affecting device (834) may be withdrawn. The first and second alignment members (812, 822) may be disengaged, and the first and second access elements (810, 820) may be withdrawn. In some variations, the tissue-affecting devices may be implantable, and remain in the heart while the access devices are withdrawn. For example, the tissue-affecting device may be an occlusion device that is implanted in the left atrial appendage to isolate it from the left atrium. A suture element (839) may be used to close the access site, then decoupled from the closure element (838) by severing or cutting. Excluding the left atrial
Appendage as described above may be one way to close the access site without suture stitches. Alternatively or additionally, the access site may be closed with suture stitches and/or fibrin glue.

[0092] The above steps are summarized in a flowchart depicted in FIG. 8K. Of course, many variations on this method are possible. Each step of the method shown in FIG. 8K may be followed with a confirmation and/or verification step, as appropriate (e.g., verification by tactile feedback, imaging data, physiological data, and the like). The guides having the alignment members thereon may be used or removed during the method as appropriate or desirable. It should be understood that the access site of the left atrial appendage may be closed without closing the left atrial appendage at the anatomical ostium. While the method depicted in FIGS. 8A-8J comprises closing the access site by closing the left atrial appendage at the anatomical ostium, a similar method may be used where the access site is closed by suturing, fibrin glue, or any other suitable method.

E. Devices and Method for Device Delivery to a Heart via the Left Atrial Appendage and/or the Left Ventricle

[0093] As mentioned above, the devices and methods described here may be used to deliver one or more devices to the interior of the heart through one or more ports or access sites in a wall of an atrium (e.g., the left atrium or the right atrium) or a ventricle (e.g., the left ventricle or the right ventricle). Generally, to introduce a device through an atrial or ventricular wall, a first guide may be introduced into the body (via a subthoracic approach, via intercostal or intracostal access, via open surgical access, or the like) and advanced to an exterior surface of the heart wall, while a second guide may be introduced (e.g., via a femoral vein, brachial vein, or the like) into an interior chamber of the heart (e.g., the left atrium, right atrium, left ventricle, right ventricle) and advanced to an interior surface of the heart wall. The first and second guides may be aligned (e.g., via one or more magnetic alignment elements, visualization, combinations thereof, and the like), and may be used to create an access site across the tissue wall, and to place a guide element (e.g., a guide wire) therethrough. In some variations, an access catheter may be advanced over the guide element and through the heart wall. In some variations, the access catheter may comprise one or more expandable elements that may help to keep access catheter in place relative to the heart wall and/or help provide hemostasis. One or more treatment devices may then be advanced over
or through the access catheter, and may be used to perform or assist in the performance of one or more procedures in the heart or surrounding vasculature.

[0094] FIGS. 13A-13C depicts one variation of an access catheter (1300) that may be used with the devices and methods described here. As shown in FIG. 13A, access catheter (1300) may comprise an elongate body (1302), proximal (1304) and distal (1306) expandable members, valve portion (1308), handle (1310) comprising first (1312) and second (1314) inlet ports, and dilator (1316) comprising a tapered distal end (1318) and dilator handle (1320). Generally, elongate body (1302) may be advanced through a tissue wall (not shown) and positioned such that distal expandable member (1306) and proximal expandable member (1304) are placed on each side of the tissue wall. In some variations, the access catheter (1300) may be advanced along a guide element (1322). Once advanced and positioned, the expandable members (1304) and (1306) may be expanded, as shown in FIG. 13B. When expanded, the expandable members (1304) and (1306) may help to hold elongate body (1302) in place relative to the tissue, and may act to help prevent blood flow through the access site formed in the tissue wall. Once the elongate body (1302) is in place, the dilator (1316) may be withdrawn from the elongate body (1302), as shown in FIG. 13C, and one or more device may be advanced through the elongate body (1302), as will be described in more detail below.

[0095] While shown in FIGS. 13A-13C as having a dilator (1316), access catheter (1300) need not comprise a separate dilator (1316). For example, in some variations, the elongate body of an access catheter may have a tapered distal end. In variations of access catheters that do comprise a separate dilator, the dilator may be placed through one or more lumens of the elongate body. For example, in the variation of access catheter (1300) shown in FIGS. 13A-13C, dilator (1316) may be placed through a first lumen (not shown) of the elongate body (1302) such that the tapered distal end (1318) extends out of the distal end of the elongate body. In variations where the access catheter (1300) comprises a valve portion (1308), dilator (1316) may also pass through the valve portion (1308). In some variations, dilator (1316) may comprise a lumen extending therethrough. In instances where access catheter (1300) is advanced over a guide element (1322), such as a guide wire, the guide element (1322) may be threaded through the lumen of the dilator (1316), such that dilator (1316) can be advanced over and guided by guide element (1322).
As mentioned above, access catheter (1300) may comprise a valve portion (1308). Valve portion may comprise any suitable hemostasis valve that is suitable for the passage for one or more devices therethrough. While shown in FIGS. 13A-13C as being located at a proximal end of the elongate body, the valve portion (1308) may be located at any point along the length of the elongate body (e.g., at a distal end, at an intermediate point, etc.), or may be attached to or otherwise contained within handle (1310).

While shown above as having two expandable members (proximal (1304) and distal (1306) expandable members), access catheter (1300) may comprise any suitable number of expandable members. In some variations, the access catheter (1300) may comprise a single expandable member. In some of these variations, the expandable member may be positioned such that the entire expandable member may be placed on one side of the tissue wall. In others of these variations, the expandable member may be sized and configured to be positioned such that a first portion of the expandable member may be positioned on a first side of the tissue wall, and a second portion of the expandable member may be positioned on a second side of the tissue wall. In other variations, the access catheter (1300) may comprise three or more expandable members, or may not comprise an expandable member. Additionally, while shown in FIGS. 13A-13C as being fixed along the length of elongate body (1302), it should be appreciated that one or more of the expandable members (1304) and (1306) may be moveable along the length of the elongate body (1302). In these variations, one or more of the expandable member (1304) and (1306) may be moved relative to each other along elongate body (1302) to alter the distance between the expandable members (1304) and (1306). This may help to allow for access catheter to be adjusted for varying wall thicknesses when placed across heart tissue.

The proximal (1304) and distal (1306) expandable members may be any suitable expandable structure (e.g., one or more balloons, expandable cages, meshes, baskets, combinations thereof, and the like). In variations where an access catheter comprises multiple expandable members, each of expandable members may comprise the same expandable structure, or different expandable members may comprise different expandable members. In the variation of access catheter (1300) shown in FIGS. 13A-13C, proximal (1304) and distal (1306) expandable members may comprise inflatable balloons (1324). The inflatable balloons (1324) may be compliant, semi-compliant, or non-compliant, and the inflatable balloons (1324) may be inflated by introducing a liquid or gas to the balloon.
In some variations, fluid may be introduced to the inflatable balloons (1324) via first (1312) and/or second (1314) inlet ports, and through one or more inflation lumens (not shown) in or attached to the elongate body. In some variations, inflatable balloons (1324) may be inflated by separate inlet ports (e.g., distal expandable member (1306) may be inflated via first inlet port (1312), and proximal expandable member (1304) may be inflated via second inlet port (1314)). In other variations, inflatable balloons (1324) may be inflated by the same inlet port.

**[0099]** FIGS. 14A-14C illustrate the distal portion of a variation of access catheter (1400). As shown in FIG. 14A, access catheter (1400) may be advanceable along guide element (1410), and may comprise an elongate body (1402), proximal expandable member (1404), distal expandable member (1406), and dilator (1408). In this variation, proximal (1404) and distal (1406) expandable members may comprise a compressible section (1411) (e.g., a compressible mesh, weave, tubing, or the like). For example, elongate body (1402) may comprise a first portion (1412), a second portion (1414), and a third portion (1416), such that proximal expandable member (1404) may be positioned between first (1412) and second (1414) portions of elongate body (1402), and distal expandable member (1406) may be positioned between second (1414) and third (1416) portions of elongate body (1402). To expand distal expandable member (1406) access device may be configured to move third portion (1416) toward second portion (1414) of elongate body (1402) (or vice versa), which may compress distal expandable member (1406), which may cause the compressible section (1411) to expand outwardly, as shown in FIG. 14B. Similarly, to expand proximal expandable member (1404) access device may be configured to move second portion (1414) toward first portion (1412) of elongate body (1402) (or vice versa), which may compress proximal expandable member (1404), which may cause the compressible section (1411) to expand outwardly, as shown in FIG. 14C. In some variations, each of first (1412), second (1414) and/or third (1416) portions of elongate body (1402) may be a portion of first catheter, second catheter, and/or third catheter (not shown), wherein the first, second, and third catheters may be movable relative to each other in order to compress and uncompress the proximal and/or distal expandable members.

**[0100]** As mentioned above, the devices and methods described here may be used to deliver one or more devices to the interior of the heart through one or more ports or access sites in a wall of an atrium (e.g., the left atrium or the right atrium) or a ventricle (e.g.,
the left ventricle or the right ventricle). FIGS. 15A-15G illustrate one variation of a method for accessing an interior of the heart using a transapical access site (e.g., an access site in a ventricle wall at or near the apex of the heart) and using a left atrial appendage access site. Generally, this method may comprise using an access device (such as one or more of the access devices described above) to form an access site or port through tissue of the left atrial appendage, and using an access device to form an access site or port through tissue of the left ventricle. In some variations, a first guide element may be advanced to position the first guide element through the access site in tissue of the left atrial appendage, such that a distal end of the first guide element may be positioned inside of the heart (e.g., in the left atrium, left ventricle, etc.) or the surrounding vasculature. A proximal end of the first guide element may be positioned external to the body, such that one or more dilators, access catheters, and/or treatment devices may be advanced over the first guide element. A second guide element may be advanced to position the second guide element through the access site in tissue of the left ventricle, such that a distal end of the first guide element may be positioned inside of the heart (e.g., in the left ventricle, left atrium, etc.) or the surrounding vasculature. A proximal end of the first guide element may be positioned external to the body, such that one or more dilators, access catheters, and/or treatment devices may be advanced over the first guide element. Optionally, a closure/stabilization device may be placed around the left atrial appendage to stabilize the left atrial appendage and/or control hemostasis at the left atrial appendage access site. In some variations, one or more access catheters may be introduced into the left atrial appendage access site and/or the left ventricle access site. One or more treatment devices may be advanced into the heart via the left atrial appendage and/or the left ventricle access sites to perform one or more procedures in the heart (such as one or more of the procedures described in more detail below). Following completion of the procedures, the devices (e.g., treatment devices, access catheters, guide elements, etc.) may be removed, and the left atrial appendage access site and/or left ventricle access site may be closed, occluded, or otherwise sealed. In some variations, the left atrial appendage access site may be closed, occluded, or otherwise sealed by one or more treatment devices advanced through the left ventricle access site. In other variations, the left atrial appendage access site may be closed, occluded, or otherwise sealed by one or more treatment devices advanced through the left atrial appendage access site.

[0101] Returning to the variation of the method shown in FIGS. 15A-15G, an access device (1500) may be utilized to form an access site in the left atrial appendage (1502)
of heart (1504). Specifically, a first guide (1506) may be advanced through the left atrium (1508) to position a distal portion of the first guide (1506) into the interior of the left atrial appendage (1502), while a second guide (1510) may be advanced externally to the heart (e.g., via a pericardial approach) to position a distal portion of the second guide (1510) at or near the left atrial appendage, as depicted in FIG. 15A. While shown there as being advanced intravascularly and transeptally (e.g., through a catheter (not shown) placed at least partially through the septum (1514)), it should be appreciated that the first guide (1506) may be introduced into the left atrial appendage in any suitable manner. In some variations, first guide (1506) may be introduced intravascularly via a retrograde pathway from the aorta. In variations where an access site has already been formed through a heart wall (e.g., the wall of the left ventricle), the first guide (1506) may be advanced into the heart through the heart wall access site.

[0102] Advancement of the first (1506) and/or second (1510) guides may be done under visualization (e.g., using fluoroscopic visualization, ultrasound visualization, a combination thereof, or the like). In some variations, first (1506) and second (1510) guides may be aligned using one or more alignment elements. For example, as shown in FIG. 15A, first (1506) and second (1510) guides may comprise magnetic alignment elements (1512) at the distal ends of each guide, which may attract each other through tissue of the left atrial appendage (1502). Access device (1500) may then be used to form an access site through the left atrial appendage (1502), and place a guide element (1516) (e.g., a guide wire or the like) through the access site. For example, in some variations, one or more of first (1506) and second (1510) guides may comprise one or more lumens (not shown) extending therethrough, and one or more guide elements may be passed through the lumens of the first (1506) and/or second (1510) guides. In some variations, a piercing member (not shown) may be advanced through a lumen of the second guide (1510) to create a puncture in the left atrial appendage. In some of these variations, the piercing member may be withdrawn from the lumen of the second guide (1510), and a guide element (1516) may be advanced through the lumen of the second guide (1510) and through the puncture in the left atrial appendage (1502). In others of these variations, the piercing member may be releasably attached to the guide element (1516), and advancement of the piercing member may pull or otherwise advance the guide element (1516) through the second guide (1510) and the puncture in the left atrial appendage (1502), as described in more detail above. In still other variations, a guide element may comprise a sharpened end, and may be advanced through the second guide (1510) to directly
puncture or pierce tissue. As guide element (1516) is advanced from second guide (1510) through tissue of the left atrial appendage (1502), it may at least partially enter the lumen of the first guide (1506). Once the guide element (1516) has been properly positioned through the access site in the left atrial appendage (1502), the first (1506) and second (1510) guide may be at least partially withdrawn to leave guide element in place, as shown in FIG. 15B. While guide element (1516) is described immediately above as being initially advanced from the second guide (1510) through the access site, it should be appreciated that the guide element (1516) may be positioned as shown in FIG. 15B by advancing the guide element (1516) and/or a piercing element from the first guide (1506), in any of the manners described above. It should also be appreciated that one or more alternative methods, such as one or more steps from the methods described above in relation to FIGS. 7A-7I or FIGS. 8A-8K may be utilized to create an access site through the left atrial appendage (1502) and to place a guide element (1516) inside the heart (1504) via the left atrial appendage access site.

[0103] Also shown in FIG. 15B is a stabilization device (1518), which may be used to place a closure element (1520) around the left atrial appendage (1502). Closure element (1520) may be selectively closed around the left atrial appendage (1502) to help stabilize and/or maintain hemostasis through the left atrial appendage access site. Closure element (1520) may be placed around the left atrial appendage prior to or after formation of the access site through the left atrial appendage (1502). In some variations, closure element (1520) is placed around the left atrial appendage prior to puncturing the left atrial appendage (1502), and closure element (1502) may be closed or otherwise tightened to close the left atrial appendage (1502) around the first guide (1506). Closure of the left atrial appendage (1502) around the first guide (1506) may help to limit blood flow from the left atrium (1508) into the left atrial appendage (1502), which may reduce the amount of blood that may leave the left atrial appendage (1502) through the access site. When first guide (1506) is withdrawn from the left atrial appendage (1502) to leave guide element (1516) in place through the access site, closure element (1520) may be further tightened, cinched or close to close the left atrial appendage (1502) around the guide element (1516), as shown in FIG. 15B. It should be appreciated that the closure element (1520) may be any suitable closure element, such as described in more detail above, and may be selectively tightened and opened to help accommodate different devices as they are advanced into the left atrial appendage.
The methods described here may also be used to place a guide element through a heart wall. As shown in FIG. 15B, access device (1500) may be used to form an access site through the wall (1522) of left ventricle (1524). As shown there, first guide (1506) may be advanced through the left atrium (1508) to position a distal portion of the first guide (1506) into the left ventricle (1524), while second guide (1510) may be advanced externally to the heart (e.g., via a pericardial approach) to position a distal portion of the second guide (1510) at or near the wall (1522) of the left ventricle (1524). The first (1506) and second (1510) guides may be aligned across wall (1522) in any suitable manner as described above. In some variations, the magnetic alignment elements (1512) of the first (1506) and second (1510) guides may attract each other through the wall (1522) of the left ventricle (1524) to align first (1506) and second guides (1510) as shown in FIG. 15B.

Access device (1500) may then be used to form an access site through the wall (1522) of the left ventricle (1524), and may place a guide element (1526) (e.g., a guide wire or the like) through the left ventricle access site. In some variations, a piercing member (not shown) may be advanced through the lumen of the second guide (1510) to create a puncture in the wall of the left ventricle. In some of these variations, the piercing member may be withdrawn from the lumen of the second guide (1510), and guide element (1526) may be advanced through the lumen of the second guide (1510) through the puncture in wall (1522), and into the left ventricle (1524). In others of these variations, the piercing member may be releasably attached to the guide element (1526), and advancement of the piercing member may pull or otherwise advance the guide element (1526) through the second guide (1510) and the puncture in the wall (1522) of the left ventricle (1524), as described in more detail above. In still other variations, a guide element may comprise a sharpened end, and may be advanced through the second guide (1510) to directly puncture or pierce tissue. Additionally, as noted above with respect to guide element (1516), as guide element (1526) is advanced from second guide (1510) through tissue, it may at least partially enter the lumen of the first guide (1506). Once the guide element (1526) has been properly positioned through the access site in the wall (1522) of the left ventricle (1524), the first (1506) and second (1510) guide may be at least partially withdrawn to leave guide element (1526) in place, as shown in FIG. 15C. While guide element (1526) is described immediately above as being initially advanced from the second guide (1510) through the access site, it should be appreciated that the guide element (1526) may be positioned as shown in FIG. 15C by advancing the guide element (1526) and/or a piercing element from the first guide (1506), in
any of the manners described above. Additionally or alternatively, the proximal portion (not shown) of one or more of the guide elements (e.g., guide element (1516) and/or guide element (1526) may comprise one or more depth markers (not shown), which may be used to determine the length of the guide element that is contained in tissue.

[0106] In some variations, such as the variation of the method shown in FIGS. 15A-15G, the same access device may be used to form both the left atrial appendage and left ventricle access sites. In these variations, the first guide (1506) may be fully withdrawn from the heart and then re-advanced into the heart between the creation of the left atrial appendage access site and creation of the left ventricle access site, or a distal portion of the first guide (1506) may remain in the heart. Similarly, second guide (1506) may be fully withdrawn from the body and re-advanced into the pericardial space between creation of the left atrial appendage access site and creation of the left ventricle access site, or a distal portion of the second guide (1510) may remain in the heart. It should be appreciated that a different access device may be used to form the left ventricle access site. In variations where the first (1506) and/or second (1510) guides are re-advanced into the heart and/or pericardial space, the first (1506) and/or second (1510) guides may be re-advanced using the same access pathways, or using one or more different access pathways.

[0107] In other variations, different access devices may be used to form the left atrial appendage access site and the left ventricle access site. For example, in some variations, a second access device (not shown) may be used to form the left ventricle access site. In some of these variations, the second access device may comprise a third guide and/or fourth guide. The third guide may be advanced into the left ventricle to position a distal portion of the third guide at or near the wall (1522) of the left ventricle (1524). The third guide may be advanced in any suitable manner as described above (e.g., intravascularly via a transeptal approach, intravascularly via a retrograde pathway from the aorta). In variations where an access site has already been formed in the left atrial appendage (1502), as described in more detail above, the third guide may be advanced through the left atrial appendage access site, through the left atrium (1508), and into the left ventricle (1524). Similarly, fourth guide may be advanced externally to the heart (e.g., via a pericardial approach) to position a distal portion of the second guide (1510) at or near the wall (1522) of the left ventricle (1524). Third and fourth guides may be aligned and used to create an access site through the wall (1522) of the left ventricle and to place a guide element therethrough, in any manner such
those described above in relation to FIGS. 15B-15C and first (1506) and second (1510) guides.

[0108] While the variation of the method shown in FIGS. 15A-15G as creating a left atrial appendage access site prior to forming a left ventricle access site, it should be appreciated that the access sites may be created in any suitable order. For example, in some variations, the left ventricle access site may be created prior to creation of the left atrial appendage access site. In other variations, the left atrial appendage access site and the left ventricle access site may be created substantially simultaneously (e.g., a first access device may be introduced and used to form an access site across the left atrial appendage while a second access device is introduced and used to form an access site across the wall of the left ventricle).

[0109] Returning to the figures, in some variations, an access catheter may be advanced over guide (1526) to place a portion of the access catheter across the access site in the wall (1522) of the left ventricle (1524). Access catheter may be any suitable access catheter, such as the variations of access catheters (1300) and (1400) described in more detail above. FIGS. 15D and 15E shows the distal portion one such variation of access catheter (1528) which may be advanced along guide (1526). As shown there access catheter (1528) may comprise an elongate body (1530) with a first lumen (not shown) extending therethrough, first (1532) and second (1534) expandable members, dilator (1536) disposed at least partially through the first lumen of the elongate body (1530), and hemostatic valve portion (not shown). Expandable members (1532) and (1534) may be any suitable expandable structure, such as those described above (e.g., a balloon, an expandable mesh, basket, cage, or the like). Dilator (1536) may comprise a tapered tip (1538) and one or more lumens extending through the body of the dilator. Dilator may be advanced along guide element (1526) to advance the tapered tip (1538) of dilator through the wall (1522) of ventricle (1524). As the tapered tip (1538) passes through the wall (1522) of left ventricle (1524), it may dilate or otherwise expand the left ventricle access site. Access catheter (1528) may be further advanced to place first (1532) and second (1534) expandable members on either side of wall (1522), and the first (1532) and second (1534) expandable members may be expanded, as shown in FIG. 15D. This may be done in any suitable manner. For example, in some variations, access catheter (1528) may be advanced over guide element (1526) such that first expandable member (1532) is positioned inside of the left ventricle.
(1524) (positioning may be confirmed via depth markers on a proximal portion of the access catheter (1528) or via one or more visualization techniques such as those described in more detail above), and first expandable member (1532) may be expanded. Access catheter (1528) may then be withdrawn to pull the expanded first expandable member (1532) into contact with the wall (1522) of the left ventricle (1524), and second expandable member (1534) may be expanded on the other side of wall (1522). In other variations, the first (1532) and second (1534) expandable members may be expanded simultaneously. In still other variations, second expandable member (1534) may be positioned and expanded outside of the heart near the wall (1522) of left ventricle (1524). The access catheter (1528) may be advanced to press the second expandable member (1534) against the wall (1522) of the left ventricle (1524), and the first expandable member (1532) may be expanded inside of left ventricle (1524). When first (1532) and second (1534) expandable members are expanded on opposite sides of tissue, the expandable members may help to prevent blood from exiting the left ventricle (1524) through the left ventricle access site. In some variations, the expandable members (1532) and (1534) may surround the access site and/or may apply pressure thereto to help provide a hemostatic seal.

[0110] Once access catheter (1528) has been properly positioned, dilator (1536) (and optionally guide element (1526)) may be withdrawn through the first lumen of the elongate body (1530), as shown in FIG. 15E. As dilator (1536) is withdrawn from the elongate body (1530), a hemostatic valve portion of the access catheter (1528) may prevent or otherwise limit blood flow through the first lumen of the elongate body (1530). The hemostatic valve portion, such as those described in more detail above, may be configured to accommodate the passage of one or more treatment devices therethrough, such that they may be introduced into the interior of the heart. Additionally or alternatively, a second access catheter (1540) may be advanced through the left atrial appendage. In some variations, one or more dilators (not shown) may be advanced over guide element (1516) to place access catheter (1540) across the left atrial appendage access point, and the guide element (1516) may optionally be removed, as shown in FIG. 15E. During advancement of the dilators and/or access catheter (1540), closure element (1520) may be temporarily opened to accommodate the advancement of the devices through the left atrial appendage (1502) access site, and may be re-tightened to close the left atrial appendage (1502) around the dilator and/or access catheter (1540). The second access catheter (1540) may be any suitable catheter, such as those described in more detail below. In the variation of access catheter
shown in FIG. 15E, the access catheter (1540) may comprise a hemostatic valve portion (not shown) that may help prevent or limit blood flow through a lumen of the access catheter (1540).

[0111] Once access catheters (1528) and (1540) are properly positioned, one or more treatment devices may be advanced therethrough. As shown in FIG. 15F, a first treatment device (1542) may be advanced into the left atrium (1508) through a lumen of the access catheter (1540) via the left atrial appendage access site, and a second treatment device (1544) may be advanced into the left ventricle (1524) through access catheter (1528) (e.g., through the first lumen of the elongate member (1530)) via the left ventricle access site. The first (1542) and/or second (1544) treatment devices may be advanced to one or more portions of the heart (e.g., left atrium, right atrium, left ventricle, right ventricle, combinations thereof, etc.), and the devices may be used to perform one or more procedures within the heart (e.g., may perform one or more steps of a valve replacement, repair or remodeling procedure, close a patent foramen ovale or other atrial septal defect, perform one or more steps of a chordae tendineae repair or replacement procedure, one or more steps of an ablation procedure, deliver one or more implants, combinations thereof, etc.), such as one or more of the procedures described in more detail below. During the course of the procedure, first (1542) and/or second (1544) treatment devices may be removed from the heart and re-advanced as needed, and one or more additional devices or implants may be introduced to the interior of the heart through either the left atrial appendage access site or the left ventricle access site. Any suitable treatment device (e.g., one or more visualization devices, one or more implants, one or more ablation devices, one or more suturing devices, etc.) may be advanced into the heart via these access sites. Following the completion of the one or more procedures, any treatment devices, guide elements, and access catheters, etc. may be removed from the heart. In some variations, the left atrial appendage access site and/or the left ventricle access site may be closed off and/or otherwise sealed. For example, in the variation shown in FIG. 15G, closure element (1520) may be closed around the left atrial appendage (1502) to ligate the left atrial appendage, which may prevent blood flow from the left atrium (1508) into the left atrial appendage (1502) (as shown there, a portion of closure element (1520) may be left in place), and a sealing device (1546) may be placed in the tissue wall (1522) of left ventricle (1524) to occlude the left ventricle access site. The left atrial appendage and left ventricle access sites may be closed in any suitable manner. In some variations, the left atrial appendage (1502) may be closed, occluded, or otherwise sealed by any suitable device or implant, such as
described in more detail below. In some of these variations, one or more devices may be advanced through the left ventricle access site to assist in closing and/or occluding the left atrial appendage (1502). For example, in some variations an implant (e.g., an inflatable balloon or the like) may be delivered to the interior of the left atrial appendage (1502), and may optionally be left in place. The left ventricle access site may be closed or otherwise occluded using one or more implants, adhesives, suturing procedures, or the like.

[0112] While first (1542) and second (1544) treatment are devices are shown in FIG. 15F as advanced into the heart through lumens of access catheters (1528) and (1540) respectively, it should be appreciated that a treatment device, catheter, or other structure may be advanced over an outer surface of an access catheter to place that structure through a tissue access site. For example, FIG. 16A-16D illustrate a variation of a method by an which an access catheter (1600) may be placed in a tissue access site. As shown in FIG. 16A, a left ventricle access site may be created and a guide element (1602) may be placed through the wall (1604) of the left ventricle (1606) via the left ventricle access site using one or more of the devices and methods described above. An access catheter (1600) comprising an elongate body (1609) having a dilating tip (1614), and first (1610) and a second (1612) expandable members may be advanced over guide element (1602) and positioned such that first (1610) and second (1612) expandable members are expanded on either side of the wall (1604) of the left ventricle (1606), as shown in FIG. 16B. Access catheter (1600) may be advanced, and first (1610) and second (1612) expandable members may be positioned in any manner as described immediately above. Dilating tip (1614) may act to dilate or otherwise expand the opening of left ventricle access site as it is advanced through the wall (1604) of the left ventricle (1606). When in place, access catheter (1600) may help maintain hemostasis of the left ventricle access site.

[0113] As shown in FIG. 16C, a device (1616) may be advanced over the elongate body (1609) of the access catheter (1600). Device (1616) may be any catheter or treatment device with at least one lumen (not shown) that is large enough to be passed over the outer diameter of the access catheter (1600). In order to advance device (1616) through the wall (1604) of the left ventricle (1606), second expandable member (1612) may be unexpanded to allow the device (1616) to be advanced thereover. Once through the wall, the first expandable member (1610) may be unexpanded to allow device (1616) to be advanced thereover and into the left ventricle (1606). Once the distal end device (1616) has been
advanced into the left ventricle (1606), access catheter (1600) may be withdrawn through the lumen of device (1606) to leave device (1616) in place. The device (1616) may be used to perform one or more procedures in the heart, or may serve as an access device through which one or more additional devices may be passed.

[0114] While described above as creating tissue access sites in the left atrial appendage and/or the left ventricle, it should be appreciated that the devices and methods described here may be used to create access sites in any suitable tissue or combinations of tissues (e.g., the left atrial appendage, the right atrial appendage, a left ventricular wall, a right ventricular wall, a right atrial wall, a left atrial wall, the left atrial appendage and a left ventricular wall, the right atrial appendage and a right ventricular wall, a right atrial wall and a right ventricular wall, a left atrial wall and a left ventricular wall, the left atrial appendage and a right atrial wall, the left atrial appendage and a right ventricular wall, combinations thereof, and the like).

II. Systems for Accessing and Delivering Devices to a Heart

[0115] Also described here are systems for accessing and delivering devices to the heart using the left atrial appendage as an access site. In general, the systems may comprise a first access element with a first alignment member, a second access element with a second alignment member, a guide element, one or more treatment devices, and a closure device. First and second access elements may each comprise a longitudinal lumen therethrough. In some variations, some systems may also comprise a piercing element that is configured to pass through the lumen of one access element to the lumen of the other access element and creates an access port in the left atrial appendage wall. As mentioned above, the system may comprise a guide element that may be advanced through the first and/or second access elements. In some variations, the guide element may be coupled to a proximal portion of the piercing element. Catheters, cannulas, or sheaths suitable for intravascular use may also be included. Any of the stabilization and/or left atrial appendage closure devices described above may be included to close the access site, and may additionally or alternatively stabilize the left atrial appendage and/or provide hemostasis of the left atrial appendage.

[0116] Also described here are systems for accessing and delivering devices to the heart using an atrial or ventricular wall as a port or access site, in which some variations
may be used in conjunction with one or more systems for accessing and delivering devices to the heart using the left atrial appendage as an access site. In general, the systems may comprise a first access element with a first alignment member, a second access element with a second alignment member, and a guide element. First and second access elements may each comprise a longitudinal lumen therethrough. In some variations, some systems may also comprise a piercing element that is configured to pass through the lumen of one access element to the lumen of the other access element and creates an access port in the left atrial appendage wall. The guide element may be advanced through one or more of the access elements to placed the guide element across the access site. In some variations, the guide element may be coupled to a proximal portion of the piercing element. The system may comprise one or more access catheters, such as those described above.

[0117] Also described here are systems for closing a left atrial appendage. In general, the systems may comprise a closure device useful for performing a left atrial appendage closure procedure as described above, together with one or more additional components. For example, the system may comprise a first access element having a size and length adapted for accessing the left atrial appendage through the vasculature and comprising an alignment member, a second access element having a size and a length adapted for accessing the pericardial space from a subthoracic region and comprising an alignment member, and a closure and/or stabilization device. The alignment member may be any suitable alignment member. For example, the alignment member may comprise radio-opaque or echogenic markers, members configured to produce an audible response, one or more interconnecting members, one or more vacuum members, or magnets. In some variations, the alignment members of the first and second guides comprise magnets as described above.

[0118] The system may further comprise a left atrial appendage occlusion member, where in some variations, the occlusion member is an expandable member or a device. The expandable member may be any suitable expandable member, such as, e.g., the expandable tissue-affecting devices described above. An occlusion member may have one or more apertures therein for allowing contrast or other fluids to pass therethrough.

[0119] The systems may also comprise one or more devices for severing the suture. Similarly, the systems may also comprise one or more devices for temporarily straightening one or more curves along the elongate body of the closure device. Of course, the device may comprise instructions for using any, all, or a portion of, the system
components (e.g., first guide, second guide, closure device, straightening tube, suture cutter, or some combination thereof).

[0120] Some systems may also comprise a cannula or sheath, a first catheter with a first alignment member, a second catheter with a second alignment member, a guide element, and a suture element couple to the guide element. The first and second catheters may be sized and shaped to fit within the cannula. The guide element and suture element may be coupled in an end-to-end fashion, and be pre-loaded into one of the catheters to help expedite and reduce the number of steps needed to create an access port through the LAA.

III. Examples

[0121] Several variations of devices and methods for creating an access site or port in the left atrial appendage have been described above. Additionally, devices and methods for creating an access port in an atrial or ventricular wall have been described above. While some examples have been described in the context of accessing and delivering devices to the left atrial appendage, other internal structures of the heart may be accessed. For example, access for additional or alternative devices may be provided through the left atrial appendage by gradually increasing the size of an access site formed in the wall of the left atrial appendage, by a piercing element or wire, as described above. In some variations, the access site may be through a portion of the left atrial appendage. Guide elements may help to guide one or more dilators to the access site. Once the access site is dilated to a sufficient size, devices may be advanced over the guide element into the heart via the left atrial appendage. While some devices that may be delivered to the heart have been described, additional or alternative devices including visualization devices, suturing devices, valve repair devices, ablation devices (e.g., heat, laser, cryogenic, high frequency ultrasound, chemical, etc.), measurement devices, occlusion devices, ligation devices, suction devices, stabilization devices, drug delivery devices (e.g., pumps, permeable membranes, etc.), ventricular assist valves and/or tubes, etc., may also be delivered to the heart. The device may be an implant that remains in the heart after the procedure, or may be a tissue-affecting device that is withdrawn after the desired effect in the tissue has been achieved. Examples of implants that may be used here include replacement valves, occlusion devices, pacemakers, heart monitors, slow-release drug delivery systems, and the like. Tissue-affecting devices that may be delivered to the heart and subsequently removed include ablation elements, measurement devices, closure devices, and the like. In some variations, after a device is
delivered to and/or withdrawn from the heart, the left atrial appendage may be closed and/or excluded. In some variations, closure of the left atrial appendage may be a part of the treatment for atrial fibrillation, while in other variations, left atrial appendage closure may be for hemostatic purposes. A variety of treatments for heart diseases may use one or more of the devices and methods described here. Examples of such procedures are described below.

A. Closing a Left Atrial Appendage

[0122] A variety of devices may be delivered to the heart using guides and alignment members as described above, for example, devices for the closure and exclusion of the left atrial appendage for the treatment of atrial fibrillation. In such circumstances, it may be desirable for the left atrial appendage to be closed off as close to the anatomical ostial plane as possible. If the left atrial appendage is closed off above the plane of the orifice (toward the left atrial appendage tip or away from the anatomical ostial plane), this may result in a persistent diverticulum of the left atrial appendage, which in turn may result in an additional site or nidus for thrombus formation despite complete exclusion of the left atrial appendage from the left atrium. In some individuals, the geometry of the left atrium and left atrial appendage may be such that the neck or narrowing between them is poorly defined from the epicardial, or outer aspect. In addition, the external geometry of the left atrial appendage-left atrial junction may be difficult to differentiate from an epicardial perspective. This may be compounded by the fact that the anatomy is moving vigorously when the procedures are employed while the heart is beating and the lungs remain inflated (i.e., closed chest procedures). From an inside aspect, or endocardial view, fluoroscopy and ultrasound methods provide limited information or ability to landmark the true three-dimensional characteristics of the anatomic ostial plane. Thus the use of the devices described above may help facilitate proper positioning and closure of the left atrial appendage, and may be used during beating heart procedures.

[0123] Several examples of devices for closing, occluding, and/or excluding the left atrial appendage have been described above. While FIGS. 8A-8K describe the use of an expandable tissue-affecting device to help position the closure element around the left atrial appendage, other devices may be used to help ensure effective left atrial appendage closure. One variation of a device that may be used to position a closure element is shown in FIGS. 9A and 9B. As shown there, a tissue-affecting device (920) may comprise grooves (922) in its deployed configuration, and is positioned at the anatomical ostium of a left atrial
appendage (900). However, tissue-affecting device (920) may be positioned at any desired location in the heart. In some variations, the tissue-affecting device may be a rounded plate or disc comprising one or more grooves circumscribing the outer perimeter. Grooves (922) are configured to interfit with the closure element (910) as the circumference of the closure element is reduced, as shown in FIG. 9B. The tissue-affecting device (920) may be sized according to the desired degree of closure of the left atrial appendage (900). Once the closure element (910) has been secured and decoupled from the rest of the closure device (e.g., by cutting as described above), the tissue-affecting device (920) may be reverted to its collapsed configuration and withdrawn from the ostium of the left atrial appendage (900). The devices and methods described above for closing and/or excluding the left atrial appendage may be included at the conclusion of a procedure that uses the left atrial appendage as an access site. This may be a more expedient method of closing a heart access site than other conventional methods, such as suture stitching, which may be substantially more time-consuming.

B. Occluding a Left Atrial Appendage

[0124] As described above, closure of the left atrial appendage may be attained by encircling the left atrial appendage at the anatomical ostium with a suture loop, and reducing the circumference of the suture loop to close the left atrial appendage. One example of a device that may be advanced to the heart for occluding the left atrial appendage is shown in FIGS. 10A-10C. Devices may be intravascularly delivered to a left atrial appendage (1000) of a heart by entering through the right atrium, crossing the septum to the left atrium (1002) to the left atrial appendage (1000). FIG. 10A depicts a cannula (1004) positioned in the right atrium (1001), against the septum along the right atrium (1002). A catheter (1010) may be advanced over a guide element (1006) through the septum and into the left atrial appendage (1000), where the catheter may be coupled to one or more devices, such as a co-axial expandable member (1014). One or more imaging markers (1012) may be positioned along the catheter (1010), e.g., defining the borders of the expandable member (1014). Imaging markers (1012) may be chosen to permit the desired imaging modality to monitor the position of the catheter (1010) and the expandable member (1014). Once the expandable member (1014) has been confirmed to be in the desired location, it may be expanded to deliver the implantable device (1008). The expandable member (1014) may act to position and/or apposition the implantable device (1008). The implantable device (1008) may be any that effectively closes and/or excludes the left atrial appendage (1000), e.g., a
mesh, plug, gel, and the like. FIG. IOC depicts the collapse of the expandable member (1014) after the implantable device (1008) has been positioned, delivered, and deployed. The catheter (1010) may then be retracted over the guide element (1006) into the cannula (1004). The collapsed expandable member may be withdrawn from the left atrial appendage (1000), leaving the implantable device (1008) within the left atrial appendage (1000).

[0125] In some variations, a tissue-affecting device may be coupled to the catheter (1010), where after the desired effect has been achieved, the device is then withdrawn. For example, the access pathway as described above may be used to deliver tissue-affecting devices such as ablation devices, suturing devices, excision devices, measurement devices, closure devices, and puncturing devices to the heart. In certain variations, the distal tip of the guide element (1006) may be sharpened and may pierce through the wall of the left atrial appendage. Devices that are external to the heart may be advanced into the heart through the access site created by the guide element. Dilators may be advanced to the access site from a non-vascular pathway to increase the size of the access site for the delivery of additional devices, as described previously.

[0126] Another example of a device that may be used with the methods and devices above to close the left atrial appendage is shown in FIG. 11. As shown there, an occlusion device (1100) may be a mesh or other biocompatible sheet that is positioned in the plane of a left atrial appendage ostium (1106). The area of the occlusion device (1100) may be approximately similar to the area of the left atrial appendage ostium (1106). The occlusion device (1100) may be made of any suitable polymeric materials, such as epoxy, chloroprene, polyvinyl chloride, polypropylene, polyimide, and the like. The occlusion device (1100) may be elastic and stretchable. The occlusion device (1100) may be secured in the plane of the left atrial appendage ostium (1106) by a suture (1102), which interlaces between the occlusion device (1100) and tissue around the left atrial appendage ostium (1106) and may be secured by a suture knot (1104). Tensioning the suture (1102) may pull the occlusion device (1100) such that it approximates the shape of the ostium (1106), and may effectively occlude the ostium. Once the desired level of occlusion is attained (which may be confirmed by various imaging methods as previously described), the suture (1102) may be locked by a second knot (not shown).
C. Patent Foramen Ovale

[0127] The devices and methods described above may be used in the
treatment of a patent foramen ovale or other atrial septal defect. The foramen ovale is a small
opening in the wall between the right and left atria that is present in normal fetal
development. This opening usually closes within the first or second year of life, however, in
at least one out of four people, this opening persists throughout life. Due to this condition,
blood may flow between the right and left atria, bypassing the lungs, which may give rise to
additional complications such as stroke and/or migraines. Certain treatments for this
condition may involve the implantation of devices that seal and/or occlude the patent foramen
ovale. Devices for closing the patent foramen ovale may be delivered to the heart via the left
atrial appendage and deployed using the methods and devices described above. Examples of
implantable devices may include the CardioSEAL® Septal Occlusion devices, STARFlex®
devices (NMT Medical Inc, Boston, MA) and the Amplatzer® devices (AGA Medical Corp,
Golden Valley, MN), Helex® devices (GORE Medical Products, Flagstaff, AZ), and the like.

[0128] Generally, to close or occlude the patent foramen ovale, access to the
left atrial appendage may be obtained to form a port or access site across tissue of the left
atrial appendage. Access to the left atrial appendage may be achieved in any suitable
manner, such as those described above (e.g., via a pericardial approach, via a combined
pericardial and intravascular approach, or the like). In some variations, a device comprising a
closure element may be used to stabilize the left atrial appendage and/or help provide
hemostasis, as described above. One or more delivery devices containing one or more
implants may be advanced to the left atrium via the left atrial appendage access site. In some
variations, the delivery device may be advanced over a guidewire placed through the left
atrial appendage or through an access catheter or valve placed through the atrial appendage.
Additionally, in some variations the delivery devices may advanced across the patent
foramen ovale into the right atrium. Once the delivery devices are positioned, the patent
foramen ovale may be closed. For example, in some variations, one or more implants may be
deployed to seal and/or occlude the foramen. Once appropriate sealing and/or occlusion of
the patent foramen ovale has been verified, the access and delivery devices may be
withdrawn, and the left atrial appendage may optionally be closed and/or occluded as
described above. While described immediately above as being used to close the patent
foramen ovale, it should be appreciated that the devices and methods described above may be
used to close any suitable atrial septal defect. Additionally, while described above as introducing a delivery device carrying an implant, it should be appreciated that the methods described here may be used to advance any suitable device or devices for closing an atrial septal defect.

[0129] Additionally or alternatively, one or more devices for use in closing a patent foramen ovale may be advanced through an access site in the wall of a ventricle or atrium. For example, in some variations, an access site may be formed in the wall of the left ventricle using one or more of the devices or methods described in more detail above, and a guide element or access catheter through the left ventricle access site. One or more devices may be introduced over and/or through the guide element and/or access catheter to introduce the device into the left ventricle. The devices may then be advanced into the left atrium, where it may be used to close or assist in the closure of a patent foramen ovale or other atrial septal defect. In some variations, at least a first device for use in such a closure procedure may be advanced through an access site in the left atrial appendage, while at least a second device for use in such closure may be advanced through an access site in a wall of a ventricle or atrium (e.g., the left ventricle, right ventricle, left atrium, right atrium, etc.).

D. Installation of Cardiac Assist Devices

[0130] Congestive heart failure may result in a heart's inability to pump sufficient blood for distribution throughout the body. Depending on the degree to which the pumping capacity of the heart is compromised, cardiac assist devices may be installed. Typically, installation of cardiac assist devices, such as ventricular assist devices, involve connecting inflow and/or outflow tubes between the left ventricle and the aorta. Installation of the flow tubes, and any other peripheral devices such as a flow probes, pumps, etc., may use one or more of the devices and methods described above. For example, access to the exterior of the apex of the left ventricle may be obtained through pericardial access (e.g., using methods described in U.S. Provisional Patent Application Ser. No. 61/323,801, filed on April 13, 2010, and titled "METHODS AND DEVICES FOR PERICARDIAL ACCESS" or U.S. Patent Application No. 13/086,328, filed on April 13, 2011, titled "Methods and Devices for Pericardial Access" each of which has been previously incorporated by reference in its entirety), while access to the interior of the left ventricle may be obtained via an access site in the left atrial appendage using the devices and methods described above. Additionally or alternatively, access into the interior of the left ventricle may be obtained via an access site in
a wall of the left ventricle and/or a wall of the left atrium. The ability to access multiple locations of the heart may help expedite the installation of cardiac assist devices, and may also help to ensure consistent and precise installment of any peripheral support devices.

E. Implantation of Electrodes

[0131] As part of treatment or diagnosis of certain heart conditions, electrodes may be implanted in various locations of the heart. For example, electrodes used in implantable defibrillators may be implanted at multiple locations on the surface of the heart, such as at or near the mid-ventral, mid-dorsal, lateral-apical, lateral-basal left ventricle, etc. Electrodes used for pacemakers may be implanted within the heart, for example, in the right atrium, the right ventricular apex, superior vena cava, etc. The devices and methods described above for accessing the pericardial space of the heart, as well as for accessing various structures within the heart, may be used for implanting electrodes as desired for therapeutic and/or diagnostic purposes.

[0132] Generally, access to the left atrial appendage may be obtained to form an access site across tissue of the left atrial appendage. Access to the left atrial appendage may be achieved in any suitable manner, such as those described above (e.g., via a pericardial approach, via a combined pericardial and intravascular approach, or the like). In some variations, a device comprising a closure element may be used to stabilize the left atrial appendage and/or help provide hemostasis, as described above. One or more devices associated with placement or delivery of one or more electrodes may be advanced into the heart through the left atrial appendage. In some variations, one or more electrodes may be advanced into the heart through the left atrial appendage. In other variations, one or more positioning devices may be advanced into the heart through the left atrial appendage, which may help to position an electrode placed inside of the heart. In some variations, the devices may be advanced over a guidewire placed through the left atrial appendage or through an access catheter or valve placed through the atrial appendage. Once in the heart, the electrodes and/or devices may be advanced to any suitable portion of the heart (e.g., the left atrium, right atrium, the right ventricular apex, superior vena cava, etc.) for delivery, placement, and/or removal of one or more electrodes. Once the procedure has been completed, the left atrial appendage may optionally be closed and/or occluded as described above.
Additionally or alternatively, one or more devices for use the placement or delivery of one or more electrodes may be advanced through an access site in the wall of a ventricle or atrium. For example, in some variations, an access site may be formed in the wall of the left ventricle using one or more of the devices or methods described in more detail above, and a guide element or access catheter through the left ventricle access site. One or more devices may be introduced over and/or through the guide element and/or access catheter to introduce the device into the left ventricle. In some variations, at least a first device for placement, visualization, and/or delivery of an electrode may be advanced into the heart through an access site in the left atrial appendage, while at least a second device for placement, visualization, and/or delivery of an electrode may be advanced into the heart through an access site in a wall of a ventricle or atrium (e.g., the left ventricle, right ventricle, left atrium, right atrium, etc.).

F. Valve Repair or Remodelling

Heart valve disorders, such as valvular stenosis, valvular regurgitation, congenital valve disease, mitral valve prolapse, etc., may be treated by remodeling or replacing the defective valve. Access to the mitral valve from the atrial side, for example, may be obtained through the left atrial appendage as described above, where devices for valve remodeling and/or replacement may be delivered through the left atrial appendage. In some valve repair procedures, it may be appropriate to introduce a guide element intravascularly into the left ventricle as described above to provide additional assistance to devices introduced to the left atrium. For example, access to both the ventricular and atrial side of a mitral valve may be useful for valve remodeling procedures that involve stitching sutures around the valve. Guide elements with alignment members may help to ensure proper positioning of suturing and other remodeling devices.

Valve replacement or remodeling procedures may also use one or more of the devices described above. For example, the replacement valve may be introduced from the pericardial space into the heart via an access site in the left atrial appendage. After the replacement valve has been installed, the left atrial appendage may be excluded, closed, and/or occluded to seal the access site. Similarly, the left atrial appendage access site may be used to advance an annuloplasty band or ring (or one or more devices configured to place, adjust, or remove an annuloplasty band or ring) into the heart, using any of the methods described above. Additionally or alternatively, one or more implants or devices associated
with chordae tendineae replacement may be advanced through a left atrial appendage access site to assist in a chordinae tendineae replacement procedure. Once the procedure has been completed, the devices may be withdrawn, and the left atrial appendage may optionally be closed and/or occluded as described above.

[0136] Additionally or alternatively, one or more devices for use the placement or delivery of one or more electrodes may be advanced through an access site in the wall of a ventricle or atrium. For example, in some variations, an access site may be formed in the wall of the left ventricle using one or more of the devices or methods described in more detail above, and a guide element or access catheter through the left ventricle access site. One or more devices may be introduced over and/or through the guide element and/or access catheter to introduce the device into the left ventricle. In some variations, at least a first device for use in one of the previously mentioned procedures may be advanced into the heart through an access site in the left atrial appendage, while at least a second device for use in one of the previously-mentioned procedures may be advanced into the heart through the left ventricle access site. For example, in some variations, a replacement valve may be advanced into the heart through a left atrial appendage access site, while one or more suture devices may be advanced into the heart through a left ventricle access site.

G. Ablation

[0137] As part of treatment or diagnosis of certain heart conditions, one or more portions of the heart may be ablated. For example, methods of ablating or otherwise forming lesions in heart tissue are described in U.S. Provisional Patent Application No. 61/323,796, filed on April 13, 2010 and titled "METHODS AND DEVICE FOR TREATING ATRIAL FIBRILLATION," and U.S. Patent Application No. __________, filed on April 13, 2011, titled "Methods and Devices for Treating Atrial Fibrillation," each of which has been previously incorporated by reference in its entirety. In some methods, it may be desirable to place one or more ablation or lesion-forming devices on the interior of the heart. Accordingly, a left atrial appendage access site may be useful for placing one or more ablation devices.

[0138] Generally, access to the left atrial appendage may be obtained to form an access site across tissue of the left atrial appendage. Access to the left atrial appendage may be achieved in any suitable manner, such as those described above (e.g., via a pericardial
approach, via a combined pericardial and intravascular approach, or the like). In some variations, a device comprising a closure element may be used to stabilize the left atrial appendage and/or help provide hemostasis, as described above. One or more ablation devices (or devices associated with the placement and/or alignment of ablation devices) may be advanced into the heart through the left atrial appendage. In some variations, the device or devices may be advanced over a guidewire placed through the left atrial appendage or through an access catheter or valve placed through the atrial appendage. Once in the heart, the device or devices may be advanced to any suitable portion of the heart (e.g., the left atrium, right atrium, the right ventricular apex, superior vena cava, etc.) or surrounding vasculature (e.g., left pulmonary veins, right pulmonary veins, or the like), and one or more ablation procedures may be performed using the device or devices. Once the procedure has been completed, the device or devices may be removed and the left atrial appendage may optionally be closed and/or occluded as described above. Additionally or alternatively, one or more ablation devices (or devices associated with the placement and/or alignment of ablation devices) may be advanced into the heart through an access site in a ventricular or atrial wall using one or more of the devices and methods described above.

[0139] Although the foregoing invention has, for the purposes of clarity and understanding been described in some detail by way of illustration and example, it will be apparent that certain changes and modifications may be practiced, and are intended to fall within the scope of the appended claims.
CLAIMS

What is claimed is:

1. A system for creating an access site through a left atrial appendage comprising:

   a first guide comprising a first alignment member and a first elongate body with a first longitudinal lumen therethrough;

   a second guide comprising a second alignment member and a second elongate body with a second longitudinal lumen therethrough, wherein the first and second alignment members are configured to align the first and second longitudinal lumens;

   a piercing element configured to pass through the first and second longitudinal lumens; and

   a guide element.

2. The system of claim 1, wherein the first and second alignment members are magnetic, and are configured to align the first and second guide.

3. The system of claim 2, wherein the guide element is coupled to the piercing element by an attachment member.

4. The system of claim 1, further comprising an access device comprising a third guide and a fourth guide.

5. The system of claim 4, further comprising an access catheter comprising a first expandable member and a second expandable member.

6. The system of claim 1, further comprising a closure element; and a positioning device comprising grooves shaped to accommodate the closure element.

7. The system of claim 1, further comprising a vacuum device.
8. A method for creating an access port through a left atrial appendage comprising:

advancing a first guide to the interior of the left atrial appendage, wherein the first guide comprises a first longitudinal lumen therethrough;

advancing a second guide to the exterior of the left atrial appendage, wherein the second guide comprises a second longitudinal lumen therethrough;

aligning first and second guide such that the first longitudinal lumen is aligned with the second longitudinal lumen;

piercing the left atrial appendage to form an access site therethrough;

advancing a guide element through the puncture site.

9. The method of claim 8, wherein the piercing element is advanced from the first longitudinal lumen to pierce the left atrial appendage.

10. The method of claim 8, wherein the piercing element is advanced from the second longitudinal lumen to pierce the left atrial appendage.

11. A system for accessing and delivering devices through the left atrial appendage comprising:

a first access element comprising a first alignment member and a first longitudinal lumen therethrough;

a second access element comprising a second alignment member and a second longitudinal lumen therethrough, wherein the first and second alignment members are configured to align the first longitudinal lumen and the second longitudinal lumen;

a piercing element comprising a proximal and distal end;

a closure element; and
a treatment device.

12. The system of claim 11, further comprising an occlusion member.

13. A method for delivering one or treatment devices to a heart:
   
   forming a first access site through tissue of the left atrial appendage;
   
   placing a closure element around the left atrial appendage;
   
   advancing a first treatment device into the heart through the first access site;
   
   performing a procedure with the first treatment device;
   
   removing the first treatment device from the heart; and
   
   closing the left atrial appendage.

14. The method of claim 13, comprising advancing a first guide to the interior of the left atrial appendage, wherein the first access element comprises a first longitudinal lumen; and advancing a second guide to the exterior of the left atrial appendage, wherein the second access element comprises a second longitudinal lumen.

15. The method of claim 14, further comprising forming a second access site through a wall of the left ventricle, and advancing a second treatment device into the heart through the second access site.

16. The method of claim 15, comprising placing an access sheath through the second access site, wherein a first expandable member is positioned on a first side of the wall of the left ventricle, and a second expandable member is positioned on a second side of the wall of the ventricle.

17. The method of claim 13, wherein the procedure is a valve repair or valve replacement procedure.

18. The method of claim 13, wherein the procedure is an ablation procedure.
19. The method of claim 13, wherein the procedure comprises the placement of one or more electrodes.

20. The method of claim 13, wherein the procedure comprises a chordae tendineae procedure.
Create a pericardial access point

Advance and position a catheter on the inside of the LAA

Confirm that catheter is positioned inside of the LAA

Advance device (600) through pericardial access point

Position device (600) in approximation with the LAA

Deploy the first catheter and position to the right of the LAA

Deploy the second catheter and align with the lumen of the first catheter

Advance guide element from second catheter through the LAA into the first catheter

FIG. 6B
Advance device (700) to the LAA

Engage and secure position of the LAA

Advance piercing element to create access site in the LAA

Advance guide element through LAA access site

Deliver tissue-affecting devices via the LAA access site

Apply and activate the tissue-affecting device and/or implant

Withdraw the tissue-affecting device

Close the LAA access site.

FIG. 71
Advance first and second access device to the LAA

Position and align first and second access devices

Advance stabilization device to engage and secure the position of the LAA

Advance piercing element to create an access site in the LAA

Advance guide element to communicate between first and second access devices

Advance tissue-affecting device to the heart using the guide element

Apply and/or activate the tissue-affecting device and/or implant

Withdraw the tissue-affecting device and guide element

Close the LAA access site

FIG. 8K