SURGICAL KIT RECOVERY AND REUSE SYSTEM

Applicant: CROSSROADS EXTREMITY SYSTEMS, LLC, Memphis, TN (US)

Inventors: Robert Glen Coleman, Cordova, TN (US); Michael Chad Hollis, Collierville, TN (US); Vernon Raymond Hartdegen, Collierville, TN (US)

Appl. No.: 14/869,822

Filed: Sep. 29, 2015

Related U.S. Application Data

Provisional application No. 62/106,713, filed on Jan. 22, 2015.

ABSTRACT

A terminally sterilized medical procedure kit includes a recovered item and a new item packaged together as a single stock keeping unit. A method for processing at least a portion of a first medical procedure kit includes the steps of receiving a recoverable item of the first kit, performing a processing operation on the recoverable item, providing a new item, combining the recoverable item and the new item in a second kit, and terminally sterilizing the second kit. A method for recovering at least a portion of a terminally sterilized medical procedure kit includes the steps of purchasing a recoverable item of the first kit from an owner and receiving the recoverable item by the purchaser.
New, Reusable Device(s) provided

New, Single use/disposable device(s) is provided

New Reusable and new Single use/Disposable devices may be matched up for kitting & Final Sterile Packaging

Final Packaged, sterile/procedural kits Received

Finished Good kit is provided/sold to End Customer/ Hospital – single use device(s) is/are consumed; reusable device(s) is/are placed in container

Ownership of recoverable/reusable devices is transferred to company

Reusable/recoverable devices returned in a container system

Container with reusable devices received and contents removed

Reusable/recoverable devices are cleaned, decontaminated & sterilized for handling

Devices are inspected and refurbished as needed to be serviceable

New single use device(s) is associated with recovered reusable device(s) for kitting in a single package & Final Sterile Packaging

New single use device is provided

Reusable/recoverable device(s) is/are placed into inventory

Repackaged, sterile/procedural kits Received
New, Reusable Device(s) provided

New, Single use/disposable device(s) is provided

New Reusable and new Single use/Disposable devices may be matched up for kitting & Final Sterile Packaging

Final Packaged, sterile/procedural kits Received

Finished Good kit is provided/sold to End Customer/Hospital – single use device(s) is/are consumed; reusable device(s) is/are placed in container

New single use device(s) is associated with recovered reusable device(s) for kitting in a single package & Final Sterile Packaging

Ownership of recoverable/reusable devices is transferred to company

Reusable/recoverable devices returned in a container System

Container with reusable devices received and contents removed

Reusable/recoverable devices are cleaned Decontaminated & sterilized for handling

FIG. 2
New, Reusable Device(s) provided

New, Single use/disposable device(s) is provided

New Reusable and new Single use/Disposable devices may be matched up for kitting & Final Sterile Packaging

Finished Good kit is provided/sold to End Customer/Hospital – single use device(s) is/are consumed; reusable device(s) is/are placed in container

Ownership of recoverable/reusable devices is transferred to company

Reusable/recoverable devices returned in a container system

Container with reusable devices received and contents removed

Reusable/recoverable devices are cleaned Decontaminated & sterilized for handling

Devices are inspected and refurbished as needed to be serviceable

New single use device(s) is associated with recovered reusable device(s) for kitting in a single package & Final Sterile Packaging

Reusable/recoverable device(s) may be identified for traceability and may be placed into inventory


FIG. 3
New devices may be combined for kitting & Final Sterile Packaging in a single tray.

New device(s) may be combined with recovered device(s) for kitting in a single sterile tray with a shared sterile barrier.

Certain devices may be consumed and some device(s) may be returned.

Returned device(s) may be reprocessed.

Finished Good kit is supplied to End Customer/Hospital.

Providing a new non-consumed device, a new reusable device, and/or a new single-use device.
New devices may be combined for kitting & Final Sterile Packaging in multiple tray(s).

Providing a new non-consumed device, a new reusable device, and/or a new single-use device.

New device(s) may be combined with recovered device(s) for kitting in multiple sterile tray with a shared sterile barrier.

Certain devices may be consumed and some device(s) may be returned.

Returned device(s) may be reprocessed.

Finished Good kit is supplied to End Customer/ Hospital.
Using a first kit in a medical procedure, the first kit including a first recoverable item

1. Providing a container to receive the first recoverable item
2. Receiving the first recoverable item
3. Removing the first recoverable item from the container
4. Performing a processing operation on the first recoverable item
5. Providing a new item
6. Combining the first recoverable item and the new item in a second kit
7. Terminally sterilizing the second kit
8. Distributing the second kit
9. Sending the second kit to the end user
10. Transferring ownership of the second kit to an end user

FIG. 6
Using a first kit in a medical procedure, the first kit including a first recoverable item and a second recoverable item

Receiving the first recoverable item

Performing a processing operation on the first recoverable item

Providing a new item

Combining the first and second recoverable items and the new item in a second kit

Terminally sterilizing the second kit

FIG. 7
Using a first kit in a medical procedure, the first kit including a first recoverable item and a first reusable item

Receiving the first recoverable item

Performing a processing operation on the first recoverable item

Providing a new item

Combining the first recoverable item, the first reusable item, and the new item in a second kit

Terminally sterilizing the second kit

FIG. 8
Using a terminally sterilized first kit in a medical procedure, the first kit owned by an end user and including a first recoverable item

190

189

Purchasing the first recoverable item from the end user by a purchaser

Providing a container to receive the first recoverable item

Receiving the first recoverable item by the purchaser

Removing the first recoverable item from the container

Performing a processing operation on the first recoverable item

Performing a first processing operation on the first recoverable item

200

202

204

206

Providing a new item

Performing a second processing operation on the first recoverable item

Performing a third processing operation on the first recoverable item

Combining the first recoverable item and the new item in a second kit

208

210

212

Terminally sterilizing the second kit

214

Distributing the second kit

Sending the second kit to the end user

Transferring ownership of the second kit to an end user

FIG. 9
Using a terminally sterilized first kit in a medical procedure, the first kit owned by an end user and including a first recoverable item and a second recoverable item

1. Purchasing the first recoverable item from the end user by a purchaser
2. Receiving the first recoverable item by the purchaser
3. Performing a processing operation on the first recoverable item
4. Providing a new item
5. Combining the first and second recoverable items and the new item in a second kit
6. Terminally sterilizing the second kit

FIG. 10
Using a terminally sterilized first kit in a medical procedure, the first kit owned by an end user and including a first recoverable item and a first reusable item

189

Purchasing the first recoverable item from the end user by a purchaser

192

Receiving the first recoverable item by the purchaser

196

Performing a processing operation on the first recoverable item

200

Providing a new item

208

Combining the first recoverable item, the first reusable item, and the new item in a second kit

236

Terminally sterilizing the second kit

212

FIG. 11
SURGICAL KIT RECOVERY AND REUSE SYSTEM

CROSS-REFERENCE TO RELATED APPLICATIONS

[0001] The present application claims the benefit of:

TECHNICAL FIELD

[0004] The disclosed technology is in the field of medical technology. More particularly, the disclosed technology is in the field of kitting and/or packaging of medical device systems. The disclosed technology includes a system or process for providing single procedure kits to an end user, providing a means of recovering certain components of the kit for reuse, and combining those recovered or reprocessed components with new device(s), implant(s), and/or components to be kitted together in a single sterile kit.

BACKGROUND

[0005] In the field of medical devices there is a move towards providing sterile packaged, single use items. Providing sterile, single use, disposable kits may tend to provide better sterility assurance and operational efficiencies, such as reduced cost to process kits prior to surgery or reduced chance of surgical delays due to missing components. However, single use, disposable kits may also increase waste due to additional packaging materials required for sterilization and due to discarding of the “disposable” medical instruments or components that were contained in the kit, whether each of the disposable items was actually used or not. In current sterile kits, components of the kits are typically manufactured or produced in such a manner that makes them unsuitable for reprocessing or reuse. For example, components may be flimsy, difficult to clean or sterilize, or subject to degradation as a result of use, cleaning, or sterilization. Also, current sterile kits do not provide a mechanism, process, or system for reusing components that were not consumed during the initial use of the sterile kit. Said another way, the components of current sterile kits are typically intended to be disposed of after the surgery is completed, whether each component is actually used in surgery or not. In addition, current sterile kits do not recombine the non-consumed kit components from a previous kit for continued service or use with new devices in a sterile kit. More precisely, current sterile kits do not recombine the non-consumed kit components with new implants.

SUMMARY

[0006] The disclosed technology provides apparatus, systems, methods, and processes for preparing, assembling, or building a sterile single procedure kit that includes a recovered component and a new component. The recovered component may be recovered from a previous sterile single procedure kit after that kit is used in a medical procedure.

[0007] The technology disclosed herein may provide improved sterility assurance and greater efficiencies compared to reusable instruments or surgical kits that require the end user to sterilize each kit prior to surgery while reducing waste and improving reliability of sterile kits. The technology disclosed herein may provide a process or system that allows components of sterile kits to be manufactured or produced in a way that may provide a robust design for the intended use and would allow the components to have a service life that may exceed that of typical sterile kit components. The current technology may also provide component designs that may be reprocessed and reused in sterile kits. In addition, the disclosed technology may also provide a system or container that would allow storage and transport of the non-consumed devices as the non-consumed devices are recovered. The disclosed technology may also provide a means for transfer of ownership of the devices. The disclosed technology may also provide a means, process, or system for reusing components that were not consumed during the initial use of the sterile kit. This may include the ability to recombine the non-consumed kit components with new devices for continued service or use, the ability to reprocess or refurbish the non-consumed kit components, or the ability to recycle the non-consumed kit components as sub-assemblies, individual parts, or raw materials. The steps for reprocessing of components may include placement of the devices in a container for shipment, repurchasing, cleaning, sterilizing, refurbishing, repackaging, relabeling, re-sterilizing, and re-selling of the components.

[0008] The system may include instruments, implants, packaging, and/or other components and/or a container. The system may include implants of varying sorts and quantities, instruments of varying sorts and quantities, packaging of varying sorts and quantities, and other single use, consumable devices of various sorts and quantities. One aspect of the system may include the sterile kit, the container, and the process of recombining non-consumable device(s) with a new consumable device(s) in a new kit having a shared or common sterile barrier, or individual sterile barriers and a shared or common carton or box.

[0009] The process may include the steps of reprocessing and/or recovering certain contents of the kit that are not consumed at the time of use. The contents that may be recovered may include surgical tools/instruments, packaging, implants or the like that were not consumed during the initial use of the surgical kit. The process may include a process, step, or subroutine for acquiring the non-consumed kit components from the end user or hospital. The non-consumed or reusable components or devices may be stored and/or transported in a container specifically for this purpose.

[0010] An aspect of the technology is a method for processing at least a portion of a first kit, wherein the first kit is used in a medical procedure and includes a first recoverable item. The method includes the steps of: after the first kit is used in the medical procedure, receiving the first recoverable item for processing; performing a processing operation on the first recoverable item, wherein the processing operation is selected from the group consisting of receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, recycling, and stocking; providing a new item; after performing the processing operation on the first recoverable item, combining the first recoverable item and the new item in a second kit; and terminally sterilizing the second kit.

[0011] Various embodiments of this aspect of the technology may include one or more of the following. After the first kit is used in the medical procedure, receiving a second recoverable item of the first kit for processing; and performing a processing operation on the second recoverable item, wherein the processing operation on the second recoverable item is
selected from the group consisting of receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, disassembling, recycling, stocking, and discarding. After performing the processing operations on the first and second recoverable items, combining the first and second recoverable items and the new item in the second kit. The processing operation on the second recoverable item may differ from the processing operation on the first recoverable item. After the first kit is used in the medical procedure, receiving a first reusable item of the first kit for processing; and performing a processing operation on the first recoverable item, wherein the processing operation on the first reusable item is selected from the group consisting of receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, recycling, and stocking. After performing the processing operations on the first recoverable item and the first reusable item, combining the first recoverable item, the first reusable item, and the new item in the second kit. The processing operation on the first reusable item may differ from the processing operation on the first recoverable item. The first recoverable item may consist of materials that are impervious to repeated terminal sterilization. The first recoverable item may consist of metal. The first recoverable item may be a medical instrument. The new item may be a medical implant. After the first kit is used in the medical procedure, transferring ownership of the first recoverable item to a recipient. Transferring ownership of the first recoverable item may include the recipient buying the first recoverable item. Providing a container to receive the first recoverable item after the first kit is used in the medical procedure. Removing the first recoverable item from the container before performing the processing operation on the first recoverable item. The first kit may include the container. The container may be a package that contained the first recoverable item. Performing a processing operation on the first recoverable item may include: performing a first processing operation on the first recoverable item, wherein the first processing operation is selected from the group consisting of cleaning, disinfecting, and sterilizing; performing a second processing operation on the first recoverable item, wherein the second processing operation is selected from the group consisting of refurbishing and recycling; and performing a third processing operation on the first recoverable item wherein the third processing operation is selected from the group consisting of inspecting, testing, and marking. The second kit may include a package, wherein the package contains the first recoverable item and the new item. The second kit may include a sterile barrier package that contains the first recoverable item and the new item. The second kit may include a first sterile barrier package that contains the first recoverable item and a second sterile barrier package that contains the new item. Terminals sterilizing the second kit may include a sterilization process selected from the group consisting of gas sterilization, ethylene oxide sterilization, radiation sterilization, ionizing radiation sterilization, gamma sterilization, e-beam sterilization, and liquid chemical sterilization. Distributing the second kit. Sending the second kit to an end user. Transferring ownership of the second kit to the end user. Transferring ownership of the second kit to the end user may include selling the second kit to the end user.

Another aspect of the technology is a method for recovering at least a portion of a terminally sterilized first kit, wherein the first kit is used in a medical procedure, wherein the first kit includes a first recoverable item, and wherein the first kit is owned by an end user. The method including the steps of: after the first kit is used in the medical procedure, purchasing the first recoverable item from the end user by a purchaser; and receiving the first recoverable item by the purchaser.

Various embodiments of this aspect of the technology may include one or more of the following. The first recoverable item may consist of materials that are impervious to repeated terminal sterilization. The first recoverable item may consist of metal. The first recoverable item may be a medical instrument. Providing a container to receive the first recoverable item after the first kit is used in the medical procedure. The first kit may include the container. The container may be a package that contained the first recoverable item. After receiving the first recoverable item, performing a processing operation on the first recoverable item, wherein the processing operation is selected from the group consisting of receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, disassembling, recycling, stocking, and discarding. Performing a processing operation on the first recoverable item may include: performing a first processing operation on the first recoverable item, wherein the first processing operation is selected from the group consisting of cleaning, disinfecting, and sterilizing; performing a second processing operation on the first recoverable item, wherein the second processing operation is selected from the group consisting of inspecting, testing, and marking. Providing a new item; after performing the processing operation on the first recoverable item, combining the first recoverable item, the new item in a second kit; and terminal sterilizing the second kit. The new item may be a medical implant. After the first kit is used in the medical procedure, receiving a second recoverable item of the first kit for processing; and performing a processing operation on the second recoverable item, wherein the processing operation on the second recoverable item is selected from the group consisting of receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, disassembling, recycling, stocking, and discarding. After performing the processing operations on the first and second recoverable items, combining the first and second recoverable items and the new item in the second kit. After the first kit is used in the medical procedure, receiving a first reusable item of the first kit for processing; and performing a processing operation on the first reusable item, wherein the processing operation on the first reusable item is selected from the group consisting of receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, disassembling, recycling, and stocking. After performing the processing operations on the first reusable item and the first reusable item, combining the first recoverable item, the first reusable item, and the new item in the second kit. The second kit may include a package, wherein the package contains the first recoverable item and the new item. The second kit may include a sterile barrier package that contains the first recoverable item and the new item. Terminals sterilizing the second kit may include a sterilization process selected from the group consisting of gas sterilization, ethylene oxide sterilization, radiation sterilization, ionizing radiation sterilization, gamma sterilization, e-beam sterilization, and liquid chemical sterilization. Distributing the second kit. Sending the second kit to an end user. Transferring ownership of the second kit to the end user. Transferring ownership of the second kit to the end user may include selling the second kit to the end user.
Yet another aspect of the technology is a kit for a medical procedure, including: a recovered item; and a new item; wherein the recovered item and the new item are terminally sterilized; wherein the recovered item and the new item are packaged together as a single stock keeping unit.

Various embodiments of this aspect of the technology may include one or more of the following. The recovered item may bear a mark indicating how many times the recovered item has been recovered. The recovered item may be a reprocessed item. The recovered item may be a refurbished item. The refurbished item may be a medical instrument. The new item may be a medical implant. The recovered item and the new item may be terminal sterilized by a sterilization process selected from the group consisting of gas sterilization, ethylene oxide sterilization, radiation sterilization, ionizing radiation sterilization, gamma sterilization, e-beam sterilization, and liquid chemical sterilization. The kit may include a sterile barrier package containing the recovered item and the new item. The kit may include a first sterile barrier package containing the recovered item; a second sterile barrier package containing the new item; and a package containing the first and second sterile barrier packages. The kit may include a container to receive the recovered item after the kit is used. The kit of claim 50 may be in combination with a container to receive the recovered item after the kit is used.

BRIEF DESCRIPTION OF THE DRAWINGS

Exemplary embodiments of the technology will become more fully apparent from the following description and appended claims, taken in conjunction with the accompanying drawings. Understanding that these drawings depict only exemplary embodiments and are, therefore, not to be considered limiting of the scope of the technology, the exemplary embodiments will be described with additional specificity and detail through use of the accompanying drawings.

FIG. 1 is a flowchart of a process for building a sterile procedure kit, transferring that kit to a hospital or other end user, obtaining the non-consumed kit components, and reprocessing such components for combination with other single use or consumable devices to be re-used as a single sterile kit.

FIG. 2 is a flowchart of another process for building a sterile procedure kit, transferring that kit to a hospital or other end user, obtaining the non-consumed kit components, and reprocessing such components for combination with other new single use or consumable devices and other non-consumable or reusable devices to be re-used as a single sterile kit.

FIG. 3 is a flowchart of yet another process for building a sterile procedure kit, transferring that kit to a hospital or other end user, obtaining the non-consumed kit components, and reprocessing such components and identifying those components for traceability and for combining with other new single use or consumable devices and other non-consumable or reusable devices to be re-used as a single sterile kit.

FIG. 4 is a flowchart of yet another process of building a sterile procedure kit in a single tray, transferring that kit to a hospital or other end user, reprocessing certain non-consumed components, and combining with other new devices for kitting in a sterile tray with a shared sterile barrier.

FIG. 5 is a flowchart of yet another process of building a sterile procedure kit in a tray(s), transferring that kit to a hospital or other end user, reprocessing certain non-consumed components, and combining with other new devices for kitting in a sterile tray with a shared sterile barrier.

FIG. 6 is a flowchart of yet another process of building a sterile kit.

FIG. 7 is a flowchart of a variation of the process of FIG. 6, including a second recoverable item.

FIG. 8 is a flowchart of another variation of the process of FIG. 6, including a first reusable item.

FIG. 9 is a flowchart of yet another process of building a sterile kit.

FIG. 10 is a flowchart of a variation of the process of FIG. 9, including a second recoverable item.

FIG. 11 is a flowchart of another variation of the process of FIG. 9, including a first reusable item.

FIG. 12 is a perspective view of items for inclusion in a kit.

FIG. 13 is a top view of the items of FIG. 12 in a compartmentalized tray of a sterile barrier system.

FIG. 14 is a top view of the items of FIG. 12 in compartmentalized trays of sterile barrier systems, all in an outer package.

DETAILED DESCRIPTION

The disclosed technology will be best understood by reference to the drawings, wherein like parts are designated by like numerals throughout. It will be readily understood that the components, assemblies, systems, methods, and processes, as generally described and illustrated herein, could be arranged and designed in a wide variety of different configurations. Thus, the following detailed description of the apparatus, systems, and methods is not intended to limit the scope of the invention, as claimed in this or any other application claiming priority to this application.

The phrases “connected to,” “coupled to,” and “in communication with” refer to any form of interaction between two or more entities, including mechanical, electrical, magnetic, electromagnetic, fluid, and thermal interaction. Two components may be functionally coupled to each other even though they are not in direct contact with each other. The term “abutting” refers to items that are in direct physical contact with each other, although the items may not necessarily be attached together. The phrase “fluid communication” refers to two features that are connected such that a fluid within one feature is able to pass into the other feature.

The word “exemplary” is used herein to mean “serving as an example, instance, or illustration.” Any embodiment described herein as “exemplary” is not necessarily to be construed as preferred or advantageous over other embodiments. While the various aspects of the embodiments are presented in drawings, the drawings are not necessarily drawn to scale unless specifically indicated.

In this specification, the following definitions are used:

New means an item that has never been used in service, for example, used in a medical procedure. The service environment may be, for example, an operating room, a medical procedure room, a surgical environment, and the like. In the context of terminally sterilized items, new also means...
having been terminally sterilized only once, and never having been removed from the sterile barrier system. In the context of end-user-sterilized items, an item is no longer new after it is exposed to the service environment by removing a sterile barrier protecting the item or by opening a sterilization tray, whether or not the item is actually used in service or not.

Recombine means to combine items, or cause items to combine, again or differently.

Recover means to take possession of or retrieve an item previously provided to another person or entity; to get an item back.

Recycle means to treat or process a used or waste item to make the item or its constituents suitable for reuse.

Refurbish means to return a used item to new condition; to repair and/or make improvements to an item; especially after recovering the item.

Reprocess means to subject a used item to special processing or treatment in preparation for reuse. In this specification, reprocess excludes rework performed during the initial manufacture of a new item.

Reuse means to use an item again, especially after recovering or reprocessing the item.

Terminal sterilization means final clean sterile condition of an item within a sterile barrier system, ready for use in a medical procedure. In this specification, terminal sterilization includes gas sterilization, ethylene oxide sterilization, radiation sterilization, ionizing radiation sterilization, gamma sterilization, e-beam sterilization, and liquid chemical sterilization; and excludes steam sterilization.

As shown in FIG. 1, the disclosed technology may include a process and or system that provides a means for creating a sterile kit and providing that sterile kit to an end user for consumption of certain components of the kit. The contents of the kit may vary depending on the type of procedure to be performed. During the initial use of the kit, certain components may be consumed while other components may not be consumed, but may have been utilized during the procedure. For example, an implant is consumed by being permanently or semipermanently installed on or in a patient, while a drill guide may be used during a procedure and may remain usable after the procedure. Still further, certain components of the kit may not have been used or consumed. Typical non-consumable components for the system may be drills, reamers, and other instruments; typical consumed devices may be implants. However, multiple implants could be provided and the unused implants could be recovered and reprocessed for placement in a new kit.

The process provides a means for transferring ownership of the non-consumed components to an entity such as a manufacturer which may or may not be the original manufacturer. Once a sterile kit is purchased by the hospital or end customer, that kit becomes the property of that facility. In order to reclaim the unused or non-consumed components and/or devices for re-use, the ownership of those components may be transferred to a manufacturer or back to the original manufacturer by a repurchase, rebate, refund of deposit, or other legally acceptable means. If ownership is not transferred to a manufacturer or back to the original manufacturer, ownership of those items remains with the end customer. The transfer of ownership to a manufacturer or back to the original manufacturer may provide the end customer with an additional source of income while also allowing the manufacturer to reduce their cost of goods.

The recovered or non-consumed components may be stored and transported in a container or container system. The container may be included with the kit or placed in a variety of locations, including but not limited to the surgical suite, central supply or other convenient locations. The container may accumulate recovered or non-consumed components from a single medical procedure, or from multiple medical procedures. The container with recovered or non-consumed kit components may be transferred and/or transported to a manufacturer. The contents of the container may then be processed for safe handling (e.g., cleaned and sterilized) then refurbishing or reprocessed. This may also be advantageous in ensuring that the components and or devices that were not consumed are optimized for their intended function. This process provides the opportunity for each component and or device to undergo a quality control step after each use.

The refurbished components may then be transferred to an inventory location until they are needed for assembly of new kits, or the refurbished components may be immediately used in the assembly of new kits. The reused/recovered or refurbished components may then be combined with new single use or consumable product(s) in a kit that may then be packaged and sterilized for use as a sterile kit. The sterile kit may be dedicated to a particular surgical procedure, such as hammertoe correction or mandibular reconstruction. The system and or process of the disclosed technology may provide a sterile, surgical kit that may contain new, single use or consumable components in combination with reprocessed or refurbished reusable/non-consumable components.

One aspect of the system of the disclosed technology may comprise the sterile kit, the container, and the process of recombining non-consumable device(s) with a new consumable device(s) in a new kit having a shared or common sterile barrier.

The system and process of the disclosed technology are advantageous as they may provide better means for determining inventory utilization and determination of a device’s useful life expectancy. The disclosed technology may also provide advantages to the end user by reducing medical waste and related costs, increasing operational efficiencies, and or by providing the end user with a means for offsetting the cost or generating income from components and or devices that would otherwise have been discarded. The manufacturer may also benefit from the disclosed technology by having a means to lower operational cost and costs of goods by procuring the non-consumable component or components from the end user at a lower cost than purchasing newly manufactured components, not to mention conserving materials, thereby avoiding the negative environmental consequences of raw material extraction and refinement.

Additional benefits of the disclosed technology may include the ability to provide, in a sterile single-use kit, robust components or instrumentation of durable material and quality of construction that may perform better than traditional sterile package disposable components that are typically constructed of material and by methods that are conducive to lower manufacturing costs and quality resulting in items of compromised durability.

Referring to FIG. 1, a process or method 2 may include any or all of the following steps in any order:

Step 4, providing a new reusable device.

Step 6, providing a new first single-use device.
Step 8, combining the reusable device, the new first single-use device, and a first package into a first kit. Step 8 may include sterilizing the first kit, or sterilizing the first kit may be a separate step.

Step 10, receiving the first kit by an owner such as a medical facility or an end user.

Step 12, transferring ownership of the first kit to the owner, wherein a medical procedure is performed during the end user’s ownership of the first kit, wherein the reusable device is used during the medical procedure, wherein the first single-use device is consumed during the medical procedure, wherein the reusable device is placed in a container after the medical procedure ends.

Step 14, transferring ownership of at least a portion of the first kit to an entity such as a processor, a second manufacturer, or the original manufacturer, wherein the transferred portion of the first kit includes the reusable device, wherein ownership of the first package and/or the container may also be transferred to the entity.

Step 16, transporting the container and the reusable device to a facility of the entity. The first package may also be transported.

Step 18, opening the container and removing the contents. Step 18 may include segregating the reusable device from any other contents of the container. The first package may also be segregated. Segregating may be a separate step.

Step 20, cleaning, disinfecting, and/or sterilizing the reusable device. The first package may also be cleaned, disinfected, and/or sterilized. The purpose of this sterilization operation is to render the items safe for handling during subsequent processing operations prior to terminal sterilization.

Step 22, inspecting and/or testing the reusable device. The first package may also be inspected and/or tested. Step 22 may also include refurbishing the reusable device, wherein refurbishing may include replacing a part of the reusable device, sharpening the reusable device, refinishing the reusable device, and the like. The first package may also be refurbished. Refurbishing may be a separate step. Refurbishing may occur in more than one step or operation. Inspection and/or testing may precede refurbishing, in order to determine the refurbishment needs of an item. Inspection and/or testing may also follow refurbishing, in order to prove that the item meets service requirements.

Step 24, placing the refurbished reusable device into an inventory storage location. The first package may also be placed into inventory.

Step 26, providing a new second single-use device.

Step 28, combining the refurbished reusable device, the new second single-use device, and a second package into a second kit. The second package may be a first package from inventory. Step 28 may include sterilizing the second kit, or sterilizing the second kit may be a separate step.

Step 30, receiving the second kit by an owner. At this step, the owner may be the same as the owner of the first kit, or different.

Step 32, transferring ownership of the second kit to the owner.

As shown in FIG. 2, the disclosed technology may include a process and/or system that provides a means for creating a sterile kit and providing that sterile kit to an end user for consumption of certain components of the kit. The contents of the kit may be specific to a particular type of procedure to be performed and may be referred to as a procedural kit; various procedural kits are envisioned, each kit tailored to a specific procedure. During the initial use of the kit, certain components may be consumed while other components may not be consumed, but may have been utilized during the procedure. Still further, certain components of the kit may not have been used or consumed.

The process provides a means for transferring ownership of the non-consumed components to a manufacturer which may or may not be the original manufacturer. Once a sterile kit is purchased by the hospital or end customer, that kit becomes the property of that facility. In order to reclaim the unused or non-consumed components and/or devices for reuse, the ownership of those components may be transferred to a manufacturer or back to the original manufacturer by a repurchase, rebate, refund of deposit, or other legally acceptable means. If ownership is not transferred to a manufacturer or back to the original manufacturer, ownership of those items remains with the end customer. The transfer of ownership to a manufacturer or back to the original manufacturer may provide the end customer with an additional source of income while also allowing the manufacturer to reduce their cost of goods.

The recovered or non-consumed components may be stored and transported in a container or container system. The container with recovered or non-consumed kit components may be transferred and/or transported to a manufacturer. The contents of the container may then be processed for safe handling (e.g. cleaned and sterilized) then refurbished or reprocessed. This may also be advantageous in ensuring that the components and/or devices that were not consumed are optimized for their intended function. This process provides the opportunity for each component and/or device to undergo a quality control step after each use.

The refurbished components may then be transferred to an inventory location until they are needed for assembly of new kits, or the refurbished components may be immediately used in the assembly of new kits. The reused/recovered or refurbished components may then be combined with new single use or consumable devices or product(s) and other non-consumable or reusable devices or product in a kit that may then be packaged and sterilized for use as a sterile kit that may be used for a particular surgical procedure. The system and/or process of the disclosed technology may provide a sterile, surgical kit that may contain new, single use or consumable components in combination with reprocessed or refurbished or new reusable/non-consumable components. Typical non-consumable components for the system may be drills, reamers, and other instruments; typical consumed devices may be implants or other single use disposable items. However, multiple implants could be provided and the unused implants could be recovered and reprocessed for placement in a new kit.

The disclosed technology may also provide a container or container system that may allow the non-consumed components to be collected, stored, and/or transported. The container may be placed in a variety of locations, include but not limited to the surgical suite, central supply or other convenient locations.
The system and process of the disclosed technology are advantageous as they may provide a better means for determining inventory utilization and determination of a devices useful life expectancy. The disclosed technology may also provide advantages to the end user by reducing medical waste and related cost, increasing operational efficiencies, limiting cross-contamination, improving sterility assurance at the time of use, improving cleanliness of kit items, and by providing the end user with a means for offsetting the cost or generating income from components and/or devices that would otherwise have been discarded. The manufacturer may also benefit from the disclosed technology by having a means to lower operational cost and costs of goods by procuring the non-consumable component(s) from the end user at a lower cost than purchasing newly manufactured components, not to mention conserving materials, thereby avoiding the negative environmental consequences of raw material extraction and refinement.

Additional benefits of the disclosed technology may include the ability to provide robust components or instrumentation of durable material and quality of construction that may perform better than traditional sterile packaged components that are typically constructed of material and by methods that are conducive to lower manufacturing costs and quality resulting in items of compromised durability.

The process and system of the disclosed technology may have the further benefit that the original equipment manufacturer may be the holder of the required regulatory approvals necessary to combine the consumable device(s) or component(s) (e.g., the implant) with the reusable or non-consumable component(s) or device(s). The original manufacturer may be the preferred entity capable of combining the consumable or implant with the non-consumable component(s) or device(s) due to the potential regulatory clearances or approvals that may be required.

Referring to FIG. 2, a process may include any or all of the following steps in any order:

- Step 42, providing a new first reusable device.
- Step 44, providing a new first single-use device.
- Step 46, combining the first reusable device, the first single-use device, and a first package into a first kit. Step 46 may include sterilizing the first kit or sterilizing the first kit may be a separate step.
- Step 48, receiving the first kit by an owner, such as a medical facility or an end user.
- Step 50, transferring ownership of the first kit to the owner, wherein a medical procedure is performed during the end user’s ownership of the first kit, wherein the first reusable device is used during the medical procedure, wherein the first single-use device is consumed during the medical procedure, wherein the first reusable device is placed in a container after the medical procedure ends.
- Step 52, transferring ownership of at least a portion of the first kit to an entity such as a processor, a second manufacturer, or the original manufacturer, wherein the transferred portion of the first kit includes the first reusable device, wherein ownership of the first package and/or the container may also be transferred to the entity.
- Step 54, transporting the container and the first reusable device to a facility of the entity. The first package may also be transported.
- Step 56, opening the container and removing the contents. Step 56 may include segregating the reusable device from any other contents of the container. The first package may also be segregated. Segregating may be a separate step.
- Step 58, cleaning, disinfecting, and/or sterilizing the first reusable device. The first package may also be cleaned, disinfected, and/or sterilized. The purpose of this sterilization operation is to render the items safe for handling during subsequent processing operations prior to terminal sterilization.
- Step 60, inspecting and/or testing the first reusable device. The first package may also be inspected and/or tested. Step 60 may also include refurbishing the first reusable device, wherein refurbishing may include replacing a part of the first reusable device, sharpening the first reusable device, refinishing the first reusable device, and the like. The first package may also be refurbished. Refurbishing may be a separate step. Refurbishing may occur in more than one step or operation. Inspection and/or testing may precede refurbishing, in order to determine the refurbishment needs of an item. Inspection and/or testing may also follow refurbishing, in order to prove that the item meets service requirements.
- Step 62, placing the refurbished first reusable device into an inventory storage location. The first package may also be placed into inventory.
- Step 64, providing a new second single-use device.
- Step 66, providing a new second reusable device.
- Step 68, combining the refurbished first reusable device, the second single-use device, the second reusable device, and a second package into a second kit. The second package may be a first package from inventory. Step 68 may include sterilizing the second kit, or sterilizing the second kit may be a separate step.
- Step 70, receiving the second kit by an owner. At this step, the owner may be the same as the owner of the first kit, or different.
- Step 72, transferring ownership of the second kit to the owner such as a medical facility or an end user.
- Step 74, referring to FIG. 3, a process may include any or all of the following steps in any order:
- Step 82, providing a new first reusable device.
- Step 84, providing a new first single-use device.
- Step 86, combining the first reusable device, the first single-use device, and a first package into a first kit. Step 86 may include sterilizing the first kit, or sterilizing the first kit may be a separate step.
- Step 88, receiving the first kit by an owner such as a medical facility or an end user.
- Step 90, transferring ownership of the first kit to the owner, wherein a medical procedure is performed during the end user’s ownership of the first kit, wherein the first reusable device is used during the medical procedure, wherein the first single-use device is consumed during the medical procedure, wherein the first reusable device is placed in a container after the medical procedure ends.
during the end user’s ownership of the first kit, wherein the first reusable device is used during the medical procedure, wherein the first single-use device is consumed during the medical procedure, wherein the first reusable device is placed in a container after the medical procedure ends.

[0098] Step 92, transferring ownership of at least a portion of the first kit to an entity such as a processor, a second manufacturer, or the original manufacturer, wherein the transferred portion of the first kit includes the first reusable device, wherein ownership of the first package and/or the container may also be transferred to the entity.

[0099] Step 94, transporting the container and the first reusable device to a facility of the processor, the second manufacturer, or the original manufacturer. The first package may also be transported.

[0100] Step 96, opening the container and removing the contents. Step 96 may also include segregating the first reusable device from any other contents of the container. The first package may also be segregated. Segregating may be a separate step.

[0101] Step 98, cleaning, disinfecting, and/or sterilizing the first reusable device. The first package may also be cleaned, disinfected, and/or sterilized. The purpose of this sterilization operation is to render the items safe for handling during subsequent processing operations prior to terminal sterilization.

[0102] Step 100, inspecting and/or testing the first reusable device. The first package may also be inspected and/or tested. Step 100 may also include refurbishing the first reusable device, wherein refurbishing may include replacing a part of the first reusable device, sharpening the first reusable device, refinishing the first reusable device, and the like. The first package may also be refurbished. Refurbishing may be a separate step. Refurbishing may occur in more than one step or operation. Inspection and/or testing may precede refurbishing, in order to determine the refurbishment needs of an item. Inspection and/or testing may also follow refurbishing, in order to prove that the item meets service requirements.

[0103] Step 102, identifying the first reusable device, wherein identification may be for traceability or to denote the number of refurbishment cycles undergone by the first reusable device. The first package may also be identified. Identification may include marking the first reusable device and/or the first package. Step 102 may include placing the refurbished first reusable device into an inventory storage location. The first package may also be placed into inventory. Placing items into inventory may be a separate step.

[0104] Step 104, providing a new second single-use device.

[0105] Step 106, providing a new second reusable device.

[0106] Step 108, combining the refurbished first reusable device, the second single-use device, the second reusable device, and a second package into a second kit. The second package may be a first package from inventory. Step 108 may include sterilizing the second kit, or sterilizing the second kit may be a separate step.

[0107] Step 110, receiving the second kit by an owner. At this step, the owner may be the same as the owner of the first kit, or different.

[0108] Step 112, transferring ownership of the second kit to the owner.

[0109] As shown in FIGS. 4 and 5, the disclosed technology may include a process and or system that provide a means for obtaining non-consumed and or reusable and or non-consumable component(s) and or devices from a single kit or multiple kits. Those components and or devices may or may not require reprocessing or refurbishing. The non-consumed and or non-consumable and or reusable components or devices may then be combined with other new devices of varying sorts into a sterile kit that may or may not have multiple trays and having one common sterile barrier or common packaging barrier. The system and or process of the disclosed technology may provide a sterile, surgical kit that may contain new, single use or consumable components in combination with or without new reusable/non-consumable components in combination with or without reprocessed or refurbished or reusable/non-consumable components.

[0110] The disclosed technology may also provide a container or container system that may allow the non-consumed components to be stored and or transported. The container may be placed in a variety of locations, include but not limited to the surgical suite, central supply or other convenient locations.

[0111] The system and process of the disclosed technology are advantageous as it may provide a better means for determining inventory utilization and determination of a device’s useful life expectancy. The disclosed technology may also provide advantages to the end user by reducing medical waste and related cost, increasing operational efficiencies and or by providing the end user with a means for generating income from components and or devices that would otherwise have been discarded. The manufacturer may also benefit from the disclosed technology by having a means to lower operational cost and costs of goods by procuring the non-consumable component(s) from the end user at a lower cost than purchasing newly manufactured components.

[0112] Additional benefits of the disclosed technology may include the ability to provide robust components or instrumentation of durable material and quality of construction that may perform better than traditional sterile packaged components that are typically constructed of material and by methods that are conducive to lower manufacturing costs and quality resulting in items of compromised durability.

[0113] Referring to FIG. 4, a process 120 may include any or all of the following steps in any order:

[0114] Step 122, obtaining a first non-consumed device. The first non-consumed device may be obtained from a first kit. Step 122 may include obtaining a first reusable device. The first reusable device may be obtained from the first kit or a second kit. Obtaining the first reusable device may be a separate step.

[0115] Step 124, reprocessing the first non-consumed device and/or the first reusable device. Step 124 may include refurbishing the first reusable device. The first non-consumed device may also be refurbished. Refurbishing may be a separate step.

[0116] Step 126, providing a new second non-consumed device, a new second reusable device, and/or a new single-use device.
Step 128, combining the first non-consumed device, the new second non-consumed device, the first reusable device, the new second reusable device, and/or the new single-use device with a first tray of a sterile barrier system into a third kit.

Step 130 may include cleaning, disinfecting, or sterilizing the first recoverable item. The purpose of this sterilization may be to deactivate microorganisms, such as bacteria or viruses, to prevent transmission to others. Sterilization is a process used to eliminate all forms of life, including microorganisms, from a device or material. It is often used in medical settings to ensure the safety of patients.

Step 132, obtaining a first non-consumed device. The first non-consumed device may be obtained from a hospital, clinic, or other health care facility. The first non-consumed device may be a new device or a device that has been previously used but is in good condition and can be reused.

Step 134, reprocessing the first non-consumed device and/or the first reusable device. Reprocessing may include cleaning, disinfecting, or sterilizing the device to prepare it for reuse. It is important to maintain the integrity of the device and ensure that it is safe for use.

Step 136, providing a new second non-consumed device, a new second reusable device, and/or a new single-use device. The new second non-consumed device, new second reusable device, and/or new single-use device may be obtained from a manufacturer or supplier.

Step 138, combining the first non-consumed device, the new second non-consumed device, the first reusable device, the new second reusable device, and/or the new single-use device with a second tray into a third kit. The first and second trays may have one common sterile barrier and/or one common packaging barrier.

Step 140, sending the second kit to the end user. The second kit may be sent to a hospital, clinic, or other health care facility for use.

Step 142, transferring ownership of the second kit to an end user. The ownership of the second kit may be transferred to the user, who may then use the kit as needed.

Step 144 may occur after step 139. Step 144 may occur at about the same time as steps 142 and/or 146. Step 144 may precede, occur simultaneously with, or follow steps 142 and/or 146. Step 144 may involve a recipient buying the first recoverable item from an owner of the first recoverable item and/or the first kit. The recipient may be a processor, a second manufacturer, or the original manufacturer of the first recoverable item and/or the first kit.

Step 146 may occur before step 150. Step 148 may include segregating the first recoverable item from other contents of the container, which may be waste.

Step 150 may include receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, recycling, or storing the first recoverable item. Step 150 may include steps 152, 154, and/or 156.

Step 152 may include cleaning, disinfecting, or sterilizing the first recoverable item. The purpose of this sterilizing step may be to deactivate microorganisms, such as bacteria or viruses, to prevent transmission to others.
ization operation is to render the first recoverable item safe for handling during subsequent processing operations prior to terminal sterilization.

Step 154 may include refurbishing or recycling the first recoverable item. Refurbishing may include sharpening, straightening, calibrating, polishing, passivating, and/or other tasks. Refurbishing may include partial or complete disassembly of the first recoverable item, replacement of at least one component part, and partial or complete reassembly of the first recoverable item.

Step 156 may include inspecting, testing, or marking the first recoverable item. Marking may indicate the number of times the first recoverable item has been refurbished and/or terminally sterilized. Steps 154 and 156 may occur in any order, and process 140 may include multiple instances of steps 154 and/or 156.

The new item of step 158 may be a consumed item or a non-consumed item. The new item may be an implant.

The second kit of step 160 may include a package that contains the first recoverable item and the new item. The package may be a single sterile barrier package or a system that contains the first recoverable item and the new item. The package may also be a box or a carton that contains one or more sterile barrier packages. The first recoverable item may be contained in a first sterile barrier package and the new item may be contained in a second sterile barrier package. The first and second sterile barrier packages may both be contained in a box, carton, or other outer package.

Step 162 may include gas sterilization, ethylene oxide sterilization, radiation sterilization, ionizing radiation sterilization, gamma sterilization, e-beam sterilization, or liquid chemical sterilization. Step 162 does not include steam sterilization.

Step 164 may involve sending the second kit to a distributor.

Step 166 may involve sending the first kit directly to an end user or a facility in which medical procedures are performed.

Step 168 may involve selling the second kit to the end user or the facility.

Referring to FIG. 7, a process 170 is a variation of process 140 in which a second recoverable item is recovered from the first kit in addition to the first recoverable item. Process 170 may include any or all of the following steps, in any order, in addition to at least the basic steps 146, 150, 158, and 162 of process 140:

Step 172, receiving the second recoverable item.

Step 174, performing a processing operation on the second recoverable item.

Step 176, combining the first recoverable item, the second recoverable item, and the new item in a second kit.

A basic version of process 170 may include steps 146, 150, 158, 162, 172, and 174. Steps 146 and 172 may occur after step 139; steps 146 and 150 may occur in order; steps 172 and 174 may occur in order; steps 150, 158, and 174 may precede step 176; and steps 162 and 166 may occur in order. Step 176 may be optional, at least as step 176 relates to the second recoverable item. Process 170 may also include one or more of the optional steps 142, 144, 148, 152, 154, 156, 164, 166, and 168 of process 140. The optional steps of process 140 may involve the first recoverable item and/or the second recoverable item.

Step 174 may include receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, disassembling, recycling, stocking, or discarding the second recoverable item. Step 174 may also include steps 152, 154, and/or 156 performed on the second recoverable item. However, step 174 may involve a different operation than step 150. For example, the first recoverable item may be refurbished, while the second recoverable item may be recycled at the sub-assembly, component part, or raw material level. In another example, the first recoverable item may be disinfected or sterilized to render the first recoverable item safe for handling during subsequent processing operations prior to terminal sterilization, while the second recoverable item may be recycled or discarded without being disinfected or sterilized. The differences between steps 150 and 174 may be due to differences between the first recoverable item and the second recoverable item, such as the first recoverable item being a reusable item and the second recoverable item being a recyclable item. However, in some situations, neither the first nor the second recoverable item is reusable, and the differences between steps 150 and 174 may be due to differences in the design or materials of the first versus the second recoverable item.

Referring to FIG. 8, a process 180 is a variation of process 140 in which a first reusable item is recovered from the first kit in addition to the first recoverable item. Process 180 may include any or all of the following steps, in any order, in addition to at least the basic steps 146, 150, 158, and 162 of process 140:

Step 182, receiving the first reusable item.

Step 184, performing a processing operation on the first reusable item.

Step 186, combining the first recoverable item, the first reusable item, and the new item in a second kit.

A basic version of process 180 may include steps 146, 150, 158, 162, 182, and 184. Steps 146 and 182 may occur after step 139; steps 146 and 150 may occur in order; steps 182 and 184 may occur in order; steps 150, 158, and 184 may precede step 186; and steps 186 and 162 may occur in order. Step 186 may be optional, at least as step 186 relates to the first reusable item. Process 180 may also include one or more of the optional steps 142, 144, 148, 152, 154, 156, 164, 166, and 168 of process 140. The optional steps of process 140 may involve the first recoverable item and/or the first reusable item.

Step 184 may include receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, recycling, or stocking the first reusable item. Step 184 may also include steps 152, 154, and/or 156 performed on the first reusable item. However, step 184 may involve a different operation than step 150. For example, the first recoverable item may be recycled at the sub-assembly, component part, or raw material level, while the first reusable item may be refurbished and/or recalibrated. In another example, the first recoverable item may be recycled or discarded without being disinfected or sterilized, while the first reusable item may be disinfected or sterilized to render the first reusable item safe for handling during subsequent processing operations prior to terminal sterilization. The differences between steps 150 and 184 may be due to differences between the first recoverable item and the first reusable item, such as the first recoverable item being a recyclable item and the first reusable item being a reusable item.
Referring to FIG. 9, a process 190 may include any or all of the following steps in any order:

- Step 192, purchasing a first recoverable item from an owner by a purchaser.
- Step 194, providing a container to receive the first recoverable item.
- Step 196, receiving the first recoverable item by the purchaser.
- Step 198, removing the first recoverable item from the container.
- Step 200, performing a processing operation on the first recoverable item.
- Step 202, performing a first processing operation on the first recoverable item.
- Step 204, performing a second processing operation on the first recoverable item.
- Step 206, performing a third processing operation on the first recoverable item.
- Step 208, providing a new item.
- Step 210, combining the first recoverable item and the new item in a second kit.
- Step 212, terminally sterilizing the second kit.
- Step 214, distributing the second kit.
- Step 216, sending the second kit to the end user.
- Step 218, transferring ownership of the second kit to an end user.

FIG. 9 also illustrates a step 189 which may precede the steps 192-218 listed above for process 190. Step 189 is a relatively sterile transfer of a first recoverable item. The owner may be an end user, a facility in which medical procedures are performed, or an original equipment manufacturer (OEM) of the first kit. Step 189 is indicated in dashed lines because this step may occur outside the scope of process 190.

A basic version of process 190 may include steps 192 and 196. Steps 192 and 196 may occur after step 189, and step 192 may precede, occur simultaneously with, or follow step 192. Steps 194, 198, 200, 202, 204, 206, 208, 210, 212, 214, 216, and 218 may be optional steps of process 190.

The purchaser of step 192 may be a processor, a second manufacturer, or the original manufacturer of the first kit.

The first recoverable item of step 192 is a non-consumable item such as a non-selected implant, an instrument, or an accessory for the medical procedure. The first recoverable item may be a reusuable item that is included in the second kit after being refurbished. The first recoverable item may be made entirely of materials that are impervious to repeated terminal sterilization cycles. For example, the first recoverable item may be all metal. The first recoverable item may be recovered so that it can be recycled at the sub-assembly, component part, or raw material level. In this situation, the first recoverable item may include some materials that deteriorate when exposed to repeated terminal sterilization cycles. Under certain circumstances, the first recoverable item may be recovered so that it can be discarded.

The container of step 194 receives the first recoverable item, protects the first recoverable item from damage during transit, and protects anyone handling the container from exposure to the first recoverable item or other contents of the container. The container may be a package, carton, or box that contained the first recoverable item and/or the first kit. The container may be provided as part of the first kit, independent from any of the packaging of the first kit. The container may be a pouch, bag, envelope, or other item supplied as part of the first kit, sized to hold recoverable items of the first kit. The container may be supplied independently of the first kit, and may be a box, bin, receptacle, drum, or the like that is sized to hold numerous recoverable items from multiple kits. The container may be reusable.

Step 196 may occur before step 200. Step 198 may include segregating the first recoverable item from other contents of the container, which may be waste.

Steps 200 may include receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, disassembling, recycling, or discarding the first recoverable item. Step 200 may include steps 202, 204, and/or 206.

Steps 202 may include cleaning, disinfecting, or sterilizing the first recoverable item. The purpose of this sterilization operation is to render the first recoverable item safe for handling during subsequent processing operations prior to terminal sterilization.

Steps 204 may include refurbishing or recycling the first recoverable item. Refurbishing may include sharpening, straightening, calibrating, polishing, passivating, and/or other tasks. Refurbishing may include partial or complete disassembly of the first recoverable item, replacement of at least one component part, and partial or complete reassembly of the first recoverable item.

Steps 206 may include inspecting, testing, and marking the first recoverable item. Marking may indicate the number of times the first recoverable item has been refurbished and/or terminally sterilized. Steps 204 and 206 may occur in any order, and process 140 may include multiple instances of steps 204 and/or 206.

The new item of step 208 may be a consumed item or a non-consumed item. The new item may be an implant.

The second kit of step 210 may include a package that contains the first recoverable item and the new item. The package may be a single sterile barrier package or system that contains the first recoverable item and the new item. The package may also be a box or carton that contains one or more sterile barrier packages. The first recoverable item may be contained in a first sterile barrier package and the new item may be contained in a second sterile barrier package. The first and second sterile barrier packages may both be contained in a box, carton, or other outer package.

Steps 212 may include gas sterilization, ethylene oxide sterilization, radiation sterilization, ionizing radiation sterilization, gamma sterilization, e-beam sterilization, or liquid chemical sterilization. Step 212 does not include steam sterilization.

Steps 214 may involve sending the second kit to a distributor.

Steps 216 may involve sending the second kit directly to an end user or a facility in which medical procedures are performed.

Steps 218 may involve selling the second kit to the end user or the facility.

Referring to FIG. 10, a process 220 is a variation of process 190 in which a second recoverable item is recovered from the first kit in addition to the first recoverable item.
Process 220 may include any or all of the following steps, in any order, in addition to at least the basic steps 192 and 196 of process 190:

[0203] Step 222, receiving the second recoverable item.

[0204] Step 224, performing a processing operation on the second recoverable item.

[0205] Step 226, combining the first recoverable item, the second recoverable item, and the new item in a second kit.

[0206] A basic version of process 220 may include steps 192, 196, 222, and 224. Process 220 may also include one or more of the optional steps 194, 198, 200, 202, 204, 206, 208, 210, 212, 214, 216, and 218 of process 190. The optional steps of process 190 may involve the first recoverable item and/or the second recoverable item. Steps 192 and 222 may occur in order after step 189; steps 192 and 196 may occur in order; steps 222 and 224 may occur in order; steps 200, 208, and 224 may precede step 226; and steps 226 and 212 may occur in order. Step 226 may be optional, at least as step 226 relates to the second recoverable item.

[0207] Step 224 may include receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, disassembling, recycling, stocking, or discarding the second recoverable item. Step 224 may also include steps 202, 204, and/or 206 performed on the second recoverable item. However, step 224 may involve a different operation than step 200. For example, the first recoverable item may be refurbished, while the second recoverable item may be recycled at the sub-assembly, component part, or raw material level. In another example, the first recoverable item may be disinfected or sterilized to render the first recoverable item safe for handling during subsequent processing operations prior to terminal sterilization, while the second recoverable item may be recycled or discarded without being disinfected or sterilized. The differences between steps 200 and 224 may be due to differences between the first recoverable item and the second recoverable item, such as the first recoverable item being a reusable item and the second recoverable item being a recyclable item. However, in some situations, neither the first nor the second recoverable item is reusable, and the differences between steps 200 and 224 may be due to differences in the design or materials of the first versus the second recoverable item.

[0208] Referring to FIG. 11, a process 230 is a variation of process 190 in which a first reusable item is recovered from the first kit in addition to the first recoverable item. Process 230 may include any or all of the following steps, in any order, in addition to at least the basic steps 192 and 196 of process 190:

[0209] Step 232, receiving the first reusable item.

[0210] Step 234, performing a processing operation on the first reusable item.

[0211] Step 236, combining the first recoverable item, the first reusable item, and the new item in a second kit.

[0212] A basic version of process 230 may include steps 192, 196, 232, and 234. Process 230 may also include one or more of the optional steps 194, 198, 200, 202, 204, 206, 208, 210, 212, 214, 216, and 218 of process 190. The optional steps of process 190 may involve the first recoverable item and/or the first reusable item. Steps 192 and 232 may occur after step 189; steps 192 and 196 may occur in order; steps 232 and 234 may occur in order; steps 200, 208, and 234 may precede step 236; and steps 236 and 212 may occur in order. Step 236 may be optional, at least as step 236 relates to the first reusable item.

[0213] Step 234 may include receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, recycling, or stocking the first reusable item. Step 234 may also include steps 202, 204, and/or 206 performed on the first reusable item. However, step 234 may involve a different operation than step 200. For example, the first recoverable item may be recycled at the sub-assembly, component part, or raw material level, while the first reusable item may be disinfected and/or recalibrated. In another example, the first recoverable item may be recycled or discarded without being disinfected or sterilized, while the first reusable item may be disinfected or sterilized to render the first reusable item safe for handling during subsequent processing operations prior to terminal sterilization. The differences between steps 200 and 234 may be due to differences between the first recoverable item and the first reusable item, such as the first recoverable item being a recyclable item and the first reusable item being a reusable item.

[0214] Referring to FIG. 12, a kit 240 may include a recovered item 252 and a new item 250. The recovered item may be a reprocessed item or a refurbished item. FIG. 12 illustrates a recovered item 252 that is a medical instrument, namely a screwdriver 252, and a new item 250 that is a medical implant, namely a bone plate 250. The recovered item 252 may bear a mark 253 indicating how many times the recovered item has been recovered or terminally sterilized. The mark 253 may be subtle, such as the dot shown, or more obvious, such as an alphanumeric code or phrase. FIG. 12 illustrates other items, including bone screws 242, 244, 246, 248 and drill bit 254. The bone screws and drill bit may be recovered items or new items.

[0215] Referring to FIG. 13, the kit 240 may also include one or more packaging trays 256 which protect the recovered item 252 and the new item 250 and form part of a sterile barrier package that contains the recovered item 252 and the new item 250. The illustrated packaging tray 256 includes an individual well 258 for each item in kit 240. The packaging tray 256 may include a peripheral flange 260 which may include an area 262 designated for bonding the periphery of the tray 256 to a sheet of lidding stock (not shown), such as non-woven spun bonded polyethylene sheet, to form a sterile barrier package. Alternatively, the tray 256 may be enclosed in one or more nesting pouches (not shown). In FIG. 13, the recovered item 252 and the new item 250 are packaged together and terminally sterilized in a single sterile barrier package as a single stock keeping unit (SKU). Kit 240 may include an outer package, such as a box or carton (not shown).

[0216] Referring to FIG. 14, the kit 240 may include two or more packaging trays 270, 276, each tray including an individual well 258 for each item in kit 240. Each tray may include a peripheral flange 272, 278 which may include an area 274, 280 designated for bonding the periphery of each tray 270, 276 to a corresponding sheet of lidding stock (not shown), such as non-woven spun bonded polyethylene sheet, to form a sterile barrier package. Alternatively, the trays 270, 276 may each be enclosed in one or more nesting pouches (not shown). In FIG. 14, the recovered item 252 and the new item 250 are each packaged and terminally sterilized in their own single sterile barrier package. The recovered item 252 is in tray 270 and the new item 250 is in tray 276. The kit 240 also includes an outer package 282 which contains the sepa-
rate sterile barrier packages and presents kit 240 as a single stock keeping unit (SKU). Outer package 282 may be a box or carton.

[0217] The Kit 240 may include a container to receive the recovered item after the kit is used. The container may be outer package 282, one of the sterile barrier packages, or a box, bag, pouch, sleeve, or envelope included in the kit 240 outside the sterile barrier package(s). A container may also be supplied separately.

[0218] Any methods disclosed herein comprise one or more steps or actions for performing the described method. The method steps and/or actions may be interchanged with one another. In other words, unless a specific order of steps or actions is required for proper operation of the embodiment, the order and/or use of specific steps and/or actions may be modified.

[0219] Reference throughout this specification to “an embodiment” or “the embodiment” means that a particular feature, structure or characteristic described in connection with that embodiment is included in at least one embodiment. Thus, the quoted phrases, or variations thereof, as recited throughout this specification are not necessarily all referring to the same embodiment.

[0220] Similarly, it should be appreciated that in the above description of embodiments, various features are sometimes grouped together in a single embodiment, figure, or description thereof for the purpose of streamlining the disclosure. This method of disclosure, however, is not to be interpreted as reflecting an intention that any claim in this or any application claiming priority to this application require more features than those expressly recited in that claim. Rather, as the following claims reflect, inventive aspects lie in a combination of fewer than all features of any single foregoing disclosed embodiment. Thus, the claims following this Detailed Description are hereby expressly incorporated into this Detailed Description, with each claim standing on its own as a separate embodiment. This disclosure includes all permutations of the independent claims with their dependent claims.

[0221] Recitation in the claims of the term “first” with respect to a feature or element does not necessarily imply the existence of a second or additional such feature or element. Elements recited in means-plus-function format are intended to be construed in accordance with 35 U.S.C. §112(f). It will be apparent to those having skill in the art that changes may be made to the details of the above-described embodiments without departing from the underlying principles of the technology.

[0222] While specific embodiments and applications of the present technology have been illustrated and described, it is to be understood that the technology is not limited to the precise configuration and components disclosed herein. Various modifications, changes, and variations which will be apparent to those skilled in the art may be made in the arrangement, operation, and details of the methods and systems of the present invention disclosed herein without departing from the spirit and scope of the invention, as set forth in the claims.

1. A method for recovering at least a portion of a terminally sterilized first kit, wherein the first kit is used in a medical procedure, wherein the first kit comprises a first recoverable item, and wherein the first kit is owned by an end user, the method comprising the steps of:

after the first kit is used in the medical procedure, purchasing the first recoverable item from the end user by a purchaser, and receiving the first recoverable item from the purchaser.

2. The method of claim 1, wherein the first recoverable item consists of materials that are impervious to repeated terminal sterilization.

3. The method of claim 2, wherein the first recoverable item consists of metal.

4. The method of claim 1, wherein the first recoverable item is an instrument.

5. The method of claim 1, comprising the step of:

providing a container to receive the first recoverable item after the first kit is used in the medical procedure.

6. The method of claim 5, wherein the first kit comprises the container.

7. The method of claim 6, wherein the container is a package that contained the first recoverable item.

8. The method of claim 1, comprising the steps of:

after receiving the first recoverable item, performing a processing operation on the first recoverable item, wherein the processing operation is selected from the group consisting of receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, disassembling, recycling, stockpiling, and discarding.

9. The method of claim 8, wherein performing a processing operation on the first recoverable item comprises:

performing a first processing operation on the first recoverable item, wherein the first processing operation is selected from the group consisting of cleaning, disinfecting, and sterilizing;

performing a second processing operation on the first recoverable item, wherein the second processing operation is selected from the group consisting of refurbishing and recycling; and

performing a third processing operation on the first recoverable item wherein the third processing operation is selected from the group consisting of inspecting, testing, and marking.

10. The method of claim 8, comprising the steps of:

providing a new item;

after performing the processing operation on the first recoverable item, combining the first recoverable item and the new item in a second kit; and

terminally sterilizing the second kit.

11. The method of claim 10, wherein the new item is an implant.

12. The method of claim 10, comprising the steps of:

after the first kit is used in the medical procedure, receiving a second recoverable item of the first kit for processing; and

performing a processing operation on the second recoverable item, wherein the processing operation on the second recoverable item is selected from the group consisting of receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, disassembling, recycling, stockpiling, and discarding.

13. The method of claim 12, comprising the step of:

after performing the processing operations on the first and second recoverable items, combining the first and second recoverable items and the new item in the second kit.

14. The method of claim 10, comprising the steps of:

after the first kit is used in the medical procedure, receiving a first reusable item of the first kit for processing; and
performing a processing operation on the first reusable item, wherein the processing operation on the first reusable item is selected from the group consisting of receiving, cleaning, disinfecting, sterilizing, inspecting, testing, marking, refurbishing, recycling, and stocking.

15. The method of claim 14, comprising the step of: after performing the processing operations on the first recoverable item and the first reusable item, combining the first recoverable item, the first reusable item, and the new item in the second kit.

16. The method of claim 10, wherein the second kit comprises a package, wherein the package contains the first recoverable item and the new item.

17. The method of claim 16, wherein the second kit comprises a sterile barrier package, wherein the sterile barrier package contains the first recoverable item and the new item.

18. The method of claim 16, wherein the second kit comprises a first sterile barrier package that contains the first recoverable item and a second sterile barrier package that contains the new item.

19. The method of claim 10, wherein terminally sterilizing the second kit comprises a sterilization process selected from the group consisting of gas sterilization, ethylene oxide sterilization, radiation sterilization, ionizing radiation sterilization, gamma sterilization, e-beam sterilization, and liquid chemical sterilization.

20. The method of claim 10, comprising the step of: distributing the second kit.

21. The method of claim 10, comprising the step of: sending the second kit to an end user.

22. The method of claim 21, comprising the step of: transferring ownership of the second kit to the end user.

23. The method of claim 22, wherein transferring ownership of the second kit to the end user comprises selling the second kit to the end user.