FIG. 14C

(57) Abstract: The present invention relates to devices, kits, and methods for planning and carrying out surgical interventions and/or radiographic imaging, particularly dental implant radiographic imaging or surgical interventions. The present invention includes a modular surgical guide comprising an open treatment area for casting material and a foundation plate circumscribing the open treatment area. Another embodiment includes a foundation plate with a pair of bilateral sloping arms that connect upper and lower areas. Sensor arrays are also disclosed that can be positioned relative to a patient’s gumline.
DISPOSABLE SURGICAL INTERVENTION GUIDES, METHODS, AND KITS

CROSS-REFERENCE TO RELATED APPLICATIONS

[0001] This application is claims priority to U.S. Provisional Application No. 62/096,823, filed December 24, 2014. This provisional application is incorporated herein by reference.

TECHNICAL FIELD

[0002] The present invention relates to devices, kits, and methods for planning and carrying out surgical interventions and/or radiographic imaging, particularly dental implant radiographic imaging or surgical interventions.

BACKGROUND OF THE INVENTION

[0003] In dental surgery, a missing tooth is often replaced by a prosthetic tooth, being anchored to the maxillary or mandibular bone of a patient by means of a dental implant previously inserted into said bone. The installation of dental implants requires an osteotomy to be carried out, which involves the drilling of a bore hole into the maxillary or mandibular bone to create a seat for the successive implant insertion. The bore placement and orientation must be determined carefully before the osteotomy can be carried out. It is important for a successful surgery to ensure that the bore is sufficient to hold and maintain a prosthetic device and that the operation does not damage unintended or adjacent portions of the anatomy of the subject, such as the root of an adjacent tooth or nerves of the lower jaw or maxillary sinus of the upper or lower jaw. Generally, it is recommended that the implant is installed at a stable and precise location and angle and to a precise depth. Further, it is important that the angle created for the prosthetic is correct from a physiological point of view and is in harmony with the other portions of the anatomy of the subject.

[0004] Current methods for preparing for an implantation intervention require multiple independent sessions with the dentist and radiologist, often in different locations, prior to carrying out the procedure as well as a fair amount of work on the side of the dentist to prepare a guide model or stent. In addition, current methods require the use of the naked eye of the dentist to ensure proper angulation and depth of the implant bore based on the guide model and information from radiographic scans, thus requiring a highly skilled and trained dentist or surgeon.
SUMMARY OF THE INVENTION

[0005] In frequent embodiments, a modular surgical or drill guide assembly is provided, comprising a deformable casting medium defining an open treatment area; and a foundation plate or radiographic guide circumscribing the open treatment area, wherein the foundation plate and the deformable medium are comprised of different materials, and the foundation plate is positioned in contact with the deformable medium. Often, the modular drill guide assembly further comprises a sensor array comprising two or more sensors affixed to the foundation plate. Also often, a guide base is affixed to the foundation plate, wherein the guide base comprises a base opening. The sensors often comprise electromagnetic sensors. In certain embodiments, the foundation plate comprises an open arched material defined by an upper portion and a lower portion, wherein the lower portion is configured to be situated at or below a gumline in the mouth of a subject when positioned on the subject, and the upper portion is configured to be situated at or above the top of the teeth of the subject. The deformable casting medium frequently comprises a putty, a paste, or an epoxy. Often, the deformable casting medium comprises an impression material.

[0006] The foundation plate often further comprises laterally extending feet, wherein the laterally extending feet are embedded within the deformable casting medium. Also, the foundation plate often further comprises two or more fiducial markers. Frequently, the foundation plate comprises four fiducial markers.

[0007] The modular drill guide assembly often further comprises a sensor array comprising two or more sensors affixed to the foundation plate, wherein the sensors are positioned at or about at the gumline of the subject. Often the sensor array comprises 4 or 8 sensors. The term “affixed” here refers to permanently or releasably attached. Often the sensors are positioned between the upper and lower portions of the foundation plate. Also often, the sensors are positioned below the top of the teeth of a subject. The sensor array comprises a certain embodiment of a manner of sensor placement. In certain embodiments, the sensors comprise paired sensors. Often, the sensor array (whether it comprises paired sensors or otherwise) comprises 3, 4, 6, 8, 9, 12, 15, or 16 sensors. The sensor array frequently further comprises a wireless transponder. The sensor array itself often comprises a separate component attached to the foundation plate. In certain embodiments the sensor array is comprised in the foundation plate, optionally as a single component.

[0008] In frequent embodiments, the modular drill guide assembly further comprises a guide collar affixed to the guide base, wherein the guide collar comprises a central opening
coaxially situated with the base opening. The central opening is often configured to mate with a drill bit sleeve. The guide base often comprises a separate component attached to the foundation plate.

[0009] In certain embodiments, a foundation plate for conducting a surgical operation is provided, comprising an open arched material defined by a first and second upper portion perpendicularly situated to a first and second lower portion, and two or more fiducial markers, each upper portion having a pair of bilateral sloping arms connecting the first and second upper portions to the first and second lower portions, wherein each of the lower portions comprises a laterally extending foot prong. Often, at least one of the pair of bilateral sloping arms comprises an attachment point for a secondary device. Also often, each of the two of more fiducial markers is comprised in the first and/or second lower portion. In certain embodiments, at least one of the lower portions comprises an attachment point for a guide collar or a placement apparatus. The placement apparatus often comprises forceps or fingers. At least one of the lower portions often comprises an attachment point for a secondary device. And, the secondary device often comprises a guide base or a sensor array. The laterally extending foot prong is frequently operable to be inserted into a deformable casting medium and support the foundation plate in contact with the deformable casting medium. In certain embodiments, the open arched material defines an open surgical area that is unimpeded both (a) vertically; and (b) laterally, parallel to the first and second upper portions and above the lower portions. The fiducial markers are most frequently visible in a CT scan. In certain frequent embodiments, the foundation plate comprises a directional mark that indicates the intended orientation of the foundation relative to the mouth of a subject. Often, the directional mark is provided on one or both of the first and second upper portions. In certain embodiments, at least one of the pair of bilateral sloping arms comprises a sensor array attachment point. Often, each of the bilateral sloping arms of the first and second upper portions comprises a sensor array attachment point, wherein at least one of the sensor array attachment points is configured in a different size, shape or orientation than at least one other sensor array attachment point.

[0010] In certain frequent embodiments, a sensor array is provided comprising: an open arched material defined by a first and second upper portion perpendicularly situated to a lower portion, each upper portion having a pair of bilateral sloping arms, wherein the lower portion is connected to a bilateral sloping arm of each of upper portions; a sensor comprised in the lower portion; a transponder in communication with the sensor and configured to transmit data received by the sensor to a remote processor. Often, the sensor array further
comprises a bisected second lower portion, wherein each portion of the bisected second lower portion is connected to one of the pair of bilateral sloping arms of each of the first and second upper portions. The sensor array also often further comprising a peg situated on the lower portion or on one or more of the sloping arms, wherein the peg is adapted to mate with an attachment point of a foundation plate. The transponder itself often comprises a Bluetooth transponder and/or is powered with a low power battery. The low power battery often provides a short duration of power to the transponder. In certain embodiments, the transponder is removably attachable or attached to the sensor array, or is attachable or attached to the sensor array.

[0011] The sensor frequently comprises 3 or more sensors, 4 sensors, between 4 to 8 sensors, 8 sensors, or more than 8 sensors. In certain embodiments, each of the 3 or more sensors is spatially situated in a pre-determined geometric orientation on the sensor array. In certain embodiments, each of the 4 sensors is spatially situated in a pre-determined geometric orientation on the sensor array. In certain frequent embodiments, multiple sensors are paired in a vertical or horizontal plane. In certain embodiments at least one sensor is placed vertically above at least one other sensor. In certain embodiments, two or more sensor pairs are provided, wherein each sensor of the pair is positioned in the same directional plane. This geometric orientation frequently comprises a triangle, square, or rectangle, or another pre-determined shape or orientation. Often, the sensors are arranged so that they surround an open treatment area or implant site when the sensor array is positioned on a subject. The exemplary open arched material of the sensor often defines an open surgical area that is unimpeded both (a) vertically; and (b) laterally from one side, parallel to the first and second upper portions. The sensor of the sensor array frequently comprises an electromagnetic, piezoelectric, or optic sensor.

[0012] In certain embodiments, the sensor comprises two or more paired sensors. Often, the sensor array (whether it comprises paired sensors or otherwise) comprises 3, 4, 6, 8, 9, 12, 15, or 16 sensors.

[0013] Though not wishing to be bound by any particular theory, presence and use of multiple sensors arranged in a vertical plane relative to one-another provides enhanced accuracy or visual granularity regarding one or more of drill bit or other surgical device depth, vertical speed, tilt angle, or offset angle. Often this vertical plane arrangement of sensors is referred to herein as "paired" or "pairing," though it may involve two or more (e.g., 3, 4, 5, 6, etc.) vertically arranged sensors. In embodiments utilizing a paired arrangement,
often multiple additional horizontally-arranged sensors are provided as described herein that may also have a paired arrangement.

[0014]  In certain embodiments, an angle setting apparatus is provided, comprising: an angle arm moveable along an arced path and configured to hold a collar pin; a swivel plate comprising lingual and buccal indicia; and a guide base holder configured to contain a guide base. The arced path of the apparatus often defines an offset angle, and the swivel plate is often rotatable to define a tilt angle. The angle setting apparatus often further comprises a digital readout, providing an indication of an offset angle and a tilt angle defined by the arced path and swivel plate. The angle setting apparatus frequently further comprises a guide collar, a collar pin, and a guide base, wherein the guide base is contained in the guide base holder, and the collar pin is held in the angle arm in communication with the guide collar positioned on the guide base. Moreover, the angle setting apparatus often further comprises a locking knob in communication with the angle arm and/or the swivel plate to lock the angle arm and/or the swivel plate into a predetermined orientation.

[0015]  In certain embodiments, a disposable surgical or drill guide kit is provided, comprising: (a) a deformable casting medium; (b) a foundation plate; and (c) a secondary apparatus comprising at least one of one or both of: (i) a sensor array; or (ii) a guide platform comprising a guide base affixed with a guide collar. In other embodiments, a disposable surgical or drill guide kit is provided, comprising: (a) a foundation plate configured to embed within a deformable casting medium; and (b) a secondary apparatus comprising at least one or both of: (i) a sensor array; or (ii) a guide platform comprising a guide base affixed with a guide collar.

[0016]  In other frequent embodiments, methods are provided for preparing for a dental implant intervention, comprising: forming a registration device, comprising the steps of: (a) applying a deformable casting medium to an anatomical region of a subject; (b) introducing a foundation plate to the deformable casting medium, wherein at least a portion of the foundation plate is embedded into the deformable casting medium; (c) adjusting the foundation plate within the deformable casting medium relative to an implant site; and (d) permitting the deformable casting medium to harden; obtaining radiological scan information of the registration device positioned on the subject within a computer system; and creating a surgical intervention plan comprising a tilt angle, an offset angle, and a depth limitation using the radiological scan information.

[0017]  In other frequent embodiments, methods are provided for conducting a dental implant intervention, comprising: applying a registration device to an implant site of a
subject; affixing a secondary device to the registration device, wherein the secondary device comprises at least one or both of: (a) a sensor array; or (b) a guide platform comprising a guide base affixed with a guide collar introducing a drill bit through the registration device into contact with the implant site; guiding or confirming an orientation and a travel distance of the drill bit in the implant site using (i) the guide platform, and/or (ii) information about the orientation and travel distance of the drill bit obtained from the sensor array. Often, a surgical intervention plan is confirmed prior to introducing the drill bit through the registration device. Also often, the information about the orientation and travel distance of the drill bit comprises real-time information and is displayed on a computer user interface or display. In the methods described herein, the real-time information is frequently displayed together with radiological information of the implant site and registration device.

[0018] In certain embodiments, a surgical or drill guide device is provided comprising one or more electromagnetic sensors, wherein the surgical or drill guide is operable to position the one or more sensors at about the gumline of a subject when the surgical guide is removably positioned at an implant site on the subject. In certain embodiments, the one or more electromagnetic sensors comprise paired sensors. In certain embodiments, a surgical or drill guide device is provided comprising a physical guide, wherein the drill guide is operable to position the physical guide at about the gumline of a subject when the surgical guide is removably positioned at an implant site on the subject. In certain embodiments, a hybrid surgical or drill guide device is provided comprising one or more electromagnetic sensors and a physical guide, wherein the drill guide is operable to position the physical guide and the one or more electromagnetic sensors at about the gumline of a subject when the surgical guide is removably positioned at an implant site on the subject. In certain embodiments, a radiographic guide device is provided comprising one or more fiducials, wherein the radiographic guide is operable to position the fiducials at about the gumline of a subject when the radiographic guide is removably positioned at an implant site on the subject. In frequent embodiments, any of these devices is disposable. In related embodiments, kits are provided comprising any one or more of these devices.

BRIEF DESCRIPTION OF THE DRAWINGS

[0019] FIG. 1 depicts an exemplary molding tray together with an amount of deformable casting medium.

[0020] FIG. 2 depicts an exemplary molding tray containing deformable casting medium.
[0021] FIG. 3 depicts an exemplary molding tray positioned above an implant site of a model anatomy.

[0022] FIG. 4 depicts deformable casting medium formed around the teeth of a model anatomy, surrounding an implant site.

[0023] FIG. 5 depicts a top view of an exemplary foundation plate of the present disclosure.

[0024] FIG. 6 depicts a perspective view of an exemplary foundation plate of the present disclosure.

[0025] FIG. 7 depicts an exemplary foundation plate embedded into the deformable casting medium formed around the teeth of a model anatomy, together forming an exemplary registration device.

[0026] FIG. 8 depicts another top view of an exemplary foundation plate of the present disclosure showing the locations of two fiducial markers.

[0027] FIG. 9 depicts a CT scan of a subject, showing the location of the fiducial markers of the exemplary foundation plate relative to the anatomy of the subject.

[0028] FIG. 10 depicts an exemplary foundation plate adjustor engaged with the foundation plate of an exemplary registration device positioned around the teeth of a model denture.

[0029] FIG. 11A depicts a side view of an exemplary foundation plate adjustor engaged with an exemplary foundation plate.

[0030] FIG. 11B depicts a front view of an exemplary foundation plate adjustor engaged with an exemplary foundation plate.

[0031] FIGS. 12A, 12B, and 12C depict various views of an exemplary registration device.

[0032] FIG. 13 depicts an exemplary implant plan based on a CT scan of a subject generated using implant software.

[0033] FIG. 14A depicts a perspective view of an exemplary sensor array of the present disclosure.

[0034] FIG. 14B depicts a perspective view of an exemplary sensor array of the present disclosure together with a magnetized drill bit.

[0035] FIG. 14C depicts a perspective view of an exemplary sensor array of the present disclosure mated with the foundation plate of an exemplary registration device.

[0036] FIG. 15 depicts an exemplary display of a drill bit in operation relative to a registration device positioned on the anatomy of a subject.
FIGS. 16A, 16B, and 16C depict various views of an exemplary sensor array separate from and engaged with an exemplary foundation plate.

FIG. 16D depicts a top view of an exemplary sensor array.

FIG. 17 depicts an exemplary sensor array of the present disclosure mated with the foundation plate of an exemplary registration device positioned on a representation of the anatomy of a subject.

FIG. 18 depicts a perspective view of an exemplary angle setter of the present disclosure.

FIG. 19 depicts an exemplary guide base of the present disclosure.

FIG. 20 depicts an exemplary guide base positioned on an angle setter.

FIG. 21 depicts a top view of an angle setter displaying exemplary tilt and offset angles.

FIG. 22 depicts an angle setter installing a guide collar on a guide base to create a drill guide.

FIGS. 23A, 23B, and 23C depict a collar pin installing a guide collar on a drill guide base to create a drill guide.

FIGS. 24A, 24B, and 24C depict a drill guide both before and after mating with a foundation plate and a registration device.

FIG. 25 depicts various drill bit sleeves accepted by the drill guide.

FIG. 26 depicts a drill guide and a sensor array mated with a registration device positioned on the anatomy of a subject.

FIGS. 27A and 27B depict another embodiment of a sensor array having additional (8) paired sensors alone and mated with a foundation plate and registration device, respectively.

DETAILED DESCRIPTION OF THE INVENTION

For clarity of disclosure, and not by way of limitation, the detailed description of the invention is divided into the subsections that follow.

A. Definitions

Unless defined otherwise, all technical and scientific terms used herein have the same meaning as is commonly understood by one of ordinary skill in the art to which this invention belongs. All patents, applications, published applications and other publications referred to herein are incorporated by reference in their entirety. If a definition set forth in
this section is contrary to or otherwise inconsistent with a definition set forth in the patents, applications, published applications and other publications that are herein incorporated by reference, the definition set forth in this section prevails over the definition that is incorporated herein by reference.

[0052] As used herein, "a" or "an" means "at least one" or "one or more."

[0053] As used herein, the term "and/or" may mean "and," it may mean "or," it may mean "exclusive-or," it may mean "one," it may mean "some, but not all," it may mean "neither," and/or it may mean "both."

[0054] The use of the term "embodiment" means that a particular feature, structure, or characteristic described in connection with the embodiment is included in at least one embodiment of described subject matter. As such, the appearance of the phrases "in one embodiment" or "in an embodiment" throughout the present disclosure is not necessarily referring to the same embodiment. Furthermore, the particular features, structures, or characteristics may be combined in any suitable manner in one or more embodiments.

[0055] As used herein, "treatment" means any manner in which the symptoms of a condition, disorder or disease are ameliorated or otherwise beneficially altered. Treatment also encompasses any pharmaceutical uses of the devices described herein.

[0056] As used herein, "subject" refers to an animal, including, but not limited to, a primate (e.g., human). The terms "subject" and "patient" are used interchangeably herein.

[0057] As used herein, "implant site" refers to an area of the anatomy of a subject designated for introduction of a medical implant such as a dental implant, or a site having received a medical implant such as a dental implant.

[0058] As used herein, "open treatment area" refers to an area of the anatomy of a patient containing and/or adjacent to an implant site. With reference to a deformable casting medium, an open treatment area refers to an area circumscribed or delineated by the deformable casting medium as an area open and available for a radiological or surgical intervention while the deformable casting medium or registration device is positioned on the anatomy of a subject. An open treatment area is not encumbered or shrouded by the deformable casting medium. An "open treatment area" typically refers to the oral cavity or portion of the jaw of a subject, but may also refer to other portions of the body of a subject requiring surgical intervention and/or radiographic analysis.

[0059] As used herein, "dental handpiece" or "handpiece" refers to a tool in medicine, and particularly dentistry, used to drill a hole in the bone, such as a jawbone, of a subject. Drill bits of varying sizes can be used with the handpiece and it is often used in conjunction
with various drill bit sleeves to protect and guide the various drill bits. Though drills and drill bits are discussed extensively herein, the present disclosure is equally applicable to additional surgical devices that are capable of being monitored and/or guided using the devices and methods used herein, such as needles, catheters, and surgical cutting tools.

[0060] As used herein "anatomy" or "anatomical region" refers to a body portion of a subject. Most frequently, the term anatomy refers to a body portion of a subject designated for receipt of an implant, having received an implant, or an adjacent area. "Anatomy" typically refers to the oral cavity or portion of the jaw of a subject, but may also refer to other portions of the body of a subject requiring surgical intervention and/or radiographic analysis.

[0061] As used herein, a "dental implant" or "implant" is a surgical component that interfaces with bone, such as the bone of the jaw or skull, to support a prosthesis (e.g., dental prosthesis) such as a crown, bridge, denture, facial prosthesis or to act as an orthodontic anchor.

[0062] As used herein, "about at" or "at about" refer to an approximation. With reference to the location of a sensor or device relative to the anatomy or an anatomical portion of a subject, for example, as exemplified in the Figures. These terms refer most frequently to a vertical distance indication of the spacing of a device or aspect thereof described herein such as a sensor, fiducial, or physical guide relative to the gumline or jawbone of the subject as below the level of the top of the teeth of the subject and above or below the gumline or jawbone of the subject. Teeth need not be present for these terms to maintain their directionally relative meaning. The term "at or about at" refers to "about at" as defined above, as well as positioning of the sensor or device relative to the anatomy or an anatomical portion of a subject "at" a particular location, for example adjacent to, and at the same relative vertical orientation as, the level of a gumline or jawbone. Unless specifically defined otherwise, the terms "top" and "bottom" are directionally relative terms as used herein that are intended to refer to a treatment region of either the upper or lower jaws of a subject comprising teeth, gumline, and jawbone with the teeth at the top and the jawbone on the bottom. When referring to the "top" of the teeth or a tooth, it is intended to encompass the teeth, or a tooth, of both the upper or lower jaw and refers to the part of an intact tooth or set of teeth that is furthest away from the gumline.

[0063] As used herein, the terms "upper," "above," "lower," and "below" are used with relative reference to devices, device features, or anatomical structures noted herein. For example, an "upper portion" refers to a portion of a device intended to be at or toward the top of the device or component thereof when in use. Conversely, a "lower portion" refers to a
portion of a device intended to be at or toward the bottom of the device or component thereof when in use. The lower portion of a foundation plate, for example, is most frequently positioned at or below the gum line or jawbone of a subject.

[0064] As used herein, "deformable casting medium" refers to a putty, paste, epoxy, or the like comprising an impression material that is deformable in a first state and non-deformable in a second or hardened state. The reference to a deformable casting medium herein is, unless specifically stated, intended to be open and without reference to whether the medium is in either a deformable or non-deformable state. In other words, if the medium is hardened, substantially hardened, or in a non-deformable state, it remains to be a deformable casting medium. A variety of materials are contemplated herein as deformable casting mediums, including materials comprised of vinyl poly siloxane, poly ether, polysulfide, alginate, and zinc oxide eugenol paste, among other materials. One example of a commercially available deformable casting medium of the present disclosure comprises impression materials such as Provil® Novo (Heraeus Kulzer, LLC; South Bend, IN). Other examples include Exafast (GC America; Alsip, IL), Express (3M; St. Paul, MN), Genie (Sultan Healthcare; York, PA), Impregum (3M; St. Paul, MN), Imprint (3M; St. Paul, MN), and Position Penta (3M; St. Paul, MN).

[0065] As used herein, and unless specifically indicated, "dentist" is intended to generally refer to a medical professional in the dental or medical fields, including an assistant to a dentist, doctor, radiologist, or surgeon. As such, those qualified or able to undertake any or all of the procedures set forth herein are intended to be encompassed by the term "dentist."

[0066] As used herein, "radiological scan," "radiological imaging," or "radiographic analysis" refers to diagnostic images of anatomic structures through the use of electromagnetic radiation or sound waves. Radiological imaging techniques contemplated herein include, for example, x-rays, computed tomography or computerized axial tomography (CT) scans, positron emission tomography (PET) scans, magnetic resonance imaging and spectroscopy (MRI), and ultrasonograms.

[0067] As used herein, "disposable" refers to a device or apparatus intended to be utilized in a single procedure (radiographic, surgical, or both) or with a single subject and then discarded. Often, "disposable" refers to instructions for use or operation of the apparatus or device as intended for disposal after a single procedure or with a single subject. The meaning of "disposable," as used herein, excludes items that are intended to be used with multiple subjects (e.g., items intended to be cleansed/sanitized/autoclaved and re-used on multiple subjects) as well as nonsensical single use applications (e.g., disposing a dental
handpiece or CT Scanner after a single use or use with a single subject). Each of the innovative guide devices and apparatuses described herein may be disposable unless specifically indicated.

[0068] As used herein, the term "removable" or "removably" refers to a characteristic of a device or apparatus contemplated herein as, or permitting it to be, physically positioned in one location relative to the anatomy of a subject or another device or apparatus and then taken away from that position. This is contrary to permanent placement via screws, staples, stitches, bolts, adhesive or the like. For example, "removable" or "removably" excludes attachment of a device and/or its associated components to the anatomy of a subject via surgical intervention such as through the use of a screw inserted into a tissue of the subject.

[0069] As used herein, "fiducial" refers to a fiducial marker or object that when placed in the field of view of an imaging system, such as a radiographic scan, appears in the image produced.

[0070] As used herein, "surgical intervention" refers to a physical intervention on one or more tissues of a subject.

[0071] Subject evaluation for implantation purposes is a process where a subject is assessed to determine whether they are a candidate for an implant. A variety of factors are taken into account in this process, including the status of the site of the implant, including the positioning and morphology of anatomical landmarks at and near the site. Subject evaluation often mandates a 3-dimensional radiographic scan such as a CT scan, which provides a 3-dimensional view of the subject anatomical structures. In some embodiments, the 3-D radiographic scan provides a 3-dimensional computer representation of the dentition, maxilla and/or mandible and associated dental structures of the subject (i.e., the anatomy of the subject) by virtue of cross-sectional images as known in the art. In some embodiments, the 3-dimensional radiographic scan provides a controllable 3-dimensional image using computer graphic methods well-known in the art. The 3-dimensional radiographic scan is stored in the system for later operation.

[0072] The present disclosure is intended to enhance and ease the patient evaluation process, increase the amount of useable information obtained from scans such as CT scans, and to increase accuracy and minimize risks of undertaking surgical interventions such as implant procedures.

[0073] According to the present disclosure, and with reference to the devices and systems described herein, a typical subject would be exposed to and/or benefit from at least
some of the following processes and procedures. A subject at some point in the process presents to a dentist with a surgical intervention site such as an implant site.

**Foundation Plate and Registration Device**

[0074] With reference to FIGS 1 and 2, the dentist or dental assistant measures out and mixes a deformable casting medium such as impression putty 11. The dentist then places the fully mixed putty 11 into the inner portion 14 of a molding tray 10. In an exemplary molding tray 10, a treatment area void 12, optionally defined by walls 13, is included. The treatment area void 12 defines a treatment area devoid of the deformable casting medium 11. In frequent embodiments, the treatment area void 12 is dimensioned to match the implant site 16, between existing teeth in the subject. This dimensioning eases the shaping of the deformable casting medium 11 to match the implant site and surrounding regions of the subject’s anatomy 15, 17 to facilitate later steps of the procedure. The resulting effect of this can be seen, for example, in FIG. 4 where the deformable casting medium 11 surrounds the implant site 16. As can be seen in FIGS 3 and 4, the dentist removes the deformable casting medium 11 and places it over the implant site 16, forming it to the teeth 17. Though molding tray is often not necessary to the present methods, it eases the accurate placement of the deformable casting medium on the anatomy of the subject.

[0075] With reference to FIGS 5-8, the dentist utilizes a tool such as rubber dam clamp forceps to manipulate the prongs 24 of a foundation plate 20 (also referred to herein as a "radiographic guide") into the deformable casting medium 11 in a desired orientation circumscribing the implant site 16. Often the foundation plate 20 is provided with directional indicia 23 to facilitate proper placement of the foundation plate 20. In the depicted example, directional indicia 23 (e.g., arrows) face the outside of the mouth of the subject.

[0076] An exemplary foundation plate 20 has a variety of features, exemplified in the Figures and briefly described as follows. In the depicted example, the foundation plate 20 is an open arched contiguous loop of material, which can be the same or different materials and may comprise an assembly of materials having the same or different physical characteristics. The material of the foundation plate 20 can be any of a variety of types of plastics and/or metals and can be molded, assembled, milled, or 3-D printed. Geometrically, the exemplary foundation plate 20 is defined by upper portions 27, each having bilateral sloping arms 35, having attachment points 21, 29 for a secondary device such as a sensor array 40 (FIGS. 14, 16-17, 26). The bilateral sloping arms 35 may be the same or different material and shape as the upper portions 27, and their delineation is generally indicated by a bend or different angulation versus a respective upper portion 27. In certain limited embodiments the upper
portion 27 is comprised as a bend extending between, simply an intersection between, or the top/ends of, two separate bilateral sloping arms 35. The attachment points can be of the same or different size, shape, or orientation. In the exemplary foundation plate 20, attachment points 21 are comprised of holes in the material that are larger than the holes comprising attachment points 29. Providing different size, shape, or orientations for the attachments points has been found to be useful to ensure proper orientation of the sensor array 20. Moreover, if the exemplary sensor array 40 is intended to become a permanent fixture on the foundation plate 20 once it is attached, providing size, shape, or orientations of the attachment points 21, 29 facilitates removal and proper placement of the sensor array 40 if initially installed in an incorrect orientation on the foundation plate 20.

[0077] In certain embodiments, the particular geometric arrangement of supportive features of the foundation plate is not important to achieve the overall purpose of providing a base for situating a sensor array and/or physical guide, while not vertically or laterally inhibiting or obstructing a treatment area. In this regard, the foundation plate may be comprised of multiple units assembled together. So, although a preferred embodiment involves bilateral sloping arms, such an arrangement is not required. One objective of the foundation plate is to permit accurate, and optionally removable, placement of sensors or a physical drill guide relative to a surgical site such as an implant site or open treatment area. This placement is most frequently at the level of a tissue of the patient (e.g., gum line or jawbone) where a drill or another surgical device will penetrate the tissue. This level is frequently immediately adjacent of the tissue. Often, in a dental implant embodiment this placement is between the level of the top of the teeth of the subject and the gum line or jawbone. As such, regardless of the physical configuration, a foundation plate of the present disclosure addresses these and other objectives pertinent to placement of guides and sensors as close as possible to the level of tissue where the surgical intervention is to occur, and other objectives.

[0078] Lower portions 36 connect each of the arms 35 of the foundation plate 20 and can be the same size, shape, orientation or can differ in one or more of these aspects. Often, when one of the lower portions 36 differs from another lower portion in the same foundation plate it is for the purpose of directional orientation of a separate device such as a sensor array 40, foundation plate adjuster 30, or guide base 80. The lower portions 36 are often defined by one or more of the following features. Most frequently the lower portions 36 include laterally extending feet (also referred to as prongs) 24 for insertion into a deformable casting medium 11. Four prongs 24 are depicted, but fewer or additional prongs could be included,
and their size and shape could be altered as long as they serve the function of supporting the foundation plate 20 within the deformable casting medium 11.

[0079] The lower portions 36 also frequently include fiducial marker areas 28 containing or comprising fiducial markers 26, which in the depicted example provide them in the shape of a square. Other simple geometric orientations of the fiducial markers 28 are contemplated, such as triangle or rectangle, though square orientation is most frequently preferred. The fiducial markers 26 can be embedded, encased, or attached to the lower portions 36 and are limited to materials that show up, or are noticeably absent, when subjected to radiographic imaging such as by way of an X-ray, CT scan, or MRI. See FIG. 9. The fiducial markers generally create size and position context relative to a subject's anatomy, and assures precise correlation between anatomy and a radiographic scan such as a CT scan. Fiducial markers 26 of the present disclosure are generally recognized by implant software contemplated herein. Metal balls are one example of a fiducial marker 26 contemplated herein. Also optionally present on the lower portions 36 are forceps notches 22 to permit simplified gripping and placement into a deformable casting medium 11 using rubber dam clamp forceps. Interface aspects for use in conjunction with similar devices are also contemplated. Moreover, the lower portions 36 also most frequently include features 25 serving as attachment points for a separate device such as a foundation plate adjuster 30 or guide base 80.

[0080] The foundation plate 20 is frequently provided in an orientation and is comprised of materials that provide resiliency to permit the lower portions 36 to be spread away from one another and, without additional input, they spring back to their original or approximately original shape or orientation. In certain embodiments, the foundation plate is provided with an actuating mechanism (not depicted) that permits it to be oriented in a first open position and upon activating the actuating mechanism, the lower portions are induced to move to a second closed position. Without regard to whether a mechanism is present or not, an open position refers to a position permitting the foundation plate 20 to be placed around a deformable casting medium 11 or an open treatment area, and a closed position refers to a position where the prongs 24 are gripping, or positioned to grip, a deformable casting medium 11 or the anatomy of a subject.

[0081] The foundation plate exemplified herein is not intended to be limited to any particular materials or physical arrangement with the limitation that it provides reliable placement of a fiducial, a sensor, and or a physical guide at about the anatomy or implant site
of a subject (such as a gumline) intended for radiographic investigation or surgical
intervention.

[0082] Referring to FIG. 7, when placing an exemplary foundation plate 20, it is
gripped by an attachment apparatus such as forceps and the lower portions 36 are spread
laterally or tensioned away from one-another. The foundation plate 20 gripped by the
attachment apparatus is then lowered over a deformable casting medium 11 previously
applied to the oral features 15, 17 of the subject surrounding an implant site 16 or the
anatomy of the subject. When positioned at an approximately correct location circumscribing
an implant site 16, the tension is released between the bilateral sloping arms 35 and the
prongs 24 are permitted to contact and embed within the deformable casting medium 11.
This process is generally undertaken in short order after the deformable casting medium 11 is
placed in the subject so that the casting medium is still in a malleable state, permitting easy
placement and embedding of the prongs into the medium. These deformable mediums are
well known in the art and have known timing and parameters for hardening.

[0083] In certain embodiments, the foundation plate is positioned around or adjacent
to an open treatment area, implant site, or anatomy of a subject without the use of a
deformable casting medium.

[0084] With reference to FIGS. 10 and 11A-B, once the foundation plate 20 is
positioned circumscribing an implant site and at least partially embedded in the deformable
casting medium 11, it may be optionally adjusted using a foundation plate adjuster 30, which
is attachable to or surrounding lips 25 of the foundation plate 20 using exemplary features 33.
As depicted in FIGS. 11A and 11B, the dentist uses the foundation plate adjuster to check the
spread, depth, and/or angulation of the foundation plate. The handle 30 can be used to
manipulate base 32 and lips 33, and, as a result, the foundation plate 20 is manipulated. FIG.
11A provides a side view, indicating that manipulation can be side to side or vertically. FIG.
11B provides a front view, also indicating that manipulation can be side to side (i.e., a first
and second lateral direction) or vertically. It will be understood by one of skill in the art that
movement side-to-side here may frequently involve movement in an arc from side-to-side.
Typically, the lower portions 36 are pushed down to the gumline and one or more of spread
and angle of the foundation plate 20 on the subject are manipulated and set.

[0085] With reference to FIGS. 12A-12C, once the proper spread, depth, and angle
has been set, the dentist will let the deformable casting medium 11 cure or harden around the
various anatomical features of the subject. Once cured, the foundation plate 20 will be set in
the hardened deformable casting medium 11, creating a registration device 50 comprised of
the deformable casting medium 11 and the foundation plate 20. The registration device 50 can then be removed from the mouth of the subject and reliably replaced in its original location for radiographic investigation or surgical intervention. In certain embodiments, the registration device 50 is removed and brought with the subject to obtain a radiographic (e.g., CT) scan at a location remote from the location where it was made. For example, the subject may have to go to a different room or location, immediately thereafter or at a later time or day, to obtain a radiographic scan.

[0086] At the time of the radiographic scan, the subject, doctor or dentist places the registration device 50 on their anatomy prior to the scan. As depicted in FIG. 13 (and FIG. 9), the fiducials in the foundation plate 50 show up in the CT scan and allow the implant software to record or evaluate the size and position of the registration device. The CT scan establishes, for example, maximum depth, probable maximum implant diameter, precise angle for tilt (front to back) for the implant, and angle offset (side to side) for the implant. With the CT scan results, the dentist then creates an implant plan using any of a variety of commercially available implant software programs. An algorithm is used based on the locations and positions of the fiducials identified in the radiographic scan that defines a plane relative to the anatomy of the subject, and calculates tilt, offset, and depth for the implant. Often, a guide path for the drill bit is defined by the implant software. The determination of the positions of the fiducials may include the steps identifying each fiducial and a relationship of each relative to each other and/or the anatomy of the subject. In certain embodiments, the relative size or intensity of each fiducial in the radiographic scan provides an indication of location and/or to depth of each fiducial.

[0087] In certain embodiments, the registration device 50 is used to generate radiographic scans of the implant site and is not used during the implantation procedure. In certain other embodiments, the registration device 50 is used to generate radiographic scans of the implant site and is used during the implantation procedure alone, or together with a sensor array 40, a physical drill guide 96, or a hybrid physical and sensor drill guide 97.

Sensor Array

[0088] With reference to FIGS. 14-17, the dentist is provided the registration device 50 and refers to implant software. The dentist then opens a fresh sensor array 40 package and activates it, for example, by depressing the sensor activation button 52 on the transponder 41. The computer system containing the implant software then wirelessly acknowledges the new sensor and inquiries if it has acknowledged the correct sensor for connection. Frequently, each sensor will have a unique identifier, electronic or otherwise, that is transmitted and
picked up by the computer system and implant software to ensure that the correct sensor is utilized in the procedures that follow. The dentist is frequently provided an opportunity on the software to accept or reject the particular sensor identified by the software. In frequent embodiments, the dentist verifies the operability of the sensor array 40 by passing, for example, a standard such as a magnetized drill bit 55 or another device or standard through the center area 100 of the sensor array 40, simulating at least an approximation of the intended drilling path. Often, the monitor of the computer system containing the implant software will display a representation of the standard (e.g., virtual drill bit 55) as it passes through center area 100, if working properly. This process often occurs prior to attaching the sensor array 40 to the registration device 50, but may occur after attachment as well.

[0089] Upon confirmation of the working sensor array 40, the dentist then attaches the sensor array 40 to the registration device 50. The dentist then places the combined device onto the anatomy of the subject and begins the implant procedure, using visual feedback on the computer monitor. In related embodiments, the registration device may be placed on the anatomy of the subject prior to attachment of the sensor array 40.

[0090] In frequent embodiments, directional indicia 46 showing proper placement of the sensor array are provided. In the depicted example, the directional indicia 46 are arrows that point out toward the cheek of a subject when properly oriented and in the mouth of a subject. The dentist attaches the sensor array 40 to the registration device 50 upon aligning the directional indicia 46 of the sensor array 40 with the directional indicia 23 of the foundation plate 20. The sensor array 40 optionally includes pegs 44, 49 of multiple sizes that match with the size of the attachment points 21, 29 of a foundation plate when oriented in the proper direction. In certain frequent embodiments, the registration device 50 and sensor array 40 are devices that are intended to be disposable and useable with a single patient. In these circumstances, the mating of the sensory array 40 with the registration device 50 is intended to be a permanent mating or a mating that requires significant effort to remove the sensory array 40 after attachment. The use of different sized pegs 44, 49 and attachment points 21, 29 is useful in these embodiments as it ensures that the sensor array 40 cannot be mated with the registration device improperly. In a typical embodiment, the sensor array 40 slides over top of the foundation plate 20 and the sensor pegs 44, 49 engage attachment points 21, 29 in the foundation plate 20.

[0091] Similar to the foundation plate 20, the sensor array 40 is frequently comprised of an open arch of material, which can be the same or different materials and could comprise an assembly of materials having the same or different physical characteristics. The material
of the sensor array 40 can be any of a variety of types of plastics and/or metals and can be molded, assembled, milled, or 3-D printed. Geometrically, the exemplary sensor array 40 is designed to mate with the geometry of the foundation plate 20. Frequently, the sensor array 40 is defined by upper portions, each having bilateral sloping arms, having pegs 44, 49 for attachment to a foundation plate 20 (FIGS. 14C, 16-17, 26). The bilateral sloping arms may be the same or different material and shape as the upper portions, and their delineation in exemplary embodiments is generally indicated by a bend or different angulation versus a respective upper portion. In certain limited embodiments the upper portion is comprised as a bend extending between, simply an intersection between, or the top/ends of, two separate bilateral sloping arms. The pegs can be of the same or different size, shape, or orientation; or another physically integrating aspect or mechanism is useable in replacement or together with the exemplified pegs, with the requirement that the sensor array 40, or portion thereof, mate with the foundation plate 20 or registration device in a pre-determined manner or orientation.

[0092] Lower portions 43, 45 connect at least two of the arms of the sensor array 40 and can be the same size, shape, orientation or can differ in one or more of these aspects. Most frequently, lower portions 45 are comprised of two physically separated or unconnected portions. Though lower portions 45 are connected with the arms of the sensor array 40, their separation defines a gap that is vertically and/or laterally unimpeded to center area 100. Importantly, the sensor array most frequently includes a gap that is vertically and/or laterally unimpeded to center area 100. This gap will generally face toward the outside of the mouth of the subject, i.e., the area from which the dentist approaches the implant site 16. This gap provides both physical and visibility access to center area 100, which when the device is placed on the anatomy of the subject, defines at least a portion and preferably all of the implant site 16. Therefore, in the most frequent embodiments, the use of the sensor array does not alter the physical or visibility access to, or methods of accessing, the implant site 16.

[0093] In a frequent embodiment, as depicted in FIG. 14, four electromagnetic sensors in a perfect square are embedded in the lower portions 43, 45 of the sensor array 40. In another frequent embodiment, as depicted in FIGS. 27A and 27B, eight electromagnetic sensors are provided embedded in the lower portions 43, 45 of the sensor array 40 with a paired sensor situated above the sensor embedded in the sensor array. Whether the sensor is embedded in the material of the sensor array is often inconsequential to the operation of the sensor array. Though electromagnetic sensors are exemplified, other conventional mechanisms of sensing the placement, angulation, and/or orientation of a surgical tool such as a drill bit are contemplated in certain limited embodiments. For example, U.S. Patent Nos.
In use, the location and angular orientation of the drill bit of the dental handpiece relative to the sensors is determined and related data is sent to a computer system for display alone, or more frequently overlaid on a CT image of the anatomy of a subject. Frequently, an image of the patient's dentition and a depiction of the location and angular orientation of the drill bit is displayed. See, e.g., Fig. 13, 15. The image can be provided in a variety of levels of granularity, including a depiction of the drill bit itself, or representations of the drill bit in the form of vectors, lines, colorings, or other indicators. Cues in the form of physical feedback such as a vibration are also contemplated. In certain embodiments, the positioning and orientation of the drill bit may be indicated through generic indicators such as a typed or spoken word, a noise, or a color. These indicators are based on the location, tilt, offset, and depth of the drill bit are calculated by the system using an algorithm relative to the representation of the anatomy of the subject generated using the radiographic scan and may optionally be provided to the dentist using above-noted or other similar non-visual cues, or in replacement of visual representation thereof. Often, visual representations are provided on a display, optionally with real time data or images overlaid on a static or real-time image of the anatomy of a subject. Multiples of any one of these or combinations of any two of more of these types of indicators are contemplated embodiments. In one embodiment, the system provides only an auditory accounting of the tilt, offset, and/or depth during the procedure. In one embodiment, the system provides only a physical feedback (e.g., vibratory) accounting of the tilt, offset, and/or depth during the procedure. In another embodiment, the system provides both a visual and an auditory accounting of the tilt, offset, and/or depth during the procedure. In other embodiments, the system provides only a visual accounting of the tilt, offset, and/or depth during the procedure. In another embodiment, the system provides both an auditory and physical feedback accounting of the tilt, offset, and/or depth during the procedure. In another embodiment, the system provides both a visual and physical feedback accounting of the tilt, offset, and/or depth during the procedure. The present disclosure includes receiving real-time data from the sensor system, and determining from the updated data an updated location and angular orientation of the drill bit in relation to the anatomy of the subject. The image on the display and/or auditory signal is updated and adjusted to provide the updated location, tilt, and offset
orientation of the drill bit in relation to the anatomy of the subject. In this way, real time feedback is shown, indicating how the drill bit correlates to the anatomy of the subject.

[0095] The placement of the electromagnetic sensors in the lower portions 43, 45 of the sensor array 40 is a significant development and innovation. Placement in the lower portions 43, 45 places the sensors close to or at the surface of the bone of the jaw of the subject at or near the implant site 16. As can be seen in FIG. 17, for example, the lower portions 43, 45 are below the top of the teeth 17 and at, near, or approaching the bone of the jaw 15. In other words, the electromagnetic sensors of the sensor array 40 are oriented vertically at or approaching the top of the bone of the jaw 15, thus providing sensor coverage very close to the entry point of a drill into soft tissue and bone of the jaw 15. The inventors have determined that placement of the sensors close to the bone of the jaw 15 of a subject is beneficial versus the prior proposed methods and apparatus. For example, the distance that the drill bit must travel prior to contacting the anatomy of the subject after passing through the sensors is minimized for better accuracy of depth, tilt, and offset, determinations for the bore hole. Moreover, the distance that the drill bit has to travel after exiting a drill bit sleeve (if used) is minimized, thus providing better stability to the drill bit and enhanced safety for the subject.

[0096] Exemplary sensors are located near the gum line, instead of being clustered close together around the drill hole at a high level well above the tooth surfaces. In frequent sensor arrays 40, exemplary electromagnetic sensors are also spatially spread out beyond the boundaries of teeth 17 and gums of the subject, but at or adjacent to the gum line 15 and away from the implant site 16. The implant site 16 is therefore more accessible and unencumbered, with excellent access and visibility and far greater accuracy. These sensors pick up the movement of a drill bit very close to the implant site to ensure proper directional accuracy and depth monitoring and calculations. The sensors can provide a real-time representation of the position of the drill bit relative to the implant site. Often, a drill position indicator is overlaid and co-displayed with one or more images from the radiographic scan.

[0097] The sensor array exemplified herein is not intended to be limited to any particular materials or physical arrangement with the limitation that it provides reliable placement of a sensor at about the anatomy or implant site of a subject (such as a gumline) intended for radiographic investigation or surgical intervention.

[0098] Importantly, a conventional dental drill handpiece can be utilized in conjunction with the present devices, systems, and kits. This drill handpiece need not be
modified and add-on devices or sensors for the handpiece are unnecessary according to the
present disclosure.

[0099] As also indicated, the sensor array 40 also includes a data transponder 41 such
as a blue tooth transponder 41. Though a Bluetooth transponder is preferred, any known
mode of data transfer could work in the present systems and methods that have the capability
of transmitting data about the spatial orientation or other information about a surgical
instrument detected by the sensors of the sensor array 40. Other exemplary data transfer
modes include touch memory, radio-frequency identification (RFID), wired connection, or
other modes. The data transponder 41 is generally dimensioned physically such that it will fit
between the gum and cheek of a subject throughout an implant procedure. In frequent
embodiments, the transponder is provided with a portable and limited time duration power
source, such as a battery. Often the battery power is capable of providing power to the
transponder for a limited time. This “limited time” is often about 30 minutes or less. Most
frequently, the limited time is less than two hours, less than an hour, or less than 45 minutes.
As many of the devices of the present disclosure are intended to be disposable to ensure that
they cannot be re-used on multiple patients to reduce cross-contamination and to enhance
accuracy, a power source having a limited time duration is a frequent option. For example,
one the transponder 41 is activated, the power source is capable of transmitting data for a
limited time as noted above. The transponder provides registration of the sensor array with
the computer system to provide real-time indication or visualization of the drill bit. The
transponder may be permanently attached or releasably connected with the sensor array. In
certain embodiments, the transponder is releasably attachable to one or more sensor array.

[0100] In some embodiments, a software application of the sensor system combines
the location and orientation data for the drill bit, fiducial references, designed implant
location, depth, tilt, and offset, and provides real-time information to the dentist of the drill
bit progress relative to the anatomy of the subject. Often, the software algorithm calculates
the location and/or orientation of the drill bit relative to the desired implant shaft, the planned
depth of the implant bore or other anatomical structures near or adjacent to the bore. Also
often, the system provides a warning message or indication to the dentist if the drill bit tilt,
offset, or depth deviates beyond a pre-set threshold from the desired parameters. The
warning message or indication, as noted herein, is provided in a visual, auditory, and/or
physical feedback manner. Prior to drilling into available bone, the dentist may optionally
move gingival tissue via conventional methods by, for example, incising to form a flap.
In frequent embodiments, the registration device 50 is used together with the sensor array 40 during an implantation procedure. Often, the registration device 50 is used together with the sensor array 40 during an implantation procedure without the use of a physical drill guide 96.

Physical Drill Guide

The present disclosure also contemplates the use of a drill guide that provides physical orientation of a drill bit in a surgical procedure. The description below outlines some characteristic features of the methods and apparatus utilized in these embodiments.

With reference to FIGS. 18-23, an angle setter 60 apparatus is described that facilitates the fabrication of a physical guide that can be used together with the foundation plate 20 or registration device 50. In the most frequent embodiments, the angle setting apparatus is not disposable, as that term is used herein. The purpose of the fabrication is to create a device (together 80 & 90) that ensures the tilt and offset angles determined in a radiographic scan (e.g., CT scan), as explained above, as the optimal drill angles for an implant procedure for a specific subject can be replicated during a surgical procedure on that subject.

FIG. 18 depicts an exemplary angle setter 60 of the present disclosure. This angle includes some or all of the following features. A hole 62 is for a collar pin 91 and an actuating mechanism such as a knob 63 for locking the angle arm head 61 in place in a predetermined orientation on the angle arm 65. The angle arm head 61 can often move in an arc across the angle arm 65, most frequently up to 90 degrees of angular travel, but most frequently within 45 degrees of vertical, or within 30 degrees of vertical. The angle arm often includes analog/physical angular settings 64 to show the placement of the angle arm head 61 on the angle arm 65. A swivel base 66 is included that can rotate in one or two directions up to about 360 degrees of rotation, or is capable of rotating freely in the angle setter base 72. An actuating mechanism such as a knob 73 is included to lock the swivel base in place in a predetermined orientation. The swivel base 66 often includes analog/physical angular settings 67 to show the placement of the swivel base 66 within the base 72 and with respect to the location of the angle arm 65 or a centering mark 74. The swivel base 66 includes a feature 68 to support a guide base 80 and directional indicia 69 to ensure proper placement of the guide base 80 on the swivel base 66 to provide accurate angular placement of the guide collar 90. An optional digital display 70 is electronically coupled to the angle arm head 61 and the swivel base 66 and shows the angular readout of the angle arm head (angle A) and swivel base (angle B). The angle arm head 61 rotates for proper angular
adjustment of angle A. The swivel base 66 rotates for proper angular adjustment of angle B. The power button 71 turns the digital readout 70 on and off. Rotation of the swivel base 66 and travel of the angle arm head 61 can be manual or automated.

[00105] When using an exemplary angle setter 60 having a digital display, the dentist begins by initializing the digital readout 70 of the angle setter 60. The calibration of the angle setter 60 is verified, for example, by comparing the analog/physical settings 64, 67 on the swivel base 66 and angle arm 65 with those displayed on the digital readout 70, 75. With reference to FIGS. 19-20. The dentist removes a fresh guide base 80 from its packaging and places it into the angle setter 60. The guide base 80 often includes directional indicia 84 and the guide base 80 is placed in feature 68 on the swivel base 66 in an orientation that aligns with the directional indicia 69 of the swivel base 66. The guide base 80 also frequently includes a physical feature or features such as lips 82, 83, each having different dimensions, to ensure proper placement of the guide base on swivel base 66 and foundation plate 20. Most frequently, the guide base 80 includes a base opening 81 having surrounding chamfered edges for positioning of a guide collar 90. Features 85, 86 also can be provided to physically cooperate with features 25 of the foundation plate 20 to attachment thereto.

[00106] With reference to FIGS. 21-23, the dentist then adjusts the angle setter 60 to the angles generated by the implant software, for example, starting with angle “A” and locking it in place with actuating mechanism 63. Optionally, the software is connected with the angle setter 60 such that the adjustments necessary for the angle adjuster are set automatically by the software or an interface between the software and the angle setter 60. Angle “B” is also adjusted and locked into place with actuating mechanism 73. With angles A and B set, the angulation for the collar pin 91 to adjust the guide collar 90 is set. The dentist then chooses a specified size guide collar 90, which acts in frequent embodiments as a drill depth control. The guide collar 90 size can optionally be provided or suggested by the implant software based on the physical features of the anatomy of the subject as they were determined from the radiographic scan. A variety of sizes are contemplated, including heights such as 0.5 mm, 1mm, 2mm, 3mm, 4mm, 5mm, 6mm, 7mm, 8 mm, 9 mm, 10 mm or larger, including intervals therebetween. The guide collar 90 contains a central opening 95 that is designed to accommodate one or more drill bit sizes or one or more drill bit sleeve sizes. This central opening 95 is most frequently operable to be at least partially coaxially situated or co-extensive with the base opening 81. For example, when the guide collar 90 is affixed to the guide base 80, an opening extends through the central opening 95 from the top
of the guide collar 90 to the bottom of the guide collar 90 and out through the base opening 81.

[00107] A collar pin 91 is then passed through hole 62 (FIG. 18) and a tip 92 of the collar pin 91 is inserted into the central opening 95 of the top of a guide collar 90 to align the guide collar with the angulation of the collar pin 91 as it sits in an indentation 84 of the guide base 80. The collar pin 91 applies a force 93 to capture the guide collar 90 against the guide base 80. The dentist then applies an adhesive to the drill guide collar 90 and/or guide base 80 (area noted as aspect 94), to adhere them together and setting the tilt and offset of the guide collar 90. The adhesive may be of the type that is cured using UV light, such as a light-activated resin. Similar dental adhesives and cements, light cured and non-light cured, are known in the art and are also contemplated in the embodiments described herein. Though adhesive is exemplified, other methods of permanent or semi-permanent attachment of the guide collar 90 to the guide base 80 are contemplated, including snap-fit attachments and co-molding. In certain limited embodiments, the guide base 80 and guide collar 90, individually or together including the requisite tilt and offset angulations, are fabricated by a 3-D printer.

[00108] Once the physical drill guide 96 (also referred to herein as a “physical guide”) is fully cured, it can be removed from the angle setter 60 and clipped in place on the registration device 50. FIGS. 24A-24C. The device is then placed onto the anatomy of the subject. The dentist can then begin the implant procedure, using interchangeable drill bit sleeves FIG. 25, 110 according to the size of drill bit being used.

[00109] In certain embodiments, the physical drill guide is used without the sensor array. In such embodiments, real-time data regarding the orientation and depth are not provided on a computer system. Rather, the physical drill guide 96 is operable according to the methods described herein using apparatuses having the functionalities described herein to provide the requisite orientation and depth stop for the drill bit. The orientation and drill bit depth stop are determined, for example, using radiographic scan information using the registration device 50. The choice of size of the guide collar 90 provides the drill-bit depth stop and the orientation of the guide collar 90 on the guide base 80 is operable, for example, to match information obtained from the radiographic scan and implant software, if utilized.

[00110] The physical guide exemplified herein is not intended to be limited to any particular materials or physical arrangement with the limitation that it provides reliable placement of a physical guide for a drill-bit that is custom set to the specific orientation and depth required to carry out a surgical intervention and is placed at about the anatomy or
implant site of a subject (such as a gumline) intended for radiographic investigation or surgical intervention.

**Hybrid Physical and Sensor Guides**

[00111] In addition to the sensor and physical guide embodiments of the drill guide described herein, another collection of embodiments is contemplated and described that involves the combination of some or each of the features of the sensor and physical guide embodiments into a hybrid physical and sensor drill guide 97. An exemplary embodiment is depicted in FIG. 26 -- each of the features of these embodiments is described elsewhere herein. In its use, upon confirmation of the working sensor array, the dentist then clips the sensor array 40 onto the foundation plate 20 of the registration device 50. The physical drill guide 96 is often attached to the foundation plate 20 of the registration device 50 prior to attachment of the sensor array 40. Similar to the physical drill guide and sensor only drill guides above, together the registration device 50, physical drill guide 80, 90 and the sensor array 40 form a unit that is intended to be disposed after use in designing and carrying out an implant procedure.

[00112] In use the hybrid device is placed onto the anatomy of the subject and the dentist can then begin an implant procedure using interchangeable drill bit sleeves 110 with the Physical Guide, according to the size of drill bit being used. Sensor feedback will also be shown on the system screen on the implant software. This arrangement pre-determines and sets a proper drill path without a dentist having to guess where to go or struggle with visibility and a cumbersome high level drill guide. Significantly, using the hybrid or sensor guides described herein provides visual confirmation of the correct drill pathway in real time on the computer monitor. Unlike trying to achieve this benefit by using a currently available computer generated drill guide with a pre-set hole requiring a pathway that starts well above the tooth surface level and requires extra-long drill bits, the present systems provide the dentist, not the lab, full control over the entire pre-set or fabrication process. The dentist can now see everything clearly through the use of the hybrid guide, which combines an accurate mechanical pre-set pathway and visual confirmation that the drill bit is entering and passing through bone exactly where it belongs. Moreover, in each of the embodiments described herein the dentist has an open and accessible work area defining the implant site that can be viewed directly during an implant procedure while the physical guide, sensor, or hybrid drill guide embodiments are being utilized with a subject.

[00113] Other features and advantages of the invention will be apparent from the following detailed description, and from the claims.
[00114] The present invention is described or illustrated using a variety of examples provided herein. The examples are provided solely to illustrate the invention by reference to specific embodiments. These exemplifications, while illustrating certain specific aspects of the invention, do not portray the limitations or circumscribe the scope of the disclosed invention.

[00115] Moreover, while dental implantation provides the majority of the embodiments described herein, the disclosure is not intended to be limited to such embodiments. Rather, without departing from the overall thrust of the present disclosure, the teachings may be readily applied to surgical interventions or radiographic analyses involving additional portions of a subject's anatomy.

[00116] Citation of the above publications or documents is not intended as an admission that any of the foregoing is pertinent prior art, nor does it constitute any admission as to the contents or date of these publications or documents.
We claim:

1. A modular surgical guide assembly, comprising:
   a deformable casting medium defining an open treatment area; and
   a foundation plate circumscribing the open treatment area,
   wherein the foundation plate and the deformable medium are comprised of different
   materials, and the foundation plate is positioned in contact with the deformable medium.

2. The modular surgical guide assembly of claim 1, further comprising a sensor array
   comprising two or more sensors affixed to the foundation plate.

3. The modular surgical guide assembly of claim 1 or 2, further comprising a guide base
   affixed to the foundation plate, wherein the guide base comprises a base opening.

4. The modular surgical guide assembly of claim 2, wherein the sensors comprise
   electromagnetic sensors.

5. The modular surgical guide assembly of any preceding claim, wherein the foundation
   plate comprises an open arched material defined by an upper portion and a lower portion,
   wherein the lower portion is configured to be situated at or below a gumline in the mouth of a
   subject when positioned on the subject, and the upper portion is configured to be situated at
   or above the top of the teeth of the subject.

6. The modular surgical guide assembly of any preceding claim, further comprising a
   sensor array comprising two or more sensors affixed to the foundation plate, wherein the
   sensors are positioned at or about at the gumline of the subject.

7. The modular surgical guide assembly any preceding claim, further comprising a
   sensor array comprising two or more sensors affixed to the foundation plate, wherein the
   sensors are positioned between the upper and lower portions of the foundation plate.
8. The modular surgical guide assembly any preceding claim, further comprising a sensor array comprising two or more sensors affixed to the foundation plate, wherein the sensors are positioned below the top of the teeth of a subject.

9. The modular surgical guide assembly of claim 8, wherein the sensors comprise paired sensors.

10. The modular surgical guide assembly of any preceding claim, comprising 4, 8, or more sensors.

11. The modular surgical guide assembly of any preceding claim, wherein the deformable casting medium comprises a putty, a paste, or an epoxy.

12. The modular surgical guide assembly any preceding claim, further comprising a guide collar affixed to the guide base, wherein the guide collar comprises a central opening coaxially situated with the base opening.

13. The modular surgical guide assembly of claim 12, wherein the central opening is configured to mate with a drill bit sleeve.

14. The modular surgical guide assembly of any preceding claim, wherein the foundation plate further comprises laterally extending feet, wherein the laterally extending feet are embedded within the deformable casting medium.

15. The modular surgical guide assembly of any preceding claim, wherein the foundation plate further comprises two or more fiducial markers.

16. The modular surgical guide assembly of any one of claims 2-15, wherein the sensor array further comprises a wireless transponder.

17. The modular surgical guide assembly of any one of claims 2-16, wherein the sensor array comprises a separate component attached to the foundation plate.
18. The modular surgical guide assembly of any one of claims 3, 5-17, wherein the guide base comprises a separate component attached to the foundation plate.

19. A foundation plate for conducting a surgical operation, comprising an open arched material defined by a first and second upper portion perpendicularly situated to a first and second lower portion, and two or more fiducial markers, each upper portion having a pair of bilateral sloping arms connecting the first and second upper portions to the first and second lower portions, wherein each of the lower portions comprises a laterally extending foot prong.

20. The foundation plate of claim 19, wherein at least one of the pair of bilateral sloping arms comprises an attachment point for a secondary device.

21. The foundation plate of any one of claims 19-20, wherein each of the two or more fiducial markers is comprised in the first and/or second lower portion.

22. The foundation plate of any one of claims 19-20, wherein at least one of the lower portions comprises an attachment point for a guide collar or a placement apparatus.

23. The foundation plate of any one of claims 19-21, wherein at least one of the lower portions comprises an attachment point for a secondary device.

24. The foundation plate of claim 20 or 23, wherein the secondary device comprises a guide base or a sensor array.

25. The foundation plate of any one of claims 19-24, wherein the laterally extending foot prong is operable to be inserted into a deformable casting medium and support the foundation plate in contact with the deformable casting medium.

26. The foundation plate of any one of claims 19-25, wherein the open arched material defines an open surgical area that is unimpeded both (a) vertically; and (b) laterally, parallel to the first and second upper portions and above the lower portions.
27. The foundation plate of any one of claims 19-26, wherein the fiducial markers are visible in a CT scan.

28. The foundation plate of any one of claims 19-27, further comprising a directional mark that indicates the intended orientation of the foundation relative to the mouth of a subject.

29. The foundation plate of claim 28, wherein the directional mark is provided on one or both of the first and second upper portions.

30. The foundation plate of any one of claims 19-29, wherein at least one of the pair of bilateral sloping arms comprises a sensor array attachment point.

31. The foundation plate of any one of claims 19-31, wherein each of the bilateral sloping arms of the first and second upper portions comprises a sensor array attachment point, wherein at least one of the sensor array attachment points is configured in a different size, shape or orientation than at least one other sensor array attachment point.

32. The foundation plate of claim 22, wherein the placement apparatus comprises forceps.

33. A sensor array comprising:
   an open arched material defined by a first and second upper portion perpendicularly situated to a lower portion, each upper portion having a pair of bilateral sloping arms, wherein the lower portion is connected to a bilateral sloping arm of each of upper portions;
   a sensor comprised in the lower portion; and
   a transponder in communication with the sensor and configured to transmit data received by the sensor to a remote processor.

34. The sensor array of claim 33, further comprising a bisected second lower portion, wherein each portion of the bisected second lower portion is connected to one of the pair of bilateral sloping arms of each of the first and second upper portions.
35. The sensor array of claim 33 or 34, further comprising a peg situated on the lower portion or on one or more of the sloping arms, wherein the peg is operable to mate with an attachment point of a foundation plate.

36. The sensor array of any one of claims 33-35, wherein the transponder comprises a Bluetooth transponder.

37. The sensor array of any one of claims 33-36, wherein the transponder is powered with a low power battery.

38. The sensor array of claim 37, wherein the low power battery provides a short duration of power to the transponder.

39. The sensor array of any one of claims 33-38, wherein the sensor comprises three or more sensors, wherein each of the three or more sensors is spatially situated in a pre-determined geometric orientation in the lower portion.

40. The sensor array of claim 39, wherein the geometric orientation comprises a triangle, square, or rectangle.

41. The sensor array of any one of claims 33-40, wherein the open arched material defines an open surgical area that is unimpeded both (a) vertically; and (b) laterally from one side, parallel to the first and second upper portions.

42. The sensor array of any one of claims 33-41, wherein the sensor comprises an electromagnetic, piezoelectric, or optic sensor.

43. The sensor array of any one of claims 33-42, wherein the sensor comprises two or more paired sensors.

44. The sensor array of claim 43, wherein the sensor array comprises 8 sensors.

45. The sensor array of any one of claims 33-44, wherein the transponder is removably attachable or attached to the sensor array.
46. An angle setting apparatus, comprising:
an angle arm moveable along an arced path and configured to hold a collar pin;
a swivel plate comprising lingual and buccal indicia; and
a guide base holder configured to contain a guide base.

47. The angle setting apparatus of claim 46, wherein the arced path defines an offset angle.

48. The angle setting apparatus of any one of claims 46-47, wherein the swivel plate is rotatable to define a tilt angle.

49. The angle setting apparatus of any one of claims 46-48, further comprising a digital readout, providing an indication of an offset angle and a tilt angle defined by the arced path and swivel plate.

50. The angle setting apparatus of any one of claims 46-49, further comprising a guide collar, a collar pin, and a guide base, wherein the guide base is contained in the guide base holder, and the collar pin is held in the angle arm in communication with the guide collar positioned on the guide base.

51. The angle setting apparatus of any one of claims 46-50, further comprising a locking knob in communication with the angle arm and/or the swivel plate to lock the angle arm and/or the swivel plate into a predetermined orientation.

52. A disposable surgical guide kit, comprising:
(a) a deformable casting medium;
(b) a foundation plate; and
(c) a secondary apparatus comprising at least one of one or both of:
   (i) a sensor array; or
   (ii) a guide platform comprising a guide base affixed with a guide collar.

53. A disposable surgical guide kit, comprising:
(a) a foundation plate configured to embed within a deformable casting medium;

and

(b) a secondary apparatus comprising at least one or both of:
   (i) a sensor array; or
   (ii) a guide platform comprising a guide base affixed with a guide collar.

54. A method of preparing for a dental implant intervention, comprising:
forming a registration device, comprising the steps of:
   (a) applying a deformable casting medium to an anatomical region of a subject;
   (b) introducing a foundation plate to the deformable casting medium,
wherein at least a portion of the foundation plate is embedded into the deformable casting medium;
   (c) adjusting the foundation plate within the deformable casting medium relative to an implant site; and
   (d) permitting the deformable casting medium to harden;

obtaining radiological scan information of the registration device positioned on the subject within a computer system; and

creating a surgical intervention plan comprising a tilt angle, an offset angle, and a depth limitation using the radiological scan information.

55. A method of conducting a dental implant intervention, comprising:
applying a registration device to an implant site of a subject;
affixing a secondary device to the registration device, wherein the secondary device comprises at least one or both of:
   (a) a sensor array; or
   (b) a guide platform comprising a guide base affixed with a guide collar

introducing a drill bit through the registration device into contact with the implant site;
guiding or confirming an orientation and a travel distance of the drill bit in the implant site using (i) the guide platform, and/or (ii) information about the orientation and travel distance of the drill bit obtained from the sensor array.
56. The method of conducting a dental implant intervention of claim 50, wherein a surgical intervention plan is confirmed prior to introducing the drill bit through the registration device.

57. The method of any one of claims 55-56, wherein the information about the orientation and travel distance of the drill bit comprises real-time information and is displayed on a computer user interface or display.

58. The method of claim 57, wherein the real-time information is displayed together with radiological information of the implant site and registration device.

59. A surgical guide device comprising one or more electromagnetic sensors, wherein the drill guide is operable to position the one or more sensors at about the gumline of a subject when the surgical guide is removably positioned at an implant site on the subject.

60. The surgical guide device of claim 59, wherein the one or more electromagnetic sensors comprise paired sensors.

61. A surgical guide device comprising a physical guide, wherein the surgical guide is operable to position the physical guide at about the gumline of a subject when the surgical guide is removably positioned at an implant site on the subject.

62. A hybrid surgical guide device comprising one or more electromagnetic sensors and a physical guide, wherein the surgical guide operable to position the physical guide and the one or more electromagnetic sensors at about the gumline of a subject when the hybrid surgical guide is removably positioned at an implant site on the subject.

63. A radiographic guide device comprising one or more fiducials, wherein the radiographic guide is operable to position the fiducials at about the gumline of a subject when the radiographic guide is removably positioned at an implant site on the subject.

64. A device of any one of claims 59-63, wherein the device is disposable.
65. A kit comprising the device of any one of claims 59-64.
INTERNATIONAL SEARCH REPORT

A. CLASSIFICATION OF SUBJECT MATTER

IPC(8) - A61C 3/00 (2015.01)
CPC - A61C 1/082

According to International Patent Classification (IPC) or to both national classification and IPC

B. FIELDS SEARCHED

Minimum documentation searched (classification system followed by classification symbols)
CPC: A61C 1/082 IPC(8): A61C 3/00 (2015.01)

Documentation searched other than minimum documentation to the extent that such documents are included in the fields searched
USPC: 433/141, 54, 55, 37, 155, 215, 75, 76, 433* (keyword limited; terms below)

Electronic data base consulted during the international search (name of data base and, where practicable, search terms used)
PatBase; Google Patents; Google; Search Terms Used: ang*, slop*, arm%, leg%, support%, span*, stradd*, impression, cast*, foundation, dental, drill, surgical, guide, marker%, radiopaque, sens*, plate, angle, indic*, rotat*, swivel*, frame, electromagnetic, radiofrequency, radio frequency, rf, forceps, install*, position*, beam%, tooth, gums, RFID

C. DOCUMENTS CONSIDERED TO BE RELEVANT

<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>X</td>
<td>US 8,348,669 B1 (SCHMITT) 08 January 2013 (08.01.2013) fig 1, 6, col 4, ln 15-19, col 4, ln 25-29, col 4, 31-33, col 6, ln 27-67</td>
<td>1, 52-53</td>
</tr>
<tr>
<td>X</td>
<td>US 2014/0193769 A1 (MACKEY) 10 July 2014 (10.07.2014) fig 13, 14, 22, para [0089], [0091], [0094]</td>
<td>1, 3(1)</td>
</tr>
<tr>
<td>Y</td>
<td>US 5,467,664 A (WEISSMAN) 30 January 1996 (30.01.1996) fig 1, col 3, ln 63-65</td>
<td>2, 3(2), 4</td>
</tr>
<tr>
<td>Y</td>
<td>US 2011/0280674 A1 (PALLE et al) 17 November 2011 (17.11.2011) fig 1, para [0056], [0064], [0073]-[0086]</td>
<td>46-48</td>
</tr>
</tbody>
</table>

☑ Further documents are listed in the continuation of Box C.

* Special categories of cited documents:
   "A" document defining the general state of the art which is not considered to be of particular relevance
   "X" document containing a teaching, advantage, or principle which is not considered to be of particular relevance
   "E" earlier application or patent but published on or after the international filing date
   
   "L" document which may throw doubts on priority claim(s) or which is cited to establish the publication date of another citation or other special reason (as specified)
   "O" document referring to an oral disclosure, use, exhibition or other means
   "P" document published prior to the international filing date but later than the priority date claimed
   "T" later document published after the international filing date or priority date and not in conflict with the application but cited to understand the principle or theory underlying the invention
   
   "Y" document of particular relevance; the claimed invention cannot be considered novel or cannot be considered to involve an inventive step when the document is taken alone
   "G" document of particular relevance; the claimed invention cannot be considered to involve an inventive step when the document is combined with one or more other such documents, such combination being obvious to a person skilled in the art
   "Q" document member of the same patent family

Date of the actual completion of the international search
15 October 2015 (15.10.2015)

Date of mailing of the international search report
12 NOV 2015

Name and mailing address of the ISA/US
Mail Stop PCT, Attn: ISA/US, Commissioner for Patents
P.O. Box 1450, Alexandria, Virginia 22313-1450
Facsimile No. 571-272-8300

Authorized officer: Lee W. Young
PCT Helpdesk: 571-272-4300
PCT OGP: 571-272-7774

Form PCT/ISA/210 (second sheet) (January 2015)
<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>Y</td>
<td>US 2,445,039 A (RUSNOK) 13 July 1948 (13.07.1948) fig 2</td>
<td>46-48</td>
</tr>
<tr>
<td>Y</td>
<td>US 5,219,282 A (LAVIN) 15 June 1993 (15.06.1993) fig 5, 11, col 7, ln 56-68</td>
<td>48</td>
</tr>
</tbody>
</table>

Form PCT/ISA/210 (continuation of second sheet) (January 2015)
INTERNATIONAL SEARCH REPORT

This international search report has not been established in respect of certain claims under Article 17(2)(a) for the following reasons:

1. Claims Nos.: because they relate to subject matter not required to be searched by this Authority, namely:

2. Claims Nos.: because they relate to parts of the international application that do not comply with the prescribed requirements to such an extent that no meaningful international search can be carried out, specifically:

3. Claims Nos.: 5-18, 23-31, 36-45, 49-51 and 65 because they are dependent claims and are not drafted in accordance with the second and third sentences of Rule 6.4(a).

Observations where unity of invention is lacking (Continuation of item 3 of first sheet)

This International Searching Authority found multiple inventions in this international application, as follows:

Group I: Claims 1-4, 52-53 directed to modular surgical guide assembly.
Group II: Claims 19-22, 32-35, 52-53 directed to a foundation plate and sensor array.
Group III: Claims 46-48, 52-53 directed to an angle setting apparatus.
Group IV: Claims 54 directed to a method of preparing for a dental implant intervention.
Group V: Claims 55-58 directed to a method of conducting a dental implant intervention.
Group VI: Claims 59-64 directed to various surgical guide devices, wherein the guide is operable to position the guide about the gum line of a subject.

—Continued on Supplemental Page—

1. As all required additional search fees were timely paid by the applicant, this international search report covers all searchable claims.

2. As all searchable claims could be searched without effort justifying additional fees, this Authority did not invite payment of additional fees.

3. As only some of the required additional search fees were timely paid by the applicant, this international search report covers only those claims for which fees were paid, specifically claims Nos.: 1-4, 19-22, 32-35, 46-48, 52-53 and 59-64

4. No required additional search fees were timely paid by the applicant. Consequently, this international search report is restricted to the invention first mentioned in the claims; it is covered by claims Nos.: 1-4, 19-22, 32-35, 46-48, 52-53 and 59-64

Remark on Protest

The additional search fees were accompanied by the applicant’s protest and, where applicable, the payment of a protest fee.

The additional search fees were accompanied by the applicant’s protest but the applicable protest fee was not paid within the time limit specified in the invitation.

No protest accompanied the payment of additional search fees.
Continuation of Box III: Observations where unity of invention is lacking

The inventions listed as Groups I-VI do not relate to a single general inventive concept under PCT Rule 13.1 because, under PCT Rule 13.2, they lack the same or corresponding special technical features for the following reasons:

The invention of Group I includes the special technical feature of a deformable casting medium defining an open treatment area, not required by the claims of Groups II-VI.

The invention of Group II includes the special technical feature of an open arched material defined by a first and second upper portion perpendicularly situated to a lower portion, each upper portion having a pair of bilateral sloping arms, wherein the lower portion connected to a bilateral sloping arm of each of upper portions, not required by Groups I or III-VI.

The invention of Group III includes the special technical feature of an angle arm moveable along an arced path and configured to hold a collar pin; a swivel plate comprising lingual and buccal indicia, and a guide base holder configured to contain a guide base, not required by Groups I-II or IV-VI.

The invention of Group IV includes the special technical feature of a method of obtaining radiological scan information of the registration device positioned on the subject within a computer system; and creating a surgical intervention plan comprising a tilt angle, an offset angle, and a depth limitation using the radiological scan information, not required by Groups I-III or V-VI.

The invention of Group V includes the special technical feature of a method of introducing a drill bit through the registration device into contact with the implant site, not required by Groups II-IV or V-VI.

The invention of Group VI includes the special technical feature of guide device wherein the guide is operable to position the guide about the gum line of a subject, not required by Groups I-V.

Groups I-VI share the common technical features of generic claims 52 and 53. The apparatus is known in the prior art, as shown in US 8,348,669 B1 (SCHMITT).

Regarding claim 52, Schmitt teaches a disposable surgical guide kit, comprising:
(a) a deformable casting medium (28, fig 1, col 4, ln 31-33);
(b) a foundation plate (12, fig 1, col 4, ln 25-29); and
(c) a secondary apparatus comprising at least one of one or both of:
(i) a sensor array; or
(ii) a guide platform comprising a guide base (57) affixed with a guide collar (44, fig 6, col 6, ln 27-67), but does not specifically teach the kit being disposable. It would have been obvious to one of ordinary skill in the art that the kit would have been made disposable, allowing cheaper materials to be used.

Regarding claim 53, Schmitt teaches a surgical guide kit, comprising:
(a) a foundation plate (12, fig 1, col 4, ln 25-29) configured to embed within a deformable casting medium (28, fig 1, col 4, ln 31-33); and
(b) a secondary apparatus comprising at least one or both of:
(i) a sensor array; or
(ii) a guide platform comprising a guide base (57) affixed with a guide collar (44, fig 6, col 6, ln 27-67), but does not specifically teach the kit being disposable. It would have been obvious to one of ordinary skill in the art that the kit would have been made disposable, allowing cheaper materials to be used.

Groups II and IV-V share the technical features of Claim 1. The apparatus is known in the prior art, as shown in Schmitt.

Regarding claim 1, Schmitt discloses a modular surgical guide assembly, comprising:
a deformable casting medium defining an open treatment area (28, fig 1, col 4, ln 31-33); and
a foundation plate (12, fig 1) circumscribing the open treatment area (col 4, ln 25-29); wherein the foundation plate and the deformable medium are comprised of different materials (col 4, ln 15-19 describes plate as rigid; col 4, ln 31-34 describes the casting medium as recording the teeth of a patient and thus is flexible), and the foundation plate is positioned in contact with the deformable medium (fig 1).

As the common technical features were known in the art at the time of the invention, these cannot be considered special technical feature that would otherwise unify the groups.

Therefore, Groups I-VI lack unity under PCT Rule 13 because they do not share a same or corresponding special technical feature.

Continuation of Item 4 from first sheet: Claims 5-18, 23-31, 36-45, 49-51 and 65 are improper multiple dependent claims not drafted in accordance with the second and third sentences of Rule 6.4(a).

Note: Claim 56 is assumed to depend from claim 55 instead of claim 50 as originally presented, since claim 55 provides antecedent for 'the method of conducting a dental implant intervention' whereas claim 50 does not.

Form PCT/ISA/210 (extra sheet) (January 2015)