INTERNATIONAL APPLICATION PUBLISHED UNDER THE PATENT COOPERATION TREATY (PCT)

(51) International Patent Classification 7:
A61L 2/26, 2/24, 2/07

(11) International Publication Number: WO 00/59553

(43) International Publication Date: 12 October 2000 (12.10.00)

(21) International Application Number: PCT/CA00/00377

(22) International Filing Date: 6 April 2000 (06.04.00)

(30) Priority Data:
2,268,042 6 April 1999 (06.04.99) CA

(71) Applicant (for all designated States except US): SCICAN, a division of Lux AND Zwingenberger Ltd., [CA/CA]; 1440 Don Mills Road, Toronto, Ontario M3B 3P9 (CA).

(72) Inventors: and
(75) Inventors/Applicants (for US only): McPHAIL, Neil [CA/CA]; 42 Hazelwood Avenue, Toronto, Ontario M4J 1K5 (CA); VILLOTJIEVIC, Darko [CA/CA]; 245 Roehampton Ave. #1105, Toronto, Ontario M4P 1R6 (CA); CIORACA, Dorin [CA/CA]; 39 Chapman Road, Toronto, Ontario M9P 1E6 (CA); GHJELMAN, Eduardo, C. [CA/CA]; 22 Applidale Road, Etobicoke, Ontario M9B 5G4 (CA); HOUSE, Edward [CA/CA]; 30 Charles Street W., Apt. 402, Toronto, Ontario M4Y 1R5 (CA); STEFANUK, William [CA/CA]; 5 Spacehurst Cres., Waterloo, Ontario N2V 2E3 (CA); ZENG, Winston, L. [CA/CA]; 712–90 Woodbridge Cres., Nepean, Ontario K2B 7T1 (CA).


Published
With international search report.

(54) Title: STERILIZER WITH VACUUM-ASSISTED AIR REMOVAL

(57) Abstract

A sterilizer for medical instruments is compact and designed to be placed on a table top. The sterilizer provides includes a cavity for receiving a cassette holding the instruments to be sterilized. A steam circuit provides steam to the cassette for sterilization, and the time required for sterilization is reduced by withdrawing air from the cassette by application of a vacuum. The cavity is evacuated at the same time as the cassette to prevent application of high stresses to the cassette during the vacuum-assisted withdrawal of air. The time for sterilization is further reduced by use of dual heat exchangers to reduce the volume removed from the cassette.
FOR THE PURPOSES OF INFORMATION ONLY

Codes used to identify States party to the PCT on the front pages of pamphlets publishing international applications under the PCT.

<table>
<thead>
<tr>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>AL</td>
<td>Albania</td>
<td>ES</td>
<td>Spain</td>
<td>LS</td>
<td>Lesotho</td>
<td>SI</td>
<td>Slovenia</td>
<td>SK</td>
<td>Slovakia</td>
<td>SN</td>
<td>Senegal</td>
<td>SZ</td>
<td>Swaziland</td>
<td>TD</td>
<td>Chad</td>
<td></td>
<td></td>
</tr>
<tr>
<td>AM</td>
<td>Armenia</td>
<td>FI</td>
<td>Finland</td>
<td>LT</td>
<td>Lithuania</td>
<td>SG</td>
<td>Singapore</td>
<td>AV</td>
<td>Atlantic Voronezh</td>
<td>BG</td>
<td>Bulgaria</td>
<td>HH</td>
<td>Hungary</td>
<td>IE</td>
<td>Ireland</td>
<td></td>
<td></td>
</tr>
<tr>
<td>AT</td>
<td>Austria</td>
<td>FR</td>
<td>France</td>
<td>LU</td>
<td>Luxembourg</td>
<td>TG</td>
<td>Togo</td>
<td>BE</td>
<td>Belgium</td>
<td>GN</td>
<td>Guinea</td>
<td>TM</td>
<td>Turkmenistan</td>
<td>TR</td>
<td>Turkey</td>
<td></td>
<td></td>
</tr>
<tr>
<td>AU</td>
<td>Australia</td>
<td>GA</td>
<td>Gabon</td>
<td>LV</td>
<td>Latvia</td>
<td>TT</td>
<td>Trinidad and Tobago</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>AZ</td>
<td>Azerbaijan</td>
<td>GB</td>
<td>United Kingdom</td>
<td>MD</td>
<td>Republic of Moldova</td>
<td>UA</td>
<td>Ukraine</td>
<td>UK</td>
<td>United Kingdom</td>
<td>UW</td>
<td>Uzbekistan</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>BA</td>
<td>Bosnia and Herzegovina</td>
<td>GE</td>
<td>Georgia</td>
<td>MG</td>
<td>Madagascar</td>
<td>VH</td>
<td>Vietnam</td>
<td>WI</td>
<td>United States of America</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>BB</td>
<td>Barbados</td>
<td>GH</td>
<td>Ghana</td>
<td>MK</td>
<td>The former Yugoslav Republic of Macedonia</td>
<td>ZA</td>
<td>Zambia</td>
<td>ZF</td>
<td>Zimbabwe</td>
<td>ZW</td>
<td>Zimbabwe</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>
TECHNICAL FIELD

This invention relates to the art of automated sterilizers. In particular, the invention relates to an automated sterilizer designed particularly for sterilizing medical and dental instruments.

BACKGROUND

Sterilizers for medical instruments in the prior art may be large, such as sterilizers used in hospitals, or smaller, such as sterilizers designed for use in a dentist's office and to fit easily on a table. An example of the latter type is that shown in United States Patent 5,271,893 (Newman).

The requirements for sterilizing medical instruments are generally prescribed by governing authorities. Thus, the challenge has been to provide an affordable apparatus capable of automatically carrying out the prescribed procedure in the shortest time period. One requirement is that the instrument to be sterilized be subjected to saturated steam at a prescribed temperature for a prescribed period of time. Thus, the interior volume of the sterilizer must be filled with saturated steam, which requires the air in the sterilizer to be replaced with saturated steam as quickly as possible.

The system shown in US 5,271,893 relies on channeling incoming steam to one end of a cassette while allowing air to flow out the other end to purge the air and replace it completely with the steam.
SUMMARY OF THE INVENTION

A desktop sterilizer in accordance with the invention implements a prescribed sterilizing protocol quickly and efficiently. The system provides an armature of extruded aluminum that forms an enclosure for a portable cassette. The walls of the armature include a plurality of cavities that are separated by webbing for rendering the walls thermally insulating, highly resistant to deflection during pressurization, and light. The removable cassette may be of various kinds and is preferably that described in Canadian Patent Application 2,268,042.

The system further includes a steam generator for generating steam by spraying water droplets onto a spiral heating element. The supply of water to the steam generator is controlled as a function of the temperature of the heating element, and the steam generator is oriented to accentuate the changes to increase the sensitivity of the temperature measurement.

The armature is connected to a vacuum pump and to the steam generator, whose operation is controlled such that the cassette can be evacuated by vacuum and then supplied with saturated steam in accordance with a process that effectively and efficiently complies with the prescribed sterilization protocol. Because the armature is evacuated in the preferred process, the sterilizer can be subjected to vacuum and yet be of a design that allows inexpensive manufacture.

BRIEF DESCRIPTION OF THE DRAWINGS

Figure 1 is a perspective of a sterilizer in accordance with the invention.

Figure 2 is a perspective of an armature element of the sterilizer shown in figure 1.
Figure 3 is a cut away showing the armature of the sterilizer of figure 1 supporting a cassette.

Figure 4 is a perspective view of a steam generator element of the sterilizer of figure 1.

Figure 5 is a perspective view of the steam generator of figure 4 with the top removed.

Figure 6 is a bottom view of the steam generator of figure 4.

Figure 7a is an exploded view of a preferred nozzle for the steam generator of figure 4.

Figure 7b is a vertical cross section of the nozzle shown in figure 7a.

Figure 8 is a schematic showing the elements and interconnections of the sterilizer of figure 1.

Figure 9 is a schematic showing a vacuum draw with steam using dual heat exchangers.

DETAILED DESCRIPTION OF THE PREFERRED EMBODIMENT

With reference to figure 1, a sterilizer in accordance with the invention comprises a housing 2 for supporting a plurality of elements, as will be explained in detail below. The sterilizer is designed to be relatively small, e.g., able to fit on a table top in a doctor or dentist's office. The sterilizer as shown holds only one cassette, but it could be designed to hold more than one cassette. The cassettes receive instruments to be sterilized and are preferably made of relatively thin metal to reduce cost and weight.

The sterilizer provides at least one cavity 4 for receiving a cassette, and a door 6 allows access to the cavity. The door is preferably mounted with known hinge structure in such a manner that when in the open position shown its inner surface 8 is
flush with the bottom surface of the cavity. This arrangement facilitates insertion and removal of the cassette. The perimeter of the cavity opening is further provided with a seal 10 to allow a vacuum to be drawn in the cavity 4, as will be described further below. A display 12 is provided to communicate various aspects of the process to an operator.

A preferred armature component of the sterilizer will be described with reference to figure 2.

Traditional steam sterilizers use a cylindrical pressure vessel to receive both the load to be sterilized, such as medical instruments, and the steam sterilant. Because the steam must be maintained at a significant pressure to reach the temperatures required for effective sterilization, it generates a large force on the walls of the pressure vessel. The sterilization vessel must be capable of withstanding this force with minimal deflection to ensure proper operation of the seals. If the vessel distorts too much, the seals will be ineffective, and steam will leak from the vessel. Of course, the vessel must also be capable of accommodating the overall stresses provided by the forces of pressurization.

In the cassette autoclave of the invention, the steam sterilant containment and force containment functions are provided by two separate components. A cassette provides the steam containment function, while an armature 14, as shown in figure 2, provides force containment. To provide efficient use of space for storage of instruments by the cassette, the cassette and, hence, the armature are preferably rectangular in cross section.

Previous embodiments of the armature (e.g., that used in US 5,271,893) consisted of welded steel plates that were painted for corrosion protection. This
armature was heavy and required extensive testing to prove that the welds were sound. Further, the prior armature was not designed to be pressure tight because the cassette contained the steam and was not subjected to vacuum draws.

The armature 14 of the present invention is, however, simple to fabricate, lighter, more accurate in dimensions, and less expensive than the prior armature. Further, while the armature 14 can be used for the conventional cassette sterilizer described in the '893 patent, it is particularly useful in the present invention because it is pressure tight to permit vacuum withdrawal of the cavity receiving the cassette.

The armature 14 is an extruded profile comprising two spaced walls 16 and 18, with the wall 16 forming an enclosure 20. The walls are connected by a series of ribs 22, or webs, which are sized and located such that the two walls and the ribs carry the stresses efficiently. The webs and double wall serve to increase the section modulus of the structure, therefore increasing bending stiffness (decreasing deflection) without substantially increasing weight.

The webs also allow circulation of cooling or heating fluid (air, water, steam, hydraulic fluid, and oil) between the walls provided that the extrusion is fixed to a suitable manifold (not shown). Also, because the armature is extruded the inner wall is pressure tight and can be made easily of any length.

The cross section of the extrusion is shown to be rectangular, but it is not limited to any particular shape. Preferably, the cross section suits the cassette size and shape and can be rectangular, square, round, elliptical or any other shape. The armature material may be aluminum, magnesium, titanium or any other material that can be extruded. In the preferred sterilizer of figure 1, the armature is of aluminum.

Figure 3 shows further details of the structure of the preferred sterilizer for
supporting a cassette 28. The armature 14 is mounted in the sterilizer housing by various brackets that are not shown. A rear plate 24 is secured to the rear of the armature by bolts (not shown) passing through holes 26, and the armature is attached to the housing. The armature 14 is sealed to the rear plate, as by a gasket (not shown), to provide a sealed cavity when the door 6 is closed against seal 10. The cavity of the preferred sterilizer is not subjected to positive gauge pressure, which means that the door and rear plate need not be able to withstand outward forces. The cavity of the sterilizer is evacuated through opening 30 during evacuation phases, as will be described below and, therefore, subjected to vacuum pressure. Thus, the door and rear plate are subjected only to negative gauge pressures.

The door 6 is designed to be capable of withstanding negative atmosphere, and because the door is held against the seal 10 during evacuation of the cavity 4 by pressure from the exterior, the primary requirement is that the door will not buckle under the forces generated by that pressure.

Heating the cassette is necessary during the sterilization cycle, and electric heating plates 32, which are placed, respectively, between the upper and lower surfaces of the cassette and the armature, provide this.

During the sterilization phase, steam supplied to the cassette generates positive pressure. The cassette 28 is made of lightweight material, however, and cannot withstand this large pressure differential. Thus, the cavity is designed such that the armature 14 resists the force generated by this pressure.

The pressures on the upper and lower surfaces of the cassettes are transmitted to the armature by the heating plates 32, the pressures on the sides of the cassette are transmitted to the armature by the isolation plates 34, and the pressure on the back of
the cassette is transmitted to the armature by the rear isolation plate 36. The isolation plates are arranged on the sides of the cavity to engage the cassette or reinforcing bumpers on the cassette, and the rear plate supports a rear isolation plate for engaging a rear bumper of the cassette.

It will be appreciated from the structure described that a cassette, such as that described in the mentioned Canadian patent application, is easily inserted in the cavity by opening the door and sliding it inwardly. Insertion of the cassette engages valves on the cassette with probes (not shown) supported on the rear plate to connect the interior of the cassette with the steam system to be described below. Also, a magnetic reed switch, which is part of the control circuitry, senses insertion of the cassette.

A preferred steam generator for use with the invention is shown in figures 4 through 6. Figure 4 shows a preferred steam generator embodiment, which comprises two parts, an upper deep drawn cap 38 and a lower stainless steel base plate 40. The two parts of the steam generator are connected together using a radial pattern of bolts 42 and nuts 44 with a gasket 46 between the two parts. This allows ease of disassembly of the steam generator for service purposes. The steam generated is conducted to the system through an outlet 48 on the cap. A conventional pressure relief valve 50 is installed on the cap as a safety device to prevent catastrophic failure of the steam generator.

Figure 5 shows the base plate sub-assembly. A spiral heating element 52 is mounted on the base plate 40 and includes two terminals 54 and 56, which extend downwards through the plate. The terminals are secured to the base plate 40 by conventional means, such as by welding, to ensure that no leakage occurs at the interface with the plate. The coiled portion of the heating element 52 is mounted to the
base plate such that it is free to move outward and upward, thus avoiding undue stresses caused by thermal expansion or contraction of the element. This is accomplished by fastening a rod 58, made of stainless steel or similar material, to the base plate by a central clamp 60, which is in turn fastened to the base plate by spot welding. The rod extends across the heating element and holds it to the base plate to ensure that no gap exists between the bottom of the heating element and the top of the base plate. This prevents the trapping of water or steam between the heating element and the plate and yet allows the rod to flex together with the heating element due to thermal expansion. A thermocouple 62 is inserted through the bottom of the base plate and is fastened to it by a compression fitting 64 (see figure 6). The temperature-sensing end of the thermocouple is fastened to the heating element by conventional means, such as by soldering. A thermal fuse 67, or a thermal switch, is mounted at the bottom of the base plate to cause a thermal cut-off if the heating element overheats.

In the preferred embodiment, the steam generator is mounted on the armature by conventional means such that the heating coil is tilted with respect to the horizontal. This creates a small region of the heating element that is exceptionally sensitive to a change in the water level inside the steam generator. As the water level decreases in the tilted steam generator due to steam generation, the region of the heating element that is at a slightly higher elevation will be exposed first, thus causing the temperature at that region of the heating element to surge when first exposed because at that point the remainder of the coil remains covered with water. Thus, placing the thermocouple 62 in that region of the heating element increases the response speed of the system’s controller, thereby allowing water to be pumped into the steam generator on-demand.
To facilitate steam generation, a spray nozzle 66, located at the top center of the steam generator, atomizes the inlet water. The spray nozzle breaks the water droplets into a mist, thereby increasing the total surface area of the water and reducing the time required to bring the fluid to the state of saturated steam. Figures 7a and 7b show a preferred spray nozzle embodiment composed of an accelerator fitting 68, which is threaded into a nozzle fitting 70 with an O-ring seal 72 placed therebetween to prevent leakage. Water is supplied under pressure from a pump 74 (see figure 8) to the inlet 76 of the accelerator fitting and travels downward through a cross-hole 78 and thence into a downward-spiral acme threaded channel 80. A similarly spiral channel can be conceived in other embodiments of this design. The water travels downwards in a spiral trajectory, gaining angular momentum and accelerating and finally exits into a conical reservoir 82 leading into a small orifice 84 in the nozzle fitting 70. The sudden expansion upon exiting the orifice, together with the centrifugal force causes the water to spread out in the desired conical spray pattern, covering a substantial portion of the heating element upon contact. This spray pattern greatly facilitates the steam generation and at the same time provides uniform cooling of the heating element, thereby reducing the induced thermal stresses in the heating element. The orifice size of the spray nozzle is designed to prevent clogging of the nozzle, which could lead to cycle interruptions.

The operation of the system will now be described in connection with figures 8 and 9. Figure 8 schematically illustrates the interconnection of various elements to provide a sterilizer system in accordance with the invention. Figure 9 is a schematic showing only a functional part of the system shown in figure 8 during a steam vacuum draw. The process to be described carries out a sterilization cycle that is
The cassette must be filled with saturated steam during the sterilization stage, and the air in the cassette must first be removed. Because the cassette is made of relatively thin material, which cannot withstand the forces created by a vacuum, the cavity 4 surrounding the cassette is evacuated at the same time as is the cassette, whereby the pressure difference applied to the cassette is very small. In accordance with the preferred operation of the sterilizer, air is removed by a two-stage vacuum pump 92 after the temperature of the cassette is close to the sterilizing temperature. This vacuum pump is connected to the system by suitable tubing, such as Norprene®. When activated, the vacuum pump draws air from the cavity through check valves 94 and 96 and a fitting 98, which is attached to the back plate 24 and communicates with the cavity through opening 30. It will be appreciated that this arrangement ensures application of vacuum to the cavity whenever vacuum is applied to the cassette, to preclude collapse of the cassette.

Withdrawal of air from the cavity surrounding the cassette allows the cassette to be less expensive, as it need not have the strength required to withstand the forces resulting from vacuum pressures. This does add some time to the cycle because of the additional air that must be withdrawn from the cavity, but the additional time is minimized by conforming the shape of the cavity to the shape of the cassette, whereby the volume of air to be removed from the cavity with the cassette present is very small. Pressure in the cavity is preferably detected by sensor 100.

The vacuum pump 92 is connected to the cassette in two ways. First, the pump is connected to an outlet port of the cassette by a probe 102 when the cassette is fully inserted, as described in the mentioned Canadian patent.
application. The probe is connected to the vacuum pump via a water separator 104, a vacuum valve 106, and a regular heat exchanger 108. Thus, when the vacuum pump activated and the vacuum valve open, the vacuum pump will evacuate the cassette. The outlet port is also designed to withdraw condensate from the cassette, which is removed by the water separator 104. A pressure transducer 110 is provided to measure the pressure in the cassette, and a thermocouple 111 measures the temperature in the cassette.

The above arrangement allows detection of leaks in the cassette, the probe seal, and the vacuum valve 106 by evacuating the cavity while vacuum valve 106 is closed. Thus, the vacuum draw preferably begins with connection of the operating vacuum pump to the cavity alone. If no leaks are detected, the steam generator valve 114 and the valve 116 are opened to remove air from the steam generator 112, the structure of which was described in connection with figures 4-6, and the cassette 128. This action ensures also that air is evacuated from the smaller heat exchanger 118, the regular heat exchanger 108, and the associated tubing.

The vacuum valve 106 is then opened to withdraw air from the cassette. Even at low vacuum, some air will remain after the first evacuation. Accordingly, when the vacuum level reaches the target, a second air removal procedure is done.

The second air removal procedure, with steam, is initiated by supplying steam to the cassette by first activating the steam generator 112 and then opening the steam generator valve 114 to allow steam to flow into the cassette through steam inlet 120. At this time, the vacuum valve is closed. As the steam fills the cassette and the voids in the instruments being sterilized, the pressure in the cassette increases. The cassette at this time is filled mostly with steam, but also with a small
presently prescribed, and it will be appreciated that the structure described could be applied to other cycles and that the principles of the process could be applied to other processes.

With reference to figure 8, the sterilizing cycle begins when a cassette 28 is fully inserted into the cavity 4 and the door 6 closed. Insertion of the cassette is detected by a magnetically-operated reed switch 86 located at the end of the cavity, and closing the door fully is detected by a door switch 88, the closing of these switches resulting in activation of control circuitry that controls operation of the sterilizing cycle. When inserted, the cassette is also connected to the valve system to be described by probes that engage couplings on the cassette.

After the cassette has been fully inserted, the heating plates 32 are activated, which heats the cassette and increases the pressure inside the cassette. The distance between the upper and lower heating plates is preferably greater than the height of a cool cassette to allow easy insertion of the cassette, and expansion of the cassette results in full engagement of the cassette with the upper and lower heating plates. As noted above, the cavity also includes isolation plates, which engage the sides and rear of the cassette when fully inserted.

The heating plates may be thermally isolated from the armature to increase the heating efficiency, and the temperature of the heating plates is monitored by thermocouples 90. The temperature of the heating plates is controlled so that it remains within a few degrees of the sterilization temperature required for the particular instruments to be sterilized. Controlling the temperature of the cassette prevents condensation of steam on the interior of the cassette, on the one hand, and damage to the articles being sterilized by overheating, on the other.
residual amount of air. The air is denser than the saturated steam, and when the pressure in the cassette increases to be just above atmospheric, exhaust valve 122 is opened to allow the steam to push the remaining air through outlet 124 to the atmosphere. The valve 122 is then closed again when the cassette pressure falls to atmospheric.

After the first vacuum draw and first vacuum-relief-with-steam phases of the sterilization cycle, most of the air has been removed from the system. The system is then almost entirely filled with saturated steam, and subsequent vacuum draws by the vacuum pump will no longer be effective due to the fact that there is no substantial pressure gradient across the pump to assist the flow.

The conventional means of creating a vacuum draw under the above condition is by means of a heat exchanger. As steam passes through the heat exchanger, it changes phase from the vapor state to the liquid state, thus greatly reducing the volume occupied within the system. This reduction in volume, in turn, creates a negative pressure gradient, or vacuum, within the system, which facilitates the vacuum draw.

To decrease the overall cycle time the invention provides dual heat-exchanger evacuation lines, each of which is connected to the cassette as illustrated in figure 9. The first of these evacuation lines includes vacuum valve 106, check valve 94, and a first, regular, heat exchanger 108. The second line includes second vacuum valve 116 and second, smaller, heat exchanger 118. The first and second evacuation lines operate according to different parameters while cooperating with each other to shorten the vacuum draw time. For example, the regular heat exchanger may be twice the size of the smaller one. It will be appreciated that the vacuum pump 92 can be a standard two stage pump modified to provide a second inlet to the second stage as shown. The
preferred pump to be so modified includes interior check valves between the stages.

Operation of the dual-heat-exchanger-evacuation line in the vacuum draw is as follows. First, the system is effectively reduced to the formation illustrated in figure 9 by closing the steam generator valve 114, the air intake valve 128, and the exhaust valve 122 (see figure 8). This isolates the steam generator 112, air filter 126, armature cavity 4, and exhaust 124 from the system. Then the two-stage vacuum pump 92 is activated with the bleed valve 130 opened only momentarily to allow atmospheric air into the intake path of the vacuum pump, but not into the cassette. This action relieves any vacuum that may still exist within the two lines and allows the pump to begin operation. It will be appreciated that the pump could not begin to operate if a vacuum persisted in the lines. Once the vacuum pump is in operation, both the vacuum valve 106 and the second vacuum valve 116 are opened to connect the two lines to the cassette 28, thereby withdrawing steam from it. The steam, with pressure P1, will exit the cassette through both valves simultaneously and move toward the vacuum pump inlets 132 and 134.

Steam flowing into regular heat exchanger 108 is cooled by air circulated by cooling fan 136 and condenses. This creates a negative pressure P2 at the exit of the regular heat exchanger 108, where P2<P1. The steam/water mixture with pressure P2 enters the first stage of the two-stage vacuum pump 92 and exits the first stage pump at a slightly higher pressure P3 due to the pumping action.

The steam passing through the smaller heat exchanger 118, which is cooled by air circulated by a cooling fan 138, also condenses. The negative pressure created by this condensation reduces the pressure of the gas exiting the second heat exchanger to P4, where P4<P1. Pressure P4 is greater than P2 because the amount of
condensation, and, hence, the pressure drop, taking place in the smaller heat exchanger is less than that taking place in the larger heat exchanger. Pressure P4 is also higher than P3 since the pressure increase due to the first-stage pumping action of the vacuum pump is relatively small.

The steam/water mixture with pressure P3 merges with the steam/water mixture with pressure P4 exiting from the second heat exchanger, resulting in a pressure P', where P'>P3. The exit check valve 140 of the first stage prevents the higher-pressure steam/water mixture from re-entering the first stage pump. Pressure P' creates a larger pressure gradient (P'>Patm) across the second stage vacuum pump, thereby facilitating the second-stage vacuum draw and increasing the rate of overall vacuum draw. The introduction of the second heat exchange line thus enables a faster pressure drop due to phase change from steam to water via condensation and at the same time maintains a large pressure gradient across the second stage of the vacuum pump to enable faster removal of the steam/water mixture by the vacuum pump.

It will be appreciated that the dual heat exchange evacuation line illustrated in figure 9 balances the need to evacuate steam rapidly with the need to remove the water from the system by using some of the potential energy reflected in the pressure remaining in the system to assist in removal of the water. The result is that a single vacuum pump can be used more efficiently, which is important in a desk-top system.

After the second vacuum draw, the pressure and temperature inside the cassette are increased to the levels required for sterilization. These parameters are mandated by regulation and may vary from country to country. Thus, the operation of the described apparatus may be varied to accommodate these standards.
Pressurization is accomplished by activating the steam generator 112 to produce steam and opening the steam generator valve 114. Steam flows through steam inlet 120 into the cassette, which purges any steam then in the cassette. When the predetermined pressure level required for sterilization is reached, the sterilization cycle begins.

The length of the sterilization cycle depends on the applicable standard. During sterilization, the correlation between the pressure of the steam and its temperature is closely monitored by the control system. Control of the sterilization pressure is preferably achieved by cyclically switching the power to the heating element in the steam generator on and off in response to the temperature sensed by the thermocouple 62.

Steam is generated on demand by pumping water into the steam generator when the temperature of the heating coil 52 (dt_{on}), sensed by the thermocouple 62, increases to a predetermined temperature. As noted above, because the heating coil is tilted, a small, upper portion of the heating coil will be exposed first as the water level in the steam generator decreases, and the temperature of that portion will increase rapidly to provide a sensitive measure of the state of the steam generator. Pumping is stopped when the temperature of the heating coil decreases to a predetermined threshold (dt_{off}).

The cassette is maintained at the prescribed temperature and pressure for the prescribed period of time required to sterilize the instruments. Then, the exhaust valve 122 is opened and controlled to release the pressure in the cassette at the rate specified by the relevant standards. The exhaust water is also collected in an exhaust water container (not shown). At this time, the heating plates 32 are

**SUBSTITUTE SHEET (RULE 26)**
activated and maintained above the boiling point of water for the pressure inside the cassette, to prevent formation of water in the cassette as the pressure decreases.

Then the cassette is prepared for removal and storage of the sterilized instruments by first ensuring that no steam remains in the cassette. This is done by first opening the bleed valve 130 momentarily and activating the vacuum pump 92. Then the bleed valve is closed and the vacuum valve 106 opened to draw the remaining steam out of the cassette. During this step, the valve 116 remains closed, and the heating plates 32 remain activated to ensure that no water forms in the cassette. Following removal of the steam, the air valve 128 is opened, which draws air through filter 126 and into the cassette. An optional heater 142 heats this air to avoid condensation, and the air cools the sterilized instruments for a period of time that depends on the sterilization load.

The sterilization cycle is then complete, and the armature valve 144 is opened to allow the cavity pressure to return to atmospheric. Then, the door 6 may be opened and the cassette removed. Preferably, valves on the cassette close as they are detached from the probes in the cavity, whereby the cassette remains isolated from the ambient.

It will be appreciated that various electronic components and methods may be employed to implement the described procedures. In the preferred embodiment, an input/output board and a logic board are provided to read the various temperatures and pressures, to control the valves and pumps as described, and to display relevant information, such as a graph showing the progress of the sterilization cycle.
Modifications within the scope of the appended claims will be apparent to those of skill in the art.
We Claim:

1. A sterilizer comprising:
   an armature forming a cavity adapted to receive a removable cassette,
   a steam generator having an outlet connected to a steam inlet, said steam inlet
   being adapted to be connected to said cassette, and
   a vacuum pump having an inlet connected to said cavity and to a probe
   adapted to be connected to an outlet port of said cassette.

2. A sterilizer according to claim 1 wherein said armature comprises an extrusion
   having an inner wall, and outer wall, and a plurality of webs connecting said inner and
   outer walls.

3. A sterilizer according to claim 2 wherein said extrusion is of aluminum.

4. A sterilizer according to claim 1 further comprising at least one heating plate in
   said cavity arranged to contact said cassette when in said cavity.

5. A sterilizer according to claim 1 wherein said steam generator comprises a plate
   having an electric heating coil having one side secured to said plate by a rod that is
   secured to said plate and extends across an opposed surface of the heating coil.

6. A sterilizer according to claim 5 wherein said steam generator comprises a
   thermocouple attached to one part of said heating coil.

7. A sterilizer according to claim 6 wherein said steam generator is oriented such that
   when in use said heating coil is tilted with respect to the horizontal.

8. A sterilizer according to claim 5 wherein said steam generator includes an inlet
   nozzle arranged to spray droplets onto said heating element.

9. A sterilizer according to claim 1 wherein said vacuum pump has a second inlet
   connected to said outlet of said steam generator.
10. A sterilizer according to claim 1 wherein said vacuum pump is a two-stage vacuum pump and said sterilizer further comprises a first heat exchanger and first control valve connected between the inlet of a first stage of said vacuum pump and said probe, and a second heat exchanger and second control valve connected between an inlet to the second stage of said vacuum pump and said steam inlet.

11. A sterilizer according to claim 10 wherein said first heat exchanger is larger than said second heat exchanger.

12. A method for sterilizing instruments comprising the steps of:

   providing an armature having a cavity for receiving a sterilizing cassette, and

   withdrawing air from both said cassette and said cavity.

13. A method according to claim 12 further comprising the step of supplying steam to said cassette and then withdrawing said steam by drawing said steam through first and second heat exchangers arranged in parallel, wherein said first heat exchanger is larger than said second heat exchanger.

14. A method according to claim 13 further comprising withdrawing the outputs of said first and second heat exchangers with a two-stage vacuum pump having an inlet to a first stage connected to the output of said first heat exchanger and an inlet to a second stage connected to the output of said second heat exchanger.
A. CLASSIFICATION OF SUBJECT MATTER

IPC 7  A61L2/26   A61L2/24   A61L2/07

According to International Patent Classification (IPC) or to both national classification and IPC

B. FIELDS SEARCHED

Minimum documentation searched (classification system followed by classification symbols)

IPC 7  A61L

Documentation searched other than minimum documentation to the extent that such documents are included in the fields searched

Electronic database consulted during the international search (name of database and, where practical, search terms used)

EPO-Internal, WPI Data, PAJ, COMPENDEX, FSTA, INSPEC

C. DOCUMENTS CONSIDERED TO BE RELEVANT

<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>X</td>
<td>US 5 543 119 A (SUTTER RALF ET AL) 6 August 1996 (1996-08-06) column 1, line 31 - line 60 column 2, line 25 - column 3, line 37 column 6, line 51 - column 7, line 40 figure 1</td>
<td>1-3, 5, 8, 12, 13</td>
</tr>
<tr>
<td>X</td>
<td>US 5 368 821 A (SCHMOEGNER JOHN C ET AL) 29 November 1994 (1994-11-29) column 2, line 12 - line 50 column 3, line 14 - line 32 claims 1, 10</td>
<td>1, 12, 13</td>
</tr>
<tr>
<td>A</td>
<td>US 3 834 872 A (JOSLYN L) 10 September 1974 (1974-09-10) column 1, line 64 - column 2, line 21 column 2, line 45 - column 3, line 24</td>
<td>1, 4-6, 9, 10, 12-14</td>
</tr>
</tbody>
</table>

X Further documents are listed in the continuation of box C.

X Patent family members are listed in annex.

* Special categories of cited documents:

*A* document defining the general state of the art which is not considered to be of particular relevance

*E* earlier document but published on or after the international filing date

*L* document which may throw doubt on priority claim(s) or which is cited to establish the publication date of another citation or other special reason (as specified)

*O* document relating to an oral disclosure, use, exhibition or other means

*P* document published prior to the international filing date but later than the priority date claimed

**T** later document published after the international filing date or priority date and not in conflict with the application but cited to understand the principle or theory underlying the invention

**X** document of particular relevance; the claimed invention cannot be considered novel or cannot be considered to involve an inventive step when the document is taken alone

**Y** document of particular relevance; the claimed invention cannot be considered novel or cannot be considered to involve an inventive step when the document is combined with one or more other such documents, such combination being obvious to a person skilled in the art

**S** document member of the same patent family

Date of the actual completion of the international search
14 July 2000

Date of mailing of the international search report
21/07/2000

Name and mailing address of the ISA
European Patent Office, P.B. 5818 Patentlaan 2 NL-2280 HV Rijswijk Tel. (+31-70) 340-2040, Tx. 31 651 epo nl Fax: (+31-70) 340-3016

Authorized officer
Menidje R
<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>A</td>
<td>US 5 145 642 A (HANCOCK CHARLES O ET AL) 8 September 1992 (1992-09-08) column 1, line 47 - column 2, line 11 column 3, line 27 - column 4, line 38 figure 1</td>
<td>1, 4-6, 9, 10, 12-14</td>
</tr>
<tr>
<td>Patent document cited in search report</td>
<td>Publication date</td>
<td>Patent family member(s)</td>
</tr>
<tr>
<td>---------------------------------------</td>
<td>-----------------</td>
<td>-------------------------</td>
</tr>
<tr>
<td>US 5543119 A</td>
<td>06-08-1996</td>
<td>DE 9310601 U</td>
</tr>
<tr>
<td></td>
<td></td>
<td>AT 167797 T</td>
</tr>
<tr>
<td></td>
<td></td>
<td>CA 2127903 A</td>
</tr>
<tr>
<td></td>
<td></td>
<td>DE 59406361 D</td>
</tr>
<tr>
<td></td>
<td></td>
<td>EP 0638298 A</td>
</tr>
<tr>
<td>US 5368821 A</td>
<td>29-11-1994</td>
<td>NONE</td>
</tr>
<tr>
<td></td>
<td></td>
<td>AU 5608373 A</td>
</tr>
<tr>
<td></td>
<td></td>
<td>CA 980975 A</td>
</tr>
<tr>
<td></td>
<td></td>
<td>DE 2333755 A</td>
</tr>
<tr>
<td></td>
<td></td>
<td>JP 49043485 A</td>
</tr>
</tbody>
</table>