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ABSTRACT 

Analytes in a liquid sample are determined by methods uti 
lizing sample Volumes of less than about 1.5ul and test times 
within ten seconds. The methods are preferably performed 
using Small test strips including a sample receiving chamber 
filled with the sample by capillary action. 
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METHOD FOR DETERMINING THE 
CONCENTRATION OF AN ANALYTE N A 
LIQUID SAMPLE USING SMALL VOLUME 

SAMPLES AND FAST TEST TIMES 

REFERENCE TO RELATED APPLICATIONS 

0001. This application is a continuation of U.S. patent 
application Ser. No. 1 1/677,737 filed Feb. 22, 2007 (attorney 
docket no. 7404-787), which is a continuation of U.S. patent 
application Ser. No. 10/382.322 filed Mar. 5, 2003 (attorney 
docket no. 7404–473) which is a continuation-in-part of U.S. 
patent application Ser. No. 10/264,785 filed Oct. 4, 2002 
(attorney docket no. 7404-426) which claims the benefit of 
U.S. Provisional Patent Application No. 60/332,411 filed 
Nov. 16, 2001 (attorney docket no. 7404-425), which are 
hereby incorporated by reference in their entirety. This appli 
cation is also a continuation-in-part of U.S. patent application 
Ser. No. 10/264,891 filed Oct. 4, 2002 (attorney docket no. 
7404-431) which claims the benefit of U.S. Provisional Patent 
Application No. 60/332,411 filed Nov. 16, 2001 (attorney 
docket no. 7404-425), which are hereby incorporated by ref 
erence in their entirety. This application is also a continua 
tion-in-part of U.S. patent application Ser. No. 10/264,785 
filed Oct. 4, 2002 (attorney docket no. 7404-426) which 
claims the benefit of U.S. Provisional Patent Application No. 
60/332,411 filed Nov. 16, 2001 (attorney docket no. 7404 
425), which are hereby incorporated by reference in their 
entirety. 

FIELD OF THE INVENTION 

0002 The present invention relates to methods for deter 
mining the concentration of an analyte in a liquid sample, and 
particularly to methods using sample Volumes of less than 1.5 
ul and test times within ten seconds after application of the 
sample. 

BACKGROUND 

0003 Electrodes are well known devices which permeate 
industry, and which, although often very Small in size and not 
particularly visible, can have a significant impact on peoples 
lives. Electrodes are used in electronic instruments having 
many industrial, medical, and analytical applications. To 
name just a few, they include monitoring and controlling fluid 
flow, and various types of analytical methods wherein electric 
current is measured to indicate the presence or concentration 
of certain chemical species. 
0004. With respect to analytical methods, the need for 
detection and quantitative analysis of certain chemicals found 
within a larger composition can be important for the chemical 
and manufacturing industries, as well as biotechnology, envi 
ronmental protection, and healthcare industries. Examples of 
Substances that may be analyzed include liquid samples Such 
as tap water, environmental water, and bodily fluids such as 
blood, plasma, urine, saliva, interstitial fluid, etc. 
0005. Many analytical techniques, sometimes referred to 
as electrochemical detection methods, make use of electrodes 
as a component of an electrochemical sensor. The sensors are 
used in combination with electronic apparatuses to precisely 
detect the presence or concentration of a selected chemical 
species (analyte) within a Substance sample. Techniques that 
allow the use of miniaturized disposable electroanalytic 
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sample cells for precise micro-aliquote sampling, and self 
contained, automatic means for measuring the analysis, can 
be particularly useful. 
0006 Electrochemical detection methods can include 
amperometric measurement techniques, which generally 
involve measurement of a current flowing between electrodes 
that directly or indirectly contact a sample of a material con 
taining an analyte, and studying the properties of the current. 
The magnitude of the current can be compared to the current 
produced by the system with known samples of known com 
position, e.g., a known concentration of analyte, and the 
quantity of analyte within the sample Substance can be 
deduced. These types of electrochemical detection methods 
are commonly used because of their relatively high sensitivity 
and simplicity. 
0007 Micro-electrode arrays are structures generally hav 
ing two electrodes of very Small dimensions, typically with 
each electrode having a common element and electrode ele 
ments or micro-electrodes. If “interdigitated the arrays are 
arranged in an alternating, finger-like fashion (See, e.g., U.S. 
Pat. No. 5,670,031). These are a sub-class of micro-elec 
trodes in general. Interdigitated arrays of micro-electrodes, or 
IDAs, can exhibit desired performance characteristics; for 
example, due to their Small dimensions, IDAS can exhibit 
excellent signal to noise ratios. 
0008 Interdigitated arrays have been disposed on non 
flexible Substrates such as silicon or glass Substrates, using 
integrated circuit photolithography methods. IDAS have been 
used on non-flexible substrates because IDAS have been con 
sidered to offer superior performance properties when used at 
very small dimensions, e.g., with feature dimensions in the 
1-3 micrometer range. At Such small dimensions, the Surface 
structure of a Substrate (e.g., the flatness or roughness) 
becomes significant in the performance of the IDA. Because 
non-flexible Substrates, especially silicon, can be processed 
to an exceptionally smooth, flat, Surface, these have been used 
with IDAS. 

SUMMARY OF THE INVENTION 

0009. Whereas micro-electrodes have in the past been 
used with non-flexible Substrates such as silicon, ceramic, 
glass, aluminum oxide, polyimide, etc., it has now been dis 
covered that micro-electrode arrays, for example, IDAS, can 
be advantageously useful when disposed on flexible sub 
strates. Moreover, Such micro-electrodes, disposed on flex 
ible Surfaces, can be prepared using methods that involve 
flexible circuit photolithography, as opposed to methods 
relating to integrated circuit photolithography. 
0010. An interdigitated array of the invention, disposed on 
a flexible Substrate, can be used generally, in applications 
where IDAs are known to be usefully employed. In particular 
embodiments of the invention, the IDAS can be used to con 
struct electrochemical sensors, test cells, or test strips. The 
sensors can be used with electronic detection systems (some 
times referred to as “test stands’) in methods of analyzing 
sample compositions for analytes. Preferred embodiments of 
sensors can be disposable, and can include channels or micro 
channels, preferably a capillary, which facilitates flow of a 
Substance sample into the reaction chamber and in contact 
with the sensor. 
0011. The micro-electrode arrays of the invention can be 
useful when disposed onto a flexible substrate. In particular, 
IDAs are shown to be effective at dimensions relatively larger 
than the dimensions often used for IDAs disposed on non 
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flexible substrates. Even though they can be relatively larger 
than IDAs disposed on non-flexible substrates, the inventive 
IDAs are still able to exhibit performance properties, e.g., 
signal to noise amplification benefits and steady-state assay 
profiles, comparable to IDAS having Smaller dimensions. 
0012 Electrochemical sensors of the invention have been 
found to provide performance advantages, e.g., relative to 
commercially available sensors. For sensors used in glucose 
monitoring, compared to commercially available sensors, the 
inventive sensors can exhibit improved (shortened) process 
ing periods, e.g., one half second to steady-state after appli 
cation of the assay potential and 5 seconds to readout, and the 
ability to get an accurate and precise readout from a relatively 
Small sample of Substance, e.g., less than one microliter (ul), 
preferably a sample volume in the range from about 0.25 to 
0.1 ul, e.g., from about 0.4 to about 0.1 ul. 
0013 The use of larger-dimensioned micro-electrode 
arrays also allows the significant advantage of fabricating 
arrays and sensors using relatively less expensive and more 
efficient flex circuit photolithography processes. These can 
advantageously incorporate the use of solid materials instead 
of spin-on liquid materials, e.g., one or more of a solid pho 
toresist or a solid coverlay, instead of liquid materials typi 
cally used in integrated circuit photolithography. 
0014. An aspect of the invention relates to micro-elec 
trodes used in combination with a flexible substrate. The 
array can include a working electrode and a counter electrode, 
each including a common lead and commonly-connected 
electrode elements, for example with the electrode elements 
being arranged in a Substantially-parallel, alternating fashion. 
Preferred dimensions for micro-electrodes can be, e.g., fea 
ture size or width of electrodes (W) in the range from 15 or 
20 or 25 um, up to about 100 um, more preferably from 
greater than or about 25 or 30 um to about 50 um. Preferred 
spacing between electrodes (W) can also be in the range 
from about 15 to about 50 lum, more preferably from greater 
than or about 20 or 25um to about 45um. 
0015. Another aspect of the invention relates to an elec 
trochemical sensor comprising an array of micro-electrodes 
disposed on a flexible substrate. The sensor can further 
include a chemical coating disposed on the array to facilitate 
practice of electrochemical detection methods. 
0016 Yet another aspect of the invention relates to a 
method of detecting an analyte using an array of micro 
electrodes of the invention, e.g., using an electrochemical 
sensor comprising an interdigitated array disposed proximal 
to a flexible substrate. Such a method can include certain of 
the following steps. A sensor is provided which comprises 
micro-electrodes proximal to a flexible substrate, and a 
chemical coating proximal to the micro-electrodes; the coat 
ing comprises a compound reactive to produce an electroac 
tive reaction product. The coating is contacted with a Sub 
stance comprising an analyte, allowing the analyte to react 
with chemical components of the coating to produce an elec 
troactive reaction product. Electric properties of the coating 
can be measured, and the electric properties can be correlated 
to the amount of electroactive reaction product, and to the 
amount of analyte. 
0017 Still another aspect of the invention relates to a 
method of preparing a micro-electrode, including the step of 
disposing the micro-electrode onto a flexible substrate. 

BRIEF DESCRIPTION OF THE DRAWINGS 

0018 FIG. 1 shows an embodiment of an interdigitated 
array of the invention. 
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0019 FIG. 2 shows a top view of a sensor of the invention. 
0020 FIG.3 shows a top view of a sensor of the invention. 
0021 FIG. 4 shows a side view of a sensor of the invention. 
0022 FIG.5 shows a side view of a sensor of the invention. 
0023 FIG. 6 shows a perspective view of a dissembled 
sensor of the invention. 
0024 FIG. 7 shows data of assay current versus blood 
glucose level. 

DETAILED DESCRIPTION 

0025. An embodiment of the present invention is directed 
to arrays of micro-electrodes, e.g., an interdigitated array of 
electrodes (sometimes referred to as “microband’ electrodes) 
used in combination with a flexible substrate. 
0026. An array of micro-electrodes includes two elec 
trodes, referred to as the working electrode and the counter 
electrode, electrically insulated from one another. 
0027 Micro-electrodes, as distinguished from other elec 
trodes generally, are understood in the electronic and biosen 
sor arts. In analyzing a liquid sample using electrodes and 
electronic equipment and techniques, the size and spacing of 
electrodes can affect whether diffusion of an analyte through 
the sample to an electrode occurs by a planar or non-planar 
path. Micro-electrode arrays are of a size and spacing Such 
that in detecting chemical species of a solution, the species 
will diffuse toward or approach an electrode of the micro 
electrode array in a non-planar fashion, e.g., in a curved or 
hemispherical path of diffusion. In contrast, non-microelec 
trodes, i.e., "macro-electrodes, cause diffusion of an analyte 
through a solute according to a Substantially planar path. It is 
also understood that some electrode configurations can cause 
diffusion to take place by a mix of planar and non-planar 
paths, in which case the electrodes can be considered a micro 
electrode array, especially if the diffusion occurs predomi 
nantly (e.g., greater than 50%) according to a non-planar 
path, or if the size of the electrodes is less than 100 um, e.g., 
less than 50 lum. 
0028. The electrodes of a micro-electrode array are posi 
tioned near each other in an arrangement that will result in 
non-planar diffusion as described. The arrangement of the 
electrodes can be any arrangement that results in Such diffu 
Sion, with a working and a counter electrode being Substan 
tially evenly spaced from each other. One electrode may be 
arranged into a shape or figure or outline that will produce 
interstices within which the second electrode may be placed. 
For instance, one electrode can be arranged as an increasing 
radius, Substantially circular spiral, with a continuous, long 
and narrow interstitial area being created between each Suc 
cessively larger revolution of electrode. The other electrode 
can be positioned in the interstitial area between revolutions, 
while the electrodes remain insulated from one another. The 
width and spacing of the electrodes can be arranged to result 
in micro-electrode array performance. 
0029. According to other forms of such micro-electrode 
arrays, the spiral may not be substantially circular, but could 
include linear, square, angled, or oblong or oval features. Or, 
the electrodes could be arranged in any other geometric form 
whereby the electrodes are placed adjacent to each other and 
within the other's respective interstitial area, e.g., by follow 
ing a similar path separated by a Substantially uniform gap. 
0030. In one particular embodiment, the micro-electrode 
can be arranged into an interdigitated array, meaning that at 
least a portion of electrode elements of the working electrode 
are placed substantially parallel to and in alternating Succes 
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sion with at least a portion of the electrode elements of the 
counter electrode, e.g., in an alternating, "finger-like' pattern. 
Such interdigitated micro-electrode arrays include electrode 
elements (sometimes referred to as "fingers') and a common 
element ("contact strip”) which commonly connects the elec 
trode elements. 
0031. The components of the electrodes may be made of 
any conductive material, including those known and conven 
tionally used as electrode materials, particularly including 
materials known in the flexible circuit and photolithography 
arts. These can include, for example, carbon, noble metals 
Such as: gold, platinum, palladium, alloys of these metals, 
potential-forming (conductive) metal oxides and metal salts, 
as well as others. 
0032. The electrodes and their components can be of 
dimensions, meaning the width of the electrode components 
as well as the separation between components, that can pro 
vide an array with useful properties, e.g., useful or advanta 
geous capabilities with respect to contacting a substance or 
measuring electrical properties. Advantageously, interdigi 
tated arrays can be prepared at dimensions that allow for 
contact with and measurement of electrical properties of a 
relatively small sample of a Substance. 
0033. In preferred embodiments of the invention, each 
electrode element can independently have a width (W) in the 
range from greater than 15 micrometers (Lm) to about 50 um, 
with the range from greater than or about 20 or 25um to about 
40 um being particularly preferred. The separation between 
electrode components (W), especially the separation 
between alternating electrode elements, can also preferably 
be in the range between about 15 micrometers and about 50 
um, with the range from greater than or about 20 or 25um to 
about 40 um being particularly preferred. The total area of an 
electrode (meaning the area of the fingers but not the common 
element) can be chosen depending on these dimensions, on 
the use intended for the electrode, on the desired current level 
intended to pass through the electrode, and on the desired 
number of electrode elements. An exemplary area of an elec 
trode having 10 electrode elements can be in the range from 
about 0.1 to about 0.5 square millimeters, (for example 10 
electrode fingers having dimensions of 50 um by 1 mm), e.g., 
from about 0.2 to 0.3. 
0034. The thickness of the electrode components can be 
Sufficient to Support a desired electric current. Exemplary 
thicknesses can be in the range from about 30 to 200 nanom 
eters (nm), with a preferred thickness being about 100 nm. 
0035. The electrodes can independently have a number of 
interdigitated electrode elements sufficient to provide utility, 
e.g., allowing contact with a Substance to measure its electri 
cal behavior. Conventionally, the array can have substantially 
the same number (equal, plus or minus one) of electrode 
elements in the working electrode as are in the counter elec 
trode, allowing the electrode elements to be paired next to 
each other in an alternating sequence. In some preferred 
embodiments of the array, Such as in some of the applications 
described below for electrochemical sensors, each electrode 
of an array may typically have from about 4 to about 30 
electrode elements. 

0036 FIG. 1 illustrates an embodiment of an array of the 
invention. Working electrode 2 and counter electrode 4 are 
arranged as an interdigitated array on flexible Substrate 10. 
(The figure is not to scale and its dimensions, as well as the 
dimensions of the other figures, should not be construed to 
limit the invention). The working and counter electrodes 
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include common strips 6a and 6b, respectively, which can be 
connected to electrically conductive means (e.g., “connec 
tors.” “pads, or “leads, etc.) for connecting the electrodes to 
an external circuit. In the illustrated example, the working 
electrode includes electrode elements 8a connected to com 
mon strip 6a, and the counter electrode includes electrode 
elements 8b connected to common strip 6b. 
0037 According to the invention, the interdigitated array 

is disposed proximal to, e.g., on, a flexible Substrate. To act as 
a flexible substrate, a material must be flexible and also insu 
lating, and is typically relatively thin. The substrate should be 
capable of adhering components of an IDA, or additional 
components of a sensor, to its Surface. Such thin, insulative, 
flexible substrates are known in the art offlexible circuits and 
flex circuit photolithography. "Flexible substrates' according 
to the present disclosure can be contrasted to non-flexible 
Substrates used in integrated circuit (IC) photolithography but 
not in flexible circuit photolithography. Examples of non 
flexible substrates used in IC photolithography include sili 
con, aluminum oxide, and other ceramics. These non-flexible 
substrates are chosen to be processable to a very flat surface. 
Typical flexible substrates for use in the invention are con 
structed of thin plastic materials, e.g., polyester, especially 
high temperature polyester materials; polyethylene naphtha 
late (PEN); and polyimide, or mixtures of two or more of 
these. Polyimides are available commercially, for example 
under the trade name Kapton(R), from I.E. duPont de Nemours 
and Company of Wilmington, Del. (duPont). Polyethylene 
naphthalate is commercially available as Kaladex(R), also 
from duPont. A particularly preferred flexible substrate is 7 
mill thick Kaladex(R) film. 

0038 Interdigitated arrays of the invention can be used in 
applications generally known to incorporate electrodes, espe 
cially applications known to involve interdigitated arrays of 
electrodes. Various applications are known in the arts of elec 
tronics and electrochemistry, including applications relating 
to process and flow monitoring or control, and chemical ana 
lytical methods. The arrays may be particularly useful as a 
component of an electrochemical sensor, where there is 
added value, benefit, or cost efficiency, to the use of a flexible 
substrate, or where there is value, benefit, or cost efficiency in 
having an interdigitated array of dimensions relatively larger 
than the dimensions of interdigitated arrays conventionally 
disposed on non-flexible substrates. 
0039. An interdigitated array of the invention can, for 
example, be included in an electrochemical sensor (some 
times referred to as a “biosensor or simply “sensor) used in 
electrochemical detection methods. Electrochemical detec 
tion methods operate on principles of electricity and chemis 
try, or electrochemistry, e.g., on principles of relating the 
magnitude of a current flowing through a Substance, the resis 
tance of a Substance, or a Voltage across the Substance given 
a known current, to the presence of a chemical species within 
the substance. Some of these methods can be referred to as 
potentiometric, chronoamperometric, or impedance, depend 
ing on how they are practiced, e.g., whether potential differ 
ence or electric current is controlled or measured. The meth 
ods and sensors, including sensors of the invention, can 
measure current flowing through a Substance due directly or 
indirectly to the presence of a particular chemical compound 
(e.g., an analyte or an electroactive compound). Such as a 
compound within blood, serum, interstitial fluid, or another 
bodily fluid, e.g., to identify levels of glucose, blood urea, 
nitrogen, cholesterol, lactate, and the like. Adaptations of 
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Some electrochemical methods and electrochemical sensors, 
and features of their construction, electronics, and electro 
chemical operations, are described, for example, in U.S. Pat. 
Nos. 5,698,083, 5,670,031, 5,128,015, and 4,999,582, each 
of which is incorporated herein by reference. 
0040. Oftentimes, a compound of interest (analyte) in a 
substance is not detected directly but indirectly, by first react 
ing the analyte with another chemical or set of chemicals 
proximal to or in contact with an IDA. The reaction produces 
an electroactive reaction product that is electrochemically 
detectable and quantifiable by applying a potential difference 
between the counter and working electrodes and measuring 
the magnitude of the current produced. This allows measure 
ment of the amount of electroactive reaction product gener 
ated by the first reaction, and correlation of that measurement 
to the amount of analyte in the sample Substance. 
0041 An example of such a method involves the catalytic 
use of an enzyme, and is sometimes referred to as enzymatic 
amperometry. These methods can use an interdigitated array 
of electrodes coated with a chemical coating that contains a 
chemical compound reactive to produce an electroactive 
reaction product. (The chemical compound reactive to pro 
duce an electroactive reaction product is sometimes referred 
to herein as a “mediator.) Upon contacting the coating with 
a sample that contains an analyte, analyte reacts with chemi 
cal compounds of the coating to generate electroactive reac 
tion product. This electroactive reaction product can be elec 
tronically detected, measured, or quantified, by applying a 
potential difference between the electrodes and measuring 
the current generated by the electrooxidation of the mediator 
at the working electrode. By calibrating the system's behavior 
using known Substances and concentrations, the electrical 
behavior of the system in the presence of a sample Substance 
ofunknown composition can be determined by comparisonto 
the calibration data. 

0042. The sensor of the invention may be used in ampero 
metric applications, e.g., enzymatic amperometric applica 
tions, if disposed on the array is a coating of useful chemistry, 
including e.g., an enzyme and a mediator. When a sample 
containing an analyte is contracted with the coating, the ana 
lyte, enzyme, and the mediator participate in a reaction, 
wherein the mediator is either reduced (receives at least one 
electron) or is oxidized (donates at least one electron). Usu 
ally, in this reaction, the analyte is oxidized and the mediator 
is reduced. After this reaction is complete, an electrical poten 
tial difference can be applied between the electrodes. The 
amount of reducible species and the applied potential differ 
ence must be sufficient to cause diffusion-limited electrooxi 
dation of the reduced form of the mediator at the surface of the 
working electrode. The IDA electrode configuration of the 
sensor places the working electrode fingers in close proximity 
to counter electrode fingers. Mediator electrooxidized at the 
working electrode can therefore diffuse rapidly to the adja 
cent counter electrode via radial diffusion where it is once 
again reduced. Likewise, oxidized mediator reduced at the 
counter electrode can migrate to the working electrode for 
electrooxidation to the oxidized form. This migration 
between the fingers produces a constant or 'steady state' 
current between the electrodes. After a short time delay, this 
steady State current is measured and correlated to the amount 
of analyte in the sample. 
0043. The chemistries of the first and second reactions can 
be of any nature effective to produce the electroactive reaction 
product of the first reaction, to detect or quantify the electro 
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active reaction product during the second reaction, and to 
allow correlation of the amount of electroactive reaction 
product with the presence or concentration of analyte in the 
original sample. 
0044. In general, a typical first reaction can be an oxida 
tion/reduction sequence, preferably occurring without the 
need for a chemical potential across the electrodes. It can be 
desirable for this reaction to favor maximum, preferably com 
plete conversion of the analyte, and to proceed as quickly as 
possible. Often this reaction is catalyzed, e.g., enzymatically. 
Such reaction schemes and their application to enzymatic 
amperometry are known. See, e.g., U.S. Pat. No. 5,128,015: 
European Patent Specification EP 0406 304 B1; and Aoki, 
Koichi, Ouantitative Analysis of Reversible Diffusion-Con 
trolled Currents of Redox Soluble Species at Interdigitated 
Array Electrodes Under Steady-State Conditions, J. Electroa 
nal. Chem. 256 (1988) 269-282. An example of a useful 
reaction scheme can be the reaction of a component of a 
bodily fluid, e.g., glucose, with an enzyme and a cofactor, in 
the presence of a mediator, e.g., an oxidizer, to produce an 
electroactive reaction product. 
0045. The chemistry of a first reaction scheme of any 
chosen electrochemical detection method can be chosen in 
light of various chemical factors relating to the system, 
including the identity of the analyte and of the sample Sub 
stance. Even then, for a given analyte or Substance, various 
different reactive components may be useful in terms of a 
catalyst (often, a variety of enzymes will be useful), co 
reactants (e.g., a variety of mediators may be useful), and 
cofactors (if needed, a variety may be useful). Many such 
reaction schemes and their reactive components and reaction 
products are known, and examples of a few different enzymes 
include those listed in Table 1. 

Redox Mediator 
Analyte Enzymes (Oxidized Form) 

Glucose Glucose dehydrogenase Ferricyanide, osmium 
and Diaphorase (III)-(bipyridyl)-2- 

imidazolyl-chloride, 
Meldola blue, 
Ru(NH3)MeImCl 
OS(III) 
(NH3)spyZ2(SO4), 
NITROSO analine 
derivatives 

Glucose Glucose oxidase (see above) 
Cholesterol Cholesterol esterase and (see glucose) 

Cholesterol oxidase 
HDL Cholesterol esterease (see glucose) 
Cholesterol and Cholesterol oxidase 
Triglycerides Lipoprotein lipase, (see glucose) 

Glycerol kinase, 
Glycerol-3-phosphate 
oxidase 

Triglycerides Lipoprotein lipase, (see glucose) 
Glycerol kinase, 
Glycerol-3-phosphate 
dehydrogenase and 
Diaphorase 

Lactate Lactate oxidase (see glucose) 
Lactate Lactate dehydrogenase (see glucose) 

and Diaphorase 
Lactate Diaphorase (see glucose) 
Dehydrogenase 
Pyruvate Pyruvate oxidase (see glucose) 
Alcohol Alcohol oxidase (see glucose) 
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-continued 

Redox Mediator 
Analyte Enzymes (Oxidized Form) 

Alcohol Alcohol dehydrogenase (see glucose) 
and Diaphorase 

Uric acid Uricase (see glucose) 
3- 3-Hydroxybutyrate (see glucose) 
Hydroxybutric dehydrogenase and 
acid (ketOne Diaphorase 
bodies) 

0046. A mediator can be any chemical species (generally 
electroactive), which can participate in a reaction scheme 
involving an enzyme, an analyte, and optionally a cofactor 
(and reaction products thereof), to produce a detectable elec 
troactive reaction product. Typically, participation of the 
mediator in this reaction involves a change in its oxidation 
state (e.g., a reduction), upon interaction with any one of the 
analyte, the enzyme, or a cofactor, or a species that is a 
reaction product of one of these (e.g., a cofactor reacted to a 
different oxidation state). A variety of mediators exhibit suit 
able electrochemical behavior. A mediator can preferably 
also be stable in its oxidized form; may optionally exhibit 
reversible redox electrochemistry; can preferably exhibit 
good solubility in aqueous solutions; and preferably reacts 
rapidly to produce an electroactive reaction product. 
Examples of Suitable mediators include benzoquinone, 
medula blue, other transition metal complexes, potassium 
ferricyanide, and nitrosoanalines, see U.S. Pat. No. 5.286, 
362. See also Table 1. 
0047. To describe an example of an oxidation/reduction 
reaction scheme that is known to be useful for detecting 
glucose in human blood, a sample containing glucose can 
react with an enzyme (e.g., Glucose-Dye-Oxidoreductase 
(Gluc-Dor)) and optionally a cofactor, (e.g., pyrrolo-quino 
line-quinone), in the presence a redox mediator (e.g., benzo 
quinone, ferricyanide, or nitroSoanaline derivatives), to pro 
duce the oxidized form of the analyte, gluconolactone, and 
the reduced form of the redox mediator. See U.S. Pat. No. 
5,128,015. Other examples of reaction schemes are known, 
and are typically used in methods designed to detect a specific 
analyte, e.g., cholesterol, urea, etc. 
0048. After the reaction is complete, a power source (e.g., 
battery) applies a potential difference between the electrodes. 
When the potential difference is applied, the amount of oxi 
dized form of the redox mediator at the counter electrode and 
the potential difference must be sufficient to cause diffusion 
limited electrooxidation of the reduced form of the redox 
mediator at the working electrode surface. In this embodi 
ment, the close proximity of the counter and working elec 
trode fingers in the IDA electrode configuration aids in the 
fast radial diffusion of the reduced and oxidized redox media 
tor between the electrodes. Recycling of the mediator 
between the electrodes and their subsequent oxidation and 
reduction on the electrodes generates a constant or “steady 
state' assay current. This steady state assay current is mea 
Sured by a current measuring meter. 
0049. The measured current may be accurately correlated 

to the concentration of analyte in the sample when the fol 
lowing requirements are satisfied: 
0050. 1) the rate of oxidation of the reduced form of the 
redox mediator is governed by the rate of diffusion of the 
reduced form of the redox mediator to the surface of the 
working electrode; and 
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0051) 2) the current produced is limited by the oxidation of 
the reduced form of the redox mediator at the surface of the 
working electrode. 
0052. In the preferred embodiment, these requirements 
are satisfied by employing a readily reversible mediator and 
by using a mixture of amounts of mediator and other compo 
nents of the chemical layer to ensure that the current produced 
during diffusion limited electrooxidation is limited by the 
oxidation of the reduced form of the mediator at the working 
electrode Surface. For current produced during electrooxida 
tion to be limited by the oxidation of the reduced form of the 
mediator at the working electrode surface, the amount of 
reducible species at the surface of the counter electrode must 
always exceed the amount of the reduced form of the redox 
mediator at the surface of the working electrode. 
0053 An example of a reaction scheme relates to the 
detection of glucose using ferricyanide and Glucose-Dye 
Oxidoreductase (Glur-Dor). The electroactive reaction prod 
uct of the enzymatic reaction between glucose and the 
enzyme is the reduced mediator, ferrocyanide. The ferrocya 
nide is electrooxidized at the working electrode back to fer 
ricyanide. One mole of oxidized redox mediator is reduced at 
the counter electrode for every mole of reduced redox media 
tor oxidized at the working electrode. Ferricyanide elec 
trooxidized at the working electrode, diffuses to the counter 
electrode, and the ferrocyanide produced at the counter elec 
trode can rapidly diffuse to the working electrode where it is 
again oxidized. A “quasi-steady state' concentration gradient 
is established between the counter and working electrode 
pairs resulting in generation of a constant quasi-steady state 
current at the working electrode. 
0054 The magnitude of the current, preferably as mea 
Sured at a quasi-steady-state condition, can be correlated to 
the amount of electroactive reaction product present in the 
coating, and consequently, to the amount of analyte in the 
sample. 
0055. The chemical coating should allow diffusion of ana 
lyte into the coating, followed by reactions as described. The 
coating can include materials which can contain the reactive 
chemical components, which allow reaction between the 
components to product an electroactive reaction product, 
which allow necessary diffusion of chemical components, 
and which can Support a current passing through the coating 
based on the concentration of electroactive reaction product. 
Typically, the coating can be made up of a binder that contains 
a set of chemicals which react to produce an electroactive 
reaction product. The chemicals generally include a mediator 
and necessary enzymes and cofactors. Sucha coating can also 
contain a variety of additional components to make the coat 
ing operative and Suitable for processing, including specific 
components listed above as well as Surfactants, film formers, 
adhesive agents, thickeners, detergents, and other ingredients 
and additives that will be understood by an artisan skilled in 
the electrochemical sensor art. 
0056. The binder can provide integrity of the coating while 
allowing diffusion of the different components of the reaction 
scheme, reaction between the reactive components, and 
movement of reactive components and products sufficient to 
produce a quasi-steady-state concentration gradient of 
mediator and electroactive reaction product and thereby 
establish a stable or quasi-steady-state current between the 
electrode pairs. Exemplary binders can include gelatin, car 
rageenan, methylcellulose, polyvinyl alcohol, polyvinylpyr 
rolidone, alignate, polyethylene oxide, etc. 
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0057. A sensor according to the invention can be under 
stood to include a micro-electrode disposed on a flexible 
Substrate, optionally including a chemical coating, and fur 
ther including any immediate appurtenance necessary to use 
the sensor in an electronic system or apparatus (e.g., test 
stand) designed, for example, for use in an electrochemical 
detection method. A sensor can include the interdigitated 
array disposed on a flexible substrate, with additional com 
ponents to independently connect each of the separate elec 
trodes to a different Voltage, e.g., electrical connectors, leads, 
or pads. In some circumstances, the sensor may include a 
reference electrode provided on the same or a different sub 
strate and electrically insulated from the interdigitated array. 
The sensor may also include components to direct flow of a 
sample Substance into contact with the IDA, e.g., a vessel, 
channel, microchannel, or capillary. A particularly preferred 
embodiment of the sensor includes a microchannel or capil 
lary, most preferably a capillary, which directs flow of a 
sample substance into the reaction chamber and over the IDA 
(e.g., a coated IDA). 
0058. A capillary can be included in a sensor to facilitate 
analysis of a small Volume of a sample Substance by precisely 
directing the flow of a volume of sample over the IDA, pref 
erably in a short period of time. Analysis of relatively small 
Volumes of a sample Substance can be accomplished, at least 
in part, due to the signal amplification features of the IDA. 
0059 Preferred dimensions of a capillary for what can be 
referred to as a “low volume sensor configuration.” can be in 
the range of 0.025 mm to 0.2 mm (depth), preferably about 
0.125 mm (depth), x1 mm (width)x3 mm (length), resulting 
in a capillary chamber requiring a relatively small Volume of 
sample, e.g., less than 400 nanoliters (nl). The Volume of the 
chamber can preferably be such that a low volume sample of 
a substance can be directed into or through the chamber for 
analysis. Chamber Volumes will vary depending on the type 
of analyte being studied, and even its concentration of an 
analyte. (Blood samples of different hematocrits will dis 
pense differently into a capillary.) Exemplary chamber vol 
umes can be in the range from about 100 to 300 nanoliters for 
glucose analysis in interstitial fluid, and from about 250 to 
400 microliters for glucose analysis applications in the whole 
blood. In the most preferred embodiments of the sensor, 
including a capillary, the capillary may have a vent to facili 
tate flow of a sample substance into the capillary chamber by 
equalizing pressure between the interior and exterior of the 
chamber. 

0060. The sensor of the invention can include these and 
other features, and, especially if an embodiment is dispos 
able, can be referred to as a “test strip’ or a “test cell. The 
term “disposable” refers to sensors designed or sold for a 
single use, after which they are to be discarded or otherwise 
stored for later disposal. 
0061 Capillaries may be fabricated as a component of a 
sensor, using photolithographic methods, e.g., as described 
infra. 

0062 An example of a sensor construction is shown in 
FIG. 2, according to the preferred embodiment. The figure 
shows sensor 20, including an interdigitated array of elec 
trodes 22 disposed on flexible substrate 24. The electrodes are 
connected to electrically-conductive connectors 26 which 
include portions 28 that can be identified as pads, located on 
the surface of the flexible substrate, where they are available 
to be contacted to an external electronic circuit Such as a 
testing apparatus. The connectors also include connectorpor 
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tions 30, which connect electrode elements at the array to the 
pads, and which may typically be covered by an insulating 
layer. FIG. 2a shows a close-up of array 22, showing that 
electrodes attached to each of connectors 26 are arranged in 
an inter digitated fashion (as shown in FIG. 1). 
0063 FIG. 3 shows different details of a sensor of the 
invention. FIG. 3 shows sensor 20 comprising flexible sub 
strate 24, an array of interdigitated electrodes 22, and con 
nectors and pads. Non-conductive layer 32 is disposed over 
the substrate and connector portions 30 of the connectors 26, 
over portions of the array 22, and not over a rectangular 
capillary portion including some of the Substrate and an inter 
section of array 22; this rectangular portion defines capillary 
chamber 34. (A chemical coating, not shown in this figure, is 
preferably disposed over the array, within the capillary cham 
ber.) Foil 36 covers a rectangular portion of the sensor, includ 
ing portions of the non-conductive layer 32, and a portion of 
capillary chamber 34, except for air vent 38. This embodi 
ment is shown from one side in FIG.4, and from another side 
in FIG.5. FIG. 5 specifically illustrates substrate 24, array 22, 
non-conductive layer 32, which defines chamber 34, and foil 
36. FIG. 5 additionally includes coating 40 disposed on array 
22, within the capillary. 
0064 FIG. 6 illustrates an exploded view of a sensor of the 
invention. The sensor 20 includes flexible substrate 24; a 
conductive film 40 patterned with an interdigitated array of 
electrodes 22 and connectors 26 which include pad portions 
28 and connecting portions 30, an insulating material 32 
which defines the depth and dimensions of capillary chamber 
34, a chemical coating 40 disposed in the capillary chamber 
34, and top foil 36 coated with a hydrophilic adhesive layer 
42. 

0065. The array of the invention, in various embodiments 
Such as a sensor, can be used in electrochemical detection 
methods, including those using the principles and specific 
methods described above, and others. Such methods employ 
the array disposed on a flexible substrate, preferably further 
including a chemical coating contacting the array. 
0066. Upon contacting the coating with a sample contain 
ing analyte, analyte generally diffuses into the coating at a 
rate dependant on factors such as the chemical composition of 
the coating and the chemical identity of the analyte. Gener 
ally, the chemical coating will be at least partly solubilized or 
hydrated by the sample substance. For a method to provide 
the quickest read time (the time following contact with a 
Substance sample, when a reading of the concentration of 
analyte in the substance is available), it is desirable that the 
analyte diffuse quickly into the coating, and thereafter 
quickly and completely react to produce an electroactive 
reaction product. The period during which this occurs can be 
reduced by operating on a relatively small Volume of sample, 
and by using a sensor having a relatively small amount of 
chemical coating to be solubilized or hydrated. 
0067. The time from when the substance containing the 
analyte is contacted with the chemical coating until an assay 
potential is applied to the array, and during which the analyte 
diffuses into the coating and reacts to produce an electroactive 
reaction product, can be referred to as the “delay period’. This 
period can be any amount of time necessary for the above 
occurrences to transpire, is preferably minimized, and in 
Some embodiments can be less than about 10 seconds, pref 
erably in the range from about 2 to 6 seconds. 
0068. After a delay period, the electric properties of the 
coating can be measured. By chronoamperometric methods, 
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or by potentiometric methods, as will be appreciated by the 
skilled artisan, either the current or the applied potential can 
be controlled, and any of the related current, resistance, or 
Voltage can be measured and correlated to amounts of elec 
troactive reaction product and analyte. The magnitude of the 
current, or alternatively potential difference or the resistance 
of the chemical coating, can be measured using an external 
circuit connected to the sensor electrodes. 
0069. As an example, according to chronoamperometric 
methods, a potential (“assay potential) can be applied across 
the electrodes, inducing a current (“assay current’) to flow 
through the coating. The potential should be enough to cause 
reduction or oxidation of the redox products formed in the 
first step of a binary reaction scheme (e.g., as described 
above), but should not be sufficient to cause other electro 
chemical reactions or to otherwise cause significant current to 
flow through the coating. The assay potential can be chosen 
depending on the redox mediator chosen, factors relating to 
the electrochemical detection method, the electrochemical 
system and reaction scheme, and the general capabilities of 
the sensor. A typical potential can be in the range of a few to 
several hundred millivolts, e.g., from about 100 to 500, pref 
erably 200 to 400 millivolts. 
0070 A measured current can initially exhibit a spike to a 
relatively elevated level, and can then descend to a steady 
state current based on a quasi-steady-state concentration gra 
dients and a recycle reaction loop of the mediator and elec 
troactive reaction product. Preferably, the magnitude of the 
current can be measured at a time when current flowing 
through this system has approached a plateau, based on quasi 
steady-state concentration gradients. The period of time start 
ing with application of the assay potential and lasting to the 
plateau or near-steady-state current can be referred to as the 
'assay period. Steady-state assay currents can occur within 
various Such time periods, depending upon the reaction 
scheme, the chemistries of its components, etc. In the practice 
of the invention, assay periods of less than one minute are 
preferred, e.g., less than 30 seconds, and assay periods of even 
shorter duration, less than 10 seconds, are most preferred. The 
assay profile (the profile of the assay current over time) can be 
to some extent controlled by changing the spacing between 
electrode elements in the array; increased spacing between 
electrode elements can result in a longer time interval 
between assay potential application and formation of the 
steady state assay currents. 
0071 Assay currents exhibited by exemplary sensors of 
the invention can be any current that will function in an 
electrochemical detection method. For the sensors of the 
invention, any useful current can be used, preferably with a 
range between a lower end in the nanoamp range (e.g., 
between 20 to 25 nanoamps) up to the microamp range e.g., 
100 microamps, being an exemplary working range, e.g., at 
the steady state current plateau. Typical steady State assay 
currents can be in the range from below one microamp up to 
around 100 microamp, preferably from about 0.5 to about 25 
microamps. In an embodiment of the invention useful for 
detecting glucose content of a blood sample, the current 
response (steady state assay current) in this range has been 
found to be linear with respect to the concentration of glucose 
in the sample, particularly for glucose concentrations in the 
range from about 0 to 600 milligrams per deciliter (mg/dL). 
0072 Sensors of the invention may be used in cooperation 
with electronic or computerized systems and apparatuses, 
and in combination with methods for identifying analytes and 
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measuring concentration of analytes within a Substance 
sample. For example, a sensor can be used with a VXI or 
Biopotentiostat test stand built from components purchased 
from National Instrument Corp., Austin, Tex. In this context, 
the method of the invention can be practiced with a delay 
period of around 3 seconds, an assay potential of about 300 
millivolts, and an assay period which, although variable, can 
preferably be in the range from about 1.5 to 2 seconds after 
applying the assay potential. 
0073. The sensors can be used in such a method to detect 
and quantify the concentration of an analyte within a sample 
Substance. The analyte can be chosen from various chemical 
compounds present within any of a large variety of Sub 
stances, generally fluids. Examples of analytes include glu 
cose, cholesterol, urea, and the like. Examples of Substances 
containing the analyte include bodily fluids such as blood, 
urine, and interstitial fluid; water Such as environmental 
water, ground water, waste water, etc. 
0074. In some embodiments of the invention, analytes can 
be detected at very low concentrations, for example glucose 
can be measured at concentrations as low as 0.5 mg/dL (5 
ppm) in blood using ferricyanide as the mediator. 
0075. The use of an array or sensor of the invention offers 
certain practical advantages. For instance, a flexible Substrate 
can be used in combination with relatively larger-dimen 
Sioned electrodes, including electrode components of 
increased size (e.g., width) as well as increased spacing 
between them. Lower sample Volumes can independently 
decrease the time of the delay period. A shorter delay period 
in combination with an expedited formation of a quasi 
steady-state region of the assay current produces a quicker 
read time. In the practice of the invention, read times of less 
than 10 seconds have been achieved, with a read times in the 
range from about 4 and 5 seconds being preferred. 
0076 Test cells and test strips according to the invention 
allow for controlled volumes of blood to be analyzed without 
pre-measuring. Insertion of the test cell into an electronic or 
computer-controlled apparatus (referred to generally as a test 
stand) permits automatic functioning and timing of the reac 
tion and analysis of the sample. This allows for patient self 
testing with a very high degree of precision and accuracy. The 
method, the sensorortest cell, and the apparatus, are designed 
to provide self-monitoring by a patient of important bodily 
fluids, e.g., blood glucose levels. The sensor is used to control 
the sample Volume and reaction media, to provide precise, 
accurate, and reproducible analysis. Preferably, disposable 
test strips or test cells can be used in combination with a 
portable electrochemical testing meter. 
0077. The preferred embodiment of the present invention 
uses a micro-electrode array consisting of interdigitated 
micro-band electrodes as described above. Although this 
arrangement leads to the aforementioned re-cycling of redox 
products between narrowly separated working and counter 
electrodes, this is not a strict requirement for Successful prac 
tice of the invention. An alternative embodiment is the pro 
vision of an array of more general micro-electrodes to act as 
the working electrode structure. These may be micro-bands 
that are not interdigitated with the counter electrode, or 
micro-disks, also not closely spaced with the counter elec 
trode. In this case the width or diameter of the working 
electrode bands or disks should be of such a dimension as to 
allow for some degree of radial or spherical diffusion to the 
working electrode Surfaces. Typically, this dimension should 
be in the range of 5 to 50 um, and most preferably 10 to 50 um 
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for the case of aqueous systems such as encountered with a 
sensor used for the assay of biological fluids. In both cases the 
counter electrode is provided at a distance from the working 
array that is generally larger than the Smallest dimension of 
the working electrodes. 
0078. In these embodiments, specific recycling of redox 
species between the working and counter electrodes is not 
observed in the same way as in other described embodiments, 
and assay current magnitudes are consequently reduced. Nev 
ertheless, the effect of radial or spherical diffusion to working 
micro-electrode structures can still be observed as current 
densities that are greater than that predicted from linear dif 
fusion alone. Although reduced in magnitude, and not 
approaching quasi-steady-state as displayed by the preferred 
embodiments, it is still possible to measure dose responses to 
the analyte in question (e.g. glucose) when the same reagent 
as described above is disposed on the micro-electrode array. 
0079 Micro-electrode arrays of the invention can be dis 
posed onto a flexible Substrate using various methods useful 
for disposing electronic components onto Substrates, espe 
cially flexible substrates. A variety of such methods are gen 
erally known for fabrication of different types of circuitry, 
and include specific techniques of dry-coating, lamination, 
spin-coating, etching, and laser ablation. One or more of the 
following generalized methods may be specifically useful to 
prepare microelectrode arrays according to the invention. 
0080. One method of preparing a micro-electrode array as 
described herein, e.g., an IDA, is by the use of laser ablation 
techniques. Examples of the use of these techniques in pre 
paring electrodes for biosensors are described in U.S. patent 
application Ser. No. 09/866,030, “Biosensors with Laser 
Ablation Electrodes with a Continuous Coverlay Channel 
filed May 25, 2001, and in U.S. patent application Ser. No. 
09/411,940, entitled “Laser Defined Features for Patterned 
Laminates and Electrode, filed Oct. 4, 1999, both disclosures 
incorporated herein by reference. 
0081. In general, laserablative techniques use a laser to cut 
or mold a material. According to the invention, micro-elec 
trodes can be prepared using ablative techniques, e.g., by 
ablating a multi-layer composition that includes an insulating 
material and a conductive material, e.g., a metallic laminate 
of a metal layer coated on or laminated to an insulating 
material. The metallic layer may contain pure metals or 
alloys, or other materials which are metallic conductors. 
Examples include aluminum, carbon (Such as graphite), 
cobalt, copper, gallium, gold, indium, iridium, iron, lead, 
magnesium, mercury (as an amalgam), nickel, niobium, 
osmium, palladium, platinum, rhenium, rhodium, Selenium, 
silicon (such as highly doped polycrystalline silicon), silver, 
tantalum, tin, titanium, tungsten, uranium, Vanadium, zinc, 
Zirconium, mixtures thereof, and alloys or metallic com 
pounds of these elements. Preferably, the metallic layer 
includes gold, platinum, palladium, iridium, or alloys of these 
metals, since Such noble metals and their alloys are unreactive 
in biological systems. The metallic layer may be any thick 
ness but preferably is 10 nm to 80 nm, more preferably 20 nm 
to 50 nm. 

0082 In the laser ablation process, the metallic layer may 
be ablated into a pattern of micro-electrodes. The patterned 
layer may additionally be coated or plated with additional 
metal layers. For example, the metallic layer may be copper, 
which is then ablated with a laser, into an electrode pattern. 
The copper may be plated with a titanium/tungsten layer, and 
then a gold layer, to form desired micro-electrodes. Prefer 
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ably, however, in some embodiments, only a single layer of 
gold is used. One example of a useful metallic laminate is a 
polyester or other flexible substrate such as a Kaladex film, 
coated with a layer of gold, preferably about 5 mils in thick 
CSS. 

0083. The conductive material is ablated with the laser to 
leave a micro-electrode array. Any laser system capable of 
ablation of the conductive material will be useful. Such laser 
systems are well known and commercially available. 
Examples include excimer lasers, with a pattern of ablation 
controlled by lenses, mirrors, or masks. A specific example of 
such a system is the LPX-400, LPX-300, or LPX-200, both 
from LPKF LASER ELECTRONIC, GMBH of Garbsen, 
Germany. 
I0084. One specific example of a process for laser ablation 
is as follows. Sheets of sensor traces are fabricated in a Micro 
lineLaser 200-4 laser system (from LPKF). The system 
chamber includes a vacuum platen atop of a LPKF-HS pre 
cision positioning XY table, laser mirrors and optics, and a 
quartZ/chromium photomask (International Phototool Com 
pany, Colorado Springs, Colo.) with the sensor components 
subdivided into rectangular fields on the mask. Photomask 
positioning, X,Y table movement and laser energy are com 
puter controlled. Sheets of metal laminate 22 cmx22 cm in 
dimension are placed into the chamber onto the vacuum table. 
The table moves to the starting position and the Kr/F excimer 
laser (248 nm) is focused through the first field of the photo 
mask onto the metal laminate. Laser light passing through the 
clear areas of the photomask field ablates the metal from the 
metal laminate. Chromium coated areas of the photomask 
block the laser light and prevent ablation in those areas, 
resulting in a metallized sensor structure on the laminate film 
Surface. The complete structure of the sensor traces may 
require additional ablation steps through various fields on the 
photomask. 
I0085. Another method of preparing the described micro 
electrode array is the use of flex circuit photolithography. Flex 
circuit photolithography methods are well known. Two gen 
eral methods of fabricating flexible circuits include the “addi 
tive method and the “subtractive method. With the additive 
method, an IDA and associated circuitry can be built up on top 
of a non-conductive flexible substrate. With the subtractive 
method, a non-conductive flexible substrate can be laminated 
with a conductive material (e.g., a copper foil) and conductive 
material is patterned using conventional photolithographic 
and wet chemical etching techniques. Some conventional 
processing steps include cleaning a Substrate or intermediate; 
depositing conductive materials onto a Substrate, e.g., by 
vapor deposition, electrodeposition, or vacuum plasma sput 
tering; depositing non-conductive or processing materials 
onto a Substrate Such as a photoresist material; masking and 
developing a photoresist material in a pattern defining an 
electrode; and removing excess developed or non-developed 
materials such as photoresist materials or conductive materi 
als, to leave behind a desired arrangement of electrically 
conductive and insulating materials. 
I0086 According to one series of steps in flex circuit pho 
tolithography, a Substrate is prepared by cleaning, and a con 
ductive material can be applied as a film to the substrate. 
Preferred thicknesses of a conductive layer (e.g., a gold con 
ductive layer) can be in the range from about 500 to 1000 
angstroms. It may be desirable to include a seed layer Such as 
titanium or chromium between the conductive layer and the 
Substrate, to improve adhesion. A preferred conductive mate 
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rial can be gold, and a preferred method of application can be 
sputtering, which has been found to provide very good adhe 
Sion. 

0087. A photoresist material can be applied to the conduc 
tive layer. Such photoresist materials are commercially 
known and available, with one example being Riston(R) 
CM206, from duPont. The thickness of the photoresist can be 
chosen to advantageously affect the resolution of the feature 
sizes of the electrode components. Improved resolution gen 
erally provides for better quality arrays, with fewer failures. 
There has been found a 1:1 relationship between the resolu 
tion of the smallest feature size achievable, and the thickness 
of the dry film photoresist, with thinner photoresist films 
providing better resolution (a thickness of about 0.6 mils 
generally allows a feature spacing or width of 0.6 mils). 
Riston RCM206, in the form of a 0.6 mill thick roll offilm, can 
be a preferred photoresist because it can be capable of resolv 
ing features, i.e., lines and spaces, on a lower micron scale, 
e.g., in the range of 0.6 mils (15 microns) or lower. A photo 
resist layer often requires heating. Riston(RCM206 does not 
require prebaking. The material is a dry film photoresist and 
is applied to the gold Substrate using a heated laminated roller 
system. Once laminated, the material is ready for processing 
(exposure to UV light, and development). 
0088. The laminated film can be cut to a convenient size, 
e.g., one foot by one foot, and a pattern defining a micro 
electrode array can be cured or crosslinked. This can gener 
ally be accomplished by conventional methods, e.g., using a 
mask pattern and exposing the array pattern to ultraviolet 
light, crosslinking the photoresist in the pattern of the array. 
Unexposed, uncrosslinked, photoresist can be developed 
away using a developing agent, which will typically be par 
ticular to the photoresist composition (e.g., lithium carbonate 
is one developing agent; see the manufacturer's instructions). 
At the end of this step, the substrate will have an undisturbed 
layer of the conductive material coated thereon, with a pho 
toresist design defining the pattern of the array laid out on the 
conductive layer. This allows for unprotected conductive 
material to be etched away using an etchant (e.g., KI/I), to 
produce the IDA pattern in the conductive material. The 
remaining photoresist can then be removed. 
0089. Once an array is prepared, e.g., by laser ablative 
methods, using laminated dry photoresist, spin coating, etch 
ing, or other techniques, further processing of the micro 
electrode array can be used to incorporate the array into a 
useful electronic device such as a biosensor. Preferably, addi 
tional materials can be disposed onto the array to form, for 
example, a spacer or insulating layer, optionally including a 
well or a microchannel or capillary. A well refers to a space 
over an array that defines the array. A microchannel or capil 
lary more specifically refers to a space or channel that is 
defined over the array to allow the flow of a fluid over the 
array. The material used to define the microchannel or capil 
lary can be any of a variety of materials useful insulating or 
spacing materials, sometimes referred to as “coverlay mate 
rials, as well as other material useful for processing with the 
described fabrication methods. An example is Pyralux cover 
lay, and similar materials would also be useful. 
0090 Methods useful to place a microchannel or capillary 
onto the array include methods of mechanical lamination and 
mechanical removal of material to form a channel or capil 
lary. One method would include a first step of mechanically 
"punching” (e.g., die punching) the coverlay material to cut 
away one or multiple portions of the material in the form of 
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wells or channels, and then laminating the material to one or 
a number of sensors such that the channel is present over the 
array. Another method includes those types of methods gen 
erally referred to as “kiss die cutting or “kiss cutting, which 
may be used to cut a well or channel in a coverlay layer, and 
then the coverlay material may be laminated onto the sub 
strate with the well or channel over the array. 
0091. A different example that includes a die punching 
method is as follows. A spacer foil was prepared by coating an 
adhesive, FastbondTM30-NFContact Adhesive to a wet thick 
ness of 25 um onto a 5 mil polyester film such as that sold 
under the trademark Melinex R S (DuPont Polyester films, 
Wilmington Del.) using a wire bar coater from Thomas Sci 
entific of Swedesboro, N.J. The coated top foil was dried for 
2 minutes at 50 C. in a horizontal air flow oven. The dried 
adhesive on the sheet was covered with either silicon or teflon 
release liner. Capillary channels and electrode contact well 
patterns were kiss cut into the sheet using an Aristomat 1310 
digital die cutting system (Aristo Graphic Systeme GmbH & 
Co., Hamburg Germany). The spacer sheet can then be reg 
istered and laminated to an ablated sheet of sensor traces, as 
described above. Channels and electrode contact wells can 
also be produced using die punching processes in a similar 
fashion. 
0092 Another specific method by which to dispose a cap 
illary or microchannel onto a micro-electrode array would be 
by methods of flex circuit photolithography. Accordingly, a 
photoimageable coverlay material such as Vacrel 8140R), (a 
dry film coverlay can be preferred) can be vacuum laminated 
onto the gold/plastic laminate. Multiple layers of various 
chosen thicknesses can be added to control the depth of the 
capillary chamber (see infra). The sheet can be exposed to 
ultraviolet light through a mask pattern to define capillary 
chambers. The exposed laminated sheet is developed by con 
ventional methods, e.g., using 1% KCO, to remove 
crosslinked photopolymer coverlay material and leave behind 
components of a capillary. The sheet is generally thereafter 
cured, e.g., at 160 C. for 1 hour. 
0093. In fabricating the capillary, the depth of the chamber 
can be controlled by choosing the coverlay material or mate 
rials used, according to thickness. Vacrel 8140R film has a 
thickness of 2,3, or 4 mil (100 um). Pyralux PCR 1000, 1500, 
have 2000 have maximum thicknesses of 2.5 mils (63.5um), 
So double layer lamination gives a chamber depth of 127 um. 
Pyralux 1010 has a thickness of 1 mil or 25.4 um. Capillaries 
with depths of greater than or equal to 100 um have been 
found to allow fast fill of blood with hematocrits from 20 to 
70% to reliably flow into the chamber. Capillary depths of less 
than 100 microns to 25 microns can be used for other biologi 
cal fluids such as serum, plasma, interstitial fluid, and the like. 
0094. A chemical coating may also be disposed onto the 
array. First, however, it may be beneficial to clean the sensors. 
By one cleaning method, a sheet of sensors as described can 
be plasma cleaned in a Branson/IPC Plasma Cleaner accord 
ing to steps such as the following: (1) O for 1 minute at 800 
watts; (2) O/Argon (Ar) (70/30) for 3 minutes at 220 watts; 
(3) Ar for 2 minutes at 150 watts. 
0.095 A chemical coating, as described, may be dispensed 
onto the array, e.g., into each capillary chamber and over the 
interdigitated arrays, by known methods. The method of dis 
pensing is preferably capable of reproducibly and consis 
tently delivering very Small Volumes of a chemical composi 
tion, onto the array—e.g., volumes in the range of hundreds of 
nanoliters, e.g., 625 nanoliters. As an example, Such a coating 



US 2009/0242428 A1 

may be dispensed using known Syringe and metering tech 
niques and apparatuses, including dispensing systems sold 
under the trade name Microdot (from Astro Dispense Sys 
tems, a DCI Company of Franklin, Mass. 02038-9908) and 
systems sold by BioDot Inc., Irvine, Calif. The coatings may 
then be dried of solvent. The inlet ports are opened, and a top 
foil coated with a hydrophilic adhesive is applied over the 
capillary chamber using heat and pressure to form the com 
pleted three-dimensional sensor structure. 
0096. The top foil can be any continuous film capable of 
defining one side of the capillary, and preferably being 
capable of appropriate processing, e.g., as described herein. 
Exemplary materials for the foil can include plastic films such 
as polyethylene naphthalate (PEN), film type Kadalex 1000, 
7 mill thick. 
0097. Any of a variety of hydrophilic adhesives can be 
used to bond the top foil to the sensor. Two part thermoset 
adhesives Such as polyurethane mixtures and isocyanate mix 
tures can be used, e.g., 38-8668 (polyurethane) and 38-8569 
(isocyanate) (95:5 wt./wt.) from National Starch and Chemi 
cal Co. of Bridgewater N.J., or, a two part epoxy systems such 
as that sold under the trademark Scotch WeldTM 2216 B/A 
(3M Adhesive Div., St. Paul Minn.), as well as contact adhe 
sives such as that sold under the trademark FastbondTM30-NF 
Contact Adhesive, provided that they exhibit acceptable seal 
ing properties to the crosslinked coverlay Surface. A preferred 
adhesive was found to be a mixture of FastbondTM 30-NF 
Contact Adhesive and the surfactant TritonTMX-100 (Union 
Carbide, Danbury Conn.), 93%:7% wt./wt. 

EXAMPLES 

0098. The following describes a process useful for prepar 
ing a sensor according to the invention, comprising an inter 
digitated array disposed on a flexible Substrate. According to 
the method, a gold film can be deposited onto 7 mil thick 
KaladeX(R) film using a planar DC magnetron Sputtering pro 
cess and equipment, from Techni-Met Inc., Windsor, Conn. 
The thickness of the gold film can range from 30 to 200 nm, 
with a preferred thickness being 100 nm. Seed layers of 
chromium or titanium can be sputtered between the plastic 
film and the gold to promote better adhesion of the gold to the 
plastic Substrate, however, gold layers sputtered directly onto 
the plastic film can exhibit sufficient adhesion. 
0099. The interdigitated array and connectors can be fab 
ricated using batch photolithography processes common to 
the flex circuit industry. Electrodes with combinations of 
finger width and spacing between fingers in the range of 21 to 
50 um were easily fabricated using these processes. A pre 
ferred configuration of the array was 21 total fingers (10 
working electrode fingers and 11 counter electrode fingers), 
with finger dimensions of 25 microns (width) by 1 millimeter 
(length), with 21 micron spacing between the fingers. 
0100. After the gold was applied to the flexible substrate, 
a dry film photopolymer resist was laminated to the gold/ 
plastic film. A dry film resist such as that sold under the 
trademark Riston RCM206 (duPont) was preferred. The Ris 
ton RCM206 photoresist was first wet laminated onto the 
gold surface of 12"x12" gold/plastic panels using a HRL-24 
hot roll laminator (from duPont). The sealing temperature and 
lamination speed were 105° C. and 1 meter per minute. The 
laminated panel was placed in a Tamarack model 152R expo 
Sure system, from Tamarack Scientific Co., Inc., Anaheim, 
Calif. The release liner was removed from the top surface of 
the photoresist. A glass/emulsion photomask of the IDA con 
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figuration was produced by Advance Reproductions Corpo 
ration, North Andover, Mass. The emulsion side of the mask 
was treated with an antistick coating (Tribofilm Research 
Inc., Raleigh, N.C.), and was placed directly onto the photo 
resist Surface of the panel. The laminated panel was exposed 
to ultraviolet light of 365 nm through the photomask using an 
exposure energy of 60 m.J/cm. Exposed photoresist was 
stripped from the panel in a rotary vertical lab processor 
(VLP-20), Circuit Chemistry Equipment, Golden Valley, 
Minn., using 1% potassium carbonate, at room temperature, 
for 30 seconds using a nozzle pressure of 34 psi. Exposed 
gold on the sheet was then Stripped using an etch bath con 
taining a solution of 4 parts 12:1 part KI:40 parts water 
vol./vol.; and 0.04 gram FluoradTM fluorochemical surfactant 
FC99, (3M, St. Paul, Minn.) per 100 gram solution, added to 
the bath to ensure wetting of the photoresist. Air was bubbled 
through the bath during the etch process to obtain uniform 
agitation of the bath mixture. The panel was rinsed with 
deionized water and residual Riston RCM206 was removed 
in a 3% KOH bath. 

0101 Sensor chambers were fabricated using dry film 
photoimageable coverlay materials such as that sold under the 
trademark Vacrel R. 8140 (duPont) or Pyralux(R) PC series 
(duPont). The chamber dimensions can be accurately defined 
by flex circuit photolithography. Depth of the chamber was 
controlled by the thickness of the coverlay materials used, 
and whether single or multiple layers of the coverlay dry film 
were used. A preferred chamber depth was 125 microns (5 
mil). This chamber depth was achieved by sequential lami 
nation of different coverlay materials as follows: three mil 
thick Vacrel R. 8130 was first laminated to the electrode side of 
the substrate using a HRL-24 (duPont) heated roll laminator 
at room temperature, using a roller speed of 1 meter per 
minute. The electrode panel was then vacuum laminated in a 
DVL-24 vacuum laminator (duPont) using settings of 120°F. 
30 second vacuum dwell, and a 4 second pressure to remove 
entrapped air between the coverlay film and the electrode 
substrate. Two mill thick Vacrel 8120 was laminated next to 
the Vacrel R. 8130 surface using the HRL-24 at room tempera 
ture, with a roller speed of 1 meter/min. The panel was then 
vacuum laminated again in the DVL-24 vacuum laminator 
using a 30 second vacuum dwell, 4 second pressure, to 
remove entrapped air between the two coverlay films. 
0102 The laminated electrode sheet was placed in the 
Tamarack 152R system and was exposed to ultraviolet light at 
365 nm through the photomask for 22 seconds using an expo 
sure intensity of 17 mW/cm. The artwork for the capillary 
chamber was a 1 millimeter by 4 millimeter rectangle cen 
tered over the electrode finger array and starting 1 millimeter 
below the fingers. The exposed coverlay was stripped from 
the panel to reveal the sensor chamber rectangle using the 
VLP-20 Circuit Chemistry Equipment) in 1% KCO, at 140° 
F., for 75 seconds using a nozzle pressure of 34 psi. The 
developed laminate structure was rinsed in deionized water, 
and then cured at 160° C. for 1 hour to thermally crosslink the 
coverlay material. This completed the construction of the 
sensor base. 

0103) The panel of the base sensors was plasma cleaned to 
remove residual photoresist and coverlay material from the 
exposed gold Surface of the interdigitated array structure. The 
panel was placed in a barrel etcher, a Barnstead/IPC model 
P2100 from Metroline/IPC of Corona, Calif. The panel was 
first exposed to an oxygen plasma for 1 minute at 800 watts 
and 1.1 torr pressure to oxidize the panel Surface. It was then 
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etched in an oxygen/argon plasma mixture (70/30 vol./vol.) 
for 3 minutes, at 225 watts and 1.5 torr pressure, and was 
finally stripped in an argon plasma for 2 minutes, at 150 watts 
and 2 torr pressure. 
0104. The chemical coating was formulated for measure 
ment of d-glucose in a human blood sample. The chemical 
coating was reactive with the sample in a manner effective to 
generate an electrical output signal indicative of the level of 
glucose in the sample. The coating included a mediator, 
enzymes, and a cofactor. The coating further comprised film 
forming agents and detergents conferring durability and pro 
viding hydrophilicity. The ingredients are listed in Table 1: 
unless stated otherwise, all concentrations refer to the con 
centration of a given Substance in a wet-coating, prior to the 
deposition and drying of the coating onto the array. 
0105. The chemical coating was formulated from several 
Sub-mixtures of components. A first mixture contained glyc 
erophosphate buffer, from ICN Biomedicals Inc. Aurora, 
Ohio; Medium Viscosity Alginic acid, from Sigma Chemical 
Co., St. Louis, Mo.; Natrosol 250M, from Hercules Inc., 
Wilmington, Del.: and Triton RX-100, from Union Carbide, 
Danbury Conn. These components were added to a volume of 
distilled water sufficient to make a 250 gram solution of the 
buffer/polymer/surfactant (see Table 1). The solution was 
mixed overnight to allow complete hydration of the Natrosol 
and Alginic acid. The pH of the completed solution was 
adjusted to 6.9 to 7.0 with concentrated hydrochloric acid. 
This solution is known hereinafter as “Solution A.” 

0106 A second solution prepared was a concentrated 
enzyme? cofactor matrix. 8.2 milligrams pyrrolo-quinoline 
quinone (POQ). Fluka, Milwaukee, Wis., was added to 25.85 
grams of Solution A. The resulting mixture was Sonicated 
until the PQQ was completely in solution. 1.1394 grams of 
the enzyme, Glucose-De-oxidoreductase (GlucDor), from 
Roche Molecular Biochemicals, Indianapolis, Ind., was 
added to the solution. The final mixture was rocked for 2 
hours to allow formation of the GlucDor/PQQ holoenzyme. 
The completed solution will be referred to as “Solution B. 
0107 Potassium ferricyanide was added to the composi 
tion as follows: 4.4173 grams of potassium ferricyanide, from 
J. T. Baker, Phillipsburg, N.J., was added to 70.58 grams of 
Solution A. The resulting solution was mixed until the ferri 
cyanide was completely in solution. The completed Solution 
will be referred to as “Solution C. 

0108. The final coating composition was completed by 
combining 63 grams of Solution C to 25 grams Solution B. 
This composition was rocked in the dark for 1 hour to thor 
oughly mix. 

TABLE 1. 

Formulation per 100 grams of coating 

Concentration Wet Dry mass sensor 
Component activity mass (g) (mg) 

Distilled Water 88.487 
Disodium 150 nM 4.359 O.O287 
Glycerophosphate pH 6.98 
Trehalose 1% wtfwt 1.OOO O.OO66 
Natrosol 0.3% wtfwt O.300 O.OO2 
Alginic acid 0.4% wtfwt O4(OO O.OO26 
Medium viscosity 
Triton X-100 0.025% wtfwt O.O2S O.OOO16 
Pyrrolo-quinoline- O.261 mM O.OO82 5.3382 x 10 - 5 
Quinone (PQQ) 
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TABLE 1-continued 

Formulation per 100 grams of coating 

Concentration Wet Dry mass sensor 
Component activity mass (g) (mg) 

GlucDor Enzyme 2034 u/mg 11394 0.0075 
15.23 (units) 

Potassium 137 nM 4.2814 O.O281 
Ferricyanide 

0109) A preferred method for applying the chemistry 
matrix to the sensor chamber (IDA) is a discrete dispense of 
500 nanoliters of the coating solution into the 1 millimeterx4 
millimeter chamber using a microdispensing system such as 
that sold under the trademark of BioJet Quanti3000TM, 
BioDot Inc., Irvine, Calif. The coating covered both the work 
ing and counter electrodes of the IDA. The coating was dried 
for 1.5 minutes at 45° C. in a horizontal air flow oven, VWR 
Scientific Products, Chicago Ill. 
0110. The hydrophilic top foil was prepared by coating an 
adhesive mixture (e.g., a mixture of FastbondTM 30-NFCon 
tact Adhesive and the surfactant TritonTMX-100 (Union Car 
bide, Danbury Conn.), 93%.7% wt/wt.) to a wet thickness of 
25 um onto 5 mil polyester film such as that sold under the 
trademark Melinex R. “S” (duPont Polyester Films, Wilming 
ton Del.) using a wire bar coater from Thomas Scientific, 
Swedesboro, N.J. The coated top foil was dried for 2 minutes 
at 50° C. in a horizontal airflow oven (VWR Scientific Prod 
ucts). The capillary chamber was opened by cutting 1 milli 
meter in from the front edge of the capillary chamber with a 
pair of scissors. The dried coated top foil was applied to the 
sensor, allowing approximately a 0.5 mm space between the 
back edge of the chamber and the edge of the top foil as an air 
vent. The top foil was sealed to the sensor Surface using a 5 ton 
press with a heated top platen, at 81°C., 60 psi for 5 seconds. 
The panel of completed sensors was cut into individual sen 
sors and stored desiccated at 8% RH until tested. 
0111. The sensors were evaluated using chronoamperom 
etry electrochemical techniques on test stands such as that 
sold under the trademark of BASTM10OW Electrochemical 
Workstation, Bioanalytical Systems, Inc. West Lafayette, Ind. 
The preferred electrochemical test stand used in the evalua 
tion of the electrodes was a dedicated test stand for DC 
chronoamperometric current measurement for assay poten 
tials from +1 volt. 
0112 The sensors may be used to determine the concen 
tration of an analyte. Such as glucose, in a fluid sample by 
performing the following steps: 
0113 Set up the test stand parameters: 
0114. In accordance with a “drop detect’ system, an initial 
potential difference is established between the working and 
counter electrodes -300 mV (millivolts) to start timing of 
the analysis sequence. Current response to this potential is 
triggered by contact of the array with a fluid sample. 
0115 The initial current response upon application of the 
test solution to the sensor chamber is generally greater than 
0.4 microamps. 
0116. The time (delay period) between the threshold trig 
ger and re-application of the 300 mV potential difference 
(assay potential) is generally 3 seconds. 
0117 The assay period, after re-application of the 300 mV. 
potential difference between the working and counter elec 
trodes of the sensor is generally 9 seconds. 
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0118. In more detail: 
0119 Insert the sensor into the test stand connection. 
Apply approximately 0.3 uL of a fluid sample to the opening 
of the capillary chamber. Fluid will flow into the chamber by 
capillary action covering the chemical coating applied to the 
working and counter electrodes. The threshold current will be 
triggered when the sample fluid covers the nearest working 
and counter electrode fingers. Once triggered, the potential 
difference will go to open circuit for a 3 seconds, during the 
delay period. 
0120. During the delay period, reaction will occur 
between the reactants (analyte, enzyme? cofactor, and the oxi 
dized form of the mediator), resulting in reduction of the 
mediator. 
0121 The 300 mV assay potential difference is re-applied 
between the electrodes after the 3 second delay. This causes 
electro-oxidation of the reduced mediator at the surface of the 
working electrode. 
0122) The current/time reaction profiles of the assay show 
a characteristic pseudo-steady-state current/time plateau 
starting 0.5 to 1.5 seconds after re-application of the 300 mV 
assay potential to the sensor. Currents at fixed assay period 
points chosen in this plateau region were proportional to the 
concentration of analyte in the sample fluid. Assay endpoints 
were chosen in Such a manner give a linear dose response for 
glucose concentrations from 0 to 600 mg/dL. See FIG. 7. 

1. A method of determining the concentration of an analyte 
in a liquid sample comprising: 

providing a test sensor including a sample receiving cavity 
having a Volume of less than about 1.5 ul, the sensor 
including at least one working electrode and at least one 
counter electrode disposed within the sample receiving 
cavity, the sensor further including a reagent layer com 
prising an enzyme and a mediator, the reagent layer 
being disposed on at least the working electrode, at least 
one of the enzyme and mediator being selected to react 
with the analyte to generate an electrochemical signal 
representative of the concentration of the analyte in the 
liquid sample: 

admitting the liquid sample into the sample receiving cav 
ity; 

detecting the time at which the liquid sample enters the 
sample cavity; 
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following said detecting, controlling the Voltage or current 
across the working and counter electrodes; and 

within ten seconds of said detecting, obtaining a readout of 
the concentration of the analyte in the liquid sample. 

2. The method of claim 1 in which the sample receiving 
cavity has a Volume of less than or equal to about 1.0 ul. 

3. The method of claim 1 in which the sample receiving 
cavity has a volume of between about 0.1 ul and about 1.5ul. 

4. The method of claim 3 in which the sample receiving 
cavity has a volume of between about 0.6 ul and about 1.0 ul. 

5. The method of claim 1 which includes obtaining a read 
out of the concentration of the analyte within about 6 seconds 
after said detecting. 

6. The method of claim 5 which includes obtaining a read 
out of the concentration of the analyte between about 2 sec 
onds and about 6 seconds after said detecting. 

7. The method of claim 6 which includes obtaining a read 
out of the concentration of the analyte between about 2 sec 
onds and about 5 seconds after said detecting. 

8. The method of claim 7 which includes obtaining a read 
out of the concentration of the analyte within about 5 seconds 
after said detecting. 

9. The method of claim 1 in which said controlling com 
prises applying a DC voltage of 100-500 mV across the 
working and counter electrodes, said obtaining comprising 
measuring the current received from the working electrode 
and determining the concentration of the analyte from the 
measured current. 

10. The method of claim 9 in which said applying a voltage 
comprises applying a voltage of about 200 mV to about 400 
mV. 

11. The method of claim 1 in which said obtaining com 
prises measuring the current received from the working elec 
trode and determining the concentration of the analyte from 
the current within ten seconds of said detecting. 

12. The method of claim 1 in which the sample receiving 
cavity has a height of about 25 to about 200 um. 

13. The method of claim 1 in which the reagent layer is 
present as a coating on both the working and counter elec 
trodes. 

14. The method of claim 1 in which the analyte is glucose. 
c c c c c 


