Title: METHOD AND SYSTEM FOR HEART FAILURE STATUS EVALUATION BASED ON A DISORDERED BREATHING INDEX

Abstract: An evaluation of heart failure status is provided based on a disordered breathing index. Patient respiration is sensed and a respiration signal is generated. Disordered breathing episodes are detected based on the respiration signal. A disordered breathing index is determined based on the disordered breathing episodes. The disordered breathing index is trended and used to evaluate heart failure status. The disordered breathing index may be combined with additional information and/or may take into account patient activity, posture, sleep stage, or other patient information.
RU, SC, SD, SE, SG, SK, SL, SM, SV, SY, TJ, TM, TN, TR, TT, TZ, UA, UG, US, UZ, VC, VN, ZA, ZM, ZW.


Designated States (unless otherwise indicated, for every kind of regional protection available): ARIPO (BW, GH, GM, KE, LS, MW, MZ, NA, SD, SL, SZ, TZ, UG, ZM, ZW), Eurasian (AM, AZ, BY, KG, KZ, MD, RU, TJ, TM), European (AT, BE, BG, CH, CY, CZ, DE, DK, EE, ES, PT, FR, GB, GR, HU, IE, IS, IT, LT, LU, LV, MC, NL, PL, PT, RO, SE, SI, SK, TR), OAPI (BF, BJ, CF, CG, CI, CM, GA, GN, GQ, GW, ML, MR, NE, SN, TD, TG).

Published: — with international search report

For two-letter codes and other abbreviations, refer to the "Guidance Notes on Codes and Abbreviations" appearing at the beginning of each regular issue of the PCT Gazette.
METHOD AND SYSTEM FOR HEART FAILURE STATUS EVALUATION BASED ON A DISORDERED BREATHING INDEX

FIELD OF THE INVENTION

The present invention relates generally to providing an evaluation of heart failure status based at least in part on a disordered breathing index.

BACKGROUND OF THE INVENTION

The human body functions through a number of interdependent physiological systems controlled through various mechanical, electrical, and chemical processes. The metabolic state of the body is constantly changing. For example, as exercise level increases, the body consumes more oxygen and gives off more carbon dioxide. The cardiac and pulmonary systems maintain appropriate blood gas levels by making adjustments that bring more oxygen into the system and dispel more carbon dioxide. The cardiovascular system transports blood gases to and from the body tissues. The respiratory system, through the breathing mechanism, performs the function of exchanging these gases with the external environment. Together, the cardiac and respiratory systems form a larger anatomical and functional unit denoted the cardiopulmonary system.

Various disorders that affect the cardiovascular system may also impact respiration. For example, heart failure is an abnormality of cardiac function that causes cardiac output to fall below a level adequate to meet the metabolic demand of peripheral tissues. Heart failure (HF) is sometimes referred to as congestive heart failure due to the accompanying venous and pulmonary congestion. Congestive heart failure may have a variety of underlying causes, including ischemic heart disease (coronary artery disease), hypertension (high blood pressure), and diabetes, among others.

Various types of disordered respiration are associated with HF. For example, rapid shallow breathing is one of the cardinal signs of heart failure. The appearance of rapid, shallow breathing in a HF patient is often secondary to increased pulmonary edema, and can indicate a worsening of patient status. An
abnormally high respiration rate thus can be an indicator of HF decompensation. It is estimated that nearly one million hospital admissions for acute decompensated congestive heart failure occur in the United States each year, which is almost double the number admitted 15 years ago. The re-hospitalization rates during the 6 months following discharge are as much at 50%. Nearly 2% of all hospital admissions in the United States are for decompensated HF patients, and heart failure is the most frequent cause of hospitalization in patients older than 65 years. The average duration of hospitalization is about 6 days. Despite aggressive therapies, hospital admissions for HF continue to increase, reflecting the prevalence of this malady.

Because of the complex interactions between the cardiovascular, pulmonary, and other physiological systems, as well as the need for early detection of various diseases and disorders, an effective approach to monitoring and early diagnosis is needed. Accurately characterizing patient respiration aids in monitoring and diagnosing respiration-related diseases or disorders. Evaluating patient respiration information may allow an early intervention, preventing serious decompensation and hospitalization.

SUMMARY OF THE INVENTION

An embodiment of the invention is directed to a method for operating a medical device to provide a patient assessment. Patient respiration is sensed and a respiration signal is generated. Disordered breathing episodes are detected based on the respiration signal. A disordered breathing index is determined based on the disordered breathing episodes. The disordered breathing index is trended and used to evaluate heart failure status. At least one of sensing patient respiration, detecting the disordered breathing episodes, determining the disordered breathing index, trend the index and evaluating the heart failure status is performed at least in part implantably.

Another embodiment of the invention involves a system for providing a patient assessment. A data acquisition module includes a respiration sensor and is configured to generate a signal responsive to patient respiration. A disordered
breathing detector is coupled to the respiration sensor and is configured to detect disordered breathing episodes based on the respiration signal. An index processor determines a disordered breathing index based on the detected disordered breathing episodes. A trend/storage module is configured to develop and store a trend of the disordered breathing index. A diagnostics unit is configured to evaluate heart failure status based on the disordered breathing index.

The above summary of the present invention is not intended to describe each embodiment or every implementation of the present invention. Advantages and attainments, together with a more complete understanding of the invention, will become apparent and appreciated by referring to the following detailed description and claims taken in conjunction with the accompanying drawings.

BRIEF DESCRIPTION OF THE DRAWINGS

Figures 1A and 1B are methods for providing patient assessment in accordance with embodiments of the invention;
Figures 2A and 2B are charts illustrating classification of individual and periodically occurring disordered breathing events;
Figure 3 is a block diagram of a medical system that may be used to implement a system for heart failure status evaluation in accordance with embodiments of the invention;
Figure 4 is a partial view of one embodiment of an implantable medical device in accordance with embodiments of the invention; and
Figures 5A and 5B are flowcharts of methods for evaluating heart failure status using a disordered breathing index determined based on discrimination of obstructive disordered breathing event and central disordered breathing events in accordance with embodiments of the invention;
Figures 6A and 6B are flowcharts of methods for evaluating heart failure status using disordered breathing indices determined based on lengths of disordered breathing episodes or lengths of certain portions of disordered
breathing episodes, respectively, in accordance with embodiments of the invention;

Figure 6C is a flowchart of a method for evaluating heart failure status based on frequency of disordered breathing in accordance with embodiments of the invention;

Figure 6D is a graph illustrating frequency components of a Cheyne Stokes respiration signal which may be used to track HF progression in accordance with embodiments of the invention;

Figure 7A is a flowchart of a method for evaluating heart failure status using a disordered breathing index determined based on modulation of tidal volume during Cheyne-Stokes respiration episodes in accordance with embodiments of the invention;

Figure 7B is a flowchart of a method for evaluating heart failure status based on time to reach maximum tidal volume during Cheyne-Stokes respiration in accordance with embodiments of the invention;

Figure 8 is a flowchart of a method for evaluating heart failure status using a disordered breathing index determined based on a ratio of respiration rate to tidal volume during rapid shallow breathing episodes in accordance with embodiments of the invention;

Figure 9 is a flowchart of a method for evaluating heart failure status using a disordered breathing index combined with additional patient information in accordance with embodiments of the invention;

Figure 10 is a flowchart of a method for evaluating heart failure status based on a disordered breathing index that takes into account patient activity during disordered breathing in accordance with embodiments of the invention; and

Figure 11 is a flowchart of a method for evaluating heart failure status based on a disordered breathing index that takes into account patient posture during disordered breathing in accordance with embodiments of the invention.

While the invention is amenable to various modifications and alternative forms, specifics thereof have been shown by way of example in the drawings and will be described in detail below. It is to be understood, however, that the intention is not to limit the invention to the particular embodiments described. On
the contrary, the invention is intended to cover all modifications, equivalents, and alternatives falling within the scope of the invention as defined by the appended claims.

DETAILED DESCRIPTION OF VARIOUS EMBODIMENTS

In the following description of the illustrated embodiments, references are made to the accompanying drawings which form a part hereof, and in which are shown by way of illustration, various embodiments by which the invention may be practiced. It is to be understood that other embodiments may be utilized, and structural and functional changes may be made without departing from the scope of the present invention.

Cardiac rhythm management (CRM) devices, such as pacemakers, defibrillators, and resynchronizers, may be used as a platform to deploy additional sensors for acquiring information useful in diagnosing and/or tracking a variety of patient symptoms or conditions in addition to cardiac conditions. For example, sensing circuitry disposed in conjunction with CRM circuitry may be used to detect disordered breathing (DB) conditions, such as apnea, rapid shallow breathing, and/or Cheyne-Stokes respiration. Detecting and evaluating DB may enable a clinician to more easily diagnose and track the progression of heart failure (HF) and/or symptoms associated with HF, such as edema, orthopnea, and/or dyspnea, including paroxysmal nocturnal dyspnea.

In accordance with embodiments of the invention, an implantable CRM device may monitor a patient's respiration, e.g., using transthoracic impedance sensors and/or other respiration sensors, to detect DB episodes and acquire other information related to the DB episodes. The DB information may be used to develop a DB index that quantifies some aspect of the patient's DB. The DB index may be trended over a period of time. The patient's HF status may be evaluated based on the DB trend and the evaluation may be presented to the clinician, possibly along with other information related to patient health.

The processes that provide HF evaluation in accordance with embodiments of the invention may be implemented using a single implantable device, or may be implemented using a system of multiple devices, such as multiple devices
operating as an advanced patient management system. If multiple devices are used, the various processes described herein may be divided between the system components. An implanted device or a system of devices according to the present invention may include one or more of the features, structures, methods, or combinations thereof described herein. For example, a device or system may be implemented to include one or more of the described features and/or processes.

It is intended that such a device or system need not include all of the features described herein, but may be implemented to include selected features that provide for unique structures and/or functionality. Such a device or system of devices may be implemented to provide a variety of diagnostic and/or therapeutic functions.

Figure 1A illustrates a flowchart of a method for providing patient assessment in accordance with embodiments of the invention. The method includes sensing 110 patient respiration and generating a respiration signal. Disordered breathing episodes are detected based on the respiration signal. A DB index is developed 112 and is trended 114 over a period of time. The patient’s HF status is evaluated 116 based on the DB trend.

Once the DB severity index is determined, the HF evaluation may involve one or more optional processes. For example, the device or system may initiate, terminate, or modify 118 a therapy delivered to the patient. In various configurations, the therapy may involve one or more of an electrostimulation therapy, such as cardiac electrostimulation, a nerve stimulation therapy, a drug therapy, a respiration therapy, a patient-external therapy, a patient-internal therapy, a combination of therapies, or other processes to treat patient conditions.

Information related to the DB trend and/or HF evaluation may be presented to a clinician, such as via a display or other user interface device. The DB trend/HF evaluation may be presented 120 along with other patient information such as medical history, disease etiology, previous and current therapies, data acquired or derived from other sensors, and/or other information related to, or unrelated to HF status. The DB trend/HF evaluation may involve, for example, one or more of metrics or evaluations derived from the DB trend, suggestions regarding diagnosis or treatment, comparisons with similarly situated patient
populations, predictions regarding progression or outcomes, or other information of diagnostic or therapeutic value.

In some embodiments, an alert may be generated 122 based on the DB trend or HF evaluation. For example, the alert may be generated when the DB trend indicates a sudden change in the patient's condition or a more gradual change beyond a threshold amount, or a change beyond a threshold for a predetermined length of time. The alert may be generated, for example, to indicate that the clinician or patient should take some action to alleviate the patient's symptoms. The alert may comprise any perceivable stimulus, including an audible, visual, or vibratory alert. The alert may involve transmission of an alert message, such as via email, pager, and/or cellular telephone. In some embodiments, respiration information, DB index and/or HF evaluation information may be transferred 124 to a remote device either automatically according to a pre-established schedule, or on demand. For example, the respiration information, DB index and/or HF evaluation information may be transferred periodically or on command to a remote advanced patient management system.

In some embodiments, a subset of the functions of the heart failure assessment may be implemented in an implanted device and other functions implemented in a patient external device wirelessly coupled to the implanted device. In other embodiments, all of the heart failure assessment functionality is provided in an implanted device.

According to embodiments of the invention, the patient's transthoracic impedance may be sensed and used to generate a respiration signal. Various types and/or characteristics of disordered breathing may be determined based on the respiration signal. Figures 2A and 2B provide charts illustrating classification of individual disordered breathing events and series of periodically recurring disordered breathing events, respectively. As illustrated in Figure 2A, individual disordered breathing events may be grouped into apnea, hypopnea, tachypnea and other disordered breathing events. Apnea events are characterized by an absence of breathing. Intervals of reduced tidal volume are classified as hypopnea events. Tachypnea events include reduced intervals of respiration associated with an elevated respiration rate.
As illustrated in Figure 2A, apnea and hypopnea events may be further subdivided as either central events, related to central nervous system dysfunction, or obstructive events, caused by upper airway obstruction. A tachypnea event may be further classified as a hyperpnea event, represented by hyperventilation, i.e., rapid deep breathing, typically acutely after an apnea or hypopnea. A tachypnea event may alternatively be classified as rapid shallow breathing, typically of prolonged duration.

Figure 2B illustrates classification of combinations of periodically recurring disordered breathing events. Periodic breathing may be classified as obstructive, central or mixed. Obstructive periodic breathing is characterized by cyclic respiratory patterns with an obstructive apnea or hypopnea event in each cycle. Central periodic breathing involves cyclic respiratory patterns including a central apnea or hypopnea event in each cycle. Periodic breathing may also be of mixed origin. Mixed origin periodic breathing is characterized by cyclic respiratory patterns having a mixture of obstructive and central events in each cycle. Cheyne-Stokes is a particular type of periodic breathing involving a gradual waxing and waning of tidal volume and having a central apnea and hyperpnea event in each cycle. Other manifestations of periodic breathing are also possible. Disordered breathing episodes may be classified based on the characteristic respiration patterns associated with particular types of disordered breathing.

Using the respiration signal, a disordered breathing severity index may be generated. In one implementation, the disordered breathing severity index may be based on the number of disordered breathing occurrences over a period of time. In various implementations, the disordered breathing index used to assess HF may be an apnea index (Al, number of apnea events per unit time), a hypopnea index (HI, number of hypopnea events per unit time) or an apnea hypopnea index (AHI, the number of apnea and hypopnea episodes per hour). The disordered breathing index is representative of the severity of disordered breathing experienced by the patient, e.g., the severity of apnea or the severity of CSR. Other variables such as average duration of a disordered breathing event, number of apneic versus hypopneic events. Yet other variables relating to physiological parameters affected by disordered breathing may be used in the
disordered breathing severity index. For example, the average decrease in blood oxygen saturation, a change in heart rate, a change in blood pressure, a change in electromyogram (EMG), and/or a change in electroencephalogram (EEG) during respiration events may also be used to determine the disordered breathing index.

Figure 1B illustrates a number of optional processes that may be employed to develop a DB index trend and to evaluate heart failure status in accordance with embodiments of the invention. The patient's respiration is sensed and a respiration signal is generated 125. Various optional processes 130-135, 140-145, 150-155, 160-165, 170-175 may be implemented to determine a disordered breathing index that quantifies some aspect of the patient's disordered breathing useful for evaluating HF status. The disordered breathing index may be trended 190 and used to evaluate 195 HF status.

According to one embodiment, the device or system may count 150 the number of DB episodes experienced by the patient. The DB index may be developed 155 as the number of DB episodes experienced by the patient within a specified period of time. In some implementations, the DB index may comprise an apnea/hypopnea index (AHI) which quantifies the number of apnea or hypopnea episodes experienced by the patient per hour.

According to one embodiment, development of the disordered breathing index may involve discriminating 130 between different types of disordered breathing based on origin. Obstructive and central disordered breathing can coexist in patients with HF. However, central disordered breathing is more closely associated with the progression of heart failure than obstructive disordered breathing. Thus, HF evaluation may be enhanced by using a DB index developed 135 based predominantly on information related to central disordered breathing episodes, without including obstructive disordered breathing information. Alternatively, HF evaluation may be performed using a DB index based on a ratio of central to obstructive DB, or other metrics that require discrimination between central and obstructive DB.

In some embodiments, the DB index may be developed based on characteristics of the respiration signal during the DB episode, such as timing
and/or morphology characteristics of the respiration signal. For some patients, the length of DB episodes or of particular portions of the DB episodes may increase as HF worsens. In these situations, HF status may be determined based on an increase in the length of the DB episodes. As indicated as Figure 1B, the HF evaluation process may involve determining the length of the DB episodes experienced by the patient or determining the length of a portion or portions of the DB episodes. The length of the DB episodes or DB episodes portion(s) may be used to develop the DB index.

In some embodiments, the DB index may relate to the modulation of respiration tidal volume during periodic breathing (PB) episodes such as Cheyne-Stokes respiration (CSR). An increase in tidal volume modulation during CSR has been shown to be correlated to a worsening of the patient's HF status. The modulation of the tidal volume of breath intervals during CSR (or other PB episodes) may be determined based on the generated respiration signal. A DB index may be developed that quantifies the degree or depth of tidal volume modulation during CSR.

Some patients may experience periodic breathing at fairly regular intervals. In some embodiments, a DB index may be developed based on the periodicity of the periodic breathing pattern.

In some embodiments, the generated respiration signal and/or one or more DB indices may be combined with additional information related to disordered breathing and/or to the patient's health status to evaluate HF status. Various additional information may be acquired via sensors, questionnaires, and/or other information gathering processes. A representative list of information that may be combined with the DB index includes, but is not limited to, patient medical history information, posture during DB episodes, whether the patient is asleep or awake during DB episodes, time of night/day that DB occurs, sleep stage during DB episodes, whether or not the patient is active or inactive during DB episodes, and/or other information, such as cardiac flow, cardiac pressure, edema, blood electrolyte levels, blood neurohormone information, that serves to provide the context of the patient's situation during disordered breathing episodes.
Information about the context surrounding the DB episodes affecting the patient may be used to enhance the evaluation of HF status. An index or other metric may be determined 180 based on patient respiration and the additional information. The combined index may be used to develop 187 a trend and HF status of the patient may be evaluated 195 based on the trend.

Disordered breathing that occurs while the patient is active, such as during a period of time the patient is exercising, is less symptomatic of HF progression than DB episodes that occur during sleep or periods of rest. Thus, the HF evaluation processes may involve acquiring 185 additional information from an activity sensor used to indicate the level of patient activity during a detected DB episode. DB episodes that occur when the patient is very active may be ignored, or may be given less weight than DB episodes that occur when the patient is asleep or at rest.

In another example, assessment of the patient's overall health may involve tracking changes in the level of patient activity over a period of time. A sudden or progressive decline in overall patient activity may be an indication of HF decompensation. Correlating changes in DB to patient activity may provide an early warning with respect to sudden HF decompensation, possibly allowing time for clinician response and/or therapy modification to mitigate the effects of decompensation. For example, a metric or index based on a combination of patient activity and DB characteristics may be developed that allows earlier identification of patients in danger of a sudden worsening of HF symptoms. The combined metric or index may be compared to a threshold used for triggering an alert if a rapid increase in the severity of symptoms related to HF is detected.

In one embodiment, the additional information may be acquired 181 from the patient via a medical history questionnaire or other patient input. The additional information may relate to the patient's medical history, patient etiology and/or comorbidities (e.g., atrial fibrillation (AF), chronic obstructive pulmonary disease (COPD), renal disease, etc.), mode of progression to decompensation, perception of labored breathing (dyspnea), and/or current HF status. The additional information may be factored into a metric or other index and used in HF
evaluation, or may be used to modify a threshold used in connection with generating an alert or providing therapy, for example.

In one embodiment, the DB episode information may be used in combination with acquired information that relates to the sleep/wake status 183 and/or time of night or sleep stage 184 of the patient. As previously described, DB episodes that occur during sleep may be more symptomatic of HF progression than DB episodes that occur when the patient is awake and active. In addition, DB episodes that occur during certain sleep stages or certain times of the night may be more symptomatic of worsening HF status than DB episodes that occur during other sleep stages. For example, DB episodes that occur during rapid eye movement (REM) sleep may be less associated with HF than DB episodes that occur during more quiescent sleep stages, such as state 3 or stage 4 sleep.

In one embodiment, the HF evaluation process may detect DB episodes, detect sleep stage, and correlate the DB episodes to sleep stage. An index or other metric may be developed based on the correlation of DB episodes to sleep stage. For example, a DB index may be developed using weighted coefficients applied to a number or severity index of DB episodes occurring during various states of sleep or wakefulness. For example, the coefficient applied to the number or severity index of DB episodes occurring during non-REM sleep may be higher than the coefficient applied to the number or severity index of DB episodes occurring during REM sleep and the number or severity index of DB episodes occurring during awake rest may be greater than the coefficient applied to the number or severity index of DB episodes occurring while the patient is active. Expressed mathematically, the combined DB index may be developed as in Equation 1:

\[
DB_{\text{Index}} = a_1 DB_{\text{Non REM}} + a_2 DB_{\text{REM}} + f(a) DB_{\text{awake}}
\]

where \(a_1\) and \(a_2\) are constant coefficients, \(DB_{\text{Non REM}}\) is the disordered breathing index associated with disordered breathing episodes occurring in non-REM sleep, \(DB_{\text{REM}}\) is the disordered breathing index associated with disordered breathing episodes occurring during REM sleep, and \(DB_{\text{awake}}\) is the disordered breathing index associated with disordered...
breathing episodes occurring while the patient is awake, and \( f(a) \) is a function of the patient activity.

As previously discussed, obstructive and central disordered breathing may coexist in some HF patients. It has been observed that the disordered breathing experienced by the patient may shift during the night from predominantly obstructive DB during the first portion of the night to predominately central disordered breathing during the second portion of the night. The shift in DB type may be caused by a reduction in PCO2, related to deterioration of cardiac function during the night. In some embodiments, an index or metric may be developed that correlates DB episode information with the time of night that the DB occurs. In this embodiment, DB occurring during the later portion of the night, which is more likely to be central DB, may be factored in more heavily than DB occurring during the earlier portion of the night, which is more likely to be obstructive DB. In other embodiments, a DB trend may be developed based on the time of night that the DB transitions from predominantly obstructive DB to predominately central DB.

In one embodiment, posture information may be acquired and correlated with DB. HF patients typically experience orthopnea, which is difficulty in breathing unless standing or sitting up. Disordered breathing may increase in HF patients when they are reclining or lying down due to an increase in pulmonary congestion that occurs during these postures. As a result, many HF patients sleep sitting up, or sleep with their torso propped up on several pillows. A DB index, e.g., based on the frequency, pattern, and/or length of DB episodes, may be enhanced by factoring in the posture or tilt angle of the patient during the DB episodes. For example, a DB index may be developed using respiration information that takes also takes into account tilt angle, providing a more accurate assessment of changes in frequency and/or length of DB episodes.

In one example, a DB index may be developed as a modified apnea/hypopnea index, where each DB episode is weighted by a factor associated with the tilt angle of the patient during the DB episode. In one scenario, DB episodes occurring when the patient is standing or sitting upright (tilt angle = 90°) are multiplied by a weighting factor of 1, DB episodes occurring when
the patient is lying down (tilt angle = 0°) are multiplied by a factor of 0, with the
weighting factors of tilt angles between 90° and 0° scaled accordingly. Using this
scheme, DB episodes that occur while the patient is standing or sitting upright are
counted as more significant than episodes occurring when the patient is lying
down.

In another example, multiple DB indices may be developed for particular tilt
angles. For example, one DB index, such as the AHI, may be calculated based
on DB episodes occurring while the patient posture corresponds to a first tilt angle
or tilt angle range. A second AHI may be calculated based on DB episodes
occurring while the patient posture corresponds to a second tilt angle or tilt angle
range, and so forth. Several of the posture corrected AHIs may be added,
averaged, or otherwise combined, and the result may be trended and used for HF
evaluation.

Figure 3 is a block diagram of an HF evaluation system 300 that may be
used to implement the methodologies of the present invention. The system
includes a data acquisition module 320 that comprises at least a respiration
sensor 321 configured to sense patient respiration and generate a respiration
signal. In accordance with some embodiments, an implantable transthoracic
impedance sensor such as the type of sensor used in rate adaptive pacemakers
may be used to generate a respiration signal. Disordered breathing episodes may
be detected by a disordered breathing detector 330. The disordered breathing
detector 330 may be configured to recognize the respiration patterns, e.g., breath
rate and/or tidal volume patterns, characteristic of various forms of disordered
breathing, including apnea, hypopnea, CSR, periodic breathing, hyperpnea,
and/or other DB patterns.

In some embodiments, the information from the disordered breathing
detector 330 is used by the index processor 333 to determine a DB index that
characterizes the disordered breathing experienced by the patient. For example,
in one embodiment, index processor 333 calculates a DB index, such as an AHI,
that reflects the number of DB episodes experienced by the patient over a period
of time. In another embodiment, the index processor 333 determines a DB index
that is based on lengths of the DB episodes or lengths of certain portions the DB episodes.

In one embodiment, the index processor 333 may discriminate DB episodes that are centrally mediated from DB episodes caused by breathing obstructions. The index processor 333 may determine an index based on one or both of these DB types.

In one embodiment, the index processor 333 may process the respiration signal to determine the tidal volume of one or more breath intervals during a DB episode. The index processor 333 may determine the degree of modulation of the patient's tidal volume during DB and may develop an index based on the degree of modulation.

In one implementation, the data acquisition module 320 may incorporate additional sensors 322 configured to acquire information related to patient posture, activity, sleep state, time of night, sleep stage and/or other sensed information. The data acquisition module 320 may also include an input device 324 capable of receiving patient information, such as medical history information recorded from a questionnaire. The additional information may be used in conjunction with the respiration information, for example, to form a combination index based on the DB episode information and the additional information.

A storage/trend unit 340 may store indices and/or may develop and store a trend or trends based on the indices determined by the index processor 333. The trend information may be used by an HF diagnostics unit 350 to evaluate HF status and/or to track the progression of HF decompensation and/or to perform other diagnostic functions. The trends developed as described herein may be used in a number of ways to assist in the diagnosis and/or treatment of patients suffering from HF and/or other respiratory or cardiopulmonary disorders. According to one aspect of the invention, the trend information may be presented to a patient's physician for use in making diagnosis and/or therapy decisions. In one implementation, trend information developed by the trend/storage unit 340 may be configured by the diagnostics unit 350 for presentation for viewing on demand by the physician via a display of a device programmer 360 or other remote device. The physician may use the trend information to diagnose the
patient and/or to initiate, terminate or modify therapy delivered to the patient. In some implementations, the HF evaluation system 300 may communicate with a remote device, such as the device programmer 360 or advanced patient management system (APM) to download trend information periodically so that current trend information is available to the physician.

According to another aspect, the trend information may be used by the diagnostics unit 350 to automatically make a diagnosis and/or to automatically develop a control signal that is coupled to therapy control circuitry 370. The control signal may and direct the therapy control circuitry 370 to initiate, terminate, or modify therapy, such as a cardiac electrostimulation therapy, a drug therapy, a respiration therapy, and/or other types of therapy.

The diagnostics unit 350 may compare the trends developed as described in the various embodiments, to one or more thresholds. The diagnostics unit 350 may detect or diagnose the presence of HF, may determine the progression or regression of HF symptoms, and/or may determine if therapy should be modified based on the comparison.

If the HF evaluation system 300 automatically produces a diagnosis, the diagnosis may be displayed or otherwise provided on demand, or in the form of an automatic alert generated when patient symptoms have deteriorated beyond a trigger level. If the diagnostics unit 350 automatically initiates, terminates, or modifies therapy, the diagnostics unit 350 may develop a control signal transmitted to one or more therapy control units 370 indicating the therapy change. The control signal may be generated by the diagnostics unit 350 based on trend information developed from one or more indices.

For example, if the HF evaluation system 300 produces a control signal coupled to the therapy control circuitry of a CRM device, the control signal may control modification of various pacing parameters. In such an implementation, the therapy modification may include changing the pacing mode, e.g., switching pacing from single ventricular pacing to bi-ventricular pacing, changing the pacing site, changing pacing rate, and/or modifying various pacing delays such as the atrioventricular pacing delay and/or the interventricular pacing delay.
In another example, if the HF evaluation system 300 is used in conjunction with an implantable drug delivery device, such as a drug pump, the HF evaluation system 300 may automatically modify the type and/or titration of drugs used to treat HF or symptoms of HF. Alternatively, the HF evaluation system 300 may inform the patient that their medication should be changed. The automatic therapy modification may be remotely reviewed and approved by the patient's physician prior to making or suggesting the modification.

Referring now to Figure 4 of the drawings, there is shown a CRM device that may be used to implement HF evaluation processes in accordance with the present invention. The CRM device illustrated in Figure 4 includes an implantable cardioverter/defibrillator (ICD) 400 electrically and physically coupled to a lead system 402.

Portions of the intracardiac lead system 402 are inserted into the patient's heart 490. The intracardiac lead system 402 includes one or more electrodes configured to sense electrical cardiac activity of the heart 401, deliver electrical stimulation to the heart 401, sense the patient's transthoracic impedance, and/or sense other physiological parameters, e.g., thoracic, cardiac or vascular pressure, temperature or other physiological parameters. Portions of the housing 403 of the ICD 400 may optionally serve as a can electrode.

In the embodiment shown in Figure 4, the lead system 402 includes an intracardiac right ventricular (RV) lead system 404, an intracardiac right atrial (RA) lead system 405, and an intracardiac left ventricular (LV) lead system 406.

The right ventricular lead system 404 illustrated in Figure 4 includes an SVC-coil 416, an RV-coil 414, an RV-ring electrode 411, and an RV-tip electrode 412. The right ventricular lead system 404 extends through the right atrium 420 and into the right ventricle 419. In particular, the RV-tip electrode 412, RV-ring electrode 411, and RV-coil electrode 414 are positioned at appropriate locations within the right ventricle 419 for sensing and delivering electrical stimulation pulses to the heart. The SVC-coil 416 is positioned at an appropriate location within the right atrium chamber 420 of the heart 401 or a major vein leading to the right atrial chamber 420 of the heart 401.
In one configuration, the RV-tip electrode 412 referenced to the can electrode may be used to implement unipolar pacing and/or sensing in the right ventricle 419. Bipolar pacing and/or sensing in the right ventricle may be implemented using the RV-tip 412 and RV-ring 411 electrodes. In yet another configuration, the RV-ring 411 electrode may optionally be omitted, and bipolar pacing and/or sensing may be accomplished using the RV-tip electrode 412 and the RV-coil 414, for example. The right ventricular lead system 404 may be configured as an integrated bipolar pace/shock lead. The RV-coil 414 and the SVC-coil 416 are defibrillation electrodes.

The left ventricular lead 406 includes an LV distal electrode 413 and an LV proximal electrode 417 located at appropriate locations providing electrical coupling to the left ventricle 424 for pacing and/or sensing the left ventricle 424. The left ventricular lead 406 may be guided into the right atrium 420 of the heart via the superior vena cava. From the right atrium 420, the left ventricular lead 406 may be deployed into the coronary sinus ostium, the opening of the coronary sinus 450. The lead 406 may be guided through the coronary sinus 450 to a coronary vein of the left ventricle 424. This vein is used as an access pathway for leads to reach the surfaces of the left ventricle 424 which are not directly accessible from the right side of the heart. Lead placement for the left ventricular lead 406 may be achieved via subclavian vein access and a preformed guiding catheter for insertion of the LV electrodes 413, 417 adjacent to the left ventricle.

Unipolar pacing and/or sensing in the left ventricle may be implemented, for example, using the LV distal electrode referenced to the can electrode. The LV distal electrode 413 and the LV proximal electrode 417 may be used together as bipolar sense and/or pace electrodes for the left ventricle. The left ventricular lead 406 and the right ventricular lead 404, in conjunction with the ICD 400, may be used to provide cardiac resynchronization therapy such that the ventricles of the heart are paced substantially simultaneously, or in phased sequence separated by in interventricular delay, to provide enhanced cardiac pumping efficiency for patients suffering from HF.

The right atrial lead 405 includes a RA-tip electrode 456 and an RA-ring electrode 454 positioned at appropriate locations in the right atrium 420 for
sensing and pacing the right atrium 420. In one configuration, the RA-tip 456 referenced to the can electrode, for example, may be used to provide unipolar pacing and/or sensing in the right atrium 420. In another configuration, the RA-tip electrode 456 and the RA-ring electrode 454 may be used to effect bipolar pacing and/or sensing.

The ICD 400 may include sensing circuitry for sensing patient respiration. The respiration sensor may be configured, for example, using the intracardiac electrodes to develop the transthoracic impedance signal which tracks respiration. Respiration sensor drive circuitry disposed within the CRM housing 403 provides the necessary drive signals to activate drive electrodes. Response signals are sensed via sense electrodes and are conditioned by the respiration sense circuitry.

The ICD 400 and lead system 402 may be used to support various sensors in addition to the cardiac and respiration sensors previously described. For example, patient activity may be detected using an accelerometer disposed within the ICD housing 403. Patient posture may be determined using a multiaxial sensor responsive to the orientation of the patient’s body with respect to a gravitational field. Sleep state may be detected, for example, using a combination of respiration and patient activity, as described in commonly owned U.S. Patent Application 10/309,771, which is incorporated herein by reference. REM sleep may be detected using a strain gauge or electromyogram (EMG) sensor positioned on the ICD housing 400 or lead system 402 as described in commonly owned U.S. Patent Application 10/643,006 which is incorporated herein by reference. Sleep stage may alternatively be sensed via electroencephalogram (EEG), for example.

Figures 5A and 5B are flowcharts illustrating various implementations for evaluating HF status using a DB index determined based on discrimination between central and obstructive DB types. As previously mentioned, periodic breathing, such as CSR, is associated with a respiration pattern that includes periods of waxing tidal volume (hyperventilation portions) and periods of waning tidal volume (apneic portions). In some embodiments, obstructive DB is discriminated from central DB based on one or more characteristics of the hyperventilation phase of the periodic breathing. For example, central DB may be
discriminated from obstructive DB based on the suddenness of the transition from apnea to hyperventilation. For obstructive DB, these transitions are more pronounced and sudden in comparison to the transitions in central DB episodes, which are more gradual. In one implementation, discrimination between obstructive and central DB may be performed based on the location of the centroid of the modulated waveform of CSR with respect to tidal volume during the hyperventilation portions of the CSR episode. The centroid of the respiration signal with respect to tidal volume during hyperventilation portions of obstructive DB is expected to have a smaller time coordinate and a larger amplitude coordinate when compared to the respiration signal of central DB.

In accordance with another implementation, illustrated in Figure 5A, discrimination between central and obstructive disordered breathing is based on the characteristics of the hyperventilation phase of periodic breathing (PB). In this implementation, patient respiration is sensed 560 using a transthoracic impedance sensor and a respiration signal is generated. Periodic breathing is detected 562 based on a characteristic PB breathing pattern involving alternating patterns of hyperpnea 564 or apnea 566. During the hyperventilation phase 564, of the PB episode, at least one characteristic of the hyperventilation phase is detected and is used to discriminate 570 central DB from obstructive DB.

Various characteristics of the hyperventilation phase may be used to discriminate central DB from obstructive DB, including respiration rate during the hyperventilation phase, rate of increase in respiration rate during the hyperventilation phase, number of breaths in the hyperventilation phase, duration of the hyperventilation phase, among other characteristics. For example central DB may be discriminated from obstructive DB if the respiration rate during the hyperventilation phase is more than about 6 breaths per minute, versus obstructive DB with a rate of about 4 breaths per minute. If the respiration rate is above the threshold, the DB is determined to be 572 obstructive DB. If the respiration rate is equal to or below the threshold, the DB is determined to be 574 central DB.

According to one optional process, indicated by the dashed box 576, a DB index may be calculated based the number of central DB episodes detected.
According to another optional process, indicated by the dashed box 578, the DB index may be calculated as the ratio of the number of central DB episodes to the number of obstructive DB episodes.

A trend may be developed 580 based on the DB index calculated 576, 578 by either of the optional processes. The patient's HF status may be evaluated 582 based on the DB episode trend.

Figure 5B illustrates another method of evaluating HF status based on discrimination of central and obstructive DB. As described before, patient respiration is sensed 584 via a transthoracic impedance sensor which generates a respiration signal. The intrathoracic or intracardiac pressure may be sensed 586, e.g., via a pressure sensor, such as a thoracic, cardiac or vascular pressure sensor, disposed within the heart, within the cardiac vasculature, or the chest cavity. The pressure sensor may be mounted in or on a lead of the CRM device, or separate from the CRM device.

Obstructive DB causes a change in intrathoracic or intracardiac pressure which is detectable by the pressure sensor. Detection of a DB episode with a corresponding increase in pressure may be used to discriminate 588 obstructive DB episodes from central DB episodes. A DB index may be determined 590 based on the number, length, frequency, pattern, and/or severity of central DB episodes, or on a ratio of central to obstructive episodes, for example. A trend may be developed 592 based on the DB index. The patient's HF status is evaluated 594 based on the DB index trend.

In some embodiments, a DB index may be determined based on the lengths of DB episodes, such as the length of apnea episodes, the length of CSR episodes. For DB episodes including multiple disordered breathing patterns, such as CSR, the DB index may be calculated based on the length of certain portions of CSR episodes.

Exemplary implementations of these methods are illustrated in Figures 6A, 6B and 6C. In the method illustrated by 6A, a DB index is calculated based on the average length of DB episodes of any origin experienced by the patient. A respiration signal is generated 610 and DB episodes are detected 615. For example, various DB episodes may be detected based on the characteristic
respiration patterns associated with the various types of DB. The lengths of the DB episodes during a particular period are determined 620. The DB index is calculated for the period 622, which may be daily, weekly, monthly, or according to some other time period. As illustrated in Figure 6A, an average length over the period may be calculated 625 as the DB index, although other statistical values, such as a mean length, maximum length or other value based on length may be used calculated as the DB index for the period. A trend is developed 630 based on the metric. The patient's HF status is evaluated 635 based on the trend.

Figure 6B illustrates a method of calculating a DB index based on the length of portions of a DB episode. In this example, the DB index is based on the hyperventilation portions of CSR. Respiration is sensed 640 via a transthoracic impedance sensor and the characteristic CSR pattern is detected 645. The hyperventilation portions 650 of CSR are discriminated from the apneic portions 655 of CSR based on the rapid respiration rate associated with hyperventilation. The lengths of the hyperventilation portions are determined 660. The average length, mean length, maximum length, or some other length-based metric of the hyperventilation portions is calculated 665 over the period of interest 662, which may be hourly, nightly, daily, weekly, or according to some other time period. A trend is developed 670 based on the metric. The patient's HF status is evaluated 675 based on the trend.

In some embodiments, the DB index may be calculated based on the pattern of DB episodes. For example, PB episodes, such as CSR, include a series of apneic and hyperventilation portions. The resultant respiratory pattern is illustrated in Figure 6D. The pattern involves a lower frequency signal 691, which is the CSR pattern of waxing and waning tidal volume, modulating a higher frequency signal 692 derived from the breath cycles. During CSR, the respiration signal, which may have a frequency range of about 0.1 to about 1 Hz may be modulated by CSR having a frequency range of about 0.05 to about 0.01 Hz. Changes in the modulating frequency 691 may be used to track HF. Lower frequency signals are associated with central DB, which in turn is more closely related to HF than other types of DB. Progression of HF may be detected based on changes in the low frequency envelope of CSR.
Figure 6C illustrates a method of calculating a DB index based on the modulating frequency of DB episodes, such as CSR episodes. Respiration is sensed 676 via a transthoracic impedance sensor. The periodic portion of DB episode is discriminated 678 from non-periodic portions. The modulating frequency of the periodic portion of DB episodes is measured 680 during the periodic portions. The average frequency, mean frequency, maximum frequency or some other frequency-based metric is calculated 684 for the modulating frequency of the DB episodes over the period of interest 682, which may be hourly, nightly, daily, weekly, or according to some other time period. A trend is developed 686 based on the DB index. The patient's HF status is evaluated 688 based on the trend.

Worsening of HF symptoms may be associated with a corresponding increase in the depth of modulation of tidal volume during CSR. Figure 7A illustrates an embodiment wherein the DB index is based on a degree or depth of modulation of tidal volume during CSR. In this exemplary embodiment, a transthoracic impedance sensor senses 735 respiration and generates a respiration signal. If a CSR episode is detected 740, then the average maximum tidal volume and average minimum tidal volume for the CSR episode are determined 745, 750. Alternatively, other measures of the tidal volume, e.g., highest TV (MaxTV) detected during hyperpnea phases and lowest TV (Min TV) detected during apneic phases of the CSR episode may be used instead of the average maximum and minimum values. In one example, the ratio of the average maximum TV to the average minimum TV may be calculated 755 as the DB index. In other examples, the modulation percentage 100*(1-MinTV/MaxTV), or other DB index may be calculated. The DB index is trended 760 and HF evaluated 765 based on the trend.

Figure 7B illustrates an embodiment wherein the DB index is based on the time it takes to achieve the maximum tidal volume during CSR. In this exemplary embodiment, a transthoracic impedance sensor senses 770 respiration and generates a respiration signal. If a CSR episode is detected 775, then the time to reach maximum tidal volume is measured 780 for each cycle of the CSR episode. The DB index is determined 785 based on a metric associated with the measured...
times to reach maximum tidal volume. For example, the DB index may be an average time, mean time, maximum or minimum time to reach maximum tidal volume for each episode. The DB index is trended 790 and HF evaluated 795 based on the trend.

Another useful index for tracking HF progression involves a rapid shallow breathing metric based on the relationship between the tidal volume and respiration rate during rapid shallow breathing episodes. The flowchart of Figure 8 illustrates the use of a rapid shallow breathing metric. As before, the patient's respiration is sensed 810 via a transthoracic impedance sensor and a respiration signal is generated. If the patient's respiration rate is greater than 820 a threshold and the tidal volume of the respiration is below 830 a threshold, then the patient is experiencing 840 rapid shallow breathing. The ratio of the average respiration rate to the average tidal volume during the rapid shallow breathing is calculated 850 as the DB index. Alternatively, other DB indices may be determined that are based on a relationship between respiration rate and tidal volume of rapid shallow breathing. A trend is developed 860 based on the DB index and the patient's HF status is evaluated 870 based on the trend.

In some embodiments, the DB index may be combined with other information or indices to develop a combination index that is used to evaluate HF status. For example, the combined index may be calculated based on a weighted average of the DB index and non-DB measurements, metrics, or indices derived from the additional information. In various embodiments, the DB index and the non-DB information may be combined via a weighted average, voting, data fusion, fuzzy logic, or other processes for combining data.

In some implementations, the additional information may used to inform or modify the DB index. For example, calculation of the DB index may take into account the context in which the DB episodes occur. For example, the DB index may be based on DB episodes that occur concurrently with certain postures of the patient, activity levels, a particular time of night, or particular sleep stages.

Figure 9 is a flowchart illustrating one method of evaluating heart failure status based on a combined index. As previously described, disordered breathing is detected 915 based on sensed 910 patient respiration and a disordered
breathing index is determined 920, for example, using any of the methods described herein. Additional patient information is acquired 925. A representative, non-limiting set of additional information is illustrated in Figure 9. the additional information may include, for example, posture, sleep/wake cycles, autonomic balance, i.e., sympathetic nervous system (SNS) vs. parasympathetic nervous system (PNS) balance, cardiac functioning, medical history, patient activity, and/or other additional information. A combined index may be determined 930 based on a weighted average of the DB index and information from each of the additional information components. The combined index is trended 940 and used to evaluate 950 HF status.

Figures 10 and 11 illustrate methods for calculating modified DB indices that use the additional information to inform or modify the DB indices. The process illustrated in the flowchart of Figure 10 uses patient activity to inform the DB index calculation. The process illustrated in the flowchart illustrated in Figure 11 uses patient posture to inform the DB index calculation.

Turning now to Figure 10, a process for using activity information to modify the DB index is illustrated. The exemplary embodiment is based on calculation of the average activity level of the patient during DB episodes. It will be appreciated that there are many ways activity level may be used to modify a DB index that are considered to be within the scope of the invention. The process illustrated in Figure 10 provides one exemplary implementation for producing an activity informed DB index that may be used for HF status evaluation.

Patient respiration is sensed 1010 and a respiration signal is generated. Disordered breathing episodes are detected 1020 based on the respiration signal. The patient's activity level is determined 1030 during each disordered breathing episode. The average activity level during disordered breathing is determined 1040 for a period of time. The average activity level during DB is trended 1050 and HF status is evaluated 1060 based on the trend. For example, if the trend indicates that the patient activity during DB is generally decreasing, indicating an increase in DB during less active periods, this change may indicate a worsening of HF status.
Figure 11 illustrates a process that uses patient posture information to modify the DB index as illustrated. The exemplary embodiment is based on calculation of the average tilt angle of the patient during DB episodes. It will be appreciated that there are many ways patient posture may be used to modify a DB index that are considered to be within the scope of the invention. The process illustrated in Figure 11 provides one exemplary implementation for producing a posture informed DB index that may be used for HF status evaluation.

Patient respiration is sensed 1110 and a respiration signal is generated. Disordered breathing episodes are detected 1120 based on the respiration signal. The patient's tilt angle is determined 1130 during each disordered breathing episode. The average tilt angle during disordered breathing is determined 1140 over a period of time. The average tilt angle during DB is trended 1150 and HF status is evaluated 1160 based on the trend. For example, if the trend indicates that the patient tilt angle during DB is generally increasing, indicating an increase in DB episodes when standing or sitting upright, this change may indicate a worsening of HF status.

Various modifications and additions may be made to the embodiments discussed herein without departing from the scope of the present invention. Accordingly, the scope of the present invention should not be limited by the particular embodiments described above, but should be defined only by the claims set forth below and equivalents thereof.
What is claimed is:

1. A method for operating a medical device to provide a patient assessment, the method comprising:
   - sensing patient respiration and generating a respiration signal;
   - detecting disordered breathing episodes based on the respiration signal;
   - determining a disordered breathing index based on the detected disordered breathing episodes;
   - trending the disordered breathing index over a period of time; and
   - evaluating a status of heart failure based on the disordered breathing index trend, wherein at least one of sensing, detecting, determining, trending, and evaluating is performed at least in part implantably.

2. The method of claim 1, wherein:
   - detecting the disordered breathing episodes based on the respiration signal comprises discriminating obstructive disordered breathing episodes from central disordered breathing episodes; and
   - determining the disordered breathing index comprises determining the disordered breathing index based on at least one of the obstructive disordered breathing episodes and the central disordered breathing episodes.

3. The method of claim 2, wherein discriminating the obstructive disordered breathing episodes from the central disordered breathing episodes comprises discriminating based on a respiratory rate during hyperventilation portions of the respiration signal during periodic breathing episodes.
4. The method of claim 2, wherein determining the disordered breathing index comprises determining a ratio of the central disordered breathing episodes to the obstructive disordered breathing episodes.

5. The method of claim 1, wherein determining the disordered breathing index comprises determining the disordered breathing index based on lengths of the detected disordered breathing episodes.

6. The method of claim 1, wherein determining the disordered breathing index comprises determining the disordered breathing index based on lengths of particular portions of the detected disordered breathing episodes.

7. The method of claim 1, wherein determining the disordered breathing index comprises determining the disordered breathing index based on frequency of the detected disordered breathing episodes.

8. The method of claim 1, wherein:
   detecting the disordered breathing episodes comprises detecting periodic breathing episodes; and
   determining the disordered breathing index comprises:
   determining a waveform modulating the respiration signal during the periodic breathing episodes; and
   determining the disordered breathing index based on a degree of modulation of the waveform.

9. The method of claim 1, wherein:
   detecting the disordered breathing episodes comprises detecting periodic breathing episodes; and
   determining the disordered breathing index comprises:
detecting the maximum tidal volume during periods of hyperventilation; and
determining a time to reach the maximum tidal volume.

10. The method of claim 1, wherein:
detecting the disordered breathing episodes comprises detecting rapid shallow breathing episodes; and
determining the disordered breathing index comprises determining a ratio of respiration rate to tidal volume.

11. The method of claim 1, further comprising acquiring additional information related to the status of heart failure, wherein assessing the status of heart failure comprises assessing the status based on the disordered breathing index and the additional information.

12. The method of claim 11, wherein the additional information is acquired using a patient questionnaire.

13. The method of claim 11, wherein the additional information comprises sensed information.

14. The method of claim 11, wherein:
acquiring the additional information comprises detecting patient postures; and
determining the disordered breathing index comprises correlating the patient postures with the disordered breathing episodes.

15. The method of claim 11, wherein:
acquiring the additional information comprises detecting patient activity; and
determining the disordered breathing index comprises correlating the patient activity with the disordered breathing episodes.
16. The method of claim 1, further comprising displaying at least one of the trend and
the heart failure evaluation.

17. The method of claim 1, further comprising generating an alert based on at least
one of the trend and the heart failure evaluation.

18. The method of claim 1, further comprising modifying therapy based on at least
one of the trend and the heart failure evaluation.

19. A system for providing a patient assessment, the system comprising:
 a data acquisition module including a respiration sensor configured to generate a
 signal responsive to patient respiration;
 a disordered breathing detector coupled to the respiration sensor and configured
to detect disordered breathing episodes based on the respiration signal;
 an index processor coupled to the disordered breathing detector and configured
to determine a disordered breathing index based on the detected disordered breathing
episodes;
 a trend/storage module coupled to the index processor, the trend/storage module
configured to develop and store a trend of the disordered breathing index; and
 a diagnostics unit coupled to the trend/storage module, the diagnostics unit
configured to evaluate heart failure status based on the disordered breathing index
trend.

20. The system of claim 19, wherein the patient assessment system is at least in part
implantable.

21. The system of claim 19, wherein at least one component of the patient
assessment system is disposed within a housing of a cardiac rhythm management
device.
22. The system of claim 19, wherein the index processor is configured to discriminate between obstructive disordered breathing episodes and central disordered breathing episodes and to determine the disordered breathing index based on at least one of the obstructive disordered breathing episodes and central disordered breathing episodes.

23. The system of claim 22, wherein the index processor is configured to discriminate between the obstructive disordered breathing episodes and the central disordered breathing episodes based on respiration rate during hyperventilation portions of periodic respiration episodes.

24. The system of claim 22, further comprising a pressure sensor configured to measure at least one of a thoracic, cardiac or vascular pressure, wherein the index processor is configured to discriminate between obstructive disordered breathing episodes and central disordered breathing episodes based on an output generated by the pressure sensor.

25. The system of claim 19, wherein the index processor is configured to determine the disordered breathing index based on lengths of the disordered breathing episodes.

26. The system of claim 19, wherein the index processor is configured to determine the disordered breathing index based on frequency of the disordered breathing episodes.

27. The system of claim 19, wherein the index processor is configured to determine the disordered breathing index based on a pattern of the disordered breathing episodes.

28. The system of claim 19, further comprising a sleep stage sensor coupled to the index processor and configured to detect sleep stage, wherein the index processor is
configured to correlate disordered breathing episodes to sleep stage and to determine the disordered breathing index based on the sleep stage and the disordered breathing episodes.

29. The system of claim 19, further comprising an activity sensor coupled to the index processor and configured to detect patient activity, wherein the index processor is configured to correlate disordered breathing episodes with patient activity and to determine the disordered breathing index based on the patient activity and the disordered breathing episodes.

30. The system of claim 19, further comprising a posture sensor coupled to the index processor and configured to measure patient postures, wherein the index processor is configured to correlate disordered breathing episodes with patient postures and to determine a modified disordered breathing index based on the patient postures and the disordered breathing episodes.

31. A medical system, comprising:
   a sensing system configured to sense patient respiration and generating a respiration signal;
   a disordered breathing detector configured to detect disordered breathing episodes based on the respiration signal;
   means for determining a disordered breathing index based on the detected disordered breathing episodes;
   means for trending the disordered breathing index over a period of time; and
   means for evaluating a status of heart failure based at least on the disordered breathing index trend, wherein at least one of the sensing system, disordered breathing detector, means for determining, means for trending and means for evaluating includes an implantable component.

32. The system of claim 31, further comprising:
means for detecting patient postures; and
means for correlating the patient postures with the disordered breathing
episodes.

33. The system of claim 31, further comprising:
means for detecting patient activity; and
mean for correlating the patient activity with the disordered breathing episodes.

34. The system of claim 31, further comprising means for modifying therapy based
on the heart failure evaluation.
110 Sense Respiration, Generate Respiration Signal

112 Determine a Disordered Breathing Severity Index based on the Respiration Signal

114 Trend the Disordered Breathing Index

116 Evaluate Heart Failure Based on the Disordered Breathing Index

118 Initiate, Terminate or Modify Therapy

120 Present Diagnostic Information to Physician Via User Interface

122 Generate an Alert

124 Periodically/On Demand Transfer Information to a Remote Device

Figure 1A
Mixed (cyclic respiratory patterns with a mixture of obstructive and central apnea or hypopnea events in each cycle)

Other

Periodic Breathing

Central (cyclic respiratory patterns with a central apnea or hypopnea event in each cycle)

Obstructive (cyclic respiratory patterns with an obstructive apnea or hypopnea event in each cycle)

Cheyne-Stokes (gradual waxing and waning of tidal volume, with a central apnea and hypopnea event in each cycle)
Figure 5A

1. Sense Respiration Using Transthoracic Impedance Sensor
2. Respiration Consistent with PB Episode?
   - no
     - Apnea Phase
   - yes
     - Hyperventilation Phase?
       - no
         - Apnea Phase
       - yes
         - Detect Respiration Characteristic
11. Characteristic Indicates Central DB?
    - no
      - PB is Obstructive Type
    - yes
      - PB is Central Type
13. Calculate Disordered Breathing Index as Central DB Episodes/Hour
14. Calculate Disordered Breathing Index as Central/Obstructive DB Episodes
15. Trend Disordered Breathing Index
16. Evaluate Heart Failure Based on Disordered Breathing Trend
Figure 5B
Sense Respiration Using Transthoracic Impedance Sensor

DB Detected?

Determine Length of DB Episode

Period Expired?

Determine Average Length/Episode over Period

Trend Average Length/Episode

Evaluate Heart Failure Based on Trend

Figure 6A
Figure 6B

1. Sense Respiration Using Transthoracic Impedance Sensor
2. Respiration Consistent with CSR Episode?
   - no
   - yes
     3. Hyperventilation Phase?
        - no: Apnea Phase
        - yes: Determine Length of Hyperventilation Phase
          4. Period Expired?
             - no
             - yes: Calculate Disordered Breathing Index Based on Length of Hyperventilation Phases over Period
               5. Trend Disordered Breathing Index
                  6. Evaluate Heart Failure Based on Disordered Breathing Trend
676
Sense Respiration Using Transthoracic Impedance Sensor

678
Periodic DB Detected?

680
Determine Frequency of DB Episode

682
Period Expired?

684
Determine DB Index Based on Frequency

686
Trend Average DB Index

688
Evaluate Heart Failure Based on Trend

Figure 6C
Flowchart:

1. **Sense Respiration Using Transthoracic Impedance Sensor**

2. **CSR Detected?**
   - **Yes**
     - **Determine Average Maximum Tidal Volume During CSR Episode**
     - **Determine Average Minimum Tidal Volume During CSR Episode**
     - **Calculate DB Index Using Maximum Tidal Volume and Minimum Tidal Volume**
     - **Trend Ratio**
     - **Evaluate Heart Failure Based on Trend**
   - **No**
Sense Respiration Using Transthoracic Impedance Sensor

CSR Detected?

- no
- yes

Measure Time to Reach Max TV for Each CSR Cycle

Determine DB Index Based on Times to Reach Max TV for CSR Episodes

Trend DB Index

Evaluate Heart Failure Based on Trend

Figure 7B
Figure 8

1. Sense Respiration Using Transthoracic Impedance Sensor
2. Respiration Rate > Threshold?
   - Yes: Tidal Volume < Threshold?
     - Yes: Rapid Shallow Breathing Episode
     - No: Evaluate Heart Failure Based on Trend
   - No: Calculate Average Respiration Rate/Tidal Volume
3. Trend Average Respiration Rate/Tidal Volume
4. Evaluate Heart Failure Based on Trend
Figure 9

1. Sense Respiration Using Transthoracic Impedance Sensor
2. Detect Disordered Breathing
3. Determine Disordered Breathing Index
4. Acquire Additional Patient Information
   - Posture
   - Sleep/Wake
   - Sleep Stage or Time of Night
5. Determine Weighted Average of Disordered Breathing Index and Additional Information
6. Trend Weighted Average
7. Evaluate Heart Failure Status Based on Trend
8. Autonomic Balance
9. Medical History
10. Activity
Figure 10

1010 Sense Respiration Using Transthoracic Impedance Sensor
1020 Detect Disordered Breathing Episode
1030 Determine Patient Activity Level During Disordered Breathing Episode
1040 Determine Average Activity Level/Disordered Breathing Episodes
1050 Trend Average Activity during DB Episodes
1060 Evaluate Heart Failure Status Based on Trend
Sense Respiration Using Transthoracic Impedance Sensor

Detect Disordered Breathing Episode

Determine Tilt Angle During Disordered Breathing Episode

Determine Average Daily Tilt Angle/Disordered Breathing Episode

Trend Average Tilt Angle

Assess Heart Failure Status Based on Trend

Figure 11
INTERNATIONAL SEARCH REPORT

A. CLASSIFICATION^ SUBJECT MATTER

According to International Patent Classification (IPC) or both national classification and IPC

INV. A61N1/365 A61N1/362 A61B5/08

B. FIELDS SEARCHED

Minimum documentation searched (classification system followed by classification symbols)

A61N A61B

Documentation searched other than minimum documentation to the extent that such documents are included in the fields searched

Electronic data base consulted during the international search (name of data base and, where practical, search terms used)

EPO-Internal , INSPEC

C. DOCUMENTS CONSIDERED TO BE RELEVANT

<table>
<thead>
<tr>
<th>Category*</th>
<th>Citation of document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No</th>
</tr>
</thead>
</table>

-/--

X Further documents are listed in the continuation of Box C
X See patent family annex

* Special categories of cited documents

'A' document defining the general state of the art which is not considered to be of particular relevance

'E' earlier document but published on or after the international filing date

'L' document which may throw doubts on priority claim(s) or which is cited to establish the publication date of another citation or other special reason (as specified)

'O' document referring to an oral disclosure, use, exhibition or other means

'P' document published prior to the international filing date but later than the priority date claimed

'T' later document published after the international filing date or priority date and not in conflict with the application but cited to understand the principle or theory underlying the invention

'R' document of particular relevance, the claimed invention cannot be considered novel or cannot be considered to involve an inventive step when the document is taken alone

'S' document of particular relevance, the claimed invention cannot be considered to involve an inventive step when the document is combined with one or more other such documents, such combination being obvious to a person skilled in the art

'A' document member of the same patent family

Date of the actual completion of the international search

14 March 2007

Date of mailing of the international search report

21/03/2007

Name and mailing address of the ISA/
European Patent Office, P B 5818 Patentlaan 2
NL- 2280 HV RUSSEL
Tel (+31-70) 340-2040, Tx 31 651 epo nl,
Fax (+31-70) 340-3016

Authorized officer

Ferrigno, Antonio
<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of document, with Indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>X</td>
<td>WO 2005/028029 A (CARDIAC PACEMAKERS [US])</td>
<td>19-34</td>
</tr>
<tr>
<td></td>
<td>31 March 2005 (2005-03-31)</td>
<td></td>
</tr>
<tr>
<td></td>
<td>abstract</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 1, lines 19-26</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 3, lines 1-12</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 4, line 1 - page 5, line 30</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 17, lines 3-15</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 65, line 13 - page 93, line 22</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 105, lines 3-28</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 108, lines 13-30</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 113, lines 21-23</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 117, line 12 - page 121, line 17</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 151, line 16 - page 152, line 22</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 164, lines 1-28</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 183, line 20 - page 185, line 20</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 224, line 13 - page 226, line 9</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 227, line 7 - page 228, line 30</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 231, lines 19-28</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 238, line 13 - page 244, line 11</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 299, line 24 - page 300, line 21</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 307, lines 7-28</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 318, line 4 - page 320, line 2</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 323, line 12 - page 324, line 29</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 339, line 18 - page 340, line 32</td>
<td></td>
</tr>
<tr>
<td>X</td>
<td>WO 2004/062485 A (MEDTRONIC INC [US])</td>
<td>19-34</td>
</tr>
<tr>
<td></td>
<td>29 July 2004 (2004-07-29)</td>
<td></td>
</tr>
<tr>
<td></td>
<td>the whole document</td>
<td></td>
</tr>
<tr>
<td></td>
<td>abstract</td>
<td></td>
</tr>
<tr>
<td></td>
<td>column 1, lines 11-15,56-62</td>
<td></td>
</tr>
<tr>
<td></td>
<td>column 4, line 33 - column 5, line 15</td>
<td></td>
</tr>
<tr>
<td></td>
<td>column 15, line 43 - column 19, line 45</td>
<td></td>
</tr>
<tr>
<td>A</td>
<td>WO 03/075744 A (CARDIAC PACEMAKERS [US])</td>
<td>19-34</td>
</tr>
<tr>
<td></td>
<td>18 September 2003 (2003-09-18)</td>
<td></td>
</tr>
<tr>
<td></td>
<td>abstract</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 1, lines 6-18</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 3, line 4 - page 4, line 2</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 7, line 18 - page 9, line 3</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 10, line 11 - page 11, line 12</td>
<td></td>
</tr>
<tr>
<td></td>
<td>page 21, line 5 - page 23, line 31</td>
<td></td>
</tr>
</tbody>
</table>
This International Search Report has not been established in respect of certain claims under Article 17(2)(a) for the following reasons:

1. Claims Nos.: 1-18
   because they relate to subject matter not required to be searched by this Authority, namely:
   - claims 1-17: Rule 39.1(iv) PCT - Diagnostic method practised on the human or animal body
   - Claim 18: Rule 39.1(iv) PCT - Method for treatment of the human or animal body by therapy

2. Claims Nos.: because they relate to parts of the International Application that do not comply with the prescribed requirements to such an extent that no meaningful International Search can be carried out, specifically:

3. Claims Nos.: because they are dependent claims and are not drafted in accordance with the second and third sentences of Rule 6.4(a).

This International Searching Authority found multiple inventions in this international application, as follows:

1. As all required additional search fees were timely paid by the applicant, this International Search Report covers all searchable claims.

2. As all searchable claims could be searched without effort justifying an additional fee, this Authority did not invite payment of any additional fee.

3. As only some of the required additional search fees were timely paid by the applicant, this International Search Report covers only those claims for which fees were paid, specifically claims Nos.:

4. No required additional search fees were timely paid by the applicant. Consequently, this International Search Report is restricted to the invention first mentioned in the claims; it is covered by claims Nos.:

Remark on Protest

- The additional search fees were accompanied by the applicant's protest.
- No protest accompanied the payment of additional search fees.
<table>
<thead>
<tr>
<th>Patent document cited in search report</th>
<th>Publication date</th>
<th>Patent family member(s)</th>
<th>Publication date</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td>US 2005076905 A1</td>
<td>14-04-2005</td>
</tr>
<tr>
<td></td>
<td></td>
<td>US 2005076909 A1</td>
<td>14-04-2005</td>
</tr>
<tr>
<td></td>
<td></td>
<td>US 2005080461 A1</td>
<td>14-04-2005</td>
</tr>
<tr>
<td></td>
<td></td>
<td>US 2005145246 A1</td>
<td>07-07-2005</td>
</tr>
<tr>
<td></td>
<td></td>
<td>WO 2004062484 A2</td>
<td>29-07-2004</td>
</tr>
<tr>
<td>US 6752765 B1</td>
<td>22-06-2004</td>
<td>NONE</td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td>EP 1513585 A2</td>
<td>16-03-2005</td>
</tr>
<tr>
<td></td>
<td></td>
<td>US 2003171791 A1</td>
<td>11-09-2003</td>
</tr>
<tr>
<td></td>
<td></td>
<td>US 2006195163 A1</td>
<td>31-08-2006</td>
</tr>
</tbody>
</table>