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(57) ABSTRACT 
The device and method for reducing heart wall stress. The 
device can be one which reduces wall StreSS throughout the 
cardiac cycle or only a portion of the cardiac cycle. The 
device can be configured to begin to engage, to reduce wall 
StreSS during diastolic filling, or begin to engage to reduce 
wall StreSS during Systolic contraction. Furthermore, the 
device can be configured to include at least two elements, 
one of which engages full cycle and the other which engages 
only during a portion of the cardiac cycle. 
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STRESS REDUCTION APPARATUS AND METHOD 

RELATED APPLICATIONS 

0001. This application is related to U.S. application Ser. 
No. , filed on date even herewith and entitled “Trans 
ventricular Implant Tools and Devices” and U.S. application 
Serial No. , filed on date even herewith and entitled 
“Heart Wall Tension Reduction Apparatus and Method”, 
both of which are incorporated herein by reference 

FIELD OF THE INVENTION 

0002 The present invention pertains to the field of appa 
ratus for treatment of a failing heart. In particular, the 
apparatus of the present invention is directed toward reduc 
ing the wall StreSS in the failing heart. 

BACKGROUND OF THE INVENTION 

0003. The syndrome of heart failure is a common course 
for the progression of many forms of heart disease. Heart 
failure may be considered to be the condition in which an 
abnormality of cardiac function is responsible for the inabil 
ity of the heart to pump blood at a rate commensurate with 
the requirements of the metabolizing tissues, or can do So 
only at an abnormally elevated filling preSSure. There are 
many specific disease processes that can lead to heart failure 
with a resulting difference in pathophysiology of the failing 
heart, Such as the dilatation of the left ventricular chamber. 
Etiologies that can lead to this form of failure include 
idiopathic cardiomyopathy, Viral cardiomyopathy, and 
ischemic cardiomyopathy. 
0004. The process of ventricular dilatation is generally 
the result of chronic Volume Overload or Specific damage to 
the myocardium. In a normal heart that is exposed to long 
term increased cardiac output requirements, for example, 
that of an athlete, there is an adaptive process of Ventricular 
dilation and myocyte hypertrophy. In this way, the heart 
fully compensates for the increased cardiac output require 
ments. With damage to the myocardium or chronic Volume 
overload, however, there are increased requirements put on 
the contracting myocardium to Such a level that this com 
pensated State is never achieved and the heart continues to 
dilate. 

0005 The basic problem with a large dilated left ventricle 
is that there is a significant increase in wall tension and/or 
StreSS both during diastolic filling and during Systolic con 
traction. In a normal heart, the adaptation of muscle hyper 
trophy (thickening) and ventricular dilatation maintain a 
fairly constant wall tension for Systolic contraction. How 
ever, in a failing heart, the ongoing dilatation is greater than 
the hypertrophy and the result is a rising wall tension 
requirement for Systolic contraction. This is felt to be an 
ongoing insult to the muscle myocyte resulting in further 
muscle damage. The increase in wall StreSS is also true for 
diastolic filling. Additionally, because of the lack of cardiac 
output, there is generally a rise in Ventricular filling pressure 
from Several physiologic mechanisms. Moreover, in diastole 
there is both a diameter increase and a pressure increase over 
normal, both contributing to higher wall stress levels. The 
increase in diastolic wall StreSS is felt to be the primary 
contributor to ongoing dilatation of the chamber. 
0006 Prior art treatments for heart failure fall into three 
generally categories. The first being pharmacological, for 
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example, diuretics. The Second being assist Systems, for 
example, pumps. Finally, Surgical treatments have been 
experimented with, which are described in more detail 
below. 

0007 With respect to pharmacological treatments, diuret 
ics have been used to reduce the workload of the heart by 
reducing blood Volume and preload. Clinically, preload is 
defined in Several ways including left ventricular end dias 
tolic pressure (LVEDP), or left ventricular end diastolic 
volume (LVEDV). Physiologically, the preferred definition 
is the length of Stretch of the Sarcomere at end diastole. 
Diuretics reduce extra cellular fluid which builds in conges 
tive heart failure patients increasing preload conditions. 
Nitrates, arteriolar vasodilators, angiotensin converting 
enzyme inhibitors have been used to treat heart failure 
through the reduction of cardiac workload through the 
reduction of afterload. Afterload may be defined as the 
tension or StreSS required in the wall of the Ventricle during 
ejection. Inotropes Such as digoxin are cardiac glycosides 
and function to increase cardiac output by increasing the 
force and Speed of cardiac muscle contraction. These drug 
therapies offer some beneficial effects but do not stop the 
progression of the disease. 
0008 Assist devices include, for example, mechanical 
pumps. Mechanical pumps reduce the load on the heart by 
performing all or part of the pumping function normally 
done by the heart. Currently, mechanical pumps are used to 
Sustain the patient while a donor heart for transplantation 
becomes available for the patient. 
0009. There are at least three Surgical procedures for 
treatment of heart failure: 1) heart transplant; 2) dynamic 
cardiomyoplasty; and 3) the Batista partial left ventriculec 
tomy. Heart transplantation has Serious limitations including 
restricted availability of organs and adverse effects of immu 
noSuppressive therapies required following heart transplan 
tation. Cardiomyoplasty includes wrapping the heart with 
skeletal muscle and electrically Stimulating the muscle to 
contract Synchronously with the heart in order to help the 
pumping function of the heart. The Batista partial left 
Ventriculectomy includes Surgically remodeling the left ven 
tricle by removing a Segment of the muscular wall. This 
procedure reduces the diameter of the dilated heart, which in 
turn reduces the loading of the heart. However, this 
extremely invasive procedure reduces muscle mass of the 
heart. 

SUMMARY OF THE INVENTION 

0010. The present invention pertains to a device and 
method for reducing mechanical heart wall muscle StreSS. 
Heart muscle StreSS is a Stimulus for the initiation and 
progressive enlargement of the left ventricle in heart failure. 
Reduction of heart wall stress with the devices and methods 
disclosed herein is anticipated to Substantially slow, Stop or 
reverse the heart failure disease process. Although the pri 
mary focus of the discussion of the devices and methods of 
the present invention herein relates to heart failure and the 
left ventricle, these devices and method could be used to 
reduce StreSS in the heart's other chambers. 

0011. The devices and methods of the present invention 
can reduce heart wall StreSS throughout the cardiac cycle 
including end diastole and end Systole. Alternatively, they 
can be used to reduce wall StreSS during the portions of the 
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cardiac cycle not including end Systole. Those devices which 
operate throughout the cardiac cycle are referred to herein as 
“full cycle splints'. Those devices which do not operate to 
reduce wall StreSS during end Stage Systole are referred to as 
“restrictive devices'. Restrictive devices include both 
“restrictive splints' which alter the geometric shape of the 
left ventricle, and “wraps' which merely limit the magnitude 
of the expansion of the left ventricle during diastolic filling 
without a Substantial shape change. 
0012 While it is desirable to reduce wall stress for the 
treatment of heart failure, to Slow or reverse the disease 
proceSS and to increase heart wall muscle Shortening and 
pumping efficiency, it is also desirable to maintain or 
improve Stroke Volume and allow for variable preload. 
0013 Improving muscle shortening both total length 
change and extent at end Systole, is particularly important in 
Symptomatic heart failure wherein the heart has decreased 
left ventricle function and has enlarged. Full cycle Splinting 
can be used to obtain a Substantial increase in muscle 
Shortening. Improved shortening will lead to an increase in 
pump function, and chronically may result in muscle 
Strengthening and reversal of the disease because of 
increased pumping efficiency. The increase in Shortening 
should be balanced against a reduction in chamber Volume. 
0.014. In asymtomatic, early stage heart failure, it may be 
possible to use only a restrictive device or method as 
elevated wall StreSS is considered to be an initiator of muscle 
damage and chamber enlargement. Restrictive devices and 
methods acting during diastole will reduce the maximum 
wall StreSS experience during end diastole and early Systole. 
It should be understood that restrictive devices and methods 
can be used in combination with full cycle Splinting to more 
precisely control or manipulate StreSS reduction throughout 
the cardiac cycle. 

BRIEF DESCRIPTION OF THE DRAWINGS 

0.015 FIG. 1 is a vertical side view of a heart including 
a transventricular splint and band Splint, 
0016 FIG. 2 is a horizontal cross section of the heart, 
splint and band splint of FIG. 1; 
0017 FIG. 3 is a graph showing the relationship between 
stress and strain for the sarcomeres of the left ventricle for 
a normal and failing heart throughout the cardiac cycle; 
0.018 FIG. 4 is an idealized horizontal cross section of a 
left ventricle splinted to form two lobes; 
0.019 FIG. 5 is an idealized horizontal cross sectional 
left ventricle splinted to form three lobes; 
0020 FIG. 6 is a vertical view of a heart including two 
transventricular splints and two band Splints, 
0021 FIG. 7 is a cross sectional view of the heart, a band 
splint and a splint of FIG. 6; 
0022 FIG. 8 is a vertical view of a heart including a 
transventricular splint and a partial band Splint, 
0023 FIG. 9 is a horizontal cross sectional view of the 
heart, splint and band splint of FIG. 8; 
0024 FIG. 10 is a horizontal cross section of a heart 
including a splint having full cycle and restrictive elements 
at the beginning of diastolic filling, 
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0025 FIG. 11 is a view of the splint of FIG. 10 at end 
diastole; 

0026 FIG. 12 is a horizontal cross section of the left 
Ventricle including a full cycle transventricular Splint and a 
restrictive transventricular Splint at the beginning of dias 
tolic filling; 

0027 FIG. 13 is a view of the splints of FIG. 12 at end 
diastole; 

0028 FIG. 14 is a horizontal cross sectional view of the 
left Ventricle including a restrictive splint at the beginning of 
diastolic filling, 
0029 FIG. 15 is a view of the splint of FIG. 14 at end 
diastole; 

0030 FIG. 16 is a vertical view of the heart in phantom 
line including a band Splint, 

0031 FIG. 17 is an alternate embodiment of the band 
splint of FIG. 16; 
0032 FIG. 18 is an alternate embodiment of the band 
splint of FIG. 16; 
0033 FIG. 19 is an alternate embodiment of the band 
splint of FIG. 16; 
0034 FIG. 20 is a vertical view of a heart including a 
partial circumferential Strap; 
0035 FIG. 21 is a horizontal cross sectional view of the 
heart and strap of FIG. 20; 
0036 FIG. 22 is a vertical view of a heart including a 
Vertical partial Strap; 

0037 FIG. 23 is a horizontal cross sectional view of a 
heart including a transventricular Splint passing through the 
papillary muscles, 

0038 FIG. 24 is a horizontal cross sectional view of a 
heart including a transventricular Splint passing through the 
left ventricle to lateral the papillary muscles, 

0039 FIG. 25 is a horizontal cross sectional view of the 
left Ventricle including a plurality of transventricular Splints; 

0040 FIG.26 is a vertical view of a heart in phantom line 
including a single element wrap including longitudinal axis 
Securing points, 

0041) 
FIG. 26; 

0042 FIG. 28 is an alternate embodiment of the wrap of 
FIG. 26; 

0043) 
FIG. 26; 

0044 FIG. 30 is a vertical view of the heart including a 
mesh wrap; 

FIG. 27 is an alternate embodiment of the wrap of 

FIG. 29 is an alternate embodiment of the wrap of 

004.5 FIG. 31 is a cross sectional view of a patient's 
torSo and heart showing a band Splint anchored to the 
patient's ribs, 

0046 FIG. 32 is a partial vertical view of the heart and 
band splint of FIG. 31; 
0047 FIG.33 is a partial vertical view of a failing heart; 
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0048) 
FIG.33; 

0049 FIG. 35 is a vertical view of the heart for decreas 
ing the horizontal radius of the Ventricles and increasing 
their vertical length; 
0050 FIG.36 is an exaggerated vertical view of the heart 
of FIG. 33 elongated by the device of FIG. 35; 
0051 FIG. 37 is a view of the cross section of FIG. 34 
showing the decrease in radius of the Ventricles, 

FIG. 34 is a cross sectional view of the heart of 

0.052 FIG. 38 is a horizontal cross sectional view of the 
heart showing the left and right ventricles and a splint 
disposed within the myocardium; 
0053 FIG. 39 is a vertical cross section of the left 
Ventricle showing a splint within the myocardium; 
0054 FIG. 40 is a partial cross section of the left 
Ventricle showing a splint extending through a portion of the 
myocardium; 
0055 FIG. 41 is a partial vertical view of a heart showing 
the splint of FIG. 40 extending horizontally through the 
myocardium; 

0056 FIG. 42 is a horizontal cross sectional view of the 
left and right ventricles including reinforcement loops, 
0057 FIG. 43 is an alternate embodiment of the rein 
forcing loops of FIG. 43; 
0.058 FIG. 44 shows a vertical view of the heart includ 
ing the reinforcement loops of FIG. 43 and a rigid shape 
changing member; and 
0059 FIG. 45 is a vertical cross sectional view of a heart 
showing a ring around the chordae. 

DETAILED DESCRIPTION OF THE 
PREFERRED EMBODIMENTS 

0060. The present invention is directed at reducing wall 
StreSS in a failing heart. Diastolic wall StreSS is considered to 
be an initiator of muscle damage and chamber enlargement. 
For this reason, it is desirable to reduce diastolic wall StreSS 
to prevent the progression of the disease. The significant 
impact of StreSS occurs at all Stages and functional levels of 
heart failure, however, independent of the original causes. 
For example, in asymtomatic early Stages of heart failure 
mechanical StreSS can lead to Symptomatic heart failure 
marked by an enlarged heart with decreased left ventricle 
function. AS the heart enlarges, mechanical StreSS on the 
heart wall increaseS proportionally to the increasing radius 
of the heart in accordance with LaPlace's Law. It can thus be 
appreciated that as StreSS increases in Symptomatic heart 
failure, those factors that contributed to increasing StreSS 
also increase. Thus, the progression of the disease acceler 
ates to late Stage heart failure, end Stage heart failure and 
death unless the disease is treated. 

0061 Three parameters influence mechanical stress on 
the muscle. These are: (1) muscle mass, i.e., as reflected by 
the thickness of the muscle; (2) pressure in the chamber 
which is a function of the resistance to blood flow of the 
patient's vasculature and the volume of blood within the 
patient; and (3) chamber of geometry. The present invention 
pertains to devices and methods for directly and passively 
changing chamber geometry to lower wall StreSS. In addition 
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to treatment of heart failure, the devices and methods of the 
present invention also lend themselves to application in the 
case of a decrease in cardiac function caused by, for 
example, acute myocardial infarction. 
0062) The device's disclosed herein for changing cham 
ber geometry are referred to as “splints. In addition to 
Splints, wraps which can be placed around the heart can limit 
muscle StreSS without the chamber shape change. When a 
wrap is used, wall StreSS is merely transferred to the wrap, 
while the generally globular shape of the heart is maintained. 
A wrap could be used in conjunction with a splint to 
modulate heart wall StreSS reduction at various Stages of the 
cardiac cycle. 
0063. The present invention includes a number of splint 
embodiments. Splints and wraps can be classified by where 
in the cardiac cycle they engage the heart wall, i.e., mechani 
cally limit the size of the left ventricle in the case of wraps 
and change the geometry of the Ventricle in the case of 
Splints. If a Splint or wrap only begins to engage during 
diastolic filling, the Splint can be termed a “restrictive 
Splint'. If the Splint or wrap is engaged throughout the 
cardiac cycle, both during diastolic filling and Systolic 
contraction and ejection, the Splint can be termed a “full 
cycle splint'. The wrap will generally be a restrictive device 
which begins to engage during diastolic filling to increase 
the elastance (reduces compliance) of the chamber. If a wrap 
is made from elastic material it may engage full cycle, but 
the force required to elongate the wrap will increase as 
diastolic filling progresses, preload Strain will be reduced 
without an improvement in Systolic contraction. 
0064 FIG. 1 is a view of a heart A in a normal, generally 
Vertical orientation. A wrap 11 Surrounds heart A and a 
transventricular splint 12 extends through the heart and 
includes an anchor or anchor pad 13 disposed on opposite 
sides of the heart. FIG. 2 is a horizontal cross sectional view 
of heart A taken through wrap 11 and splint 12. Splint 12 
includes a tension member 15 extending through left ven 
tricle B. Anchor pads 13 are disposed at each end of tension 
member 15. Right ventricle C is to the left of left ventricle 
B. 

0065. In FIG. 1, wrap 11 and splint 12 are shown 
engaged with heart A. In FIG. 2, heart A is shown Spaced 
from wrap 11 except at anchor pads 13. In FIG. 2, heart A 
is thus at a point in the cardiac cycle where the muscles are 
Shortening during Systole, or have yet to Stretch Sufficiently 
during diastolic expansion to reach wrap 11. Accordingly, 
wrap 11 can be considered a restrictive device as it does not 
engage the heart full cycle. Although wrap 11 is in contact 
with heart A at pads 13, only the Splint is providing a 
compressive force to change the shape of the heart and 
limiting the stress of the heart in FIG. 2. 
0066. If heart A, as shown in FIG. 2 is at end systole, 
transventricular splint 12 is a full cycle device as the croSS 
section of left ventricle B does not have the generally 
circular unsplinted shape. It can be appreciated that trans 
ventricular splint 12 can be used without wrap 11. Alter 
nately, wrap 11 could be Secured to heart A by Sutures or 
other means than splint 12, in which case wrap 11 would be 
merely a restrictive device. It should be noted that unless 
wrap 11 extends vertically along heart Aa Sufficient amount, 
as heart A expands and engages wrap 11, the portion of left 
ventricle B disposed above or below wrap 11 could expand 
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substantially further than that portion of the left ventricle 
wall restrained by wrap 11. In such a case, left ventricle B 
could have a bi-lobed shape in a vertical croSS Section. AS 
such, the wrap 11 would not be merely limiting the size of 
the left ventricle, but rather inducing a shape change in the 
left ventricle. In Such a case, the element 11 would not be a 
wrap, but rather a splint which could be referred to as a 
“band splint'. 

0067. Each of the splints, wraps and other devices dis 
closed in this application preferably do not Substantially 
deform during the cardiac cycle Such that the magnitude of 
the resistance to the expansion or contraction of the heart 
provided by these devices is reduced by Substantial deflec 
tion. It is, however, contemplated that devices which deflect 
or elongate elastically under load are within the Scope of the 
present invention, though not preferred. The materials from 
which each device are formed must be biocompatible and 
are preferably configured to be Substantially atraumatic. 

0068 The distinction between restrictive devices, such as 
restrictive Splints and wraps, and full cycle Splints and 
wraps, can be better understood by reference to FIG.3. FIG. 
3 is a plot of Sarcomere, i.e., heart wall muscle, StreSS in 
(g/cm) versus strain throughout a normal cardiac cycle N, 
and a failing heart cardiac cycle F. The cardiac cycles or 
loops shown on FIG. 3 are bounded by the normal contrac 
tility curve N and failing heart contractility curve F. above 
and to the left, and the diastolic filling curve 12 toward the 
bottom and right. Contractility is a measure of muscle StreSS 
at an attainable Systolic StreSS at a given elongation or Strain. 
It can be appreciated that the muscle contractility N of 
normal muscle tissue is greater than the contractility F of 
the muscle tissue of a failing heart. The diastolic filling curve 
12 is a plot of the StreSS in the muscle tissue at a given 
elongation or Strain when the muscle is at rest. 
0069. An arbitrary beginning of the normal cardiac cycle 
N can be chosen at end diastole 14, where the left ventricle 
is full, the aortic valve is closed. Just after end diastole 14, 
Systole begins, the Sarcomere muscles become active and the 
mitral valve closes, increasing muscle StreSS without Sub 
Stantially shortening (Sometimes referred to as "isoVolumic 
contraction'). Stress increases until the aortic valve opens at 
16. Isotonic shortening begins and StreSS decreases and the 
muscles shorten until end systole 18, where the blood has 
been ejected from the left ventricle and the aortic valve 
closes. After end Systole 18, diastole begins, the muscles 
relax without elongating until diastolic filling begins when 
the mitral valve opens at 20. The muscles then elongate 
while the mitral valve remains open during diastolic filling 
until end diastole 14. The total muscle shortening and 
lengthening during the normal cycle N is N. 

0070 An analogous cycle Falso occurs in a failing heart. 
AS the left ventricle has dilated, in accordance with 
LaPlace's Law, the larger radius of a dilated left ventricle 
causes StreSS to increase at a given blood preSSure. Conse 
quently, a failing heart must compensate to maintain the 
blood pressure. The compensation for the increased StreSS is 
reflected in the shift to the right of failing heart cardiac cycle 
F relative to the normal cycle N. The stress at end diastole 
22 is elevated over the stress at end diastole 14 of the normal 
heart. A similar increase can be seen for the point at which 
the aortic valve opens 24, end Systole 26 and the beginning 
of diastolic filling 28 relative to the analogous points for the 
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normal cycle N. Muscle Shortening and elongation F. 
throughout the cycle is also reduced in View of the relative 
Steepening of the diastolic curve 12 to the right and the 
flatter contractility curve F relative to the normal contrac 
tility N. 

0071. By reference to the heart cycle stress strain graph 
of FIG. 3, the effect on mechanical muscle stress and strain 
caused by the use of the devices and methods of the present 
invention can be illustrated. Restrictive devices begin to 
engage during diastolic filling, which in the case of a failing 
heart occurs along diastolic filling curve 12 between point 
28 and 22. Restrictive devices do not engage at end Systole 
26. Thus, the acute effect of placement of a restrictive device 
is to reduce muscle StreSS at end diastole relative to the StreSS 
at point 22, and shift the line 22-24 to the left reducing 
muscle shortening and elongation F. Acutely, the cardiac 
cycle will Still operate between the failing heart contractility 
curve F and the diastolic filling curve 12. If chronic muscle 
contractility increases Such that the muscle contractility 
curve F shifts back toward the normal heart contractility 
curve N as a consequence of the StreSS reduction, the 
stress/strain curve F of the cardiac cycle will shift to the left 
reducing mechanical StreSS Still further. 
0072 The effect on the stress/strain relationship of a full 
cycle splint will acutely shift the entire stress/strain curve F 
for the cycle to the left. That is, stress is reduced at both end 
diastole 22 and end Systole 26. Muscle shortening and 
elongation F will increase acutely. If, as in the case of a 
restrictive Splint, muscle contractility F. improves, the entire 
cardiac cycle curve F will shift further to the left reducing 
mechanical StreSS Still further. 

0073. The type and magnitude of shape change are 
important factors in determining the effectiveness of Splint 
ing. There are Several types of lower StreSS cardiac geom 
etries that can be created from an enlarged globular left 
Ventricular chamber typically associate with heart failure. 
They include lobed, disc-like, narrowed elongate, and mul 
tiple vertically stacked bulbs. 

0074 FIG. 4 shows an idealized horizontal cross section 
of a left ventricle 30 subdivided into two symmetrical lobes 
32 and 34 having an arc passing through an angle 0>TL, and 
a radius R. Lobes 32 and 34 can be formed using a splint, 
such as transventricular splint 12 shown in FIGS. 1 and 2. 
Lobes 32 and 34 are joined at points 36 and 38. Points 36 
and 38 are separated by a distance 1. 

0075 FIG. 5 is an idealized horizontal cross section of a 
left ventricle 40 subdivided into three generally equal sized 
lobes 42, 44 and 46. Each lobe has an equal radius and has 
an arc passing through an angle less than L. Adjacent ends 
of the lobes 48, 50 and 52 are separated by a distance l. A 
plurality of transventricular Splints Such as Splint 12 as 
shown in FIGS. 1 and 2 could be extended between 
adjacent ends 48, 50 and 52 to form lobes 42, 44 and 46. 
0076 For a restrictive splint, the horizontal cross sections 
30 and 40 will have a generally circular shape, i.e., a 
non-splinted shape at end Systole. AS diastolic filling pro 
ceeds, the radius of the circular shape will continue to 
increase until the Splint engages. At the point the Splint 
engages, the lobed shape will begin to form. In the case of 
the two lobe splinting of FIG. 4, the radius will continue to 
increase as diastolic filling proceeds. In the case of the three 
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or more lobed shape, Such as the three lobed configuration 
of FIG. 5, radius R will decrease as diastolic filling pro 
ceeds. The radius will continue to decrease unless or until 
the pressure in the heart causes the heart to expand Such that 
the arc of the lobe passes through an angle 0 greater than L. 

0077. In the case of a full cycle splint, at end systole, the 
Splint will already be engaged. Thus, for a full cycle Splint 
at end Systole, the horizontal croSS Section of the chamber 
will not have the normal generally circular shape. Rather, at 
end systole, the horizontal cross sections 30 and 40 will have 
a lobed shape such as shown in FIGS. 4 and 5. Subsequent 
shape change during diastolic filling for a full cycle Splint 
will be similar to that described with respect to restrictive 
Splints. 

0078. In view of LaPlace's Law which states that stress 
is directly proportional to radius of curvature, it can be 
appreciated that whether the radius is increasing or decreas 
ing during diastolic filling, will have an impact on heart 
pumping performance. Where R is increasing during dias 
tolic filling, wall StreSS will increase more rapidly than 
where R is decreasing. The number of lobes that are created 
can significantly influence the level of end diastolic muscle 
StreSS reduction achieved through Splinting. Eventually add 
ing additional lobes forms a configuration which approaches 
a behavior Similar to a wrap. If a wrap is Substantially 
inelastic, or of Sufficient size, a wrap will only engage the 
heart wall at Some Stage of diastolic filling. If the wrap is 
Substantially inelastic, as pressure increases in the chamber 
during diastolic filling, StreSS in the heart wall muscle will 
increase until the wrap fully engages and Substantially all 
additional muscle elongating load created by increased 
chamber pressure will be shifted to the wrap. No further 
elongation of the chamber muscles disposed in a horizontal 
croSS Section through the wrap and the chamber will occur. 
Thus, inelastic wraps will halt additional preload muscle 
Strain (end diastolic muscle stretch). 
007.9 The type of shape change illustrated in FIGS. 4 
and 5 is of substantial significance for restrictive splints. It 
is undesirable in the case of restrictive Splints, to excessively 
limit preload muscle strain. The Frank-Starling Curve dem 
onstrates the dependence and need for variable preload 
muscle Strain on Overall heart pumping performance. During 
a perSon's normal activities, their body may need increased 
blood perfusion, for example, during exertion. In response to 
increased blood perfusion through a perSon's tissue, the 
heart will compensate for the additional demand by increas 
ing Stroke Volume and/or heart rate. When Stroke Volume is 
increased, the patient's normal preload Strain is also 
increased. That is, the lines 14-16 and 22-24 of the normal 
and failing hearts, respectively, will shift to the right. An 
inelastic wrap will, at engagement, Substantially Stop this 
shift. In the case of the bi-load shape change of FIG. 4 or a 
multiple lobed change having a Small number of lobes of 
FIG. 5, significant stress reduction can be achieved while 
allowing for variable preload strain. If the number of lobes 
is increased Substantially, however, Variable preload will 
decrease as the multi-lobed configuration approaches the 
performance of an inelastic wrap. 

0080. The magnitude of shape change in the case of full 
cycle Splinting becomes very important as full cycle Splint 
ing generally reduces chamber Volume more than restrictive 
Splinting. Although as with restrictive devices, the type of 
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shape change is also important to allow for variable preload 
strain. Both restrictive device and full cycle splints reduce 
chamber Volume as they reduce the croSS Sectional area of 
the chamber during the cardiac cycle. The magnitude of the 
shape change can vary from very slight at end diastole, Such 
that chamber volume is only slightly reduced from the 
unsplinted end diastolic Volume, to an extreme reduction in 
Volume, for example, complete bifurcation by transventricu 
lar Splint. The magnitude of the shape change, for example, 
as measured by the ratio of Splint length to non-Splinted 
Ventricular diameter, is preferably modulated to reduce 
muscle StreSS while not overly reducing chamber Volume. 
For full cycle splint, the reduction of chamber volume is 
compensated for by increased contractile shortening, which 
in turn leads to an increased ejection fraction, i.e., the ratio 
of the stroke volume to chamber volume. For given stress/ 
Volume and StreSS/shortening relationships, there will be a 
theoretical optimum maximal Stroke Volume. Clinically, 
20% to 30% stress reduction is expected to be attainable 
through full cycle bi-lobe Splinting. See U.S. patent appli 
cation Ser. No. 08/933,456, filed Sep. 18, 1997 for calcula 
tion of StreSS reduction for idealized bi-lobe Splinting. 
0081. When using the full cycle and restrictive devices 
described herein, caution should be exercised to limit the 
preSSure on the coronary vasculature. In the case of trans 
Ventricular splints, valve structure, electrical pathways and 
coronary vasculature should be avoided. 
0082 FIG. 6 is a vertical view of a heart Asimilar to that 
shown in FIG. 1. Rather than having a single band splints 
surrounding heart A, there are two band splints 51 affixed to 
the heart by two transventricular splints 52. Splints 52 
include oppositely disposed anchors or anchor pads 53. FIG. 
7 is a horizontal cross sectional view of heart A of FIG. 6, 
wraps 51 and splint 52. Splints 52 include a tension member 
54 disposed through left ventricle B. Pads 53 are disposed on 
the opposite ends of tension members 54. Right ventricle C 
is shown to the left of left ventricle B. 

0083 Splints 52 can be restrictive or full cycle splints. 
Band Splints 51 are shown as restrictive band splints as in 
FIG. 6, heart A is shown engaged with the band splints 51, 
where as in FIG. 7, heart A has contracted to move away 
from band splints 51. Wraps 51 and splints 52 should be 
made from biocompatible materials. Band Splints 51 are 
preferably made from a pliable fabric or other material 
which resists elongation under normal operating loads. Band 
Splints 51 can, however, be made from an elastic material 
which elongates during the cardiac cycle. Tension members 
54 also preferably resist elongation under normal operating 
loads. Tension members 54 can, however, be made from an 
elastic material which elongates during the cardiac cycle. 
0084 FIG. 8 is a vertical view of heart A, partial wrap 61 
and transventricular splint 62. Transventricular splint 62 
includes anchor pads 63. FIG. 9 is a horizontal cross 
Sectional view of heart A, partial band Splint 61 and Splint 
62. Splint 62 is essentially similar to wrap or band splint 12 
shown in FIGS. 1 and 2. Partial band splint 61 is also 
essentially similar to wrap or band splint 11 shown in FIGS. 
1 and 2 except that band splint 61 only surrounds a portion 
of heart A. This portion is shown in FIGS. 8 and 9 to the left 
including a portion of left ventricle B. 

0085 FIG. 10 is a horizontal cross sectional view of left 
ventricle B and right ventricle C of heart A taken at a similar 
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elevation as that shown in FIG. 2. A splint 70 is shown 
disposed on heart A. Splint 70 includes a frame having two 
heart engaging anchors or pads 72 disposed at its opposite 
ends. A third heart engaging pad 73 is disposed along frame 
70 approximately midway between pads 72. 
0.086 Pads 72 are shown engaged with heart A to change 
the shape of ventricle B in FIG. 10. Pads 73 are not engaged 
with heart Ain FIG. 10. FIG. 11 is the same horizontal cross 
sectional view as FIG. 10 except that heart A has to contact 
pad 73 to create a further shape change of left ventricle B. 
0087 Frame 70 is preferably rigid enough that pads 72 
could be disposed on the heart for full cycle Splinting and 
sufficiently adjustable that pads 72 could be spaced further 
apart for restrictive Splinting. Pad 73 accomplishes restric 
tive splinting. Frame 71, pads 72 and 73 of splint 70 are 
made of a biocompatible material. Pads 72 and 73 are 
preferably Substantially atraumatic. 

0088 FIG. 12 is a horizontal cross sectional view of the 
left ventricle B of heart A. A transventricular splint 80 
having a tension member 81 and oppositely disposed anchor 
pads 82 is shown extending across left ventricle B. Another 
transventricular splint 83 having a tension member 84 and 
oppositely disposed anchor pads 85 extends generally per 
pendicularly to splint 80, across left ventricle B. 
0089. It can be appreciated that in FIG. 12 splint 83 is 
engaging heart A to deform left ventricle B. Splint 80, 
however, includes a tension member 81 made of a flexible 
filament, line or the like which is shown in a relaxed State in 
FIG. 12. In FIG. 13, tension member 81 is shown in an 
elongated, taunt configuration as heart A has expanded into 
engagement with pads 82. 

0090 Transventricular splints 80 and 83 can be made as 
described above with respect to the transventricular splint of 
FIGS. 1 and 2. Tension member 81 may be elastic or 
inelastic. 

0091 FIG. 14 is a horizontal cross section of left ven 
tricle B of heart A including a transventricular splint 90. 
Splint 90 includes a tension member 91 including three 
branches extending to atraumatic anchors or anchor pads 92. 
Similarly to tension member 81 of FIG. 12, tension member 
90 is shown in a relaxed state. Splint 90 can be made in a 
similar way as splint 80 of FIGS. 12 and 13. 

0092 FIG. 15 is the same horizontal cross section of 
heart A as shown in FIG. 14 except that heart A has 
expanded to engage atraumatic pads 92 of Splint 90. Tension 
member 91 is now drawn taunt to form a three lobed cross 
Sectional configuration of left Ventricle B. 

0093 FIG. 16 is a vertical view of heart A shown in 
phantom line. Shown disposed about the ventricles of heart 
A is a basket-like band splint 100. Band splint 100 includes 
a horizontal encircling band 101 around an upper region of 
the ventricles and four bands 102 which extend downward 
toward the apex of heart A. It can be appreciated that bands 
102 can act as splints to form four lobes in heart A in a 
horizontal plane. Depending on the placement of bands 102 
around heart A, lobes could be created only in the left 
ventricle or in the left ventricle and/or other chambers of the 
heart. Band 102 is joined at the apex Band 101 and band 102 
can be made from a webbing, fabric or other biocompatible 
material. 
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0094. If band splint 100 substantially elongated elasti 
cally under normal operating loads, it could be friction fit to 
heart A and act full cycle, limiting muscle StreSS at end 
diastole as well end systole. Band splint 100 could be 
Sutured into place or otherwise held on heart A and act as a 
restrictive device. If band 101 were securely fastened to 
heart A, bands 102 could limit the vertical elongation of 
heart A during diastolic filling. 
0.095 FIG. 17 is an alternate embodiment 110 of the band 
splint of FIG. 16. Band splint 110 includes a horizontally 
heart encircling band 111 and four bands 113 extending 
downward from band 111. Bands 113, however, unlike 
bands 102 of band splint 100 do not extend to the apex of 
heart A, but rather to a Second horizontally heart encircling 
band 112. 

0096 Band splint 110 could be made of the same mate 
rials as band splint 100. Band splint 110 can also be used in 
a manner similar to band splint 100 except that band splint 
110 would limit the vertical elongation of the ventricles less 
than band splint 100. 
0097 FIG. 18 is yet another alternate embodiment 120 of 
the wrap of FIG. 16. Band splint 120 closely resembles 
alternate embodiment 110 of FIG. 17, except that rather than 
having four vertically extending web members, band Splint 
120 includes two substantially rigid members 123 intercon 
necting two horizontally encircling web members 121 and 
122. 

0.098 FIG. 19 is yet another alternate embodiment 130 of 
the band splint of FIG. 16. Like the wrap of FIG. 16, band 
splint 130 includes a horizontally encircling member 131 
and four downwardly extending members 132. At a location 
proximate of the apex of heart A, members 132 are joined by 
a ring 133. Members 132 extend through ring 133. Ring 133 
can be used to adjust the length of members 132 between 
band 131 and ring 133. Ring 133 can be formed from 
metallic material and crimped inwardly to fix its position 
along members 132. Other means of holding ring 133 in 
position would be readily apparent to those skilled in the art. 
0099 FIG. 20 is a vertical view of heart A including a 
partial band Splint 140 Secured around a Substantial portion 
of left ventricle B. Band splint 140 includes a vertically 
elongating anchor member 141 which Sutures 142 can 
encircle to anchor member 141 to heart A. A band 143 
extends generally horizontally from anchor member 141 to 
an opposite anchor 141. 
0100. The length of band 143 can be seen in its entirety 
in FIG. 21 which is a horizontal cross sectional view of heart 
A through band 143, left ventricle B and right ventricle C. 
In FIG. 20, heart A is shown engaged with band 143, 
however, in FIG. 21, band 143 is shown spaced from heart 
A. Thus, in this configuration, wrap 140 would be acting as 
a restrictive device. If band splint 140 were made from a 
material that Substantially deforms elastically under normal 
loads, band splint 140 could also be secured sufficiently 
Snuggly to heart A to act as a full cycle device. Preferably, 
however, band 143 of band splint 140 is formed from a 
webbing or substantially inelastic fabric. 
0101 FIG.22 is a vertical view of heart Aincluding band 
splint 140 disposed vertically on left ventricle B. In this 
position, band splint 140 can limit the vertical elongation of 
left ventricle B during diastolic filling. 
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0102 FIG. 23 is a horizontal cross section of heart A 
through left ventricle B, right ventricle C and the papillary 
muscles D of left ventricle B. A transventricular splint 150 
including an elongate tension member 151 and oppositely 
disposed anchor pads 152 extends through left ventricle B 
and papillary muscles D. Splint 150 could be similar to 
splint 12 of FIGS. 1 and 2. FIG. 24 is a horizontal cross 
Section similar to that of FIG. 23. In FIG. 24, however, 
transventricular splint 150 is shown avoiding papillary 
muscles D. 

0103 FIG. 25 is a horizontal cross section of left ven 
tricle B of heart A. Here three splints 150 have been placed 
to form six lobes. Three of the lobes 153 have an arc length 
which passes through an angle greater than L. Disposed 
between each lobe 153 are three lobes 154 which have an arc 
length which passes through an angle less than L. Conse 
quently, during diastolic filling, the effective radius of lobes 
153 will be increasing while the radius of lobes 154 will be 
decreasing. 

0104 FIG. 26 is a vertical view of heart A including a 
wrap 160. Wrap 160 can include a single thread or line 161 
encircling the heart Several times. After line 161 encircles 
heart A, line 161 can be threaded through a bar 162, 
including a plurality of eyelets 163 Spaced along its length 
in pairs. Bar 162 is preferably rigid enough to Substantially 
maintain the distance between eyelets 163 under normal 
operating loads. 
0105. When line 161 is placed in heart A, one end of line 
161 can be tied to bar 162 at 164. Line 161 can then encircle 
the heart and be drawn through eyelet 162 adjacent the 
beginning of line 161 at 164. Line 161 can then be drawn 
through one eyelet 163 of a lower pair of eyelets to encircle 
the heart again. This process continues until line 161 is tied 
to an eyelet 163 at 165. It can be appreciated that wrap 160 
could be used as a restrictive or full cycle device depending 
on the diameter of loop formed by line 161. 
0106 FIG. 27 is an alternate embodiment 170 of the 
wrap of FIG. 26. Wrap 170, however, includes two verti 
cally extending bars 172 having eyelets 173 through which 
line 171 is threaded. Line 171 can be tied to one of the bars 
172 at 174 and 175. 

0107 FIG. 28 is a vertical view of heart A including yet 
another embodiment 180 of the wrap of FIG. 26. Wrap 180 
includes a line 181 encircling heart A a plurality of times. 
Rather than having a Single vertically extending bar 162 to 
position line 180 on heart A, wrap 180 includes a plurality 
of horizontal bars 182 including a pair of eyelets 183. One 
end of line 181 is tied to an upper bar 182 at 184 and the 
opposite end of line 181 is tied to a lower bar 182 at 185. 
Between 184 and 185, line 181 is threaded through eyelets 
182 to form the heart encircling pattern shown in FIG. 28. 
0108 FIG. 29 is a vertical view of heart A including yet 
another alternate embodiment 190 of the wrap of FIG. 26. 
Wrap 190 closely resembles 180 of FIG. 28. Line 181 has, 
however, been threaded through eyelets 183 of bars 182 in 
a pattern which, unlike that of FIG. 28, bars 182 are 
disposed at various Selected locations around the circumfer 
ence of heart A. 

0109 FIG. 30 is a vertical view of heart A including a 
wrap 200. Wrap 200 is substantially similar to wrap 11 of 
FIGS. 1 and 2, except that wrap 200 extends vertically a 
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greater distance than wrap 11. Wrap 200 is not shown with 
a transventricular splint. It can be appreciated that wrap 200 
could be used as restrictive or full cycle device. 
0110 FIG. 31 is a horizontal cross section of a human 
torSo including heart A, left ventricle B, right ventricle C, 
lungs E and ribs G. A wrap 210 is shown partially encircling 
heart A. Opposite ends of wrap 210 are anchored at 211 to 
ribs G. At 211, wrap 210 can be anchored to ribs G by bone 
Screw, knot or other means of fastening. It can be appreci 
ated that band splint 210 could be used as a restrictive or full 
cycle device. 
0111 FIG.33 is a vertical view of heart A having a W. 
FIG. 34 is an idealized horizontal cross sectional view of 
heart A of FIG. 33. Heart A includes left ventricle B and 
right ventricle C. Left ventricle B has a radius R. 
0112 FIG. 35 is a view of a device 220. Device 220 
includes a horizontally encircling band 222 which can be 
affixed to heart A by Sutures, other attachment means or 
friction fit. Extending from band 222 is a substantially rigid 
elongate member 224. Member 224 extends to the apex of 
heart A. Pin 226 extends into left ventricle B of the apex. An 
anchor or pad 228 is disposed within left ventricle B to 
anchor the apex of heart A to elongate member 224. Elon 
gate member 224 can be made of Sufficient length Such that 
heart A is vertically elongate full cycle, or alternately not at 
end diastole. 

0113 FIG. 36 is a vertical view of an elongate heart A 
having a horizontal width W less than W. FIG. 37 is a 
horizontal cross section of the heart A of FIG. 36 including 
left ventricle B and right ventricle C. In FIG. 37, the radius 
R of left ventricle B is less than R of FIG. 34. Assuming 
that the hearts of FIGS. 33 and 36 are at the same point in 
the cardiac cycle, it can be appreciated that the wall StreSS in 
heart A is less in FIG. 37 as R is shorter R. 
0114. If elongate bar 224 is sized such that device 220 
does not engage at end diastole, but rather anchor pad 228 
first engages during Systolic contraction, device 220 can fall 
into a third class of device neither full cycle nor restrictive. 
Such a device would reduce wall StreSS during a portion of 
Systolic contraction including end Systole, but not reduce 
wall StreSS during end diastole, thus maintaining maximum 
preload. 

0115 Band 222 of device 220 is preferably formed from 
a web material or other fabric. Band 220 is preferably does 
not elongate Substantially during diastolic filling. Members 
224, 226 and 228 are formed from materials which remain 
Substantially rigid under the influences of the forces encoun 
tered during the cardiac cycle. 

0116 FIG. 38 is a horizontal cross section of heart A 
including left ventricle B and right ventricle C. Advanced 
through the myocardium of heart A is a device including a 
tubular member 231 and thread or line 232 disposed within 
tubular member 231. In FIG.38, the free ends of thread 232 
are disposed outside of heart A. The free ends of thread 232 
could be drawn toward each other to reduce the diameter of 
device 230 in heart A. After a desired reduction in diameter, 
the free ends could be tied together. 
0117 Tube 231 is preferably highly flexible, yet durable 
enough to prevent thread 232 from "cheese cutting through 
the myocardium of heart A. Tube 231 and line 232 are 
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preferably formed from biocompatible atraumatic materials 
which do not Substantially elongate under the influence of 
forces encountered during expansion and contraction of 
heart A. In an alternate embodiment, tube 231 and line 232 
could be made from materials which readily elongate under 
the influence of the forces encountered during the cardiac 
cycle. It can be appreciated that device 230 could be used as 
a full cycle device or restrictive device. 

0118 FIG. 39 is a vertical cross sectional view of heart 
A including left ventricle B. A substantially V-shaped or 
U-shaped member having arms 241 is shown substantially 
advanced into the myocardium of heart A. Device 240 
includes an apex 242 disposed adjacent the apex of heart A. 
The Spacing of arms 241 from each other is preferably Such 
that device 240 can form lobes in horizontal cross sections 
of left ventricle B. 

0119) Device 240 is preferably formed from biocompat 
ible materials which preferably do not deform substantially 
under the influence of the forces encountered during the 
cardiac cycle. It can be appreciated that device 240 could be 
used as a restrictive or full cycle device. 

0120 FIG. 40 is a partial cross section of heart A and left 
ventricle B. A device 250 extends through a portion of the 
myocardium of heart A. Device 250 can be configured 
similarly to splint 12 of FIGS. 1 and 2. Device 250 
accordingly includes two tension members 251 and oppo 
sitely disposed anchors pad 252. Tension members 251, 
however, do not extend transventricularly. 

0121 FIG. 41 is a vertical view of heart A including 
device 250. Splint 250 can act as a full cycle device or a 
restrictive device, to shorten a portion of the left ventricle 
heart wall. 

0.122 FIG. 42 is a horizontal cross sectional view of 
heart A including left ventricle B and C. A device 260 
including a thread or line 261 is disposed transventricularly 
and transmyocardially through heart A. A portion of line 261 
is disposed outside of heart A. Opposite ends of line 261 are 
connected at 262. Those portions of line 261 outside heart A 
form loops 263. The size of loops 263 are exaggerated for 
purposes of illustration. It is assumed that heart A in the 
process of diastolic filling in FIG. 42, and loops 263 are 
Sufficiently Small, eventually heart A will engage loops 263. 
In Such a configuration, device 260 is used as a restrictive 
device. Loops 263 could be sized, however, such that they 
engage full cycle. 

0123 Line 261 is preferably made from atraumatic bio 
compatible material. The diameter of line 261 is preferably 
Sufficiently great that cutting of heart A does not occur 
during diastolic filling. 

0.124 FIG. 43 is a horizontal cross sectional view of 
heart A including left ventricle B and right ventricle C and 
an alternate embodiment 270 of the device of FIG. 42. 
Device 270 includes a line 271 which does not extend 
transventricularly but extends through the myocardium of 
heart A to form four loops 273. 

0125 Device 270 can be formed from material similar to 
that used to form device 260. Additionally, device 270 can 
be made to function as a restrictive device or full cycle 
device in a manner similar to that of device 260. 
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0.126 Line 261 and line 267 could be disposed within a 
tube such as tube 231 of FIG. 38 to avoid cheese cutting of 
the myocardium. Devices 260 and 270 could extend through 
the Septum or right Ventricle to avoid forming lobes in right 
ventricle C. 

0127 FIG. 44 is a vertical view of heart Aincluding three 
devices 270 disposed at three Spaced elevations. An elongate 
generally rigid bar 274 is disposed through loops 273 to 
distribute the load on heart A from loops 273 across a larger 
area than lines 271 can alone. 

0128 FIG. 45 is a vertical cross section of heart A 
showing left ventricle B including papillary muscles D and 
chordae H. Joining chordae H is a ring 290. Ring 290 is 
preferably Strong and rigid enough to hold chordae H, 
papillary muscles D and consequently the wall of left 
Ventricle B inward during diastolic expansion. It can be 
appreciated that loop 290 could be configured to operate as 
a full cycle or a restrictive device. Preferably loop 229 is 
formed from an atraumatic biocompatible material. 
0129. Numerous characteristics and advantages of the 
invention covered by this document have been set forth in 
the foregoing description. It will be understood, however, 
that this disclosure is, in many respects, only illustrative. 
Changes may be made in details, particularly in matters of 
shape, Size and ordering of Steps without exceeding the 
Scope of the invention. The invention's Scope is, of course, 
defined in the language in which the appended claims are 
expressed. 

What is claimed is: 
1. A device for reducing heart wall StreSS, comprising: 
a first means for reducing heart wall StreSS which engages 

throughout the cardiac cycle; and 
Second means for reducing heart wall StreSS which begins 

to engage the heart wall during diastolic filling. 
2. The device in accordance with claim 1, wherein the first 

means includes a Splint having an elongate tension member, 
the elongate tension member having a first end and a Second 
end, the Splint having a first anchor member connected at the 
first end of the tension member and a Second anchor member 
connected at the Second end of the tension member. 

3. The device in accordance with claim 1, wherein the 
Second means includes a splint having an elongate tension 
member, the elongate tension member having a first end and 
a Second end, the Splint having a first anchor member 
connected at the first end of the tension member and a 
Second anchor member connected at the Second end of the 
tension member. 

4. The device in accordance with claim 1, wherein the 
Second means includes an elongate member sized to Sur 
round the heart and begin to engage a portion of the left 
Ventricle wall during diastolic filling. 

5. The device in accordance with claim 1, wherein the first 
means includes a frame including at least two means for 
engaging the wall of the left Ventricle. 

6. The device in accordance with claim 5, wherein the 
means for engaging include pads. 

7. The device in accordance with claim 5, wherein the 
Second means for reducing heart wall StreSS includes a 
means for engaging connected to the frame. 

8. The device in accordance with claim 7, wherein the 
means for engaging of the Second means includes a pad. 
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9. A method of reducing heart wall StreSS, comprising the 
Steps of: 

providing a device having at least one heart engaging 
member; 

placing the heart engaging member on the heart Such that 
the shape of a croSS Section of the left Ventricle is 
changed throughout the cardiac cycle; 
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providing a Second device having at least one heart 
engaging member, and 

placing the heart engaging member of the Second device 
on the heart Such that a Second device begins to engage 
the heart during diastolic filling. 


