(51) International Patent Classification 6 :  
G01N

(11) International Publication Number:  
WO 99/05504

(43) International Publication Date:  
4 February 1999 (04.02.99)

(21) International Application Number:  
PCT/US98/15403

(24) Priority Data:  
US 97/15378 (09.07.97)

(22) International Filing Date:  
24 July 1998 (24.07.98)

(30) Priority Data:  
08/898,999  
24 July 1997 (24.07.97)  
US

(71) Applicant:  
THE UNITED STATES OF AMERICA, as represented by THE SECRETARY OF AGRICULTURE  

(72) Inventors:  
RENS, Willem; 3 Wingfield, Winston Churchill Drive, Fairstead, King’s Lynn, Norfolk PE30 4XG (GB);  
WELCH, Glenn, R.; 9621 Evergreen Street, Silver Spring, MD 20901 (US);  
JOHNSON, Lawrence, A.; 12516 O’Fallon Street, Silver Spring, MD 20904 (US).

(74) Agents:  
PENDORF, Stephan, A. et al.; Pendorf & Cutfiff, P.O. Box 20445, Tampa, FL 33622–0445 (US).

(81) Designated States:  
AL, AM, AT, AU, AZ, BA, BB, BG, BR,  
BY, CA, CH, CN, CZ, DE, DK, EE, ES, FI, GB, GE, GH,  
GM, HR, HU, ID, IL, IS, JP, KE, KG, KP, KR, KZ, LC,  
LK, LR, LS, LT, LU, LV, MD, MG, MK, MN, MW, MX,  
NO, NZ, PL, PT, RO, RU, SD, SE, SG, SI, SK, SL, TJ,  
TM, TR, TT, UA, UG, UZ, VN, YU, ZW, ARIPO patent  
(GH, GM, KE, LS, MW, SD, SZ, UG, ZW), Eurasian patent  
(AZ, BY, KG, KZ, MD, RU, TJ, TM) European patent  
(AT, BE, CH, CY, DE, DK, ES, FI, FR, GB, GR, IE, IT,  
LU, MC, NL, PT, SE), OAPI patent (BF, BJ, CF, CG, CI,  
CM, GA, GN, GW, ML, MR, NE, SN, TD, TG).

Published  
Without international search report and to be republished upon receipt of that report.

(54) Title:  
FLOW CYTOMETRY NOZZLE FOR HIGH EFFICIENCY CELL SORTING

(57) Abstract  
A sorting nozzle having two tapered zones with elliptical cross sections is able to orient and sort a large fraction of asymmetrical or "flattened" cells. This nozzle has particular application for sorting viable male (Y) and female (X) sperm populations in a cell sorter.
### FOR THE PURPOSES OF INFORMATION ONLY

Codes used to identify States party to the PCT on the front pages of pamphlets publishing international applications under the PCT.

<table>
<thead>
<tr>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>AL</td>
<td>Albania</td>
<td>ES</td>
<td>Spain</td>
<td>LS</td>
<td>Lesotho</td>
<td>SI</td>
<td>Slovenia</td>
</tr>
<tr>
<td>AM</td>
<td>Armenia</td>
<td>FI</td>
<td>Finland</td>
<td>LT</td>
<td>Lithuania</td>
<td>SK</td>
<td>Slovakia</td>
</tr>
<tr>
<td>AT</td>
<td>Austria</td>
<td>FR</td>
<td>France</td>
<td>LU</td>
<td>Luxembourg</td>
<td>SN</td>
<td>Senegal</td>
</tr>
<tr>
<td>AU</td>
<td>Australia</td>
<td>GA</td>
<td>Gabon</td>
<td>LV</td>
<td>Latvia</td>
<td>SZ</td>
<td>Swaziland</td>
</tr>
<tr>
<td>AZ</td>
<td>Azerbaijan</td>
<td>GB</td>
<td>United Kingdom</td>
<td>MC</td>
<td>Monaco</td>
<td>TD</td>
<td>Chad</td>
</tr>
<tr>
<td>BA</td>
<td>Bosnia and Herzegovina</td>
<td>GE</td>
<td>Georgia</td>
<td>MD</td>
<td>Republic of Moldova</td>
<td></td>
<td></td>
</tr>
<tr>
<td>BB</td>
<td>Barbados</td>
<td>GH</td>
<td>Ghana</td>
<td>MG</td>
<td>Madagascar</td>
<td>TG</td>
<td>Togo</td>
</tr>
<tr>
<td>BE</td>
<td>Belgium</td>
<td>GN</td>
<td>Guinea</td>
<td>MK</td>
<td>The former Yugoslav Republic of Macedonia</td>
<td></td>
<td></td>
</tr>
<tr>
<td>BF</td>
<td>Burkina Faso</td>
<td>GR</td>
<td>Greece</td>
<td>ML</td>
<td>Mali</td>
<td>TJ</td>
<td>Tajikistan</td>
</tr>
<tr>
<td>BG</td>
<td>Bulgaria</td>
<td>HU</td>
<td>Hungary</td>
<td>MN</td>
<td>Mongolia</td>
<td>TM</td>
<td>Turkmenistan</td>
</tr>
<tr>
<td>BJ</td>
<td>Benin</td>
<td>IE</td>
<td>Ireland</td>
<td>MR</td>
<td>Mauritania</td>
<td>TR</td>
<td>Turkey</td>
</tr>
<tr>
<td>BR</td>
<td>Brazil</td>
<td>IL</td>
<td>Israel</td>
<td>MW</td>
<td>Malawi</td>
<td>TT</td>
<td>Trinidad and Tobago</td>
</tr>
<tr>
<td>BY</td>
<td>Belarus</td>
<td>IS</td>
<td>Iceland</td>
<td>MX</td>
<td>Mexico</td>
<td>UA</td>
<td>Ukraine</td>
</tr>
<tr>
<td>CA</td>
<td>Canada</td>
<td>IT</td>
<td>Italy</td>
<td>NE</td>
<td>Niger</td>
<td>UG</td>
<td>Uganda</td>
</tr>
<tr>
<td>CF</td>
<td>Central African Republic</td>
<td>JP</td>
<td>Japan</td>
<td>NL</td>
<td>Netherlands</td>
<td>US</td>
<td>United States of America</td>
</tr>
<tr>
<td>CG</td>
<td>Congo</td>
<td>KE</td>
<td>Kenya</td>
<td>NO</td>
<td>Norway</td>
<td>UZ</td>
<td>Uzbekistan</td>
</tr>
<tr>
<td>CH</td>
<td>Switzerland</td>
<td>KG</td>
<td>Kyrgyzstan</td>
<td>NZ</td>
<td>New Zealand</td>
<td>VN</td>
<td>Viet Nam</td>
</tr>
<tr>
<td>CI</td>
<td>Côte d'Ivoire</td>
<td>KP</td>
<td>Democratic People's Republic of Korea</td>
<td>PL</td>
<td>Poland</td>
<td></td>
<td></td>
</tr>
<tr>
<td>CM</td>
<td>Cameroon</td>
<td>KR</td>
<td>Republic of Korea</td>
<td>PT</td>
<td>Portugal</td>
<td></td>
<td></td>
</tr>
<tr>
<td>CN</td>
<td>China</td>
<td>KZ</td>
<td>Kazakhstan</td>
<td>RO</td>
<td>Romania</td>
<td>VU</td>
<td>Yugoslavia</td>
</tr>
<tr>
<td>CU</td>
<td>Cuba</td>
<td>LC</td>
<td>Saint Lucia</td>
<td>RU</td>
<td>Russian Federation</td>
<td>ZW</td>
<td>Zimbabwe</td>
</tr>
<tr>
<td>CZ</td>
<td>Czech Republic</td>
<td>LI</td>
<td>Liechtenstein</td>
<td>SD</td>
<td>Sudan</td>
<td></td>
<td></td>
</tr>
<tr>
<td>DE</td>
<td>Germany</td>
<td>LK</td>
<td>Sri Lanka</td>
<td>SE</td>
<td>Sweden</td>
<td></td>
<td></td>
</tr>
<tr>
<td>DK</td>
<td>Denmark</td>
<td>LR</td>
<td>Liberia</td>
<td>SG</td>
<td>Singapore</td>
<td></td>
<td></td>
</tr>
<tr>
<td>EE</td>
<td>Estonia</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>
FLOW CYTOMETRY NOZZLE FOR HIGH EFFICIENCY CELL SORTING

Background of the Invention

Field of the Invention

The physical separation of semen into purified X- and Y-chromosome bearing sperm populations using flow cytometry and sorting has proven to be effective in humans, cattle, swine, sheep and rabbits for gender preselection.

The success of the sorting process is dependent on the accuracy and efficiency of analyzing sperm for DNA content. High resolution flow cytometric DNA analysis of sperm is hampered by its uneven emission of fluorescence. Due to the sperm head’s flat shape, compactness of chromatin and a high index of refraction, fluorescence from the edge is much brighter than from the flat side of the sperm (Gledhill et al., J Cell Physiol. 87:367-376 (1976); Johnson et al., Cytometry 7:268-273 (1986); and Pinkel et al., Cytometry 3:1-9 (1982)). This fact, coupled with random orientation, results in a broad fluorescence distribution hiding specific subpopulations with different contents of DNA within a sample. A solution for this problem is to use an epiillumination flow cytometer employing co-axial flow characteristics. However, this system is generally not suitable for cell sorting. The only solution that incorporates DNA analysis and sorting is to collect only fluorescence from properly oriented cells using an orthogonal flow cytometer/cell sorter (Johnson et al. and Pinkel et al., supra). In the orthogonal system, a 90° fluorescence detector is used for detection of properly oriented sperm. A bright signal indicates that a sperm’s bright edge is effectively orientated to the 90° detector and consequently the flat side will face the laser beam. A forward fluorescence detector (0°) is added to the cell sorter to collect the fluorescence from the flat face opposite to the laser beam. The forward fluorescence signal when
collected from the flat side of the properly orientated sperm is an accurate measurement of DNA content (Johnson et al. and Pinkel et al., supra).

Improved high efficiency sorting can only be valuable for sperm sexing if three criteria are met:
1) It does not decrease the accuracy of the DNA measurement (maintain 90% purities).
2) Stability of sort is not compromised (time not wasted adjusting cell sorter).
3) Enough sperm can be recovered enabling their use for in vitro fertilization and artificial insemination.

This invention relates to a novel nozzle which is designed to orient and sort a large fraction of sperm independent of sheath fluid velocity and sample rate.

Description of the Prior Art

The orientation of sperm (cells) is random in conventional cell sorters. For sperm sexing, cell sorters have been modified by replacing the sample injection needle with a beveled needle [Dean et al., Biophys. J. 23:7-13 (1978); Fulwyer, J. Histochem. Cytochem. 25:781-783 (1977); Johnson et al., supra; Pinkel et al., supra; Stovel, et al., Biophys. J. 23:1-5 (1978); and Welch et al., Cytometry 17(Suppl. 7): 74 (1994)]. This beveled needle forces a larger proportion of sperm to pass the laser beam in the proper orientation because it reshapes the cylindrical sample stream into a thin ribbon. The beveled needle helps to orient sperm, especially sperm heads, e.g., sperm without their tail.

The sample core leaving the beveled needle will be in the shape of a ribbon, which applies orienting forces to the sperm. However this ribbon only exists when the sample stream is narrow; that is, under low sample pressure and concomitant low sample rate. These
conditions are not advantageous for efficient sperm sorting. Also, the improvement in orientation attributed to use of a beveled needle is less pronounced for living and motile sperm. Only 20-40% of intact viable sperm are correctly orientated using this system [Johnson, Reprod. Fertil. Dev. 7:893-903 (1995)]. This means that between 60% and 80% of the detected sperm are not analyzed for DNA analysis. The ability to sort intact and viable cells in conjunction with improved orientation efficiency would lead to a much higher sorting efficiency.

Kachel et al. [J. Histochem. Cytochem. 25:774-780 (1977)] disclose an asymmetric Plexiglas® chamber for orienting flat particles (fixed chicken erythrocytes) on a microscope. Kachel et al. suggest that the simplest flow path for applying the necessary hydrodynamic focusing forces consists of a tube with an elliptical cross-section and ending in an elliptical outlet having a long axis at right angles to the long axis in the cross-section of the constricting elliptical tube. This device was not proposed for use in combination with a cell sorter.

**Summary of the Invention**

We have now discovered a novel nozzle design useful specifically for high efficiency flow sorting of asymmetrical or "flattened" cells in a cell sorter. The nozzle's unique design incorporates two ellipsoidal interior zones and an elliptical exit orifice capable of stable droplet formation and cell sorting. A unique performance characteristic of the nozzle of the invention is that, when used with intact viable sperm, the proportion of oriented sperm are essentially independent of sperm motility, sample rate, and sheath stream velocity.

In accordance with this discovery, it is an object of the invention to provide a cell sorter nozzle that will improve the
efficiency of correctly orienting nonradially symmetrical cells in a separation stream.

It is a specific object of the invention to provide a means for improving the accuracy and efficiency of sperm cell sorting in a flow cytometer.

It is another object of the invention to enable the utilization of high speed cell sorters in order to maximize the number of sorted sperm per unit time.

Other objects and advantages of the invention will become readily apparent from the ensuing description.

**Brief Description of the Drawings**

**FIG. 1** is a perspective view of one embodiment of the nozzle of the invention.

**FIG. 2A** is a front elevation interior outline of the nozzle of the invention.

**FIG. 2B** is a top view of the interior outline of the nozzle as depicted in **FIG. 2A**.

**FIG. 3A** is a side elevation interior outline of the nozzle of the invention.

**FIG. 3B** is a top view of the interior outline of the nozzle as depicted in **FIG. 3A**.

**Fig. 4A** is an orientation histogram of boar intact sperm measured with a beveled needle/conical nozzle system of the prior art.

**Fig. 4B** is an orientation histogram of boar intact sperm measured with a conventional cylindrical needle/elliptical nozzle in accordance with the invention.
Detailed Description of the Invention

The novel nozzle design of the invention is most typically embodied as a stream jet-in-air nozzle which is described in the ensuing discussion. However, it would be appreciated by a person of ordinary skill in the art that the design could be incorporated into other types of nozzles as well, such as a quartz channel nozzle.

Referring to FIG. 1, the nozzle essentially comprises a body 1 having interior threads 2 or other suitable means for attachment to the flow cell body or nozzle holder (not shown). In an alternate embodiment, a pressure fitting could be used instead of mating threads for attaching the nozzle to the holder. The interior of the nozzle is adapted to receive sample injection needle 3, which is adjusted to extend into the nozzle a sufficient depth to maintain laminar flow. The injection needle may be a standard cylindrical needle or it may be beveled. In the tip of the nozzle, opposite the means for attachment, is a cylindrical orifice 5 which serves as the final exit from the flow nozzle. Orifice 5 is typically drilled into a jewel 4 which is positioned at the end of nozzle body 1.

Referring to FIGS. 2A, 2B, 3A and 3B, the interior of the nozzle comprises a first ellipsoidal zone 8 and a second ellipsoidal zone 9 separated by a transition zone 12. Virtually all cross-sections of the first and second zones and of the transition zone 12 are each in the shape of an ellipse having a long axis and a short axis. The first zone 8 is tapered from the mouth to the transition zone such that the cross-sectional area of said transition zone is less than that of the mouth. The second zone is tapered from the transition zone to an exit orifice 15 having a cross-sectional area less than that of the transition
zone. The long axis of the exit orifice ellipse is oriented approximately 90° to the long axes of both the mouth and the transition zone. Orifice 5 is immediately downstream from the elliptical exit orifice 15. Orifice 5 is concentrically aligned with exit orifice 15 and also has a smaller cross-sectional area than the exit orifice. The interior shape of nozzle 1 can be visualized with a standard flexible funnel by compressing opposite sides of the bowl of the funnel to form an oval shape at the mouth, and by compressing the stem of the funnel at 90° to the compressive forces applied to the bowl to form an elliptical slit at the stem outlet.

The actual and relative dimensions of the nozzle interior in a preferred embodiment of the invention are given in Table I, below. The dimension references are found in FIGS. 2A, 2B, 3A, and 3B. Dimensions A and B represent the short and the long axes, respectively, of mouth 10. Dimensions a and b represent the short and the long axes, respectively, of transition zone 12. Dimension a also represents the long axis of exit orifice 15. Dimension c represents the short axis of the orifice. Dimension x is the height of first zone 8 and y is the height of second zone 9. The dimensions given in Table I are considered to be approximately optimal for the purpose of orienting viable intact sperm. However, it would be appreciated by the person in the art, that these dimensions could be varied within reasonable limits without significantly altering the functional ability of the nozzle to sort while orienting viable sperm or other asymmetrical cells or objects. The tolerances for these dimensions are at least about ±10% of the values given in Table I.

Table II presents ratios of various significant nozzle dimensions based upon the relationships given in Table I. These ratios may vary within limits of ±20%, with the proviso that the
ratio of $b/a$ remains greater than 1 so that mouth 10 is elliptical. Typically, the ratio of $b/a$ should be at least about 1.1. In comparing the ratio $b/a$ to the ratio $b/a$, it is apparent that the relative dimensions of the long axis to the short axis of cross-sections of the first zone progressively increase from the mouth of the zone to the transition zone. In succeeding cross-sections downstream from the transition zone, that is, in the second zone, the long axis/short axis ratio begins to decline.

At an "inversion" point 20 which is intermediate transition zone 12 and exit orifice 15, the axes are equal and the interior cross-section of the second zone is circular. From the inversion point to the exit orifice, cross-sections of the second zone are again elliptical; but the long axes of the cross-sections are at $90^\circ$ to the long axes of the cross-sections above the inversion point. For the ellipses inscribed by each succeeding cross-section approaching the exit orifice, the ratios of the long axes to the short axes progressively increase. It is understood that in each progressively downstream cross-section from the mouth of the nozzle to the exit office, the dimensions of both the long axis and the short axis decrease commensurate with the continuous tapering of both the first and second zones.

The elliptical nozzle of this invention is capable of orienting in excess of 60% of sperm for sorting. When compared to a conventional system employing a standard cylindrical nozzle in combination with a standard conical sample injection needle wherein sperm traverse the laser beam with random orientation, the elliptical nozzle achieves approximately a three-fold increase in the proportion of sperm oriented for sorting. Approximately a two-fold increase in efficiency is obtained in comparison with a standard conical nozzle in combination with a beveled injection needle. When a beveled needle is used to orient sperm, the
fraction of oriented sperm decreases with increasing sample rate. We have found that with the elliptical nozzle, the proportion of proper orientation is maintained at sample rates up to at least 15,000 sperm per second. This high level of performance is beneficial for efficient sperm sorting. In tests with bovine sperm (Example 5), it is apparent that a cell sorter equipped with the new nozzle effectively separates X- and Y-chromosome bearing sperm into sorting purities of approximately 90%.

The nozzle of the invention is envisioned to be useful for sorting viable sperm of any mammalian species as well as for sorting blood cells, seeds and other asymmetrical units. Tests with bovine sperm (Example 2) indicate that performance of the nozzle is not influenced by sperm motility.

A high speed sorter equipped with the nozzle of this invention increases the yield of sorted X- and Y-chromosome bearing sperm 10-fold and will make artificial insemination with sexed sperm a more feasible alternative to in vitro fertilization and embryo transfer or surgical insemination in gender preselection of livestock and other animals.

The following examples are intended to further illustrate the invention.

EXAMPLES

Sperm Preparation and Staining

Ejaculated semen from several mature bulls and boars of proven fertility and on regular collection schedules, and semen from mature New Zealand White bucks (rabbit) were used for this study. In addition, one semen sample each of the mouse and human was evaluated for demonstration purposes because of the differing head shapes of their sperm. Sperm preparation and staining were based on the method described by Johnson et al. [Biol. Repro.
41:199-203 (1989]) and Johnson et al. [Gamete Research 17:203-212 (1987)]. Briefly, aliquots of neat semen were extended to a concentration of 15×10⁶/ml to 100×10⁶/ml in: Hepes buffered medium containing 0.1% BSA (pH= 7.4) for bull sperm, Beltsville Thawing Solution (BTS, pH= 7.2) for boar sperm, and Tris buffer (0.21 M Tris, 58 mM glucose, and 67 mM citric acid; pH=6.9) for rabbit sperm. Mouse and human semen were extended in BTS. Sperm were subsequently stained with 7.1 μM Hoechst 33342 per 15×10⁶ sperm (Calbiochem-Behring Corp., La Jolla, CA) and incubated over a 40-min period at 32°C. For the bull sperm studies, just prior to analysis propidium iodide (PI) (1.5 μM, Calbiochem-Behring Corp., La Jolla, CA) was added to the Hoechst 33342 stained sperm. This allowed dead sperm to be distinguished from living sperm as described by Johnson et al. (1994, supra).

Cell Sorting

For Examples 1-5, two variations of a standard cell sorting system were used for sorting viable intact sperm with the nozzle of invention: the EPICS® V series flow cytometer/cell sorter (Coulter Corporation, Miami FL) and the EPICS® 750 (a modified version of the EPICS® V). For Examples 6 and 7, a newer system, the MoFlo® high speed cell sorter (Cytomation Inc., Fort Collins, CO) was used. Each cell sorter was modified for sorting sperm as described in Johnson et al. (1986), supra. The primary modification is the replacement of the forward light scatter diode detector with a forward fluorescence detector, necessary for orienting and sorting intact and viable sperm. The modification allows the collection of fluorescence from the brighter edge of the sperm (existing 90° fluorescent detector, which selects the proportion of sperm orientated properly) as well as the dimmer face of the sperm whose fluorescence is collected by the forward
detector only from orientated sperm. The standard EPICS® uses a 76 μm conical flow nozzle which was replaced by the elliptical nozzle of the invention having the measurements indicated in Table I. The MoFlo® high speed system was adapted with a complete flow cell system common to the EPICS® system and was then able to receive the elliptical nozzle. Sperm intersected the laser beam after passing through the stream jet-in-air nozzle. The nozzle alone is responsible for orienting the sperm and can do so with either the standard cylindrical needle or with a beveled needle. The fluorochrome of the stained sperm was excited with ultraviolet light.

To fully demonstrate the efficacy of this invention, several experiments were conducted. The first 5 experiments (Examples 1-5) outlined below were designed to quantify (Student’s t-test for small samples) the improvement in orientation and sorting obtained by the nozzle of the invention. The last two experiments (Examples 6 & 7) applied the nozzle of the invention to the high efficiency sorting of X and Y sperm for fertilization which would otherwise not have been possible.

When purities of the sorted samples are reported, the percentages were determined by the flow cytometric reanalysis of the sorted sample. Aliquots (100,000 to 250,000 sperm) of sperm were pulse sonicated to remove tails (allowing for better precision in analysis). Sperm were then restrained and rerun on the flow cytometer. Resulting histograms were fit with a double Gaussian curve fitting routine.

Example 1

In this Example, the performance of the nozzle of the invention was compared with a standard sperm sorting system and with a system using a beveled needle with an inclusive angle of
12° at the outlet end. Semen of 8 different bulls was analyzed on two different days with the standard conical nozzle and standard cylindrical injection needle. Semen of 15 different bulls was analyzed on three different days and measured with: 1) the standard conical nozzle and beveled needle, 2) the elliptical nozzle and standard cylindrical needle.

Sample rates were about 2000 sperm per second. Window settings to select oriented sperm signals were the same for each experiment. Measurements of sperm with the standard and elliptical nozzles were done with two different cell sorters (EPICS® V and EPICS® 750). In this way, low proportions of oriented sperm caused by changing needles backwards and forwards was avoided.

A large improvement in bull sperm orientation was achieved using the elliptical nozzle compared with the standard nozzle fitted with a cylindrical or beveled needle (paired difference t-tests, p<0.05, separate data not shown). On average, a 3.0 times larger proportion of oriented sperm was obtained with the elliptical nozzle (52.5 ± 4.7%, n=15) when compared with standard conical nozzle in combination with the standard cylindrical needle (17.3 ± 0.7%, n=8) and a 2.3 times larger proportion of oriented sperm when compared with the standard nozzle in combination with the beveled needle (22.7 ±3.5%, n=15).

Example 2

This example was designed to analyze the influence of sperm motility on orientation by the elliptical nozzle of the invention. Motility is an important feature of viable sperm, as only motile sperm samples are considered suitable for sexing and fertilization. Proportions of oriented intact viable sperm were compared with proportions of oriented sperm without their tails and proportions of oriented dead intact sperm. Measurements were
performed on four different days with semen of different bulls. Sample rates were about 2000 sperm per second. Viable sperm could be analyzed separately from dead sperm by their differential Hoechst fluorescence, because PI, which only stains dead sperm, quenches Hoechst fluorescence.

Proportions of oriented viable bull sperm (56.8 ± 6.7%) were the same as those of tailless bull sperm (59.8 ± 4.2%) or dead bull sperm (53.3 ± 4.3%, no significant difference at p=0.05, n=4), showing that motility has a negligible influence on orientation of bull sperm when the novel elliptical nozzle is used.

Example 3

This example was designed to assess the influence of sample rate on orientation. Sample rate is important as it is advantageous to sort sperm in the shortest amount of time possible. Semen of 8 bulls was measured on two days with sample rates of 500 sperm/sec and 2000 sperm/sec. Orientations of 52.1 ± 6.4% and 52.3% ±6.5 were obtained for sample rates of 500 sperm/sec. and 2000/sec. (n=8, paired difference t-test), respectively, demonstrating that orientation was not influenced by sample rate.

Example 4

In Example 4, sperm collected from rabbits, mice and humans were evaluated to investigate the orientation performance of the elliptical nozzle for these species with contrasting sperm morphology. Semen of 3 different rabbits was analyzed with the elliptical nozzle and proportions of correctly oriented sperm were determined. Additionally, mouse sperm and frozen-thawed human sperm were analyzed to demonstrate the use of this nozzle for
these species.

A high proportion of rabbit sperm were correctly oriented when measured with the elliptical nozzle (48 ± 2.4% n=3). The proportion of oriented sperm obtained with mouse sperm and human cryopreserved-thawed sperm was 44% and 45% respectively.

Example 5

This example was designed to test the ability of the novel nozzle system for producing sufficient numbers of sorted populations of sperm from two different species that could then be shipped by air to different regions of the country and used the same day for in vitro fertilization of oocytes at that particular location. High purity sorted samples were obtained on all days of the experiment (Table III). On average, a X-sperm sort purity of 87.6% ±3.1% and a Y-sperm sort purity of 89.3 ±2.5% were obtained.

Boar sperm orientation on average was characterized by a X-sperm sort purity of 85.3 ± 2.1% and a Y-sperm sort purity of 89.4 ± 2.4% was obtained (Table IV). Proportions of orientated sperm were on average 60.5 ± 0.9%. Orientation histograms obtained with the conical nozzle/beveled needle system and with the elliptical nozzle/cylindrical needle are presented in FIGS. 4A and 4B, respectively, to show the significant improvement in orientation. The paired vertical bars in the figures represent the orientation window required for effective sorting of X- and Y-chromosome bearing sperm.

Example 6

Example 6 demonstrates that sufficient sperm could be sorted in a short time, yet in sufficient magnitude to use the sorted sperm for regular artificial insemination in cattle. Two million
sorted X and Y sperm using both boar and bull sperm needed to be sorted and recovered at approximately 90% purities (85-95%) between 9am and noon and 8am and 10am respectively. These constraints were imposed because of required counter to counter air shipment times which enabled same day in vitro fertilization (IVF) by Research collaborators in other states.

The sorts described above were successfully carried out 4 times for boar IVF and 6 times for bull IVF. The previous sorting technology which only allowed several hundred thousand sperm to be recovered per hour would have made these experiments impossible to do.

Example 7

Sorted X and Y (primarily X) sperm were used for artificial insemination of dairy cows. Four to five million sperm were required at approximately 90% purity (85-90%) for each recipient. Up to 5 recipients were to be artificially inseminated per day with sorted sperm. Therefore, up to 25 million X sperm (50 million, total X and Y) were required to be sorted between 9am and 4pm. This would not have been possible without the nozzle of the invention. These experiments (from 1 to 5 cows) were successfully carried out 5 times.

Table I
Parameters of Preferred Embodiment

<table>
<thead>
<tr>
<th></th>
<th>A</th>
<th>B</th>
<th>a</th>
<th>b</th>
<th>c</th>
<th>X</th>
<th>Y</th>
</tr>
</thead>
<tbody>
<tr>
<td>Actual (mm)</td>
<td>6</td>
<td>7</td>
<td>0.9</td>
<td>2</td>
<td>0.2</td>
<td>5.5</td>
<td>2.5</td>
</tr>
<tr>
<td>Relative to c</td>
<td>30c</td>
<td>35c</td>
<td>4.5c</td>
<td>10c</td>
<td>-</td>
<td>27.5c</td>
<td>12.5c</td>
</tr>
</tbody>
</table>
### Table II
Significant Dimensional Ratios of Preferred Embodiment

<table>
<thead>
<tr>
<th>Relationship</th>
<th>Ratio</th>
<th>Minus 20%</th>
<th>Plus 20%</th>
</tr>
</thead>
<tbody>
<tr>
<td>B/A</td>
<td>1.2</td>
<td>&gt;1.0</td>
<td>1.4</td>
</tr>
<tr>
<td>b/a</td>
<td>2.2</td>
<td>1.8</td>
<td>2.6</td>
</tr>
<tr>
<td>a/c</td>
<td>4.5</td>
<td>3.6</td>
<td>5.4</td>
</tr>
<tr>
<td>X/A</td>
<td>0.9</td>
<td>0.7</td>
<td>1.1</td>
</tr>
<tr>
<td>Y/a</td>
<td>2.8</td>
<td>2.2</td>
<td>3.4</td>
</tr>
<tr>
<td>A/a</td>
<td>6.7</td>
<td>5.4</td>
<td>8</td>
</tr>
<tr>
<td>B/b</td>
<td>3.5</td>
<td>2.8</td>
<td>4.2</td>
</tr>
</tbody>
</table>

### Table III
Sort purities of bovine (bull) X-sperm and Y-sperm measured with the elliptical nozzle

<table>
<thead>
<tr>
<th>Day</th>
<th>Orientation (%)</th>
<th>X-sort (%)</th>
<th>Y-sort (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>50</td>
<td>88.0</td>
<td>90.5</td>
</tr>
<tr>
<td>2</td>
<td>57</td>
<td>91.5</td>
<td>90.5</td>
</tr>
<tr>
<td>3</td>
<td>59</td>
<td>84.0</td>
<td>85.5</td>
</tr>
<tr>
<td>4</td>
<td>52</td>
<td>87.0</td>
<td>90.5</td>
</tr>
<tr>
<td>Mean ± sd</td>
<td>54.5 ± 4.2</td>
<td>87.6 ± 3.1</td>
<td>89.3 ± 2.5</td>
</tr>
</tbody>
</table>
Table IV
Sort purities of porcine (boar) X-sperm and Y-sperm measured with the elliptical nozzle

<table>
<thead>
<tr>
<th>Day</th>
<th>Orientation</th>
<th>X-sort (%)</th>
<th>Y-sort (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>61.5</td>
<td>84.0</td>
<td>89.0</td>
</tr>
<tr>
<td>2</td>
<td>60.0</td>
<td>84.3</td>
<td>87.3</td>
</tr>
<tr>
<td>3</td>
<td>60.0</td>
<td>87.7</td>
<td>92.0</td>
</tr>
<tr>
<td>Mean ± sd</td>
<td>60.5 ± 0.9</td>
<td>85.3 ± 2.1</td>
<td>89.4 ± 2.4</td>
</tr>
</tbody>
</table>
We Claim:

1. A nozzle comprising a body having a first interior zone and a second interior zone, said first and second zones being separated by a transition zone, wherein essentially all cross-sections of said first and second zones and said transition zone are in the shape of an ellipse having a long axis and a short axis, wherein said first zone comprises a mouth and is tapered from said mouth to said transition zone such that the cross-sectional area of said transition zone is less than that of the mouth, wherein said second zone is downwardly tapered from said transition zone to an exit orifice having a cross-sectional area less than that of the transition zone, and wherein the long axis of said exit orifice is at approximately 90° to the long axes of both of said mouth and said transition zone.

2. The nozzle of Claim 1 wherein the ratio of the long axis to the short axis in the transition zone is greater than the corresponding ratio in the mouth.

3. The nozzle of Claim 1 wherein the ratio of the long axis to the short axis in the exit orifice is greater than the corresponding ratio in the transition zone.

4. The nozzle of Claim 1 wherein the ratio of the long axis to the short axis increases as the cross-sectional area of the first zone decreases from the mouth to the transition zone.

5. The nozzle of Claim 1 wherein the ratio of the long axis to the short axis decreases from the transition zone to a point within the second zone where said long and short axes are equal and thereafter the ratio of the long axis to short axis.
increases and the long axis is at approximately 90° to the long axis of both of said mouth and said transition zone.

6. The nozzle of Claim 1 wherein said nozzle further comprises means for attachment to flow cell.

7. The nozzle of Claim 6 wherein said means for attachment are interior threads adjacent to said first zone and adapted to be received by exterior threads on said flow cell.

8. The nozzle of Claim 6 wherein said means for attachment is a pressure fitting.

9. The nozzle of Claim 1 wherein said body further comprises a cylindrical orifice downstream from, and of smaller cross-section than, said exit orifice.

10. The nozzle of Claim 1 wherein in FIGS. 2A, 2B, 3A, and 3B the ratio of $B/A$ is in the range of about 1.1 - 1.4, the ratio of $b/a$ is in the range of about 1.8 - 2.6, the ratio of $a/c$ is in the range of about 3.6 - 5.4, the ratio of $X/A$ is in the range of about 0.7 - 1.1, the ratio of $Y/a$ is in the range of about 2.2 - 3.4, the ratio of $A/a$ is in the range of about 5.4 - 8.0, and the ratio of $B/b$ is in the range of about 2.8 - 4.2.

11. The nozzle of Claim 1 wherein in FIGS. 2A, 2B, 3A, and 3B the value of $A$ is about 6 mm, the value of $B$ is about 7 mm, the value of $a$ is about 0.9 mm, the value of $b$ is about 2 mm, the value of $c$ is about 0.2 mm, the value of $X$ is about 5.5 mm and the value of $Y$ is about 2.5 mm.