Title: SYSTEM FOR MONITORING STERILANT VAPOR CONCENTRATION

Abstract

A system is provided for determining the concentration of a condensable vapor in the presence of at least one other condensable vapor, such as hydrogen peroxide and water vapors. The system includes generally a dew point sensor, means for measuring at least one additional property of at least the other vapor such as relative humidity, and a microprocessor for fitting the dew point and additional property measurements into a modeled construct representative of the relationship between the vapors at a plurality of concentrations for each such vapor and at a plurality of corresponding dew point measurements. When used to determine the concentration of sterilant vapor in a sterilization system, the system also includes a sterilization chamber and an injector for injecting a measured quantity of the multicomponent condensable vapor into the chamber.
FOR THE PURPOSES OF INFORMATION ONLY

Codes used to identify States party to the PCT on the front pages of pamphlets publishing international applications under the PCT.

| AT  | Austria       | FR  | France        | ML  | Mali          |
| AU  | Australia     | GA  | Gabon         | MR  | Mauritania    |
| BB  | Barbados      | GB  | United Kingdom| MW  | Malawi        |
| BE  | Belgium       | HU  | Hungary       | NL  | Netherlands   |
| BG  | Bulgaria      | IT  | Italy         | NO  | Norway        |
| BJ  | Benin         | JP  | Japan         | RO  | Romania       |
| BR  | Brazil        | KP  | Democratic People's Republic of Korea | SD  | Sudan         |
| CF  | Central African Republic | KR  | Republic of Korea | SE  | Sweden        |
| CG  | Congo         | LI  | Liechtenstein | SN  | Senegal       |
| CH  | Switzerland   | LX  | Sri Lanka     | SU  | Soviet Union  |
| CM  | Cameroon      | LU  | Luxembourg    | TD  | Chad          |
| DE  | Germany, Federal Republic of | MC  | Monaco        | TG  | Togo          |
| DK  | Denmark       | MG  | Madagascar    | US  | United States of America |
SYSTEM FOR MONITORING
STERILANT VAPOR CONCENTRATION

Field of the Invention

The present invention relates to systems for monitoring sterilant vapor concentration and more particularly, to a system for monitoring a condensable sterilant vapor in the presence of another condensable vapor.

Description of the Prior Art

In 1979 Moore et al. disclosed in U.S. Patent No. 4,169,123 a method of sterilizing with hydrogen peroxide vapor. Forstrom et al. U.S. Patent No. 4,169,124 disclosed a similar method wherein the concentration of the hydrogen peroxide vapor is less than 75 mg/L. Bier U.S. Patent No. 4,642,165 discloses a method of vaporizing multicomponent liquids such as hydrogen peroxide and water, and passing the vapor into a sterilization chamber. Heretofore, no simple, unambiguous means of measuring hydrogen peroxide vapor concentration in the sterilization chamber has been available.

Hydrogen peroxide is rarely, if ever, used in a pure form. It is typically mixed with water. Hydrogen peroxide vapor, like water vapor, is a condensable gas, but is less volatile than water. When injected into a sterilizer along with water vapor, the hydrogen peroxide vapor may readily decompose into water and oxygen or condense into liquid. General physical properties, such as pressure, temperature and mass are therefore, not alone sufficient to provide an unambiguous measure of instantaneous hydrogen peroxide concentration in a sterilizer. Because of the potential for degradation of the sterilant, monitoring the hydrogen peroxide
of the sterilant, monitoring the hydrogen peroxide concentration is important to ascertain whether a sufficient sterilant concentration is maintained long enough to effect sterilization.

Known methods for determining hydrogen peroxide concentrations are not convenient for vapor phase hydrogen peroxide (VPHP) in a sterilizer because of sampling difficulties. withdrawing a representative sample from a sterilizer is fraught with uncertainty because of the potential for degradation on surfaces (such as syringe needles), condensation, and, in the case of a vacuum sterilizer, because of a negative pressure gradient of up to 14 psi or more. A sample of vapor may be trapped in liquid water and subsequently analyzed for hydrogen peroxide by one of many known chemical or instrumental methods. Direct measurement of the VPHP may be accomplished by spectroscopic means with a very long (eg., 30 meters) cell and appropriate signal enhancement. Again, sampling the vapor is a problem. To overcome the vapor sampling difficulties, the spectroscopic cell might be mounted within the sterilizer chamber and means provided to transmit radiation through the chamber wall. These methods are cumbersome, expensive, and slow.

There is a need for a simple system to determine the vapor concentration of a condensable vapor of interest. There is a further need for a system to monitor sterilant vapor concentration.

Finally, there is a further need for a system that will consistently provide such determinations quickly and accurately throughout the course of a sterilization cycle.
SUMMARY OF THE INVENTION

The present invention provides a system for monitoring the concentration of one vapor in a multicomponent vapor. The system will provide a determination of the concentration of at least one vapor component of the multicomponent condensible vapor. The multicomponent vapor is formed from component vapors comprising at least two condensible vapors. The system includes means for measuring a primary property of the multicomponent vapor, such as the dew point temperature, means for measuring at least one secondary property of at least one component of the multicomponent vapor, and means for fitting the primary and secondary property measurements into a modeled construct representative of the relationship between the component vapors at a plurality of concentrations of each such vapor component and at a plurality of primary property measurements corresponding to such vapor component concentrations.

The secondary property measured could be, for example, 1) the relative humidity, 2) thermal conductivity, 3) total vapor pressure or 4) the mass of the injected multicomponent vapor and the volume of the area of interest.

The means for fitting the measurements into a modeled construct is preferably a microprocessor having means for storing the modeled construct and means for communicating data from the primary and secondary measuring means to the microprocessor.

In their preferred embodiment, the system monitors the concentration of a condensible sterilant vapor in a multicomponent vapor mixture where at least one other non-sterilant vapor is also condensible.
Such a system would also include a sterilization chamber and means for injecting a predetermined quantity of the multicomponent vapor into the chamber.

**BRIEF DESCRIPTION OF THE FIGURES**

The present invention can be better understood by reference to the figures in which:

Figure 1 is a diagram of the system of the present invention; and

Figure 2 is a graph of predetermined information concerning the relationship between hydrogen peroxide concentration, water concentration and the corresponding dew point temperature.

**DETAILED DESCRIPTION OF THE PREFERRED EMBODIMENT**

The principal components of the preferred embodiment of the system 10 of the present invention are illustrated in Figure 1. The system includes a sterilization chamber 20, a microprocessor 30 having an input interface 31 for communicating data to the microprocessor 30 via a data bus 32. The microprocessor 30 outputs data at a data display 34 through the data bus 32 and an output interface 33. The system also includes a source 40 of a multicomponent liquid, a vaporizer 42 for vaporizing the multicomponent liquid into a multicomponent vapor, an injection valve 44 for injecting the liquid into the vaporizer 42 for passage of the vapor into the sterilization chamber 20, a dew point sensor 22 and an additional sensor 24 for measuring a secondary property of one of the components of the multicomponent vapor. A pressure gauge 26 and thermometer 28 should also be provided.
The sterilization chamber 20 may be any suitable known chamber and need not be a pressure/vacuum vessel. Any closed (or closable) space having a defined volume which is compatible with the particular sterilant vapor will suffice. For example, the chamber 20 may be a clean room, a glove box, an incubator, or any more conventional sterilizer equipped for vapor sterilization.

Microprocessor 30, input interface 31 and output interface 33 may similarly be any suitable known components or computer system which includes means for receiving, storing and analyzing data and for reporting such data and the results of such analyses.

Vaporizer 42 should be constructed of materials which are compatible to the components of the multicomponent liquid/vapor. For example, if the vapor is a hydrogen peroxide/water mixture, then vaporizer 42 may be constructed of passivated stainless steel, aluminum or alloys of aluminum which are compatible to hydrogen peroxide. The vaporizer 42 must have a heated surface 46 structured to ensure contact with the injected liquid to vaporize it for passage into chamber 20. The heated surface 46 may be heated by any suitable known means.

Injector 44 may be any suitable valve, such as a three-way ball valve, which can inject predetermined quantities of the multicomponent liquid into the vaporizer 42 at the desired time and rate.

Broadly, the invention pertains to the monitoring of one condensable vapor in the presence of at least one other condensable vapor. The system of the invention utilizes the measurement of a primary property of the combined vapors and the measurement of
at least one secondary property of the vapors, or one of them, to determine therefrom the concentration of the sterilant vapor.

The primary property is preferably more strongly dependent on the concentration of the vapor of interest than on the other vapor. The dew point temperature or saturation level is an example of a suitable primary property. The secondary property may be specific to the other component of the multi-component vapor, equi-sensitive to both the components of the vapor, or unequally sensitive to both. Pressure, mass and thermal conductivity are essentially equi-sensitive properties which are suitable as secondary properties in the system of the present invention. Humidity is an example of a secondary property which is specific to water vapor, the non-sterilant vapor component of the preferred embodiment of the multicomponent vapor.

For purposes of the detailed description, the system for monitoring the concentration of a sterilant vapor will be described by reference to such a system wherein a binary composition of hydrogen peroxide \( \text{H}_2\text{O}_2 \) vapor as a sterilant vapor of interest and water \( \text{H}_2\text{O} \) vapor as the other, non-sterilant vapor is used. Those skilled in the art will appreciate that the monitoring system disclosed herein can be adapted for use with other multicomponent vapors comprised of two or more condensable vapors.

Dew point is the saturation temperature of a given concentration of condensable vapors. A decrease of the temperature of the gas below the dew point results in condensation of some of the vapor to liquid. Heating the vapor above the dew point may not change the vapor concentration significantly, but does
increase the saturation level. The heated vapor is thus, no longer saturated. A higher concentration of gas will have a higher dew point.

Dew point has been used to determine water vapor concentration in a single vapor system. When a multicomponent vapor is present, dew point alone provides an ambiguous measure of the vapor mixture. Hydrogen peroxide and water vapors are known to condense. The concentration of one, particularly in a closed system, affects the saturation level of the other. For example, referring to Figure 2, there is a smooth relationship between hydrogen peroxide vapor concentration and dew point as long as the water vapor concentration remains constant. When the water vapor concentration changes, however, the relationship between the hydrogen peroxide concentration and dew point changes also. The problem is compounded in sterilization systems because hydrogen peroxide vapor can decompose into water vapor. Thus, the relative concentrations of the two vapors are subject to constant change. Dew point measurements, therefore, or any similar composite property of water and hydrogen peroxide vapors are not a readily apparent means of measuring hydrogen peroxide vapor concentrations.

However, when the admittedly ambiguous and unstable dew point measurement is combined with the measurement of a secondary property, such as the relative humidity of the water vapor, then the water vapor concentration can be determined. Knowledge of the water vapor concentration can be used to deduce the instantaneous hydrogen peroxide concentration from the dew point measurements. Note from Figure 2, for example, that in the area of the graph near 18°C dew point and 1.1 mg/L hydrogen peroxide concentration,
the dew point changes 0.8°C for a 0.1 mg/L change in hydrogen peroxide concentration, but varies only 0.2°C for a similar change in water vapor concentration. On a mass basis, the dew point is about four times as sensitive to hydrogen peroxide vapor as to water vapor. On a molecular basis, the factor is eight. Thus, variations in hydrogen peroxide concentration can be sensitively detected by dew point measurements.

The preferred embodiment of the system of the present invention utilizes the relationship between the hydrogen peroxide vapor concentration, the water vapor concentration and the dew point to provide a simple and accurate system for monitoring sterilant vapor concentration throughout a sterilization cycle.

Microprocessor 30 is used to store a modeled construct of the aforementioned relationship. Input interface 31 communicates data generated by dew point sensor 22, secondary property sensor 24, pressure gauge 26 and thermometer 28 via data bus 32 in a known manner. The microprocessor must be programmed by suitable known means to convert the relative humidity measurement to a corresponding water vapor concentration which is then fit, along with the dew point measurement into the stored construct for comparison. The corresponding hydrogen peroxide concentration is then displayed on display 34.

The modeled construct is developed according to the method set forth below. The calculations are based on known properties of hydrogen peroxide and water mixtures. Table I sets forth the total vapor pressure over a liquid solution of hydrogen peroxide and water.

---

Table 1

Total Vapor Pressure (mm. Hg) of Hydrogen Peroxide - Water Solutions

<table>
<thead>
<tr>
<th>Mole Fraction of Hydrogen Peroxide in Liquid</th>
<th>Temp. (°C.)</th>
</tr>
</thead>
<tbody>
<tr>
<td>0.1 0.2 0.3 0.4 0.5 0.6 0.7 0.8 0.9 1.0</td>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>0</th>
<th>4.58</th>
<th>4.06</th>
<th>3.45</th>
<th>2.81</th>
<th>2.20</th>
<th>1.66</th>
<th>1.21</th>
<th>0.856</th>
<th>0.593</th>
<th>0.404</th>
<th>0.272</th>
</tr>
</thead>
<tbody>
<tr>
<td>10</td>
<td>9.20</td>
<td>8.17</td>
<td>6.96</td>
<td>5.70</td>
<td>4.49</td>
<td>3.42</td>
<td>2.53</td>
<td>1.83</td>
<td>1.30</td>
<td>0.915</td>
<td>0.642</td>
</tr>
<tr>
<td>20</td>
<td>17.5</td>
<td>15.6</td>
<td>13.3</td>
<td>10.9</td>
<td>8.69</td>
<td>6.68</td>
<td>5.00</td>
<td>3.66</td>
<td>2.64</td>
<td>1.89</td>
<td>1.36</td>
</tr>
<tr>
<td>25</td>
<td>23.7</td>
<td>21.1</td>
<td>18.1</td>
<td>14.9</td>
<td>11.9</td>
<td>9.17</td>
<td>6.90</td>
<td>5.09</td>
<td>3.71</td>
<td>2.69</td>
<td>1.95</td>
</tr>
<tr>
<td>30</td>
<td>31.8</td>
<td>28.3</td>
<td>24.3</td>
<td>20.1</td>
<td>16.0</td>
<td>12.4</td>
<td>9.41</td>
<td>6.99</td>
<td>5.14</td>
<td>3.77</td>
<td>2.77</td>
</tr>
<tr>
<td>40</td>
<td>55.3</td>
<td>49.3</td>
<td>42.4</td>
<td>35.2</td>
<td>28.3</td>
<td>22.2</td>
<td>17.0</td>
<td>12.8</td>
<td>9.55</td>
<td>7.14</td>
<td>5.36</td>
</tr>
<tr>
<td>50</td>
<td>92.6</td>
<td>82.5</td>
<td>71.1</td>
<td>59.3</td>
<td>48.1</td>
<td>37.9</td>
<td>29.3</td>
<td>22.4</td>
<td>17.0</td>
<td>12.9</td>
<td>9.90</td>
</tr>
<tr>
<td>60</td>
<td>149</td>
<td>133</td>
<td>115</td>
<td>96.6</td>
<td>78.7</td>
<td>62.6</td>
<td>49.0</td>
<td>37.8</td>
<td>29.1</td>
<td>22.5</td>
<td>17.5</td>
</tr>
<tr>
<td>70</td>
<td>234</td>
<td>209</td>
<td>181</td>
<td>152</td>
<td>125</td>
<td>100</td>
<td>79.0</td>
<td>61.8</td>
<td>48.2</td>
<td>37.8</td>
<td>20.8</td>
</tr>
<tr>
<td>80</td>
<td>355</td>
<td>318</td>
<td>216</td>
<td>233</td>
<td>192</td>
<td>155</td>
<td>124</td>
<td>97.8</td>
<td>77.2</td>
<td>61.3</td>
<td>49.1</td>
</tr>
<tr>
<td>90</td>
<td>520</td>
<td>471</td>
<td>410</td>
<td>348</td>
<td>289</td>
<td>235</td>
<td>189</td>
<td>150</td>
<td>120</td>
<td>96.5</td>
<td>78.2</td>
</tr>
<tr>
<td>100</td>
<td>760</td>
<td>682</td>
<td>595</td>
<td>507</td>
<td>422</td>
<td>346</td>
<td>280</td>
<td>226</td>
<td>182</td>
<td>148</td>
<td>121</td>
</tr>
<tr>
<td>110</td>
<td>1074</td>
<td>965</td>
<td>845</td>
<td>722</td>
<td>605</td>
<td>499</td>
<td>407</td>
<td>331</td>
<td>269</td>
<td>221</td>
<td>182</td>
</tr>
<tr>
<td>120</td>
<td>1489</td>
<td>1339</td>
<td>1175</td>
<td>1008</td>
<td>848</td>
<td>704</td>
<td>578</td>
<td>474</td>
<td>389</td>
<td>322</td>
<td>269</td>
</tr>
<tr>
<td>130</td>
<td>2025</td>
<td>1824</td>
<td>1604</td>
<td>1381</td>
<td>1168</td>
<td>974</td>
<td>807</td>
<td>666</td>
<td>552</td>
<td>460</td>
<td>387</td>
</tr>
<tr>
<td>140</td>
<td>2709</td>
<td>2443</td>
<td>2153</td>
<td>1860</td>
<td>1580</td>
<td>1326</td>
<td>1105</td>
<td>919</td>
<td>767</td>
<td>645</td>
<td>546</td>
</tr>
<tr>
<td>150</td>
<td>3568</td>
<td>3222</td>
<td>2847</td>
<td>2467</td>
<td>2105</td>
<td>1776</td>
<td>1489</td>
<td>1247</td>
<td>1048</td>
<td>887</td>
<td>755</td>
</tr>
</tbody>
</table>
Table II sets forth the vapor composition over a liquid solution of hydrogen peroxide and water in a closed system.

**Table II**

Vapor Composition (Mole Fraction $\text{H}_2\text{O}_2$, Over Hydrogen Peroxide - Water Solutions

<table>
<thead>
<tr>
<th>Temp.</th>
<th>Mole Fraction Hydrogen Peroxide in Liquid</th>
</tr>
</thead>
<tbody>
<tr>
<td>(°C.)</td>
<td></td>
</tr>
<tr>
<td>10</td>
<td>0.1 0.2 0.3 0.4 0.5 0.6 0.7 0.8 0.9</td>
</tr>
<tr>
<td></td>
<td>0 0.002 0.006 0.015 0.031 0.060 0.112 0.202 0.352 0.600</td>
</tr>
<tr>
<td></td>
<td>10 0.003 0.008 0.018 0.037 0.070 0.128 0.224 0.381 0.626</td>
</tr>
<tr>
<td></td>
<td>20 0.003 0.009 0.020 0.041 0.077 0.138 0.238 0.397 0.640</td>
</tr>
<tr>
<td>15</td>
<td>25 0.003 0.010 0.022 0.044 0.081 0.144 0.247 0.407 0.648</td>
</tr>
<tr>
<td></td>
<td>30 0.003 0.010 0.023 0.046 0.083 0.151 0.255 0.417 0.656</td>
</tr>
<tr>
<td></td>
<td>40 0.004 0.012 0.026 0.052 0.094 0.163 0.272 0.435 0.671</td>
</tr>
<tr>
<td></td>
<td>50 0.005 0.014 0.030 0.057 0.103 0.175 0.287 0.452 0.684</td>
</tr>
<tr>
<td></td>
<td>60 0.005 0.015 0.033 0.063 0.111 0.187 0.302 0.468 0.696</td>
</tr>
<tr>
<td>20</td>
<td>70 0.006 0.017 0.036 0.068 0.120 0.199 0.316 0.482 0.707</td>
</tr>
<tr>
<td></td>
<td>80 0.007 0.019 0.040 0.074 0.128 0.210 0.329 0.495 0.716</td>
</tr>
<tr>
<td></td>
<td>90 0.007 0.021 0.043 0.080 0.136 0.221 0.342 0.508 0.725</td>
</tr>
<tr>
<td></td>
<td>100 0.008 0.023 0.047 0.085 0.144 0.231 0.354 0.519 0.733</td>
</tr>
<tr>
<td></td>
<td>110 0.009 0.025 0.051 0.091 0.152 0.241 0.365 0.530 0.740</td>
</tr>
<tr>
<td>25</td>
<td>120 0.010 0.027 0.054 0.097 0.160 0.251 0.376 0.540 0.747</td>
</tr>
<tr>
<td></td>
<td>130 0.011 0.029 0.058 0.102 0.168 0.260 0.386 0.549 0.753</td>
</tr>
<tr>
<td></td>
<td>140 0.012 0.031 0.061 0.108 0.175 0.269 0.396 0.558 0.758</td>
</tr>
<tr>
<td></td>
<td>150 0.013 0.033 0.065 0.113 0.182 0.278 0.405 0.566 0.763</td>
</tr>
</tbody>
</table>
The vapor concentrations at saturation temperatures (dew point) can be determined by combining vapor composition data from Table II with vapor pressure data from Table I. For example, referring to Table II, at 20°C, a saturated vapor composed of 0.138 mole fraction hydrogen peroxide (and thus, 0.862 mole fraction water) is in equilibrium with its liquid counterpart composed of 0.6 mole fraction hydrogen peroxide (and 0.4 mole fraction water). Referring to Table I, at 20°C, the vapor pressure over a solution composed of 0.6 mole fraction hydrogen peroxide (and 0.4 mole fraction water) is 5.00 mm Hg.

The ideal gas law (PV=nRT) together with the respective molecular weights of the vapors can now be used to calculate the concentration of each component in the multicomponent vapor mixture according to the following relationships:

\[ C = \frac{w}{V} = \frac{Mn}{V} = \frac{Mp}{RT} \]

where \( C \) = the concentration of vapor, eg., mg/L
\( w \) = mass
\( V \) = Volume
\( M \) = molecular weight
\( n \) = moles of vapor
\( p \) = partial pressure of vapor
\( R \) = universal gas constant, and
\( T \) = temperature of vapor (and liquid);
and \( p = YP \)

where \( Y = \) vapor mole fraction, and \( P = \) total vapor pressure.

In the example expressed above, at 20°C the saturated hydrogen peroxide vapor concentration is determined by the relationship \( MY/RT \), or

\[
\frac{(34.02 \text{ g/mole}) (0.138) (5.00 \text{ mm Hg})}{(760 \text{ mm Hg/atm}) (0.082 \text{ liter-atm}) (293^\circ \text{K})} = 0.00128 \text{ g/L mole} - {}^\circ \text{K}
\]

The saturated water vapor concentration is similarly determined.

\[
\frac{(18.02 \text{ g/mole}) (0.862) (5.00 \text{ mm Hg})}{(760 \text{ mm Hg/atm}) (0.082 \text{ liter-atm}) (293^\circ \text{K})} = 0.00425 \text{ g/L mole} - {}^\circ \text{K}
\]

Thus, a vapor mixture comprised of 1.3 mg hydrogen peroxide per liter and 4.2 mg water per liter has a dew point of 20°C. This point is indicated by a dot in a circle, in Figure 2. Other examples, typical of sterilization conditions, are summarized in Table III.
To complete the modeled construct, the calculations can be repeated for many combinations of temperature, water vapor concentration and hydrogen peroxide vapor concentration. As can be observed, the variables in the above exemplary calculations are the mole fractions of the water and hydrogen peroxide vapors, the total pressure of the two vapors and the temperature. The molecular weights of the vapor components for a particular multicomponent vapor, the universal gas constant, 0.082 liter-atm/mole-°K, and the conversion factor, 760 mm Hg/atm are known.

For conditions which do not specifically appear in Tables I and II, one may interpolate between entries. Alternatively, equations may be used, which describe the vapor pressure and composition over liquid solutions of the components of interest. For hydrogen peroxide and water mixtures, such equations, based on experimental data, are available in the known literature, for example, in Schumb, et al. pp. 225-227 referenced in footnote 1 above.

The modeled construct can be used to calculate concentrations of the vapor components from measurements of physical properties of the vapor.
The measurement of dew point alone, as stated above, is not sufficient to unambiguously determine the hydrogen peroxide vapor concentration. However, humidity measurements provide sufficient information, when combined with dew point temperature, to specify the hydrogen peroxide vapor concentration. Absolute humidity data (water per unit volume) is required for the calculations. A relative humidity sensor 24 can be used and, by known relationships between relative humidity, vapor temperature and absolute humidity as set forth below, the water vapor concentration can be determined.

\[
RH = 100\% * \frac{c}{c_0}
\]

where
- \(RH\) = relative humidity, \(\%\)
- \(c\) = concentration of water vapor, eg., mg/L
- \(c_0\) = concentration of water vapor if saturated

The absolute humidity, \(c\), is calculated from a relative humidity measurement by multiplying relative humidity, \(RH\), by \(c_0/100\). The saturation level, \(c_0\), is known to be related exponentially to temperature. For example,

\[
c_0 = e^{[f - g/T]}
\]

where
- \(e\) = the natural base, 2.718
- \(f\) = constant = 19.89 for \(T = 278\) to 323
- \(g\) = constant = 4993 for \(T = 278\) to 323
- \(T\) = temperature, degrees Kelvin

For example, referring to Figure 2, if a dew point of 14°C obtained from dew point sensor 22 and an independent humidity measurement obtained from a humidity sensor 24 indicating that the water vapor concentration was 3.9 mg/L, are communicated by suitable known means to microprocessor 30 and compared to the stored modeled construct, represented by Figure 2, the corresponding hydrogen peroxide vapor concentration, which must be 0.69 mg/L, would be shown on display 34. As the
sterilization cycle progresses, the humidity and dew points will change. The new data would be communicated to microprocessor 30 and the corresponding instantaneous hydrogen peroxide vapor concentration would be displayed.

Display 34 may be equipped with a suitable recording device to record the changing concentrations to provide a permanent record of the sterilant vapor concentration throughout the sterilization cycle.

The general method of calculating hydrogen peroxide vapor concentration from measurement of two properties requires knowledge (e.g., through prior calibration) of the functional dependence of the properties on the concentrations of hydrogen peroxide, water, and any other sensible conditions. The measured responses to mixtures of unknown composition can be used in simultaneous solution of the response functions to provide quantitation of hydrogen peroxide and water vapor concentrations.

For example, suppose the response functions of sensor Y and sensor Z are both linear, e.g.,

\[ Y = a_0 + a_1[H] + a_2[W] \]
\[ Z = b_0 + b_1[H] + b_2[W] \]

where
- \( Y \) = magnitude of response of sensor Y
- \( Z \) = magnitude of response of sensor Z
- \( a_0, a_1, a_2 \) = constants determined by calibration
- \( b_0, b_1, b_2 \) = constants determined by calibration
- \([H]\) = concentration of hydrogen peroxide vapor
- \([W]\) = concentration of water vapor

Simultaneous solution of these equations for \([H]\) and \([W]\) yields:
\[ [H] = \frac{[a2*(Z-b0)-b2*(Y-a0)]}{(a2*b1-b2*a1)} \]

\[ [W] = \frac{(Y-a0 - a1*[H])}{a2} \]

For example, mass and pressure are linear functions of vapor concentrations. The concentration of each component of a two-component vapor can be calculated from measurements of the mass of liquid vaporized into a known volume and the associated pressure rise. Let \( Y \) be the mass injected, in grams, and \( Z \) be the pressure rise, in mm Hg. If the sterilizer volume is 50 L and the temperature is 55°C, then

\[
\begin{align*}
    a0 &= 0 \\
    a1 &= 0.05 \\
    a2 &= 0.05 \\
    b0 &= 0 \\
    b1 &= 0.601 \\
    b2 &= 1.134
\end{align*}
\]

and the following concentrations would result from application of the equations to the following measurements of \( Y \) and \( Z \):

<table>
<thead>
<tr>
<th>( Y ) grams</th>
<th>( Z ) mm Hg</th>
<th>([H]) mg/L</th>
<th>([W]) mg/L</th>
</tr>
</thead>
<tbody>
<tr>
<td>0.5</td>
<td>9.74</td>
<td>3.00</td>
<td>7.00</td>
</tr>
<tr>
<td>1.0</td>
<td>19.48</td>
<td>6.00</td>
<td>14.00</td>
</tr>
<tr>
<td>1.83</td>
<td>35.66</td>
<td>10.96</td>
<td>25.63</td>
</tr>
<tr>
<td>1.83</td>
<td>38.00</td>
<td>6.57</td>
<td>30.02</td>
</tr>
</tbody>
</table>

Total vapor concentration may also be determined directly from measurement of the mass of liquid vaporized into a chamber of known volume. Pressure measurements can also provide total vapor concentration in vacuum conditions, where the water and hydrogen peroxide vapor constitute a significant portion of total pressure. Thermal conductivity measurements relate to total vapor concentration if thermal conditions and background gas concentrations are stable. Thus, the secondary property measured need not be relative humidity. Sensor 24 can be a thermal conductivity sensor or a pressure gauge.
Dew point sensors which measure the temperature of condensate formation are commercially available. Relative humidity sensors, thermal conductivity sensors and pressure gauges are also commercially available.

Predetermined calculations according to the previously described methods can be made for a wide range of hydrogen peroxide vapor concentrations, water vapor concentrations, dew point temperatures, vapor temperatures and relative humidity values to develop the modeled construct for use within a particular sterilization system. The modeled construct can then be stored by suitable known means in a microprocessor for use in conjunction with subsequent sterilization cycles to monitor hydrogen peroxide vapor concentrations throughout such sterilization cycles.
What is claimed is:

1. A system for monitoring the concentration of a vapor in the presence of at least one other vapor comprising:
   means for measuring a primary property of a multicomponent vapor, said multicomponent vapor being formed from component vapors comprising at least two condensable vapors;
   means for measuring a secondary property of at least one component of said multicomponent vapor; and
   means for fitting said primary and secondary property measurements into a modeled construct representative of the relationship between said component vapors at a plurality of concentrations of each said component vapor and at a plurality of said primary property measurements corresponding to each said component vapor concentration.

2. The system of claim 1 wherein said component vapors are hydrogen peroxide and water, said primary property is the dew point temperature of said vapors and said secondary property is the relative humidity of said water vapor.

3. The system of claim 1 wherein said means for fitting measurements is a microprocessor having means for storing said modeled construct and means for communicating data from said primary property measuring means and said secondary property measuring means to said microprocessor.

4. The system of claim 1 wherein said means for measuring a primary property is a dew point sensor and said means for measuring a secondary property is a relative humidity sensor.
5. A system for monitoring the concentration of a sterilant vapor in the presence of at least one other vapor comprising:

   a sterilization chamber;

   means for injecting a predetermined quantity of a multicomponent vapor into said chamber, said multicomponent vapor being formed from component vapors comprising a condensable sterilant vapor and at least one other condensable vapor;

   means for measuring the dew point of said multicomponent vapor;

   means for measuring at least one additional property of at least said other vapor; and

   means for fitting said dew point measurement and said at least one additional property measurement into a modeled construct representative of the relationship between said sterilant vapor and said at least one other vapor at a plurality of concentrations of each said component vapor and at a plurality of dew point temperatures corresponding to each said component vapor concentration.

6. The system of claim 5 wherein said other vapor is water vapor and said means for measuring at least one additional property is a relative humidity sensor.

7. The system of claim 5 wherein said means for measuring at least one additional property is a thermal conductivity sensor.

8. The system of claim 5 wherein said at least one additional property is determined from the relationship between the predetermined volume of said sterilization chamber and the mass of said predetermined quantity of said multicomponent vapor injected into said sterilization chamber.
9. The system of claim 5 wherein said sterilant vapor is hydrogen peroxide vapor and said other vapor is water vapor.

10. The system of claim 5 wherein said means for fitting measurements is a microprocessor having means for storing said modeled construct and means for communicating data from said dew point measuring means and said additional property measuring means to said microprocessor.

11. A system for monitoring the concentration of a sterilant vapor in the presence of at least one other vapor comprising:
   a sterilization chamber;
   means for injecting a predetermined quantity of a multicomponent vapor into said chamber, wherein said multicomponent vapor is formed from component vapors comprising a condensable sterilant vapor and at least one other condensable vapor;
   means for measuring a primary property of said multicomponent vapor;
   means for measuring a secondary property of at least one component of said multicomponent vapor; and
   means for fitting said primary and secondary property measurements into a modeled construct representative of the relationship between said sterilant vapor and said at least one other vapor at a plurality of concentrations of each said component vapor and at a plurality of said primary property measurements corresponding to each said component vapor concentration.
12. The system of claim 11 wherein said sterilant vapor is hydrogen peroxide vapor, said other vapor is water vapor, said primary property is the dew point temperature of said vapors and said secondary property is the relative humidity of said water vapor.

13. The system of claim 12 wherein said modeled construct is represented by the relationship between the concentrations of hydrogen peroxide and water vapors and dew point temperature shown in Fig. 2.
Fig. 1.

Fig. 2.

H₂O₂ Vapor Concentration
Vs. Dew Point At Constant Water Vapor

□ - Water - 1.3 mg/L
○ - Water - 2.3 mg/L
△ - Water - 3.5 mg/L
▽ - Water - 3.9 mg/L
◊ - Water - 4.6 mg/L
■ - Water - 5.5 mg/L
**INTERNATIONAL SEARCH REPORT**

**International Application No** PCT/US 88/04505

---

### I. CLASSIFICATION OF SUBJECT MATTER

According to International Patent Classification (IPC) or to both National Classification and IPC

IPC4: G 01 N 25/66, A 61 L 2/20

---

### II. FIELDS SEARCHED

Minimum Documentation Searched

<table>
<thead>
<tr>
<th>Classification System</th>
<th>Classification Symbols</th>
</tr>
</thead>
<tbody>
<tr>
<td>IPC4</td>
<td>G 01 N; A 61 L</td>
</tr>
</tbody>
</table>

Documentation Searched other than Minimum Documentation to the Extent that such Documents are Included in the Fields Searched

---

### III. DOCUMENTS CONSIDERED TO BE RELEVANT

<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of Document, 11 with indication, where appropriate, of the relevant passages 12</th>
<th>Relevant to Claim No. 13</th>
</tr>
</thead>
<tbody>
<tr>
<td>X</td>
<td>US, A, 4730479 (STEPHEN C. PYKE ET AL.) 15 March 1988, see column 2, line 61 - column 3, line 17</td>
<td>1</td>
</tr>
<tr>
<td>X</td>
<td>US, A, 4363635 (DONALD G. HUTSON) 14 December 1982, see column 1, line 7 - line 56; column 3, line 32 - line 36</td>
<td>1</td>
</tr>
<tr>
<td>A</td>
<td>US, A, 3687612 (ROBERT R. ERNST) 29 August 1972, see the whole document</td>
<td>1-13</td>
</tr>
<tr>
<td>A</td>
<td>US, A, 2971368 (GENE C. FLUMERFELT ET AL.) 14 February 1961, see the whole document</td>
<td>1-13</td>
</tr>
</tbody>
</table>

---

### IV. CERTIFICATION

Date of the Actual Completion of the International Search
21st March 1989

Date of Mailing of this International Search Report
04. 04. 89

International Searching Authority
EUROPEAN PATENT OFFICE

Signature of Authorized Officer

---

* Special categories of cited documents:
  - **A** document defining the general state of the art which is not considered to be of particular relevance
  - **E** earlier document but published on or after the international filing date
  - **L** document which may throw doubts on priority claim(s) or which is cited to establish the publication date of another citation or other special reason (as specified)
  - **O** document referred to in an oral disclosure, use, exhibition or other means
  - **D** document published prior to the international filing date but later than the priority date claimed
  - **T** later document published after the international filing date, or priority date and not in conflict with the application but cited to understand the principle or theory underlying the invention
  - **X** document of particular relevance; the claimed invention cannot be considered novel or cannot be considered to involve an inventive step
  - **Y** document of particular relevance; the claimed invention cannot be considered to involve an inventive step when the document is combined with one or more other such documents, such combination being obvious to a person skilled in the art.
  - **Z** document member of the same patent family

---

Form PCT/ISA/210 (second sheet) (January 1985)
**III. DOCUMENTS CONSIDERED TO BE RELEVANT (CONTINUED FROM THE SECOND SHEET)**

<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of Document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to Claim No</th>
</tr>
</thead>
<tbody>
<tr>
<td>A</td>
<td>EP, A1, 0044818 (SALVADOR, PIERANTONIO) &lt;br&gt;27 January 1982, see the whole document</td>
<td>1-13</td>
</tr>
</tbody>
</table>

Form PCT/ISA/210 (extra sheet) (January 1985)
This annex lists the patent family members relating to the patent documents cited in the above-mentioned international search report. The members are as contained in the European Patent Office CHP file on 12/01/89. The European Patent Office is in no way liable for these particulars which are merely given for the purpose of information.

<table>
<thead>
<tr>
<th>Patent document cited in search report</th>
<th>Publication date</th>
<th>Patent family member(s)</th>
<th>Publication date</th>
</tr>
</thead>
<tbody>
<tr>
<td>US-A- 4730479</td>
<td>15/03/88</td>
<td>NONE</td>
<td></td>
</tr>
<tr>
<td>US-A- 4363635</td>
<td>14/12/82</td>
<td>NONE</td>
<td></td>
</tr>
<tr>
<td>US-A- 3687612</td>
<td>29/08/72</td>
<td>NONE</td>
<td></td>
</tr>
<tr>
<td>US-A- 2971368</td>
<td>14/02/61</td>
<td>NONE</td>
<td></td>
</tr>
</tbody>
</table>

For more details about this annex: see Official Journal of the European Patent Office, No. 12/82.