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(57) ABSTRACT 

A technique processes a Sample of biomolecular analyte. 
The technique uses an apparatus having a Support assembly 
that receives and Supports a test module, a load assembly 
that loads the Sample of biomolecular analyte onto the test 
module, an electrophoresis assembly that applies a current to 
the test module Such that components within the Sample 
Separate by electrophoresis, and a controller that controls 
operations of the load assembly and the electrophoresis 
assembly. The load assembly and the electrophoresis assem 
bly are coupled to the Support assembly. The controller 
controls the operation of the load assembly in an automated 
manner. Preferably, the test module includes a dielectric 
plate member having an upper planar Surface and a lower 
planar Surface that is spaced apart from and coplanar with 
the upper planar Surface. The dielectric plate member has at 
least one Set of channels that includes an injection channel 
and a separation channel. The injection channel extends 
from the upper planar Surface to the lower planar Surface. 
The separation channel extends within the dielectric plate 
member in a plane parallel with the upper and lower planar 
Surfaces and intersects the injection channel. 
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METHODS AND APPARATUS FOR PROCESSINGA 
SAMPLE OF BIOMOLECULAR ANALYTE USING 

A MICROFABRICATED DEVICE 

RELATED APPLICATIONS 

0001. This application is a divisional of application Ser. 
No. 09/153,215, filed Sep. 14, 1998, which claims the 
benefit of U.S. Provisional Application No. 60/058,798, filed 
on Sep. 15, 1997. 
0002 The entire teachings of the above application(s) are 
incorporated herein by reference. 

GOVERNMENT SUPPORT 

0003. The invention was supported, in whole or in part, 
by Grant No. RO1 HG01389 from the National Institutes of 
Health and Grant No. F49620-95-1-0165 from the Defense 
Advanced Research Projects Agency/Air Force Office of 
Scientific Research. The Government has certain rights in 
the invention. 

BACKGROUND OF THE INVENTION 

0004. The human genome includes stretches of DNA 
composed of short tandem repeats (STRs). The analysis of 
Such STRS is an important tool for genetic linkage Studies, 
forensics, and new clinical diagnostics because STRS are 
abundant and their locations have been mapped in genomes. 
0005. A typical STR is less than 400 base pairs in length, 
and includes repetitive units that are two to seven base pairs 
in length. STRs can define alleles which are highly poly 
morphic due to large variations between individuals in the 
number of repeats. For example, four loci in the human 
genome CSF1PO, TPOX, THO1, and v WA (abbreviated 
CTTv) are characterized by an STR allele which differs in 
the number of repeats. Two repeating units are found at these 
loci: AATG for TPOX and THO1, and AGAT for CSF1PO 
and v WA. 

0006. In general, STR analysis involves generating an 
STR profile from a DNA sample, and comparing the gen 
erated STR profile with other STR profiles. Generating an 
STR profile typically involves dying or tagging STRs within 
a DNA sample, Separating the tagged STRS within the 
Sample using electrophoresis (applying an electric field), and 
recording the tagged STRS using a detector (e.g., a laser and 
a Scanner). 
0007 One procedure for generating an STR profile uses 
an elongated gel plate (or slab gel) that is approximately 35 
cm long. In general, this process (hereinafter referred to as 
“the gel plate process”) involves depositing a tagged DNA 
Sample on an area of the gel plate, Separating the STRS 
within the tagged DNA sample on the gel plate using 
electrophoresis, and Scanning the gel plate with a detector to 
record the tagged STRS. Typically, the gel plate proceSS 
requires two to three hours to complete. 
0008 Another procedure for generating an STR profile 
uses a capillary that is 50 to 75 microns in diameter. This 
process (hereinafter referred to as “the capillary process”) 
generally involves placing a tagged DNA Sample at one end 
of a capillary, and drawing the Sample through the capillary 
using electrophoresis to Separate the STRS. A detector 
records the STRS by Scanning a portion of the capillary. 
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0009 Typically, STR separation is faster in the capillary 
process than in the gel plate process. In general, an increase 
in electrophoresis current results in an increase in STR 
Separation Speed, and a higher electrophoresis current typi 
cally can be applied to the capillary than to the gel plate 
because the capillary more easily dissipates heat (caused by 
the current) which would otherwise skew the separation 
results. A typical capillary process requires between 10 
minutes and one hour to complete. 
0010 Another procedure for generating an STR profile 
uses a microchip (or chip) made of durable transparent glass 
or plastic. A typical microchip is a monolithic structure that 
is planar in shape. Such a microchip includes multiple pairs 
of channels (channel pairs) that run in a coplanar manner 
with the plane of the microchip. An individual STR sepa 
ration can be performed at each channel pair. Each channel 
pair includes a long channel and a short channel. The short 
channel interSects the long channel near one end of the long 
channel and at a 90 degree angle. In Some microchips, the 
Short channel includes a jog where it intersects the long 
channel Such that portions of the short channel are parallel 
but not co-linear. Typically, a microchip is formed using 
photolithography and chemical etching techniques to pro 
duce channel Structures in fused Silica wafers. 

0011. An STR separation process that uses a microchip 
(hereinafter referred to as “the microchip process”) gener 
ally involves orienting the microchip So that it and the 
channels within lie horizontally (i.e., perpendicular to the 
direction of gravity) and depositing a Sample of tagged DNA 
over a hole in the upper Surface of the microchip that 
connects with one end of the short channel of a channel pair. 
Next, the DNA sample is drawn horizontally through the 
short channel using electrophoresis such that STRs within 
the Sample are partially Separated along the Short channel. 
Then, a portion of the Sample at the interSection of the long 
and Short channels is further Separated along the long 
channel using electrophoresis. A detector records the STRS 
in a manner Similar to that of the gel plate and capillary 
proceSSeS. 

0012. The microchip process provides advantages over 
the gel plate and capillary processes. First, the microchip 
process requires less time to complete than the gel plate and 
capillary processes because, in the microchip process, very 
large STRs (which impede STR separation in the gel plate 
and capillary processes) are removed from the DNA sample 
during electrophoresis along the short channel and thus do 
not impede STR Separation along the long channel. Accord 
ingly, STR Separation along the long channel takes no more 
than a few minutes. Second, a microchip may include 
multiple channel pairS Such that multiple Samples can be 
Separated and Scanned simultaneously. Nevertheless, Signifi 
cant decreases in electrophoretic run-times would greatly 
increase the speed of STR analysis. 
0013 Conventional high-speed DNA genotyping using a 
microchip is described in an article entitled “High-Speed 
DNA Genotyping Using Microfabricated Capillary Array 
Electrophoresis Chips', Analytical Chemistry, Vol. 69, No. 
11, Jun. 1, 1997 on pages 2181 through 2186, the teachings 
of which are hereby incorporated by reference in their 
entirety. Ultra-high-Speed DNA sequencing using capillary 
electrophoresis chips is described in an article entitled 
“Ultra-High-Speed DNA Sequencing Using Capillary Elec 
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trophoresis Chips', Analytical Chemistry, Vol. 67, No. 20, 
Oct, 15, 1995 on pages 3676 through 3680, the teachings of 
which are hereby incorporated by reference in their entirety. 

SUMMARY OF THE INVENTION 

0.014. In general, the term “biomolecular analyte” refers 
to both non-Synthetic and Synthetic nucleic acids (e.g., DNA 
and RNA) and portions thereof, and biological proteins. 
Described herein are practical ultra-fast techniques for 
allelic profiling of Such biomolecular analyte. In particular, 
the techniques involve using a microfluidic electrophoresis 
device to analyze short tandem repeats (STRs) within a 
DNA sample. An assay method of the present invention has 
made it possible to rapidly achieve baseline-resolved elec 
trophoretic Separations of Single-locus STR Samples. In one 
embodiment, the assay permits baseline-resolved electro 
phoretic Separations of Single-locus STR Samples in 
approximately 30 Seconds. In addition, analysis of Samples 
(e.g., PCR samples) containing loci defined or characterized 
by an STR which differs in the number or repeats is 
performed rapidly (e.g., at a rate which represents a 10-to 
100-fold improvement in speed relative to capillary or slab 
gel Systems) using the allelic profiling assay described 
herein. For example, analyses of PCR Samples containing 
the four loci CSF1PO, TPOX, THO1 and v WA (abbreviated 
as CTTv) can be performed in less than two minutes. This 
constitutes a 10-to-100-fold improvement in speed relative 
to capillary or slab gel Systems. 
0.015 Also described herein is a separation device (or test 
module) useful in an allelic profiling assay of the present 
invention. The Separation device includes a microfabricated 
channel device having a channel of Sufficient dimensions in 
croSS-Section and length to permit a Sample to be analyzed 
rapidly. In one embodiment, the Separation device consists 
of a microfabricated channel 45umx100 um in cross-section 
and 26 mm in length, that is filled with a replaceable 
polyacrylamide matrix operated under denaturing conditions 
at 50° C. A fluorescently labeled STR ladder is used as an 
internal Standard for allele identification. Samples analyzed 
by the assay method can be prepared by Standard procedures 
and only Small Volumes (e.g., 4 uD) are required per analy 
Sis. The device is capable of repetitive operation and is 
Suitable for automated high-Speed and high-throughput 
applications. 

0016. The term “test plate” is used hereinafter to refer to 
a dielectric Structure having an interSecting channel pair 
Structure. Other terms that are interchangeable with the term 
test plate are microfabricated channel device, microchip, 
chip, electrophoresis chip and ME device. 
0.017. An embodiment of the invention is directed to an 
apparatus for processing a Sample of biomolecular analyte. 
The apparatus includes a Support assembly that receives and 
Supports a test module, a load assembly that loads the 
Sample of biomolecular analyte on the test module, an 
electrophoresis assembly that applies a current to the test 
module Such that components within the Sample separate by 
electrophoresis, and a controller that controls operations of 
the load and electrophoresis assemblies. The load assembly 
and the electrophoresis assembly are coupled to the Support 
assembly. The controller controls the operation of the load 
assembly in an automated manner. 
0.018. The sample of biomolecular analyte may be dis 
posed about a bead that is magnetically attractable. To this 
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end, the load assembly may include an electromagnetic 
loading device that, in response to the controller, (i) elec 
tromagnetically carries the bead from a Sample Source to the 
test module using electromagnetism, and (ii) releases the 
bead into the test module. The load assembly may further 
include an electromagnetic unloading device that provides a 
force on the bead in a direction toward the test module and 
away from the electromagnetic loading device in response to 
the controller. The bead can be constructed Such that it 
releases the Sample of biomolecular analyte when deposited 
in the test assembly. 
0019. Alternatively, the apparatus may include a capillary 
that, in response to the controller, (i) transfers the sample 
from a Sample Source to the test module using electrokinet 
ics, and (ii) terminates transfer of the Sample. The load 
assembly may further include a gasket that forms a hermetic 
Seal between the capillary and the test module when the 
capillary transferS the Sample from the Sample Source to the 
test module. In this situation, it is unnecessary to contain the 
biomolecular analyte in a magnetically attractable bead. 
0020 Preferably, the apparatus further includes a detec 
tion assembly, coupled to the Support assembly, that detects 
the components within the Sample. The detection assembly 
may include an actuating member, coupled to the Support 
assembly, and a Scanner, coupled to the actuating member. 
The Scanner Scans the test module. The actuating member 
moves the Scanner, in response to the controller, between (i) 
a first position adjacent the Support assembly that receives 
and Supports the test module and (ii) a second position 
adjacent the Support assembly that receives and Supports 
another test module. 

0021. The apparatus may further include an injection 
assembly, coupled to the Support assembly, that injects fluid 
into the test module to facilitate Separation of the compo 
nents within the Sample by electrophoresis. Accordingly, the 
injection assembly can preload the test module with a matrix 
in an automated manner prior to loading the test module with 
the Sample of biomolecular analyte. 
0022. The apparatus may further include a set of electri 
cal connections that provides power from a power Supply to 
the test module. Accordingly, if the test module includes 
electrical circuitry (e.g., a heating device for providing heat 
to the sample), the test module can obtain power for the 
circuitry from the apparatus. 

0023 The load assembly may further include a robotic 
device, coupled to the Support assembly, having an arm and 
an actuator that moves the arm between a Sample Source and 
the test module. Additionally, the load assembly may include 
a load device, coupled to the arm of the robotic device, that 
transferS the Sample of biomolecular analyte from the 
Sample Source to the test module. Furthermore, the load 
assembly may include a camera, coupled to the arm of the 
robotic device, that determines a position of the arm of the 
robotic device and indicates the position to the controller. 
The controller moves the arm of the robotic device accord 
ing to the indicated position. 
0024. The support assembly of the apparatus may include 
a Support member that Supports multiple test modules. 
Furthermore, the apparatus may include a detector that 
moves relative to the Support member to Scan each of the 
multiple test modules Supported by the Support member. 



US 2001/0020588A1 

Alternatively, the Support member may move the multiple 
test modules relative to the detector Such that the detector 
Scans each test module. 

0.025. Another embodiment is directed to a method for 
loading a test plate with a Sample of biomolecular analyte 
that is disposed about a bead that is magnetically attractable. 
The method includes the Steps of activating an electromag 
netic loading device to attract and carry the bead, and 
positioning the electromagnetic loading device adjacent an 
opening of the test plate. The method further includes the 
Step of deactivating the electromagnetic loading device to 
release the bead at the opening of the test plate Such that the 
Sample of biomolecular analyte is loaded on the test plate. 

0026. The method may further include the step of acti 
Vating an electromagnetic unloading device that provides a 
force on the bead in a direction away from the electromag 
netic loading device and toward the opening of the test plate. 
Accordingly, any bead material remaining on the electro 
magnetic loading device after the electromagnetic loading 
device is deactivated will be attracted away from the elec 
tromagnetic loading device and toward the test plate. 
0.027 Preferably, the step of positioning the electromag 
netic loading device includes the Step of actuating a robotic 
assembly that Supports the electromagnetic loading device 
Such that the electromagnetic loading device moves to a 
programmed position relative to the test plate. This allows 
the sample to be positioned accurately and consistently from 
teSt to teSt. 

0028. Another embodiment of the invention is directed to 
a method for loading a test plate with a Sample of biomo 
lecular analyte that is disposed within a Solution. The 
method includes the Steps of positioning a capillary adjacent 
an opening of the test plate, and activating an electrokinetics 
device coupled to a capillary Such that the Sample is drawn 
through the capillary onto the test plate by electrokinetics. 
The method further includes the step of deactivating the 
electrokinetics device Such that the Sample is no longer 
drawn through the capillary. The Step of activating prefer 
ably includes the Step of dispensing a fluid droplet of the 
Sample onto the test plate. 

0029. Another embodiment of the invention is directed to 
a test module assembly. The test module assembly includes 
a dielectric plate member having an upper planar Surface and 
a lower planar Surface that is spaced apart from and coplanar 
with the upper planar Surface. The dielectric plate member 
has at least one set of channels that includes an injection 
channel and a separation channel. The injection channel 
extends from the upper planar Surface to the lower planar 
Surface. The Separation channel extends within the dielectric 
plate member in a plane parallel with the upper and lower 
planar Surfaces and intersects the injection channel. Prefer 
ably, the injection channel intersects the Separation channel 
at a right angle, and terminates at the upper and lower planar 
Surfaces at right angles to the upper and lower planar 
Surfaces. The plate member is preferably wedge shaped. 

0030 The test module assembly may further include a 
housing that attaches to the dielectric plate member. The 
housing provides (i) a first opening over the upper planar 
Surface Such that a first end of the injection channel is 
accessible through the first opening, and a Second opening 
over the lower planar Surface Such that a second (i.e., 
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opposite) end of the injection channel is accessible through 
the Second opening. The housing may further provide a third 
opening over either the upper planar Surface or the lower 
planar Surface Such that the Separation channel is accessible 
to a detection device through the third opening. 
0031 Preferably, the test module assembly includes a 
heating device, Supported by the housing, that provides heat 
to the dielectric plate member when power is provided to the 
heating device. The heat facilitates the Separation of com 
ponents within the Sample during electrophoresis. 
0032. The test module assembly may further include a 

first porous membrane that covers the first end of the 
injection channel and a Second porous membrane that covers 
the Second end of the injection channel to retain a matrix 
within the injection and Separation channels. The first and 
Second porous membranes may be adhered to the dielectric 
plate member. 
0033. The test module assembly may further include an 
electromagnetic unloading device, Supported by the hous 
ing, that draws magnetic material for testing towards the 
dielectric plate member when the electromagnetic unloading 
device is activated. Accordingly, a Sample of biomolecular 
analyte that is about a magnetically attractable bead will be 
drawn away toward the dielectric plate member when 
unloading the Sample. 
0034 Preferably, the dielectric plate member includes 
multiple Sets of channels. Each Set of channels includes an 
injection channel and a separation channel. The injection 
channel of each set extends from the upper planar Surface to 
the lower planar Surface. The Separation channel of each Set 
extends within the dielectric plate member in a plane parallel 
with the upper and lower planar Surfaces and intersects the 
injection channel of that Set. The injection channels of the 
multiple Sets of channels may be parallel with each other. 
These features of the invention increase the channel density 
(i.e., the number of channel sets per unit area of the plate 
member) of the dielectric plate member enabling more tests 
to be Scanned by an individual Scanner in a fixed position 
relative to the dielectric plate member. Furthermore, the 
orthogonal orientation of the injection channels (relative to 
the plane of the plate member) improves initial separation of 
the components within the Sample during electrophoresis in 
the direction of the injection channel. 
0035) Another embodiment of the invention is directed to 
a method for Separating a Sample of biomolecular analyte. 
The method includes the Step of drawing the Sample along 
a longitudinal axis of an injection channel of a test plate 
using electrokinetics. The test plate is planar in shape along 
an Orthogonal axis to the longitudinal axis of the injection 
channel. The method further includes the step of Subse 
quently drawing the Sample along the orthogonal axis 
through a separation channel of the test plate using electro 
kinetics. The Separation channel intersects the injection 
channel within the test plate. 
0036) The method may further include the steps of draw 
ing multiple Samples along the longitudinal axes of multiple 
other injection channels using electrokinetics Simulta 
neously with the Step of drawing the Sample, and drawing 
the multiple Samples along other orthogonal axes through 
multiple other Separation channels using electrokinetics. The 
multiple other Separation channels respectively interSect the 
multiple other injection channels. 
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0037 Preferably, the method further includes the step of 
Scanning a respective portion of the Separation channel and 
the multiple other separation channels with a detection 
device. 

0.038 Another embodiment of the invention is directed to 
a System for analyzing Short tandem repeats within a Sample 
of biomolecular analyte. The System includes a test plate 
having a separation channel, a Support assembly that Sup 
ports the test plate, an automated loading device that loads 
the Sample of biomolecular analyte on the test plate in an 
automated manner, and an electrophoresis device that Sepa 
rates short tandem repeats in the Sample within the Separa 
tion channel of the test plate. The automated loading device 
and the electrophoresis device are coupled to the Support 
assembly. 

0.039 Preferably, the automated loading device includes 
a robotic actuator assembly, coupled to the Support assem 
bly, that obtains the Sample from a Sample Source and 
deposits the Sample at a particular location on the test plate. 
0040 Alternatively, the automated loading device 
includes a capillary assembly, coupled to the Support assem 
bly, that obtains the sample from a sample Source (e.g., using 
electrokinetics) and deposits the sample at a particular 
location on the test plate. 
0041. The system may further include a detection device 
that detects the short tandem repeats within the Separation 
channel of the test plate. 
0.042 Another embodiment of the invention is directed to 
method for analyzing Short tandem repeats within a Sample 
of biomolecular analyte. The method includes the steps of 
providing a test plate having a separation channel, activating 
an automated loading device that loads the Sample of 
biomolecular analyte on the test plate in an automated 
manner, and connecting an electrophoresis device to the test 
plate and activating the electrophoresis device to Separate 
Short tandem repeats in the Sample within the Separation 
channel of the test plate. 
0.043 Another embodiment of the invention is directed to 
a test module assembly that includes a rotatable dielectric 
plate member having an upper planar Surface and a lower 
planar Surface that is spaced apart from and coplanar with 
the upper planar Surface. The rotatable dielectric plate 
member has multiple separation channels that extend within 
the dielectric plate member in a plane parallel with the upper 
and lower planar Surfaces. The multiple Separation channels 
extend radially from an inner portion of the dielectric plate 
member to an outer portion of the dielectric plate member. 
0044 Preferably, the rotary dielectric plate member is 
disk shaped and further includes multiple injection channels. 
Each injection channel may interSect a corresponding Sepa 
ration channel within the outer portion of the dielectric plate 
member. 

BRIEF DESCRIPTION OF THE DRAWINGS 

004.5 The foregoing and other objects, features and 
advantages of the invention will be apparent from the 
following more particular description of preferred embodi 
ments of the invention, as illustrated in the accompanying 
drawings in which like reference characters refer to the same 
parts throughout the different views. The drawings are not 
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necessarily to Scale, emphasis instead being placed upon 
illustrating the principles of the invention. 
0046 FIG. 1 is a perspective view of a system for 
processing biomolecular analyte according to the invention. 
0047 FIG. 2 is a side view of a load assembly and test 
module of the system of FIG. 
0048 FIG. 3 is a perspective view of an alternative load 
assembly for the system of FIG. 1. 
0049 FIG. 4 is a perspective view of another system for 
processing biomolecular analyte according to the invention. 
0050 FIG. 5 is a timing diagram of the operation of the 
system of FIG. 2. 
0051 FIG. 6 is an exploded view of a test module that is 
usable by the systems of FIGS. 1 and 4. 
0.052 FIG. 7 is a side view of a test module when in use 
by one of the systems of FIGS. 1 and 4. 
0053 FIGS. 8A-8C are top view portions of a microchip 
that is suitable for use by the systems of FIGS. 1 and 4. 
0054 FIGS. 9A and 9B are views of a preferred micro 
chip that is suitable for use by the systems of FIGS. 1 and 
4. 

0055 FIG. 10 is a top view of the preferred microchip of 
FIGS. 9A and 9B. 

0056 FIGS. 11A and 11B are perspective views of a 
Scanning arrangement for Scanning a microchip that is 
usable by the systems of FIGS. 9A, 9B and 10. 
0057 FIG. 12A is a microchip electropherogram for the 
four loci CTTv allelic sizing standard. 
0058 FIG.12B is a microchip electropherogram present 
ing the allelic profile of an individual obtained by Spiking a 
PCR amplified sample with the CTTv sizing standard. 
0059 FIG. 13 is another microchip electropherogram for 
the four loci CTTv allelic sizing standard. 
0060 FIG. 14 is a graphic representation of predicted 
minimum Separation time required to achieve a resolution of 
1.0 for the last two alleles of the CSFLPO locus as a function 
of the injection plug width at 200 and 500 V/cm in the 
presence of a 4% linear polyacrylamide (1XTBE buffer with 
3.5 M urea and 30% v/v formamide) sieving matrix at 50 
C. 

0061 FIG. 15 is a graphic representation of predicted 
minimum Separation time required to achieve a resolution of 
1.0 for the last two alleles of each locus of the CTTv system 
as a function of the injection plug width at 500 V/cm in the 
presence of a 4% linear polyacrylamide (1XTBE buffer with 
3.5 M urea and 30% v/v formamide) sieving matrix at 50 
C. 

DETAILED DESCRIPTION OF THE 
INVENTION 

0062) There is a compelling need for improved through 
put and reduced cost for electrophoretic Separation of bio 
logically important molecules, especially for Such applica 
tions as DNA sequencing and DNA typing. Traditional 
aspects of the Supporting technology including traditional 
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pipette loading and labor-intensive preparation of gel plates 
have constrained attempts to miniaturize the apparatus and 
to increase parallelism. 

0.063. In contrast to conventional techniques, an embodi 
ment of the invention is directed to an automated technique 
for processing a Sample of biomolecular analyte with 
improved throughput and reduced preparation requirements. 
The embodiment involves the use of an apparatus 20 for 
processing a Sample 22 of biomolecular analyte, as shown in 
FIG.1. The apparatus 20 includes a support assembly 24, a 
load assembly 26, an electrophoresis assembly 28, and a 
controller 30. The support assembly 24 receives and Sup 
ports a test module 32 including multiple channel pairs 
(channel sets for testing respective samples). The load 
assembly 26 obtains one or more Samples 22 from a Sample 
Source 34, and loads the samples 22 Simultaneously (in 
parallel) into respective channels/ports on the test module 
32. The electrophoresis assembly 28 applies a current to the 
test module 32 Such that components within the Samples 22 
(e.g., STRs) separate by electrophoresis. The controller 30 
controls the operations of the load and electrophoresis 
assemblies 26.28. 

0064. The load assembly 26 includes a robotic device 36 
having a robotic arm 38 and an actuation assembly 40. The 
load assembly 26 further includes a fluid transfer device 42 
that is attached to the robotic arm 38. The fluid transfer 
device 42 has an array of electrically conductive fluid 
(sample) dispensing tips that carry Sample material from the 
sample source 34 to respective injection channels in the test 
module 32. The actuation assembly 40 moves the robotic 
arm 38 and the fluid transfer device 42 according to a robot 
signal provided by the controller 30. In particular, the 
actuation assembly 40 includes actuators 40X, 40Y and 40Z 
that are capable of moving the robotic arm 38 and the fluid 
transfer device 42 along the X-axis, Y-axis and Z-axis, 
respectively. Preferably, the robotic device 36 provides both 
linear motion (along any combination of the X, Y and Z 
axes) and rotary motion (about the axes). 
0065 During operation, the fluid transfer device 42 inter 
faces with both the sample Source 34 (e.g., a microtitre plate) 
and the test module 32 (e.g., a microchip assembly). Pref 
erably, each dispensing tip in the array of dispensing tips of 
the fluid transfer device 42 includes an electromagnetic 
loading device 50 having a core 52 and windings 54, as 
shown in FIG. 2. The controller 30 activates the electro 
magnetic device 50 by providing a carry Signal to the 
windings 54. The sample 22 of biomolecular analyte pref 
erably is disposed about magnetically attractable beads 56. 
The controller 30 positions the fluid transfer device 50 over 
the Sample Source 34 and activates the electromagnetic 
device 50. In turn the core 52 becomes magnetically charged 
such that a distal or working end 58 of the core 52 attracts, 
picks up and retains the beads 56. Then, the controller 30 
operates the robotic device 36 to move the fluid transfer 
device 42 over the test module 32 Such that the distal end 58 
of the core 52 is adjacent a target opening 60 (injection port) 
of the test module 32, as shown in FIG. 2. Next, the 
controller 30 discontinues providing the carry Signal to 
deactivate the electromagnetic loading device 50. Accord 
ingly, the core 52 becomes demagnetized and the beads 56 
are released from the end 58 of the core 52 and drop into the 
target opening 60 of the test module 32. 
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0066. As will be discussed later in further detail, the test 
module 32 includes a microchip that contains an internal 
Sieving matrix and a microfabricated coverplate. The test 
module 32 may be driven with a high voltage supply 43 and 
a temperature controller 45 (see FIG. 1). 
0067. The load assembly 26 may further include an 
electromagnetic unloading device 62, as shown in FIG. 2. 
The electromagnetic unloading device 62 is positioned 
beneath the target opening 60 Such that the target opening 60 
of the test module 32 is between the electromagnetic loading 
device 50 and the electromagnetic unloading device 62. 
When the controller 30 discontinues providing the carry 
Signal to deactivate the electromagnetic loading device 50, 
the controller 30 Simultaneously provides a release signal to 
the electromagnetic unloading device 62 to draw the beads 
away from the end 58 of the core 52 and toward the target 
opening 60 of the test module 32. Accordingly, the electro 
magnetic unloading device 62 provides a magnetic force on 
any beads that may have otherwise stuck to the end 58 of the 
core 52 to unload them into the target opening 60. 

0068. As an alternative to the robotic device 36 (see FIG. 
1) and the electromagnetic devices 50,62 (see FIG. 2), the 
load assembly 26 may include a capillary assembly 70, as 
shown in FIG. 3. The capillary assembly 70 includes 
multiple capillaries 72 (one shown), a rigid Support 74 and 
a non-rigid gasket 76. When the rigid support 74 is posi 
tioned properly over the test module 32, the gasket 76 forms 
a hermetic, liquid-tight Seal with the test module 32 to 
prevent contamination. The rigid Support 74 positions the 
proximal ends of the capillaries 72 such that they match with 
corresponding target openingS 60 of the test module 32. In 
particular, the rigid Support 74 provides appropriately sized 
and Spaced holes and structural Support to maintain the 
proximal ends of the capillaries rigidly in place. Preferably, 
the capillaries are made of glass and the proximal ends of the 
capillaries extend through the rigid Support 74 and at least a 
portion of the non-rigid gasket 76. The other (opposite) ends 
of the capillaries 72 mate with the sample source 34 in a 
conventional manner. In particular, the other ends of the 
capillaries 72 connect with wells of a microtitre plate of the 
Sample Source 34. 
0069. For the capillary assembly of FIG. 3, the sample 
Source 34 includes Samples of biomolecular analyte in fluid 
form. The capillary assembly 70 injects the samples into the 
test module 32 by transferring the Samples from the Source 
to the test module 32 electrokinetically. That is, the load 
assembly 26 provides a voltage between the Sample Source 
34 (e.g., microtitre plate wells) and the test module 32 (e.g., 
microfluidic channels within a microchip) Such that the 
Samples migrate from the Sample Source 34 to the test 
module 32. Preferably, each capillary dispenses a Sample 
fluid droplet onto the test module 32. Such a droplet may be 
released by a physical pulse (e.g., from a pulse device). An 
advantage of Such a System is the ability to load multiple 
Samples Simultaneously through multiple capillaries onto 
the test module 32 and into multiple injection channels 
therein. 

0070 Reference is made back to FIG. 1 for a further 
discussion of the apparatus 20. After the test module 32 has 
been loaded with one or more Samples 22 from the Sample 
Source 34, the electrophoresis assembly 28 applies an elec 
trical current to the test module 32 to Separate the compo 
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nents (e.g., STRs) within each sample 22. The apparatus 20 
preferably includes a detection assembly 80 which then 
detects these Separated components. The detection assembly 
80 includes a Scanner 82 and an actuator 84 that moves the 
Scanner 82 to various Scanning positions relative to the 
Support assembly 24. In particular, the actuator 84 moves the 
Scanner 82 to a pertinent portion of each channel Set of the 
test module 32 to detect respective Separation components. 
The detection assembly 80 collects data from the test 
module 32 and provides the data electronically to a data 
storage system of the controller 30. 
0071 Preferably, the support assembly 24 is capable of 
receiving and Supporting multiple test modules 32, as shown 
in FIG. 1. In this situation, the actuator 84 of the detection 
assembly preferably moves the scanner 82 between multiple 
positions over the multiple test modules 32 (e.g., between a 
first position adjacent a first test module and a Second 
position over a Second test module as well as multiple 
locations within each of the first and Second positions for 
detecting respective multiple channels and the Separated 
components therein). 
0.072 Preferably, the apparatus 20 further includes an 
injection assembly 86 that injects fluid (e.g., a separation 
matrix) into each test module 32 prior to Sample loading. 
The fluid facilitates Separation of the Sample components 
during electrophoresis. Such automated loading enables 
injection of ultrathin gels (eliminating manual pouring of 
gels) and permits the use of unbonded microchips (greatly 
reducing the cost and increasing the re-usability of the 
microchips). 
0073. The apparatus 20 may further include power supply 
connections 88 that provide power to each test module 32 
from the Voltage Supply 43. Accordingly, circuitry within 
each test module 32 (e.g., a heater) can be powered to 
facilitate component Separation during electrophoresis. 

0.074. It should be understood that the apparatus 20 
provides Sample loading, Sample Separation and Sample 
detection of one or more Samples in parallel, in an automated 
manner. That is, Such operations can be performed without 
human intervention. AS Such, the robotic loading of the 
Sample 22 is easily repeatable and requires minimal prepa 
ration. In particular, the controller 30 Stores programmed 
positions enabling the fluid transfer device 42 of the load 
assembly 26 to automatically transfer Samples 22 from the 
Sample Source 34 to respective ports/channels of each test 
module 32 for testing. Accordingly, labor-intensive Sample 
loading, which is common with conventional techniques, is 
unnecessary when using the apparatus 20. 

0075 Another apparatus 90 for processing a sample of 
biomolecular analyte is shown in FIG. 4. The apparatus 90 
is similar to the apparatus 20 of FIG. 1. In particular, the 
apparatus 90 includes a Support assembly 92, a load assem 
bly 94, an electrophoresis assembly 96 and a controller 110 
that operate in manners Similar to those of the apparatus 20 
as will now be explained. 
0.076 The load assembly 94 loads samples onto test 
modules 32 that are received and Supported by the Support 
assembly 92. The load assembly 94 includes a fluid transfer 
device 100 and a robotic device 102 that moves the fluid 
transfer device 100 in a manner similar to that of the robotic 
device 36 of FIG. 1. The fluid transfer device 100 (e.g., a 
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multi-tip pipetter) is capable of transferring multiple sample 
Sources 104, in parallel/simultaneously, to one or more test 
modules 32. Additionally, the fluid transfer device 100 may 
operate as an injection device to preload the test modules 32 
with fluid prior to Sample loading. Accordingly, there is no 
need for a separate injection assembly (as shown in FIG. 1). 
0077. The apparatus 90 further includes a wash station 98 
that washes the fluid transfer device 100 between sample 
transferS to avoid contamination between the Samples. The 
wash station 98 preferably washes the fluid transfer device 
100 before and after each of the fluid injection and sample 
loading procedures. 
0078. The apparatus 90 may further include other fea 
tures of the apparatus 20 of FIG. 1. In particular, the 
apparatus 90 may include a detection assembly 106 which 
resides below the test modules 32. In a manner similar to the 
detection assembly 80 of FIG. 1, the detection assembly 106 
of FIG. 4 moves relative to the test modules 32 and the 
support assembly 92 to selectively scan the test modules 32 
(i.e., multiplex between the test modules 32) after electro 
phoresis. 
0079 Preferably, the load assembly 94 of the apparatus 
90 includes a camera 108 that sends an alignment signal to 
the controller 110. The alignment Signal indicates the posi 
tion of the camera 108 and the fluid transfer device 100 
relative to positions on the Support assembly 92 (e.g., 
positions over the Sample Sources 104 and the test modules 
32). The controller 110 moves the fluid transfer device 100 
robotically between the sample sources 104, the wash sta 
tion 98 and the test modules 32 according to the alignment 
signal. In particular, the controller 110 provides a robot 
signal to the robotic device 102 to control the movement of 
actuators of the robotic device 102. 

0080 Within the test module 32 is a microchip (also 
called an “ME device'). It should be understood that the 
automated features of the apparatus 90 of FIG. 4 (as well as 
the apparatus of FIG. 1) provide a bridge between the 
conventional macroscopic format (millimeter geometries) of 
microtitre plates and the microscopic (micrometer geom 
etry) format of ME devices. That is, the current invention 
Solves this problem by close integration of a precision 
motion control system with the ME device. Both the motion 
control System and the ME device are specifically custom 
ized with microfabricated Structures to achieve an efficient 
overall Solution to the required format change. 

0081 Further details of the fluid transfer device 100 will 
now be discussed. The apparatus 90 of FIG. 4 accurately 
translates a precision manufactured fluidic transfer head of 
the fluid transfer device 100 which transfers microliter fluid 
quantities. An optical System (the camera 108) is mounted 
on the load assembly 94, and computer hardware and driver 
Software of the controller 110 control the motion of the fluid 
transfer head allowing it to perform pre-programmed, auto 
mated repetitive procedures. Affixed to an active arm of this 
fluid transfer head is a multi-tip array of Specialized fluid 
handling tools 110 capable of collecting and dispensing 
microliter amounts of fluid accurately and reproducibly. The 
robotics and associated optics Serve to align and position the 
tip array over an industry-Standard multiple-well microtitre 
plate and collect the desired amount of liquid Sample. The 
motion system then lifts the tip array to the ME device of the 
test module 32, aligns to the ME device using the robotic 
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optics System described above, and instructs high-precision 
pumps to dispense the Samples from the tip array into the 
appropriate microfabricated injection ports (each approxi 
mately 100 um in diameter) on the ME device of the test 
module 32. This cycle is repeated until all of the injection 
ports on the ME device of the test module 32 have been 
loaded. Accordingly, the automated features of the apparatus 
90 solve the format transformation problem by bridging the 
conventional macroscopic format (millimeter geometries) of 
microtitre plates with the microscopic (micrometer geom 
etry) format of microchips of the test modules 32. 
0082 Once the ME device is loaded, the electrophoresis 
assembly 96 Separates the Samples based on their molecular 
weight and mobility through a microchip Sieving medium. 
In one embodiment, an optical laser-induced fluorescence 
System is used to excite fluorescently tagged molecules. The 
resultant Signal is collected by a Series of optics and pho 
tomultiplier tubes or charge-coupled device cameras in the 
detection assembly 106 and analyzed using Software appro 
priate for the Separation being done. 
0.083. It should be understood that the apparatus 20 of 
FIG. 1 and the apparatus 90 of FIG. 4 support the use of 
multiple test modules 32 (each test module 32 being capable 
of Simultaneously testing multiple samples itself). In par 
ticular, the apparatus 20.90 can perform electrophoresis on 
one test module 32 while preparing another. FIG. 5 shows 
a timing diagram for two test modules 32 used by the 
apparatus 20 of FIG. 1 and by the apparatus 90 of FIG. 4. 
AS shown, while a first test module 32 undergoes injection 
and electrophoresis, another test module undergoes other 
procedures Such as Sample removal, cleaning and Sample 
loading. As a result, the various assemblies of the apparatus 
20,90 are multiplexed between the multiple test modules 32. 
0084) Further details of the test module will now be 
provided with reference to FIG. 6 which shows an exploded 
view of a test module 32. The test module 32 includes a 
microchip 120, a lower housing member 122 and an upper 
housing member 124. The lower and upper housing mem 
berS 122,124 form a housing that protects and Supports the 
microchip 120. The microchip 120 is planar in shape with a 
top Surface (an upper planar Surface) and a bottom Surface 
(a lower planar Surface) spaced apart from the top Surface. 
The microchip is preferably wedge (or triangle) shaped. One 
end of the top Surface has a set of injection ports 126 that 
operate as target openings that receive injection fluid, test 
Samples and electrophoresis electrodes. The microchip 120 
includes channels 128 that extend within the microchip 120 
along a plane with the planes of the microchip 120 Surfaces. 
The top surface of the microchip 120 further includes 
additional openings 130 that allow air to escape when 
material is injected into the channels 128 and to provide 
access for additional electrophoresis electrodes. 
0085. The upper housing member 124 has a set of open 
ings 132 that match the target openings 126 of the microchip 
120. The openings 132 provide access to the target openings 
126 when the upper housing member 124 covers the micro 
chip 120. In a similar manner, the upper housing member 
124 has other openings 134 and 138 to provide access (e.g., 
light and electrophoresis electrodes) to the microchip 120 
when the microchip is housed by the housing members 
122,124. 
0.086 The upper housing member 124 further includes a 
slot 136 and the lower housing member includes a corre 
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sponding slot 140. The slots 136, 140 allow light to pass 
from one slot to the other through the microchip 120 when 
the microchip 120 is housed by the housing members 
122,124. This allows a detection assembly to Scan particular 
areas of the channels 128 within the microchip 120 after (or 
during) electrophoresis. In particular, the matching slots 
136,140 provide optical access for laser-induced fluores 
cence detection. 

0087. The lower housing member 122 further includes a 
heating element 142 (a heater) that provides heat to the 
microchip 120 when power is provided to the heater through 
electrical connections 144 (e.g., high-voltage connections) 
of the heating element 142. The heat facilitates STR sepa 
ration within the channels 128. Preferably, the heating 
element 142 is a ceramic device with high thermal conduc 
tivities (above 10 Watts/(meter Kelvin)) and high dielectric 
strengths (above 50 volts per mil). Alumina, beryllia, and 
boron nitride ceramics are Suitable for the ceramic device. 

0088 FIG. 7 provides a schematic view of a test module 
32 (FIG. 6) disposed on the apparatus 90 of FIG. 4. 
Electrophoresis electrodes are connected at the openings 
126,130 of a channel 128 of the microchip 120. The elec 
trodes lead to a power Supply through Voltage relays that are 
switchably controlled by the controller 110 (see FIG. 4). The 
controller 110 further provides temperature control for the 
heating element 142 (heater block). Additionally, the detec 
tion assembly 106 (scanner and laser) scans a portion of the 
channel 128 of the microchip 120 to record STR separations. 

0089. Further details of the microchip 120 of the test 
module 32 will now be provided with reference to FIGS. 
8A, 8B and 8C, which provide various partial top views of 
the microchip 120. The microchip 120 includes multiple sets 
of channels 128, one set being shown in each of FIGS. 
8A-8C. Each set of channels (or channel set) includes an 
injection channel 150 and a separation channel 152. The 
injection and separation channels 150,152 of each set 128 
are coplanar with the plane of the microchip 120. The 
Separation channel 152 is longer than the injection channel 
150 and intersects the injection channel 150 at a right angle 
(90 degrees). The injection channel 150 has a jog where it 
intersects the Separation channel 152 to allow precise control 
of the amount of Sample to be separated within the Separa 
tion channel 152. 

0090. Further explanation of the electrophoresis opera 
tion will now be provided. First, a load assembly injects a 
Sample into the injection channel 150 at the negative elec 
trode end, as shown in FIG. 8A. Second, an electrophoresis 
assembly performs electrophoresis along the injection chan 
nel 150 causing the Sample to partially migrate and Separate 
in the direction of the positive electrode. A portion of the 
sample becomes positioned within the jog 300 during elec 
trophoresis along the injection channel 150. Next, as shown 
in FIG. 8B, the electrophoresis assembly performs electro 
phoresis along the Separation channel 152. The portion of 
the sample within the jog 300 travels down the separation 
channel 152 and separates further. Other portions of the 
sample remain in the injection channel 150. The particular 
amount of Sample Separated in the Separation channel 152 
can be precisely controlled by the diameter of the Separation 
channel and the length of the jog 300. Then, as shown in 
FIG. 8C, the portion of the sample separates into compo 
nents along the Separation channel 152 as electrophoresis 
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continues along the Separation channel 152. In particular, 
movement of the components within the Separation channel 
152 is from the negative electrophoresis electrode (at one 
end of channel 152) to the positive electrophoresis electrode 
(at the opposite end of the separation channel 152). Since 
very large components of the Sample remain in the injection 
channel 150, component Separation within the Separation 
channel 152 is less hindered. Finally, the Separated compo 
nents can be detected near the end of the Separation channel 
152 having the positive electrode. 
0.091 In one version of the microchip 120, the injection 
channel 150 is 10 mm in length and the separation channel 
152 is 35 mm in length. The separation channel 152 divides 
the injection channel 150 into two 5 mm portions, and the 
injection channel 150 divides the separation channel 152 
into a 5 mm portion and a 30 mm portion. 
0092. To create more compact structures in the microchip 
120, the geometry of the separation channel 152 can be 
extended in length and folded. For example, the Separation 
channel 152 can have a folded channel that is approximately 
100 mm in length, or even approximately 300 mm in length. 
0093 Conventionally, the injection channel 150 extends 
along a plane that is coplanar with that of the microchip 120 
Surfaces in the same manner as the Separation channel 152. 
Accordingly, when the microchip 120 is disposed horizon 
tally during electrophoresis, the injection channels 150 and 
the Separation channels 152 are perpendicular with the 
direction of gravity. In this arrangement, all of the openings 
in the microchip are on the top surface of the microchip 120. 
0094. In a preferred microchip embodiment, the separa 
tion channels extend along a plane that is coplanar with the 
Surfaces of the microchip in a manner Similar to that of 
conventional Separation channels. However, in the preferred 
embodiment, the injection channels extend from the top 
Surface to the bottom Surface of the microchip and are 
orthogonal to the plane of the microchip Surfaces, as shown 
in FIGS. 9A and 9B. That is, the opening of the injection 
channel 150 that receives the sample and provides access to 
an electrophoresis electrode 160 (i.e., the injection port) is at 
the upper Surface, and the other opening that provides acceSS 
to another electrophoresis electrode 161 is at the bottom 
surface. When the microchip 120 is oriented such that its 
plane is horizontal (i.e., perpendicular to the direction of 
gravity), the injection channel 150 of the preferred embodi 
ment is oriented in the vertical direction (i.e., with the 
direction of gravity). Preferably, the injection channel is at 
right angles with the top and bottom Surfaces of the micro 
chip 120. 
0.095 The microchip 120 may include a well-shaped 
indentation 164 around the injection port opening, as shown 
in FIG. 9A. The indentation helps hold the sample over the 
receiving port of injection channel 150 when the sample is 
introduced to the microchip 120. Preferably, porous mem 
branes 166,168 cover the openings of the injection channel 
150 to hold the injection fluid (i.e., a separation matrix) 
within the injection channel 150. The membranes 166,168 
can be adhered to the microchip 120. The pores of the 
membranes 166,168 should be small enough to prevent the 
injection fluid from passing through. Suitable membranes 
include polyvinylidene fluoride membrane filters (either 
hydrophylic or hydrophobic types) with pore sizes of 0.1 
micron to 0.65 micron, and polytetrafluoroethylene mem 
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brane filters of 0.2 to 5.0 micron pore sizes. Such filters are 
available from Millipore Inc. of Bedford, Mass. Also shown 
in FIG. 9A are the electrophoresis electrodes 170,172 for 
the separation channel 152. 

0096 FIG.9B shows top and bottom views of a preferred 
geometry microchip 120 having three sets of channels. The 
top view shows the indentations 164 in the top surface of the 
microchip 120 for each Set of channels. Although the Sepa 
ration channels 152 are shown extending along the micro 
chip 120, the injection channels 150 are shown on end in 
both the top and bottom views. 

0097. It should be understood that the vertical orientation 
of the injection channels 150 permits the channel sets to be 
densely clustered on a simple microchip 120. In particular, 
more channel Sets with vertical injection channels are able to 
be clustered in a microchip area than channel Sets with 
non-vertical injection channels. Accordingly, more Samples 
can be separated in a particular microchip area, and more 
Separation channels can be Scanned by a detection assembly 
without having to Substantially move the detection assembly 
relative to the microchip. 

0098. Furthermore, it should be understood that the ver 
tical injection channel of the microchip of FIGS. 9A and 9B 
may have a geometry Similar to the horizontal injection 
channel FIGS. 8A-8C. That is, the vertical injection channel 
may include a jog where it interSects the Separation channel 
Such that a cross-section of the vertical injection channel 
microchip looks similar to FIGS. 8A-8C. 
0099 FIG. 10 shows a preferred arrangement of channel 
Sets on a wedge-shaped microchip 120. The injection chan 
nels 150 are Spaced apart to provide enough room for 
Samples to be injected into the injection ports without risk of 
Sample cross-mixing between injection ports. Such spacing 
is on the order of millimeters which is less Suitable for 
human load handling than the automated loading means 
discussed above in FIGS. 1 and 4. The separation channels 
152 are allowed to be spaced more closely together to enable 
Simultaneous Scanning at the narrow end of the wedge 
shape. 

0100 AS stated above in connection with the apparatus 
20 of FIG. 1 and the apparatus 90 of FIG. 4, the detection 
assembly may move between test modules 32 to multiplex 
the use of a Single Scanner. Alternatively, the wedge-shaped 
microchip 120 may be positioned in a pie-shaped fashion on 
a platter 191 with other wedge-shaped microchips 120a, 
120b, ... in a rotary configuration, as shown in FIG. 11A. 
The platter 191 rotates beneath a detection assembly 202 
Such that portions (along line 200) of each wedge-shaped 
microchip pass by detection assembly for Scanning, as 
shown in FIG. 11B. 

0101 Another version of the microchip 120 has a rotary 
geometry to simplify loading and detection (also see FIGS. 
11A and 11B). The chip is a single rotatable disk shaped 
structure with embedded channels 194. The channels 194 are 
radially disposed, and extend inwardly to terminate at the 
Same point. Samples are electrophoretically driven radially 
toward the center of the disc from electrode wells 190 to 
electrode well 192. Samples are injected by introducing 
samples at wells 194 driving them toward wells 196, fol 
lowed by a Switching operation. In one mode of use, the 
device is spun under (or over) a single point detector or the 
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detector is spun under (or over) the device. The detector then 
scans a circle of detection zones 200 near the center of the 
device. In this geometry the channels 194 are arranged in a 
radial pattern around a disc. The electrophoresis current is 
arranged to run from the periphery of the disc toward the 
disc center. During Sample loading, the disc is rotated in a 
Stepwise fashion and the robotic arm with its multi-tipped 
Sample transfer arm is brought from the Sample tray to the 
disc as illustrated in the figures. In principle this eliminates 
one axis of motion that would otherwise be needed for the 
load robot. In one embodiment of the read-out method, the 
disc is spun continuously during the electrophoresis run. A 
laser fluorescent or Similar detector 202 remains aimed at a 
Stationary point, for example, at Several millimeters radius 
from the chip center. The rotary rate of the disc revolution 
is keyed to the gating period of the detector, So that the Signal 
from each channel is Synchronized with the data acquisition. 
This permits data from multiple channels to be multiplexed 
in time from a Single detector. 

0102 Referring to FIGS. 11A and 11B, consider the case 
of loading Samples from an industry-standard 96-well 
micropipet plate. A pipet head with 8 tips arranged in a linear 
array with 9 mm spacing would be put on a robotic arm. The 
arm must have two linear axes of motion, X and Z, So as to 
permit the pipet head to pick up 8 Samples and to then 
deposit them into 8 Wells on the rotary chip, also spaced at 
9 mm center. This arrangement is possible, for example, by 
using a 5 inch diameter chip and by arranging Sample load 
ports in linear arrays with 9-mm well spacing around the 
periphery of the disc. If 24 arrays of 8 Wells are arranged 
around the 5-inch disc then a total of 192 lanes can arranged 
on a single disc. The chip is loaded with a total of 24 robotic 
cycles. During the read-out, for example, the disc can then 
be spun at a rate of 600 rotations per minute (10 rotations per 
second). The laser point detector will then be able to read 
each channel at the rate of 10 readings per Second. 

0103). It should be understood that the apparatus of FIGS. 
1 and 4 with test modules 32 form microelectrophoresis 
Systems for processing biomolecular analyte (e.g., portions 
of DNA such as STRs) with improved throughput over 
conventional Systems. These Systems provide means for 
order-of-magnitude improvements in parallelism and reduc 
tions in cost through a fully integrated proceSS flow orga 
nized around a microchip, i.e., a unique microchannel device 
preferably having a vertical injection channel. Each micro 
chip can Support a channel set lane density (i.e., the number 
of channels per unit area) greater than 30 lanes per centi 
meter. The Vertical injection channel enables Scaling of the 
injected Sample to less than 100 nanoliters, including a 
Sample of less than 10 nanoliters and of less than 5 nano 
liters. Analysis of Simple DNA typing can be carried out 
rapidly (e.g., in 30 Seconds or less). In addition, the reduc 
tion in required Sample injection permits very Substantial 
(order of magnitude) reductions in the consumption of 
expensive reagents Such as enzymes. 

0104. The DNA typing procedure performed using the 
apparatus of either FIG. 1 or FIG. 4 involves an allelic 
profiling assay for the analysis of STRs which can be carried 
out more rapidly than is possible using conventional meth 
ods and capillary or slab gel Systems. Such a procedure 
makes it possible to genotype a single STR locus in 30 
Seconds or less and to rapidly analyze an STR System 
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consisting of multiple loci (e.g., to analyze an STR system 
consisting of 4 loci in less than 2 minutes). 
0105. In one embodiment, the microchip is microfabri 
cated to produce channel Structures which can contain an 
injection plug whose width is 100 um or less. The narrow 
injection plugs result in Short Separation devices and, there 
fore, shorter analysis times and reduced diffusion. In one 
embodiment, the injection plug width is about 100 um or 
less, such as between 75 um and 100 um, between 50 um and 
100 um, between 25 um and 75 tim, between 25 um and 50 
tim or between 25 um and 100 lum. In a particular embodi 
ment, the Separation device includes a microfabricated chan 
nel of about 45 timx100 um in cross section and about 20-30 
mm (e.g., 26 mm) in length. The channel is filled with a 
replaceable matrix (injection fluid), Such as a replaceable 
polyacrylamide matrix, which is operated under denaturing 
conditions at a temperature of about 50 C. 
0106 AS will now be explained, particular components 
of the apparatus of FIGS. 1 and 4 are available as over 
the-counter parts. For example, for the apparatus 90 of FIG. 
4, the load assembly 94 may use a gantry-style XYZ robotic 
motion System operating with linear brushleSS motors in the 
X,Y axes, with 500x800 mm travel and 5-um (Aerotech 
Incorporated, Pittsburgh, Pa.). The Z axis can be controlled 
with a DC servo motor to 2 micron accuracy (25 mm travel). 
The camera 108 may be implemented with an optical system 
(Edmund Scientific, Inc.) mounted on a tool platform of the 
load assembly 94. Motion may be programmed using a PC 
(Compaq, Inc.) and driver Software (Aerotech, Inc.) to 
control the motion of the robot and allow it to perform 
pre-programmed, automated repetitive procedures. Affixed 
to the tool platform of load assembly 94 can be an array of 
eight stainless steel fluid handling tips 100 (Hamilton, Inc, 
Reno, Nev.), fixed on 9 mm centers in order to match the 
microtitre well spacing, coupled via 0.030 inch outer diam 
eter Teflon tubing to high-precision pumps (Cavro Instru 
ments, Inc., Sunnyvale, Calif.). Each tip may be placed into 
a relative position with an accuracy of plus or minus 2 mils. 

0107. In connection with the test module 32, once the 
microchip is loaded, the electrophoretic Separation can be 
implemented to Separate components within the Samples 
based on their molecular weight and mobility. In particular, 
Separation through the ME device Sieving medium can be 
implemented by applying a Series of Switched DC fields to 
draw analyte down the microfabricated channel of the ME 
device. The bias applied can be 100 to 800 volts per cm of 
channel length. An optical laser-induced fluorescence Sys 
tem (Omnichrome, Inc.) can be used to excite fluorescently 
tagged DNA samples (e.g., CCTV forensic diagnostic 
Samples, Promega Corp.) During electrophoresis the result 
ant Signal can be collected by a 50x microscope objective 
(Bausch and Lomb, Rochester, N.Y.) and photomultiplier 
tube (I P28, RCA Corporation) and by a charge-coupled 
device (Princeton Instruments, Inc., Princeton, N.J.) and 
analyzed using Software appropriate for the Separation being 
done. Dichoic filters can be used to collect Signal and to 
reject laser light, using methods known to those skilled in 
the art of capillary electrophoresis. 

0108. It should be understood that the robotic devices of 
the apparatus in FIGS. 1 and 4 are capable of moving the 
tip array of the fluid transfer devices with complete degrees 
of motion (x-, y-, Z-motion). The purpose of this arrange 
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ment is two-fold; first, to collect microliter and Sub-micro 
liter amounts of fluid Sample from industry Standard microti 
tre plates and Subsequently position and dispense these 
Samples onto the microfabricated vertical injection ports of 
the ME device and to provide support for (or even serve as) 
one Set of electrodes. This device Structure is used in 
combination with a robotic fluid handling System to provide 
ultra-high-density Sample injection into the ME device. 
0109 Further details of the operation, preparation and 
manufacture of the vertical injection channel microchip will 
now be provided. The vertical injection channel has two 
well-aligned holes leading to the top and bottom Surfaces of 
the microchip, as shown in FIGS. 9A and 9B. The sample 
material is put in contact with the top hole, and an electro 
phoretic current is drawn from top to bottom using elec 
trodes. Once the sample stream is well established in this 
Vertical injection channel, the Sample trapped at the inter 
Section of channels and is Switched So as to move down the 
Separation channel. This is accomplished by Switching the 
electrophoresis current So as to drive the Sample Volume 
from the intersection of the channels and down the (hori 
Zontal) separation channel, i.e., from one electrode of the 
Separation channel to another electrode of the Separation 
channel. Preferably, the top plate is coated on its exterior 
surface with a hydrophobic agent. The indentation well 164 
is treated with a hydrophilic Substance to greatly alleviate 
the robotic positioning of Sample. 
0110. To form the vertical injection channel microchip, 
two fused silica plates 180,182 micrometers thick from 
Hoya Corporation are prepared in the geometry of FIGS. 9A 
and 9B. Channel structures 150,152 and indentation wells 
164 are etched into the top plate 180 using photoresis 
(Shipley Corporation) to pattern an evaporated chromium 
layer. Using this chromium layer as a masking layer, 50 
micrometer-deep structure was etched into the top plate 180 
with a NHF/HF (1:1) etchant at 50° C. ACO laser system 
is then used to create 75 micrometer vertical channels 150 
through the process of laser ablation on both top and bottom 
plates. Following the laser ablation Step, both top and 
bottom plates 180,182 are briefly etched in the NHF/HF 
(1:1) etchant for 60 seconds. This leaves the surfaces of both 
plates in a hydrophobic condition. 
0111 Approximately 400 microliters of sieving gel 
(either 2% linear polyacrylamide of 5,000,000 molecular 
weight dissolved in TAPS buffer, or hydroxyethylcellulose 
dissolved in TAPS buffer) is placed between the two plates 
180,182, each measuring approximately 45 cm in area. The 
two plates 180,182 is carefully aligned and compressed 
together. This protocol Succeeds in Sealing the microfabri 
cated channels and maintaining the Sieving gel intact within 
them. No cross-contamination of adjacent channel Sets as 
close as 200 um is evident with this procedure. 
0112 A fluorescein-labeled PCR primer (Perkin-Elmer 
Corp.) Is introduced through the indentation well 164, and 
the Switched electrophoresis protocol described above is 
conducted at an injection Voltage of 200 volts per centimeter 
of channel length. In one embodiment, an argonion laser 
operating at 488-514.5 nm wavelength is used in combina 
tion with a filtered photomultiplier tube as a detector in the 
manner well understood by those skilled in the art of 
electrophoresis. 
0113. The precision of the motion system is significantly 
relaxed using the concept of a hydrophobic moat. According 
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to this concept, the bulk of the top ME device surface may 
be treated to form a hydrophobic Surface, and the Sample 
loading wells 164 are coated or filled with a hydrophilic 
Substance. As a result, fluid dispensed by the fluid transfer 
System is Selectively attracted to the loading wells. In one 
embodiment of the hydrophobic moat concept, the ME 
device is briefly etched in a hydrofluoric-acid-based etching 
Solution to create a hydrophobic top Surface. The microchip 
is then injected with polyacrylamide Solution (which is 
hydrophilic), and a Small layer of this injected material is left 
in the indented wells 164. Those skilled in the art will know 
of alternative methods of treating ME device Structures So as 
to achieve local areas of hydrophilic and hydrophobic char 
acter. 

0114. In one embodiment in which the microchip is 
designed to achieve 3 channel per millimeter channel den 
sity, channels of 50 micron width are etched at 333 
micrometer spacing and terminated with Sample wells of 
500 micron diameter in a Staggered array. The accuracy of 
the placement of Samples is therefore relaxed by one order 
of magnitude from about 50 microns to about 500 microns. 
Relaxing the positioning accuracy and cost of the motion 
System robotics reduces Set-up time when replacing the ME 
device. 

0.115. In one embodiment of the invention, electrically 
conducting stainless Steel tips (Hamilton Corporation, Reno, 
Nev.) of inner diameter 150 um and outer diameter 720 um 
Set in a linear array on 4.5 mm or 9 mm centers, matching 
the well-to-well spacing of currently used industry-standard 
microtitre plate wells. These tip arrays have been attached to 
a robotic System, operated with proper Software protocols, 
which have successfully placed them within 10 um of the 
injection ports on quartz, ME devices, well within the 
tolerances of Successful loading into the 100 um diameter 
injection port size. 

0116 Further details of the fluid transfer device 42 of 
FIG. 2 will now be provided. The fluid transfer device 42 is 
based on the well-known solid-phase reversible immobili 
zation (SPRI) technique introduced by Hawkins et al. 
(Hawkins et al., 1994) by which single-stranded DNA is 
bound to paramagnetic 1 um iron oxide spheres (Bangs 
Laboratories Estaphor MO008801CN) under 13% polyeth 
ylene glycol 8000 (PEG) and 10 mM MgCl, salt concen 
trations (Paithanker and Prasad, 1991). Following binding of 
DNA to the paramagnetic Spheres in an industry-standard 
microtitre plate, the assembly shown in FIG. 2 is used to 
transfer the DNA and spheres into the microchip, where the 
DNA is Subsequently washed, eluted, and denatured in Situ 
inside the microchip. 

0117. In FIG. 2, a nickel wire (the core 52) is embedded 
in a non-magnetic cylindrical piston. The piston/wire assem 
bly is positioned in a non-magnetic housing Such that motion 
of the cylinder in the X- and y- directions is minimal. The 
nickel wire is magnetized by applying a current to Solenoid 
coils (the winding 54) which surround a portion of the nickel 
wire. Once magnetized, the iron oxide beads coated with the 
SSDNA adhere magnetically to the exposed nickel wire tip 
58. The fluid transfer device 42 is then precisely positioned 
over the injection port of the microchip of test module 32, 
and the exposed nickel wire tip is inserted into this entrance 
port. A compressed Spring and hard Stop allow retraction of 
the tip in case of unintended or unsuccessful placement 
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without damage to the ME device or wire tip. An electro 
magnet positioned underneath the microchip is then ener 
gized while the Solenoid in the assembly is de-energized, 
and the ssDNA-coated beads are thus held inside the injec 
tion port vicinity inside the NM device. While magnetically 
held in place, the ssDNA beads are then Subsequently 
washed, eluted, and denatured. The released DNA is then 
electrophoresed and Separated in the Separation channel of 
the ME device, while the now uncoated magnetic beads are 
held in the injection port area by the electromagnet. Methods 
of denaturing the ssDNA after they have been released from 
the beads include increasing the temperature of the ME 
device with an external heating unit, or pulsing the current 
through the electromagnet to induce local heating in the 
vicinity of the injection port. Initial experiments with Such 
a nickel wire System coupled to a Solenoid Successfully 
demonstrated collection of paramagnetic um iron oxide 
spheres (Bangs Laboratories Estaphor M0008801CN); the 
Solenoid ted of approximately 500 turns of copper wire 
carrying 200 mA with an inner air core diameter of 5 mm, 
and a 0.005 inch diameter piece of wire approximately 1 cm 
in length. 
0118. The present invention is further illustrated by the 
following examples, which are not intended to be limiting in 
any way. The examples are similarly described in an article 
entitled “DNA typing in thirty seconds with a microfabri 
cation device', by Schmalzing et al., Proc. Natl. Acad. Sci. 
USA, Vol. 94, pp. 10273-10278, September 1997, Genetics, 
the teachings of which are hereby incorporated by reference 
in their entirety. 

EXAMPLES 

0119) Methods and Materials 
0120) The following methods and materials were used in 
the examples described herein. 
0121 Micromachining. 
0122) Miniaturized electrophoresis devices were fabri 
cated using photolithography and chemical etching methods 
to produce channel Structures in fused Silica wafers. A 
40-nm-thick film of chromium was sputtered onto 150-mm 
diameter 0.4-mm-thick fused silica wafers (Hoya, Tokyo, 
Japan). 1811 Photoresist (Shipley, Marlborough, Mass.) was 
spin-coated onto the wafer to a thickness of 1.1 mm and 
baked at 90° C. for 25 minutes. The resist was patterned by 
selective exposure to 365-nm UV light (UVP, Upland, 
Calif.) through a contact photomask with linewidths of 10 
Aim (Advanced Reproductions, Wilmington, Mass.) and 
developed with Microposit photoresist developer (Shipley). 
The Selectively exposed chrome was removed using 
K-Fe(CN)/NaOH chrome etch (Shipley). The resulting 
mask pattern was etched into the fused Silica by immersing 
the wafer in NHF/HF (1:1) etchant at 50° C. The depth of 
etching was controlled by monitoring etching time and 
measured with a profilometer. Photoresist was removed with 
acetone, and the remaining chrome was dissolved using 
K-Fe(CN)/NaOH. Access to the channel ends was provided 
by 75-mm-diameter holes drilled through the etched wafer 
with a CO laser system. A second 150-mm-diameter fused 
silica wafer was contact bonded to the etched wafer to 
enclose the channels. To achieve bonding, both wafers were 
immersed in a bath of NHOH/HO/HO, 4:5:1 at 50° C. 
and then rinsed thoroughly with filtered water. They were 

Sep. 13, 2001 

then placed in direct contact and thermally bonded. Initial 
reversible bonding took place at 200° C. (2 h), followed by 
final permanent bond formation at 1000 C. overnight. This 
is well below the softening point of the fused silica substrate 
utilized and, therefore, the bonding is due to the formation 
of covalent bonds between the two Surfaces and not diffusion 
of boundary molecules. Individual microchips were cut from 
the bonded wafer pair using a wafer saw. Reservoirs of 50 
microliters volume were formed by affixing 5-mm-tall 
3-mm-i.d. glass raschig rings (Ace Glass, Vineland N.J.) 
with optical cement (Norland Optical, New Brunswick, N.J.) 
around each exit hole. 

0123 Reference is made to a cross-structure device with 
a straight separation channel in FIG. 8A. Portions of the 
injection channel 150 and the separation channel 152 are 
hereinafter referred to as channels A, B, C and D and labeled 
accordingly in FIG. 8A. 

0.124 Channels A, B and C are 5 mm long and the 
Separation channel D has a length of 30 mm. The chip was 
isotropically etched to a depth of 45 tim, producing a 
channel with a semi-circular cross section and a width of 100 
tim at the top. The croSS Sectional area of the channels is 
equivalent to that of a cylindrical capillary with an internal 
diameter of 70 um. Other structures were fabricated to study 
the effect of channel folding, a common technique used to 
create compact Structures in microfabricated devices. In 
these other Structures, channels A, B and C are 5 mm long 
and the folded separation channels are 100 and 300 mm in 
length. The etch depth for the folded devices are 60 lum, 
resulting in 130 um-wide channels. Two different intersec 
tion geometries were fabricated in the folded channel chips. 
In the first case all four channels meet at a single point, while 
in the other, channels A and C are offset vertically by 250 
plm. 

0125 Coating. 

0.126 The inner channel Surfaces of these microfabri 
cated devices were coated using a modified Hjerten proce 
dure. A filtered solution of 1.0 M NaOH was flushed through 
the channels for 10 min followed by a 12-hour etching 
period. The channels were subsequently rinsed with filtered 
deionized water, 0.1M HCl, deionized water, and MeOH, 10 
min each, and then dried in a stream of He 6.0 (Boc Group, 
Murray Hill, N.J.). The channels were then rinsed for 10 min 
with a filtered solution consisting of 5.0 mL 95% MeOH/ 
water, 0.5 mL 10% HAc and 1.0 mL 3-(Trimethoxysilyl 
)propylmethacrylate (Fluka, Buchs, Switzerland). After 12 
hours, the channels were rinsed first with MeOH then with 
deionized water, 10 min each. The channels were again dried 
with He 6.0. In the last step, 70 mg of acrylamide (Phar 
macia, Uppsala, Sweden) dissolved in 1.0 ml of separation 
buffer (see below) and kept air-tight in a glass vial with 
Septum was purged with He 6.0 at room temperature to 
remove any traces of oxygen. After 2 hours, 8 till each of 
100% TEMED (Sigma, St. Louis, Mo.) and of 20% APS 
(Pharmacia, Uppsala, Sweden) in water were added by a 
Syringe to the acrylamide Solution. After brief Vortexing, the 
mixture was pulled up through the Septum into a Syringe and 
pressed into the etched channels. After 12 hours of poly 
merization at room temperature exceSS polymerized coating 
Solution was purged from the channels using a Syringe. The 
channels were then ready to be filled with the replaceable 
Separation matrix. 
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0127 Separation Matrix. 
0128. The working buffer consisted of 1XTBE with 3.5 M 
urea and 30% v/v formamide (Pharmacia, Uppsala, Swe 
den). A solution of 4% acrylamide w/v in working buffer 
kept in a glass Vial equipped with a Septum, was purged with 
He 6.0. After 2 hours two mL each of 10% TEMED and 10% 
APS (both in water) were added with a syringe through the 
septum. The mixture was briefly vortexed and allowed to 
polymerize for 12 hours. Aliquots of the matrix (stored at 4 
C.) were transferred into a Syringe and pushed into the 
coated microchip channels. This operation was performed 
with the aid of a mechanical fixture and could be fully 
automated in future generations of the apparatus. 
0129 Robotic Sample Preparation. 
0130. A robotic system was used to prepare the STR 
samples. This consisted of T265 robotic arm on a linear track 
(CRS Robotics, Burlington, OT, Canada), a microplate 
feeding station (Eastern Technical Sales, Manchester, N.H.), 
a liquid pipetting station (Rosys, Wilmington, Del.), a heat 
block, and Progene thermal cyclers (Techne, Princeton, 
N.J.). Bloodstain card punches in 96-well Cycleplates (Rob 
bins Scientific, Sunnyvale, Calif.) were washed with FTA 
Purification Reagent (Fitzco, Minneapolis, Minn.), TE (1 
mM Tris-HCL, 0.5 mM EDTA, pH 8.0), and ethanol. A 
volume of 30 mL of PCR mix 1XSTR buffer (Promega, 
Madison, Wis.), 5'-fluorescein labeled CTTv Quadruplex 
primer pairs (5 mM of each primer) (Promega), bovine 
serum albumin (60 mg/mL) and Amplitaq Gold DNA poly 
merase (50 mg/mL) (Applied BioSystems Division-Perkin 
Elmer, Foster City, Calif.) was added to each well, followed 
by 25 mL of liquid wax (MJ Research, Watertown, Mass.). 
Thermal cycling was attained at 95 C. for 10 min, 10 cycles 
of 94° C. for 1 min, 60° C. for 1 min, and 70° C. for 1.5 min, 
20 cycles of 90° C. for 1 min, 60° C. for 1 min, and 70° C. 
for 1 min, and 70° C. for 10 minutes. 

0131 Instrumentation. 
0132 A Schematic of the microchip genotyping apparatus 
is shown in FIG. 7. In brief, a fused silica microchip was 
mounted on a temperature-controlled Stage with high Volt 
age connections and optical access for laser induced fluo 
rescence (LIF) detection. The microchip was affixed to an 
AlOs alumina heater block whose temperature was con 
trolled by a temperature controller (Omega Instruments, 
Stamford, Conn.) and a series of thermocouples. The alu 
mina block contained a machined aperture to allow for 
optical access of the detection Zone. 
0.133 High voltage was provided to platinum wire elec 
trodes mounted in the four glass fluid reservoirs by a SL150 
power supply (Spellman, Plainview, N.Y.). The voltages 
applied to each reservoir were controlled by a manual 
Switching circuit and a resistor-based Voltage divider net 
work. Laser-induced fluorescence detection was achieved 
using an Innova 90 argon ion laser (Coherent, Santa Clara, 
Calif.) operating all lines. The beam was focused to a spot 
size of 15 um in the channel at 30° C. angle of incidence 
with a 10 cm focal length lens. A 50x, 0.45 N.A. long 
working distance microscope objective (Bausch & Lomb, 
Rochester, N.Y.) collected the fluorescence emission. The 
collected light was spatially filtered by a 4-mm-diameter 
aperture in the image plane and optically filtered by two 
520DF20 bandpass filters (Omega Optical, Brattleboro, Vt.) 
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and detected by a photomultiplier detection System. The 
PMT current signal was converted to voltage across a 100 
k resistor, digitized with a PC-controlled bit data acquisition 
System (Data Translation, Marlborough, Mass.), and ana 
lyzed using C Grams Software (Galactic Industries, Salem, 
N.H.). 
0.134 Microchip Separations. 
0.135 For fast genotyping, all four channels of the chip 
described in FIG. 8A were filled with the polyacrylamide 
Separation matrix through a Syringe interfaced to the Sepa 
ration channel exit hole. The detector was placed 26 mm 
from the injector. The freshly filled chip was pre-electro 
phoresed for 3 min at 200 V/cm across the separation 
channel at 50 C. To separate the CTTV internal standard 
ladder, 2 till of the ladder was diluted with 8 till working 
buffer. For the allelic profiling, 4 till of PCR amplified 
sample was added to 2 till of CTTv ladder and diluted to a 
total volume of 10 ul with 2XTBE buffer (3.5M urea, 30% 
v/v formamide). The samples were briefly vortexed, dena 
tured for 2 min at 95 C., chilled on ice and pipetted into the 
microchip Sample vial located at the end of channel A. The 
chip was operated in the pinched croSS injection mode, in 
which three ionic currents are merged at the injection point 
to confine the sample ions to the volume defined by the 
channel intersection. To load the sample, 400 V/cm was 
applied across channels A and C. Field strengths of 40 V/cm 
were applied to channels B and D to prevent the Sample from 
entering these channels. This resulted in a stable injection 
plug length of 100 um and an injection volume of approxi 
mately 0.36 nL. To inject the representative sample plug into 
the Separation channel, the Voltages were Switched to create 
a field strength of 200 V/cm in the separation channel, and 
approximately 20 V/cm in the channels A and C. This 
generated a well defined plug entering the Separation chan 
nel D with no exceSS leakage of Sample from the Side 
channels A and C. For experiments at higher field strengths, 
all Voltages were equally multiplied. Similar field Strengths 
were used in the 100 mm and 300 mm folded channel 
microchip devices resulting in injection plug lengths of 130 
tim and 250 um respectively, depending on the interSection 
geometry. Samples were changed by rinsing the Sample 
reservoir A three times with Separation buffer, loading the 
new Sample, and pre-electrophoresis for Several Seconds 
through the croSS channel to prevent Sample carry-over. 
0136 Slab Gel Electrophoresis. 
0137 Three microliters of 5'-fluorescein labeled CTTv 
ladder (diluted 1:5) was mixed with 3 ul of formamide 
containing 5'-Rox labeled Genescan-2500 size standard 
(Applied Biosystems Division Perkin Elmer, Foster City, 
Calif.). The sample was maintained at 95 C. for 2 min, 
quickly cooled in ice, and electrophoresed for 2.5 hours at 28 
W through a denaturing 8% polyacrylamide gel in Applied 
Biosystems 373 DNA sequencer running Genescan soft 
ware. The sizes of the CTTv ladder and PCR products were 
automatically determined by GeneScan analysis Software 
using the local Southern method. The polyacrylamide gel 
was pre-run for 20 min before loading the Samples. 

Example 1 
Determination of Factors which Influence the 

Speed of STR Analysis 
0.138. Initially, the general operation of the microfabri 
cated device for genotyping by STR analysis was charac 
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terized. The objective was to determine the factors which 
influence the ultimate Speed of Such analyzes in microchip 
devices. Device performance was followed for the STR 
system CTTV, which consists of the four loci CSF1PO, 
TPOX, THO1 and v WA, each of which contains STR alleles 
which differ in length by four base pairs. The four loci, 
CSF1PO, TPOX, THO1 and vWA, contain 9, 5, 7, and 8 
common alleles respectively. FIG. 12A shows the separa 
tion of the CTTv ladder ranging from 140 to 330 bases by 
microchip gel electrophoresis using one of our devices. This 
ladder was used as an internal sizing Standard for the allelic 
profiling. In FIG. 12A the alleles of all the four loci are well 
resolved in less than two minutes with measured resolution 
R, 

0139 where t is the retention time of the nth peak and 
hw, is the full width at half-maximum of the n" peak. The 
resolution ranges from 1.7 for the VWA locus to 1.1 for the 
CSF1PO locus. We chose a minimum resolution of R=1.0, 
which is typically required for forensic applications, as a 
requirement while we optimized for analysis Speed. This 
level of resolution is easily achieved in our microchip in a 
Separation time that is approximately two orders of magni 
tude faster than conventional Slab gel electrophoresis. 

0140. The interdependent parameters varied were oper 
ating temperature, channel shape (Straight or Serpentine), 
field Strength, injection plug length, and channel length. 
Injection plug length was varied from 100 um to 250 um 
using simple croSS and offset croSS injectors. Channel length 
was varied between 13 mm and 295 mm. 

0.141. After initial experiments at room temperature, the 
device was operated at 5 C. throughout the optimization 
process. Heating of the matrix assisted in keeping the 
Samples denatured, and resulted in a nearly two-fold 
decrease in analysis time when compared to ambient tem 
perature, this decrease is attributed to a decrease in the 
Viscosity of the Sieving gel. There were no observed changes 
in Selectivity or peak width relative to operation at room 
temperature. Temperatures above 50° C. were found to be 
impractical, primarily due to bubble formation in the chan 
nels. 

0142 For STR analysis, serpentine channel bends were 
found to Significantly degrade device performance. A band 
broadening effect was observed which can be quantitatively 
explained by a simple geometrical calculation of the path 
length differences introduced by the turns, under the 
assumption that croSS-channel migration randomizes 
molecular paths completely between turns. In contrast, 
analysis of data from Straight channel devices revealed that 
these Separations were essentially injection-plug limited. 
The absence of other measurable band broadening effects 
underlines the near ideal performance of our microchip gel 
System. 

0143. The field strength determines the migration speed 
within the device and influences the performance of the 
Sieving matrix. Experimentally, the field Strength was 
increased from values typical for capillary gel electrophore 
sis (approximately 200V/cm) to values as high as 800V/cm. 
At high fields, the resolution suffered due to the onset of new 
molecular Sieving mechanisms. Such as biased reptation. The 
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highest field at which a resolution of R=1 was maintained 
depended on the specific locus. As an example, FIG. 13 
displays results of a separation at 500 V/cm where the vWA 
locus is baseline Separated in thirty Seconds. At a field 
strength of 800V/cm the device performance became unpre 
dictable and required replacement of the polyacrylamide 
solution to recover performance. Below 600 V/cm the 
device and Sieving matrix exhibited excellent long term 
Stability. An increase in migration times of about 10% was 
found during the course of 10 consecutive runs. However, 
the original migration times could be restored by replacing 
the gel-buffer System. In addition, the accuracy of the allele 
assignment was not affected by Small changes in migration 
time Since an internal Standard was used for allele identifi 
cation. No other changes in Separation were observed even 
after 20 consecutive runs without replacement of the gel 
buffer System. Occasionally a high fluorescence background 
was seen which was most likely due to contamination of the 
injection or detection Zones with dust particles. Replacement 
of the gel-buffer System consistently restored the back 
ground Signal to normal. A Single microchip device was used 
for allelic profiling for an entire week (about 20 to 30 
separations per day) at 50° C. with no noticeable deteriora 
tion. The polyacrylamide matrix was routinely replaced 
every morning after it was found that overnight Storage of 
the chip at 4 C. could lead to a decrease in performance. 
The wall coating showed no degradation during continuous 
use over the course of one week. 

0144. The channel length required for a minimum reso 
lution of R=1 depended primarily on field strength and 
injector length. The different injectors were characterized by 
varying field strength and effective channel length (the latter 
by moving the position of the detector along the length of the 
microfabricated channel). Minimum channel length with a 
given injector and given field is Set by the acceptable 
resolution for the locus of interest. 

Example 2 
Assay of PCR Amplified Samples 

0145 The microchip device was used for genotyping of 
PCR amplified samples of eight individuals which were 
spiked with the CTTv ladder as the internal size standard and 
assayed on the microchip gel System. In all eight cases, the 
alleles could be identified with no ambiguity in under two 
minutes and the results were in complete agreement with 
data produced by traditional Slab gel electrophoresis, which 
typically required 80, 94, 112 and 143 min to detect and 
resolve the alleles of v WA, THO1, TPOX, and CSF1PO 
respectively. The Spiking experiment for one of the indi 
viduals is shown in FIG. 12B. The individual is clearly 
homozygous for vWA (allele 14) and heterozygous for 
THO1 (alleles 7/9), TPOX (alleles 8/9) and CSF1PO (alleles 
10/14). 
0146 Results, thus, have demonstrated that the qua 
drupled STR system CTTv can be analyzed with high 
accuracy in less than two minutes and a single locus in 30 
Seconds by microchip gel electrophoresis. Compared to 
capillary or slab gel electrophoresis, the approach described 
herein device is faster by a factor of ten or one-hundred, 
respectively. In addition, the present System can be operated 
for an extended period of time in a highly reliable manner. 
0147 The high speed of analysis can be explained by the 
fact that microchips allow very short and precisely con 
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trolled injection plug widths (100 um and less). These 
narrow injections permit short Separation distances and 
consequently shorter analysis times and result in reduced 
diffusion. The influence of a given injection plug length on 
total analysis time can be estimated according to Eq. 2 

0148 where the theoretical resolution R, is calculated 
under the assumption that injection and diffusion are the Sole 
contributors to peak width. In this expression, Du is the 
difference of mobility of two neighboring DNA fragments, 
E is the electric field Strength, t is the fragment migration 
time, S, is the variance due to injection broadening, and 2Dt 
is the variance of the diffusion contribution with the diffu 
Sion coefficient D. Other effects, Such as broadening due to 
detection or thermal gradients acroSS the channel were not 
observed in Our System. Optimal performance was only 
obtained when Straight Separation channels were used, since 
in folded channels, as discussed previously, the broadening 
effect of the channel bends dominated. 

014.9 FIG. 14 shows the calculated separation times 
required to achieve a resolution of R=1 for the last pair of 
alleles in the CSF1P0 locus as a function of injection width 
at two different field strengths. Since this locus is always the 
most difficult to separate it determines the overall CTTv 
analysis time for the full quadruplex System. These calcu 
lations are based on electrophoretic mobilities and diffusion 
coefficients determined experimentally for the CTTv ladder 
in our microchip gel System. Two extremes can be distin 
guished for the separation at 200 V/cm. In the case where the 
injection plug is larger than 100 mm, the minimum separa 
tion time is linearly dependent on plug width and indepen 
dent of diffusion. Below 10 mm injection width the situation 
is reversed; the System becomes diffusion limited and almost 
independent of injection width. Any further decrease in 
injection plug length will therefore not result in a significant 
decrease in minimum Separation time. The theoretical time 
in the limit of Zero injection width is predicted by Eq. (2) 
with S=0. In this limit, resolution is determined by param 
eters which are Solely gel dependent. A minimum Separation 
time of 26 seconds for the CTTv system, corresponding to 
a separation distance of 6 mm, was calculated for 200 V/cm. 
This is only a factor of 4 faster than what was obtained in 
this study where we have been restricted by available 
devices to a minimum injection width of 100 um. The 
predicted result would require a 10 um injector, which in our 
system would not be feasible without an improved detector, 
or a pre-concentration Step of the STR Samples. However, 
we consider an injection plug length between 25 um and 50 
tim as being practical for routine STR analysis with our 
system. The curve for the separations at 500 V/cm shows a 
Similar behavior with even greater improvement predicted 
for Scaled down injectors. A device utilizing injectors 
between 25 um and 50 um with a separation length of 14 mm 
at 500 V/cm should result in a total separation time of 15 to 
25 seconds for the full CTTv ladder. Despite the observed 
loss in selectivity at 500 V/cm primarily due to biased 
reptation, adequate resolution is maintained because of the 
decreased diffusional broadening due to Short analysis times 
with the higher field. 
0150 FIG. 15 shows the same analysis at a field strength 
of 500 V/cm for each of the four loci of the CTTv analysis. 
AS above, the calculations are based on electrophoretic 
mobilities and diffusion coefficients measured for the CTTv 
ladder in our microchip gel System. The first three loci Show 
very Similar behavior. Extremely high Speed analysis should 
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be possible for these lower molecular weight fragments. It 
should be possible to perform STR analysis of the first three 
loci using a 25 um injector in less than 4 Seconds. 
0151. Thus genotyping for a single locus has been per 
formed in 30 seconds and the CTTv STR system consisting 
of four loci has been analyzed reliably in less than two 
minutes in a microchip System. The device is already highly 
optimized and can perform repeated analyses without 
replacement of the Sieving matrix. Further optimization will 
occur with an improved fabrication geometry which would 
allow injection plugs between 25 um and 50 um in length. 
The current device uses Sample Volumes of 4 till from 
Standard PCR preparations, although the use of even Smaller 
Volumes should be possible without loSS in performance. 
The current microchip System offers an improvement in 
Speed over current technology of almost two orders of 
magnitude, with no compromise in quality for Standard 
quadruplex CTTV analyses. 

Example 3 

Evaluation of the Feasibility of Loading Schemes 
0152. A glass microchip with laser-drilled injection ports 
leading to microchannels was interfaced with a 1 cm thick 
gasket fabricated from polydimethylsiloxane (PDMS) sili 
cone elastomer material (Dow Coming Sylgard 184, 
Schenectady, N.Y.). Capillaries of inner diameter 100 um 
and outer diameter 375 um were molded into the gasket and 
set in place while the PDMS cured to a semi-rigid final state. 
No rigid Support Structure was used in these trials, and the 
capillary-gasket system was aligned to the injection holes on 
the microchip manually with the aid of a microscope. The 
free end of the 10 cm long capillary was inserted into a 
container of fluorescein and a Voltage of 50 volts per 
centimeter was applied between the container and the micro 
chip channels. The microchip was illuminated with an argon 
ion laser Source operating at 488 nm, and the fluorescing 
fluorescein was observed flowing from its original container 
to the microchannels via the elastomer gasket with no 
leakage at the interface between the gasket and the quartz 
microchip. 
0153. The elastomer gasket, with the capillary molded 
into it, was Subsequently removed from the microchip, 
cleaned by rinsing with a stream of water, dried, and then 
replaced on the microchip. The experiment was repeated 
Successfully over ten times, after which the interfacial 
Surface of the elastomer gasket became Sufficiently contami 
nated with dirt, primarily due to handling, that a hermetic 
Seal was no longer able to be achieved. 
0154 While this invention has been particularly shown 
and described with references to preferred embodiments 
thereof, it will be understood by those skilled in the art that 
various changes in form and details may be made therein 
without departing from the Scope of the invention encom 
passed by the appended claims. 

What is claimed is: 
1. A method for loading a test plate with a Sample of 

biomolecular analyte that is disposed about a bead that is 
magnetically attractable, the method comprising the Steps 
of: 

activating an electromagnetic loading device to electro 
magnetically attract and carry the bead; 
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positioning the electromagnetic loading device adjacent 
an opening of the test plate; and 

deactivating the electromagnetic loading device to release 
the bead at the opening of the test plate Such that the 
Sample of biomolecular analyte is loaded on the test 
plate. 

2. The method of claim 1 further comprising the step of: 
activating an electromagnetic unloading device that pro 

vides a force on the bead in a direction away from the 
electromagnetic loading device and toward the opening 
of the test plate. 

3. The method of claim 1 wherein the step of positioning 
the electromagnetic loading device includes the Step of: 

actuating a robotic assembly that Supports the electro 
magnetic loading device Such that the electromagnetic 
loading device moves to a programmed position rela 
tive to the test plate. 

4. A method for loading a test plate with a Sample of 
biomolecular analyte that is disposed within a Solution, 
comprising the Steps of: 

positioning a capillary adjacent an opening of the test 
plate; 

activating an electrokinetics device coupled to a capillary 
Such that the Sample is drawn through the capillary onto 
the test plate using electrokinetics, and 

deactivating the electrokinetics device Such that the 
Sample is no longer drawn through the capillary. 

5. The method of claim 4 wherein the step of activating 
includes the Step of 

dispensing a fluid droplet of the Sample onto the test plate. 
6. A test module assembly, comprising: 
a dielectric plate member having an upper planar Surface 

and a lower planar Surface that is Spaced apart from and 
coplanar with the upper planar Surface, the dielectric 
plate member having at least one set of channels that 
includes an injection channel and a separation channel, 
the injection channel extending from the upper planar 
Surface to the lower planar Surface, the Separation 
channel extending within the dielectric plate member in 
a plane parallel with the upper and lower planar Sur 
faces and interSecting the injection channel. 

7. The test module assembly of claim 6 wherein the 
injection channel intersects the Separation channel at a right 
angle. 

8. The test module assembly of claim 7 wherein the 
injection channel terminates at the upper and lower planar 
Surfaces at right angles to the upper and lower planar 
Surfaces. 

9. The test module assembly of claim 6 wherein the 
injection channel terminates at the upper and lower planar 
Surfaces at right angles to the upper and lower planar 
Surfaces. 

10. The test module assembly of claim 6 wherein the 
dielectric plate member is wedge shaped. 

11. The test module assembly of claim 6 further compris 
Ing: 

a housing that attaches to the dielectric plate member, the 
housing providing (i) a first opening over the upper 
planar Surface Such that a first end of the injection 
channel is accessible through the first opening, and (ii) 
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a Second opening over the lower planar Surface Such 
that a Second end of the injection channel is accessible 
through the Second opening. 

12. The test module assembly of claim 11 wherein the 
housing further provides a third opening over the upper 
planar Surface Such that the Separation channel is accessible 
to a detection device through the third opening. 

13. The test module assembly of claim 11 further com 
prising: 

a heating device, Supported by the housing, that provides 
heat to the dielectric plate member when power is 
provided to the heating device. 

14. The test module assembly of claim 11 further com 
prising: 

a first porous membrane that covers the first end of the 
injection channel and a Second porous membrane that 
covers the Second end of the injection channel to retain 
a matrix within the injection and Separation channels, 
the first and Second porous membranes being adhered 
to the dielectric plate member. 

15. The test module assembly of claim 11 further com 
prising: 

an electromagnetic unloading device, coupled to the hous 
ing, that draws magnetic material towards the dielectric 
plate member when the electromagnetic unloading 
device is activated. 

16. The test module assembly of claim 6 wherein the 
dielectric plate member includes multiple sets of channels, 
each Set of channels including an injection channel and a 
Separation channel, the injection channel of each Set eXtend 
ing from the upper planar Surface to the lower planar 
Surface, the Separation channel of each Set extending within 
the dielectric plate member in a plane parallel with the upper 
and lower planar Surfaces and interSecting the injection 
channel of that Set. 

17. The test module assembly of claim 16 wherein the 
injection channels of the multiple Sets of channels are 
parallel with each other. 

18. A method for Separating a Sample of biomolecular 
analyte, comprising the Steps of 

drawing the Sample along a longitudinal axis of an 
injection channel of a test plate using electrokinetics, 
the test plate being planar in shape along an orthogonal 
axis to the longitudinal axis, and 

Subsequently drawing the Sample along the orthogonal 
axis through a separation channel of the test plate using 
electrokinetics, the Separation channel interSecting the 
injection channel within the test plate. 

19. The method of claim 18 further comprising the steps 
of: 

drawing multiple Samples along the longitudinal axes of 
multiple other injection channels using electrokinetics 
Simultaneously with the Step of drawing the Sample, 
and 

drawing the multiple Samples along other orthogonal axes 
through multiple other separation channels using elec 
trokinetics, the multiple other Separation channels 
respectively interSecting the multiple other injection 
channels. 
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20. The method of claim 19 further comprising the step of: 
Scanning a respective portion of the Separation channel 

and the multiple other Separation channels with a 
detection device. 

21. A test module assembly, comprising: 
a rotatable dielectric plate member having an upper planar 

Surface and a lower planar Surface that is spaced apart 
from and coplanar with the upper planar Surface, the 
rotatable dielectric plate member having multiple Sepa 
ration channels that extend within the rotatable dielec 
tric plate member in a plane parallel with the upper and 
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lower planar Surfaces, the multiple Separation channels 
extending radially from an inner portion of the rotatable 
dielectric plate member to an outer portion of the 
rotatable dielectric plate member. 

22. The test module assembly of claim 21 wherein the 
rotatable dielectric plate member is disk shaped and further 
includes multiple injection channels, each of the multiple 
injection channels interSecting a corresponding one of the 
multiple separation channels within the outer portion of the 
rotatable dielectric plate member. 

k k k k k 


