Devices, systems, and methods for suturing of body lumens allow the suturing of vascular puncture sites located at the distal end of a percutaneous tissue tract. An elongated articulated foot (24) near a distal end of a shaft is inserted through the penetration and actuated so that the foot extends along the luminal axis. The foot carries suturing attachment cuffs (50), and needles (38) are advanced from the shaft through the vessel wall outside of the penetration and into engagement with the needle cuffs after the foot has been drawn proximally up against the endothelial surface of the blood vessel. The cross-section of the shaft within the tissue tract can be minimized by laterally deflecting the needles as they leave the shaft, while tapered depressions (52) within the foot can guide the advancing needles into engagement with the cuffs. The cuffs lockingly engage the needles and can be withdrawn proximally along the needle paths and through the tissue tract so as to form a loop of suture across the puncture. The articulating foot may be realigned with the shaft and withdrawn proximally through the tissue tract without dilating the tissue tract.
FOR THE PURPOSES OF INFORMATION ONLY

Codes used to identify States party to the PCT on the front pages of pamphlets publishing international applications under the PCT.

AL Albania
AM Armenia
AT Austria
AU Australia
AZ Azerbaijan
BA Bosnia and Herzegovina
BB Barbados
BE Belgium
BF Burkina Faso
BG Bulgaria
BJ Benin
BR Brazil
BY Belarus
CA Canada
CF Central African Republic
CG Congo
CH Switzerland
CI Côte d’Ivoire
CM Cameroon
CN China
CU Cuba
CZ Czech Republic
DE Germany
DK Denmark
EE Estonia
ES Spain
FI Finland
FR France
GA Gabon
GB United Kingdom
GE Georgia
GH Ghana
GN Guinea
GR Greece
HU Hungary
IE Ireland
IL Israel
IS Iceland
IT Italy
JP Japan
KE Kenya
KG Kyrgyzstan
KP Democratic People’s Republic of Korea
KR Republic of Korea
LC Saint Lucia
LI Liechtenstein
LK Sri Lanka
LR Liberia
LS Lesotho
LT Lithuania
LU Luxembourg
LV Latvia
MC Monaco
MD Republic of Moldova
MG Madagascar
MK The former Yugoslav Republic of Macedonia
ML Mali
MN Mongolia
MR Mauritania
MW Malawi
MX Mexico
NE Niger
NL Netherlands
NO Norway
NZ New Zealand
PL Poland
PT Portugal
RO Romania
RU Russian Federation
SD Sudan
SE Sweden
SG Singapore
SI Slovenia
SK Slovakia
SN Senegal
SZ Swaziland
TD Chad
TG Togo
TJ Tajikistan
TM Turkmenistan
TR Turkey
TT Trinidad and Tobago
UA Ukraine
UG Uganda
US United States of America
UZ Uzbekistan
VN Viet Nam
YU Yugoslavia
ZW Zimbabwe
ARTICULATING SUTURING DEVICE AND METHOD

BACKGROUND OF THE INVENTION

1. Field of the Invention

The present invention relates generally to apparatus and methods for the suturing of body lumens. More particularly, the present invention relates to techniques for percutaneous closure of arterial and venous puncture sites, which are usually accessed through a tissue tract.

A number of diagnostic and interventional vascular procedures are now performed transluminally. A catheter is introduced to the vascular system at a convenient access location and guided through the vascular system to a target location using established techniques. Such procedures require vascular access, which is usually established during the well-known Seldinger technique, as described, for example, in William Grossman's Cardiac Catheterization and Angioplasty, 3rd Ed., Lea and Febiger, Philadelphia, 1986, incorporated herein by reference. Vascular access is generally provided through an introducer sheath, which is positioned to extend from outside the patient body into the vascular lumen.

When vascular access is no longer required, the introducer sheath is removed and bleeding at the puncture site stopped. One common approach for providing hemostasis (the cessation of bleeding) is to apply external force near and upstream from the puncture site, typically by manual or "digital" compression. This approach suffers from a number of disadvantages. It is time consuming, frequently requiring one-half hour or more of compression before hemostasis is assured. Additionally, such compression techniques rely on clot formation, which can be delayed until anticoagulants used in vascular therapy procedures (such as for heart attacks, stent deployment, non-optical PTCA results, and the like) wear off. This can take two to four hours, thereby increasing the time required before completion of the compression technique. The compression procedure is further uncomfortable for the patient and frequently requires analgesics to be
tolerable. Moreover, the application of excessive pressure can at times totally occlude the underlying blood vessel, resulting in ischemia and/or thrombosis. Following manual compression, the patient typically remains recumbent from four to as much as twelve hours or more under close observation so as to assure continued hemostasis. During this time renewed bleeding may occur, resulting in blood loss through the tract, hematoma and/or pseudo-aneurysm formation, as well as arteriovenous fistula formation. These complications may require blood transfusion and/or surgical intervention.

The incidence of complications from compression induced hemostasis increases when the size of the introducer sheath grows larger, and/or when the patient is anti-coagulated. It is clear that the compression technique for arterial closure can be risky, and is expensive and onerous to the patient. Although the risk of complications can be reduced by using highly trained individuals, dedicating such personnel to this task is both expensive and inefficient. Nonetheless, as the number and efficacy of translumenally performed diagnostic and interventional vascular procedures increases, the number of patients requiring effective hemostasis for a vascular puncture continues to increase.

To overcome the problems associated with manual compression, the use of bioabsorbable fasteners or sealing bodies to stop bleeding has previously been proposed. Generally, these approaches rely on the placement of a thrombogenic and bioabsorbable material, such as collagen, at the superficial arterial wall over the puncture site. While potentially effective, this approach suffers from a number of problems. It can be difficult to properly locate the interface of the overlying tissue and the adventitial surface of the blood vessel. Locating the fastener too far from that interface can result in failure to provide hemostasis, and subsequent hematoma and/or pseudo-aneurysm formation.

Conversely, if the sealing body intrudes into the artificial lumen, intravascular clots and/or collagen pieces with thrombus attached can form and embolize downstream, causing vascular occlusion. Also, thrombus formation on the surface of a sealing body protruding into the lumen can cause a stenosis, which can obstruct normal blood flow. Other possible complications include infection, as well as adverse reaction to the collagen or other implant.

A more effective approach for vascular closure has been proposed in U.S. Patent Nos. 5,417,699, 5,613,974; and PCT published Patent Application No. PCT/US96/10271 filed on June 12, 1996, the full disclosures of which are
incorporated herein by reference. A suture applying device is introduced through the tissue tract with a distal end of the device extending through the vascular puncture. One or more needles in the device are then used to draw suture through the blood vessel wall on opposite sides of the puncture, and the suture is secured directly over the adventitial surface of the blood vessel wall to provide highly reliable closure.

While a significant improvement over the use of manual pressure, clamps, and collagen plugs, certain design criteria have been found to be important to successful suturing to achieve vascular closure. For example, it is highly beneficial to properly direct the needles through the blood vessel wall at a significant distance from the puncture so that the suture is well anchored in the tissue and can provide tight closure. It is also highly beneficial to insure that the needle deployment takes place when the device is properly positioned relative to the vessel wall. The ease of deployment and efficacy of the procedure can further be enhanced by reducing the cross-section of that portion of the device which is inserted into the tissue tract and/or the vessel itself, which may also allow closure of the vessel in a relatively short amount of time without imposing excessive injury to the tissue tract or vessel.

For the above reasons, it would be desirable to provide improved devices, systems, and methods for suturing vascular punctures. It would be particularly beneficial if these improved devices provided some or all of the benefits while overcoming one or more of the disadvantages discussed above.

2. **Description of the Background Art**


SUMMARY OF THE INVENTION

The present invention provides improved devices, systems, and methods for suturing of body lumens. The device often allows the suturing of vascular puncture sites located at the distal end of a percutaneous tissue tract with greater ease, in less time, and with less patient trauma than known systems. These improvements are generally provided through the use of shafts having smaller cross-sections than prior suturing systems. In the exemplary embodiment, an elongate articulated foot near a distal end of a shaft is inserted through the penetration and actuated so that the foot extends along the lumenal axis. The foot carries suture attachment cuffs, and can be drawn proximally up against the endothelial surface of the blood vessel. Needles are advanced from the shaft, through the vessel wall beyond the penetration, and into engagement with the needle cuffs. The cross-section of the shaft within the tissue tract can be minimized by laterally deflecting the needles before they leave the shaft, while tapered depressions within the foot can help guide the advancing needles into engagement with the cuffs. The cuffs lockingly engage the needles so that the cuffs can be withdrawn proximally along the needle paths through the tissue tract so as to form a loop of suture across the puncture without having to thread the needles directly with the suture inside the blood vessel. The suture loop may be drawn distally from the shaft, proximally from within the blood vessel, or laterally down one of the needle paths, across the puncture, and out the opposing path. Regardless, the articulating foot may be realigned with the shaft and withdrawn proximally through the tissue tract in a small profile configuration. The use of an articulatable foot in combination with lateral deflection of the needles can avoid dilation of the tissue tract, as was often necessary using known puncture closure systems.

In a first aspect, the invention provides a method for suturing a puncture through a vessel wall of a blood vessel. The puncture is disposed within a tissue tract of a patient body, and the method comprises attaching a flexible filament to a first fitting. The first fitting is inserted through the tissue tract and positioned adjacent the vessel wall, and a needle path is formed by advancing a first needle through the vessel wall. The needle is coupled with the first fitting, and the first needle, the first fitting, and at least a portion of the filament are withdrawn through the vessel wall along the needle path.

First and second fittings will often be coupled to the flexible filament, and will generally be positioned so that the puncture is disposed therebetween. The flexible filament will often comprise a suture extending between the first and second fittings, with
each fitting being drawn proximally by an associated needle so as to form the suture loop. Alternatively, at least one of the needles may include a detachable tip and may advance a suture distally along the needle path as the needle penetrates through the vessel wall. The flexible filament can again couple the first and second fittings, here allowing both fittings to be withdrawn along a single needle path so that the suture advances down along the first needle path, laterally across the puncture, and then out the other needle path.

Positioning of the fittings is generally effected by articulating an elongate foot within the blood vessel so that the foot extends along the vessel axis. A confirmation lumen may extend along a shaft supporting the foot to ensure that the foot is positioned within the vessel prior to articulation. Once the foot is properly articulated, it can be withdrawn to firmly engage the endothelial layer of the vessel. The foot will preferably include tapering depressions which direct the advancing needle toward the fitting, and the suture or other flexible filament adjacent the fittings will often be releasably restrained within a narrow slot extending from the depression. The suture or other flexible filament and its associated slot will preferably be arranged to avoid entanglement of the advancing needle in the suture, and to ensure that the fitting and suture can be withdrawn proximally as the needle is retracted. An atraumatic, flexible monorail guidebody may extend from the shaft and/or the articulatable foot to facilitate alignment of the foot with the vessel, and also to help provide hemostasis while the knot is tied. A wide variety of foot articulation mechanisms may be provided, with deployment preferably being effected when the foot is disposed entirely within the vessel and using an actuator and foot motion that avoid dilation of the puncture.

In another aspect, the invention provides a method for suturing an opening in a tissue. The method comprises inserting a distal end of a probe through the opening, the probe defining a probe axis. An elongated foot of the probe is articulated so that first and second ends of the foot extend laterally with the opening aligned therebetween. A first needle path is formed from the probe, through the tissue, and to the first end of the foot. A second needle path is formed from the probe, through the tissue, and to the second end of the foot. Suture is advanced along the first and second needle paths to position a suture loop across the opening.

In another aspect, the invention provides a method for suturing a blood vessel. The vessel has a vessel wall, and the method comprises advancing a shaft toward the vessel wall. The shaft has an axis and a plurality of needle guides. A foot is deployed
adjacent the vessel wall so that the foot extends laterally from the shaft. A plurality of needles are advanced from the needle guides of the shaft to the foot to form needle paths through the vessel wall. The needle guides deflect the needles laterally so that a needle path width between the needles is greater than a cross-sectional dimension of the shaft. Suture is advanced along the needle paths to position at least one suture loop across the puncture.

In yet another method of the present invention, a blood vessel is sutured through a tissue tract of a patient body. The vessel has a vessel wall, and the method comprises inserting a distal end of a probe through the puncture and into the blood vessel. A first end of the suture is advanced from the probe within the tissue tract, through the vessel wall, and into the vessel. The first end of the suture is withdrawn from the vessel through the vessel wall, and through a bight of the suture to form a loop of suture across the puncture. The first end of the suture and a second end of the suture adjacent the bight are tensioned to detach the bight from the probe and form a knot affixing the loop of suture across the puncture. Advantageously, the bight of suture may be pre-tied before the probe is inserted into the tissue tract, the bight optionally being releasably attached to the probe.

In a device aspect, the invention provides a system for suturing a blood vessel. The vessel has a vessel wall, and the system comprises a needle having a proximal end and a distal end suitable for forming a needle path through the vessel wall. The needle has a recessed engagement surface adjacent the distal end. The system further comprises a flexible filament and a fitting attached to the filament. The fitting has an opening and a tab extending into the opening, the tab securingly engaging the engagement surface when the needle advances through the vessel wall and into the opening, so that the fitting and at least a portion of the filament can be withdrawn proximally along the needle path by the needle.

In a further device aspect, the invention provides a system for suturing a puncture of a blood vessel within a tissue tract. The vessel has a vessel wall and defines an axis, and the system comprises a shaft having a proximal handle and a distal end suitable for insertion along the tissue tract and into the vessel through the puncture. A foot is mounted near the distal end of the shaft. The foot has plurality of needle receptacles extendable laterally from the shaft. A flexible filament extends between the
receptacles of the foot. A plurality of needles are advanceable distally and laterally from the shaft, through the vessel wall outside the puncture, and to the receptacles of the foot.

In yet another device aspect, the invention provides a system for suturing a puncture of a blood vessel within a tissue tract. The vessel has a vessel wall, and the system comprises a shaft having a proximal handle and a distal end suitable for insertion along the tissue tract and into the vessel through the puncture. A foot is mounted near the distal end of the shaft. The foot has a first needle receptacle and is articulatable from a small profile configuration to a large profile configuration by actuation of the handle. A first fitting is removably mounted adjacent the first needle receptacle. A filament is coupled to the first fitting. A first needle is advanceable from the shaft to the first needle receptacle on the articulated foot. The first fitting securely engages the first needle so that the secured first fitting and at least a portion of the filament can be drawn through the vessel wall by the first needle.

In a still further device aspect, the invention provides a probe for suturing an opening in a tissue. The probe comprises a shaft having a proximal end and a distal end and defining an axis therebetween. The shaft has a size and configuration suitable for insertion through the opening in the tissue. An elongate foot is movably mounted to the shaft. An actuator extends along the shaft distally to the foot. Movement of the actuator slides the foot axially and pivots the foot from a low profile configuration to a deployed configuration extending laterally from the shaft. A suture is supported by the foot, and a needle is advanceable from the shaft, through the tissue, and to the deployed foot.

BRIEF DESCRIPTION OF THE DRAWINGS

Fig. 1 is a perspective of a percutaneous blood vessel closure device according the principles of the present invention.

Fig. 2 illustrates the vessel closure device of Fig. 1 in which an elongate foot is shown in a deployed position.

Figs. 2A-C illustrate actuation of a foot and advancement of needles from a shaft to the articulated foot in a probe similar to the probe of Fig. 1.

Fig. 3A is a detailed view showing the foot of the vessel closure device of Fig. 1 in a parked position prior to deployment.

Fig. 3B is a detailed view showing the foot of the vessel closure device of Fig. 1 in a deployed position.
Figs. 4 and 4A are perspective views illustrating a suture attachment cuff and an associated barbed needle for use in the vessel closure device of Fig. 1.

Fig. 5 is a cross-sectional view showing the barbed needles securingly engaging the suture cuffs of the deployed foot.

Figs. 6A-C illustrate one embodiment of a deployable foot, in which the foot slides and pivots when drawn proximally by a tension member.

Fig. 7 illustrates the suture cuff positioned within a needle receptacle, and also shows how the suture is releasably secured within a slot extending radially from the needle receptacle.

Figs. 8A-C illustrate an alternative foot articulation mechanism in which lateral slots on the foot receive pins from the shaft to allow the foot to pivot and slide axially.

Figs. 9A and B illustrate a still further alternative foot actuation mechanism in which the foot slides axially within a slot.

Figs 9C and D illustrate a further foot actuation mechanism in which relative movement between the sides of a two-part shaft actuates the foot.

Figs. 10A-D illustrate alternative structures and techniques for avoiding entanglement of the needle with the suture.

Figs. 11A-E illustrate an alternative closure system and method for its use in which a first needle advances the suture to the foot, while a second needle engages and withdraws both the first and second suture cuffs, a flexible filament connecting the suture cuffs, and at least a portion of the suture from within the blood vessel so as to complete a pre-tied knot.

Figs. 12A and B illustrate an alternative probe having two pairs of needles and a foot with four needle receptacles so as to form two loops of suture across a puncture of a blood vessel.

Figs 13A-G illustrate a method for use of a suture system so as to effect hemostasis of a blood vessel puncture through a tissue tract.

DESCRIPTION OF THE SPECIFIC EMBODIMENTS

Referring now to Fig. 1, a vessel closure device 10 generally has a shaft 12 having a proximal end 14 and a distal end 16. A proximal housing 18 supports a needle
actuation handle 20. A flexible, atraumatic monorail guidebody 22 extends distally of distal end 16 of shaft 12.

As can be seen with reference to Fig. 2, a foot 24 is articulatably mounted near the distal end of shaft 12. Foot 24 moves between a low profile configuration, in which the foot is substantially aligned along an axis of shaft 12 (as illustrated in Fig. 1), to a deployed position, in which the foot extends laterally from the shaft, upon actuation of a foot actuation handle 26 disposed on proximal housing 18.

Figs 2A through C illustrate the structure and actuation of foot 24 of a preferred probe 10’ having a modified proximal housing, and also show how needles 38 can be advanced distally from shaft 12 to the foot by depressing needle actuation handle 20.

Actuation of foot 24 is illustrated more clearly in Fig. 3A and B. In the parked position illustrated in Fig. 3A, foot 24 extends substantially along axis 28 of shaft 12. Note that the axis of the shaft need not be straight, as the shaft may curve somewhat, particularly adjacent the foot. In the exemplary embodiment, foot 24 is substantially disposed within a foot receptacle 30 of shaft 12 so as to minimize the cross-section of the device adjacent the foot prior to deployment. Advantageously, prior to deployment of the foot, device 10 can have a cross-section adjacent foot 24 of about 7 Fr or less, ideally having a cross-section of about 6 Fr or less for the entire device distally of the proximal end 14 of shaft 12.

Actuation of foot handle 26 slides a foot actuation wire 32 proximally, pulling foot 24 from a parked position to the deployed position illustrated in Fig. 3B. Once deployed, a first end 24a and a second end 24b of foot 24 extend laterally from the shaft. Suture 34 here comprises a continuous filament with ends disposed in needle receptacles adjacent each end of the foot. An intermediate portion of suture 34 may extend proximally along a suture lumen of shaft 12 to and/or beyond proximal housing 18. Alternatively, in preferred probe 10’, the length of suture between the ends may extend distally within flexible guidebody 22, preferably in a dedicated lumen (separate from the monorail guidewire lumen). In still further alternatives described below, a short length of suture or some other flexible filament may extend substantially directly between the needle receptacles.

Shaft 12 also includes a foot position verification lumen that extends distally from a position verification port 36 to a position indicator at housing 18. When
the foot is properly positioned within the blood vessel, blood pressure will cause blood to
flow proximally through the indicator lumen to the indicator. The indicator may
optionally comprise a blood exit port, a clear receptacle in which blood is visible, or the
like. In the exemplary embodiment, the indicator of handle 18 comprises a length of clear
tubing extending from housing 18 (not shown) in which the blood is clearly visible. It
should be understood that a wide variety of alternative position verifications sensors
might be used, including electrical pressure sensors, electrolytic fluid detectors, or the
like.

The structures used in positioning a loop of suture across the puncture can
be understood with reference to Figs. 4, 4A, and 5. In general terms, needles 38 extend
from shaft 12 into secured engagement with fittings 40 attached to sutures 34. More
specifically, needles 38 include a barbed end 42 defining a recessed engagement surface
44. Fittings 40 are roughly cylindrical structures having an axial channel 46 which
receives barbed end 44 of needle 38 therein. A first slot is cut in fitting 44 so as to define
at least one tab 48. Tabs 48 can be resiliently biased inward into channel 46. As needle
38 advances into fitting 40, barbed end 42 resiliently displaces tab 48 clear of channel 46
so as to allow the barbed end to pass axially into the fitting. Once barbed end 42 is
disposed axially beyond tab 48, the tab resiliently flexes back into the channel, capturing
needle 38 by engagement between the tab and recessed surface 44. As each tab can hold
the fitting in place on the needle, the use of more than one tab increases the reliability of
the system. Ideally, three tabs are provided, as illustrated in Fig. 4A.

To facilitate attachment of fitting 40 to suture 34, a second slot cut in the
tubular fitting structure defines a suture attachment collar 50. Optionally, collar 50 may
be crimped about suture 34 to mechanically affix the suture to fitting 40. In addition
and/or instead of mechanical crimping, suture 34 may be bonded to fitting 40 using an
adhesive, heat, fasteners, knots, or the like.

Fitting 40 is quite small in size, and is generally configured to facilitate
withdrawing the fitting (and the attached suture) along with needle 38 axially through the
vessel wall along the needle path. Needle 38 will generally have a cross-sectional width
of between about 0.010 inches and 0.020 inches. Barb 42 will extend laterally so as to
define an engagement surface 44 having a protruding length of between about 0.002
inches and 0.005 inches. Fitting 40 will preferably have a cross-sectional size roughly
corresponding to or only slightly larger than needle 38. Fitting 40 will typically have an
outer lateral width of between about 0.014 inches and 0.025 inches, and an axial length of between about 0.035 inches and 0.050 inches. Channel 46 will be sized to receive at least a portion of needle 38, and will generally have a width of between about 0.010 inches and 0.020 inches. Suture 34 will preferably extend axially opposite the open end of channel 46 so as to minimize drag when the suture is drawn proximally along the needle path. In the exemplary embodiment, needle 38 has a diameter of about 0.020 inches, while the fitting comprises a tube having an outer diameter of about 0.020 inches, an inner diameter of about 0.016 inches, and an overall length of about 0.047 inches. The fitting will typically comprise a resilient material, preferably comprising a metal, and in the exemplary embodiment, comprising stainless steel.

Needles 38 typically have a length of between about 5.0 inches and 6.0 inches, and will preferably be sufficiently stiff to be advanced in compression through the vessel wall (and adjacent tissues) for up to 0.5 inches when supported in cantilever. Nonetheless, the needles will ideally be flexible enough to be laterally deflected within shaft 12, as can be understood with reference to Fig. 5. Needles 38 generally comprise a high strength metal, ideally comprising stainless steel. Fittings 40 will also preferably comprise a flexible material to allow tab 48 to flex out of the way of barbed end 42, and to resiliently rebound and engage recessed surface 44. In the exemplary embodiment, barbed end 42 has a diameter of about 0.015 inches, with the diameter of the needle decreasing to about 0.008 inches proximally of the barb so as to define the recessed engagement surface.

As was generally described above, foot 24 includes needle receptacles 52 adjacent the ends of the foot. A fitting 40 (with an associated end of suture 34) is disposed within each needle receptacle, and a surface of the receptacle tapers proximally and outwardly so as to guide the advancing needles 38 into engagement with fittings 40 when foot 24 is in the deployed position. As fittings 40 (and associated portions of suture 34) are releasable supported in the foot, needles 38 can be withdrawn proximally so as to draw the fittings and suture ends from the foot proximally into (and optionally through) shaft 12. The needle receptacles of the exemplary embodiment taper outward at an angle between 20 and 35 degrees from the centerline of fitting 40, and the fitting is held in a recess having a diameter of about 0.0230 inches and a length of about 0.042 inches. A lateral opening or window through the side of foot to the fitting recess may be provided to
facilitate needle and/or cuff positioning during assembly of the probe, and a protruding collar near the proximal end of the fitting recess may help keep the fitting in position.

Fig. 5 also illustrates the lateral deflection of needles 38 by needle guides 54 of shaft 12. This lateral deflection of the needles allows the use of a small diameter shaft, while still encompassing sufficient tissue within the suture loop on opposite sides of the puncture so as to effect hemostasis when the suture looped is tightened and secured. In the exemplary embodiment, shaft 12 comprises an outer casing of a biocompatible material such as stainless steel, carbon fiber, nylon, another suitable polymer, or the like. Needle guides 54 may be defined at least in part as lumens formed within the casing of a polymeric material such as nylon or the like. In some embodiments, shaft 12 may comprise a carbon fiber filled nylon, or carbon fiber filled with an alternative material.

One example of a suitable structure and articulation motion for foot 24 is illustrated in Figs. 6A and B. Foot actuation wire 32 (see Fig. 3A) rides in a lumen of shaft 12, and draws foot 24 from a parked position (shown in Fig. 6A) to a deployed position (shown in Fig. 6B) through a combination of sliding and pivoting of the foot. The foot remains supported throughout its range of motion by arms disposed laterally on either side of the foot, the arms defining (at least in part) foot receptacle 30. Once foot 24 is deployed, needle receptacles 52 and/or the fittings disposed therein will preferably define a lateral suturing width 56 in a range from about 0.260 inches to about 0.300 inches. Foot 24 may be machined or cast from a polymer or metal, but will preferably comprise a polymer such as carbon fiber filled nylon. In some cases, foot 24 may be molded as two separate halves which can subsequently be affixed together. Needles 38 advance from the fixed needle guides 54, and are laterally directed into fittings 40 by receptacles 52, as illustrated in Fig 6C. In general, a shape memory alloy such as Nitinol™ in its superelastic regime provides a particularly advantageous actuator wire for manipulating foot 24.

Referring now to Fig. 7, fittings 40 and suture 34 will be withdrawn proximally by the needles from needle receptacles 52. To releasably support fittings 40 and suture 34 and avoid entanglement of the suture in the needles, suture 34 is fittingly received within a slot 58 which extends laterally from needle receptacles 52. As the needles pull the fitting axially from needle receptacles 52, suture 34 is pulled from slot 58 and free from foot 24. Bending of the suture proximally within the suture slot can also
locally increase the suture width, so that the interaction between the bent suture and the slot can help hold the fitting in the recess.

A wide variety of foot actuation mechanisms might be used within the scope of the present invention. A first alternative foot actuation arrangement is illustrated in Figs. 8A-C. In this embodiment, a shaft 12i has pins 60 which ride in associated slots 62 of a foot 24i. Proximal motion of an actuation wire causes foot 24i to move axially and rotationally, with pins 60 sliding along slot 62, and the foot pivoting about the pins. In this embodiment, guidebody 22 extends directly from the foot, as illustrated in Fig. 8C.

A still further alternative foot actuation mechanism is illustrated in Figs. 9A and B. In this embodiment, slidable foot 24ii is slidingly received within a receptacle 30 of shaft 12ii. Sliding of the foot 24ii from the parked position of Fig. 9A to the deployed position of Fig. 9B places the needle receptacles 52 in the paths of needles from the shaft 12ii without pivoting of the foot. Guidebody 22 (see Fig. 1) will extend here from a distal end of shaft 12ii at a fixed angle from the shaft. Optionally, insertion through the tissue tract may be facilitated by including an additional bend in the shaft axis adjacent the guidebody on many embodiments.

Yet another foot actuation mechanism can be understood with reference to Figs. 9C and D. Shaft 12iii is formed in two parts, which slide axially relative to each other when foot actuation lever 26iii moves, using an offset crank arrangement. A similar offset crank supports foot 24iii, so that the sliding shaft parts cause the foot to pivot as shown.

A variety of features may be included in the articulatable foot, the needle receptacle, and/or the needle to avoid tangling of the needle in the suture as the needle is directed to the fitting. As illustrated in Fig. 10A, a moveable flap 64 may extend over slot 58 so that the advancing needle slides along the flap toward the fitting, rather than entering the slot and engaging the suture directly. Flap 64 may be affixed along one side of the slot, with the other side of the flap flexing into the receptacle to release the suture from slot 58 when the fitting and suture are withdrawn by the needle.

An alternative mechanism for avoiding entanglement of the needle with the suture is illustrated 10B. In this embodiment, needle receptacles 52i have tangential slots 58i which extends substantially tangentially to the surface of the receptacle. As a result of this tangential arrangement, a needle entering the receptacle 52i will be directed toward the fitting contained therein, but will generally not be able to enter and advance
within the tangential slot 58 so as to become entangled with the suture. As illustrated in this embodiment, the slots may optionally extend laterally through the foot so that the loop of suture can be pulled from one side of the shaft without interference.

A still further alternative mechanism for avoiding entanglement between the suture and the needle is illustrated in Figs. 10C and D. Two-part needle 38 includes an outer sheath 66 and an inner core 68. The parts of these needles initially advance together into the receptacles with the needle core 68 withdrawn so that the needle presents a smooth tapered tip (the combined tip preferably being larger in diameter than the slot containing the suture) as illustrated in Fig. 10C. Once two-part needle 38 is fully positioned within the needle receptacle, needle core 68 may extend axially to expose barbed tip 42 and recessed engagement surface 44 and to secure the needle to the fitting within the needle receptacle. In the exemplary embodiment of Figs. 4 and 5, barbed tip 42 is formed integrally with the rest of the needle structure, but the tip has a larger cross-section than radial slot 58 containing the suture 34. As a result, the barbed tip is unable to enter the slot, thereby avoid entanglement between the needle and suture.

An alternative vessel closure probe 70 will be explained with reference to Figs. 11A through 11E. This embodiment includes an articulateable foot 24 having a pair of needle receptacles 52, as described above. Although each needle receptacle 52 contains a fitting 40 for coupling a flexible filament to a tip of an associated needle, the filament in this case comprises a short length of suture 74 (or some temporary connecting filament, as shown schematically in phantom in Fig. 11A) spanning directly between the needle receptacles. Rather than pulling the two ends of an extended loop through the needle paths and proximally out the tissue tract for tying, closure system 70 advances a single end of the suture distally along one needle path, across the puncture, and then proximally along the other needle path. To provide this interaction, at least one needle includes means for attaching suture 34 to short suture 74, here in the form of a detachable coupling structure carried on the at least one needle. This structure facilitates the use of a pre-tied knot.

Referring now to Figs. 11A and B, the distal end of probe 70 advances distally through skin S and into a tissue T of the patient while the probe is in the small profile configuration with foot 24 aligned along the axis of the probe. Here, however, an end 76 of suture 34 is affixed to a detachable needle tip 78 of a hollow needle 38'. Detachable tip 78 comprises a fitting having an opening receiving an end of suture similar
to fitting 40, attached to a barbed needle end (similar to that of needle 38). Suture 34 may extend proximally within hollow needle 38 where the needle has an open channel along its length, may exit the hollow needle just proximally of detachable tip 78, or may be disposed alongside a solid needle. Needle 38 (opposite hollow needle 38') has a fixed barbed tip, as described above, and a bight of suture 80 is releasably attached to the probe shaft encircling the opening of needle guide 54 of the fixed tip needle. The bight of suture may be releasably disposed within a slot of the probe, may be temporarily held in place by a weak adhesive or coating, or the like. A second end 82 of suture 34 extends proximally along the shaft of the probe, the second end of the suture optionally also being releasably held along the shaft.

Bight 80 will define a knot when first end suture passes therethrough, as can be understood with reference to Figs. 11Ai and 11Aii. Bight 80 will often include more than one loop, and may be pre-arranged so as to define a square knot (using the layout schematically illustrated in Fig. 11Ai), a clinch knot (Fig. 11Aii), or a variety of known or new surgical knots.

Probe 70 advances along tissue tract TT to puncture P in blood vessel V. Once foot 24 is disposed within a blood vessel V, a pull wire moves the foot proximally and pivots the foot laterally so that the foot extends along an axis A of the vessel, as illustrated in Fig. 11B. The foot can then be pulled proximally against an inner surface of the vessel wall W to ensure that the needle receptacles 52 are properly positioned.

As can be understood with reference to Figs. 11C and D, hollow needle 38' and needle 38 advance to engage fittings 40 within receptacles 52. Hollow needle 38' draws first end 76 of suture 34 distally through vessel wall W, and detachable tip 78 is secured into an associated fitting 40 using the barb and tab interaction described above.

As short suture 74 extends between fittings 40, and as detachable tip 78 can pull free of hollow needle 38' when the needles are withdrawn, this effectively couples needle 38 to first end 76 of suture 34. The detachable tip riding partially within the hollow needle (or vice versa) so that the assembly remains together under compression. Hence, needle 38 can pull the suture distally along the needle path formed by hollow needle 38', across the puncture P, and proximally along the needle path formed by needle 38, as illustrated in Fig. 11D.

Figs. 11D and E show that the knot can be completed by pulling needle 38, short suture 74, and second end 76 of suture 34 (together with the fittings 40 and
detachable needle tip 78) proximally through bight 80. Second end 82 of suture 34 can be pulled to free bight 80, and the ends of the suture can be tightened and the probe removed to provide permanent hemostasis.

It will be recognized that removal of probe 70 can be facilitated by coupling first end 76 to bight 80 over an outer surface of the probe, and by arranging suture 34 and hollow needle 38' so that the suture can pull free of the needle when detachable tip 78 is released, for example, by having the suture exit the needle proximally of the tip through a channel that extends to the tip so that the needle does not encircle the suture. By including such provisions, after foot 24 is returned to the narrow configuration, the probe can be pulled proximally from the tissue tract leaving the pre-tied knot in place.

Alternative arrangements (using the detachable needle ends of probe 70) are possible to provide the benefit of a pre-tied knot and the like for closure of a vessel puncture. For example, a probe having a pair of needles in which each needle included a detachable tip might be used to pull first end 76 through a bight, so that the bight need not encircle the needle path of one of the needles.

In some cases, particularly for closure of large punctures, it may be advantageous to provide multiple suture loops across the puncture, either in parallel, in an “X” pattern, or the like. As illustrated in Figs. 12A and B, the present invention encompasses the use of more than two needles and associated receptacles, fittings, sutures, and the like. Multiple loop systems may have four, six, eight, or more needles, or may even have odd numbers of needles and fittings, particularly where one or more fittings have a plurality of suture ends extending therefrom. This allows a wide variety of stitching patterns to be provided by such multiple loop probes.

The method of use of the probes of Figs. 1-7 can be understood with reference to Figs 13A-G. After accessing a blood vessel V (often using the Seldinger technique), a guidewire GW is left extending into skin S and down through tissue T along tissue tract TT. Guidewire GW enters vessel V through a puncture P in vessel wall W, and extends along the vessel throughout many endovascular procedures. As illustrated in Fig. 13A, distal guidebody 22 is advanced over the guidewire GW in a monorail fashion, so that the guidewire helps to direct the probe along the tissue tract TT and into the vessel through puncture P. Fig. 13B shows that when sensor 36 is disposed within the vessel,
blood can flow from the sensor port and through a lumen in shaft 12 to the proximal handle to notify the operator that foot 24 has been advanced far enough for deployment.

Deployment of the foot is effected by actuation of the foot deployment handle, as described and illustrated above with reference to Figs. 2 and 2B. As described above, guidebody 22 helps to align the probe with the axis of vessel V. Guidebody 22 may be set at an angle and/or offset relative to shaft 12 as appropriate to aid in alignment with a particular vessel access technique. As shown in Fig. 13C, the deployed foot 24 extends laterally from the shaft, so that foot 24 adjacent receptacles 52 can be drawn up against vessel wall W by gently pulling shaft 12. Hence, the foot helps to accurately position the needle guides 54 at a distance from the vessel wall.

Referring now to Fig. 13D, flexible needles 38 are deflected laterally by needle guides 54 toward receptacles 52 of the deployed foot. As a result, the needles advance in cantilever both distally and laterally when needle actuation handle 20 is pressed (see Fig. 2C), and the tapering surfaces of receptacles 52 help to push the needles back into alignment with the fittings so as to overcome any unintended deflection of the needles by tissue T or vessel wall W. This ensures that needles 38 securely engage fittings 40 within receptacles 52, thereby coupling the ends of suture 34 to the needles. While suture 34 is here illustrated running along the side of shaft 12 outside foot receptacle 30 to a lumen within guidebody 22, it should be understood that the suture loop might instead extend proximally in a lumen of shaft 12, might be routed through the foot and/or foot receptacle, and/or might be stored in a spool adjacent foot 24. Regardless, suture 34 should able to pull free of the probe between its ends to form a continuous loop across puncture P.

Referring now to Figs. 13E and F, fittings 40 and the ends of suture 34 are drawn proximally through the vessel wall W along the needle paths formed by needles 38. Optionally, the needles may be withdrawn proximally out of the tissue tract and clear of shaft 12, or they may remain coupled to the shaft within needle guides 54. The foot actuator is moved to store foot 24 along shaft 12, and the shaft can then be pulled proximally from the tissue tract. Guidebody 22, which may comprise a soft, compliant polymer, may temporarily extend at least partially into tissue tract TT and through puncture P to help reduce the loss of blood until the loop is secured.

Now referring to Fig. 13G, once shaft 12 has been withdrawn sufficiently to expose needle guides 54, the ends of the suture loop can be grasped by the operator.
Tying of a knot in suture 34 can then proceed in a conventional manner. The use of a clinch knot may facilitate gradual tightening of the knot while removing guidebody 22, although a wide variety of knot and knot advancing techniques might be used.

While the exemplary embodiments have been described in some detail for clarity of understanding, a wide variety of modifications, adaptations, and changes will be obvious to those of skill in the art. For example, some of the benefits of the present invention might be provided by actuating a foot disposed outside the blood vessel within the tissue tract, and advancing needles from within the blood vessel proximally through the vessel wall toward the actuated foot. Hence, the scope of the present invention is limited solely by the appended claims.
WHAT IS CLAIMED IS:

1. A method for suturing a puncture through a vessel wall of a blood vessel, the puncture disposed within a tissue tract of a patient body, the method comprising:
   attaching a flexible filament to a first fitting;
   inserting the first fitting through the tissue tract and positioning the first fitting adjacent the vessel wall;
   forming a needle path by advancing a first needle through the vessel wall outside the puncture;
   coupling the needle with the first fitting; and
   withdrawing the first needle, the first fitting, and at least a first portion of the filament through the vessel wall along the needle path.

2. The method of claim 1, further comprising:
   coupling the flexible filament to a second fitting;
   positioning the second fitting adjacent the vessel wall so that the puncture is disposed between the first positioned fitting and the second positioned fitting;
   advancing a second needle through the vessel wall and into engagement with the second fitting.

3. The method of claim 2, further comprising withdrawing the second needle and the second fitting through the vessel wall, wherein the filament coupling steps affix a first end of suture to the first fitting and a second end of the suture to the second fitting so that the withdrawing steps form a suture loop across the puncture.

4. The method of claim 3, wherein the withdrawing steps draw the suture from within the blood vessel out through the vessel wall.

5. The method of claim 2, wherein the first and second positioning steps comprise introducing the fittings through the puncture, and wherein the first and second needle advancing steps comprise inserting the needles into the vessel so as to engage the fittings therein.
The method of claim 5, wherein the fittings are supported near a distal end of a shaft during the introducing step, and wherein the first and second positioning steps further comprise displacing the fittings laterally from the shaft.

The method of claim 6, wherein the displacing step comprises articulating an elongate foot within the vessel so that the foot moves from a low profile configuration aligned along the shaft to a deployed configuration extending laterally from the shaft and along the blood vessel, the fittings being releasably mounted near first and second ends of the foot.

The method of claim 7, further comprising pulling the deployed foot proximally against an interior surface of the vessel wall after the deploying step.

The method of claim 8, further comprising verifying that the foot is disposed within the vessel prior to the displacing step by monitoring a sensor adjacent the foot.

The method of claim 7, wherein the articulating step comprises sliding at least a portion of the foot axially along the shaft.

The method of claim 7, wherein the articulating step comprises pivoting the foot away from an axial orientation.

The method of claim 2, wherein the second advancing step passes suture through the vessel wall and couples the suture to the second fitting.

The method of claim 12, wherein the withdrawing step draws the first fitting, the filament, the second fitting, and a portion of the suture through the vessel wall along a needle path of the first needle.

The method of claim 13, further comprising forming a loop of the suture, wherein the withdrawing step draws the portion of the suture through the loop to help form a suture knot.

The method of claim 1, wherein the first fitting defines an opening and a latch, and further comprising attaching the fitting to the needle by latching the needle into the opening of the fitting.
16. The method of claim 15 wherein the needle has a recess and the fitting comprises a substantially cylindrical cuff having at least one tab extending therein, and wherein the advancing step deflects the at least one tab when the needle is received in the opening, the at least one tab resiliently flexing into the recess to secure the fitting to the needle.

17. The method of claim 15, further comprising directing a needle into the opening with a guide surface around the opening, the needle being flexible.

18. The method of claim 1, wherein the first needle withdraws said at least a portion of the flexible element without threading the flexible element into the needle.

19. A method for suturing an opening in a tissue, the method comprising:

   inserting a distal end of a probe through the opening, the probe defining a probe axis;

   articulating an elongate foot of the probe so that first and second ends of the foot extend laterally with the opening aligned therebetween;

   forming a first needle path from the probe through the tissue and to the first end of the foot;

   forming a second needle path from the probe through the tissue and to the second end of the foot;

   advancing suture along the first and second needle paths to position a suture loop across the opening.

20. The method of claim 19, wherein the tissue comprises a blood vessel having an axis, wherein the articulating step is performed so that the articulated foot extends along the vessel axis within the vessel.

21. The method of claim 19, wherein the first and second needle path forming steps comprise deflecting first and second flexible needles at an angle relative to the probe axis and advancing the needles in cantilever radially outwardly from first and second fixed needle guides of the probe to the first and second ends of the articulated
foot, the first and second ends of the articulated foot being separated laterally relative to
the probe axis by a greater distance than the first and second needle guides.

22. The method of claim 19, wherein the articulating step comprises
pulling a flexible element proximally so that the flexible element slides the foot
proximally along the probe axis and so that the foot pivots laterally within the blood
vessel.

23. The method of claim 19, further comprising inserting the foot
through the puncture prior to the articulating step and pulling the shaft proximally after
the articulating step so that the first and second ends of the deployed foot firmly engage
the tissue beyond the puncture.

24. A method for suturing a blood vessel, the vessel having a vessel
wall, the method comprising:
advancing a shaft toward the vessel wall, the shaft having an axis and a
plurality of needle guides;
deploying a foot adjacent the vessel wall so that the foot extends laterally
from the shaft;
advancing a plurality of needles from needle guides of the shaft to the foot
to form needle paths through the vessel wall, the needle guides deflecting the needles
laterally so that a needle path width is greater than a cross-sectional dimension of the
shaft; and
advancing suture along the needle paths to position at least one suture loop
across the puncture.

25. The method of claim 24, wherein the needles are flexible and the
needle guides are fixed, and further comprising directing the needles laterally into secure
engagement with fittings disposed releasably on the foot with a tapering needle receptacle
surface of the foot.

26. A method for suturing a puncture of a blood vessel through a tissue
tract of a patient body, the vessel having a vessel wall, the method comprising:
inserting a distal end of the probe through the puncture and into the blood
vessel;
advancing a first end of the suture from the probe within the tissue tract,
through the vessel wall, and into the vessel;
withdrawing the first end of the suture from the vessel, through the vessel
class and through a bight of the suture to form a loop of suture across the puncture; and
tensioning the first end of the suture and a second end of the suture
adjacent the bight to form a knot affixing the loop of suture across the puncture.

27. The method of claim 26, further comprising releasably attaching
the bight of suture to a probe before the inserting step, wherein the tensioning step
detaches the bight from the probe.

28. A system for suturing a blood vessel, the vessel having a vessel
wall, the system comprising;
a needle having a proximal end and a distal end suitable for forming a
needle path through the vessel wall, the needle having a recessed engagement surface
adjacent the distal end;
a flexible filament; and
a fitting attached to the filament, the fitting having an opening and at least
one tab extending into the opening, the tab securingly engaging the engagement surface
when the needle advances through the vessel wall and into the opening so that the fitting
and at least a portion of the filament can be withdrawn proximally along the needle path
by the needle.

29. The system of claim 28, wherein the at least one tab resiliently
deflects into an indentation adjacent the engagement surface when the needle advances
into the opening.

30. The system of claim 29, wherein the fitting comprises a tube
having a proximal end and a distal end, the opening extending into the proximal end, the
at least one tab formed of tube material by cutting slots through the tube, wherein the
filament comprises suture extending distally from the distal end of the tube.

31. The system of claim 30, wherein the fitting further comprises a
collar disposed about the suture, the collar crimped over an end of the suture.
32. The system of claim 28, wherein the fitting is mounted on a foot near a distal end of a probe, the probe having a handle near a proximal end of the probe, actuation of the handle effecting articulation of the foot so that the fitting moves laterally from an axis of the probe.

33. The system of claim 28, wherein the needles are flexible, and wherein the fitting is releasably supported within a receptacle surface oriented to laterally deflect the advancing needle toward the fitting.

34. The system of claim 33, wherein the receptacle surface tapers from a small cross-section adjacent the fitting to a large cross-section oriented toward the advancing needle.

35. The system of claim 33, further comprising a slot disposed along the receptacle surface, wherein the filament is releasably disposed in the slot, the slot configured to avoid engagement of the needle with the suture.

36. The system of claim 35, wherein the slot has a cross-section smaller than the needle.

37. A system for suturing a puncture of a blood vessel within a tissue tract, the vessel having a vessel wall and defining an axis, the system comprising:

a shaft having a proximal handle and a distal end suitable for insertion along the tissue tract and into the vessel through the puncture;

a foot mounted near the distal end of the shaft, the foot having a plurality of needle receptacles extendable laterally from the shaft;

a flexible filament extending between the needle receptacles of the foot;

a plurality of needles advanceable distally and laterally from the shaft, through the vessel wall outside the puncture, and to the needle receptacles of the foot.

38. The system of claim 37, further comprising a plurality of fittings disposed adjacent the receptacles of the foot, the fittings securingly engaging the needles so that the needles, fittings, and at least a portion of the filament can be withdrawn through the vessel wall along at least one of the needle paths formed by the needles without threading the filament into the needles.
39. The system of claim 37, wherein the foot comprises an elongate body defining an axis, the foot articulatable from a small profile configuration to a large profile configuration by actuating the proximal handle so that the foot slides axially and pivots laterally within the vessel.

40. A system for suturing a puncture of a blood vessel within a tissue tract, the vessel having a vessel wall, the system comprising:
   a shaft having a proximal handle and a distal end suitable for insertion along the tissue tract and into the vessel through the puncture;
   a foot mounted near the distal end of the shaft, the foot having a first needle receptacle and articulatable from a small profile configuration to a large profile configuration by actuation of the handle;
   a first fitting removably mounted adjacent the first needle receptacle;
   filament coupled to the first fitting; and
   a first needle advanceable from the shaft to the first needle receptacle on the articulated foot, the first fitting securely engaging the first needle so that the secured first fitting and at least a portion of the filament can be withdrawn through the vessel wall by the first needle.

41. The system of claim 40, wherein the filament comprises a suture and couples the first fitting to a second fitting, and further comprising a second receptacle disposed near the distal end of the shaft and a second needle advanceable from the shaft to the receptacle to withdraw the second fitting proximally through the vessel wall and form a suture loop across the puncture.

42. The system of claim 40, further comprising a second receptacle disposed near the distal end of the shaft, a second fitting coupled to the filament and disposed within the second receptacle, a second needle adapted to form a second needle path through the vessel wall and having a suture releasably mounted thereon, wherein the second fitting couples the filament to the suture so that the suture can be withdrawn proximally along a first needle path through the vessel wall formed by the first needle to form a suture loop across the puncture.
43. The system of claim 42, wherein a loop is releasably supported about a first needle port, the first needle advancing from the first needle port so that tensioning the withdrawn suture secures a knot in the suture loop.

44. The system of claim 40, further comprising a sensor near the distal end of the shaft to indicate when the shaft extends into the vessel, and wherein the deployed foot can engage an inner surface of the vessel wall when the shaft is withdrawn proximally to help axially position the shaft.

45. A probe for suturing an opening in a tissue, the probe comprising:

   a shaft having a proximal end and a distal end and defining an axis therebetween, the shaft having a size and configuration suitable for insertion through the opening in the tissue;
   an elongate foot movably mounted to the shaft;
   an actuator extending along the shaft distally to the foot, movement of the actuator sliding the foot axially and pivoting the foot from a low profile configuration aligned along the shaft to a deployed configuration extending laterally from the shaft;
   a suture supported by the foot; and
   a needle advanceable from the shaft through the tissue and to the deployed foot.

46. The probe of claim 45, wherein the foot has a first end and a second end, and wherein a plurality of needles are extendable from the shaft to the ends of the foot.

47. The probe of claim 46, wherein a first length of suture extends between a first fitting at the first end of the probe to a second fitting at the second end of the probe, and wherein a second length of suture extends from a third fitting at the first end of the probe to a forth fitting at the second end of the probe, and wherein each fitting security engages an associated needle to draw ends of the first and second length of suture through the vessel wall and form a plurality of loops across the puncture.
### INTERNATIONAL SEARCH REPORT

**A. CLASSIFICATION OF SUBJECT MATTER**
- **IPC(7)**: A61B 17/04
- **US CL**: 606/148

According to International Patent Classification (IPC) or to both national classification and IPC

### B. FIELDS SEARCHED

- **Minimum documentation searched (classification system followed by classification symbols)**
  - U.S.: 606/148, 139, 144, 145, 146, 149, 150.

Documentation searched other than minimum documentation to the extent that such documents are included in the fields searched

Electronic data base consulted during the international search (name of data base and, where practicable, search terms used)

- **EAST**

### C. DOCUMENTS CONSIDERED TO BE RELEVANT

<table>
<thead>
<tr>
<th>Category*</th>
<th>Citation of document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>X</td>
<td>US 5,846,253 A (BUELNA et al.) 08 December 1998, all figures.</td>
<td>1, 19, 20, 21, 23, 24, 26, 37, 45, 46.</td>
</tr>
<tr>
<td>X, E</td>
<td>US 6,048,351 A (GORDON et al.) 11 April 2000, figures 1-5.</td>
<td>1, 19.</td>
</tr>
<tr>
<td>X, P</td>
<td>US 5,954,732 A (HART et al.) 21 September 1999, figures 14, 15.</td>
<td>1, 19-21, 23, 24, 26, 37, 45, 46.</td>
</tr>
</tbody>
</table>

* Further documents are listed in the continuation of Box C.  
* See patent family annex.

**Date of the actual completion of the international search**

16 MAY 2000

**Date of mailing of the international search report**

14 JUN 2000

**Name and mailing address of the ISA/US**

Commissioner of Patents and Trademarks
Box PCT
Washington, D.C. 20231
Facsimile No. (703) 305-3230

**Authorized officer**

ANTHONY S. KING

**Telephone No.**

(703) 306-5962

Form PCT/ISA/210 (second sheet) (July 1998)