SYSTEM AND METHOD FOR REMOVING FAT FROM SALVAGED BLOOD

A method for removing fat from salvaged blood includes transferring salvaged blood from a reservoir to a blood component separation device, and separating the blood into a plurality of blood components. The method may then transfer a volume of unwashed blood components from the blood component separation device back toward the reservoir, and re-centrifuging the blood components remaining within the blood component separation device. After re-centrifuging, the method transfers additional salvaged blood from the reservoir to the blood component separation device to refill the blood component separation device. The method may then wash the components within the bowl by introducing wash solution into the blood component separation device. The wash solution displaces a volume of fat from the blood component separation device and into a waste container. The method may then empty the washed blood components within the blood component separation device to a product container.
System and Method for Removing Fat from Salvaged Blood

Priority

[0001] This patent application claims priority from United States Provisional Patent Application number 62/191,823, filed July 13, 2015, entitled, "System and Method for Removing Fat from Salvaged Blood," assigned attorney docket number 1611/C44, and naming Seth Kasper, Jordan Smelker and Samuel Vaughan as inventors, the disclosure of which is incorporated herein, in its entirety, by reference.

Technical Field

[0002] The present invention relates to the collection of shed blood, and more particularly to washing fat from shed blood.

Background Art

[0003] In many applications it is desirable to drain and collect blood and other fluids from wounds and surgical sites (e.g., intra-operatively and/or post-operatively). Not only does the removal of fluids aid in healing and reduce the threat of infection, when blood is collected, it provides the hospital the opportunity to return the collected blood back to the patient. This, in turn, reduces the need to transfuse blood that is not the patient's own blood (e.g., allogeneic blood).

[0004] Prior-art systems for salvaging blood from surgical sites and wound drains often employ disposable units that include a reservoir for collecting the blood. The collected blood may then be re-infused into the patient. However, in many instances, the collected blood is not washed prior to being re-infused into the patient. Rather, the prior art systems merely pass the collected blood through a micro-aggregate blood filter to remove aggregates from the blood.
Summary of the Embodiments

[0005] In accordance with one embodiment of the invention, a method for removing fat from salvaged whole blood includes transferring salvaged/shed blood from a reservoir to a blood component separation device (e.g., to fill the blood component separation device). The method may then separate the salvaged/shed blood into a plurality of blood components, transfer a volume of the unwashed blood components from the blood component separation device back to/toward the reservoir, and re-centrifuge the blood components remaining within the blood component separation device. After re-centrifuging, the method may (1) transfer additional salvaged/shed blood from the reservoir to the blood component separation device to refill the blood component separation device, and (2) wash the components within the separation device. For example, the method may introduce wash solution into the blood component separation device, which, in turn, displaces a volume of fat from the blood component separation device into a waste container. After washing, the method may empty the washed blood components within the blood component separation device to a product container. At least a portion of the volume of unwashed blood components transferred back to the reservoir may remain within a reservoir line fluidly connecting the reservoir and the blood component separation device. The additional salvaged blood may include the volume of unwashed blood components transferred back toward the reservoir.

[0006] In some embodiments, the method may also, prior to emptying the washed blood components to the product container, transfer a volume of washed blood components from the blood component separation device to the product container. The method may then re-centrifuge the washed blood components remaining within the blood component separation device, and return the volume of washed blood components from the product container to the blood component separation device (e.g., to refill the blood component separation device). After refilling, the method may introduce additional wash solution into the blood component separation device. The additional wash solution may displace a second volume of fat from the blood component separation device and into a waste container.

[0007] The blood component separation device may be a 70 mL centrifuge bowl, and the volume of unwashed blood component transferred to the reservoir may be between 20 and 30 mL. Additionally or alternatively, the volume of additional salvaged/shed blood transferred to the separation device may be equivalent to the volume of unwashed blood
component transferred to the reservoir. In some embodiments, the volume of washed blood components transferred to the product container may be between 20 and 30 mL, and introducing additional wash solution into the blood component separation device may include introducing 50mL of wash solution.

[0008] In alternative embodiments, the blood component separation device may be a 125 mL centrifuge bowl. In such embodiments, the volume of unwashed blood component transferred to the reservoir may be between 20 and 30 mL. Additionally or alternatively, the volume of additional salvaged/shed blood transferred to the separation device may be equivalent to the volume of unwashed blood component transferred to the reservoir. The volume of washed blood components transferred to the product container may be between 80 and 100 mL, and introducing additional wash solution into the blood component separation device may include introducing 100 mL of wash solution.

[0009] In further embodiments, the blood component separation device may be a 225 mL centrifuge bowl, and the volume of unwashed blood component transferred to the reservoir may be between 20 and 30 mL. The volume of additional salvaged/shed blood transferred to the separation device may be equivalent to the volume of unwashed blood component transferred to the reservoir. The volume of washed blood components transferred to the product container may be between 160 and 180 mL, and introducing additional wash solution into the blood component separation device may include introducing 100 mL of wash solution.

[0010] The method may also include (1) monitoring the separation of salvaged/shed blood within the blood component separation device to detect when the blood component separation device is full, and (2) stopping the blood component separation device when the blood component separation device is full and prior to transferring the volume of unwashed blood components from the separation device to the reservoir. The volume of unwashed blood components transferred to the reservoir may include red blood cells. Additionally or alternatively, re-centrifuging the blood components within the separation device may cause fat within the blood component separation device to pass through a red blood cell product within the blood component separation device and toward an outlet of the blood component separation device.
[0011] In accordance with further embodiments, a method for removing fat from salvaged salvaged/shed blood includes transferring salvaged/shed blood from a reservoir to a blood component separation device (e.g., filling the blood component separation device), and separating the salvaged/shed blood into a plurality of blood components. The method may then wash the blood components by introducing wash solution into the blood component separation device. The wash solution may displace a volume of unwanted components from the blood component separation device into a waste container. The method may then transfer a volume of washed blood components from the blood component separation device to a product container, re-centrifuge the washed blood components remaining within the blood component separation device, and return the volume of washed blood components from the product container to the blood component separation device (e.g., to refill the blood component separation device). The method may also introduce additional wash solution into the blood component separation device to displace a volume of fat from the blood component separation device into a waste container. The method may then empty the washed blood components within the blood component separation device to a product container.

[0012] In some embodiments, the method may stop the blood component separation device prior transferring the volume of washed blood components to the product container. The blood component separation device may be a 70 mL centrifuge bowl, a 125 mL centrifuge bowl, or a 225 mL centrifuge bowl. The volume of washed blood components transferred to the product container may be between 20 and 30 mL, and introducing the additional wash solution into the blood component separation device may include introducing 50 mL of wash solution for 70 mL bowl, and 100 mL of wash solution for 125 and 225 mL bowls. Alternatively, the volume of washed blood components transferred to the product container may be between 20 and 30 mL, 80 and 100 mL, or between 160 and 180 mL.

[0013] In accordance with still further embodiments, a system for washing fat from salvaged blood includes a reservoir configured to collect salvaged blood from a patient, and a rotatable centrifuge bowl fluidly connected to the reservoir and configured to separate the salvaged blood into a plurality of blood components. The system may also have (1) a product container fluidly connected to the rotatable centrifuge bowl and configured to collect a washed blood component, (2) a waste container fluidly connected to an outlet of the rotatable
centrifuge bowl and configured to collect a waste product from the centrifuge bowl, and (3) a pump configured to control the flow of fluid through the system. The system may further include a controller configured to control the operation of the pump and centrifuge bowl. For example, the controller may control the pump/system such that (1) the pump transfers a first volume of unwashed blood components from the centrifuge bowl back to the reservoir, (2) the centrifuge bowl re-centrifuges the blood components remaining within the centrifuge bowl, (3) the pump refills the centrifuge bowl with salvaged/shed blood from the reservoir, and (4) the pump introduces wash solution into the centrifuge bowl. The wash solution may displace a volume of fat from the centrifuge bowl into the waste container.

[0014] In some embodiments, the controller may be further configured to empty the washed blood components within the centrifuge bowl to the product container. Additionally or alternatively, the controller may be configured to control the pump and centrifuge bowl to (1) transfer a volume of washed blood components from the blood component separation device to the product container, (2) re-centrifuge the washed blood components remaining within the blood component separation device, (3) return the volume of washed blood components from the product container to the blood component separation device (e.g., to refill the blood component separation device), and/or (4) control the pump to introduce additional wash solution into the centrifuge bowl. The additional wash solution may displace a second volume of fat from the centrifuge bowl into the waste container.

[0015] The centrifuge bowl may be a 70 mL centrifuge bowl, a 125 mL centrifuge bowl, or a 225 mL centrifuge bowl. The system may also include an optical sensor configured to monitor the separation of salvaged/shed blood within the centrifuge bowl and detect when the centrifuge bowl is full. The first volume of unwashed blood components may include red blood cells.

[0016] In accordance with additional embodiments, a method for removing fat from salvaged blood includes transferring salvaged blood from a reservoir to a blood component separation device (e.g., to fill the blood component separation device). The method may then separate the salvaged blood into a plurality of blood components, transfer a volume of unwashed blood components from the blood component separation device back to a reservoir line fluidly connecting the reservoir and the blood component separation device, and re-centrifuge the blood components remaining within the blood component separation
device. After re-centrifuging, the method may (1) return the volume of unwashed blood components from the reservoir line to the blood component separation device to refill the blood component separation device, and (2) introduce wash solution into the blood component separation device. The wash solution may displace a volume of fat from the blood component separation device into a waste container. The method may then empty the washed blood components within the blood component separation device to a product container.

[0017] In some embodiments, the method may also transfer, prior to emptying the washed blood components to the product container, a volume of washed blood components from the blood component separation device to the product container. The method may then re-centrifuge the washed blood components remaining within the blood component separation device, and return the volume of washed blood components from the product container to the blood component separation device to refill the blood component separation device. After refilling, the method may introduce additional wash solution into the blood component separation device to displace a second volume of fat from the blood component separation device into a waste container.

[0018] The blood component separation device may be a 70 mL centrifuge bowl, and the volume of unwashed blood component transferred to the reservoir line may be between 20 and 30 mL. Additionally or alternatively, the volume of washed blood components transferred to the product container may be between 20 and 30 mL, and/or introducing additional wash solution into the blood component separation device may include introducing 50 mL of wash solution.

[0019] In other embodiments, the blood component separation device may be a 125 mL centrifuge bowl, and the volume of unwashed blood component transferred to the reservoir line may be between 20 and 30 mL. The volume of washed blood components transferred to the product container may be between 80 and 100 mL, and introducing additional wash solution into the blood component separation device may include introducing 100 mL of wash solution. Alternatively, the blood component separation device may be a 225 mL centrifuge bowl, and the volume of unwashed blood component transferred to the reservoir line may be between 20 and 30 mL. In such embodiments, the volume of washed blood components transferred to the product container may be between 160 and 180 mL.
mL, and introducing additional wash solution into the blood component separation device may include introducing 100 ml of wash solution.

[0020] The method may also include (1) monitoring the separation of salvaged blood within the blood component separation device to detect when the blood component separation device is full, and (2) stopping the blood component separation device when the blood component separation device is full and prior to transferring the volume of unwashed blood components to the reservoir line. The volume of unwashed blood components transferred to the reservoir line may include red blood cells and/or red blood cells suspended in plasma. Re-centrifuging the blood components remaining within the blood component separation device may cause fat within the blood component separation device to pass through a red blood cell product within the blood component separation device and toward an outlet of the blood component separation device. The method may stop the blood component separation device prior to transferring the volume of unwashed blood components to the reservoir line.

**Brief Description of the Drawings**

[0021] The foregoing features of embodiments will be more readily understood by reference to the following detailed description, taken with reference to the accompanying drawings, in which:

[0022] Fig. 1 schematically shows a cell salvage and washing system in accordance with embodiments of the present invention.

[0023] Fig. 2 is a side view of a centrifuge bowl with a portion of the wall removed to show the separation of blood components within the bowl, in accordance with embodiments of the present invention.

[0024] Fig. 3 schematically shows the transfer of salvaged/shed blood from a reservoir to a separation device of the system shown in Fig. 1, in accordance with embodiments of the present invention.

[0025] Fig. 4 schematically shows the transfer of washed blood components from the separation device to a product container of the system shown in Fig. 1, in accordance with embodiments of the present invention.
Fig. 5 is a flowchart depicting a method of washing fat from shed blood, in accordance with some embodiments of the present invention.

Figs. 6A-6I schematically show a portion of the separation device and blood components within the separation device at various stages of the method shown in Fig. 5, in accordance with some embodiments of the present invention.

Fig. 7 is a flowchart depicting an alternative method of washing fat from shed blood, in accordance with some embodiments of the present invention.

Fig. 8 is a flowchart depicting a further alternative method of washing fat from shed blood, in accordance with additional embodiments of the present invention.

**Detailed Description of Specific Embodiments**

Fig. 1 shows a cell washing apparatus 10 in accordance with some embodiments of the present invention. The washing apparatus 10 includes a suction line 26 for suctioning blood lost from a wound site 12a (or surgical site) of a patient 12. The suction line 26 is in fluid communication with a salvage reservoir 16 via a port 16a (e.g., an inlet port). A bag 14 containing anticoagulant, is in fluid communication with the suction line 26 via a feed line 28. A vacuum source 19 is coupled to a port 16b (e.g., a vacuum port) of the reservoir 16 via a vacuum line 21. The vacuum source 19 provides a vacuum within the suction line 26 so that the suction line 26 can suction blood from the wound/surgical site 12a into the reservoir 16. As discussed in greater detail below, a reservoir level sensor 17 senses the level of fluid within the reservoir 16.

The reservoir 16 is in fluid communication with a centrifuge bowl 20 via line 30, valve V1, and the inlet port P11. The centrifuge 20 separates and washes salvaged blood received from the reservoir 16, and is rotated by a motor 23. An optical sensor 20a directed towards/aimed at the bowl 20 senses the level of hematocrit within the centrifuge bowl 20 by directing a beam of light into the centrifuge bowl 20 which is reflected back to the sensor 20a by a core 72 within the bowl 20 (FIG. 2). If the beam of light is not reflected back to the sensor 20a, the centrifuge bowl 20 is considered full of red blood cells (the bowl hematocrit is approximately 45%-55%).

As shown in figure 1, a waste container 22 for collecting waste washed from the salvaged blood is fluidly coupled to the centrifuge bowl 20 via the outlet port PT2, and an
effluent line 36. The effluent line 36 passes through an optical line sensor 7 which senses the turbidity of the fluid flowing through the effluent line 36. The optical line sensor 7 may also control the speed of the pump P, the number of wash stages and the volume of wash solution employed for washing blood components. To facilitate the wash process, the system 10 may have a bag 18 containing a wash solution. The wash fluid container 18 may be fluidly coupled to the centrifuge bowl 20 via a wash line 34, the valve V₂, the line 30, and the inlet port PTi.

[0033] It should be noted that in some instances, the line sensor 7 may have difficulty distinguishing fat from red blood cells (e.g., the fat removed during the fat removal/wash procedure can look like red blood cells to the sensor 7). Therefore, in some embodiments, the calibration and sensitivity of the line sensor 7 may be adjusted (e.g., the sensitivity may be decreased) so that the sensor 7 may more easily distinguish fat cells from red blood cells.

[0034] To collect the final/washed blood components (e.g., red blood cells), the system 10 also includes a collection bag 24 that, in turn, is fluidly connected to the centrifuge bowl 20 via the inlet port PTi, line 30, valve V₁ and line 32. In some embodiments, the system 10 has a line 38 connected to an outlet of the collection bag 24. This line 38 allows fluid collected in the collection bag 24 to be transferred into a secondary reinfusion bag (not shown) in which air is removed for pressurized reinfusion into the patient 12 via a phlebotomy needle. Alternatively, the fluid collected in the collection bag 24 may be gravity fed into the patient 12 via a phlebotomy needle and line 38. Valves V₁, V₂ and V₃ are remotely operated to control the directional flow of fluids pumped by the pump P within the apparatus 10. The pump P may be a peristaltic pump for pumping fluids into and out of centrifuge bowl 20. Optionally, a clamp C can be included for clamping effluent line 36.

[0035] Generally, during operation, blood from the wound 12a (or surgical site) is suctioned from the patient 12 via a suction line 26. The suctioned blood is anticoagulated with anticoagulant dripping from the anticoagulant bag 14 via the feed line 28 and stored in reservoir 16. As noted above, the reservoir 16 may include a level sensor 17 that senses the level of salvaged blood within reservoir 16. Once a predetermined amount of salvaged blood is stored/has been collected within the reservoir 16, the level sensor 17 (or a controller) activates the pump P which begins what is to be referred to as the fill mode (Fig. 3) by pumping salvaged blood into the centrifuge bowl 20 from the reservoir 16 via line 30, valve
Vi and inlet port PTi, with valve Vi open and valves V2 and V3 closed. The rate of the pump P is controlled by the optical line sensor 7 and/or the controller.

[0036] The blood enters the separation chamber 76 of the centrifuge bowl 20 (FIG. 2) at the bottom of centrifuge bowl 20 via a feed/inlet tube 80 (Figs 6A-6I) and a radial passageway 74. As shown in Figure 2, the separation chamber 76 is defined by the outer wall 70 and the core 72 of the centrifuge bowl 20. The radial passageway 74 is defined by the bottom 72a of the core 72 and the bottom wall 70a of the centrifuge bowl 20. As the centrifuge bowl 20 is filled with blood, the centrifuge bowl 20 is rotated by the motor 23, separating the blood within separation chamber 76 into different fractions in accordance with the component densities. The centrifuge bowl 20 is preferably rotated at speeds ranging from about 4,800 to 5,650 revolutions per minute. When in the bowl 20, centrifugal forces separate the blood into higher density components (mainly red blood cells (RBCs) 64), intermediate density components (mainly white blood cells 62 and platelets 68), and lower density components (mainly plasma 66). The RBCs 64 are forced to the outer wall 70 of the centrifuge bowl 20 while the plasma 66 remains nearer to the core 72 of the centrifuge bowl 20. A "buffy coat" 61 is formed between the plasma 66 and the RBCs 64. The "buffy coat" 61 is made up of an inner layer of platelets 68 and an outer layer of white blood cells (WBCs) 62.

[0037] As the separation chamber 76 is filled with blood, the RBC layer 64 moves in radially, resulting in its boundary rising upwards. The optical sensor 20a is positioned relative to the centrifuge bowl 20 such that when the separation chamber 76 is filled (e.g., to approximately 50% hematocrit), the upwardly rising RBC layer scatters the beam of light generated by the optical sensor 20a. As a result, the optical sensor 20a does not receive a reflected beam of light from the core 72 and the optical sensor 20a determines that the centrifuge bowl 20 is full. Once the optical sensor 20a determines that the separation chamber 76 is full (e.g., to approximately 50% hematocrit), the pump P stops pumping and the filling of the centrifuge bowl 20 is terminated.

[0038] In some salvage applications (e.g., cardiac, orthopedic, etc.), the blood/fluid salvaged from the patient 12 may include fat. In such applications, as the blood is centrifuged and separated into the individual blood components, the fat, which is unable to pass through the layer of red blood cells, will become trapped at the base of the bowl 20 and behind the
layer of red blood cells. Furthermore, because the fat is trapped behind the red blood cells, typical washing procedures are unable to remove the fat. To that end, various embodiments can perform a "fat wash" to remove the fat from the blood and the centrifuge bowl 20.

[0039] For example, Figure 5 is a flowchart depicting a method 100 for washing fat from the collected shed blood in accordance with various embodiments of the present invention. Figures 6A-6I schematically show the bowl 20 (e.g., a 125 mL centrifuge bowl) and its contents at the various stages of the method. First, once the predetermined amount of salvaged blood is stored within reservoir 16 (as detected by the level sensor 17), a controller will activate the pump P and begin to fill the bowl 20 by pumping salvaged blood into the bowl 20 (Step 105). As mentioned above, as the blood enters the bowl 20, the blood will begin to separate into its individual components (Fig. 6A). During bowl filling, the controller and the optical sensor 20a will monitor the bowl 12 and the contents until the sensor 20a detects the presence of red blood cells (Step 110), indicating that the bowl 20 is full (Fig. 6B).

[0040] When the bowl 20 full, the method 100/controller stops the rotation of the bowl 20 (Step 115) and transfers a portion of the fluid within the bowl 20 back toward the reservoir 16 (Step 120) (Figs. 6C and 6D) via the feed/inlet tube 80 and tube 30 (see Fig. 1 and 3). As shown in Figures 6A-6I, the inlet/feed tube 80 extends from the inlet port PT1 to the bottom of the bowl 20. Therefore, the fluid transferred from the bowl 20 back toward the reservoir 16 will be drawn from the bottom of the bowl 20. As also shown in Figure 6C, when the bowl 20 is stopped, the fat 69 will collect at the top of the fluid contained within the core 72 of the bowl 20 (e.g., within the space 73 within the core 72) and the red blood cells may re-suspend within the plasma. Therefore, the fluid that is removed during this "fluid split" is mainly red blood cells and plasma (e.g., red blood cells re-suspended within plasma) (Fig. 6D).

[0041] It should be noted that although the amount of fluid removed from the bowl 20 in step 120 can vary based on a number of factors (e.g., the size of the bowl 20, the application, the amount of fat collected within the bowl 20, etc.), a volume should be selected that prevents the fat from being removed from the bowl 20 (e.g., such that the fat remains within the bowl 20 as shown in Figure 6D). For example, to ensure that fat is not drawn from the bowl 20 via the feed/inlet tube 80, the system may remove 20-30 mL of fluid
(e.g., 25 mL) from the bowl 20 during the first fluid split. Also, depending on the length of
the reservoir line 30 (and the amount of fluid removed), the volume removed during the first
fluid split may not return all the way back to the reservoir 16 and, some or all of the volume
may remain in the reservoir line 30.

[0042] Once the fluid has been transferred to the reservoir 16/reservoir line 30, the
method 100/controller may restart the centrifuge 20 and re-centrifuge the blood/fluid
remaining in the bowl 20, for example, at 5650 RPM (Step 125) (Fig. 6E). By removing the
fluid from the bowl 20, the method 100 creates an air pocket within the bowl 20 and
temporarily reduces the red blood cell packing within the bowl 20. This air pocket and
reduction in RBC packing allows the fat to pass through the red blood cell product within the
bowl 20 (e.g., as the blood is re-centrifuged) (Fig. 6F). At this point, the fat 69 is located
above the red blood cells 64 and the plasma 66 in the separation chamber 76 and creates a
white band above the red blood cells 64 and the plasma 66.

[0043] After re-centrifuging the blood within the bowl 20 for a predetermined period
of time (e.g., between 40 and 60 seconds, preferably 50 seconds), the method 100 may refill
the bowl 20 with fluid from the reservoir line 30 and/or reservoir 16 (Step 130; Figure 6G).
For example, the controller may energize the pump P and transfer 25 mL (e.g., the same
volume removed during the fluid split discussed above) from the reservoir 16 and/or the line
30 to the bowl 20 via line 30. As shown in Figure 6G the volume returned to the bowl 20
may include the re-suspended red blood cells that were previously removed.

[0044] The method may then wash the blood within the bowl 12 to remove the fat
(Step 135; Fig. 6H). For example, during the wash, a predetermined amount of wash solution
65 may be pumped from the wash solution bag 18 into the centrifuge bowl 20 by the pump P
and via the wash line 34, valve \( V_2 \), line 30 and inlet port. PT1 (with valves Vi and \( V_3 \) closed
and valve \( V_2 \) open). As the wash solution 65 (e.g., 0.9% saline solution) enters the separation
chamber 76 (e.g., via passageway 74), the wash solution 65 will flow through the separated
blood components and wash the fat (and other elements such as plasma, free Hgb, cellular
debris, anticoagulant, etc.) from the separated blood components. In particular, as the wash
solution enters the bowl 20, the wash solution displaces the fat (and other undesirable
elements and, perhaps, plasma and wash solution) into the waste container 22 via the outlet
port PT2 and effluent line 36. As shown in figure 6H, during the refill and wash processes
(e.g., steps 130 and 135) additional fat 69 may begin to separate from fluid within the bowl and collect behind the red blood cells 64.

[0045] The wash step may continue until the optical sensor 7 determines that the fluid exiting the bowl 20 (e.g., via the effluent line 37) is clean (e.g., 95% of fHGB, heparin, potassium, albumin, etc. have been washed out) and/or the predetermined volume of wash fluid has entered/circulated through the bowl 20. Once the wash step is complete, the controller will stop the pump P and close valve V1, terminating the flow of wash solution into the centrifuge bowl 20. If no additional washing is required, the controller may stop the rotation of the centrifuge bowl 20, and reverse the pump P to pump the washed blood components remaining in the centrifuge bowl 20 into the collection bag 24 via line 30, valve V3 and line 32 (with valves V1 and V2 closed and valve V3 open). The collected blood components can then be stored for later use or reinfused into patient 12.

[0046] Alternatively, if the user/technician determines that there is additional fat within the bowl 20 that should be removed (e.g., by visually inspecting the bowl 20, based on the amount of fat removed during the first wash cycle, etc.), the method 100 may perform a second fat wash. For example, as noted above, during the re-fill and wash cycles (Steps 130 and 135), additional fat 69 may begin to separate from the red blood cells 64 and plasma 66 and collect behind/below the red blood cells (Fig. 6H). In such cases, the method 100/controller may once again stop the bowl (Step 140), causing the remaining fat within the bowl 20 to gather within the core 72 of the bowl 20 (e.g., in a manner similar to that discussed above and shown in Figure 6B). The method 100/controller may then empty a portion of the fluid (e.g., the washed components) within the bowl 20 (Step 145; Fig. 4 and Fig. 6I) into the product container/collection container 24 by reversing the pump P and drawing the fluid (e.g. washed blood components) through the inlet/feed tube 80 and out the inlet PT1.

[0047] The volume of washed components that is removed during this step may vary based on the application, bowl size, whether additional washing/fat removal is required, etc. For example, in some instances, the method 100/controller may remove a larger volume than what was removed in the step 120 (e.g., the method 100/controller may remove 2/3 of the volume of fluid within the bowl). Alternatively, the method 100/controller may remove approximately the same volume as that removed during step 120 (e.g., between 20-30 mL).
Also, depending on the length of the line 32 (and the amount of fluid removed), the volume removed during the second fluid split may not reach the product container 34 and, some or all of the volume may remain in the line 32. In either case and in a manner similar to that discussed above for Step 120, because the fat is collected within the core 73 (e.g., within space 73) and on top of the other components in the bowl 20, the fluid removed during Step 145 will not include fat (e.g., it will be red blood cells, plasma, etc.).

[0048] After removing the washed components from the bowl 20, the method 100/controller may, once again, restart the bowl 20 and re-centrifuge the fluid/components remaining within the bowl 20 (e.g., for 40-60 seconds, preferably for 50 seconds at 5650 RPM) (Step 150). This, in turn, causes the fat to pass through the red blood cell product (e.g., because of the air volume and reduction in packing discussed above). The method 100/controller may then re-energize the pump P and return the washed blood components that were previously transferred to the product container/collection container 24 back to the bowl 20 to re-fill the bowl 20 (Step 155).

[0049] Once the bowl 20 has been refilled, the system/method 100 may perform a second wash (Step 160) to remove the additional fat from the bowl 20. Like the first wash, during the second wash, the pump P transfers wash solution from the wash solution bag 18 into the centrifuge bowl 20 via the wash line 34, valve V2, line 30 and inlet port PT1. As the wash solution (e.g., 0.9% saline solution) enters the separation chamber 76 (e.g., via passageway 74), the wash solution will flow through the separated blood components and wash the additional fat (and other remaining undesirable elements such as free Hgb, cellular debris, anticoagulant, etc.) from the separated blood components. The additional fat washed from the separated blood components is, once again, displaced into the waste container 22 by the incoming wash solution via outlet port PT2 and effluent line 36.

[0050] After a predetermined volume of wash fluid has entered/circulated through the bowl 20 (e.g., 50 mL of wash solution for 70 mL bowls and 100 mL of wash solution for 125 mL and 225 mL bowls), the second wash step is complete, and the controller will stop the pump P and close valve V2, terminating the flow of wash solution into centrifuge bowl 20. The system/controller will then reverse the pump P to pump the washed blood components remaining in centrifuge bowl 20 into the collection bag 24 via line 30, valve V3 and line 32.
(with valves V₁ and V₂ closed and valve V₃ open). As discussed above, the washed components can be stored for later use or re-infused into the patient 12.

[0051] It should be noted that the first fat wash step (Step 135) typically removes a large majority (e.g., 80-85%) of the fat contained within the bowl 20. Therefore, in some embodiments, the second fat wash step (Step 160) need not be a full wash step. For example, the second fat wash may be a reduced wash step and may only circulate approximately 50-100 mL of wash solution, whereas the first fat wash step may circulate approximately 500-1000 mL of wash solution through the bowl 20.

[0052] Although the method 100 described above was for a 70 mL centrifuge bowl 20, the fat wash method may be used for bowls of varying sizes. For example, Figures 7 and 8 are flowcharts depicting methods 200/300 for washing fat from 125 mL and 225 mL bowls 20, respectively. As shown in Figures 7 and 8, the steps of the fat washing method are nearly identical for the various bowl sizes. However, during the second fluid split (just prior to the second wash; Step 160), the fluid emptied from the bowl 20 (Steps 245 and 345) and subsequently returned to the bowl 20 (Steps 255 and 355) from the product container/collection container 24, as well as the volume of wash solution used during the second wash may be dependent upon the bowl size. For example, for a 125 mL bowl (Fig. 7), the method 200/controller can empty and return between 80 and 100 mL of fluid (e.g., 90 mL), and the second fat wash may use 100 mL of wash solution (e.g., as compared to 50 mL for the 70 mL bowl). For a 225 mL bowl 20, the method 300/controller may empty and return between 160 and 175 mL of fluid (e.g., 168 mL), and the second fat wash may use 100 mL of wash solution.

[0053] As mentioned above, the second fluid split may be skipped in some embodiments, for example, depending upon the amount of fat collected in the reservoir 16 and/or contained within the bowl 20, or if the user/technician did not see/collect fat during the first fat wash. In a similar manner, the user/technician may skip the first fluid split (e.g., the fluid split prior to the wash step, step 135) and only perform the second fluid split (e.g., the fluid split after the wash step, step 135). To that end, the user/technician may decide to skip the fat reduction steps at various points during the salvage/wash process. For example, the user/technician may decide to skip the fat reduction steps just prior to step 120 (e.g., to skip the first fluid split), just prior to step 145/245/345 (e.g., to skip the second fluid split),
and/or at step 155/255/355 to skip the second wash step (Step 160). Additionally or alternatively, the user may manually turn off the first and/or second fluid split prior to the start of the procedure (e.g., prior to connecting the reservoir 16 to the system and/or activating the pump P to fill the bowl 20). The user may manually shut off the first and/or second fluid split by entering the system settings on the blood processing device and selecting which fluid split to perform and/or which to skip. By skipping one or both of the fluid splits, the cycle time would decrease, but the amount of fat that is removed during the wash step may decrease.

[0054] It should be noted that the embodiments described above are able to remove/wash the fat from the salvaged/collected blood without damaging the individual blood components. For example, as is known in the art, centrifuging whole blood and/or red blood cells at very high speeds can damage the red blood cells contained within the centrifuge device (e.g., the bowl 20). Various embodiments of the present invention are able to avoid damaging the red blood cells (and other blood components) within the bowl 20 by keeping the centrifuge speeds relatively low and in-line with typical blood processing procedures.

[0055] It is important to note that, although the above systems and methods are shown and described in relation to washing fat from salvaged blood (e.g., blood collected from a wound or surgical site), this is for illustration purposes only. Various embodiments of the present invention can be used in any number of blood processing procedures and may be used to wash fat from whole blood. For example, some embodiments may be used to wash fat from whole blood drawn and/or collected from a donor during apheresis procedures (e.g., plasmapheresis), red blood cell and/or platelet collection procedures, and/or whole blood washing procedures, etc. Additionally or alternatively, some embodiments of the present invention may be used in conjunction with a filtration device (e.g., in addition to or instead of the centrifuge bowl).

[0056] The embodiments of the invention described above are intended to be merely exemplary; numerous variations and modifications will be apparent to those skilled in the art. All such variations and modifications are intended to be within the scope of the present invention as defined in any appended claims.
What is claimed is:

1. A method for removing fat from salvaged blood, the method comprising:
   (a) transferring salvaged blood from a reservoir to a blood component separation device, the salvaged blood filling the blood component separation device;
   (b) separating the salvaged blood into a plurality of blood components;
   (c) transferring a volume of unwashed blood components from the blood component separation device back toward the reservoir;
   (d) re-centrifuging the blood components remaining within the blood component separation device;
   (e) transferring additional salvaged blood from the reservoir to the blood component separation device, thereby refilling the blood component separation device;
   (f) introducing wash solution into the blood component separation device, the wash solution displacing a volume of fat from the blood component separation device into a waste container; and
   (g) emptying the washed blood components within the blood component separation device to a product container.

2. A method according to claim 1, further comprising:
   transferring, prior to emptying the washed blood components to the product container, a volume of washed blood components from the blood component separation device to the product container;
   re-centrifuging the washed blood components remaining within the blood component separation device;
   returning the volume of washed blood components from the product container to the blood component separation device, thereby refilling the blood component separation device; and
   introducing additional wash solution into the blood component separation device, the additional wash solution displacing a second volume of fat from the blood component separation device into a waste container.
3. A method according to claim 2, wherein the blood component separation device is a 70 mL centrifuge bowl, the volume of unwashed blood component transferred toward the reservoir being between 20 and 30 mL.

4. A method according to claim 3, wherein the volume of additional salvaged blood transferred in step (e) is equivalent to the volume of unwashed blood component transferred to the reservoir.

5. A method according to claim 3, wherein the volume of washed blood components transferred to the product container is between 20 and 30 mL.

6. A method according to claim 3, wherein introducing additional wash solution into the blood component separation device includes introducing 50 ml of wash solution.

7. A method according to claim 2, wherein the blood component separation device is a 125 mL centrifuge bowl, the volume of unwashed blood component transferred toward the reservoir being between 20 and 30 mL.

8. A method according to claim 7, wherein the volume of additional salvaged blood transferred in step (e) is equivalent to the volume of unwashed blood component transferred toward the reservoir.

9. A method according to claim 7, wherein the volume of washed blood components transferred to the product container is between 80 and 100 mL.

10. A method according to claim 7, wherein introducing additional wash solution into the blood component separation device includes introducing 100 ml of wash solution.
11. A method according to claim 2, wherein the blood component separation device is a 225 mL centrifuge bowl, the volume of unwashed blood component transferred toward the reservoir being between 20 and 30 mL.

12. A method according to claim 11, wherein the volume of additional salvaged blood transferred in step (e) is equivalent to the volume of unwashed blood component transferred toward the reservoir.

13. A method according to claim 11, wherein the volume of washed blood components transferred to the product container is between 160 and 180 mL.

14. A method according to claim 11, wherein introducing additional wash solution into the blood component separation device includes introducing 100 ml of wash solution.

15. A method according to claim 1, further comprising:
   monitoring the separation of salvaged blood within the blood component separation device to detect when the blood component separation device is full; and
   stopping the blood component separation device when the blood component separation device is full and prior to step (c).

16. A method according to claim 1, wherein the volume of unwashed blood components transferred to the reservoir includes red blood cells.

17. A method according to claim 1, wherein re-centrifuging in step (d) causes fat within the blood component separation device to pass through a red blood cell product within the blood component separation device and toward an outlet of the blood component separation device.

18. A method according to claim 1, further comprising stopping the blood component separation device prior to step (c).
19. A method according to claim 1, wherein at least a portion of the volume of unwashed blood components transferred back toward the reservoir remains within a reservoir line fluidly connecting the reservoir and the blood component separation device.

20. A method according to claim 19, wherein the additional salvaged blood includes the volume of unwashed blood components transferred back toward the reservoir.

21. A method for removing fat from salvaged blood, the method comprising:
   (a) transferring salvaged blood from a reservoir to a blood component separation device, the salvaged blood filling the blood component separation device;
   (b) separating the salvaged blood into a plurality of blood components;
   (c) introducing wash solution into the blood component separation device, the wash solution displacing a volume of unwanted components from the blood component separation device into a waste container;
   (d) transferring, a volume of washed blood components from the blood component separation device to a product container;
   (e) re-centrifuging the washed blood components remaining within the blood component separation device;
   (f) returning the volume of washed blood components from the product container to the blood component separation device, thereby refilling the blood component separation device;
   (g) introducing additional wash solution into the blood component separation device, the additional wash solution displacing a volume of fat from the blood component separation device into a waste container; and
   (h) emptying the washed blood components within the blood component separation device to a product container.

22. A method according to claim 21, further comprising stopping the blood component separation device prior to step (d).
23. A method according to claim 21, wherein the blood component separation device is at least one selected from the group consisting of a 70 mL centrifuge bowl, a 125 mL centrifuge bowl, and a 225 mL centrifuge bowl.

24. A method according to claim 21, wherein the volume of washed blood components transferred to the product container is between 20 and 30 mL.

25. A method according to claim 21, wherein the blood component separation device is a 70 mL centrifuge bowl and introducing additional wash solution into the blood component separation device includes introducing 50 ml of wash solution.

26. A method according to claim 21, wherein the blood component separation device is a 125 mL centrifuge bowl and introducing additional wash solution into the blood component separation device includes introducing 100 ml of wash solution.

27. A method according to claim 21, wherein the blood component separation device is a 225 mL centrifuge bowl and introducing additional wash solution into the blood component separation device includes introducing 100 ml of wash solution.

28. A method according to claim 21, wherein the volume of washed blood components transferred to the product container is between 80 and 100 mL.

29. A method according to claim 21, wherein the volume of washed blood components transferred to the product container is between 160 and 180 mL.

30. A system for washing fat from salvaged blood, the system comprising:
   a reservoir configured to collect salvaged blood from a patient;
   a rotatable centrifuge bowl fluidly connected to the reservoir and configured to separate the salvaged blood into a plurality of blood components;
   a product container fluidly connected to the rotatable centrifuge bowl and configured to collect a washed blood component;
a waste container fluidly connected to an outlet of the rotatable centrifuge bowl and configured to collect a waste product from the centrifuge bowl; a pump configured to control the flow of fluid through the system; and a controller configured to control the operation of the pump and centrifuge bowl to transfer a first volume of unwashed blood components from the centrifuge bowl back toward the reservoir, re-centrifuge the blood components remaining within the centrifuge bowl, refill the centrifuge bowl with salvaged blood from the reservoir, and introduce wash solution into the centrifuge bowl, the wash solution displacing a volume of fat from the centrifuge bowl into the waste container.

31. A system according to claim 30, wherein the controller is further configured to empty the washed blood components within the centrifuge bowl to the product container.

32. A system according to claim 30, wherein the controller is configured to control the pump and centrifuge bowl to transfer a volume of washed blood components from the blood component separation device to the product container, re-centrifuge the washed blood components remaining within the blood component separation device, and return the volume of washed blood components from the product container to the blood component separation device, thereby refilling the blood component separation device.

33. A system according to claim 32, wherein the controller is further configured to control the pump to introduce additional wash solution into the centrifuge bowl, the additional wash solution displacing a second volume of fat from the centrifuge bowl into the waste container.

34. A system according to claim 30, wherein the centrifuge bowl is at least one selected from the group consisting of a 70 mL centrifuge bowl, a 125 mL centrifuge bowl, and a 225 mL centrifuge bowl.

35. A system according to claim 30 further comprising an optical sensor configured to monitor the separation of salvaged blood within the centrifuge bowl and detect when the centrifuge bowl is full.
36. A system according to claim 30, wherein the first volume of unwashed blood components includes red blood cells.

37. A method for removing fat from salvaged blood, the method comprising:
   (a) transferring salvaged blood from a reservoir to a blood component separation device, the salvaged blood filling the blood component separation device;
   (b) separating the salvaged blood into a plurality of blood components;
   (c) transferring a volume of unwashed blood components from the blood component separation device back to a reservoir line fluidly connecting the reservoir and the blood component separation device;
   (d) re-centrifuging the blood components remaining within the blood component separation device;
   (e) returning the volume of unwashed blood components from the reservoir line to the blood component separation device, thereby refilling the blood component separation device;
   (f) introducing wash solution into the blood component separation device, the wash solution displacing a volume of fat from the blood component separation device into a waste container; and
   (g) emptying the washed blood components within the blood component separation device to a product container.

38. A method according to claim 37, further comprising:
   transferring, prior to emptying the washed blood components to the product container, a volume of washed blood components from the blood component separation device to the product container;
   re-centrifuging the washed blood components remaining within the blood component separation device;
   returning the volume of washed blood components from the product container to the blood component separation device, thereby refilling the blood component separation device; and
   and
introducing additional wash solution into the blood component separation device, the additional wash solution displacing a second volume of fat from the blood component separation device into a waste container.

39. A method according to claim 38, wherein the blood component separation device is a 70 mL centrifuge bowl, the volume of unwashed blood component transferred to the reservoir line being between 20 and 30 mL.

40. A method according to claim 39, wherein the volume of washed blood components transferred to the product container is between 20 and 30 mL.

41. A method according to claim 39, wherein introducing additional wash solution into the blood component separation device includes introducing 50 mL of wash solution.

42. A method according to claim 38, wherein the blood component separation device is a 125 mL centrifuge bowl, the volume of unwashed blood component transferred to the reservoir line being between 20 and 30 mL.

43. A method according to claim 42, wherein the volume of washed blood components transferred to the product container is between 80 and 100 mL.

44. A method according to claim 42, wherein introducing additional wash solution into the blood component separation device includes introducing 100 mL of wash solution.

45. A method according to claim 38, wherein the blood component separation device is a 225 mL centrifuge bowl, the volume of unwashed blood component transferred to the reservoir line being between 20 and 30 mL.

46. A method according to claim 45, wherein the volume of washed blood components transferred to the product container is between 160 and 180 mL.
47. A method according to claim 45, wherein introducing additional wash solution into the blood component separation device includes introducing 100 ml of wash solution.

48. A method according to claim 37, further comprising:
   
   monitoring the separation of salvaged blood within the blood component separation device to detect when the blood component separation device is full; and
   
   stopping the blood component separation device when the blood component separation device is full and prior to step (c).

49. A method according to claim 37, wherein the volume of unwashed blood components transferred to the reservoir line includes red blood cells.

50. A method according to claim 37, wherein the volume of unwashed blood components transferred to the reservoir line includes red blood cells suspended in plasma.

51. A method according to claim 37, wherein re-centrifuging in step (d) causes fat within the blood component separation device to pass through a red blood cell product within the blood component separation device and toward an outlet of the blood component separation device.

52. A method according to claim 37, further comprising stopping the blood component separation device prior to step (c).
**INTERNATIONAL SEARCH REPORT**

**INTERNATIONAL APPLICATION**

International application No. PCT/US 16/42038

**A. CLASSIFICATION OF SUBJECT MATTER**

IPC(8) - A61M 1/36, B01 D 3/30, B01D 11/04, B04B 1/14, C02F 1/40 (2016.01)

CPC - A61M 1/3472, A61 M 1/36, A61 M 2202/0092, B01D 3/30, B01 D 11/04, B04B 1/14, C02F 1/40

According to International Patent Classification (IPC) or to both national classification and IPC

**B. FIELDS SEARCHED**

Minimum documentation searched (classification system followed by classification symbols)

IPC(8): A61M 1/36, B01D 3/30, B01D 11/04, B04B 1/14, C02F 1/40 (2016.01);


**Documentation searched other than minimum documentation to the extent that such documents are included in the fields searched**

USPC: 210/645, 210/647, 210/772, 210/787, 494/2, 494/4, 494/27, 494/37;

Patents and NPL (classification, keyword; search terms below)

Electronic database consulted during the international search (name of data base and, where practicable, search terms used)


**C. DOCUMENTS CONSIDERED TO BE RELEVANT**

<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>Y</td>
<td>US 5,053,121 A (SCHOENDORFER et al.) 01 October 1991 (01.10.1991), Figs. 1, 4, col 2, In 3-27; col 4, In 42 to col 5, In 5; col 7, In 1-15; col 8, In 43-56; col 9, In 42-68</td>
<td>1-52</td>
</tr>
</tbody>
</table>

"A" Special categories of cited documents:

"A" document defining the general state of the art which is not considered to be of particular relevance

"E" earlier application or patent but published on or after the international filing date

"L" document which may throw doubts on priority claim(s) or which is cited to establish the publication date of another citation or other special reason (as specified)

"O" document referring to an oral disclosure, use, exhibition or other means

"P" document published prior to the international filing date but later than the priority date claimed

"T" later document published after the international filing date or priority date and not in conflict with the application but cited to understand the principle or theory underlying the invention

"X" document of particular relevance; the claimed invention cannot be considered novel or cannot be considered to involve an inventive step when the document is taken alone

"Y" document of particular relevance; the claimed invention cannot be considered to involve an inventive step when the document is combined with one or more other such documents, such combination being obvious to a person skilled in the art

"G" document member of the same family

Date of the actual completion of the international search: 07 September 2016

Date of mailing of the international search report: 05 OCT 2016

Name and mailing address of the ISA/US

Mail Stop PCT, Attn: ISA/US, Commissioner for Patents

P.O. Box 1450, Alexandria, Virginia 22313-1450

Facsimile No. 571-272-6300

Authorized officer: Lee W. Young

PCT Helpdesk: 571-272-4300

PCT OSP: 571-272-7774

Form PCT/ISA/210 (second sheet) (January 2015)