Abstract: The invention relates to a non-invasive patient immobilisation assembly for immobilising a body part of a patient, the immobilisation assembly comprising a rigid template (1) made of thermoplastic material, the template being thermoformed or otherwise moulded to conform to the body part to be immobilised, the immobilisation assembly also comprising a fixation plate (3, 12, 13) and connecting means (10, 11, 14, 15, 16) for connecting the template (1) to the fixation plate (3, 12, 13) in view of fixing the position of the template with respect to the fixation plate, the template being provided to at least partly cover the body part to be immobilised. The template (1) is provided to exert a fixation force of a preset value to the body part to be immobilised by exerting a pulling force pulling the body part towards the fixation plate (3, 12, 13) with the aim of restraining the movability of the body part within the template within defined limits, the assembly further comprising means (5, 6, 7, 17, 18) for adjusting the fixation force exerted by the template to the preset value.
before the expiration of the time limit for amending the
claims and to be republished in the event of receipt of
amendments

For two-letter codes and other abbreviations, refer to the "Guidance Notes on Codes and Abbreviations" appearing at the beginning of each regular issue of the PCT Gazette.
Head immobilisation assembly for patient positioning in radiation therapy.

The present invention relates to a non-invasive patient immobilisation assembly for immobilising a body part of a patient, the immobilisation assembly comprising a rigid template made of a thermoplastic material, the template being thermoformed or otherwise moulded to conform to the body part to be immobilised, the immobilisation assembly also comprising a fixation plate and connecting means for connecting the template to the fixation plate in view of fixing the position of the template with respect to the fixation plate, the template being provided to at least partly cover the body part to be immobilised, as described in the preamble of the first claim.

Devices immobilising the position of a patients' head or other body part are used to allow for an accurate and reproducible positioning and re-positioning of the body part involved in medical diagnostic imaging and in treatment procedures, as for example in radiation therapy and in surgery. Fractionated treatment (for example MIRT) involves the division of a radiation dose into a multiplicity of sub doses delivered to a patient on different points in time to allow for a maximum recovery of healthy tissue and to minimise complications from overexposure to radiation. In particular when exposing a patients' head to fractionated treatment, precise positioning and highly accurate, reproducible re-positioning of the target and surrounding normal structures of the head is a pre-requisite to ensure that the radiation is delivered exactly at the target position where it is needed, for example a tumor, while minimising the risk to exposure of surrounding healthy tissue.

US-A-3.957.262 discloses a device for immobilising a patient's head during surgery or examination, comprising a headpiece in the form of a cap for receiving the patient's head. The interior of the headpiece is made of soft foam rubber which conforms to the size and shape of the patient's head. The patient's head is supported and restrained in a certain position in the cap by means of a chin restrainer and forehead restrainer. The device further comprises means for changing the distance between the headpiece and the surface supporting the headpiece and the patient. However, US-A-3.957.262 does not
recognise the need to an accurate re-positioning of the patient with fractionated treatment which should show the best obtainable reproducibility. Nor does US-A-3,957,262 recognise the problem that the dimensions of the head may vary in the course of the fractionated treatment, which will result in a bad reproducibility of the re-positioning of the head within the cap.

DE-U-279.11833 teaches to configure the position of a patient with respect to a supporting surface, by means of a radiation transparent shield covering the patient. A plurality of inflatable cushions are mounted to the inside of the shield. In the inflated state, the cushions configure the position of a patient. However, DE-U-279.11833 does not recognise the problem to the need of a reproducible positioning of the patient over longer periods of time associated with fractionated treatment, nor does it provide the technical means thereto.

US-A-5,370,117 discloses a patient immobilisation system for repeated use in imaging and treatment of brain tumors, comprising an immobilisation plate onto which a positioning mask is to be fixed. On opposite sides of the immobilization plate a pair of side rails are mounted, studs protruding from the outer face of the side rails. The mask is formed over the head of the patient, holes provided along the side edges of the mask are slipped over the studs. The mask is held in place against the side rails by means of a pair of anchor bars having a multiplicity of holes adapted to engage the studs. Thus, the lower ends of the mask are received between the outer face of the side rails and the anchor bars. To prevent the mask from wobbling from side to side, the lower ends of two vertical leg portions of a relatively rigid arc are secured to the outer edge of the anchor bars, the apex of the arc being connected to an upwardly disposed flap of the mask. Between the pair of side rails, a head and neck support may be slideably mounted. This immobilisation system is however only concerned with improving the accuracy of the mask positioning with respect to the immobilisation plate, but does not address the problem of restraining the movability of the patient's head within the contours of the mask, nor is it concerned with the reproducibility of the patient positioning in fractionated treatment.

US2002/108616 discloses an invasive patient immobilisation system, comprising a mouth piece fixation member to be received within the patient's mouth, and a thermoplastic mask which is formed to the patient's face by placing the softened thermoplastic material across the patient's
face, in such a way that it also extends over the mouth piece fixation member. While the thermoplastic mask is left to cool and harden, a fastener plate is coupled to the mouth piece fixation member to fix it to the thermoplastic mask. Following cooling, the mask reflects the contours of the patient's face. However, the presence of the additional member in the mouth is uncomfortable to the patient and adds an additional member which may hamper irradiation. Similar to the above discussed prior art publications, US2002/108616 does not address the problem of restraining the movability of the patient's head within the contours of the mask, nor is it concerned with the reproducibility of the patient positioning in fractionated treatment.

US-A-5,566,681 discloses a non-invasive device for stabilising or immobilising a specific body part to a support frame. The device comprises a rigid thermoplastic template, which provides a personal fit for the support and stabilisation of the body part to be immobilised. The template is obtained by softening the thermoplastic sheet, forming it to the body part to be immobilised, and cooling it to confine it into the moulded shape. The rigid template may include a plurality of fiducial markers affixed to it, to provide reference points for guidance during surgery. Thus the need can be overcome to apply fiducial markers to the body part or to a positioning apparatus. However, once moulded to the body part, the thermoplastic template cannot take account of any changes that have been occurred with the size or shape of body part that needs immobilisation. Shrinking of the body part following weight loss, will result in a fitting of the template which is insufficiently tight and allows the patient to move within the template; growing of the body part to be immobilised will result in a too tight, uncomfortable fit. Remoulding is not an option as the position of the fiducial markers after remoulding will not conform to the original position.

There is thus a need to an immobilisation device which goes beyond envisaging a precise positioning of the body part with respect to a diagnostic or treatment device for one single time. In particular there is a need to an immobilisation device which allows for a precise and reproducible re-positioning of the body part with high accuracy, even in case of fractionated treatment with time intervals of varying duration, which provides the desired comfort to the patient, and which allows to take account of varying dimensions of the body part involved while maintaining the required standards of the accuracy
and reproducibility required when re-positioning the body part with respect to the treatment device. A precise positioning of the target position and surrounding normal structures of the body part with respect to the diagnostic/treatment irradiation devices is essential to ensure that exposure is limited to the envisaged tissue and the risk to damaging surrounding healthy tissue is minimised.

It is therefore the object of the present invention to provide a non-invasive immobilisation device with which a precise and reproducible positioning and re-positioning of the patients' body part to be treated may be achieved in the course of fractionated treatment or examinations, even when occurring after time intervals of varying lengths and with varying dimensions of the body part over the treatment period.

It is a particular object of this invention to provide a non-invasive immobilisation device with which a precise re-positioning of the patients' head can be achieved, with varying dimensions of the head, without this going at the expense of comfort to the patient.

This is achieved according to the present invention, with the technical features of the characterising part of the first claim.

Thereto, the immobilisation assembly of this invention is characterised by a template which is provided to exert a fixation force of a preset value to the body part to be immobilised by exerting a pulling force pulling the body part towards the fixation plate with the aim of restraining the movability of the body part within the template within defined limits, the assembly further comprising means for adjusting the fixation force exerted by the template to the preset value. The inventor has found that when pulling the body part to be immobilised towards the fixation plate, a normal fixation force $F_N$, extending perpendicular to the fixation plate, is exerted to the body part. This normal fixation force has the effect of improving the stability of the immobilisation assembly and of decreasing the risk to a horizontal displacement of the body part even in case a horizontal force is applied.

An analysis of the problems occurring with existing fixation templates has revealed that at current techniques exist which allow for a precise positioning of the fixation plate which supports the patient with respect to the medical diagnosis or treatment device. The thermoplastic template is moulded by heating the thermoplastic material to the molten state. When in the molten
state, the thermoplastic material is applied to the body part to be treated, moulded by shaping it to follow the contours of the body part, fixed to the fixation plate at three or more positions and allowed to cool on the patients' head for approximately 10 minutes. During cooling and crystallisation a shrinking of the thermoplastic material takes place, which can be associated with a volume contraction as a result of which the template fits well to the patients' head. However, depending on the nature of the thermoplastic material used, this fitting may become too tight or too loose when the thermoplastic material has fully cooled down.

Furthermore, the inventor has observed that upon storage of a thermoplastic template for several hours or days at room temperature after having been moulded, annealing of the thermoplastic material takes place during which the thermoplastic material shows further shrinking. The inventor has also observed that upon annealing the degree of shrinking depends on the nature of the material, as well as on the geometrical size and design of the polymer sheet. When applied to the patients' head after a few days, as a result of the additional shrinking occurred during annealing, often the template fits too tightly to the head, thus rendering it uncomfortable. This is unwanted.

The inventor has further observed that in the course of time the body part may shrink when the patient is loosing weight, or increase when the patient is gaining weight, or shows swelling for other reasons. This has the consequence that either the patient will be able to move the body part within the template, which goes at the expense of the accuracy of the positioning of the body part, or that the fitting of the template will become more and more tight and less comfortable. It is therefore a particular object of this invention to provide a device with which the position of the body part may be fixed, for example with respect to a support plate and to an external irradiation device.

Once insight in these problems had been obtained, it became clear that the problem of a too tight fitting as well as the problem of a too loose fitting could be solved by making use of an assembly comprising (a) a template which is provided to exert a pulling fixation force of a pre-determined magnitude to the part of the patient to be treated, and (b) means for adjusting the fixation force exerted by the template to the body part. The fixation force is arranged to pull the part of the patient to be treated towards the fixation plate, in
view of restraining the movability of the part within the template, to achieve a high
stability of the fixation device and fixation with a high precision.

Because of the presence of means for adjusting the fixation force exerted by the template, the pulling force to which the body part is subjected may be kept virtually constant during repeated and subsequent treatments, even with varying dimensions of the body part from one treatment to the next. In case of too tight fitting, comfort to the patient may be improved by shortening the distance between the template and the body part covered by the template, over a small distance of for example 0.05 – 0.5 mm, without this going at the expense of the accuracy of the patient's position or of the restraints imposed to the displaceability of the body part. In a preferred embodiment of the invention, the option is provided to keep the fixation force constant during subsequent treatments or to vary the fixation force to a pre-defined value.

Re-positioning of the body part may be achieved with high accuracy and reproducibility and allows for a selective treatment and examination of the target position, while leaving surrounding normal structures of the patient unaffected. Especially when treating the head, a precise positioning is essential, as a slightly wrong positioning may involve the loss of essential functions within the brain tissue.

In general, it is preferred that the fixation force exerted by the template is about 75-200 N, preferably 100-150 N, as within this range a good compromise is provided between the reproducibility of the patient positioning, the stability of the template with respect to the fixation plate and comfort to the patient and sufficiently restraining the ability of the body part to move within the template, without other invasive or non-invasive parts being mounted to the template. Depending on the part of the body to be treated, this force may be increased or reduced. Typically, to be comfortable while reducing the risk to adversely affecting the accuracy of the patients position, the fixation force may be adjusted such that a movement of maximum approximately 0.05 – 0.5 mm as requested by the technical field is allowed, to improve comfort to the patient. This may be particularly relevant when irradiating the head. With the templates used at present, the patient often has the possibility of moving his body part over a distance of between 1-3 mm, which puts the results of the radiation therapy at risk.
An optimum application of the pulling force has been found to occur if the pulling force is exerted to the edges, along which the template is connected to the fixation plate. The pulling force may be exerted to the edges, either directly or indirectly through the connecting means connecting the template to the fixation plate.

Another preferred embodiment of the immobilisation assembly of this invention is characterised in that the means for adjusting the pulling force exerted by the template comprise means for varying the distance of the template with respect to the immobilised part of the patient. This may be achieved by any suitable means known to the man skilled in the art and allows to control the magnitude of the force exerted by the template, to adjust this force in subsequent treatments and keep it virtually constant in view of providing high stability and reproducibility of the patient positioning and comfort.

Still another preferred embodiment of this invention is characterised in that the means for adjusting the pulling force exerted by the template comprise means for displacing the patients' head with respect to the template.

The invention and additional preferred embodiments are further elucidated in the appending figures and description of the figures.

Figure 1 is a view to a preferred embodiment of the assembly of this invention.

Figure 2 is a cross section of the assembly of this invention, showing the fixation of the template to the support plate in the presence of a spacer.

Figure 3, 4 and 5 show a view to a fixation plate comprising a top and bottom face which are spaced from each other using different types of spacers.

Figure 6 is a detailed view to a fixation plate comprising a top and bottom face which are spaced from each other using adjustable spacers.

The embodiment of the assembly of this invention shown in figure 1 comprises a template 1, the position of which is fixed by connecting it to a fixation plate 3. In the embodiment shown, the template 1 is provided to cover at least part of the head of a patient. However, the fixation plate
may be designed to cover the entire head or to partially or fully cover any other body part of a human being or an animal.

The template 1 shown in figure 1 is preferably made of a thermoplastic material, which is moulded by positioning the patients' head onto the fixation plate. If so desired, to improve comfort to the patient and to improve the patient positioning and reproducibility thereof, the head and neck may be supported by a head and neck support 2.

For the sake of simplicity and because of the particular importance of an accurate positioning when treating the head of a patient, hereafter reference will be made to a template for fixing the position of the head of a patient. To achieve a positioning of the body part of the patient to be treated/examined by irradiation which is as accurate as possible, even with fractionated treatment, the template 1 is directly moulded to the part of the patient to be treated. When moulding the template, the thermoplastic material is heated to the molten state, where the thermoplastic material becomes sufficiently flexible and deformable or mouldable to be shaped over the patients' head. When molten, the thermoplastic material is applied to the patients' head and shaped to follow the contours of the head. The opposite longitudinal edges 14, 15 of the template 1 which extend along the patients' face, as well as the transversal edge 16 which extends along the top of the patients' head are fixed to the fixation plate 3.

To fix the template 1 to the fixation plate 3, as is shown in figure 2, to the opposite longitudinal 14, 15 and transversal 16 edges of the template each time a rail 10 is connected, which is provided to co-operate with a corresponding groove 11 provided in the fixation plate 3. However, any other suitable connecting means known to the person skilled in the art for connecting the template 1 to the fixation plate 3, may be used. Also, if so desired the template 1 may be fixed to the fixation plate at any other position or at additional positions. Usually the nature and position of the connecting means will be adapted depending on the nature of the body part to be immobilised by the template 1.

Besides the direct fixation of the template to the fixation plate, also an indirect fixation may be used, for example in case an intermediate supporting surface is positioned between the template and the fixation plate. The fixation plate may take the form of a separate device, but may for example as well be a support surface.
The template 1 is allowed to cool on the patients' head to allow for a crystallisation of the thermoplastic material, for approximately 10 minutes. The cooling and crystallisation of the thermoplastic material have been found to be associated with a volume contraction of the material as a result of which the template shrinks and fits well to the patients' head. As a consequence of this shrinking the length of the material extending between the opposite longitudinal edges 14, 15 of the template 1 is reduced and a force is exerted to the part of the patient covered by the template 1. Depending on the nature of the thermoplastic material used, this fitting may be either insufficient and allow for a displacement of the patients' head within the template, or become too tight. Also, when stored for some more time at room temperature, annealing of the material takes place which has been found to be associated with a further shrinking of the template due to the complete crystallisation and recrystallisation of the thermoplastic material. The additional shrinking has the consequence that the template fits too tightly to the patients' head, which is uncomfortable.

Therefore, with the present invention means are provided with which the template 1 may exert a pre-determined force to the part of the patient covered by the template 1, in view of pulling the immobilised part of the patient towards the fixation plate 3 and of restraining the movability of the part of the patient immobilised within the template 1. The pulling force is preferably adjustable so as to allow increasing or reducing it depending on the specific circumstances. Thereina means are provided which allow adapting the pulling force exerted by the template either in a continuous or a discontinuous manner, for example in discrete steps. If so desired however, the means may be provided to exert a pulling force the value of which is adjustable or may take different values.

To allow adjusting the pulling force exerted by the template 1, the assembly of this invention may comprise a device for measuring the pulling force. The assembly of the present invention may further comprise means 2, 5, 6, 7, 10, 11, 12, 13, 14, 15, 16 for adjusting the position or distance of the template 1, the fixation plate 3 and/or the head and neck support 2 with respect to each other. It is preferred that the distance varying means are adjustable in such a way that a virtually constant pulling or fixation force may be applied by the template 1 to the patients' head, to ensure optimum reproducibility of the patient positioning not only within the template but also with respect to the
fixation plate 3 and medical diagnostic or treatment device, and at the same time
maximising patient comfort. The distance varying means may either be
continuously adjustable as for example shown in figure 4, 5, 6, or may be
adjustable in discrete steps by means of a spacer 5, 20 as is shown in figure 2, 3.

The pulling force exerted by the template 1 is
preferably varied by varying the distance between the template and the patients'
head which is supported by the fixation plate 3 and/or head and neck support 2.
This distance may be varied by providing means with which either
1. the distance of the template 1 with respect to the fixation plate 3, 12, 13
may be varied, i.e. positioning the template 1 in a moveable manner with
respect to the fixation plate 3, 12, 13;
2. the position of the fixation plate 3, 12, 13 with respect to the template 1
may be varied. If use is made of a head and neck support 2, this will
usually have the consequence that also the position of the head and neck
support 2 with respect to the template 1 is varied.
3. the position of the head and neck support 2 with respect to the template 1
may be varied, i.e. positioning the head and neck support 2 in a moveable
manner or moveably positioning either the fixation plate 3 or the template 1
with respect to the head and neck support 2
4. the position of the template 1 and support plate 3 with respect to the head
and neck support 2 may be varied.

However, also any combination of the above described features may be used,
depending on the envisaged use of the assembly.

As is shown in figure 2, the pulling force exerted by
the template 1 and the position of the template with respect to the fixation plate 3
may for example be varied by varying the position in height direction of the device,
in which the rail 10 is inserted in the groove. When inserted lower in the groove 11,
further away from the support surface 9 supporting the head, the pulling force will
be increased. When inserted closer to the support surface 9, the pulling force will
be decreased. The positioning of the rail 10 within the groove 11 may for example
be varied by using spacers 5, taking the form of inserts which are to be inserted in
the groove 11 or removed therefrom. Any space remaining in the groove 11 may
be filled with an additional member 4.
In the embodiment shown in figure 3, either the head as such or the head and neck support 2 is provided to be positioned on top of a spacer 20, positioned on top of the fixation plate 3. The spacer 20 comprises a plurality of super imposed plates 5. The thickness of the spacer, and thus the distance between the fixation plate 2 and the template may be varied by adding or subtracting one or more plates 5. By increasing the number of plates 5, the force applied by the template 1 to the patients head may be increased. By decreasing the number of plates, the force applied by the template to the patients head may be decreased. Usually lifting or lowering of the patients head by approximately 0.05-0.5 mm, preferably 0.1-0.3 mm will be sufficient to release a too tight force or to increase the force applied by the template. However, depending on the part of the patient to be treated, this distance may be smaller or larger. As can be seen from figure 3, the spacer 20 may be hollow in the centre, so that the patient may be irradiated from all directions with minimum loss of radiation intensity.

In the embodiment shown in figure 4, the fixation plate comprises an upper and a lower surface 12, 13 which are spaced from each other by means of a spacer, which in this case is formed by an expandable member 6. The height of the expandable member 6 is variable. By expanding or contracting the member, the patient will be moved towards and from the template, thus increasing or reducing the force exerted by the template to the patients' head. Expansion or contraction of the member 6 may be achieved in any suitable manner known to the man skilled in the art, for example in a pneumatic or a hydraulic manner. However, the device 19 shown in figure 4 may also be used as a spacer which is provided for positioning between the fixation plate 3 and the head and neck support 2.

In the embodiment shown in figure 5, the top and bottom surface of the fixation plate 3 are displaceable to and from each other by means of a spacers 7 having a continuously variable height. In the embodiment shown in figure 5, the top surface 12 of the fixation plate is provided for receiving the connecting means for connecting the template to the fixation plate, whereas the head and neck support is provided to be positioned in the cavity 8 provided in the top surface 12, and to be supported by the bottom surface 13.

In the embodiment shown in figure 6, opposite longitudinal edges 15 of the template 1 are each connected to connecting means
10. The connecting means 10 are provided to be releasably fixed in a groove 11 provided in the fixation plate 3. The fixation plate 3 comprises a top plate 12 and a bottom plate 13, the top plate 12 being displaceable towards and from the bottom plate 13, in view of increasing or decreasing the pulling force exerted by the template 1. In the case shown in figure 6, the distance between the top and bottom plate is continuously variable by means of screws 17, the position of the top plate being fixed with respect to the screw 17 by means of a resilient member 18. The spring constant of the resilient member 18 will usually be selected so as to obtain the desired fixation force.

If so desired the distance between the fixation plate 3 and the template 1 may also be varied by positioning on top of the fixation plate 3 an expandable member, which is provided to support the patients' head and/or the head and neck support 2. Or else, the head and neck support may be made of an expandable material.

The template 1 will generally be made of a thermoplastic material, for example a thermoplastic polyolefin, poly-8-caprolacton, polyurethane, or other types of polyester. However, a material having a different shrinking coefficient upon cooling and crystallisation may also be used. The shrinking force exerted by the template during cooling and crystallisation, which mostly is isometric, may be measured by means of the device disclosed in Belgian patent application n°2002/05012808.

The patient immobilisation assembly of this invention presents the advantage that it does not add any parts to the existing systems, which otherwise could interfere with the radiation directed to the patient. It is of utmost importance that radiation originating from various directions can be directed to the patient, to allow for an optimum treatment. With the presence of interfering parts, it may be required to adapt the instrumentation and planning of the treatment. This is unwanted.

The invention also relates to the template, the above described fixation plate, expandable fixation plate, expandable template, expandable spacer and expandable head and neck support for use with the above described assembly.
CLAIMS.

1. A non-invasive patient immobilisation assembly for immobilising a body part of a patient and for at least temporarily fixing the position thereof, the immobilisation assembly comprising a rigid template (1) made of a thermoplastic material, the template being thermoformed or otherwise moulded to conform to the body part to be immobilised, the immobilisation assembly also comprising a fixation plate (3, 12, 13) and connecting means (10, 11, 14, 15, 16) for connecting the template (1) to the fixation plate (3, 12, 13) in view of fixing the position of the template with respect to the fixation plate, the template being provided to at least partly cover the body part to be immobilised, characterised in that the template (1) is provided to exert a fixation force of a preset value to the body part to be immobilised by exerting a pulling force pulling the body part towards the fixation plate (3, 12, 13) with the aim of restraining the movability of the body part within the template within defined limits, the assembly further comprising means (5, 6, 7, 17, 18) for adjusting the fixation force exerted by the template to the preset value.

2. An assembly as claimed in claim 1, characterised in that the fixation force exerted by the template is about 75-200 N, preferably 100-150 N.

3. An assembly as claimed in claim 1 or 2, characterised in that the means for adjusting the fixation force are adjustable in a continuous or discontinuous manner.

4. An assembly as claimed in any one of claims 1-3, characterised in that the means for adjusting the fixation force are adapted to provide for a stepwise adjustment of the fixation force.

5. An assembly as claimed in any one of claims 1-4, characterised in that the template (1) comprises at least one edge (14), in that the connecting means (10) connecting the template (1) to the fixation plate (3, 12, 13) are connected to the at least one edge (14, 15, 16) and in that the pulling force is exerted to the at least one edge of the template.

6. An assembly as claimed in any one of claims 1-5, characterised in that the means (5, 6, 7, 17, 18) for adjusting the pulling force exerted by the template (1) comprise means for varying the distance between the template and the body part to be immobilised.
7. An assembly as claimed in any one of claims 1 - 6, characterised in that the means (5, 6, 7, 17, 18) for adjusting the pulling force comprise means for displacing the template (1) with respect to the body part, in view of varying the distance of the template with respect to the body part to be immobilised.

8. An assembly as claimed in any one of claims 1-7, characterised in that the fixation plate (3, 12, 13) comprises a top surface (12) and bottom surface (13), in that the template is connected to the top surface (12) and in that means (6, 7) are provided for moving the top surface with respect to the bottom surface.

9. An assembly as claimed in any one of claims 1 - 8, characterised in that the fixation plate (3, 12, 13) comprises a top surface (12) and bottom surface (13), in that the template is connected to the bottom surface (13) and in that means (6, 7) are provided for moving the bottom surface (13) with respect to the top surface (12).

10. An assembly as claimed in any one of claims 1 - 9, characterised in that the assembly comprises a support (2), the support being provided for positioning on top of the fixation plate (3, 12, 13) in view of supporting the body part to be immobilised, and in that the means for adjusting the fixation force comprise means for varying the position of the support (2) with respect to the template (1).

11. An assembly as claimed in any one of claims 1 - 9, characterised in that the assembly comprises a support (2) for supporting the body part to be treated, the support (2) being positioned independently of the fixation plate (3), and in that the means for adjusting the fixation force comprise means for varying the position of the support (2) with respect to the template (1) and/or the fixation plate (3).

12. An assembly as claimed in any one of claims 1-10, characterised in that the template (1) is provided to immobilise the head of the patient.

13. An assembly as claimed in claim 12, characterised in that the device comprises a head and neck support (2) for supporting the head and neck of a patient.
### DOCUMENTS CONSIDERED TO BE RELEVANT

<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>X</td>
<td><strong>DE 297 11 833 U (MEDICAL INTELLIGENCE MEDIZINTECHNIK GMBH)</strong>&lt;br&gt;17 September 1998 (1998-09-17)&lt;br&gt;page 5, line 6; claim 1.5</td>
<td>1,5, 10-13</td>
</tr>
<tr>
<td>X</td>
<td><strong>CA 2 222 188 A (CARON SYLVAIN)</strong>&lt;br&gt;30 July 1999 (1999-07-30)&lt;br&gt;claim 1; figures 4,5</td>
<td>1,12,13</td>
</tr>
<tr>
<td>X</td>
<td><strong>US 3 957 262 A (MCREYNOLDS WILLIAM U)</strong>&lt;br&gt;18 May 1976 (1976-05-18)&lt;br&gt;column 2, lines 59-66; claim 1; figure 1</td>
<td>1,4,5, 12,13</td>
</tr>
<tr>
<td>A</td>
<td><strong>US 5 566 681 A (MANWARING KIM H ET AL)</strong>&lt;br&gt;22 October 1996 (1996-10-22)&lt;br&gt;claim 1; figure 1</td>
<td>1</td>
</tr>
</tbody>
</table>

---

**Further documents are listed in the continuation of box C.**

**Patent family members are listed in annex.**

---

* Special categories of cited documents:

- **"A"** document defining the general state of the art which is not considered to be of particular relevance
- **"E"** earlier document but published on or after the international filing date
- **"L"** document which may throw doubts on priority claim(s) or which is cited to establish the publication date of another citation or other special reason (as specified)
- **"O"** document referring to an oral disclosure, use, exhibition or other means
- **"P"** document published prior to the international filing date but later than the priority date claimed

**"T"** later document published after the international filing date or priority data and not in conflict with the application but cited to understand the principle or theory underlying the invention

**"X"** document of particular relevance; the claimed invention cannot be considered novel or cannot be considered to involve an inventive step when the document is taken alone

**"Y"** document of particular relevance; the claimed invention cannot be considered to involve an inventive step when the document is combined with one or more other such documents, such combination being obvious to a person skilled in the art.

**"*"** document member of the same patent family

---

**Date of the actual completion of the international search:**

29 April 2005

**Date of mailing of the International search report:**

13/05/2005

**Name and mailing address of the ISA:**

European Patent Office, P.B. 5818 Patentlaan 2<br>NL - 2280 HV Rijswijk<br>Tel. (+31-70) 340–3040, Tx. 31 651 epos nl,<br>Fax (+31-70) 340–3018

**Authorized officer:**

Bernas, Y
<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>A</td>
<td>US 4 045 678 A (RICKARD ET AL) 30 August 1977 (1977-08-30) column 6, line 64 - column 7, line 2; figures 1,2</td>
<td>4</td>
</tr>
<tr>
<td>A</td>
<td>US 5 081 665 A (KOSTICH ET AL) 14 January 1992 (1992-01-14) column 5, lines 14-25; figures 3,5</td>
<td>4</td>
</tr>
<tr>
<td>Patent document cited in search report</td>
<td>Publication date</td>
<td>Patent family member(s)</td>
</tr>
<tr>
<td>---------------------------------------</td>
<td>-----------------</td>
<td>-------------------------</td>
</tr>
<tr>
<td>DE 29711833 U</td>
<td>06-08-1998</td>
<td>DE 29711833 U1</td>
</tr>
<tr>
<td>CA 2222188 A</td>
<td>30-07-1999</td>
<td>CA 2222188 A1</td>
</tr>
<tr>
<td>US 3957262 A</td>
<td>18-05-1976</td>
<td>NONE</td>
</tr>
<tr>
<td>US 5566681 A</td>
<td>22-10-1996</td>
<td>NONE</td>
</tr>
<tr>
<td>US 4045678 A</td>
<td>30-08-1977</td>
<td>NONE</td>
</tr>
<tr>
<td>US 5081665 A</td>
<td>14-01-1992</td>
<td>NONE</td>
</tr>
</tbody>
</table>