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(57) ABSTRACT 

The mobile fluid delivery system includes a mobile pedestal 
and a fluid delivery SuperStructure detachably connected to 
the pedestal. The fluid delivery SuperStructure includes a 
pump device and a fluid control device. A fluid path Set 
operatively associates the pump device with the fluid control 
device. The SuperStructure is further adapted to detachably 
connect to a patient examination platform. A rail mount is 
used to provide the interface between the SuperStructure and 
the patient examination platform. The rail mount attaches to 
a rail of the patient examination platform and includes a 
main body defining an elongated receSS for engaging the rail 
of the patient examination platform. The SuperStructure 
detachably connects to the main body. Locking devices are 
used to Secure the rail mount to the patient examination 
platform and the SuperStructure to the rail mount. A Spacer 
may be inserted into the elongated receSS to accommodate 
different sized rails. 
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MOBILE FLUID DELIVERY SYSTEM WITH 
DETACHABLE PEDESTAL 

RELATED APPLICATIONS 

0001. This application is a continuation in part of appli 
cation Ser. No. 10/825,866, filed Apr. 16, 2004, entitled 
“Fluid Delivery System, Fluid Control Device, and Methods 
Associated with the Fluid Delivery System and Fluid Con 
trol Device', which may contain subject matter that is 
related to that disclosed in the following co-pending appli 
cations: (1) application Ser. No. 10/818,748, filed on Apr. 6, 
2004; (2) application Ser. No. 10/818,477, filed on Apr. 5, 
2004; (3) application Ser. No. 10/326,582, filed on Dec. 20, 
2002; (4) application Ser. No. 10/237,139, filed on Sep. 6, 
2002; and (5) application Ser. No. 09/982,518, filed on Oct. 
18, 2001, the disclosures of which are incorporated herein 
by reference. 

BACKGROUND OF THE INVENTION 

0002) 1. Field of the Invention 
0003. The present invention relates generally to fluid 
delivery Systems for Supplying fluids during medical diag 
nostic and therapeutic procedures, further, to fluid transfer 
Sets and flow controlling and regulating devices associated 
therewith used with fluid delivery systems for conducting 
and regulating fluids flows. 
0004 2. Description of Related Art 
0005. In many medical diagnostic and therapeutic proce 
dures, a physician or other perSon injects a patient with a 
fluid. In recent years, a number of injector-actuated Syringes 
and powered injectors for pressurized injection of fluids, 
Such as contrast media, have been developed for use in 
procedures Such as angiography, computed tomography, 
ultrasound, and NMR/MRI. In general, these powered injec 
tors are designed to deliver a preset amount of contrast 
media at a preset flow rate. 
0006 Angiography is used generally in the detection and 
treatment of abnormalities or restrictions in blood vessels. In 
an angiographic procedure, a radiographic image of Vascular 
Structure is obtained through the use of a radiographic 
contrast medium, Sometimes referred to Simply as contrast, 
injected through a catheter. The vascular structures in fluid 
connection with the vein or artery in which the contrast is 
injected are filled with contrast. X-rays passing through the 
region of interest are absorbed by the contrast, causing a 
radiographic outline or image of blood vessels containing 
the contrast. The resulting images can be displayed on, for 
example, a monitor and recorded. 
0007. In a typical angiographic procedure, a physician 
places a cardiac catheter into a vein or artery. The catheter 
is connected to either a manual or to an automatic contrast 
injection mechanism. A typical manual contrast injection 
mechanism, as illustrated, for example, in FIG. 1, includes 
a Syringe in fluid connection with a catheter connection. The 
fluid path also includes, for example, a Source of contrast 
fluid, a Source of Saline, and a pressure transducer P to 
measure patient blood pressure. In a typical System, the 
Source of contrast is connected to the fluid path Via a valve 
V, for example, a three-way stopcock. The Source of Saline 
and pressure transducer P may also be connected to the fluid 
path via additional valves V and V, respectively. The 
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operator of the manual system of FIG. 1, manually controls 
the syringe and each of the valves V and V* to draw saline 
or contrast into the Syringe and to inject the Saline or contrast 
into the patient through the catheter connection. The pres 
Sure transducers used in Such procedures are extremely 
Sensitive to even moderately high pressures generated dur 
ing activation of the Syringe, So the operator must close 
valve V to isolate pressure transducer P from the fluid path 
when the Syringe is activated to prevent damage to preSSure 
transducer P. While the syringe is not activated, valve V is 
usually open to monitor patient blood pressure. 
0008. The operator of the syringe of FIG. 1 may adjust 
the flow rate and Volume of injection by altering the force 
applied to the plunger of the Syringe. Manual Sources of fluid 
preSSure and flow used in medical applications Such as 
Syringes and manifolds thus typically require operator effort 
that provides feedback of the fluid pressure/flow generated 
to the operator. The feedback is desirable, but the operator 
effort often leads to fatigue. Thus, fluid pressure and flow 
may vary depending on the operator's Strength and tech 
nique. 

0009 Automatic contrast injection mechanisms typically 
include a Syringe connected to a powered injector having, 
for example, a powered linear actuator. Typically, an opera 
tor enterS Settings into an electronic control System of the 
powered injector for a fixed volume of contrast material and 
a fixed rate of injection. In many Systems, there is no 
interactive control between the operator and the powered 
injector, except to Start or Stop the injection. A change in 
flow rate in Such Systems occurs by Stopping the machine 
and resetting the parameters. Automation of angiographic 
procedures using powered injectorS is discussed, for 
example, in U.S. Pat. Nos. 5,460,609, 5,573,515 and 5,800, 
397. 

0010 U.S. Pat. No. 5,800,397 discloses an angiographic 
injector System having high pressure and low preSSure 
Systems. The high pressure System includes a motor-driven 
injector pump to deliver radiographic contrast material 
under high pressure to a catheter. The low pressure System 
includes, among other things, a pressure transducer to mea 
Sure blood pressure and a pump to deliver a Saline Solution 
to the patient as well as to aspirate waste fluid. A manifold 
is connected to the Syringe pump, the low pressure System, 
and the patient catheter. A flow valve associated with the 
manifold is normally maintained in a first State connecting 
the low pressure System to the catheter through the manifold, 
and disconnecting the high pressure System from the cath 
eter and the low pressure system. When pressure from the 
Syringe pump reaches a predetermined and Set level, the 
Valve Switches to a Second State connecting the high preSSure 
System/Syringe pump to the catheter, while disconnecting 
the low pressure System from the catheter and from the high 
preSSure System. In this manner, the pressure transducer is 
protected from high pressures, (see column 3, lines 20-37 of 
U.S. Pat. No. 5,800,397). However, compliance in the 
System components, for example, expansion of the Syringe, 
tubing, and other components under pressure, using Such a 
manifold System can lead to a less than optimal injection 
bolus. Moreover, the arrangement of the System components 
of U.S. Pat. No. 5,800,397 results in relatively large amounts 
of wasted contrast and/or undesirable injection of an exces 
Sive amount of contrast when the low preSSure, typical Saline 
system, is used. The injector system of U.S. Pat. No. 
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5,800,397 also includes a handheld remote control con 
nected to a console. The control includes Saline push button 
Switches and a flow rate control lever or trigger. By pro 
gressive Squeezing of the control trigger, the user provides 
a command Signal to the console to provide a continuously 
variable injection rate corresponding to the degree of depres 
Sion of the control trigger. 

0011 U.S. Pat. No. 5,916,165 discloses a handheld pneu 
matic controller for producing a variable control Signal to 
control a rate of fluid disbursement to the patient in an 
angiographic system. U.S. Pat. No. 5,515,851 discloses an 
angiographic System with a finger activated control pad to 
regulate the injection of fluids. 

0012 Unlike manual injection systems, however, there is 
little if any feedback to the operator of System pressure in the 
systems disclosed in the U.S. Patents identified previously. 
There are potential advantages to Such feedback. In the use 
of a manual Syringe, for example, excessive back pressure 
on the Syringe plunger can provide evidence of occlusion of 
the fluid path. 

0013 U.S. Pat. No. 5,840,026 discloses, an injection 
System in which an electronic control System is connected to 
the contrast delivery System and a tactile feedback control 
unit. In one embodiment, the tactile feedback control unit 
includes a disposable Syringe that is located within a 
durable/reusable cradle and is in fluid connection with the 
fluid being delivered to the patient. The cradle is electrically 
connected to the electronic control System and is physically 
connected to a sliding potentiometer that is driven by the 
plunger of a disposable Syringe. During use of the injection 
system of U.S. Pat. No. 5,840,026, the operator holds the 
cradle and Syringe and, as the operator depresses the sliding 
potentiometer/Syringe piston assembly, the plunger is moved 
forward, displacing fluid toward the patient and creating a 
preSSure in the Syringe. A sliding potentiometer tracks the 
position of the Syringe plunger. The electronic control SyS 
tem controls the contrast delivery System to inject an amount 
of fluid into the patient based on the change in position of the 
plunger. AS the fluid is injected, the preSSure the operator 
feels in his or her hand is proportional to the actual pressure 
produced by the contrast delivery System. The force required 
to move the piston provides the operator with tactile feed 
back on the pressure in the System. The operator is able to 
use this feedback to ensure the Safety of the injection 
procedure. Unlike the case of a manual injection System, the 
injection system of U.S. Pat. No. 5,840,026 does not require 
the operator to develop the System pressure and flow rate. 
The operator develops a Smaller, manually applied pressure 
that corresponds to or is proportional to the System pressure. 
The required manual power output (that is, pressurexflow 
rate) is decreased as compared to manual Systems, whereas 
the tactile feedback associated there with is retained. 

0.014 While manual and automated injectors are know in 
the medical field, a need generally exists for improved fluid 
delivery Systems adapted for use in medical diagnostic and 
therapeutic procedures where fluids are Supplied to a patient 
during the procedure. A specific need generally exists for an 
improved fluid delivery system for use in fluid injection 
procedures, Such as angiography. Additionally, a need gen 
erally exists for fluid transfer Sets and flow controlling and 
regulating devices associated there with that may be used 
with fluid delivery Systems for conducting and regulating 
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fluids flows. Moreover, a continuing need exists in the 
medical field to generally improve upon known medical 
devices and Systems used to Supply fluids to patients during 
medical procedures Such as angiography, computed tomog 
raphy, ultrasound, and NMR/MRI. 

SUMMARY OF THE INVENTION 

0015 The present invention provides an injector system 
including a powered injector, a pressurizing chamber in 
operative connection with the powered injector, a fluid path 
in fluid connection with the pressurizing chamber, and a 
manual control in fluid connection with the fluid path. The 
manual control includes at least one actuator for controlling 
the injector through application of force by an operator. The 
actuator provides tactile feedback of pressure in the fluid 
path to the operator Via direct or indirect operative or fluid 
connection with the fluid path (i.e., pressure in the fluid path 
transferS a corresponding or a proportional force to the 
operator). In one embodiment, the actuator is adapted to stop 
an injection procedure if no force is applied to the actuator. 
The manual control may, for example, include a chamber in 
fluid connection with the fluid path. The actuator may be a 
button or a plunger in operative connection with a piston 
disposed within the chamber. The actuator may be biased in 
an off position. 
0016. In another aspect, the manual control includes a 

first actuator for controlling the injector in a low preSSure 
mode through application of force by an operator. The first 
actuator provides tactile feedback of pressure in the fluid 
path to the operator via fluid connection with the fluid path 
as described previously. The first actuator also provides 
control of flow rate by changing the force thereon. The 
manual control also may include a Second actuator having an 
on State and an off State. The Second actuator causes the 
injector to enter into a preprogrammed high-pressure injec 
tion mode when placed in the on State. The manual control 
may also include a third actuator for controlling flow of 
Saline in the fluid path. 
0017. In another aspect of the present invention, the 
actuator provides tactile feedback of fluid pressure and is 
also in operative connection with an audible feedback unit 
that provides audible feedback of fluid pressure and/or fluid 
flow to the operator. The manual controls of the present 
invention may be purged of air before injection Via, for 
example, a purge Valve. 
0018. The present invention also provides a system for 
injection of fluid into a patient including a multi-patient 
reusable Section and a per-patient disposable Section. The 
multi-patient reusable Section and the per-patient disposable 
Section are removably connectable via a connector or con 
nectors, for example, via a high-pressure connector. The 
multi-patient reusable Section includes a powered injector in 
fluid connection with a Source of a first injection fluid and a 
first fluid path connecting the injector and a high-pressure 
connector. The per-patient disposable Section includes a 
Second fluid path adapted to connect the high-pressure 
connector and the patient in fluid connection. The per 
patient disposable Section further includes a manual control 
as described above including a connector to place the 
manual control in fluid connection with the Second fluid 
path. The multi-patient reusable Section may further include 
a valve mechanism connecting the injector, first fluid Source, 
and the first fluid path. 
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0019. In one embodiment, the multi-patient reusable sec 
tion further includes a Source of a Second injection fluid and 
a pumping mechanism in fluid connection with the Second 
fluid Source for pressurizing the Second fluid. The pumping 
mechanism is preferably in fluid connection with the valve 
mechanism. 

0020. In one aspect, the manual control includes a first 
actuator providing control of flow rate of the first fluid by 
changing the force on the first actuator and a Second actua 
tor, the Second actuator causing the injector to enter into a 
preprogrammed high pressure injection mode when placed 
in an on State. The System may further include a preSSure 
Sensor in fluid communication with the Second fluid path Via 
a preSSure-activated isolator that isolates the pressure Sensor 
from pressures in the Second fluid path above a Set pressure. 
In one embodiment, the per-patient disposable Section may 
include a check valve in the Second fluid path Separating 
components of the per-patient disposable Section from the 
multi-patient reusable Section to reduce or eliminate flow of 
contaminated fluid into the multi-patient reusable Section. 
0021. The present invention further provides a method of 
injecting a fluid into a patient including the Steps of remov 
ably connecting a multi-patient reusable Section to a per 
patient disposable Section via a high-pressure connector, the 
multi-patient reusable Section including a powered injector 
in fluid connection with a Source of a first injection fluid and 
a first fluid path connecting the injector and the high 
preSSure connector, the per-patient disposable Section 
including a Second fluid path adapted to connect the high 
preSSure connector and the patient in fluid connection; 
connecting a manual control including a connector to the 
Second fluid path to place the manual control in fluid 
connection with the Second fluid path, the manual control 
including at least one actuator for controlling the powered 
injector through application of force by an operator, the 
actuator being adapted to provide tactile feedback of pres 
Sure in the Second fluid path to the operator via fluid 
connection with the Second fluid path; and injecting a fluid 
into a patient. 
0022. The method may further include the step of con 
necting a pressure Sensor in fluid communication with the 
Second fluid path Via a pressure activated isolator that 
isolates the pressure Sensor from pressures in the Second 
fluid path above a Set pressure. 
0023 Still further, the present invention provides a per 
patient disposable Set for use in an injection procedure 
including a fluid path adapted to form a fluid connection 
between a high-pressure connector and the patient, and a 
manual control in fluid connection with the fluid path. The 
manual control includes at least one actuator for controlling 
the powered injector through application of force by an 
operator. The actuator is adapted to provide tactile feedback 
of pressure in the fluid path to the operator via fluid 
connection with the fluid path. The per-patient disposable Set 
further includes a pressure Sensor in fluid connection with 
the fluid path via a pressure activated isolator adapted to 
isolate the pressure Sensor from pressures in the fluid path 
above a Set pressure. 
0024. The manual, for example, handheld controllers of 
the present invention provide a number of advantages 
including, but not limited to the following: tactile feedback 
of actual fluid path pressure via fluid communication with 
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the fluid path, compact size and Small priming Volume, dead 
man Switch capability; ergonomic design for control of both 
contrast and Saline; injection pressure feedback linked to 
variable flow and audible feedback; rigid material construc 
tion; actuator control providing a progressively increasing 
flow rate as the actuator is pushed or depressed through its 
range of motion; and high-pressure injections that are 
greater in preSSure than could be generated or tolerated by an 
operator's hand. 
0025. In another aspect, the present invention provides an 
injection System for use in angiography including a powered 
injector in fluid connection with a Source of injection fluid 
and a pressure Sensor in fluid connection with the powered 
injector via a preSSure activated isolator adapted to isolate 
the pressure Sensor from pressures in the fluid path above a 
Set pressure. The pressure Sensor elevation is independent of 
or independently variable of the position of the remainder of 
the injection System, including the position or elevation of 
the powered injector. 
0026. In a further aspect, the present invention provides 
an angiographic injection System for injecting an injection 
fluid into a patient including a pressurizing device for 
Supplying injection fluid under pressure; a low pressure fluid 
delivery System; and a preSSure isolation mechanism having 
a first port for connection to the pressurizing device, a 
Second port for connection to the patient, and a third port for 
connection to the low pressure fluid delivery system. The 
preSSure isolation mechanism includes a valve having a first 
state and a second state different from the first state. Pref 
erably, the first State and the Second State are mutually 
exclusive of each other. The first state occurs when the 
Second and third ports are connected and the first and third 
ports are connected. The Second State occurs when the first 
and Second ports are connected and the first and third ports 
are disconnected. The valve is normally biased to the first 
State Via, for example, a Spring, and is Switchable to the 
Second State when fluid pressure from the Syringe pump 
reaches a predetermined pressure level. The first and Second 
ports remain connected in the first State and in the Second 
State. 

0027. The system preferably further includes a valve in 
line between the pressurizing device and the first port of the 
preSSure isolation mechanism to control flow of the injection 
fluid. Preferably, the valve is an automated valve. The valve 
is preferably operable to minimize or eliminate the effects of 
compliance of the pressurizing device and related tubing. 
0028. The low pressure delivery system may include a 
Source of Saline or other Suitable flushing medium, a drip 
chamber in fluid connection with the Source of Saline, and a 
detector to Sense the amount of Saline in the Source of Saline. 
The System may further include a Saline control valve and an 
air detector in line between the Saline drip chamber and the 
preSSure isolation mechanism. 
0029. The pressurizing device may be in fluid connection 
with a Source of injection fluid via an injection fluid drip 
chamber. The System may further include a detector to Sense 
the amount of injection fluid in the Source of injection fluid. 
Likewise, the System may also include an injection fluid 
control valve and an air detector in line between the injection 
fluid drip chamber and the pressure isolation mechanism. 
0030. In one embodiment, the system further includes a 
handheld controller to control injection of injection fluid and 
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injection of Saline. The handheld controller may include a 
first control having a first mode to control injection of 
injection fluid in a low preSSure mode, the flow rate of the 
injection corresponding to, for example, being proportional 
to, the distance the first control is depressed. Preferably, the 
low pressure injection is ceased if the first control is released 
while in the first mode. The first control may, for example, 
have a Second mode to control injection of injection fluid in 
a high preSSure mode. The high pressure mode injection is 
preferably ceased if the first control is released while in the 
second mode. The hand controller may further include at 
least a Second control to control injection of Saline. Prefer 
ably, the injection of Saline is ceased if the Second control is 
released during injection of Saline. 

0031. The system preferably further includes a pressure 
transducer in fluid connection with the third port of the 
preSSure isolation mechanism. 

0032. In still a further aspect, the present invention pro 
vides an injection System for use in angiography including 
a Source of Saline, a pump in fluid connection with the Source 
of Saline to pressurize the Saline, a Saline valve in fluid 
connection via a first port thereof with an outlet of the pump, 
a first connector in fluid connection with a Second port of the 
Saline Valve, a Source of contrast, a contrast Valve in fluid 
connection with the Source of contrast via a first port of the 
contrast Valve, a powered injector in fluid connection with a 
Second port of the contrast valve, a Second connector in fluid 
connection with a third port of the contrast valve, and a 
preSSure isolation mechanism. 

0033. The pressure isolation mechanism has a lumen 
having a first port in fluid connection with the Second 
connector and a Second port in fluid connection with a 
patient catheter. The isolation mechanism further has a third 
port in fluid connection with the first connector and with the 
lumen. The pressure isolation mechanism further includes a 
Valve having a first State and a preferably mutually exclusive 
Second State-the first State occurring when the lumen and 
the third port are connected, and the Second State occurring 
when the lumen and the third port are disconnected. The 
valve is preferably normally biased to the first state and is 
Switchable to the second state when fluid pressure from the 
powered injector reaches a predetermined preSSure level. 
The first and second ports of the lumen preferably remain 
connected whether in the first State or in the Second State. 
The System further includes a pressure transducer in fluid 
connection with the third port of the pressure isolation 
mechanism. 

0034. The system may also include a first air or air 
column detector in fluid connection between the Saline valve 
and the first connector and a Second air detector in fluid 
connection between the contrast valve and the Second con 
nectOr. 

0035. The system may also include a first drip chamber in 
fluid connection between the Source of Saline and the pump 
and a detector in operative connection with the first drip 
chamber to Sense the amount of Saline in the Source of Saline. 
Likewise, the System may include a Second drip chamber in 
fluid connection between the Source of contrast and the 
contrast valve and a detector in operative connection with 
the Second drip chamber to Sense the amount of injection 
fluid in the Source of injection fluid. One advantage of a drip 
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chamber is to reduce likelihood of introduction of air into the 
System once the System has been initially purged of air or 
primed. 

0036). In another aspect, the present invention provides a 
preSSure isolation mechanism for use in a medical proce 
dure. The pressure isolation mechanism or pressure isolator 
includes a lumen, an isolation port in fluid connection with 
lumen, and a valve having a first State and a Second State. 
The first State occurs when the lumen and the isolation port 
are connected. The Second State occurs when the lumen and 
the isolation port are disconnected. The lumen remains open 
for flow of fluid therethrough in the first state and in the 
Second State. The valve is normally in the first State and is 
Switchable to the second state when fluid pressure in the 
lumen reaches a predetermined pressure level. The valve 
may, for example, be biased to the first State, for example, 
via a Spring or other mechanism Suitable to apply a biasing 
force as known in the art. A pressure Sensor or transducer can 
be in fluid connection with the isolation port of the preSSure 
isolation mechanism as described previously. 

0037. The valve may be switched between the first state 
and the Second State by the force of the fluid pressure. 
Alternatively, an electromechanical actuator in operative 
connection with a preSSure Sensor may control the State of 
the valve as a function of the fluid pressure. The preSSure 
Sensor may, for example, be a preSSure transducer in fluid 
connection with the isolation port as described previously. 
0038. In general, the pressure isolation mechanism is 
useful in any medical procedure in which is it desirable to 
isolate a fluid pathway or fluid path component from fluid 
flow above a certain fluid pressure. The fluid pathway or 
fluid path component is placed in fluid connection with the 
isolation port of the pressure isolation mechanism. For 
example, a pressure transducer may be placed in connection 
with the isolation port to protect the preSSure transducer 
form damage as a result of exposure to excess fluid pressure. 
0039. In a further aspect, the present invention provides 
a fluid delivery System including a manually operated 
Syringe and a pressure isolation mechanism as described 
above. 

0040. The present invention provides in another aspect a 
method of adding a patient pressure transducer to a fluid path 
used in a medical procedure to deliver fluid to a patient. The 
method includes the Step of placing a lumen of a preSSure 
isolation mechanism as described above in the fluid path Via, 
for example, a first port and a Second port of the lumen. The 
method also includes the Steps of connecting a preSSure 
transducer to the third or isolation port of the preSSure 
isolation mechanism. The method is useful, for example, in 
adding a patient pressure transducer to an angiographic fluid 
delivery System including a manual Syringe. 

0041. The present invention is further directed to a fluid 
path set for use generally in a fluid delivery system. The fluid 
path Set generally includes a first Section generally adapted 
for association with a preSSurizing device Such as a Syringe, 
and a Second Section adapted for removable fluid commu 
nication with the first section. The first section may be a 
multi-patient Section of the fluid path Set, and the Second 
Section may be a single or per-patient Section of the fluid 
path Set and be disposable after use with a single patient. The 
multi-patient Section may be disposable after a preset num 
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ber of uses with the fluid delivery system. Additionally, the 
multi-patient Section may be provided as a Single patent Set 
or Section, disposed of after use with a Single patient or 
injection procedure. Further, it is within the Scope of the 
present invention to provide the first and Second Sections of 
the fluid path Set as multi-use components that may be 
re-sterilized after each use or injection procedure. The first 
Section may be adapted for connection to a Source of fluid to 
be loaded into a pressurizing device. The first Section may 
comprise a multi-position valve adapted to Selectively iso 
late the fluid Source and the Second Section. 

0.042 Another aspect of the present invention is directed 
to a connector for use in a fluid delivery or transfer System 
or arrangement, and generally adapted to reduce the likeli 
hood of contamination at connection points in the fluid path 
Set when changing components in the fluid path Set. The 
connector may be used with the fluid path Set for providing 
removable fluid communication between the first section 
and the Second Section. The connector is configured to 
reduce contamination when connecting one or more typi 
cally disposable Second Sections with a typically multiple 
patient first Section in the fluid path Set. The connector 
generally includes a first connector member and a Second 
connector member, which are generally adapted to remov 
ably connect with one another. The first and Second con 
nector members may be associated with either the first 
Section or the Second Section. Thus, if the first connector 
member is associated with the first Section, the Second 
connector member is associated with the Second Section, and 
Vice versa. The first connector member includes an outer 
housing and a first threaded member disposed in the outer 
housing. The Second connector member includes a Second 
threaded member. The first threaded member and second 
threaded member cooperate to Securely and releasably con 
nect the first member to the second member, when the first 
connector member is connected to the Second connector 
member. The connection of the first connector member with 
the Second connector member generally establishes the 
removable fluid communication between the first section 
and the Second Section, when the connector is used there 
with. The second threaded member is preferably received in 
the Outer housing of the first connector member when the 
first connector member is connected to the Second connector 
member. 

0043. The first threaded member may be recessed within 
the outer housing. The first threaded member may be formed 
as an externally-threaded luer, which may be recessed within 
the Outer housing. The Second member may include a luer 
disposed in the Second threaded member and adapted to 
cooperate with the first threaded member. The luer may be 
recessed within the Second threaded member. 

0044) The first threaded member may be formed as an 
externally-threaded female luer, and the Second member 
may include a male luer disposed in the Second threaded 
member, Such that the male luer cooperates with the female 
luer when the first connector member is connected to the 
Second connector member. One or both of the female luer 
and the male luer may be recessed within the outer housing 
and the Second threaded member, respectively. 

004.5 The first threaded member may be externally 
threaded and the Second threaded member may be inter 
nally-threaded. The Second threaded member may include at 
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least one circumferentially-extending raised Structure on an 
external Surface thereof. The raised Structure may define a 
tortuous path with an inner wall of the Outer housing for 
inhibiting liquid flow between the outer housing and the 
Second threaded member when the first connector member is 
connected to the Second connector member. The raised 
structure may define a chamber with the inner wall of the 
outer housing and the first threaded member when the first 
connector member is connected to the Second connector 
member. 

0046 Protective caps may be associated with the first 
connector member and the Second connector member, 
respectively, prior to connecting the first connector member 
and the Second connector member. The first and Second 
connector members may each include a raised tab adapted to 
cooperate with a corresponding groove defined internally in 
the protective caps, for Securing removable engagement 
between the first and Second connector members and the 
respective protective caps. The protective caps may be 
disposable or reusable items. 
0047. An additional aspect of the present invention is 
directed to a pressure isolation mechanism that may be used, 
for example, with the fluid path Set. For example, the Second 
Section of the fluid path Set may include the preSSure 
isolation mechanism. The pressure isolation mechanism 
generally comprises a lumen, a pressure isolation port, and 
a valve member. The valve member includes a biasing 
portion biasing the valve member to a normally open 
position permitting fluid communication between the lumen 
and the pressure isolation port. The valve member is mov 
able to a closed position when fluid pressure in the lumen 
reaches a predetermined pressure level Sufficient to over 
come the biasing force of the biasing portion of the valve 
member. 

0048. The pressure isolation mechanism may have a 
housing that defines the lumen and the pressure isolation 
port. A preSSure transducer may be associated with the 
preSSure isolation port. The valve member may comprise a 
Seat member and a base portion engaged with the Seat 
member. The biasing portion of the valve member may be a 
generally cone-shaped portion of the Seat member. The 
generally cone-shaped portion preferably has a predeter 
mined Spring force. The piston may include a Seat member 
and a base portion engaged with the Seat member. The base 
portion may be adapted to engage a housing of the preSSure 
isolation mechanism in the closed position of the valve 
member. The Seat member may define an aperture and the 
base portion may be formed with a projection engaged with 
the aperture for connecting the base portion to the Seat 
member. The base portion may be joined to the Seat member 
by mechanical connection therewith or bonded to the Seat 
member, for example with an adhesive. 
0049. The pressure isolation mechanism may have a 
multi-piece housing, Such as a two-piece housing including 
a first portion cooperating with a Second portion. The first 
portion may be in an interference fit engagement with the 
Second portion. The first portion and Second portion may be 
formed to define a tortuous or Shear interface therebetween 
to enhance Strength. 
0050 A still further aspect of the present invention is 
directed to an improved drip chamber that may be used as 
part of the fluid path Set. For example, one or more drip 
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chambers may be used with the first Section, or the Second 
Section. In one embodiment, the first Section includes an 
intervening drip chamber between the primary fluid Source 
and the Syringe. The drip chamber generally comprises a 
projection useful for determining a level of fluid in the drip 
chamber. The projection is preferably raised from the body 
of the drip chamber, and may extend longitudinally or 
laterally along the body of the drip chamber. 
0051. Additionally, the first section may be adapted for 
connection to a Secondary Source of fluid to be delivered to 
a patient, Such as Saline. An intervening drip chamber may 
also be associated with the Secondary fluid Source and the 
first Section. The drip chamber associated with the Secondary 
fluid Source preferably also has a projection for determining 
a level of fluid in the drip chamber, which is also preferably 
raised from the body of the drip chamber. The second section 
may be further adapted for removable fluid communication 
with the first Section, Such that the Secondary fluid Source is 
in fluid communication with the preSSure isolation port. The 
intervening drip chamber associated with the Secondary fluid 
Source may be located between the Secondary fluid Source 
and the pressure isolation port. 
0.052 The present invention is further directed as a 
method of preparing a fluid delivery System for association 
with a patient. The method generally includes providing the 
fluid delivery System including an injector, associating a 
Syringe with the injector, and providing the fluid path Set 
comprising the first Section and the Second Section. The first 
Section may be connected with the Syringe, and the Second 
Section connected to the first Section to provide removable 
fluid communication therebetween. 

0053. The first section may be removably connected to 
the Second Section with the connector described previously. 
The Second Section is generally placed in removable fluid 
communication with the first Section by connecting the first 
connector member and the Second connector member of the 
connector. The Second threaded member of the Second 
connector is received in the Outer housing of the first 
connector member when the first connector member and 
Second connector member are connected. 

0.054 Additionally, the present invention is a method of 
delivering fluid to a patient, generally providing a fluid 
delivery System including an injector, associating a Syringe 
with the injector, and providing the fluid path Set comprising 
the first Section and the Second Section. The first Section may 
be connected with the Syringe, and the Second Section 
connected to the first section to provide removable fluid 
communication therebetween. The Second Section may then 
be connected to the patient and the injector actuated to 
deliver fluid to the patient. When the fluid delivery proce 
dure is complete, the injector may be deactuated to terminate 
delivery of fluid to the patient, and the second section of the 
fluid path Set may be disconnected from the patient. 
0.055 The first section may be removably connected to 
the Second Section with the connector described previously. 
The Second Section is generally placed in removable fluid 
communication with the first Section by connecting the first 
connector member and the Second connector member of the 
connector. The Second threaded member of the Second 
connector is received in the Outer housing of the first 
connector member when the first connector member and 
Second connector member are connected. 
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0056. The method of delivering fluid to the patient may 
further include disconnecting the Second Section from the 
first Section and providing a new Second Section. The new 
Second Section may be connected to the existing first Section 
to provide removable fluid communication therebetween. 
The new Second Section may be connected to the same 
patient or a new patient, and the injector may be actuated to 
deliver fluid to the patient. The present invention is addi 
tionally directed to an injection System including a Source of 
injection fluid, a pump device, and a fluid path Set, Summa 
rized previously, disposed between the Source of injection 
fluid and the pump device. The first and Second Sections of 
the fluid path Set may be connected using one or more of the 
connectors discussed previously. 
0057 The present invention is also an injector system 
that generally includes a Source of injection fluid, a pump 
device, a fluid path Set disposed between the Source of 
injection fluid and the pump device, and a fluid control 
device. The fluid path Set includes a multi-position valve. 
The fluid control device is operatively associated with the 
fluid path Set and includes a valve actuator adapted to 
operate the multi-position valve. The valve actuator is 
adapted to close the multi-position valve to isolate the pump 
device from a patient and Stop flow of the injection fluid to 
the patient at Substantially any pressure or flow rate gener 
ated by the pump device for delivering a sharp bolus of the 
injection fluid to the patient. The valve actuator may be 
further adapted to Selectively place the pump device in fluid 
communication with the Source of injection fluid for Sup 
plying the injection fluid to the pump device. 
0058. The valve actuator may include a position indicator 
indicating a position of the multi-position valve. The valve 
actuator may include a Sensor indicating presence of the 
multi-position Valve in the valve actuator. The valve actuator 
may include a retainer for removably Supporting the multi 
position valve. 
0059. The fluid path set may include a drip chamber and 
the fluid control device may include a fluid level Sensing 
mechanism operatively associated with the drip chamber for 
Sensing the injection fluid level in the drip chamber. An air 
column detector may be operatively associated with the fluid 
path Set. The pump device of the injector System may be a 
powered injector. 

0060 A source of medical fluid may be associated with 
the fluid path Set, and a pump operatively associated with the 
Source of medical fluid for Supplying the medical fluid to the 
patient via the fluid path set. The fluid path set may include 
a drip chamber and the fluid control device may include a 
fluid level Sensing mechanism operatively associated with 
the drip chamber for sensing the medical fluid level in the 
drip chamber. A shut-off valve may be associated with the 
pump for Stopping flow of the medical fluid to the patient. 
The shut-off may be an automated pinch valve. The pump 
may be a peristaltic pump. The fluid control device may 
further include guides for Securing the fluid path Set in 
asSociation with the pump. A hand held control device may 
be associated with the pump device or the fluid control 
device for controlling the flow rate of the injection fluid from 
the pump device. 
0061 The injector system may further include a drip 
chamber having a body with a projection, and a fluid level 
Sensing mechanism. The fluid level Sensing mechanism may 
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include a drip chamber Support for Supporting the drip 
chamber body, and a fluid level sensor associated with the 
drip chamber Support. The drip chamber Support is generally 
adapted to Support the drip chamber body Such that the 
projection is operatively associated with at least one fluid 
level sensor. The fluid level sensor may be an ultrasonic or 
optical fluid level Sensor. The drip chamber Support may be 
adapted to Support the drip chamber body Such that the 
projection is in contact with the fluid level sensor. The 
injector System may further include an indicator light asso 
ciated with the fluid level sensor for illuminating the drip 
chamber. The fluid level Sensing mechanism is adapted to 
cause the indicator light to intermittently operate if a fluid 
level in the drip chamber is at an unsafe level 
0062) The present invention further encompasses an air 
detector assembly for the fluid control device comprising. 
The air detector assembly includes an air column detector 
adapted to detect the presence of air in medical tubing, and 
a retaining device for Securing the medical tubing in opera 
tive association with the air column detector. The retaining 
device generally includes a base adapted for association with 
the air column detector, and a closure member connected to 
the base and adapted to Secure the medical tubing in opera 
tive association with the air column detector. 

0.063. The closure member is generally movable from a 
closed position wherein the closure member Secures the 
medical tubing in operative association with the air column 
detector, to an open position allowing the medical tubing to 
be disasSociated from the air column detector. The closure 
member is preferably biased to the open position and 
Secured in the closed position by a releasable locking 
mechanism. The closure member may be Secured in the 
closed position by a releasable locking mechanism. The 
closure member may be formed of Substantially clear plastic 
material to permit viewing of the medical tubing. 
0064. The present invention is also a fluid control device 
for connecting a pump device to a Source of injection fluid. 
The fluid control device includes a fluid path Set comprising 
a multi-position valve adapted to associate a patient and the 
Source of injection fluid with the pump device, and a valve 
actuator adapted to operate the multi-position valve to 
Selectively isolate the pump device from the patient, and 
place the pump device in fluid communication with the 
Source of injection fluid for Supplying the injection fluid to 
the pump device. 
0065. The present invention is a method of preparing the 
fluid delivery System to deliver an injection fluid to a patient, 
generally including providing a pump device for Supplying 
the injection fluid to the patient under pressure, providing a 
fluid control device, associating a fluid path Set with the fluid 
control device, and connecting the pump device with the 
Source of the injection fluid via the fluid path set. The pump 
device may be a Syringe actuated by a powered injector. 
0.066 The step of associating the fluid path set with the 
fluid control device may include associating a multi-patient 
set or section with the fluid control device and removably 
connecting a per-patient Set or Section with the multi-patient 
Set or Section. The multi-patient Set and per-patient Set may 
be removably connected by at least one connector. The Step 
of associating the multi-patient Set with the fluid control 
device may include associating a multi-position valve asso 
ciated with the multi-patient Set with a valve actuator 
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associated with the fluid control device. The pump device 
may be connected with the Source of the injection fluid via 
the multi-patient Set. 

0067. The method may further include connecting the 
fluid path Set to a Source of medical fluid, associating the 
fluid path Set with a pump adapted to deliver the medical 
fluid to the patient, and actuating the pump to purge air from 
the portion of the fluid path set associated with the source of 
medical fluid. The method may further include connecting 
the fluid path Set to a patient catheter. 

0068 Ahand held control device may be associated with 
the pump device for controlling the pump device as part of 
the method. 

0069. Additionally, the method may include actuating the 
fluid control device to permit fluid communication between 
the pump device and the Source of injection fluid, actuating 
the pump device to draw injection fluid from the Source of 
injection fluid into the pump device, and actuating the pump 
device to purge air from the fluid path Set into the Source of 
injection fluid. The fluid control device and pump device 
may be controlled according to instructions programmed in 
a control unit operatively connected to the fluid control 
device and the pump device. The control device may be a 
graphical interface display. The first Step or act of actuating 
the pump device includes moving a Syringe plunger in a 
proximal direction within the Syringe to draw injection fluid 
into the Syringe from the Source of injection fluid. The 
Second step or act of actuating the pump device may include 
reversing the direction of the Syringe plunger in the Syringe 
to purge air from the fluid path Set. 

0070 The fluid control device may be in the form of a 
Valve actuator adapted to actuate a multi-position valve 
associated with the fluid path set. The method may include 
deactuating the pump device and actuating the fluid control 
device to isolate the pump device from the Source of 
injection fluid. 

0071. In another embodiment, the present invention is a 
method of delivering an injection fluid to a patient, generally 
including providing a fluid delivery System comprising a 
Source of injection fluid, a pump device, and a fluid path Set 
comprising a fluid control device disposed between the 
Source of injection fluid and the pump device; actuating the 
fluid control device to prevent fluid communication between 
the pump device and the Source of injection fluid, and to 
permit fluid communication between the pump device and 
the patient; actuating the pump device to deliver pressurized 
injection fluid to the patient; and monitoring a level of 
injection fluid in a container associated with the fluid path 
Set and in fluid communication with the Source of injection 
fluid. The method may additionally include continuously 
monitoring the fluid path Set for presence of air during the 
delivery of the pressurized injection fluid. 

0072 The method may further include actuating the fluid 
control device to Stop fluid communication between the 
pump device and the patient at Substantially any pressure or 
flow rate generated by the pump device. The pump device 
may be a Syringe or a peristaltic pump. The Step or act of 
actuating the pump device may include moving a Syringe 
plunger in a distal direction within the Syringe to force fluid 
out of the Syringe and into the patient via the fluid path Set. 
The fluid control device may be an automated multi-position 
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valve. The pump device may be actuated by a hand held 
control device operatively connected to the pump device. 
0073. The fluid control device and pump device may be 
controlled according to instructions programmed in a control 
unit operatively connected to the fluid control device and the 
pump device. 
0.074 The method may further include connecting the 
fluid path Set to a Source of medical fluid, and delivering the 
medical fluid to the patient associating with a pump asso 
ciated with the fluid control device. 

0075. The pump device may be a syringe and the method 
may further include actuating the fluid control device to 
permit fluid communication between the Syringe and the 
Source of injection fluid, and refilling the Syringe with 
injection fluid from the source of injection fluid. The method 
may further include actuating the fluid control device to 
close fluid communication between the pump device and the 
Source of injection fluid and to permit fluid communication 
between the pump device and the patient, and actuating the 
pump device to again deliver pressurized injection fluid to 
the patient. The method may include monitoring a level of 
injection fluid in a container associated with the fluid path 
Set and in fluid communication with the Source of injection 
fluid. 

0.076 Furthermore, the pump device may be a syringe, 
and the method may include actuating the fluid control 
device to isolate the Syringe from the Source of injection 
fluid and the patient, and retracting a Syringe plunger in the 
Syringe to reduce fluid preSSure in the Syringe. 
0077. The injector system may also be a mobile injector 
System including a mobile pedestal and a fluid delivery 
SuperStructure detachably connected to the pedestal. The 
fluid path Set operatively connects or associates the pump 
device with the fluid control device. The pedestal may 
include wheels for mobility and brakes for maintaining the 
pedestal in a Static position. The pedestal preferably includes 
a handle for moving the pedestal. A lift assist mechanism or 
device may be included in the pedestal for raising and 
lowering the SuperStructure. A locking device may be used 
to releasably lock the SuperStructure to the pedestal. 
0078. The fluid delivery Superstructure may include an 
interface link adapted to detachably connect the SuperStruc 
ture to the pedestal. The SuperStructure may further include 
a Support column connected to the interface link and Sup 
porting the pump device and fluid control module. The pump 
device may be pivotally connected to the Support column 
and the fluid control device non-pivotally connected to the 
Support column. The Support column may be pivotally 
connected to the interface link. The SuperStructure may also 
include a user display pivotally connected to the interface 
link via a Support arm. The user display may be detachably 
connected to the Support arm. 
0079 The interface link may include a pedestal interface 
for interfacing with the pedestal and a platform interface for 
interfacing with a patient examination platform. The pedes 
tal interface is adapted to detachably connect the interface 
link to the pedestal. A locking device may be used to 
releasably lock the pedestal interface to the pedestal. The 
pedestal interface may be configured as a male insert for 
engaging a receiving opening in the pedestal. The male 
pedestal insert and receiving opening may be correspond 
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ingly tapered to guide entry of the male pedestal insert into 
the receiving opening. The male pedestal insert and the 
receiving opening may be generally D-shaped. 
0080. The platform interface is adapted to detachably 
connect the interface link to a patient examination platform. 
The platform interface may also be configured as a male 
insert for engaging a receiving opening associated with the 
patient examination platform. The male platform insert and 
receiving opening may be correspondingly tapered and/or 
generally D-shaped as described previously in connection 
with the male pedestal insert and corresponding receiving 
opening. 
0081. The male platform insert may be formed as a plate 
shaped member and the corresponding receiving opening 
may be formed as a receiving receSS adapted to receive the 
plate-shaped male platform insert. The plate and receiving 
receSS may be correspondingly tapered to accommodate 
Sliding, typically horizontal, entry of the plate into the 
receiving receSS. 
0082 The patient examination platform may have a rail 
and a rail mount connected to the rail. The platform interface 
is preferably adapted to detachably connect the interface link 
to the rail mount. The rail mount may include a locking 
device for releasably locking the platform interface to the 
rail mount. The platform interface may be in the form of a 
male insert for engaging a receiving opening in the rail 
mount. The male insert and receiving opening may be 
correspondingly tapered and/or generally D-shaped in a 
manner analogous to the male pedestal insert and corre 
sponding receiving opening. The rail mount may be mov 
ably connected to the rail and include a locking device for 
releasably locking the rail mount at a desired location on the 
rail. 

0083. The rail mount includes a main body with an 
elongated receSS for engaging the rail of the patient exami 
nation platform. The main body is adapted to detachably 
Support a Support member of the fluid delivery SuperStruc 
ture, Such as the interface link. The main body defines the 
receiving opening for Supporting the male insert portion of 
the Support member. An additional locking device may be 
used to releasably lock the male insert portion in the 
receiving opening. The receiving opening and the male 
insert portion may be generally D-shaped, and/or corre 
spondingly tapered to guide entry of the male insert portion 
into the receiving opening. An elongated Spacer element or 
member may be provided in the elongated receSS to accom 
modate different sized rails that may be available from 
different manufacturers of patient examination platforms. 
0084. The present invention is further directed to the 
combination of the rail mount and the fluid delivery super 
Structure. The present invention does not intend to limit the 
rail mount to be associated with an examination platform rail 
and could be in the form of a bracket or clamp that is 
attachable to any type of patient examination platform. 
Thus, the present invention should not be limited in Scope to 
a “rail” mount, clamp, or bracket. Likewise, the fluid deliv 
ery SuperStructure is intended to encompass other fluid 
delivery devices or arrangements beyond the arrangement 
including the pump device and fluid control module identi 
fied previously. For example, the fluid delivery SuperStruc 
ture could take the form of an IV pole that is adapted for 
detachable connection to the rail mount. The IV pole may 



US 2005/0230575 A1 

include a base member that is adapted to engage the receiv 
ing opening in the rail mount, and telescoping member 
connected to the base member for adjusting the height of the 
IV pole. The IV pole is just one example of an alternative 
fluid delivery SuperStructure in accordance with the present 
invention. 

0085. The mobile injector system of the present invention 
may be used as part of a method for preparing for a medical 
fluid injection procedure. Such a method may include the 
Steps of providing the injector System comprising the mobile 
pedestal and the fluid delivery SuperStructure detachably 
connected to the mobile pedestal, associating the SuperStruc 
ture with the patient examination platform, and detaching 
the pedestal from the SuperStructure. The method may 
include releasably locking the SuperStructure to the patient 
examination platform. 
0.086 The step of associating the Superstructure with the 
patient examination platform may include connecting the 
platform interface to the patient examination platform. This 
Step may further include inserting the male platform insert 
into the receiving opening to connect the SuperStructure to 
the patient examination platform. The male platform insert 
may be locked in the receiving opening. When the male 
platform insert is provided as a plate-shaped member, the 
method may include sliding the plate-shaped insert into the 
receiving receSS to connect the SuperStructure to the patient 
examination platform. 
0087 As described previously, the patient examination 
platform may include a rail mount defining the receiving 
opening. The Step of associating the SuperStructure with the 
patient examination table may include using the rail mount 
to complete the association. AS final Step in the method, the 
method may include removing the pedestal after the Step of 
detaching the SuperStructure from the pedestal. 
0088. Other details and advantages of the present inven 
tion will become clear when reading the following detailed 
description in conjunction with the accompanying drawings. 

BRIEF DESCRIPTION OF THE DRAWINGS 

0089 FIG. 1 illustrates an embodiment of a known 
manual injector System; 
0090 FIG. 2 illustrates one embodiment of an injection 
System of the present invention; 
0091 FIG. 3 illustrates an embodiment of a pressure 
activated isolator assembly of the present invention; 
0092 FIG. 4 illustrates an embodiment of a handheld 
controller or hand piece of the present invention; 
0093 FIG. 5 illustrates another embodiment of a hand 
held controller of the present invention in which the hand 
held controller is connected to the fluid path via a “T” 
connection; 
0094 FIG. 6A illustrates another embodiment of a hand 
held controller of the present invention including a control 
Switch for pressure feedback in low pressure injection, a 
Switch for high pressure injection, and a Switch for Saline 
injection; 

0.095 FIG. 6B illustrates another embodiment of a hand 
held controller of the present invention, which is wearable 
on a finger of the user; 
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0096 FIG. 7A illustrates a schematic representation of 
another embodiment of an injection System of the present 
invention; 

0097 FIG. 7B illustrates a side view of an embodiment 
of a portion of the injection system of FIG. 7A in which a 
preSSure transducer is in the fluid path; 

0.098 FIG. 7C illustrates a side view of an embodiment 
of a portion of the injection system of FIG. 7A in which a 
preSSure transducer is separated from the fluid path by a 
T-connector and a length of tubing, 

0099 FIG. 7D illustrates a side cross-sectional view of 
an embodiment of a pressure isolation valve of the present 
invention in which the valve is in a first, “open” state; 

0100 FIG. 7E illustrates a side cross-sectional view of 
the pressure isolation valve of FIG. 7D in which the valve 
is in a Second, “closed' State; 

0101 FIG. 7F illustrates a perspective view of the pres 
Sure isolation valve of FIGS. 7D and 7E; 

0102 FIG. 7G illustrates a front view of the injection 
system of FIG. 7A, 

0103 FIG. 7H illustrates a front view of the handheld 
controller of the injection system of FIG. 7A, 
0104 FIG. 8A illustrates an angiographic injection sys 
tem of the present invention including a manual Syringe and 
a pressure isolation mechanism or valve of the present 
invention, in which the pressure isolation mechanism is 
closed to isolate a pressure transducer from the fluid path; 
0105 FIG. 8B illustrates the angiographic injection sys 
tem of FIG. 8A in which the pressure isolation mechanism 
is open to place the pressure transducer in operative com 
munication with the fluid path; 
0106 FIG. 9 is a perspective view of a fluid delivery or 
injection System in accordance with another embodiment of 
the present invention and including generally analogous 
components to the injection system of FIG. 7G; 

0107 FIG. 10 is a side and partially perspective view of 
a fluid path set used with the fluid delivery system of FIG. 
9; 

0.108 FIG. 11 is a perspective view of a drip chamber in 
accordance with the present invention and adapted for use in 
the fluid path of FIG. 10; 

0109 FIG. 12 is a perspective view of another embodi 
ment of the pressure isolation mechanism or valve of the 
present invention and provided in the fluid path set of FIG. 
10; 

0110 FIG. 13 is a cross section view taken along lines 
13-13 in FIG. 12; 

0111 FIG. 14 is an exploded perspective view of the 
pressure isolation mechanism of FIG. 12; 
0112 FIG. 15 is a perspective view of a biasing valve 
member used in the pressure isolation mechanism of FIG. 
12; 

0113 FIG. 16 is a perspective view of a connector in 
accordance with the present invention and adapted for use in 
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the fluid path set of FIG. 10, and showing first and second 
connector members of the connector disconnected from one 
another, 

0114 FIG. 17 is a longitudinal cross sectional view of the 
connector of FIG. 16, showing the first and second connec 
tor members connected together; 
0115 FIG. 18 is a longitudinal cross sectional view of the 

first connector member of the connector of FIGS. 16 and 
17; and 

0116 FIG. 19 is a longitudinal cross sectional view of the 
Second connector member of the connector of FIGS. 16 and 
17 

0117 FIG. 20 is a perspective view of a fluid control 
module or device in accordance with the present invention; 
0118 FIG. 21 is a second perspective view of the fluid 
control module or device shown in FIG. 20; 
0119 FIG. 22 is a longitudinal cross sectional view of a 
valve actuator of the fluid control module or device shown 
in FIGS. 20 and 21; 
0120 FIG. 23 is an exploded perspective view of the 
valve actuator of FIG. 22, 

0121 FIG. 24 is a perspective view of a fluid level 
Sensing mechanism of the fluid control module or device 
shown in FIGS. 20 and 21; 

0.122 FIG. 25 is an exploded perspective view of the 
fluid level sensing mechanism of FIG. 24; 
0123 FIG. 26 is a transverse cross sectional view of the 
fluid level sensing mechanism of FIG. 24; 
0.124 FIG. 27 is an exploded perspective view of a 
peristaltic pump of the fluid control module or device shown 
in FIGS. 20 and 21; 
0.125 FIG. 28 is an exploded perspective view of a pinch 
valve assembly of the fluid control module or device shown 
in FIGS. 20 and 21; 

0.126 FIG. 29 is a perspective view of an air detector 
assembly of the fluid control module or device shown in 
FIGS. 20 and 21; 

0127 FIG. 30 is a longitudinal cross sectional view of 
the air detector assembly of FIG. 29; 
0128 FIG. 31 is an exploded perspective view of the air 
detector assembly of FIGS. 29 and 30; 
0129 FIG.32 is an elevational view of the fluid delivery 
or injection system of FIG. 9 associated with a hospital 
examination table; 

0130 FIG. 33 is a top perspective view of the fluid 
delivery or injection system of FIG. 32; 

0131 FIGS. 34-36 are respective graphical user interface 
displays of a Setup wizard control System used to control the 
fluid delivery or injection System of the present invention 

0132 FIG. 37 is a perspective view of a mobile fluid 
delivery System in accordance with the present invention; 
0133 FIG. 38 is a perspective view of a fluid delivery 
Superstructure of the fluid delivery system of FIG. 37; 
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0.134 FIG. 39 is a perspective view of a mobile pedestal 
of the fluid delivery system of FIG. 37; 
0135 FIG. 40 is a perspective view showing the fluid 
delivery SuperStructure connected to a patient examination 
platform; 
0.136 FIG. 41 is a perspective view showing the fluid 
delivery SuperStructure connected to the patient examination 
platform with a user display of the SuperStructure positioned 
at a different location on the patient examination platform; 
0.137 FIG. 42 is perspective view showing the interface 
between the fluid delivery Superstructure and the mobile 
pedestal; 
0.138 FIG. 43 is a perspective view showing the inter 
face between the fluid delivery SuperStructure and a rail 
mount associated with the patient examination platform; 
0.139 FIG. 44 is a cross sectional view of the interface 
between the fluid delivery superstructure and rail mount 
shown in FIG. 43; 
0140 FIG. 45 is a perspective view of the rail mount 
shown in FIGS. 42 and 43, shown detached from the patient 
examination platform; 
0141) 
FIG. 45: 

FIG. 46 is a plan view of the rail mount shown in 

0.142 FIG. 47 is a perspective view of an alternative 
configuration of the rail mount; 
0.143 FIG. 48 is a perspective view showing an alterna 
tive configuration for the interface between the fluid delivery 
SuperStructure and rail mount; 
014.4 FIG. 49 is a perspective view of the interface 
shown in FIG. 48 with the fluid delivery superstructure 
shown connected to the rail mount; 
0145 FIG. 50 is a perspective view showing the fluid 
delivery Superstructure in the form of an IV pole adapted to 
detachably connect to the rail mount; and 
0146 FIG. 51 is a perspective view showing the IV pole 
shown in FIG. 50 connected to the rail mount. 

DETAILED DESCRIPTION OF THE 
INVENTION 

0147 In one aspect, the present invention provides an 
energy/signal Source to generate fluid preSSure/flow while 
also providing to the user tactile and/or audible feedback of 
the fluid preSSure generated, allowing the user to modulate 
the fluid pressure/flow. The powered injection system of the 
present invention is capable of providing, for example, both 
precise low-flow/low-pressure fluid delivery for powered 
coronary injections and high-flow/high-pressure fluid deliv 
ery for Ventricle injections. 
0.148 FIG. 2 illustrates one embodiment of the present 
invention in which injector system 10 is preferably divided 
into two Sections: a multi-patient Section or Set A and a 
per-patient disposable Section or Set B. Section or Set A and 
Section or Set B are preferably Separated and removably 
coupled into fluid connection by a high-pressure connector 
or by a high-pressure, “aseptic' connector 20 Such as the 
septum connector disclosed in U.S. Pat. No. 6,096,011, 
assigned to the assignee of the present invention, the dis 
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closure of which is incorporated herein by reference. The 
aseptic coupler or connector of U.S. Pat. No. 6,096,011 is 
Suitable for repeated use (coupling and uncoupling) at 
relatively high pressures. ASeptic connector 20 preferably 
maintains a leakproof Seal at high preSSures after many Such 
uses and can, for example, include a Surface that can be 
disinfected (for example, between patients) by wiping with 
a Suitable disinfectant. Another high-pressure aseptic con 
nector Suitable for use in the present invention is disclosed 
in U.S. patent application Ser. No. 09/553,822, filed on Apr. 
21, 2000, assigned to the assignee of the present invention, 
the disclosure of which is incorporated herein by reference. 
0149 Multi-patient set A preferably includes a powered 
injector 30 which is typically an electromechanical drive 
System for generating fluid pressure/flow Via, for example, a 
preSSurizing chamber Such as a Syringe 40 as known in the 
art. Suitable powered injectors and Syringes for use in the 
present invention are disclosed, for example, in PCT Pub 
lication No. WO 97/07841 and U.S. Pat. No. 4,677,980, 
assigned to the assignee of the present invention, the dis 
closures of which are incorporated herein by reference. 

0150. In general, the injector drive is an electromechani 
cal device that creates linear motion acting on a Syringe 
plunger (not shown in FIG. 2) to provide the generation of 
fluid pressure/flow. A source of injection media 60, for 
example, a contrast bottle, is in fluid connection with the 
Syringe Via, for example, an electromechanical valve actua 
tor assembly 50 for controlling and directing fluid flow by 
acting upon preferably disposable valves 52 and 54. Valves 
52 and 54 are preferably multi-position valves that are fluid 
wetted. Valves 52 and 54 can alternatively or additionally be 
manually operated. Contrast bottle or container 60 can be 
prepackaged contrast media, often distributed in a glass or 
plastic container with a rubber Septum for allowing connec 
tions via IV spikes. An interim container or reservoir 70 is 
preferably placed between contrast bottle 60 and electrome 
chanical valve assembly 50 to provide an air gap in the fluid 
path to enable purging of air from the System and to allow 
level detection of contrast source 60 which helps to prevent 
reintroduction of air once purged. Interim reservoir 70 can 
operate in conjunction with a contrast level detection System 
as described in further detail below. A contrast level detector 
80 can, for example, include one or more electrical, optical, 
ultrasound, or mechanical Sensors that detect the presence of 
fluid at a certain level in interim reservoir 70. 

0151. Further protection against injection of air into a 
patient can be provided by variety of mechanisms for 
detection of air in the fluid path or Stream. For example, 
ultraSonic bubble detection can be used to detect the pres 
ence of air in the fluid path. Likewise, backlighting can 
facilitate air bubble detection by the operator. In the back 
lighting method of bubble detection, the injector side of the 
fluid path is illuminated to increase visualization of the fluid 
path, fluid presence and air presence. 

0152. At least one source 90 of another fluid, typically 
Saline or other Suitable medium, can also be provided. 
Additional fluid Sources, Such as therapeutic fluids, can also 
be provided. Additional fluid Sources Such as Saline Supply 
90 are preferably in operative or fluid connection with a 
preSSurizing mechanism Such as a powered injector or a 
peristaltic pump 100. In FIG. 2, peristaltic pump 100 in 
operative connection with the saline source 90 is in fluid 
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connection with the fluid path of injector 30 via electrome 
chanical valve actuator assembly 50. 
0153. A controller unit 200 provides power to injector 30 
and to peristaltic pump 100 in a controlled manner. Con 
troller unit 200 provides communication between the vari 
ouS System components. A graphical user interface display 
210 is preferably provided in connection with controller unit 
200 to display information to the user and to enable the user 
to Set and adjust device parameters. An audible feedback 
Source 220 can be provided, for example, to provide feed 
back to the user of the rate of flow provided by injector 30. 
For example, a Sound can increase in pitch, Volume and/or 
frequency as flow rate is increased. 
0154 Per-patient disposable set B includes fluid wetted 
components of the fluid delivery path. Per-patient disposable 
set B preferably includes a waste port 310, for example 
through which patient blood can be drawn, a preSSure 
measurement port 320, and an interface 330 to a catheter 
340, for example, a connector Such as a Standard luer 
connector. Waste port 310 can, for example, include a 
manually activated or automated valve to allow discharge of 
unwanted fluid and connection of, for example, manually 
operated Syringes. Moreover, a powered aspiration mecha 
nism, for example a peristaltic pump 314 connected via 
tubing to a waste bag 316, can be connected to waste port 
310 via, for example, a Standard connector 312, to aspirate 
fluid from the system as well as to draw blood from the 
patient. Drawing fluid from the System and blood from the 
patient into a waste bag 316 assists in eliminating air from 
the fluid delivery system. 

O155 Pressure port 320 preferably includes a pressure 
activated isolator 350 for pressure transducer isolation as, 
for example, illustrated in FIG. 3. Pressure-activated isola 
tor 350 is a fluid activated assembly that is located in line 
with the injection flow. In the embodiment of FIG. 3, a valve 
352 within the assembly isolates pressure transducer 360 by 
Shutting off during high-pressure injections. A biasing mem 
ber or mechanism such as a spring 354 returns valve 352 to 
its original open position when the injector System is not 
injecting at high pressure, thus opening the fluid path to 
pressure transducer 360. In the embodiment of FIGS. 2 and 
3, pressure-activated isolator 350 transitions to a closed 
position to isolate only pressure transducer 360, which is not 
in fluid connection with contrast Source 60 or Saline Source 
90 other than through pressure-activated isolator 350. Pres 
Sure transducer 360 can, for example, be located near the 
patient to Substantially reduce or remove pressure Signal 
dampening resulting from intervening tubing, fluid and 
System components and thereby improve accuracy as com 
pared to other pressure measurement Systems currently used 
in angiographic procedures. Preferably, pressure transducer 
360 is separated by a minimum, for example by no more 
than approximately three feet, of tubing from the patient/ 
catheter connector. Because of the multi-patient nature of Set 
A, the preSSure transducer assembly and the remainder of 
per-patient disposable Set B are preferably located down 
stream of a double check valve 370 to provide continuous 
measurements. AS Such, a pressure isolation mechanism 
Such as described above is required to isolate preSSure 
transducer 360 from high pressure during power injection. 

0156 The system also includes a manually operated, for 
example, a handheld or hand operated, control 400 that can, 
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for example, generate or process a control Signal that is 
electrical, mechanical, pneumatic, optical, radio frequency, 
audible or any combination thereof to effect control of 
injector 30 and preferably to also effect control of peristaltic 
pump 100. Handheld control 400 also preferably provides 
feedback, for example, tactile, Visual, audible, etc., of the 
injected fluid pressure and flow to the operator. Handheld 
control 400 preferably provides at least one type of feed 
back, for example, tactile feedback. In the embodiments of 
FIGS. 2, 4 and 5, the handheld control or hand piece is in 
operative communication with the fluid flow and allows the 
user to feel the pressure in the fluid path line. Preferably, an 
electrical Switch allows the user to turn on/off and modulate 
the fluid/flow pressure of the system for low-pressure/low 
flow coronary injections only. High-preSSure injection is 
activated, for example, using either display 210 or a sepa 
rate, second control on the handheld control. The handheld 
control thus provides pressure feedback to the user while 
controlling the low-pressure/low-flow coronary injections. 

O157 The handheld controls of the present invention can, 
for example, include a fluid path containment chamber in 
which a movable element is able to travel a pre-determined 
distance. The moveable element is preferably in direct 
contact with the fluid path and is affected by fluid flow and 
preSSure. The movable element incorporates a mechanism to 
process a signal, which can be used to control the fluid 
pressure/flow source remotely. The handheld device is 
capable of being used with a signal processor related to the 
movement of the moveable element as known in the art. 

0158. In one embodiment of the present invention, a 
handheld control device 500 incorporates a moveable piston 
510 slideably disposed within a chamber 520 in a direction 
generally perpendicular to the direction of fluid flow as 
illustrated in FIG. 4. Chamber 520 and piston 510 can be 
directly in the fluid path or can be spaced from the fluid path 
by a length of tubing (see, for example, FIG. 5). Handheld 
device 500 allows moveable piston 510 to be positioned 
under one finger while device 500 is held in the hand. Piston 
510 preferably incorporates a Switch 530, that when com 
pressed, controls the fluid flow generated by an external fluid 
preSSure/flow Source, for example, injector 30. Upon gen 
eration of the pressure, piston 510 is displaced by increased 
preSSure, which is detectable by the operator. Further com 
pression of piston 510 by the operator preferably increases 
the Signal to the fluid flow/pressure generator, resulting in an 
increase in the preSSure/flow and an increased pressure on 
piston 510, which is felt by the operator. Backpressure or 
tubing occlusion causes increased preSSure in the System, 
upward movement of piston 510 and tactile feedback to the 
operator, thereby alerting the operator to potential problems 
in the injection procedure. The System can also provide 
audible and/or visual feedback of the flow rate via, for 
example, user display 210 that is preferably controlled by 
the position of piston 510. 

0159. As illustrated in FIG. 5, a handheld control 500' 
can be connected in a “T550' off of the main line for more 
flexibility. A purge valve 540' can be located at the end of 
handheld control 500' for air elimination during system 
purge. Air can also be purged from the handheld control 500' 
before it is connected to the fluid path. FIG. 5 also illustrates 
a second Switch 560' for initiation of a high pressure 
injection. An additional Switch or Switches can also be 
provided to, for example, control delivery of Saline. 
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0160 FIGS. 6A and 6B illustrate other, ergonomic hand 
held controls. Handheld control 600 of FIG. 6A includes a 
chamber 620 that can be in fluid connection with the 
injection System fluid path as described above. A low 
preSSure control Switch 610 Similar in operation to piston 
510 is slideably disposed within chamber 620 to control 
low-pressure injections of contrast. Chamber 620 can, for 
example, be formed to conform to the hand of the user. A 
Switch 630 to begin a high pressure injection via injector 30 
is provided on handheld control 600. Also, a Switch 640 to 
control delivery of Saline is provided on handheld control 
600. 

0.161 FIG. 6B illustrates an embodiment of a finger 
wearable handheld control 700. In that regard, a finger of the 
user's hand passes through passage 710 in control 700 while 
control 700 is held in the user's hand. A rotating Switch 720 
controls low-pressure injection. A high pressure injection 
Switch 730 and a saline Switch 740 are also provided. 
0162 System 10 (FIG. 2) can also include a manually 
operated foot controller 420 including one or more actuators 
430 in communication with controller 200. Foot controller 
420 can, for example, be used to control flow through system 
10 in conjunction with or independently of handheld con 
troller 400. 

0163 Another embodiment of an injector system 800 is 
illustrated in FIGS. 7A through 7H. In this embodiment, 
referring primarily to FIGS. 7A and 7G, a fluid control 
module 810 is in operative connection with a powered 
injector 830 to which a syringe 840 is connected as 
described above. Syringe 840 is in fluid connection with an 
automated valve 852 of fluid control module 810, which is 
also in fluid connection with a source of contrast 860 via an 
intermediate drip chamber 870 (see FIG. 7A). Drip chamber 
870 preferably includes a fluid level sensing mechanism 
880. A preferably automated valve/stopcock 852 such as 
known in the art is also in fluid connection with a first, inlet 
port of a lumen 954 of a pressure isolation valve 950 (see, 
for example, FIGS. 7D through 7F). Valve 852 prevents 
Saline and/or contaminated fluids from entering Syringe 840 
and enables the operator to stop flow of injection fluid (for 
example, contrast) from Syringe 840 quickly at any pressure 
or flow rate. This ability to substantially immediately stop 
flow of injection fluid at any pressure and flow rate Sub 
Stantially removes the effects of System compliance and 
enables delivery of a “sharp' bolus. An air column detector 
856 can be placed in line between stopcock 852 and pressure 
isolation valve 950. 

0164. Fluid control module 810 further includes a source 
of saline 890 in fluid connection with a peristaltic pump 900 
via an intervening drip chamber 910. Drip chamber 910 
preferably includes a fluid level sensing mechanism 920. 
Peristaltic pump 900 is in fluid connection with a preferably 
automated valve/stopcock 854, which is in fluid connection 
with pressure isolation valve 950. In addition to controlling 
flow of saline, valve 854 prevents contaminated fluids from 
reaching peristaltic pump 900 and saline source 890. An air 
column detector 858 can be placed in line between stopcock 
854 and pressure isolation valve 950. 
0165) A controller 970 and a display 974 (see FIG. 7A) 
are also in operative connection with injector 830 as 
described above. Furthermore, handheld controller 1000 is 
in operative connection with injector 830 and thereby with 
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fluid control module 810. In the embodiment of FIGS. 7A 
through 7C and FIG. 7G, handheld controller 1000 does 
not provide tactile feedback of System pressure to the 
operator. However, a handheld controller providing Such 
tactile feedback (for example, handheld controller 600) can 
readily be used in connection with system 800. Moreover, a 
foot controller as described above can also be provided. 
0166 In general, the preferably per-patient disposable 
portion or set of system 800 is illustrated within dashed lines 
in FIGS. 7A, 7B, and 7C. Two connectors 990a and 990b 
(which are preferably aseptic connectors as described above) 
are used to connect the multi-patient fluid path Set with the 
per-patient fluid path Set. Use of two Separate/parallel fluid 
lines and two Separate connectors to connect the multi 
patient Set with the per-patient disposable Set affords a 
number of benefits over current angiographic injection SyS 
tems including decreased contrast waste and avoidance of 
injecting potentially hazardous amounts of contrast into the 
patient during saline purges. Moreover, system 800 facili 
tates close placement of pressure transducer 980 to the 
patient, improving measurement accuracy as compared to 
currently available Systems. Although handheld controller 
1000 in the embodiments of FIGS. 7A through 7H is not in 
direct connection with the fluid path, it is preferably dispos 
able because of contamination with bodily fluids that typi 
cally occurs from operator handling thereof. 
0167 Lumen 954, via a second, outlet port thereof, of 
pressure isolation valve 950 is preferably in fluid connection 
with an automated or manual valve/stopcock 994, which 
preferably includes a waste port 996 as described above. 
Catheter 1100 is preferably connected via a rotating luer 
connection 998. 

0168 FIG. 7B illustrates a portion of a fluid path set for 
use in system 800 of FIG. 7A in which a pressure transducer 
980 is directly in the saline fluid path. FIG. 7C illustrates a 
fluid path set for use in system 800 of FIG. 7A in which 
pressure transducer 980 is separated from the saline fluid 
path by a “T” connector 982 and a length of tubing 984. In 
the embodiments of FIGS. 7B and 7C, spikes 976a and 
976b are used to connect to contrast Source 860 and Saline 
Source 890, respectively. In general, Standard luer connec 
tions are used to connect most of the components of System 
800. In FIGS. 7B and 7C Several of these luer connections 
are illustrated in a disconnected State. Alternatively, one or 
more of the illustrated connections can, for example, be 
non-luer or bonded connections. 

0169. One embodiment of a pressure isolation valve 950 
is illustrated in FIGS. 7D through 7F. Pressure isolation 
valve 950 includes a housing 952 with a high pressure lumen 
954, through which fluid passes under pressure. Pressure 
isolation valve 950 also includes a port 956 to which 
pressure transducer 980 and saline source 890 are connected. 
A piston 958 acts to isolate pressure transducer 980 once a 
given pressure is reached in lumen 954 of pressure isolation 
valve 950. In an “open” or rest state, as shown in FIG. 7D, 
there is hydraulic or fluid communication between lumen 
954, including catheter 1100 and injector 840 connected 
thereto, and isolation port 956, including pressure transducer 
980 and the saline fluid path connected thereto. 
0170 Preferably, the clearances and apertures within 
pressure isolation valve 950 are sufficiently generous to 
transmit changes in pressure that normally occur during 
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normal heart function quickly, as to not damp or attenuate 
the signal. The pressure effect on piston 958 of the flow of 
injection fluid from Syringe 840 through lumen 954 is 
illustrated with dashed arrows in FIG. 7D while the flow of 
saline through pressure isolation mechanism 950 is illus 
trated with solid arrows. When the pressure within lumen 
954 increases during an injection, piston 958 responds by 
moving to the right in the orientation of FIGS. 7D and 7E, 
compressing a spring 960 until a seal portion 962 at the left 
end of piston 958 contacts a sealing seat 964 as illustrated in 
FIG. 7E. At this point, lumen or port 956 is isolated from 
lumen 954 and any additional increase in pressure acts to 
increase or improve the effectiveness of the seal 962. When 
the pressure within lumen 954 subsides, spring 960 reopens 
pressure isolation valve 950 by pushing piston 958 to the 
left. In one embodiment, fluid does not flow through port 
956. In this embodiment, pressure isolation valve 950 only 
isolates the tubing and devices distal to port 956 from high 
preSSure and does not control flow. 
0171 Pressure isolation valve 950 of the present inven 
tion is Suited for use in any medical fluid path in which it is 
desirable to automatically isolate a pressure Sensitive fluid 
path component, for example, a pressure transducer or other 
fluid path component or fluid pathway from preSSures above 
a certain predetermined pressure. The pressure at which 
pressure isolation valve 950 isolates port 956 from lumen 
954 can be readily and easily adjusted through variation of 
a number of variables as known to those skilled in the art, 
including, for example, various valve dimensions and the 
properties of Spring 960, for example, the force constant 
thereof. Connection of pressure isolation valve 950 into any 
fluid path is quite simple. In that regard, lumen 954 is simply 
placed in the fluid path via connection of ports 954a and 
954b to disconnected or open ends of the fluid path without 
any other change to the fluid path or to preSSure isolation 
valve 950. Standard connections such as luer connections as 
known in the medical arts can be used to connect lumen 954 
to the fluid path. Valve 950 can also be incorporated into or 
embedded within other devices Such as a manifold, a pres 
Sure transducer or a connector. 

0172 In an alternative to mechanical operation of valve 
piston 958 as described above, valve piston 958 can also be 
controlled via an electromechanical mechanism. For 
example, a pressure Sensor Such as pressure Sensor or 
transducer 980 (see, for example, FIG. 7B) can send a signal 
to an actuator, for example, in the operative position of and 
functioning in a similar manner to Spring 960 as known in 
the control art to control the position of valve piston 958 and 
thereby control fluid flow through port 956. 
0173 FIGS. 8A and 8B illustrate use of pressure isola 
tion valve 950 to automatically isolate a pressure transducer 
P from increased pressures in a manual injection System 
such as set forth in FIG. 1. Valve V, used for manual 
isolation of a pressure transducer as described previously, 
can be removed from the fluid path or retained therein. As 
illustrated in FIG. 8A, application of a force F to the syringe 
plunger eXtension causes pressurized fluid to flow from the 
Syringe into the fluid path. The elevated pressure causes 
pressure within lumen 954 to increase. As discussed previ 
ously in connection with FIGS. 7D and 7E, piston 958 
responds by moving to the right in the orientation of FIGS. 
8A and 8B, compressing spring 960 until seal portion 962 
contacts sealing seat 964 as illustrated in FIG. 8A. At this 
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point, port 956 and pressure transducer P are isolated from 
lumen 954 and the remainder of the fluid path. As illustrated 
in FIG. 8B, when the syringe in inactivated, the pressure 
within lumen 954 subsides, and spring 960 reopens pressure 
isolation valve 950 by pushing piston 958 to the left. 
0.174 Incorporation of pressure isolation valve 950 into 
the fluid path of FIGS. 8A and 8B provides a substantial 
improvement compared to the injection system of FIG. 1. 
For example, it is taxing and difficult for a physician or other 
operator using the system of FIG. 1 to operate each of valves 
V, V and V. Operators often either forget to close valve 
V during injections, thereby resulting in damaged pressure 
transducers or fail to reopen the valves post-injection pre 
venting proper or timely patient monitoring. Injection pro 
cedures are greatly facilitated in the system of FIGS. 8A 
and 8B by automation of the isolation of pressure transducer 
Pat elevated preSSures. 
0.175. As discussed above, saline is used occasionally 
during routine catheterization procedures. For example, con 
trols 102.0a or 1020b on handheld control 1000 can send a 
Signal to control the flow of Saline. For patient Safety, it is 
desirable to introduce the Saline close to the proximal end of 
catheter 1000 so the amount of contrast purged ahead of the 
Saline is minimized during a Saline injection. Once again, the 
parallel line configuration of the contrast delivery and Saline 
deliver fluid paths of present invention assist in preventing 
Such undesirable injections. 
0176) Since the required saline flow rates are low and the 
Viscosity of Saline is much lower than the Viscosity of 
contrast, the pressures required to force Saline through 
catheter 1100 are much less than that of contrast. By 
protecting the Saline line from the high pressures required 
for contrast injection, additional System compliance is 
avoided and the Saline line does not need to be made of the 
Same high-pressure line as the contrast. Protection of the 
Saline line from high pressure is accomplished by connect 
ing the saline line to port 956 of pressure isolation valve 950 
to introduce the Saline flow as illustrated with Solid arrows 
in FIG. 7D. In this embodiment, port 956 is normally open, 
permitting the flow of Saline therethrough, when required, as 
well as the monitoring of the patient blood pressure. During 
a high-pressure injection, pressure isolation valve 950 func 
tions as described above and protects pressure transducer 
980 and the low-pressure saline line from the high contrast 
injection preSSures. 

0177. The elevation of catheter 1100 often changes dur 
ing the course of an injection procedure, for example, as the 
patient is raised or lowered. Such changes in elevation of 
catheter 1100 can result in erroneous blood pressure read 
ings by pressure transducer 980. Therefore, pressure trans 
ducer 980 is preferably positioned such that it changes 
elevation with catheter 1100 and is not dependent upon the 
position of the injection System, including the position of 
injector 830. 

0178. In one embodiment illustrated in FIGS. 7G and 
7H, handheld controller 1000 included a plunger or stem 
control 1010 that, when in a first/low pressure mode, is 
depressed by the operator to control the flow of contrast 
from Syringe 840. The farther plunger 1010 is depressed, the 
greater the flow rate Via, for example, a potentiometer Such 
as a linear potentiometer within housing 1020 of controller 
1000. In this embodiment, the operator can use graphical 
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user interface display 974 to change the mode of plunger 
1010 to a second mode in which it causes injector 830 to 
initiate a high preSSure injection as preprogrammed by the 
operator. In this Second/high preSSure mode, the operator 
maintains plunger 1010 in a depressed State to continue the 
injection. Preferably, if plunger 1010 is released, the high 
preSSure injection is terminated Substantially immediately, 
for example, by control of valve 852. Handheld controller 
1000 also includes at least one Switch to control Saline flow 
in system 800. In the embodiment of FIG. 7H, handheld 
controller 1000 includes two Saline Switches 1030a and 
1030b on either side of plunger 1010 for ease of access by 
the operator. In this embodiment, Switches 1030a and 1030b 
include resilient cantilevered members 1032a and 1032b, 
respectively, which are depressed by the operator to deliver 
saline through system 800. Preferably, one of Switches 
1030a or 1030b must be maintained in a depressed state by 
the operator to continue delivery of Saline. If the depressed 
Switch is released, Saline flow is preferably stopped Substan 
tially immediately, for example, via control of valve 854. 

0179. As illustrated in FIG.7G, many of the components 
of system 800 can be supported on a mobile stand 805. 
Injector 830 is preferably rotatable about stand 805 as 
indicated by the arrow of FIG. 7G. In one embodiment of 
system 800 of FIGS. 7G and 7H: stopcocks were obtained 
from Medical ASSociates Network, Inc., a distributor for 
Elcam Plastic, under product number 565302; spikes were 
obtained from Qosina under product numbers 23202 and 
23207, tubing was obtained from Merit Medical under 
product numbers DCT-100 and DCT-148; connectors were 
obtained from Merit Medical under product number 
102101003, a rotating hub was obtained from Medical 
ASSociates Network, Inc., a distributor for Elcam Plastic, 
under product number 565310; a peristaltic pump from 
Watson-Marlow was obtained having a product number of 
133.4451.THF, and fluid level sensor from Omron were 
obtained under product number EESPX613. 

0180. The following describes a typical use scenario of 
injection Systems of the present invention and assumes that 
all fluid path components are assembled/connected and 
located in their proper position, including contrast and Saline 
containers. 

0181 Typically, the first step in an injection procedure is 
replacing air in the fluid path with fluid. By operator 
initiation and machine control, the powered injector causes 
the Syringe plunger to move rearward toward the powered 
injector, thereby creating a negative pressure at the connec 
tion point to a control valve in proximity to the contrast 
interim container. The control valve is positioned to allow 
fluid flow from the contrast bottle, into the interim container 
and into the Syringe. Upon drawing a predetermined amount 
of contrast into the Syringe, the injector drive preferably 
reverses direction creating a positive pressure and fluid 
movement in the direction of the contrast container or the 
catheter, which is not connected to a patient, to drive any 
entrapped air out of the fluid path into an “air gap' estab 
lished in the interim container or through the catheter. Air is 
further preferably initially purged from the System during 
Start-up by, for example, distributing a fluid Such as Saline 
through the fluid path, Sometimes referred to as “priming”. 
The System is preferably maintained air-free during an 
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injection procedure. Priming is preferably done once per 
patient or once per multi-patient, depending on disposable 
fluid path configuration. 

0182. The system can include, for example, “contrast 
low” level (need for refill) and “stop filling” limit sensors on 
the interim reservoir as described above to help ensure that 
air is not aspirated into the contrast Syringe during a fill 
cycle. An ultraSonic air column Sensor or Sensors and/or 
other types of Sensors can also be included downstream of 
the injector to detect air gaps within the line as a Secondary 
Safety Sensor. 

0183 By operator initiation and machine control, a sec 
ond fluid pump connected to a bulk Source of Saline, 
typically a prefilled bag, provides fluid flow in the direction 
of patient catheter. Enough Saline is preferably pumped 
throughout disposable Set to achieve elimination of all 
Visible air during priming. Using the Saline priming feature, 
a handheld controller that is in fluid connection with the fluid 
path to provide tactile feedback as described previously can, 
for example, be purged of air by opening an integral bleed 
Valve. After priming is complete the bleed valve is closed. 
0184. Once the system is properly set up and primed, it 
can be connected to the patient via the catheter. The System 
preferably has a range of parameters for flow, pressure, 
variable flow, alarms and performance limits as known in the 
art. 

0185. To deliver contrast at low flow and low pressure, 
for example, to the coronary arteries, depressing a first 
button, piston or other controller on the handheld controller 
initiates flow of contrast and in Some embodiments provides 
feedback, for example, tactile and/or audible feedback. 
Further depressing the button on the hand controller pref 
erably increases the flow rate of contrast. If at any time the 
button is released, the fluid flow preferably stops and any 
feedback ends. This “dead-man' operability can be pro 
Vided, for example, by biasing, for example Spring loading, 
the first control or actuator toward the off position. The 
minimum and maximum flow are preferably established by 
the parameterS Set using a graphical user interface on the 
display. 

0186 To deliver contrast at high flow and high pressure, 
for example, to the left ventricle, a separate Switch or Second 
actuator/controller on the hand control is preferably 
depressed. Alternatively, a Second mode of the first actuator/ 
controller can be entered to control high pressure flow. In 
embodiments in which the handheld control provides tactile 
feedback during low-pressure injection, preferably no Such 
tactile feedback is provided during high preSSure flow. 
However, other feedback Such as an audible tone feedback 
different than any audible tone provided during the low 
preSSure mode can be provided. The high-pressure/high 
flow function is preferably first input/Selected from the 
parameters input/set using the graphical user interface on the 
display. The high-flow and high-pressure injection is pref 
erably preprogrammed and the flow cannot be varied. AS 
discussed above, any direct, tactile feedback is preferably 
eliminated, as the pressure is often over 1000 psi. If at any 
time the Second button is released, the injection preferably 
Stops. 

0187 To deliver saline, a second or third switch, con 
troller or actuator on the hand controller is preferably 
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Selected, causing Saline flow at a pre-Selected flow rate. 
Alternatively, a Single controller or actuator having three 
different control modes can be used. As with the other 
actuators or actuator modes on the handheld controller, if at 
any time the third button is released, the saline flow pref 
erably stops. 

0188 A pressure sensor is preferably connected to a 
preSSure isolation Valve as described above. Patient preSSure 
monitoring can be determined at any time except when an 
injection of fluid exceeds the pressure Set by the preSSure 
isolation valve. 

0189 A multi-patient set can be designed so that at least 
Some portions thereof can safely be reused for multiple 
patients. In Such a design, for example, the Syringe and 
interface to contrast/saline components, disposable valves 
and related tubing, and a multi-use high-pressure, aseptic 
connector can preferably be reused for multiple patients. 
0.190 Handheld controllers, whether or not in fluid con 
nection with the fluid path, and related tubing and check 
Valves are preferably replaced for each patient. Likewise, 
any waste port, pressure port, and the interface to catheter 
are preferably replaced for each patient. ASeptic connectors 
of a multi-patient Set can, for example, be wiped clean 
before connecting a disposable Set for each new patient. 
Reusable or multi-patient sets preferably have a limited 
numbers of reuses and preferably are not used for longer 
than a Set period of time, for example, an 8-hour period. 
0191 Another embodiment of a fluid injector or delivery 
system 1200 is illustrated generally in FIG. 9. In this 
embodiment, an injector 1300 is operatively associated with 
a fluid control module 1400. The details of the injector 1300 
are set forth in co-pending U.S. application Ser. No. 10/326, 
582, filed on Dec. 20, 2002, entitled FRONT LOAD PRES 
SURE JACKET, SYSTEM WITH SYRINGE HOLDER 
AND LIGHTILLUMINATION, and co-pending U.S. patent 
application Ser. No. 10/818,477, filed Apr. 5, 2004 entitled 
FLUID INJECTION APPARATUS WITH FRONT LOAD 
PRESSURE JACKET, LIGHT ILLUMINATION, AND 
SYRINGE SENSING, which are each incorporated herein 
by reference in their entirety. The injector 1300 is adapted to 
Support and actuate a Syringe, as described in the foregoing 
applications. The fluid control module 1400 is associated 
with the injector 1300 for controlling fluid flows delivered 
by the injector 1300. The fluid control module 1400 is 
generally adapted to support and control a fluid path set 1700 
used to connect a syringe associated with the injector 1300 
to a catheter (not shown) to be associated with a patient. 
0192 The fluid delivery system 1200 further includes a 
support assembly 1600 adapted to support the injector 1300 
and the fluid control module 1400, as discussed further 
herein. The support assembly 1600 may be configured as a 
movable platform or base so that the fluid delivery system 
1200 is generally transportable, or for connection to a 
Standard hospital bed or examination table on which a 
patient will be located during an injection procedure. Addi 
tionally, the fluid delivery system 1200 preferably further 
includes a user-input control section or device 1800 for 
interfacing with computer hardware/software (i.e., elec 
tronic memory) of the fluid control module 1400 and/or the 
injector 1300. While the details of the fluid control module 
1400 are set forth in detail hereinafter, the fluid control 
module 1400 generally includes a housing 1402, a valve 
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actuator 1404 for controlling a fluid control valve, a fluid 
level sensing mechanism 1406, a peristaltic pump 1408, an 
automatic shut-off or pinch valve 1410, and an air detector 
assembly 1412. The details of the control section 1800 are 
also set forth hereinafter in this disclosure. 

0193 As indicated, the fluid control module 1400 is 
generally adapted to Support and control the fluid path Set 
1700 used to connect a syringe associated with the injector 
1300 to a catheter (not shown). Referring now to FIGS. 9 
and 10, the fluid path set 1700 is shown in greater detail in 
FIG. 10. The fluid path set 1700 may be considered to 
include a syringe 1702 that is to be associated with the 
injector 1300. The fluid path set 1700 is generally used to 
associate the syringe 1702 with a first or primary source of 
injection fluid 1704, also referred to herein as a primary fluid 
container, which will be loaded into the syringe 1702 for an 
injection procedure. The primary fluid container 1704 may 
be contrast media in the case of an angiographic procedure, 
as an example. The fluid path set 1700 is further adapted to 
associate the fluid control module 1400 with a secondary or 
additional Source of fluid 1706, also referred to herein as a 
Secondary fluid container, to be Supplied or delivered to the 
patient via the catheter. In a typical angiographic procedure, 
Saline is used as a Secondary flushing fluid which is Supplied 
to the patient between injections of contrast media. 
0194 In a general injection procedure involving the fluid 
delivery system 1200, the injector 1300 is filled with fluid 
from the primary fluid container 1704 and delivers the fluid 
via the fluid path set 1700 to the catheter and, ultimately, the 
patient. The fluid control module 1400 generally controls or 
manages the delivery of the injection through a valve 
associated with the fluid path set 1700, which is controlled 
or actuated by the valve actuator 1404 on the fluid control 
module 1400. The fluid control module 1400 is further 
adapted to deliver the fluid from the secondary fluid con 
tainer 1706 under pressure via the peristaltic pump 1408 on 
the fluid control module 1400. 

0195 The fluid path set 1700, as illustrated in FIG. 10, 
generally comprises a first Section or Set 1710 and a Second 
section or set 1720. The first section 1710 is generally 
adapted to connect the syringe 1702 to the primary fluid 
container 1704, and to connect the second section 1720 to 
the secondary fluid container 1706. The first section 1710 is 
preferably multi-patient Section or Set disposed after a preset 
number of injection procedures are accomplished with the 
fluid delivery system 1200. Thus, the first section 1710 may 
be used for a preset number of injection procedures involv 
ing one or more with patients and may then be discarded. 
Optionally, the first section 1710 may be adapted to be 
re-sterilized for reuse. The first section 1710 is preferably 
provided as a Sterile Set, preferably in a Sterile package. The 
Second Section 1720 is a per-patient Section or Set, which is 
preferably disposed of after each injection procedure involv 
ing the fluid delivery system 1200. The fluid path set 1700 
is generally similar to the fluid path set illustrated in FIG. 
7B, discussed previously, but includes the structures dis 
cussed hereinafter. The first section 1710 and second section 
1720 are placed in fluid communication by one or more 
connectors 1708, the details of which are also set forth 
hereinafter. 

0196) The first section 1710 includes a multi-position 
valve 1712, for example a 3-position stopcock valve, which 
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is adapted to be automatically controlled or actuated by the 
valve actuator 1404 on the fluid control module 1400. The 
multi-position valve 1712 is adapted to selectively isolate 
the syringe 1702, the primary fluid container 1704, and the 
second section 1720 to selectively allow the injector 1300 to 
fill the syringe 1702 with fluid from the primary fluid 
container 1704, deliver the fluid loaded into the syringe 1702 
to the second section 1720, or isolate the syringe 1702 from 
the primary fluid container 1704 and the second section 
1720. The multi-position valve 1712 is connected to the 
syringe 1702 by a luer connection 1714, which may be a 
Standard luer connection known in the art. 

0197) The first section 1710 further includes intervening 
drip chambers 1716 associated with the primary fluid con 
tainer 1704 and the secondary fluid container 1706. The drip 
chambers 1716 are adapted to be associated with primary 
and secondary fluid containers 1704, 1706 with conven 
tional spike members 1717. The fluid level sensing mecha 
nism 1406 on the fluid control module 1400 is used to sense 
fluid levels in the drip chambers 1716 when the fluid path set 
1700 is associated with the injector 1300 and the fluid 
control module 1400. Generally, operation of the fluid 
delivery system 1200 includes filling, loading, or “priming” 
the syringe 1402 with fluid from the primary fluid container 
1704, which passes to the syringe 1402 via the drip chamber 
1716 associated with the primary fluid container 1704. 
Similarly, during operation of the fluid delivery System 
1200, fluid such as saline, from the secondary fluid container 
1706 is supplied to the second section 1720 via the drip 
chamber 1716 associated with the secondary fluid container 
1706. The drip chambers 1716 are generally adapted to 
permit fluid level sensors associated with the fluid level 
sensing mechanism 1406 to detect the level of fluid in the 
drip chambers 1716, for example by using optical or ultra 
Sonic methods. Respective output lines 1718 made, for 
example, of conventional low pressure medical tubing, are 
associated with the drip chambers 1716 for connecting the 
drip chambers 1716 to the multi-position valve 1712 and the 
second section 1720. The outlet of the multi-position valve 
1712 is connected to an output line 1719, which is used to 
connect the multi-position valve 1712 and syringe 1702 to 
the second section 1720. Due to the high injection pressures 
typically generated by the injector 1300 during an injection 
procedure Such as angiography, the output line 1719 is 
preferably constructed of high pressure medical tubing. An 
inlet to the multi-position valve 1712 is connected via an 
inlet line 1721 to the syringe 1702, and is preferably also 
constructed of high pressure medical tubing. 

0198 The second section 1720 generally includes a pres 
sure isolation mechanism or valve 1722. The pressure iso 
lation mechanism 1722 is connected by respective input 
lines 1724, 1726 and the connectors 1708 to the first section 
1710. The first input line 1724 is preferably formed of 
conventional medical tubing and connects the pressure iso 
lation mechanism 1722 with the drip chamber 1716 associ 
ated with the secondary fluid container 1706. The second 
input line 1726 is preferably formed of high pressure medi 
cal tubing and connects the preSSure isolation mechanism 
1722 with the output line 1719 connected to the multi 
position valve 1712 and, ultimately, the syringe 1702 and 
primary fluid container 1704. The tubing used for the second 
input line 1726 is preferably high pressure medical tubing. 
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0199 An output line 1728 is associated with the pressure 
isolation mechanism 1722 for connecting the pressure iso 
lation mechanism 1722 with the catheter. A second multi 
position valve 1730, for example in the form of a stopcock 
valve, may be provided in the output line 1728, as a shut-off 
feature. As shown in FIG. 10, the multi-position valve 1730 
may be provided as a simple shut-off Valve to isolate the 
catheter from the first section 1710 of the fluid path set 1700. 
The output line 1728 may further include a catheter con 
nection 1732 for associating the fluid path set 1700 with a 
catheter to be used in a fluid injection procedure involving 
the fluid delivery system 1200. 

0200 Referring briefly to FIG. 11, one of the drip 
chambers 1716 used in the fluid path set 1700 is shown in 
enlarged detail. The drip chamber 1716 shown in FIG. 11 
generally has an elongated body 1734 with a top end 1736 
and a bottom end 1738. The body 1734 is formed with a 
projection 1740, which generally extends longitudinally, 
laterally along the body 1740, or in any configuration on the 
body 1734 of the drip chamber 1716, and may even be in the 
form of a handle with an opening Such as those found on 
plastic bottles. The projection 1740 is generally provided to 
interact with the fluid level sensing mechanism 1406 on the 
fluid control module 1400, and may be referred to as a 
“back' window because the projection 1740 will generally 
face the fluid level Sensors in the fluid level Sensing mecha 
nism 1406 when the drip chamber 1716 is associated with 
the fluid level sensing mechanism 1406. 
0201 The body 1734 is preferably formed of a plastic 
material and, more particularly, a resiliently deformable 
medical-grade plastic material to allow in-place “priming” 
of the drip chamber 1716, when the drip chamber 1716 is 
associated with the fluid level sensing mechanism 1406. The 
fluid level Sensing mechanism 1406 is generally adapted to 
Support and Secure the drip chambers 1716, as shown in 
FIG. 9. The projection 1740 further permits the drip cham 
ber 1716 to be primed in place in the fluid level sensing 
mechanism 1406. The plastic material comprising the body 
1734 may be substantially clear or slightly opaque, but the 
projection 1740 is preferably clear to allow an optical fluid 
level sensor in the fluid level sensing mechanism 1406 to 
detect the fluid level in the drip chamber 1716. The projec 
tion 1740 is preferably raised from the body 1734 of the drip 
chamber 1716 to allow priming of the drip chamber 1716. 
Generally, the body 1734 of the drip chamber 1716 is 
Sufficiently clear to allow light transmission from lighting 
associated with the fluid level sensing mechanism 1406. The 
body 1734 of the drip chamber 1716 will generally act as a 
light conduit or “light pipe” that will illuminate the fluid 
flow path in the medical tubing forming the output lines 
1718 associated with the drip chambers 1716 connected to 
the primary and second fluid containers 1704, 1706. 

0202) Referring to FIGS. 12-15, the pressure isolation 
mechanism 1722 is shown in greater detail. The pressure 
isolation mechanism 1722 includes a housing 1742. The 
housing 1742 may be a unitary housing or, preferably, a 
multi-piece housing as shown in FIG. 13. Preferably, the 
housing 1742 is a two-piece housing including a first portion 
1744 and a second portion 1746, which are adapted to 
connect together to form the housing 1742. The first and 
second portions 1744, 1746 are preferably formed for inter 
ference engagement with each other. 
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0203 The interference engagement is formed by engage 
ment of a depending annular flange 1748 formed on the first 
portion 1744 of the housing 1742 with a corresponding 
receSS or groove 1749, for example, a circular receSS or 
groove, formed or defined in the second portion 1746 of the 
housing 1742. The recess 1749 is purposely made slightly 
Smaller in width than the thickness of the annular flange 
1748, so that when the first and second portions 1744, 1746 
of the housing 1742 are joined together there is interference 
engagement between the annular flange 1748 and the receSS 
1749. The second portion 1746 of the housing 1742 may 
include a raised annular flange 1750 that engages or coop 
erates with a corresponding receSS or groove 1751 defined in 
the first portion 1744. The raised annular flange 1750 may 
engage with the recess 1751 in a similar friction fit manner 
as the annular flange 1748 and recess 1749 discussed 
previously. The combination of the annular flanges 1748, 
1750 and recesses 1749, 1751 generally define a shear 
interface 1752 between the first and second portions 1744, 
1746 of the housing 1742, which increases their assembly 
Strength. An adhesive or ultraSonic Weld may be used along 
the shear interface 1752 to secure the first and second 
portions 1744, 1746 together. The connection between the 
flanges 1748, 1750 and the recesses 1749, 1751 generally 
define a tortuous path along this connection line. 
0204 The first portion 1744 of the housing 1742 defines 
a primary or high pressure lumen 1754, which forms a high 
preSSure side of the pressure isolation mechanism 1722. An 
inlet 1755 to the high pressure or primary lumen 1754 is in 
fluid communication with the second input line 1726, which 
is the high pressure line connecting the pressure isolation 
mechanism 1722 with the output line 1719 associated with 
the multi-position valve 1712 and, ultimately, the syringe 
1702 and the primary fluid container 1704. An outlet 1756 
of the primary lumen 1754 is connected to the second 
multi-position valve 1730, which may be provided in the 
output line 1728 as discussed previously. 
0205 The second portion 1746 of the housing 1740 
defines a secondary or low pressure lumen 1758, which 
generally forms a low preSSure side of the pressure isolation 
mechanism 1722. The secondary lumen 1758 has an inlet 
1759 that is in fluid communication with the first input line 
1724, which is the low pressure line that connects the 
preSSure isolation mechanism 1722 to the Secondary fluid 
container 1706 via the peristaltic pump 1408 on the fluid 
control module 1400 and drip chamber 1716. The second 
portion 1746 of the housing 1742 includes a vent hole 1760 
provided for proper operation of the pressure isolation 
mechanism 1722. The second portion 1746 of the housing 
1742 further includes a pressure isolation port 1761 to which 
a pressure transducer (See FIGS. 7B through 7F) may be 
connected. The Structure forming the pressure isolation port 
1761 may terminate in a luer connector for connecting a 
preSSure transducer to the pressure isolation port 1761. 
0206. The first and second portions 1744, 1746 of the 
housing 1742 may define an internal chamber 1762, gener 
ally in fluid communication with the primary lumen 1754 
and the secondary lumen 1758. The first portion 1744 of the 
housing 1742 may include a depending retaining member 
1763 extending into the internal chamber 1762. An internal 
valve member 1764 is located in the internal chamber 1762 
and is used to isolate the pressure isolation port 1761 when 
the preSSure isolation mechanism 1722 is associated with the 
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Syringe 1702, (i.e., in fluid communication with an operating 
syringe 1702). The valve member 1764 is generally engaged 
by the retaining member 1763 depending or extending from 
the first portion 1744 of the housing 1742 to maintain a 
preload of the valve member 1764. The valve member 1764 
is generally adapted to bias the pressure isolation mecha 
nism 1722 to a normally open position, wherein the primary 
lumen 1754 is in fluid communication with the secondary 
lumen 1758 and the pressure isolation port 1761 through the 
internal chamber 1762. The valve member 1764 is generally 
further adapted to isolate the pressure isolation port 1761 
once fluid pressure in the primary lumen 1754 reaches a 
preset pressure, as described further herein. 
0207. The valve member 1764 is preferably a two-piece 
Structure comprising a Seat member 1766 and a base portion 
1767. The seat member 1766 is generally adapted to seat 
against a seal ring 1768 formed on the second portion 1746 
of the housing 1742 in the closed position of the valve 
member 1764, thereby isolating the primary lumen 1754 
from the secondary lumen 1758 and the pressure isolation 
port 1761. The seat member 1766 includes an integral 
biasing portion 1770. The biasing portion 1770 is a generally 
conical shaped portion of the seat member 1766 that is 
hollow and preferably has a pre-established or preset Spring 
force tension. The base portion 1767 is generally engaged by 
the retaining member 1763 depending or extending from the 
first portion 1744 of the housing 1742 to maintain a preload 
of the conical shaped biasing portion 1770 and form a seal 
with the body of the Second portion 1746 of the housing 
1742, thereby preventing fluid from leaking or exiting via 
the vent hole 1760. The vent hole 1760 allows for proper 
operation of the valve member 1764 by allowing air to vent 
from the conical shaped biasing portion 1770 during opera 
tion of the valve member 1764. When the pressure within 
primary lumen 1754 increases during an injection proce 
dure, the biasing portion 1770 of the seat member 1764 
responds by deforming within the internal chamber 1762 
until the seat member 1766 of the valve member 1764 seats 
against the seal ring 1768 formed on the second portion 1746 
of the housing 1742. Once the seat member 1766 seats 
against the seal ring 1768, the valve member 1764 is in a 
closed position. The pre-established or preset Spring force 
tension is preferably Selected to prevent damage to the 
preSSure transducer, Saline line, or other preSSure Sensitive 
devices typically connected to the pressure isolation port 
1761 and may be pre-selected such that the valve member 
1764 is in the closed position when the fluid pressure in the 
primary lumen 1754 is less than 70 psi. In the closed position 
of the valve member 1764, the primary lumen 1754 is 
isolated from the secondary lumen 1758 and the pressure 
isolation port 1761. 
0208 AS FIG. 14 shows, the seat member 1766 may 
define an opening 1772 for receiving a tab or projection 
1773 on the base portion 1767 for connecting the base 
portion 1767 to the seat member 1766. The seat member 
1766 and base portion 1767 may be secured together by 
mechanical devices (i.e., fasteners), adhesively secured 
together, or bonded together when the valve member 1764 
is formed. For example, the seat member 1766 and the base 
portion 1767 may be formed of different polymeric materials 
that will adhere to one another, for example, when elevated 
heat or pressure are applied. For example, the Seat member 
1766 may be made of a thermoplastic elastomer and the base 
portion 1767 formed of a polypropylene that will adhere to 
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the thermoplastic elastomer when the seat member 1766 and 
the base portion 1767 are molded together. 
0209 FIGS. 16-19 illustrate the reduced or anti-contami 
nation connector 1708 used to connect the first section 1710 
and second section 1720 in the fluid path set 1700 shown in 
FIG. 10 in greater detail. As shown in FIG. 10 discussed 
previously, one connector 1708 connects the high pressure, 
Second input line 1726 associated with the pressure isolation 
mechanism 1722 with the high pressure output line 1719 
from the multi-position valve 1712 associated with control 
ling fluid flow from the syringe 1702. A second connector 
1708 connects the low pressure, first input line 1724 asso 
ciated with the pressure isolation mechanism 1722 to the 
output line 1718 associated with the drip chamber 1716 
connected to the secondary fluid container 1706. 
0210. The connector 1708 generally includes a first con 
nector member 1774 that is adapted for removable connec 
tion to a second connector member 1776. The first and 
second connector members 1774, 1776 are designed or 
Structured to reduce the possibility of contaminating the 
internal elements of the first and Second connector members 
1774, 1776 when they are handled by a user of the connector 
1708. The first and second connector members 1774, 1776 
are preferably unitary Structures that are integrally formed 
from plastic material, Such as a medical-grade plastic mate 
rial capable of resisting pressures generated during injection 
procedures Such as angiography. The first and Second con 
nector members 1774, 1776 are preferably formed with 
external wings 1775 for grasping by a user of the connector 
1708 while manipulating the first and second connector 
members 1774, 1776, particularly when connecting the first 
and second connector members 1774, 1776 together. As 
discussed herein, the first and Second connector members 
1774, 1776 preferably include structures that provide a 
removable threaded engagement between the first and Sec 
ond threaded members 1774, 1776. The wings 1775 gener 
ally provide the mechanical advantage necessary to tighten 
the preferred threaded engagement between the first and 
Second connector members 1774, 1776. The first connector 
member 1774 defines a central lumen 1777 that extends 
entirely through the first connector member 1774. Likewise, 
the second connector member 1776 defines a central lumen 
1778 extending entirely through the second connector mem 
ber 1776, so that when the first and second connector 
members 1774, 1776 are connected, fluid communication is 
established therebetween via lumens 1777, 1778. 

0211 The first connector member 1774 includes an outer 
housing 1780. The outer housing 1780 is generally a cylin 
drical shaped hollow Structure and may have a Smooth or 
textured outer Surface 1781. The first connector member 
1774 further includes a first threaded member 1782 located 
within the outer housing 1780. The first threaded member 
1782 may be coaxially located within the outer housing 
1780. As shown in FIG. 17, the lumen 1777 in the first 
connector member 1774 extends through the first threaded 
member 1782. The first threaded member 1782 is preferably 
externally threaded and may be in the form of an externally 
threaded female luer fitting. The first threaded member 1782 
is recessed within the outer housing 1780 by a recessed 
distance R, as shown in FIG. 18. The recessed distance R 
is preferably Sufficient to prevent contact with the end or tip 
of the first threaded member 1782 when a person touches the 
end or tip of the first connector member 1774. The recessed 
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distance R thereby reduces the possibility of contaminating 
the first threaded member 1774, when the first connector 
member 1774 is manipulated by a user of the connector 
1708. In particular, the recessed distance R is of Sufficient 
distance that human skin on a perSon's finger or thumb will 
not penetrate to the depth of the first threaded member 1782 
and come into contact with the end or tip of the first threaded 
member 1782. 

0212. The second connector member 1776 includes a 
second threaded member 1784, which generally forms the 
connecting portion or structure of the Second connector 
member 1776. The second threaded member 1784 is pref 
erably internally threaded to receive the externally threaded 
first threaded member 1782 for connecting the first and 
second connector members 1774, 1776 together in remov 
able engagement. The first threaded member 1782 may be in 
the form of an externally-threaded female luer. The second 
connector member 1776 further includes a luer fitting 1786 
located in the second threaded member 1784. The luer fitting 
1786 is preferably in the form of a male luer adapted to 
cooperate with the first threaded member 1782 when the first 
connector member 1774 is connected to the second connec 
tor member 1776. The luer fitting 1786 is preferably coaxi 
ally disposed in the second threaded member 1784. The 
lumen 1778 in the second connector member 1776 extends 
entirely through the luer fitting 1786. The luer fitting 1786 
is recessed within the second threaded member 1784 by a 
recessed distance R, in a similar manner to how the first 
threaded member 1782 is recessed within the outer housing 
1780. The Second threaded member 1784 further includes 
one or more circumferentially-extended raised Structures 
1788, such as rings, on an outer surface 1789 thereof. 
0213 FIG. 17 shows the connection between the first and 
second connector members 1774, 1776 forming the connec 
tor 1708. In the connected arrangement of the first and 
Second connector members 1774, 1776, the first threaded 
member 1774 is secured to the second connector member 
1776 by removable threaded engagement between the exter 
nally threaded first threaded member 1782 and the internally 
threaded second threaded member 1784. The luer fitting 
1786 recessed within the second threaded member 1784 
cooperates with the first threaded member 1782 to provide 
fluid communication between the first and Second connector 
members 1774, 1776. The present invention is not intended 
to be limited to the Specific connection arrangement shown 
in FIG. 17, and the locations of the first threaded member 
1782 and the second threaded member 1784 may be 
reversed in accordance with the present invention. Thus, the 
first threaded member 1782 may be provided on the second 
connector member 1776 and the second threaded member 
1784 may be provided on the first connector member 1774. 
0214. In the connected arrangement between the first and 
Second connector members 1774, 1776, the first threaded 
member 1782 and the second threaded member 1784 are 
threadably engaged and coaxially overlap one another. The 
outer housing 1780 of the first connector member 1774 
generally encompasses the connection between the first and 
second threaded members 1782, 1784. In particular, the 
outer housing 1780 generally coaxially encompasses the 
overall connection between the first and Second threaded 
members 1782, 1784. The outer housing 1780 has an inter 
nal wall or surface 1790 located opposite from the outer 
Surface 1789 of the second threaded member 1784, when the 
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first and second threaded members 1782, 1784 are thread 
ably engaged. AS FIG. 18 illustrates, the inner wall or 
surface 1790 of the outer housing 1780 and the first threaded 
member 1782 generally define an annular cavity 1791 about 
the first threaded member 1782, in which the second 
threaded member 1784 is generally received when the first 
and second threaded members 1782, 1784 are threadably 
engaged. The distance between the inner wall or Surface 
1790 of the outer housing 1780 and the first threaded 
member 1782 in the annular cavity 1791 is preferably 
Sufficient to receive at least the overall wall thickness of the 
second threaded member 1784, including the raised struc 
tures 1788 on the Outer Surface 1789 of the Second threaded 
member 1784 as generally depicted in FIG. 17. 
0215. In the connected arrangement of the first and 
second connector members 1774, 1776, the annular cavity 
1791 is substantially enclosed by the second threaded mem 
ber 1784 to form a substantially enclosed chamber 1792. 
The chamber 1792 is generally bounded by the body of the 
first threaded member 1782, the inner wall or Surface 1790 
of the outer housing 1780, and the end or tip of the second 
threaded member 1784. The chamber 1792 is generally 
adapted to trap liquids, Such as blood or contrast media, 
therein that may spill or leak from the first and Second 
threaded members 1774, 1776, when they are connected or 
disconnected to connect or disconnect the first and Second 
sections 1710, 1720 of the fluid path set 1700, for example 
during or after an angiography procedure. 

0216) The first connector member 1774 and second con 
nector member 1776 define respective conduit-receiving 
cavities 1794, 1793 at the ends of the first and second 
connector members 1774, 1776 opposite from the first 
threaded member 1782 and the second threaded member 
1784, respectively. The conduit-receiving cavities 1794, 
1793 are generally adapted to receive medical tubing to be 
asSociated with the first and Second connector members 
1774, 1776. The medical tubing may be secured in the 
conduit-receiving cavities 1793, 1794 through the use of an 
appropriate medical-grade adhesive. The primary and Sec 
ondary lumens 1754, 1758 may be formed with similar 
conduit-receiving cavities for receiving medical tubing used 
to connect the preSSure isolation mechanism 1722 to other 
components in the fluid path set 1700. A suitable medical 
grade adhesive may be used in Such cavities to Secure the 
medical tubing. Similar Structures and connections may also 
be provided in the inlet and outlet ports of the drip chambers 
1716. 

0217 AS indicated previously, in the connected arrange 
ment of the first and second connector members 1774, 1776, 
the liquid-trapping chamber 1792 is formed, and is generally 
used to trap liquids that may spill or leak from the first and 
second connector members 1774, 1776, when they are 
connected or disconnected during or after an injection 
procedure involving the fluid path set 1700. The raised 
Structures 1788 on the Outer Surface 1789 of the Second 
connector member 1784 are adapted to form a tortuous path 
1795 for inhibiting liquid flow out of or into the liquid 
trapping chamber 1792. Thus, liquid-trapping generally 
means inhibiting liquid flow rather than fully containing 
liquid. The tortuous path 1795 will generally cause liquids 
present or leaking into the chamber 1792 to remain in the 
chamber 1792, and will further inhibit outside liquid from 
migrating into the Sterile connection between the first 
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threaded member 1782 and the second threaded member 
1784. By maintaining contaminated liquids in the chamber 
1792 or generally between the inner surface 1790 of the 
outer housing 1780 and the outer surface of 1780 of the 
second threaded member 1784, the sterility of the connec 
tion between the luer fitting 1786 and the first threaded 
member 1782 is generally maintained. Additionally, even 
when the first connector member 1774 is disconnected from 
the second connector member 1776, the annular cavity 1791 
about the first threaded member 1782 will act to maintain 
any contaminated liquids generally within the Outer housing 
1780, and maintain the sterility of the luer fitting 1786 
within the second threaded member 1784. Thus, the second 
connector member 1776 may be re-used in a connection 
arrangement involving a different first connector member 
1774. 

0218. Referring to FIGS. 18 and 19, the first and second 
connector members 1774, 1776 may be formed with cir 
cumferentially-extending raised ribs 1796 adapted to secure 
removable protector caps 1798 on the first and second 
connector members 1774, 1776 prior to connecting the first 
and second connector members 1774, 1776. FIGS. 18 and 
19 show the protector caps 1798 engaged with the first and 
second connector members 1774, 1776. The protector caps 
1798 define circumferentially-extending internal grooves or 
recesses 1799 for receiving the raised ribs 1796 on the first 
and second connector members 1774, 1776. The raised rib 
1796 on the first and second connector members 1774, 1776 
are preferably adapted to frictionally engage the grooves or 
recesses 1799 formed in the protector caps 1798 to maintain 
the protector caps 1798 on the first and second connector 
members 1774, 1776. The protector caps 1798 generally 
maintain the Sterility of the first and Second threaded mem 
bers 1782, 1784 prior to connecting the first and second 
connector members 1774, 1776 together. 
0219 Referring further to FIG. 10, the protector caps 
1798 may be used to cover the first and second connector 
members 1774, 1776 of the connectors 1708 in the fluid path 
set 1700 before and after injection procedures involving the 
fluid path set 1700. Thus, the first and second sections 1710, 
1720 of the fluid path set 1700 may be kept disconnected 
prior to an injection procedure when the fluid delivery 
system 1200 is being readied to carry out an injection 
procedure. Moreover, when an injection procedure is com 
plete, additional, sterile protector caps 1798 may be used to 
cover the first or second connector members 1774, 1776 in 
the connectors 1708 associated with the first section 1710 of 
the fluid path set 1700, so that this portion of the fluid path 
set 1700 may be reused. 
0220. As the connector 1708 of the present invention 
generally includes a male-threaded first connector member 
1774 and a female-threaded second connector member 
1776, the male-threaded/female-threaded orientation of the 
first and second connector members 1774, 1776 may be used 
as a tactile, physical indicator to prevent the high pressure 
primary input line 1726 to the pressure isolation mechanism 
1722 from being incorrectly connected to the output line 
1718 associated with the secondary fluid container 1706. 
Similarly, and more importantly, this feature may be used to 
prevent the low pressure, second input line 1724 to the 
preSSure isolation mechanism 1722 from being incorrectly 
connected to the high pressure output line 1719 associated 
with multi-position valve 1712 controlling flow rate from 
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the syringe 1702. AS FIG. 10 illustrates, the locations of the 
first and second connector members 1774, 1776 are reversed 
in the connectors 1708 used in the fluid path set 1700, which 
will prevent inadvertent, incorrect cross-connections 
between the first and second sections 1710, 1720 in the fluid 
path set 1700. 

0221) Referring to FIGS. 9-10 and 20-21 the fluid control 
module 1400 is shown in greater detail. The fluid control 
module or device 1400, as indicated previously, generally 
includes a housing 1402, a valve actuator 1404, a fluid level 
sensing mechanism 1406, a peristaltic pump 1408, an auto 
matic shut-off or pinch valve 1410, and an air detector 
assembly 1412. The various components comprising the 
fluid control module or device 1400 will be discussed in 
detail herein. 

0222. The housing 1402 generally defines a port 1420 for 
associating the injector 1300 with the fluid control module 
1400. In particular, the injector 1300 is generally mounted to 
the fluid control module 1400 to be pivotal relative to the 
fluid control module 1400. The port 1420 includes a mating 
structure 1422 for connecting the injector 1300 to the fluid 
control module 1400 and providing for the pivotal connec 
tion between the injector 1300 and the fluid control module 
1400. The port 1420 defines an opening 1424 for passing 
electrical conduits (not shown) therethrough to operatively 
connect computer hardware provided in the injector 1300 
with computer hardware in the fluid control module 1400, so 
that the injector 1300 and fluid control module 1400 are 
electrically connected. While the port 1420 is shown on the 
side of the fluid control module 1400, this configuration is 
just an exemplary arrangement for the pivotal connection 
between the injector 1300 and fluid control module 1400 and 
other configurations are possible in accordance with the 
present invention Such as mounting the injector at the top of 
the fluid control module 1400. 

0223) The housing 1402 may be a multi-piece structure 
comprised of opposing Sides or portions 1426, 1428 that are 
Secured together by conventional mechanical fastenerS or 
similar fastening methods. The fluid control module 1400 is 
generally adapted to Support an IV pole 1430 used to Support 
containers of fluids, for example the primary fluid container 
1704 (i.e., contrast media) and the secondary fluid container 
1706 (i.e., saline), the contents of which are supplied to a 
patient via the fluid delivery system 1200. In particular, the 
rear side or portion 1428 of the housing 1402 is adapted to 
support the IV pole 1430. A hand controller support 1432 
may be connected to the front Side or portion of the housing 
1402 for Supporting a hand controller used to operate the 
fluid delivery system 1200, as discussed further herein. 
Additionally, the fluid control module 1400 preferably 
includes a connector 1433 adapted to operatively associate 
a hand controller with the fluid control module 1400. 

0224) Referring further to FIGS. 22 and 23, the valve 
actuator 1404 is shown in greater detail. Generally, the valve 
actuator 1404 is adapted to Support and actuate the multi 
position valve 1712 associated with the primary section 
1710 of the fluid path set 1700. The multi-position valve 
1712, as indicated previously, may be a three-position 
stopcock valve. The valve actuator 1404 is generally adapted 
to selectively move or actuate the multi-position valve 1712 
between three set positions of the multi-position valve 1712, 
as will be discussed further herein. Generally, the valve 



US 2005/0230575 A1 

actuator 1404 is adapted to place the multi-position valve 
1712 in one of three distinct positions, including (1) an inject 
or open position, (2) a fill position, and (3) a closed or 
isolation position. In the inject position, the syringe 1702 of 
the fluid path set 1700 is in fluid communication with the 
secondary section 1720 of the fluid path set 1700. In the fill 
position, the syringe 1702 is in fluid communication with the 
primary fluid container 1704 via the drip chamber 1716 
associated with the primary fluid container 1704. Finally, in 
the closed position, the syringe 1702 is isolated from the 
primary fluid container 1704 and the second section 1720 of 
the fluid path set 1700. The specific components of the valve 
actuator 1404 adapted to place the multi-position valve 1712 
in the foregoing positions or States will be discussed further 
herein. 

0225. As FIGS. 22 and 23 generally illustrate, the valve 
actuator 1404 is a multi-piece apparatus adapted to accept, 
support, and actuate the multi-position valve 1712. The 
valve actuator 1404 includes a base support member 1440 
which is generally used to Support the various components 
of the valve actuator 1404. The base support member 1440 
may be a machined part, for example, a machined aluminum 
part. A stepper motor 1442 is Secured by mechanical fas 
teners 1443 to one side of the base support member 1440. 
The stepper motor 1442 includes an output shaft 1444 that 
provides the motive forces for operating the valve actuator 
1404. A shaft interface 1446 is disposed on the other side of 
base support member 1440 from the stepper motor 1442, and 
is in operative engagement with the output shaft 1444. The 
shaft interface 1446 is associated with the output shaft 1444 
to transfer the motor torque provided by the Stepper motor 
1442 to other components of the valve actuator 1404, as 
discussed herein. The shaft interface 1446 may be secured to 
the base Support member 1440 using the same mechanical 
fasteners 1443 used to secure the stepper motor 1442 to the 
base support member 1440. 

0226. The valve actuator 1404 further includes a photo 
sensor assembly or array 1448 that includes, preferably, two 
photoSensor position Sensors 1450 for indicating the posi 
tion of the handle of the multi-position valve 1712 when 
associated with the valve actuator 1404, and a third photo 
sensor 1451 for indicating the presence of the multi-position 
valve 1712 in the valve actuator 1404. The various photo 
sensors 1450, 1451 are carried or supported on two plates 
1452 joined by a connecting member 1453. The plates 1452 
are secured to the base support member 1440 by mechanical 
fasteners 1454, such that the photosensor assembly 1448 is 
associated with the shaft interface 1446. In particular, the 
shaft interface 1446 includes two semi-circular structures or 
rings 1456, only one of which is shown in FIGS. 22 and 23, 
that interface with the position sensors 1450 to indicate the 
position of the stepper motor 1442. The position of the 
stepper motor 1442 may be correlated to the position of the 
handle of the multi-position valve 1712 and, thus, reflect the 
operational position of the multi-position valve 1712 (i.e., 
inject, fill, isolate). In particular, the Semi-circular structures 
1456 may define windows 1457 that correlate to the three 
possible operational positions of the handle of the multi 
position valve 1712. The shaft interface 1446 further pro 
vides a hard Stop that interfaces with the base Support 
member 1440 to prevent over-rotation of the handle of the 
multi-position valve 1712 during operation of the valve 
actuator 1404. 
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0227. The shaft interface 1446 defines one or more slots 
1458 for guiding an actuating member or pin 1460 into 
operational association with the valve present Sensor 1451. 
Thus, the actuating member or pin 1460 is generally used to 
indicate the presence of the multi-position valve 1712 in the 
valve actuator 1404. The actuating member 1460 includes a 
plurality of spokes 1461 that cooperate with the slots 1458 
in the shaft interface 1446. The actuating member 1460 
further includes a distal structure 1462 adapted to coact with 
the body of the multi-position valve 1712. The engagement 
of the body of the multi-position valve 1712 with the distal 
structure 1462 of the actuating member 1460 generally 
causes the actuating member 1460 to move proximally 
toward the base support member 1440 and shaft interface 
1442 and into operational engagement with the valve present 
sensor 1451, which preferably initiates a signal to the 
computer hardware/Software associated with the fluid con 
trol module 1400 and/or in the injector 1300 indicating the 
presence of the multi-position valve 1712 in the valve 
actuator 1404. The proximal movement of the actuating 
member 1460 causes the spokes 1461 to move into further 
engagement with the slots 1458 defined in the shaft interface 
1446, which allows for the general proximal movement of 
the actuating member 1460 into the shaft interface 1446. 
0228. The distal structure 1462 of the actuating member 
1460 cooperates with an adapter 1464 that is formed to 
interface with the handle of the multi-position valve 1712. 
The adapter 1464 is generally formed to mate with the 
handle of multi-position valve 1712 and transfer the motor 
torque from the stepper motor 1442 to the handle to move 
the handle between the inject, fill, and isolate positions 
indicated previously. The second multi-position valve 1730 
depicted in FIG. 10, discussed previously, shows a conven 
tional Stopcock Valve with a handle, and is the general type 
of valve that the valve actuator 1404 is intended to operate 
in accordance with the present invention. The adapter 1464 
defines a side opening 1465 for receiving the handle of the 
multi-position valve 1712. 
0229. The adapter 1464 coaxially associates with the 
distal structure 1462 of the actuating member 1460. Addi 
tionally, the adapter 1464 is adapted to coact with a distal 
portion 1466 of the shaft interface 1446. The distal portion 
1466 of the shaft interface 1446 defines the slots 1458 for 
receiving the spokes 1461 of the actuating member 1460. 
The shaft interface 1446 is generally used to transfer the 
motor torque from the output shaft 1444 to the adapter 1464 
to cause the rotation of the handle of the multi-position valve 
1712 to place the multi-position valve 1712 in the respective 
inject, fill, and isolate positions discussed previously. AS 
shown in FIG. 22, the output shaft 1444 cooperates with a 
proximal portion 1467 of the shaft interface 1446, and the 
adapter 1464 is operationally associated with the output 
shaft 1444 via the distal portion 1466 of the shaft interface 
1446. The shaft interface 1446 is generally adapted to 
transmit the rotary movement of the output shaft 1444 to the 
adapter 1464 via the operational engagement between the 
distal portion 1466 of the shaft interface 1446 and the 
adapter 1464. Thus, the rotary motion of the output shaft 
1444 is used to rotate the adapter 1464 to one of the three 
operational positions of the multi-position valve 1712 when 
the Stepper motor 1442 is activated. The position signals 
from the position sensors 1450 may be used to control the 
operation of the Stepper motor 1442 to Selectively place the 
multi-position valve 1712 in one of the three operational 
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positions. In particular, the computer hardware/Software 
associated with the fluid control module 1400 and/or injector 
1300 may use the position signals from the position sensors 
1450 as input Signals and control operation of the Stepper 
motor 1442 based on the information contained in the 
position signals (i.e., Select a desired operational State for the 
multi-position valve 1412). 
0230. The valve actuator 1404 further includes a support 
assembly 1468 for supporting the multi-position valve 1712 
in the valve actuator 1404. The support assembly includes a 
valve retainer 1469 and a housing 1470 for enclosing and 
supporting the valve retainer 1469. The valve retainer 1469 
includes three Snap positions or mounts 1471 adapted to 
engage the body of the multi-position valve 1712 to secure 
the multi-position valve 1712 in the valve actuator 1404. 
The valve retainer 1469 may be formed of a plastic material 
and the housing 1470 may be formed of a more robust 
material for protecting the multi-position valve 1712 and 
may be provided, for example, as a machined aluminum 
part. 

0231. The adapter 1464 generally extends through a 
central opening 1472 in the valve retainer 1469 to engage the 
body of the multi-position valve 1712 and, in particular, 
receive the handle of the multi-position valve 1712 in the 
Side opening 1465, to operatively associate the multi-posi 
tion valve 1712 with the actuating components of the valve 
actuator 1404. The valve retainer 1469 has a proximal 
engagement structure 1473 that defines the central opening 
1472. The engagement structure 1473 coacts with a mating 
circumferentially-extending edge 1474 on the actuator 1464 
So that the axial force associated with inserting the body of 
the multi-position valve 1712 into the Snap positions 1471 is 
transmitted via the actuator 1464 to the body of the shaft 
interface 1446 and the base support member 1440. The axial 
movement associated with inserting the multi-position valve 
1712 into the valve retainer 1469 causes the body of the 
multi-position valve 1712 to contact and engage the distal 
structure 1462 of the actuating member 1460, thereby caus 
ing the actuating member 1460 to move proximally and 
operatively associate with the valve present sensor 1451. 
The valve present sensor 1451, once activated, initiates the 
valve present signal to the fluid control module 1400 and/or 
injector 1300. 

0232) The housing 1470 of the support assembly 1468 
may be secured to the shaft interface 1446 and the base 
Support member 1440 using the Same mechanical fasteners 
1443 used to secure the stepper motor 1442 to the base 
support member 1440. The housing 1470 preferably defines 
multiple Semi-circular cut-outs or recesses 1475 for accom 
modating the body of the multi-position valve 1712, and 
generally corresponding to the Snap positions or mounts 
1471 formed in the valve retainer 1469. The cut-outs or 
recesses 1475 provide hard stops for the body of the multi 
position valve 1712, which are provided to prevent the Snap 
positions or mounts 1471 from becoming over-stressed due 
to repeated insertions and removals of multi-position Valves 
1712 into and out of the valve actuator 1404. The valve 
actuator 1404, after being assembled to include all of the 
various components discussed hereinabove, may be installed 
as a unit in the fluid control module 1400. 

0233 Generally, when the body of the multi-position 
valve 1712 is inserted into the valve retainer 1469 and 
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engaged with the Snap mounts 1471, the handle of the 
multi-position valve 1712 is received in the adapter 1464. 
The axial force associated with placing the multi-position 
valve 1712 in the valve retainer 1469 is transmitted via the 
mating engagement between the engagement Structure 1472 
on the valve retainer 1469 and the circumferential edge 1474 
on the adapter 1464 to the shaft interface 1446 and the base 
support member 1440. As the body of the multi-position 
valve is inserted into the valve retainer 1469, the body 
engages the distal Structure 1462 of the actuating member 
1460, causing the actuating member 1460 to move proxi 
mally into the shaft interface 1446, with the spokes 1461 of 
the actuating member 1460 depressing or moving into 
further engagement with the slots 1458 in the distal portion 
1466 of the shaft interface 1446. The axial proximal move 
ment imparted to the actuating member 1460 causes the 
actuating member 1460 to operatively associate with the 
valve present sensor 1451, which initiates a valve present 
signal to the fluid control module and or injector 1300. As 
shown in FIG. 22, the actuating member 1460 is preferably 
biased to a non-operative position relative to the valve 
present Sensor 1451 by a biasing member or device Such as 
a Spring 1476, So that upon removal of the multi-position 
valve 1712 from the valve retainer 1469, the actuating 
member 1460 is moved automatically out of operative 
association with the valve present sensor 1451. 

0234 Referring further to FIGS. 24-26, the fluid level 
sensing mechanism 1406 (hereinafter “fluid level sensor 
1406”) provided on the fluid control module 1400 is shown 
in greater detail. The fluid level sensor 1406 generally 
interfaces with the drip chambers 1716 associated with the 
primary and secondary fluid containers 1704, 1706. The 
fluid level sensor 1406 is provided to indicate to the operator 
of the fluid delivery system 1200 that sufficient injection 
fluid, either primary contrast media or Secondary Saline, is 
available for an injection or flushing procedure. The fluid 
level sensor 1406 is generally adapted to indicate to warn the 
operator when the fluid level in the drip chambers 1716 is 
below a level Sufficient to conduct an injection procedure. 
The fluid level sensor 1406 is provided as a safety feature to 
ensure that air is not introduced into the fluid path set 1700 
during an injection procedure or flushing procedure involv 
ing the fluid delivery system 1200. 

0235. The fluid level sensor 1406 generally includes a 
support plate 1480, a drip chamber support 1482, and one or 
more fluid level sensors 1484 (“hereinafter fluid sensors 
1484) which are adapted for association with the drip 
chambers 1716 connected to the primary and secondary fluid 
containers 1704, 1706. The Support plate 1480 generally 
Supports the various components of the fluid level Sensor 
1406. The drip chamber support 1482 is generally secured to 
the support plate 1480 by Suitable mechanical fasteners 1485 
or another Suitable attachment or mounting Scheme. The drip 
chamber support 1482 is preferably a unitary structure that 
is integrally molded of plastic material, and includes a 
plurality of attachment or support locations 1486 adapted to 
support the drip chambers 1716. In particular, the drip 
chamber Support 1482 includes Snap mounts or positions 
1488 for securing the bodies 1734 of the drip chambers 1716 
in the fluid level sensor 1406, and operatively associated 
with the fluid sensors 1484. The Snap mounts 1488 may be 
adapted to engage inlet and outlet ports of the drip chambers 
1716, as shown in FIG. 26. 
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0236. The drip chamber support 1482 defines respective 
openings 1490 for receiving the fluid sensors 1484, and 
associating the fluid sensors 1484 with the drip chambers 
1716. The openings 1490 are positioned to allow the fluid 
sensors 1484 to be operatively associated with the projection 
1740 formed on the bodies 1734 of the respective drip 
chambers 1716. As shown in FIG. 26, the fluid sensors 1484 
may physically contact the projections 1740 on the drip 
chambers 1716, when the drip chambers 1716 are secured in 
the support locations 1486 on the drip chamber support 
1482. The fluid sensors 1484 may be optical or ultrasonic 
Sensors. A Suitable ultraSonic Sensor for the fluid Sensors 
1484 is manufactured by Omron. A gasket 1492 may be 
provided between the drip chamber Support 1482 and the 
support plate 1480 to prevent fluid intrusion between the 
drip chamber support 1482 and the Support plate 1480, 
which could damage the fluid sensors 1484. Indicator lights 
1494 may be associated with the Support locations 1486 to 
illuminate the drip chambers 1716. The indicator lights 1494 
are further adapted to visually indicate when the fluid level 
in the drip chambers 1716 drops to an unsafe level during 
operation of the fluid delivery system 1200, for example by 
changing modes to an intermittent mode and blinking to 
indicate to the operator that insufficient fluid is available for 
an injection procedure. The indicator lights 1494 provide 
“back-lighting for not only the drip chambers 1716 but also 
the medical tubing associated with the drip chambers 1716, 
and light the medical tubing and drip chambers 1716 in Such 
a manner that the medical tubing and the drip chambers 1716 
form a “light pipe” that illuminates at least part if not all of 
the first section 1710 of the fluid path set 1700. The back 
lighting allows the operator of the fluid delivery System 
1200 to easily visually inspect the drip chambers 1716 to 
check the fluid level present in the drip chambers 1716. 
0237) The fluid sensors 1484 are generally adapted to 
provide fluid level Signals to the computer hardware/soft 
ware associated with the fluid control module 1400 and/or 
injector 1300 to indicate the fluid levels in the drip chambers 
1716. The fluid sensors 1484 may be further adapted to 
initiate an alarm Signal to the computer hardware/Software 
associated with the fluid control module 1400 and/or the 
injector 1300 when the fluid level in the drip chambers 1716 
falls to an unsafe level. The computer hardware/software 
associated with the fluid control module 1400 and/or the 
injector 1300 may be adapted to respond to the alarm signal 
by halting the on-going injection procedure. 

0238 AS FIG. 26 illustrates, the fluid sensors 1484 are 
tilted or angled at a slight or Small angle relative to a vertical 
axis generally parallel to the face of the Support plate 1480. 
The slight angle, for example 3, is selected to complement 
the projection 1740 on the bodies 1734 of the drip chambers 
1716. The projection 1740 on the bodies of the drip cham 
bers 1716 is preferably tapered at a small angle, such as 3. 
The projection 1740 on the bodies 1734 of the drip chambers 
1716 is preferably tapered inward at a small angle from the 
top end 1736 to the bottom end 1738 on the drip chambers 
1716, as illustrated in FIG. 26. The fluid sensors 1784 are 
positioned in the openings 1490 to compliment the tapered 
projections 1740 on the respective drip chambers 1716, and 
preferably physically contact the projections 1740 as indi 
cated previously. 

0239). As shown in FIG. 9, the fluid control module 1400 
includes a peristaltic pump 1408 that is associated with the 
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secondary fluid container 1706. The peristaltic pump 1408, 
or an equivalent device, is used to deliver fluid from the 
secondary fluid container 1706 to a patient typically between 
fluid injections from the primary fluid container 1704, which 
are delivered via the syringe 1702 and the injector 1300. The 
peristaltic pump 1408 is generally adapted to deliver a set 
flow rate of the Secondary fluid, for example Saline, to the 
patient via the second section 1720 of the fluid path set 1700. 
The peristaltic pump 1408 may be a conventional pump 
known in the art. 

0240 The details of the peristaltic pump 1408 are shown 
in FIGS. 9, 27, and 28. Generally, the peristaltic pump 1408 
includes a pump head 1496, a base plate 1497 for mounting 
the pump head 1496 to the front portion or side 1426 of the 
housing 1402, and an enclosure or door structure 1498 for 
enclosing the pump head 1496. Mechanical fasteners 1499 
may be used to secure the pump head 1496 to the base plate 
1497, and may further be used to secure the base plate 1497 
to the front side 1426 of the housing 1402. 
0241. As shown in FIGS. 20 and 21, the front side 1426 
of the housing 1402 preferably includes opposing guides 
1500, 1502 located above and below the peristaltic pump 
1408 for Securing medical tubing generally used to connect 
the secondary fluid container 1706 to the second section 
1720 of the fluid path set 1700 via the peristaltic pump 1408. 
In particular, with particular reference to FIG. 10, the output 
line 1718 from the drip chamber 1716 associated with the 
secondary fluid container 1706 is associated with the peri 
Staltic pump 1408, and may be Secured in operative engage 
ment with the peristaltic pump 1408 using the opposing 
guides 1500, 1502. The guides 1500, 1502 may be integrally 
formed with the front side or portion 1426 of the housing 
1402 and generally define L-shaped slots 1503, which are 
generally adapted to receive the medical tubing forming the 
output line 1718. FIG. 9 illustrates the use of the guides 
1500, 1502, with the medical tubing extending from the 
secondary fluid container 1706 and associated with peristal 
tic pump 1408 received in the guides 1500, 1502 in accor 
dance with the present invention. The door structure 1498 of 
the peristaltic pump 1408 may be adapted to prevent gravity 
flow from the secondary fluid container 1706 when the 
peristaltic pump 1408 is not in operation, and further Secures 
the output line 1718 in operative association with the pump 
head 1496, as is conventional in the art. 
0242 Referring further to FIG. 28, the shut-off or pinch 
valve 1410 of the fluid control module 1400 is shown. The 
pinch valve 1410 is provided downstream of the peristaltic 
pump 1408 and is used as back-up fluid shut-off mechanism 
to discontinue fluid flow to the second section 1720 of the 
fluid path set 1700 when the peristaltic pump 1408 ceases 
operation. The pinch valve 1410 is adapted to open for fluid 
flow during operation of the peristaltic pump 1408, and is 
further adapted to automatically close when the peristaltic 
pump 1408 ceases operation to prevent air from being 
introduced into the second section 1720 of the fluid path set 
1700. The pinch valve 1410 generally prevents gravity flow 
to the second section 1720 of the fluid path set 1700 when 
the peristaltic pump 1408 is not in operation, and is gener 
ally provided as a back-up shut-off mechanism to the peri 
staltic pump 1408. The pinch valve 1410 may be a conven 
tional pinch valve, Such as that manufactured by Acro 
Associates. The pinch valve 1410 is mounted to the front 
side or portion 1426 of the housing 1402 by a bracket 1504 
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and mechanical fasteners 1505. A gasket 1506 may be used 
to seal the connection between the pinch valve 1410 and the 
front side or portion 1426 of the housing 1402. 

0243 Referring further to FIGS. 29-31, the air detector 
assembly 1412 of the fluid control module 1400 is shown in 
greater detail. The air detector assembly 1412 is adapted to 
detect groSS air columns that may be present in the output 
line 1718 connected to the drip chamber 1716 associated 
with the secondary fluid container 1706, and the output line 
1719 associated with the multi-position valve 1712. The air 
detector assembly 1412 is generally adapted to initiate a 
Signal to the computer hardware/Software associated with 
the fluid control module 1400 and/or injector 1300, if gross 
air is detected in the medical tubing forming the output line 
1719 associated with the multi-position valve 1712 or in the 
medical tubing forming the output line 1718 and further 
associated with the peristaltic pump 1408. The fluid control 
module 1400 and injector 1300 are preferably adapted to 
discontinue any on-going fluid injection procedures if the air 
detector assembly 1412 detects groSS air in the output line 
1718 or the output line 1719. 

0244. The air detector assembly 1412 generally includes 
a sensor section 1508 and a retaining device 1510 for 
securing the medical tubing forming the output line 1718 
and output line 1719. The sensor section 1508 generally 
includes two air column detectors 1512 adapted to detect the 
presence of groSS air in the medical tubing Secured by the 
retaining device 1510. The air column detectors 1512 may 
be conventional air detectorS Such as those manufactured by 
Zevex. The sensor section 1508 may be secured to the 
retaining device 1510 with mechanical fasteners 1513. 
0245. The retaining device 1510 is generally adapted to 
secure the medical tubing forming the output line 1718 and 
output line 1719 in operative association with the air column 
detectors 1512. The retaining device 1510 generally 
includes a base 1514 and a closure assembly 1516 associated 
with the base 1514. The sensor section 1508 is secured to the 
base 1514 with the mechanical fasteners 1513. The base 
1514 defines two front openings 1518 for receiving the air 
column detectorS 1512 and associating the air column detec 
tors 1512 with the medical tubing. The air column detectors 
1512 each define a recess 1520 for receiving the medical 
tubing, as shown in FIG. 30. 
0246 The closure assembly 1516 is generally adapted to 
Secure the engagement of the medical tubing in the recesses 
1520 in the air column detectors 1512. The closure assembly 
1516 is formed by two closure members or doors 1522, 
which are generally adapted to move from a closed position 
Securing the medical tubing in the recesses 1520, to an open 
position permitting removal or disengagement of the medi 
cal tubing from the recesses 1520. The closure members 
1522 are pivotally connected to the base 1514 by pins 1524, 
and are preferably biased to the open position by respective 
torsion springs 1526 associated with the pins 1524. The 
closure members 1522 may include projections 1528 that 
cooperate at least partially with the recesses 1520 in the air 
column detectors 1512 to secure the medical tubing in the 
recesses 1520 when the closure members 1522 are in the 
closed position. The closure members 1522 are preferably 
formed of a Substantially clear plastic material to permit 
viewing of the medical tubing in the recesses 1520 when the 
closure members 1522 are in the closed position. 
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0247 A releasable locking mechanism or device 1530 
may be associated with the retaining device 1510 for secur 
ing the closure members 1522 in the closed position. The 
locking mechanism 1530 is provided to counteract the 
biasing force of the torsion springs 1526. The locking 
mechanism 1530 includes two sliders 1532 that are spring 
loaded by a spring 1533. The closure members 1522 gen 
erally engage the sliders 1532, as shown in FIG. 30, and 
push against the Spring-force to allow the closure members 
1522 to move past the sliders 1532, and then allow the 
sliders 1532 to engage the closure members 1522 to hold the 
closure members 1522 in the closed position. The sliders 
1532 may be retracted against the spring-force by two 
buttons 1534 located on opposing sides of the base 1514. By 
depressing the buttons 1534, the sliders 1532 are retracted, 
which allows the closure members 1522 to spring open 
under the biasing force of the torsion springs 1526. A cover 
plate 1535 may enclose the sliders 1532 of the locking 
mechanism 1530. 

0248. The base 1514 may include recessed structures 
1536 located below the front openings 1518 that are adapted 
to engage the first and Second connector members 1774, 
1776 of the connectors 1708 in the fluid path set 1700 when 
the closure members 1522 are in the closed position. In 
particular, the closure members 1522 generally Secure the 
first and second connector members 1774, 1776 to the 
recessed structures 1536 when the closure members 1522 
are in the closed position, thereby preventing their move 
ment when the first and Second connector members 1774, 
1776 being joined and allowing one-handed connection of 
these parts. The recessed structures 1536 are adapted to 
engage the bodies of the first and Second connector members 
1774, 1776, so that first and second connector members 
1774, 1776 in the connectors 1708 of the fluid path set 1700 
may be joined or connected with a one-handed operation. 
Thus, the recessed structures 1536 are generally adapted to 
prevent rotation of the first and Second connector members 
1774, 1776 when engaged with the recessed structures 1536, 
So that the corresponding mating components to be con 
nected to the “engaged' first or Second connector member 
1774, 1776 may be joined to the engaged first or second 
connector member 1774, 1776 without having to use two 
hands to manipulate the opposing connecting members. 
0249. The installation and operation of the fluid delivery 
system 1200 will now be discussed. Prior to turning on the 
fluid delivery system 1200, a source of power, such as 110 
or 220 volts of electricity sent through a line cord from a 
wall socket (not shown) is provided to the fluid delivery 
system 1200. Thereafter, the operator turns on a master 
power Switch (not shown), preferably situated on either the 
fluid control module 1400 or the injector 1300 of the fluid 
delivery system 1200. The fluid delivery system 1200 
responds through Visual indicia, Such as the illumination of 
a green light (not shown) on the fluid control module 1400 
or the injector 1300, to indicate that the fluid delivery system 
1200 is in a powered-up state. The operator then turns on the 
user display 210 (See FIG. 2) via a user display switch (not 
shown). It is to be understood that the user display 210 may 
be turned on prior to the fluid delivery system 1200. After 
power has been supplied to the user display 210, the fluid 
delivery system 1200 responds by undergoing various self 
diagnostic checks to determine if the fluid delivery System 
1200 exhibits any faults or conditions that would prevent 
proper operation of the fluid delivery system 1200. If any of 
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the Self-diagnostic checks fail and/or a fault is detected in the 
fluid delivery system 1200, a critical error window or screen 
is displayed on the user display 210, which may instruct the 
operator to contact Service perSonnel to remedy the fault or 
instruct the operator on how to remedy the fault himself or 
herself. Additionally, the fluid delivery system 1200 will not 
allow an operator to proceed with an injection if any of the 
self-diagnostic checks have failed. However, if all self 
diagnostic checks are passed, the fluid delivery system 1200 
proceeds to display a main control Screen on the user display 
210. 

0250) The main control screen includes various on-screen 
controls, Such as buttons, that may be accessed by the 
operator via the touch-screen of the user display 210. The 
on-Screen controls may include, but are not limited to, 
Selectable options, menus, Sub-menus, input fields, Virtual 
keyboards, etc. The operator may therefore utilize the touch 
Screen of the user display 210 to program one or more 
injection cycles of the fluid delivery system 1200, and to 
display performance parameters. It is to be understood that 
input to the user display 210 may also be accomplished by 
providing an on-screen cursor and external pointing device, 
Such as a trackball or mouse, that is operatively associated 
with the on-screen cursor. It is to be understood that the 
operator may stop any automatic functions of the fluid 
delivery system 1200 by touching an “Abort” button or 
anywhere on the user display 210. 
0251 Desirably, the main control screen includes a “New 
Case Setup' button, that when touched, initiates a “New 
Case Setup' screen to be displayed on the user display 210. 
In a practical Sense, a “new case' is representative of one or 
more injections for a specific patient and, therefore, having 
Specific parameters inputted and associated therewith. The 
operator touches the “New Case Setup' button and, Subse 
quently, the resultant "New Case Setup' Screen displays a 
“Multi-Patient Syringe” button. After touching the “Multi 
Patient Syringe” button, the operator is presented with a 
Screen displaying a “Retract” button and an “Engage 
Plunger' button displayed thereon. The operator touches the 
“Retract” button and the fluid delivery system 1200 retracts 
the piston associated with the injector 1300. The operator 
may then remove the Syringe 1702 from its package, orient 
the syringe 1702 to fit the pressure jacket assembly of the 
injector 1300, and place the syringe 1702 into the pressure 
jacket of the pressure jacket assembly. During the course of 
the syringe installation, the “Multi-Patient Syringe' screen 
remains on the user display 210. Thus, after loading the 
Syringe 1702 properly in the pressure jacket assembly, the 
operator touches the “Engage Plunger' button, which causes 
the injector piston to move forward. The fluid delivery 
system 1200 continues to move the injector piston forward 
until the injector piston engages the Syringe plunger in the 
syringe 1702, and mechanically locks thereto. An audible 
clicking noise is produced to indicate a Secure coupling 
between the injector piston and the Syringe plunger. There 
after, the Syringe plunger travels the length of the Syringe 
1702 to the distal end of the syringe 1702. The fluid delivery 
system 1200 may provide visual feedback of this action to 
the operator via the user display 210. Thereafter, the opera 
tor rotates the injector head of the injector 1300 into an 
upright position to allow any air to collect at the distal end 
of the syringe 1702 when the syringe 1702 is subsequently 
filled. The user display 210 then reverts to the “New Case 
Setup' Screen. 
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0252) The fluid delivery system 1200 is now ready to 
accept the installation of the first section 1710 of the fluid 
path set 1700. Specifically, the operator removes the first 
section 1710 from its package. The first section 1710 is 
preferably provided in a sterile condition in the package. The 
operator then touches a “Multi-Patient Section” button, 
which causes the user display 210 to show an image of the 
fluid control module 1400, bottle holders (i.e., primary and 
secondary fluid containers 1704, 1706), and injector 1300, 
with an overview of the first section 1710 highlighted in 
relation to these components. Additionally, the user display 
210 also displays an “Install Saline” and an “Install Con 
trast” button. The operator touches the “Install Saline” 
button, which causes an enumerated list of actions corre 
sponding to enumerated Sections of the image relating to the 
first section 1710 of the fluid path set 1700, and connecting 
the first section 1710 to the secondary fluid container 1706, 
which typically contains Saline. This enumerated list may 
include, but is not limited, to actions Such as (1) Install Saline 
tubing (which is depicted as a button); (2) Spike Saline; (3) 
Fill drip chamber; and (4) Finish with saline. Thereafter, the 
fluid control module 1400 opens the pinch valve 1410. Next, 
the operator installs the Saline container (i.e., secondary fluid 
container 1706). The operator now installs the drip chamber 
1716 associated with the secondary fluid container 1706 into 
place, and then opens the peristaltic pump 1408. The opera 
tor then routes the medical tubing forming the output line 
1718 from the drip chamber 1716 through the peristaltic 
pump 1408 into the pinch valve 1410 and into the air 
detector assembly 1412. Then, the operator closes the peri 
staltic pump 1408. The text on the “Close Saline Tubing” 
button changes to read “Install Saline Tubing.” Then, the 
operator spikes the secondary fluid container 1706 with 
spike 1717, fills the drip chamber 1716 by Squeezing or 
“priming” it, and touches a “Complete” button. The fluid 
control module 1400 now closes the pinch valve 1410. The 
user display 210 may provide Visual indicia, Such as a 
darkening of the Saline portion, to indicate that the Saline 
installation is completed Successfully. Then, the operator 
touches the “Install Contrast' button, which causes an 
enumerated list of actions corresponding to enumerated 
Sections of the image relating to the contrast to be displayed. 
This enumerated list may include, but is not limited to 
actions Such as: (1) Install contrast (which is depicted as a 
button); (2) Attach high pressure line (i.e., input line 1721) 
to syringe; (3) Spike contrast; (4) Fill drip chamber; and (5) 
Finish with contrast. Accordingly, the operator hangs the 
contrast bottle (i.e., primary fluid container 1704) and 
touches the “Install Contrast” button. Thereafter, the fluid 
control module 1400 turns the valve actuator 1404 to the 
inject position. The operator now installs the drip chamber 
1716 associated with the primary fluid container 1706 in 
place in the fluid level sensing mechanism 1406, the multi 
position valve 1712 in the valve retainer 1469 in the housing 
1470, and the output line 1718 in the air detector assembly 
1412. Then, the operator closes the air detector assembly 
1412. Thereafter, the operator attaches the high pressure 
input line 1721 to the multi-position valve to the syringe 
1702. Next, the operator spikes the primary fluid container 
1704, fills the drip chamber 1716 by Squeezing or “priming” 
it, and touches a “Complete' button. The user display 210 
may provide Visual indicia, Such as a darkening of the 
contrast portion, to indicate that the contrast installation is 
completed. It is to be understood that the installation of the 
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“contrast portion” and “saline portion” of the first section 
1710 may be performed in parallel instead of serially. 
Furthermore, the order of installation between the contrast 
portion and the saline portion of the first section 1710 may 
be reversed. Moreover, the internal Sequence for installing 
the contrast portion and the Saline portion may vary in 
numerous ways in accordance with the present invention. 

0253) The syringe 1702 may now be initially filled with 
contrast media from the primary fluid container 1706. Spe 
cifically, the operator touches a “Fill Contrast” button on the 
user display 210, which causes the fluid delivery system 
1200 to enter an auto-fill mode, and to place the multi 
position valve 1712 in the fill position. After verifying that 
there is Sufficient contrast media in the contrast drip chamber 
1716 to initiate the fill process, the fluid delivery system 
1200 moves the injector piston proximally at a controlled 
rate, Such as 3 mL/S, which causes contrast media to be 
drawn from the primary fluid container 1704. The fluid 
delivery system 1200 may provide visual feedback of this 
action to the operator via the user display 210. Thus, the 
fluid delivery system 1200 may display on the user display 
210 the current volume in the syringe 1702 based upon the 
position of the injector piston. The fluid delivery system 
1200 proceeds to draw contrast until a predetermined event 
occurs, Such as the total remaining Volume in the Syringe 
1702 reaches a preset or pre-chosen amount or the contrast 
media volume in the primary fluid container 1706 is 
depleted completely. The multi-position valve 1712 is then 
turned to the closed or isolate position by the fluid delivery 
system 1200. 

0254 The fluid delivery system 1200 is now configured 
to undergo a purge of any air in the tubing of the first Section 
1710 of the fluid path set 1700. Specifically, the operator 
removes the protective caps 1798 from the first section 1710. 
Thereafter, the operator touches a “Purge Contrast” button 
on the “New Case Setup' screen, which causes the fluid 
delivery system 1200 to move the multi-position valve 1712 
to the inject position. Then, the fluid delivery system 1200 
moves the injector piston forward at a predetermined rate, 
Such as 1.0 to 1.5 mL/S, which causes any gas or liquid to 
be discharged from the syringe 1702, and the first section 
1710. The operator ensures that the discharged fluid is 
caught manually in a Suitable container. After the operator is 
satisfied that all or most of the visible air is discharged, the 
operator touches the "Purge Contrast' button again to Stop 
the purge. However, if the operator does not manually Stop 
the purge, the fluid delivery system 1200 may stop the purge 
automatically, for example, once 5 mL of liquid or air is 
purged, based upon the relative injector piston movement. 
The operator may facilitate the removal of any remaining 
trapped air by tapping the body of the preSSure jacket, joints, 
valves, and medical tubing in the first section 1710. It is to 
be understood that the purging operation may be repeated as 
necessary to ensure that all air is expelled from the Syringe 
1702 and the first section 1710. Thereafter, the operator 
touches a “Complete' button, which causes the multi-posi 
tion valve 1712 to move to the closed or isolate position, 
thereby stopping the flow of contrast media. The fluid 
delivery system 1200 then causes the user display 210 to 
return to the “New Case Setup' screen. The operator may 
now install a new set of protector caps 1798 to the exposed 
ends of the first Section 1710. 
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0255. The fluid delivery system 1200 now may undergo 
a purge of any air in the Saline portion of the first Section 
1710. Specifically, the operator touches a “Purge Saline” 
button on the “New Case Setup' screen, which causes the 
fluid delivery system 1200 to open the pinch valve 1410, and 
turn on the peristaltic pump 1408. Saline from the secondary 
fluid container 1706 begins to drip at a predetermined flow 
rate, Such as 1.25 mL/S, which causes any gas or liquid to be 
discharged from the first section 1710. The operator ensures 
that the discharged fluid is caught manually in a Suitable 
container. After the operator is Satisfied that all or most of the 
Visible air is discharged, the operator touches the "Purge 
Saline' button again to Stop the purge. However, if the 
operator does not manually Stop the purge, the fluid delivery 
System 1200 may stop the purge automatically after, for 
example, 5 Seconds have passed since the initiation of the 
purge. The operator may facilitate the removal of any 
remaining trapped airby manually tapping the joints, valves, 
and tubing in the first section 1710. It is to be understood that 
the purging operation may be repeated as necessary to 
ensure that Substantially all air, particularly groSS air, is 
expelled from the first section 1710. Thereafter, the operator 
touches a “Complete' button, which causes the user display 
210 to return to the “New Case Setup' screen. It is to be 
understood that the order of purging the contrast and Saline 
portions of the first section 1710 may be reversed. 
0256. At this point, the fluid delivery system 1200 is 
ready to accept the installation of the second section 1720 of 
the fluid path Set 1700. Specifically, the operator removes the 
protector caps 1798 from the first section 1710 and removes 
the second section 1720 from its package. Then, the operator 
may secure the patient end of the second section 1720 to an 
imaging table or other Securing point. The operator then 
removes the protector caps 1798 from the second section 
1720. Thereafter, the operator connects the connectors 1708 
associated with the first and second sections 1710, 1720 to 
fluidly connect these Sets or Sections. In particular, the 
operator attaches the male connector of the low-pressure 
saline tubing to the female connector of the first section 1710 
and attaches the female contrast connector of the high 
preSSure contrast tubing to the male connector of the first 
Section 1710. It is to be understood that the order of 
connecting the low pressure Saline tubing and the high 
pressure contrast tubing to their respective connectors 1708 
may be reversed. The operator may now optionally place a 
sterile cover (not shown) on the user display 210 to maintain 
a sterile environment. 

0257) The fluid delivery system 1200 is now configured 
to undergo a purge of any air in both the contrast portion 
(i.e., contrast lines), and Saline portion, (i.e., Saline lines), of 
the first section 1710 and the second section 1720. To purge 
the air in the contrast portion, the operator removes a cap 
(not shown) on the pressure isolation port 1761. The opera 
tor then touches the “Purge Contrast” button on the user 
display 210, which causes the fluid delivery system 1200 to 
move the multi-position valve 1712 to the inject position. 
The contrast begins to flow through the contrast tubing, to 
fill the pressure isolation mechanism 1722, and then to flow 
out of the pressure isolation port 1761. The operator then 
touches the "Purge Contrast' button again to Stop the purge. 
However, if the operator does not manually stop the purge, 
the fluid delivery system 1200 may stop the purge automati 
cally, once a predetermined amount, for example 5 mL, of 
fluid or air is purged, based upon the relative piston move 
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ment. When the purge is complete, the fluid delivery System 
1200 moves the multi-position valve 1712 to the closed 
position. The operator then attaches a pressure transducer 
(See FIGS. 7B-7F) or line to the pressure isolation port 
1761. The operator initiates a contrast purging by touching 
the “Purge Contrast” button on the user display 210, which 
causes the fluid delivery system 1200 to move the multi 
position valve 1712 to the inject position. The contrast 
begins to flow through the pressure isolation port 1761 and 
preSSure transducer. Subsequently, the operator turns the 
transducer multi-position valve 1712 to the inject position. 
The fluid delivery system 1200 then moves the injector 
piston forward at a predetermined rate, Such as 1.0 to 1.5 
mL/S, which causes any gas or liquid to be discharged from 
the syringe 1702, first section 1710, and the second section 
1720. The operator ensures that the discharged fluid is 
caught manually in a Suitable container. After the operator is 
Satisfied that all or most of the visible groSS air is discharged, 
the operator touches the “Purge Contrast” button again to 
Stop the purge. However, if the operator does not manually 
stop the purge, the fluid delivery system 1200 may stop the 
purge automatically, once a predetermined amount, for 
example 5 mL, of fluid or air is purged, based upon the 
relative piston movement. When the purge is complete, the 
fluid delivery system 1200 moves the multi-position valve 
1712 to the closed position. The operator may facilitate the 
removal of any remaining trapped air by manually tapping 
the pressure isolation mechanism 1722, connectors, valves, 
and tubing in both the first section 1710 and the second 
Section 1720, and adjusting the Second multi-position valve 
1730 as necessary. It is to be understood that the purging 
operation may be repeated as necessary to ensure that all 
gross air has been expelled from the fluid path set 1700. 
0258 To purge the air in the saline portion, the operator 
touches the “Purge Saline” button, which causes the fluid 
delivery system 1200 to open the pinch valve 1410 and turn 
on the peristaltic pump 1408. Saline from the secondary 
fluid container 1706 begins to drip at a predetermined flow 
rate, Such as 1.25 mL/S, which causes any air in the Saline 
portion of the fluid path set 1700 to be expelled. The 
operator ensures that the discharged Saline is manually 
caught in a Suitable container. After the operator is Satisfied 
that all or most of the Visible air is discharged, the operator 
touches the "Purge Saline' button again to Stop the purge. 
However, if the operator does not manually Stop the purge, 
the fluid delivery system 1200 may stop the purge automati 
cally after, for example, 5 Seconds have passed since the 
initiation of the purge. The operator may facilitate the 
removal of any remaining trapped air by manually tapping 
the various components of the fluid path set 1700 in the 
manner discussed previously. It is to be understood that the 
purging operation may be repeated as necessary to ensure 
that all air is expelled from the fluid path set 1700. There 
after, the operator touches the “Complete” button, which 
causes the display to return to the “New Case Setup' screen. 
It is to be understood that the order of purging the contrast 
portion and then the saline portion of the fluid path set 1700, 
may be reversed. 
0259. The fluid delivery system 1200 may be configured 
to allow an operator to purge the contrast and Saline portions 
of the fluid path set 1700 line by utilizing the hand controller 
400 as opposed to Solely utilizing the on-screen controls. 
Furthermore, it is to be understood that the hand controller 
400 may be connected to the fluid control module 1400 at 
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any time during the installation of the fluid delivery System 
1200. Specifically, the connector end of the hand controller 
connector Secures to the hand controller plug of the fluid 
control module 1400. Connection of the hand controller 400 
may cause an icon representing the connected hand control 
ler 400 to be displayed on the user display 210. A preferred 
embodiment of the hand controller 400 is disclosed in U.S. 
Patent Application Ser. No. 60/560,496, filed Apr. 8, 2004, 
and entitled HAND HELD CONTROL DEVICE FOR A 
FLUID DELIVERY SYSTEM, the contents of which are 
incorporated herein by reference in its entirety. 
0260. With reference to FIG. 34-36, the operator may 
utilize a setup wizard interface 1801 to aid in the installation 
and operation of the fluid delivery system 1200. Specifically, 
the setup wizard interface 1801 allows the operator of the 
fluid delivery system 1200 to follow graphical representa 
tions and textual instructions concerning the installation of 
various components and Steps to be followed in ensuring 
proper operation of the fluid delivery system 1200. The 
exemplary setup wizard interface 1801 is accessed from the 
main control Screen and is displayed on the user display 210. 
The setup wizard interface 1801 may be divided into distinct 
portions, Such as a graphical portion 1802, an instructional 
portion 1804, and an individual component and proceSS 
setup portion 1806. The individual component and process 
setup portion 1806 may include a series of on-screen buttons 
such as a “Multi-Patient Syringe” button, a “Multi-Patient 
Section” button, and a “Single Patient Section” button, 
relating to respective components of the fluid delivery 
System. Additionally, the individual component Setup and 
process setup portion 1806 may include another series of 
buttons such as a “Fill Syringe” button, a “Purge Contrast' 
button, and a "Purge Saline' button, relating to respective 
processes of the fluid delivery system 1200. Desirably, each 
of these buttons maintains a Series of corresponding instruc 
tions associated therewith, that display within the instruc 
tional portion 1804 of the setup wizard when the respective 
button is selected. The instructions displayed within the 
instructional portion 1804 may also reference related por 
tions of the fluid delivery system 1200, or parts thereof that 
are graphically depicted within the graphical portion 1802. 
Furthermore, the instructions of the instructional portion 
1804 may also contain embedded buttons associated with 
other instructions for components or installation procedures 
related thereto. When these additional buttons are selected, 
the instructions associated there with are then displayed in 
the same instructional portion 1804. For example, if the 
operator selects an “Install Saline Tubing 1808 button, as 
shown in FIG. 35, the instructions associated therewith, 
namely: (1) Install drip chamber; (2) Open pump door; (3) 
Install Saline line; (4) Close pump door; (5) Spike Saline bag; 
and, (6) Fill drip chamber, appear within the instructional 
portion 1804, as shown in FIG. 36. The instructional portion 
1804 may also display related tips, warnings, or advise 
ments. For example, a message informing the operator that 
the patient must be disconnected prior to engagement of the 
plunger, displays beneath the “Engage plunger' instruction, 
as shown in FIG. 34. 

0261) As shown in FIGS. 34-36, the setup wizard inter 
face 1801 is laid out such that certain instructional portions 
1804 of the pre-injection Setup Sequence may be bypassed 
depending upon the operator's familiarity with the Setup of 
the fluid delivery system 1200. Thus, the operator need not 
follow the instructions provided by the setup wizard inter 
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face 1801 in a linear fashion. For example, a novice operator 
may want to proceed linearly with the instructions for Setup, 
whereas a more skilled operator may want to view only 
instructions regarding Setup of Specific components and 
installation steps of the fluid delivery system 1200. The 
setup wizard interface 1801, therefore, efficiently conveys 
the requisite information for proper Setup of the fluid deliv 
ery system 1200 to operators of various degrees of famil 
iarity and knowledge of the fluid delivery system 1200. 
0262. Once the necessary components of the fluid deliv 
ery System are properly installed, the operator of the fluid 
delivery system 1200 may administer either a fixed rate 
injection or a variable rate injection in conjunction with a 
saline flush delivery. The user display allows the operator to 
input various data relating to each type of injection to be 
administered. Additionally, the user display 210 preferably 
provides Visual and/or audio feedback during the delivery of 
the contrast in the injection cycle including, but not limited 
to, Values corresponding to the flow rate, Volume, and 
preSSure limit relating to that particular injection cycle. It is 
to be understood that values displayed on the display 210 
unit may be dynamic, Such that with each varying plunger 
depression of the hand controller 400, new values for the 
flow rate, Volume, and pressure limit may be displayed on 
the user display. 
0263. The fluid delivery system 1200 provides for vari 
ous modes of refilling the Syringe once the fluid delivery 
system 1200 determines that there is insufficient contrast 
media to perform an injection. A full automatic type refill is 
defined as a refill that occurs after the initial filling of the 
syringe 1702. The full automatic type of refill automatically 
fills the syringe 1702 with a maximum volume of contrast 
media that the syringe 1702 may hold, for example, 150 mL. 
Thus, in a full automatic type refill, refill commands are 
automatically given from the user display 210 without any 
operator intervention. A predetermined automatic type of 
refill fills the syringe 1702 with a predetermined operator 
specified volume, for example 25, 50, 75, or 100 mL. Thus, 
if there is insufficient contrast in the syringe 1702 to com 
plete the next injection, the operator is prompted for per 
mission by the user display as to whether or not the fluid 
delivery system should be allowed to initiate a refill to the 
predetermined Volume. A manual type of fill allows the 
operator to fill the syringe 1702 by utilizing the on-screen 
controls, whenever the operator deems a refill to be neces 
Sary. Thus, a manual type fill includes a Start and Stop refill 
function associated therewith. However, the manual fill is 
Still Subject to programming of the fluid delivery System 
1200 and the operator, in the manual fill mode, will be 
Selecting from a menu of fill levels rather than an indepen 
dently chosen level. Prior to each injection, the operator may 
indicate to the fluid delivery system 1200 which refill type 
is to be used when additional contrast is required to finish an 
injection. Once a refill type is Selected, the refill type 
remains in place until changed by the operator. In an 
exemplary embodiment, the operator may touch a “Proto 
col” button on the main control Screen to display a protocol 
screen with an “Options” button displayed thereon. The 
operator touches the “Options” button, which causes a list of 
options to appear, such as a “Refill Type” button. After 
touching the “Refill Type” button, the operator is typically 
presented with three refill types, namely (1) Full Automatic, 
for example to 150 mL.; (2) Predetermined, for example 25, 
50, 75, or 100 mL, and, (3) Manual. If the operator selects 
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the full automatic refill, then a pop-up window confirming 
the automatic refill request may appear. If the operator 
Selects the predetermined refill, a list of fill Volumes appears, 
which requires the operator to choose from one of the fill 
Volumes. Desirably, the fill Volumes are listed in manageable 
25 mL increments, as an example. If the operator Selects the 
manual refill, then a pop-up window confirming the manual 
refill request may appear. Once the operator is Satisfied with 
using a particular refill type for the instant injection cycle, 
the operator may then confirm the use of this refill type by 
touching another confirmation button, Such as an “OK” 
button. 

0264. The fluid delivery system 1200 may maintain pre 
programmed fluid delivery programs, (i.e., protocols), Stored 
therein. Thus, instead of manually entering the desired flow 
rate, Volume, preSSure limit, rise time, and optionally delay 
for each injection cycle, the operator may program and Store 
protocols, and recall previously Stored protocols correspond 
ing to injection elements, Such as the desired flow rate, 
Volume, pressure limit, rise time, and optionally delay. In an 
exemplary embodiment, a protocol is programmed and 
recalled via the on-screen controls of the user display 210. 
Specifically, the operator navigates to the protocol Screen by 
touching, for example, the “Protocol' button, if not there 
already. Thereafter, the operator touches a “Fixed Flow” or 
“Variable Flow” mode button, which indicates whether a 
protocol relating to a fixed or variable flow injection, respec 
tively, will be programmed. It is to be understood that not all 
injection elements may be changed by the operator when 
entering values relating to the variable flow injection. 
0265 A pop-up window confirming the request to enter 
into programming mode may appear, which requires the 
operator to confirm the request. The operator then touches a 
flow rate button. Visual indicia, Such as inversing the color 
of the button, may indicate that indeed this or any button was 
touched by the operator. A parameter range for the allowable 
flow rate is displayed, along with the virtual numeric key 
board for entering the flow rate. The operator enters the 
desired flow rate and may touch a confirmation button, Such 
as “Enter” to confirm the entered flow rate. Next, the 
operator touches a volume button. A parameter range for the 
allowable Volume is displayed, along with the Virtual 
numeric keyboard for entering the Volume. The operator 
enters the desired volume and may confirm the volume by 
touching the “Enter” button. Then, the operator touches a 
preSSure limit button. A parameter range for the allowable 
preSSure range is displayed, along with the virtual numeric 
keyboard for entering the pressure. The operator enters the 
desired preSSure and may confirm the pressure by touching 
the “Enter” button. Then, the operator touches a “Rise” 
button. A parameter range for the allowable rise time is then 
displayed, along with the Virtual numeric keyboard for 
entering the rise time. The operator enters the rise time and 
may confirm the rise time by touching the “Enter” button. It 
is to be understood that any of the above values be entered 
in varying orders. The fluid delivery system 1200 is pro 
grammed to alert the operator if a requested command or 
entered value is outside the predefined parameters. This alert 
may be accomplished through either audio or visual indicia, 
Such as a beep or an on-screen alert message, respectively. 
0266. After entering the appropriate values for a protocol, 
the operator may store the protocol into any available 
memory position of the fluid delivery system 1200 for future 
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use of the protocol in other injection cycles with other 
patients. Specifically, the operator touches a “Store' button. 
The Virtual alphanumeric keyboard for entering a name for 
the corresponding protocol is displayed. The operator may 
enter an appropriate name and confirm the name by touching 
the “Enter button. 

0267 The operator may recall any previously stored 
protocol from the memory of the fluid delivery system 1200. 
For example, the operator may navigate to the protocol 
screen by touching a “Protocol' button, if not already there. 
Thereafter, the operator touches a “Recall” button. The fluid 
delivery System displays a Screen showing all available, 
Saved, preprogrammed protocols. The operator may recall, 
or Select any of the protocols by touching the corresponding 
button of the protocol. Accordingly, the fluid delivery SyS 
tem displays the values associated with that particular pro 
tocol, as previously stored in memory. If the operator is 
Satisfied with using this protocol for the instant injection 
cycle, the operator may confirm the use of this protocol by 
touching another confirmation button, Such as an “OK” 
button. 

0268. Once the appropriate protocol is selected and is 
initiated with the fluid delivery system 1200, the corre 
sponding fixed rate injection or a variable rate injection may 
be performed. It is to be understood that either the fixed rate 
or the variable rate injections may be performed by the hand 
controller 400. Alternatively, injections may be performed 
directly through the on-screen controls of the user display 
210, bypassing the need for the hand controller 400 or the 
foot pedal. 

0269. In an exemplary embodiment, the fixed rate injec 
tion is initiated by the operator by depressing the plunger on 
the hand controller 400. Subsequently, the air detector 
assembly 1412 turns on and begins to monitor for any air 
within the lines. The multi-position valve 1712 rotates to the 
inject position. The injector piston accelerates to a pro 
grammed rate in the rise time allotted. The contrast media 
flows until either the operator releases the plunger or the 
programmed Volume, as Specified by the protocol, is deliv 
ered. After any of these conditions has been met, the injector 
piston ceases forward movement. Then the multi-position 
valve 1712 rotates to a closed or isolate position preferably 
after a Set period of time to allow residual contrast media to 
exit the syringe 1702, and the air detector assembly 1412 
enters into a sleep-mode. 

0270. In an exemplary embodiment, the variable rate 
injection is initiated by the operator by depressing the 
plunger on the hand controller 400. Subsequently, the air 
detector mechanism 1412 turns on to monitor for any air 
within the lines. The multi-position valve 1712 rotates to the 
inject position. The injector piston moves forward corre 
sponding to a percentage of an acceleration rate as deter 
mined by the position of the plunger of the hand controller 
400. The contrast flows until either the operator releases the 
plunger or the programmed Volume, as Specified by the 
protocol, is delivered. After any of these conditions is met, 
the injector piston ceases forward movement. Thereafter, the 
multi-position valve 1712 preferably remains open for a 
preset or predetermined amount of time, to allow residual 
contrast media to exit the syringe 1702. Then, the multi 
position valve 1712 rotates to a closed position. If the entire 
programmed Volume is delivered in a variable flow rate 
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mode, then the injector 1300 rearms. If the operator releases 
the hand controller actuating member or assembly before the 
entire programmed Volume is delivered, the multi-position 
valve 1712 remains open for the predetermined amount of 
time and then closes. It is to be understood that at the end of 
each variable rate injection, the fluid delivery system 1200 
creates a sharp bolus within the contrast tubing downstream 
of the multi-position valve 1712, by Suppressing the delivery 
of contrast media that is not delivered at the programmed 
flow rate. A Sharp bolus of contrast media may be defined as 
a distinct or defined column of liquid having well-defined 
opposing ends or boundaries. However, the creation of the 
Sharp bolus results in pressure buildup upstream of the 
multi-position valve 1712. To remove the excess pressure, 
the multi-position valve 1712 may have a simple vent for 
expelling liquid and relieving the exceSS pressure. Alterna 
tively, the injector piston may be moved slowly backward or 
proximally in a controlled manner, So that no vacuum is 
created in the contrast tubing, and So that no audible Sound, 
Such as a whizzing Sound, is produced. Desirably, this result 
is accomplished by having the fluid delivery system 1200 
turning the Voltage applied to the injector head motor on and 
off in Short increments, thereby creating a controlled 
Sequence of release/stop movements of the injector piston 
until the pressure in the syringe 1702 is equalized. After the 
pressure drops to the system friction of the fluid delivery 
system 1200, which is mostly comprised of the static friction 
between the Syringe plunger and the Syringe 1702 and the 
internal mechanical components of the injector head of the 
injector 1300, the fluid delivery system 1200 is ready for 
another injection. This process is repeated until the pro 
grammed Volume has been delivered. Thereafter, the air 
detector assembly 1412 enters into a Sleep-mode. 

0271 The saline flush delivery or injection may be per 
formed at any time during the injection cycle, except when 
contrast is flowing. In an exemplary embodiment, initiating 
the Saline injection requires the operator to depress the Saline 
actuator or saline button of the hand controller 400. Subse 
quently, the air detector assembly 1412 of the fluid control 
module 1400 turns on to monitor for any air in the medical 
tubing associated with the Saline portion of the fluid path Set 
1700. The pinch valve 1410 retracts to allow for the flow of 
saline from the secondary fluid container 1706. The fluid 
delivery system 1200 may be configured to permit the flow 
of Saline until the operator releases the Saline button on the 
hand controller 400, presses the saline button again, or until 
a predetermined amount of time lapses from the initiation of 
the flow of saline. The saline flow stops once movement in 
the peristaltic pump 1408 ceases. Thereafter, the pinch valve 
1410 moves to a closed position and the air detector assem 
bly 1412 enters into a sleep-mode. 

0272. During either the fixed rate injection cycle or the 
variable rate injection cycle, the fluid delivery system 1200 
may display an instantaneous average value for a corre 
sponding flow rate, fluid preSSure, Volume delivered for the 
most recent individual injection within the injection cycle, 
and a cumulative Volume delivered to the patient, up to and 
including, the most recent injection. At the conclusion of the 
delivery, the fluid delivery system 1200 may display a peak 
flow rate, a peak fluid pressure, a Volume delivered for the 
most recent individual injection within the injection cycle, 
and a cumulative Volume delivered to the patient during the 
entire delivery. 
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0273. It is to be understood that the fluid delivery system 
may exist in either an armed or unarmed State, which 
corresponds respectively to whether or not the operator is 
allowed to perform an injection. The fluid delivery system 
1200 may enter a disarmed or safe state when certain 
conditions are met including, but not limited to, failure of a 
Self-diagnostic check, detection of air in either the contrast 
or saline portions of the fluid path set 1700, absence of some 
of the requisite components, and the reaching of a preSSure 
limit that is deemed to be unsafe for the patient. The 
converse of these conditions and/or other factors must be 
present for the fluid delivery system 1200 to enter the armed 
state. The fluid delivery system 1200 may provide various 
Visual and/or audible alarms to the operator to identify 
Specific conditions that arise during the functioning of the 
fluid delivery system 1200. Such conditions may include, 
but are not limited to the arming/disarming of the fluid 
delivery system 1200 and the state thereof, the detection of 
air in the fluid path, the insufficiency or unavailability of 
fluid in the fluid delivery path or fluid supply to perform an 
injection, and the reaching of a preSSure disarm limit. 

0274) With reference to FIGS. 32 and 33 and with 
continuing reference to FIG. 9, the support assembly 1600 
of the fluid delivery system 1200 includes a support arm 
1602 for supporting the control section 1800 and the user 
display 210 in particular. A second support arm 1604 extends 
from a Support column 1606 that generally Supports the 
injector and fluid control module 1400. The Support arms 
1602, 1604 are associated with a rail interface 1608 which 
is generally adapted to attach the fluid delivery system 1200 
to a hospital bed or examination table 1610. The support 
column 1606 may include a pedestal interface 1612 for 
attaching the fluid delivery system 1200 to a movable 
pedestal 1614. As shown in FIG. 32, the fluid delivery 
system 1200 may either be attached to the examination table 
1610 or the movable pedestal 1614 to provide the maximum 
amount of flexibility and ease in utilizing the fluid delivery 
system 1200. Thus, when the fluid delivery system 1200 is 
mounted to the examination table 1610, a rail mount 1616 is 
attached to a rail 1618 of the examination table 1610. This 
allows the rail interface 1608 to be removably attached to the 
rail mount 1616. Thus, the rail mount 1616 indirectly 
supports the user display 210, the injector 1300, and the fluid 
control module 1400. In an alternative embodiment, as 
shown in FIG. 33, only the injector 1300 and the fluid 
control module 1400 are indirectly supported by the rail 
mount 1616, and an additional rail mount 1616 may be 
utilized to independently Support the user display 210 at a 
different location on the rail 1618 of the examination table 
1610. Returning to FIG. 32, the movable pedestal 1614 
provides mobility to the fluid delivery system 1200 and 
height adjustability features. The movable pedestal 1614 
includes a pedestal interface mount 1620 extending there 
from, for attaching the pedestal interface 1612 to the mov 
able pedestal 1614. The pedestal interface mount 1620 may 
be configured to interface with electrical connections from 
the pedestal interface 1612. The movable pedestal 1614 
further includes a base 1622 for holding loose components 
related to the fluid delivery system 1200 and the power 
cables associated there with. A handle 1624 provides acceSS 
to the interior of the base 1622. The base 1622 may also 
include a power socket 1626 that interfaces with the power 
cables (not shown) within the base 1622. Thus, a single 
external power cable (not shown) may be plugged directly 

30 
Oct. 20, 2005 

into the power socket 1626 to provide sufficient power for 
operation of the entire fluid delivery system 1200. The 
movable pedestal 1614 may also include a plurality of 
casters 1628 having lockable brakes 1630 and wheels 1632. 
A handle 1634 may be attached to the movable pedestal 
1614 to facilitate movement of the fluid delivery system 
1200. By aligning the rail interface 1608 over the rail mount 
1616 and then lowering the height of the movable pedestal 
1614, the fluid delivery system 1200 may easily be trans 
ferred from the pedestal 1614 and to the bed 1610. It is to 
be understood that the aforementioned configurations are not 
to be considered as limiting the placement and positioning of 
the fluid delivery system 1200. 

0275 With additional reference to FIGS. 37-50, the 
support assembly 1600 is supported by the pedestal 1614 to 
enable the fluid delivery system 1200 to be a mobile or 
transportable fluid delivery System for use in multiple loca 
tions in a medical treatment environment, Such as a hospital 
cardiology Suite. Thus, the fluid delivery system 1200 is not 
tied to a particular location in a hospital Setting, Such as the 
angiographic Suite, and may be transported to different 
locations within a hospital as desired. The Support assembly 
1600, as discussed previously, is adapted to detachably 
interface with the pedestal 1614, and the detachable inter 
face between the support assembly 1600 and the pedestal 
1614, as well as additional features of the Support assembly 
1600 and pedestal 1614 will be discussed now in further 
detail. 

0276. The “mobile” fluid delivery or injector system 
1200 is generally comprised by the support assembly 1600, 
the fluid delivery and control components Supported by the 
support assembly 1600, and the pedestal 1614. The compo 
nents supported by the Support assembly 1600 generally 
include the injector 1300, fluid control module 1400, and the 
control section or assembly 1800. Primarily, the Support 
assembly 1600 supports the graphical user interface display 
210 of the control assembly 1800, as indicated previously. 
Thus, the support assembly 1600 and the components Sup 
ported thereon may be considered to be a fluid delivery 
Superstructure 1636. It is this fluid delivery superstructure 
1636 that detachably connects or associates with the ped 
estal 1614. 

0277. The mobile fluid delivery or injector system 1200 
illustrated in FIG. 37 is substantially the same as the mobile 
fluid delivery system 1200 depicted in FIGS. 32 and 33, 
with slight variations. In FIGS. 32 and 33, as discussed 
previously, the rail interface 1608 is adapted to detachably 
connect to the examination table 1610 and, more particu 
larly, to the rail mount 1616 connected to the rail 1618 of the 
examination table 1610, also referred to herein as a patient 
examination platform. Details of the rail mount 1616 are 
discussed herein in connection with FIGS. 42-46. In FIGS. 
32 and 33, the rail interface 1608 engages a receiving 
opening (not shown) in the rail mount 1616, and the pedestal 
interface 1612 located Substantially at a lower end of the 
support column 1606 is adapted to receive the pedestal 
interface mount 1620 of the pedestal 1614. The connection 
between the pedestal interface 1612 and the pedestal inter 
face mount 1620 is a detachable female-male connection as 
will be evident when viewing FIG. 32. 

0278. The rail interface 1608, support arm 1604, and 
pedestal interface 1612 may be considered to collectively 
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form an interface link 1638. The interface link 1638 pro 
vides for the detachable association or connection between 
the fluid delivery superstructure 1636 and the pedestal 1614, 
and the detachable association or connection between the 
fluid delivery superstructure 1636 and the patient examina 
tion platform 1610 via the rail mount 1616. Since the rail 
interface 1608 is used to connect the fluid delivery Super 
structure 1636 to the patient examination platform 1610, this 
component may also be referred to as a “platform inter 
face”1608. As will be appreciated by those skilled in the art, 
the fluid delivery superstructure 1636 could be adapted to 
detachably connect directly to the patient examination plat 
form 1610 rather than the rail mount 1616. In Such an 
arrangement, for example, a receiving opening 1639 may be 
provided in the top of the patient examination table 1610, as 
illustrated in FIG. 40. In one possible embodiment in 
accordance with this aspect of the present invention, the 
receiving opening 1639 may be provided in a movable slide 
provided in a racetrack in the top of the patient examination 
table 1610. 

0279. In FIGS. 37-44, the interface link 1638 is substan 
tially the same as the interface link 1638 depicted in FIGS. 
32 and 33. In each version, the interface link 1638 is 
generally H-shaped and includes the pedestal interface 1612 
and the rail or platform interface 1608. The difference 
between the two respective interface links 1638 lies only in 
the Specific configuration of the detachable connection 
between the interface link 1638 and the pedestal 1614. 
However, each variation of the interface link 1638 utilizes 
male-female detachable/removable connections and operate 
to detachably connect the fluid delivery superstructure 1636 
to the pedestal 1614 or the patient examination platform 
1610. 

0280. As shown in FIG. 37, the interface link 1638 is 
used to connect the fluid delivery superstructure 1636 to the 
pedestal 1614 So that the Superstructure 1636 may be 
transported via the pedestal 1614. The Support arm 1602 
Supporting the user display 210 is preferably pivotally 
connected to the interface link 1638. As shown in FIG. 40, 
the user display 210 is preferably removable from the 
Support arm 1602 and adapted for connection to an addi 
tional rail mount 1616 associated with the patient examina 
tion platform 1610, as described previously in connection 
with FIG. 33. The user display 210 will interface with the 
rail mount 1616 in the same manner to be described herein 
in connection with FIGS. 42-44 illustrating the specific 
detachable/removable connection between the interface link 
1638 and the rail mount 1616. 

0281. The support column 1606 is connect to the opposite 
lateral side or portion of the interface link 1638 from the user 
display 210. The Support column 1606 is preferably pivot 
ally connected to the interface link 1638 to allow pivotal 
movement of the Superstructure 1636 when the Superstruc 
ture 1636 is associated with either the patient examination 
platform 1610 or the pedestal 1614. The Support column 
1606 supports the fluid control module 1400 and the injector 
1300. Preferably, the injector 1300 is pivotally connected to 
the Support column 1606, while the fluid control module 
1400 is preferably fixed to the Support column 1606 (i.e., 
non-pivotal). 

0282. The pedestal 1614 depicted in FIGS.37 and 39, as 
with the pedestal 1614 shown in FIG. 33, has wheels 1632 
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for providing mobility and brakes 1630 for maintaining the 
pedestal 1614 in a static position. The trunk of the pedestal 
1614 includes gas spring lift assist mechanism 1640 for 
raising and lowering the fluid delivery superstructure 1636 
relative to the pedestal base 1622. In particular, the lift assist 
mechanism 1640 is associated with the structure of the 
handle 1634 to raise and lower the handle structure 1634 
and, hence, the fluid delivery Superstructure 1636 relative to 
the pedestal base 1622. The lift assist mechanism 1640 may 
be a conventional gas Spring device that assists the operator 
of the fluid delivery system 1200 to raise/lower the fluid 
delivery SuperStructure 1636. Such gas Spring lift assist 
devices are commonly found on automobile liftgates and in 
like applications, but have not previously been applied to 
medical equipment generally. 
0283) Referring now to FIGS. 42-47 in particular, the 
pedestal interface 1612 and the platform interface 1608 may 
be formed as male inserts each adapted to mate with 
receiving openings 1642, 1644 in the pedestal 1614 and the 
rail mount 1616, respectively. The receiving opening 1642 
associated with the pedestal 1614 is preferably provided in 
the handle structure 1634. As indicated previously, the 
Superstructure 1636 may be connected directly to the patient 
examination platform 1610. In Such an alternative configu 
ration, the male platform interface 1608 could be inserted 
directly into the receiving opening 1639 (FIG. 40) provided 
in the top of the patient examination platform 1610. 
0284. The receiving openings 1642, 1644 are preferably 
D-shaped with the male insert platform interface 1608 and 
the male insert pedestal interface 1612 being correspond 
ingly D-shaped to mate with the receiving openings 1642, 
1644. The D-shape of the receiving openings 1642, 1644 is 
preferred to prevent rotation of the overall fluid delivery 
Superstructure 1636 once the Superstructure 1636 is associ 
ated with either the pedestal 1614 of the patient examination 
platform 1610 via the rail mount 1616. The D-shape of the 
receiving opening 1644 in the rail mount 1616 may also be 
used a “key” to set the fluid delivery Superstructure 1636 
into the proper orientation for a medical fluid injection 
procedure. Preferably, as discussed further herein, the 
receiving openings 1642, 1644 (and receiving opening 
1639) and are tapered to guide entry of the male insert 
platform interface 1608 and male insert pedestal interface 
1612. The male insert platform interface 1608 and male 
insert pedestal interface 1612 are preferably tapered to 
correspond to the tapered receiving openings 1642, 1644 as 
is evident in the cross sectional view in FIG. 44. The 
corresponding tapering between the male inserts forming the 
platform interface 1608 and pedestal interface 1612 and the 
receiving openings 1642, 1644 will aid in guiding entry of 
the male inserts into the receiving openings 1642, 1644. A 
suitable taper for the receiving openings 1642, 1644 and 
male inserts forming the platform and pedestal interfaces 
1608, 1612 is preferably about 3. Additionally, it is desir 
able to provide a nominal clearance between the male inserts 
forming the platform and pedestal interfaces 1608, 1612 and 
the internal walls of the receiving openings 1642, 1644 to 
ensure the male inserts slide easily into and out of the 
receiving openings 1642, 1644, and do not become fixed in 
the receiving openings 1642, 1644 once inserted therein. 
0285). As shown in FIGS. 44-47 in particular, the rail 
mount 1616 is generally a unitary Structure having a main 
body 1648. The main body 1648 may be made of metal such 
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as aluminum or Steel and preferably a metal Suitable for 
medical applications Such as aluminum or StainleSS Steel. 
The main body 1648 defines the receiving opening 1642 for 
receiving the platform interface 1608. The receiving open 
ing 1642 may extend entirely through the main body 1648 
as shown in cross section in FIG. 44, or be a blind hole. In 
either case, the receiving opening 1642 and platform inter 
face 1608 are preferably tapered in the manner described 
previously. The main body 1648 further defines an elongated 
recess 1650 at one end for engaging the rail 1618 of the 
patient examination platform 1610. The engagement of the 
rail 1618 in the recess 1650 connects the main body 1648 to 
the rail 1618. 

0286 The rail mount 1616 further includes a pair of 
locking devices or mechanisms 1651, 1652 for securing the 
rail 1618 of the patient examination platform 1610 in the 
recess 1650 and the platform interface 1608 in the receiving 
opening 1642, respectively. The locking devices 1651, 1652 
may be simple set screw devices with handles 1654, 1656, 
respectively, for tightening the Set Screws. Locking device 
1651 is used to secure the main body 1648 of the rail mount 
1616 at desired location along the rail 1618 where the 
Superstructure 1636 is to be situated for use in a medical 
fluid injection procedure. In FIG. 44, locking device 1652 is 
depicted as a simple Set Screw mechanism, whereas locking 
device 1651 is adapted to engage a tab 1658 extending from 
the patient examination platform 1610 to secure the main 
body 1648 at a desired location on the rail 1618. 

0287. An additional, third locking device 1660 is prefer 
ably provided on the trunk of the pedestal 1614, and is 
preferably associated with the handle structure 1634 for 
locking the pedestal interface 1612 in receiving opening 
1644. The third locking device or mechanism 1660 may also 
be a Set Screw type device. The male inserts forming the 
platform and pedestal interfaces 1608, 1612 may have 
transverse recesses or slots 1662 for receiving the Set Screws 
of the locking devices 1652, 1660 to secure the platform and 
pedestal interfaces 1608, 1612 in the respective receiving 
openings 1642, 1644. 

0288. As shown in FIG. 45, the rail mount 1616 may 
include a spacer element 1664 in recess 1650 to accommo 
date different sized rails 1618 used on different makes and 
models of the patient examination platform 1610. Therefore, 
the rail mount 1616 may be used with different makes and 
models of the patient examination table 1610. The spacer 
element 1664 is inserted in the recess 1650 to reduce the 
cross sectional area of the recess 1650 so that the rail mount 
1616 may be used with a smaller rail 1618 if necessary. 

0289 FIG. 47 shows an alternative embodiment of lock 
ing devices 1652, 1660 that include a pin 1666 which may 
inserted into respective openings 1667, 1668 in the platform 
interface 1608 and pedestal interface 1612. The pin 1666 
Secures the removable insertion of the platform interface 
1608 in receiving opening 1644 and removable insertion of 
the pedestal interface 1612 in receiving opening 1642. The 
main body 1648 of the rail mount 1616 defines an aperture 
1669 corresponding to opening 1667 in platform interface 
1608 for accepting the pin 1666 and securing the detachable 
or removable connection between the platform interface 
1608 and the rail mount 1616. A similar opening to aperture 
1669 may be provided in place of locking device 1660 
shown in FIG. 42 for example, to allow for an analogous 
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detachable or removable connection between the pedestal 
interface 1612 and the pedestal 1614. 
0290 FIGS. 48 and 49 show an alternative configuration 
of the platform interface 1608 and receiving opening 1642 
in the rail mount 1616. In the alternative configuration, the 
platform interface 1608 is a formed as a plate and, more 
particularly, a tapered or triangular-shaped plate. The plate 
shaped platform interface 1608 cooperates with a tapered, 
generally triangular-shaped receiving opening or receSS 
1642. In this disclosure, the term “receiving opening” is 
intended into include any type of Void, Such as a hole, a 
receSS, or a groove. Thus, the receiving “recess' shown in 
FIGS. 48 and 49 is just one subset or form of the “receiving 
opening 1642. The receiving openings 1642, 1644 shown 
in FIGS. 42-47 are depicted a D-shaped holes and this is 
presently a preferred embodiment of the receiving openings 
1642, 1644. The locking device 1652 associated with the rail 
mount 1616 shown in FIGS. 48 and 49 may be provided as 
a removable pin 1670 that engages an opening 1672 in the 
plate-shaped platform insert 1608. The correspondingly 
tapered, generally triangular shapes of the platform interface 
1608 and receiving recess 1642 are effective to guide side 
(i.e., horizontal), sliding entry of the platform interface 1608 
into the main body 1648 of the rail mount 1616. 
0291. With reference to FIGS. 50 and 51, while the 
discussion hereinabove is directed to a mobile fluid delivery 
system 1200 with a detachable fluid delivery superstructure 
1636, FIGS. 50 and 51, illustrate that the fluid delivery 
SuperStructure 1636 may take other forms in accordance 
with the present invention. In FIGS. 50 and 51, the fluid 
delivery superstructure is an IV pole 1680 that is adapted to 
detachably interface with the rail mount 1616 in the same 
manner as the fluid delivery superstructure 1636 described 
previously. The IV pole 1680 is formed by a base member 
1682 and a support member 1684 preferably telescopically 
connected to the base member 1682. The base member 1682 
includes a male insert portion 1686 that is adapted to engage 
the receiving opening 1642 in the main body 1648 of the rail 
mount 1616. The male insert portion 1686 preferably defines 
a transverse locking recess or slot 1688 for receiving the set 
screw of locking device 1652. The base member 1682 is 
removably associated with the main body 1648 of the rail 
mount 1616 via the male insert portion 1686 in the same 
manner as the way in which the interface link 1636 is 
removably or detachably connected to the main body 1648 
of the rail mount 1616 discussed previously. 
0292 Although the present invention has been described 
in detail in connection with the above embodiments and/or 
examples, it is to be understood that Such detail is Solely for 
that purpose and that variations can be made by those skilled 
in the art without departing from the invention. The Scope of 
the invention is indicated by the following claims rather than 
by the foregoing description. All changes and variations that 
come within the meaning and range of equivalency of the 
claims are to be embraced within their Scope. 

The invention claimed is: 
1. An injector System, comprising: 
a mobile pedestal; and 
a fluid delivery SuperStructure detachably connected to the 

pedestal and comprising a pump device and a fluid 
control device. 
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2. The injector System of claim 1, further comprising a 
fluid path Set operatively associating the pump device with 
the fluid control device. 

3. The injector System of claim 1, the pedestal comprising 
wheels for providing mobility of the pedestal. 

4. The injector System of claim 3, the wheels comprising 
brakes for maintaining the pedestal in a Static position. 

5. The injector System of claim 1, the pedestal comprising 
a handle for moving the pedestal. 

6. The injector System of claim 1, the pedestal comprising 
a lift assist mechanism for raising and lower the SuperStruc 
ture. 

7. The injector System of claim 1, the pedestal comprising 
a locking device for releasably locking the SuperStructure to 
the pedestal. 

8. The injector System of claim 1, the SuperStructure 
comprising an interface link adapted to detachably connect 
the SuperStructure to the pedestal. 

9. The injector system of claim 8, the Superstructure 
comprising a Support column connected to the interface link 
and Supporting the pump device and fluid control device. 

10. The injector system of claim 9, wherein the pump 
device is pivotally connected to the Support column and the 
fluid control device is non-pivotally connected to the Support 
column. 

11. The injector system of claim 9, wherein the Support 
column is pivotally connected to the interface link. 

12. The injector System of claim 8, the SuperStructure 
comprising a user display pivotally connected to the inter 
face link via a Support arm. 

13. The injector system of claim 12, wherein the user 
display is detachably connected to the Support arm. 

14. The injector system of claim 8, the interface link 
comprising a pedestal interface adapted to detachably con 
nect the interface link to the pedestal. 

15. The injector system of claim 14, the pedestal com 
prising a locking device for releasably locking the pedestal 
interface to the pedestal. 

16. The injector System of claim 14, the pedestal interface 
comprising a male pedestal insert for engaging a receiving 
opening in the pedestal. 

17. The injector system of claim 16, wherein the male 
pedestal insert and the receiving opening are correspond 
ingly tapered to guide entry of the male pedestal insert into 
the receiving opening. 

18. The injector system of claim 16, wherein the male 
pedestal insert is generally D-shaped in horizontal croSS 
Section and the receiving opening is correspondingly 
D-shaped to receive the D-shaped male pedestal insert. 

19. The injector system of claim 8, the interface link 
comprising a platform interface adapted to detachably con 
nect the interface link to a patient examination platform. 

20. The injector system of claim 19, the platform interface 
comprising a male platform insert for engaging a receiving 
opening associated with the patient examination platform. 

21. The injector system of claim 20, wherein the male 
platform insert and the receiving opening are correspond 
ingly tapered to guide entry of the male platform insert into 
the receiving opening. 

22. The injector system of claim 20, wherein the male 
platform insert is generally D-shaped in horizontal croSS 
Section and the receiving opening is correspondingly 
D-shaped to receive the D-shaped male platform insert. 
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23. The injector system of claim 20, wherein the male 
platform insert is formed as a plate and the receiving 
opening is formed as a receiving receSS Shaped to receive the 
plate. 

24. The injector system of claim 23, wherein the plate and 
receiving receSS are correspondingly tapered to accommo 
date sliding entry of the plate into the receiving receSS. 

25. The injector system of claim 19, the patient exami 
nation platform comprising a rail and a rail mount connected 
to the rail, and wherein the platform interface is adapted to 
detachably connect the interface link to the rail mount. 

26. The injector system of claim 25, the rail mount 
comprising a locking device for releasably locking the 
platform interface to the rail mount. 

27. The injector system of claim 25, the platform interface 
comprising a male platform insert for engaging a receiving 
opening in the rail mount. 

28. The injector system of claim 27, wherein the male 
platform insert and the receiving opening are correspond 
ingly tapered to guide entry of the male platform insert into 
the receiving opening. 

29. The injector system of claim 27, wherein the male 
platform insert is generally D-shaped in horizontal croSS 
Section and the receiving opening is correspondingly 
D-shaped to receive the D-shaped male platform insert. 

30. The injector system of claim 27, wherein the male 
platform insert is formed as a plate and the receiving 
opening is formed as a receiving receSS Shaped to receive the 
plate. 

31. The injector system of claim 30, wherein the plate and 
receiving receSS are correspondingly tapered to accommo 
date sliding entry of the plate into the receiving receSS. 

32. The injector system of claim 25, wherein the rail 
mount is movably connected to the rail, and comprises a 
locking device for releasably locking the rail mount at a 
desired location on the rail. 

33. The injector system of claim 8, the interface link 
comprising a pedestal interface adapted to detachably con 
nect the interface link with the pedestal, and a platform 
interface adapted to detachably connect the interface link 
with a patient examination platform. 

34. A method of preparing an injector System for a 
medical fluid injection procedure, comprising: 

providing an injector System comprising a mobile pedes 
tal and a fluid delivery SuperStructure detachably con 
nected to the pedestal and comprising a pump device 
and a fluid control device; 

asSociating the SuperStructure with a patient examination 
platform; and 

detaching the pedestal from the SuperStructure. 
35. The method of claim 34, further comprising releasably 

locking the SuperStructure to the patient examination plat 
form with a locking device. 

36. The method of claim 34, the Superstructure compris 
ing a platform interface, Such that the Step of associating the 
SuperStructure with the patient examination platform com 
prises connecting the platform interface to the patient exami 
nation platform. 

37. The method of claim 36, the platform interface 
comprising a male platform insert and the patient examina 
tion platform comprising a receiving opening associated 
there with, Such that the Step of associating the SuperStructure 
with the patient examination platform comprises inserting 
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the male platform insert into the receiving opening to 
connect the SuperStructure to the patient examination plat 
form. 

38. The method of claim 37, further comprising releasably 
locking the male platform insert in the receiving opening 
with a locking device. 

39. The method of claim 37, wherein the male platform 
insert is formed as a plate and the receiving opening is 
formed as a receiving receSS Shaped to receive the plate, 
Such that the Step of associating the SuperStructure with the 
patient examination platform comprises sliding the plate into 
the receiving receSS to connect the SuperStructure to the 
patient examination platform. 

40. The method of claim 37, the patient examination 
platform comprising a rail and a rail mount connected to the 
rail, wherein the rail mount defines the receiving opening for 
receiving the male platform insert. 

41. The method of claim 40, wherein the rail mount 
defines a tapered receiving opening and the male platform 
insert is correspondingly tapered, Such that the Step of 
asSociating the SuperStructure with the patient examination 
platform comprises guiding entry of the male platform insert 
into the receiving opening in the rail mount. 

42. The method of claim 40, further comprising locating 
the rail mount at a desired location on the rail prior to the 
Step of associating the SuperStructure with the patient exami 
nation platform. 

43. The method of claim 42, further comprising releasably 
locking the rail mount at the desired location on the rail with 
a locking device. 

44. The method of claim 34, further comprising removing 
the pedestal after the Step of detaching the SuperStructure 
from the pedestal. 

45. A rail mount for attachment to a rail of a patient 
examination platform, comprising: 

a main body defining an elongated receSS for engaging the 
rail of the patient examination platform, the main body 
adapted to detachably Support a Support member for a 
medical component; and 

a locking device adapted to releasably lock the main body 
to the rail at a desired location on the rail. 

46. The rail mount of claim 45, wherein the main body 
defines a receiving opening adapted to receive a male insert 
portion of the Support member. 

47. The rail mount of claim 46, further comprising a 
Second locking device associated with the main body and 
adapted to releasably lock the male insert portion in the 
receiving opening. 

48. The rail mount of claim 46, wherein the receiving 
opening is tapered to guide entry of the male insert portion 
into the receiving opening. 

49. The rail mount of claim 46, wherein the receiving 
opening is D-shaped to receive a D-shaped male insert 
portion. 

50. The rail mount of claim 49, wherein the D-shaped 
receiving opening is tapered to guide entry of the male insert 
portion into the receiving opening. 

51. The rail mount of claim 46, wherein the receiving 
opening is formed as a tapered receiving receSS shaped to 
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accommodate sliding entry of a plate-shaped male insert 
portion into the receiving receSS. 

52. The rail mount of claim 51, wherein the receiving 
receSS is generally triangular-shaped. 

53. The rail mount of claim 51, further comprising a 
Second locking device associated with the main body and 
adapted to releasably lock the plate-shaped male insert 
portion in the receiving receSS. 

54. The rail mount of claim 45, further comprising a 
removable Spacer disposed in the elongated receSS for 
accommodating different sized rails. 

55. In combination, a mount Supporting a fluid delivery 
SuperStructure, the mount comprising: 

a main body adapted for connection to a patient exami 
nation platform, and further adapted to detachably 
Support a Support member of the SuperStructure; and 

a locking device adapted to releasably lock the Support 
member to the main body. 

56. The combination of claim 55, the Superstructure 
comprising a pump device and a fluid control device. 

57. The combination of claim 56, the support member 
comprising an interface link detachably associated with the 
main body and a Support column connected to the interface 
link, the Support column Supporting the pump device and the 
fluid control device. 

58. The combination of claim 57, wherein the pump 
device is pivotally connected to the Support column and the 
fluid control device is non-pivotally connected to the Support 
column. 

59. The combination of claim 55, the Superstructure 
comprising an IV pole. 

60. The combination of claim 59, wherein the Support 
member comprises a base of the IV pole. 

61. The combination of claim 60, the IV pole further 
comprising a telescoping member connected to the base for 
adjusting the height of the IV pole relative to the main body. 

62. The combination of claim 55, the main body defining 
a receiving opening adapted to receive a male insert portion 
of the Support member. 

63. The combination of claim 62, wherein the receiving 
opening is tapered to guide entry of the male insert portion 
into the receiving opening. 

64. The combination of claim 62, wherein the receiving 
opening is D-shaped to receive a D-shaped male insert 
portion. 

65. The combination of claim 64, wherein the D-shaped 
receiving opening is tapered to guide entry of the male insert 
portion into the receiving opening. 

66. The combination of claim 62, wherein the receiving 
opening is formed as a tapered receiving receSS Shaped to 
accommodate sliding entry of a plate-shaped male insert 
portion into the receiving receSS. 

67. The combination of claim 55, wherein the main body 
defines an elongated receSS for engaging a rail on the patient 
examination platform. 

68. The combination of claim 67, further comprising a 
removable Spacer disposed in the elongated receSS for 
accommodating different sized rails. 
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