Title: FLEXIBLE IMAGE GUIDED SURGERY MARKER

Abstract: A bone marker for use in image guided surgery comprises a support having an anchor mechanism for anchoring the support in a bone. The marker includes at least one reference member which can be detected by an image guided system and which is attached to the support. The support has at least one limb which is resiliently deformable.
SK, TR), OAPI (BF, BJ, CF, CG, CI, CM, GA, GN, GQ, GW, ML, MR, NE, SN, TD, TG).

Published:
— with international search report

For two-letter codes and other abbreviations, refer to the "Guidance Notes on Codes and Abbreviations" appearing at the beginning of each regular issue of the PCT Gazette.
FLEXIBLE IMAGE GUIDED SURGERY MARKER

The present invention relates to a flexible bone marker for use during image guided surgery.

Image Guided Surgery (IGS) procedures are well known. For example, during orthopaedics such procedures are used to enable a predetermined site on a patient's bone to be located, even after movement of the bone. The precise calculation of the location of the bone site allows the confident navigation of surgical apparatus which will operate at the site.

It is important during orthopaedic IGS that a bone marker, used as a reference for calculating locations on a patient's bone, does not move relative to the bone to which it is anchored. Typically, bone markers move due to the softness of the bone in which the bone marker is anchored. The softness of the bone makes it difficult to achieve a solid, rigid fixation. Additionally, the surgeon may knock the bone marker once it has been anchored, causing the marker to move or pull slightly at the anchor point in the bone. This will cause inaccuracy in the calculation of the specified bone site as the marker will have moved relative to the bone. Further the fixation grip of the bone marker at the anchor point may be reduced if the force applied to the bone marker was sufficient to damage the bone at the anchor point. In such cases, the surgeon must re-register the bone marker causing significant delay and frustration.

The present invention provides a flexible bone marker for use in IGS which tolerates forces applied to the bone marker and also reduces the force applied to the marker/bone anchor point.

According to a first aspect of the present invention, there is provided a bone marker for use in image guided surgery, comprising a support having an anchor mechanism for anchoring the support in a bone, the bone marker further comprising at least one reference member detectable by an image guided system, the at least one reference member being attached to
the support, in which the support comprises at least one limb which is resiliently deformable.

The bone marker of the present invention has the advantage that the risk of the bone marker moving inadvertently relative to the bone during IGS is significantly reduced. The flexibility of the support of the bone marker can mean that a force applied to the marker is absorbed by the support component of the marker rather than at the point where the marker is anchored in the bone. This can reduce the force applied to the anchor point and help to reduce the chance of moving the bone marker within the bone at the anchor point. This can also reduce the chance of damaging the bone or the marker at the anchor point, which might also cause the marker to become loose. The resiliency of the support ensures that it quickly returns approximately exactly back to its original position in order for the procedure to continue, substantially as if the marker had not been displaced at all from its original position.

Furthermore, as the anchor site is required to bear much smaller loads, the force required to fix the marker into the bone can be reduced. This can minimise damage to the bone at the anchorage point as it is possible to use much smaller fixation devices to anchor the marker securely.

The bone marker has an anchor for anchoring the bone marker into a bone, and a support to which at least one reference member is attached. The anchor part can be permanently fixed to the support. Preferably, the anchor is releasably attachable to the support.

Preferably, the anchor comprises a fixation member for anchoring the bone marker within the bone, and a coupling member for releasably attaching the support to the fixation member. The fixation member can be permanently fixed to the coupling member. Preferably, the fixation member is releasably attached to the coupling member.

Preferably, the fixation member has a substantially constant cross-sectional shape along its length. Preferably the cross-section of the fixation member is generally round. For example, the cross-section may be circular. Preferably the width of fixation member at its
widest point is not smaller than 5 mm, preferably not smaller than 3 mm, more preferably not smaller than 2 mm, and especially not smaller than 1 mm. Preferably the width of fixation member at its widest point is not greater than 10 mm, preferably not greater than 5 mm, more preferably not greater than 2 mm, and especially not greater than 1 mm.

Preferably, the fixation member is narrower at a first end which is to be inserted into the bone, and wider at a second end which is to protrude from the surface of the bone and to be attached to the coupling member. Preferably the fixation member has a generally smooth shank capable of being hammered into the bone. Preferably the fixation member has a threaded shank and is capable of being screwed into the bone. Preferably the fixation member comprises a first narrow cylindrical shank, a second wide cylindrical shank, and a frustoconical shank tapering outwardly from the first narrow shank to the second wide shank. The fixation member can be made from materials which are suitable for insertion into a bone. Particularly preferred materials can include certain stainless steels. Preferably the anchor comprises two fixation members. Preferably, the anchor comprises more than two fixation members. However, any appropriate mechanism for anchoring a bone marker in a bone may be used.

Preferably, the coupling member is an adjustable coupling member. Preferably, the coupling member has a first attachment means for removably attaching the coupling member to a fixation member. Preferably, the coupling member has a second attachment means for removably attaching the coupling member to the support. Preferably, the coupling member enables the support to be rotated about the fixation member. Preferably the coupling member comprises at least one pivot point to enable the support to be rotated about the longitudinal axis of the fixation member. Preferably, the coupling member comprises at least one pivot point to enable the support to be rotated between a position which is parallel to the longitudinal axis of the fixation member, and a position which is perpendicular to the longitudinal axis of the fixation member. Preferably, a pivot point comprises a bearing which can be locked into position so that the support can be rotated about the pivot point and locked into a desired position. However, any appropriate coupling member for attaching a support to a fixation member may be used.
The support can comprise only one limb. Preferably, the first end of the limb is attached to the anchor.

Preferably the support comprises a plurality of limbs. The limbs can be identical in dimensions and configuration. However, preferably the limbs are not identical. All of the limbs can be attached to the anchor. However, preferably the support comprises at least one leg limb having a first end which is attached to the anchor and a second end to which at least one arm limb is attached. Preferably, a first end of an arm limb will be attached to the leg limb. The leg limbs can be identical in dimensions and configuration. However, preferably the leg limbs are not identical. The arm limbs can be identical in dimensions and configuration. However, preferably the arms limbs are not identical.

Preferably, the ratio of the axial length of a limb to its transverse dimension (which will be its diameter when the limb has a circular cross-section) is no less than 2:1, more preferably no less than 4:1, and especially no less than 8:1.

A reference member can be attached to a limb at any point on the limb. Further, more than one reference member may be attached to a limb. However, preferably a single reference member is attached to a limb at the end of a limb.

Preferably, at least one of the limbs of the support is resiliently deformable. Preferably, a resiliently deformable limb is sufficiently resilient so that the limb returns back to approximately its original position after it has been deformed. Preferably, a resiliently deformable limb is sufficiently resilient so that once deformed within its elastic limit, it returns to a position back not more than 0.25 mm from its original position, more preferably not than 0.2 mm from its original position and especially not more than 0.1 mm from its original position.

Preferably, the tip of a resiliently deformable limb can be deflected up to 45° away from its axis, before its elastic limit is exceeded. More preferably, the tip of a resiliently deformable limb can be deflected up to 90° away from its axis, before its elastic limit is exceeded.
Preferably, the tip of a resiliently deformable limb can be deflected perpendicularly away from its axis by up to a distance of 70% of the axial length of the limb, before its elastic limit is exceeded. More preferably, the tip of a resiliently deformable limb can be deflected perpendicularly away from its axis by up to a distance of 100% of the axial length of the limb, before its elastic limit is exceeded.

Preferably, a resiliently deformable limb will return back to its original shape within a reasonable period of time. Preferably, a reasonable time period is no more than 3 seconds. More preferably, a reasonable time period is no more than 2 seconds. Especially preferably, a reasonable time period is no more than 1 second. However, the period of time in which the limb should return back to its original position will depend on the requirements of the IGS system used. Many materials exhibit the characteristics of being sufficiently resilient so that it returns back to its original position within a reasonable period of time. Suitable elastic materials and structures are known. The device of the invention can include a combination of materials and components, for example a helical or other spring. The device can include a damping component, for example an auxiliary helical or other spring, or a polymeric (especially elastomeric) component. A metal component, especially a spring component, can be made from certain steels, especially which are considered suitable for surgical applications, or from other alloys such as certain shape memory alloys.

Preferably, a resiliently deformable limb is sufficiently stiff so that it does not deform significantly under its own weight or its own weight plus the weight of a mass attached to it (e.g. a limb may have at least one reference member or at least one other limb attached to it). Preferably, a resiliently deformable limb is sufficiently stiff so that when it is held horizontally it deforms by no more than 0.25 mm, more preferably no more than 0.2 mm and especially preferably no more than 0.1 mm.

Preferably, a resiliently deformable limb is hollow along its longitudinal axis. Preferably, the ratio of the outer diameter of the resiliently deformable limb to its inner diameter is no more than 5:4, more preferably no more than 3:2, especially preferably no more than 1:1, and even more preferably no more than 3:1.
A resiliently deformable limb can be made of any material having the aforesaid properties. Preferably, a limb is made from a damped elastomer material having the aforesaid properties. More preferably, a limb is made from a shape memory alloy having the aforesaid properties. Especially preferably, a limb is made from a tightly wound helical spring having the aforesaid properties, especially in which each turn of wire abuts the previous turn of wire, when not deformed. Preferably the abutting surfaces of the wire are flat. More preferably, all the surfaces of the wire are flat. Preferably, the cross-sectional shape of the wire is rectangular. More preferably, the cross-sectional shape of the wire is square. Preferably, the ratio of the depth of the wire to the width of the wire is no more than 3:1, more preferably no more than 2:1, and especially preferably no more than 1:1. Preferably, the ratio of the width of the wire to the depth of the wire is no more than 2:1, more preferably no more than 3:1 and more preferably no more than 4:1.

Preferably, the wire of the tightly wound helical spring will be made of stainless steel. However, the wire of the tightly wound helical spring may be any material for fulfilling the aforesaid requirements of a resiliently deformable limb.

Where the support comprises a plurality of limbs, one of the limbs of the support member may be rigid. Further, more than one of the limbs of the support member can be rigid. Preferably, a rigid limb is sufficiently stiff so that it does not deform significantly upon the application of an external force. Preferably, a rigid limb is made from stainless steel. However, any material suitable for use during surgical procedures, which when formed into a limb having the aforesaid requirements, can be used.

The number and arrangement of limbs and reference members of a bone marker will depend on requirements of the IGS system used. The support of the present invention can have at least one reference member, or two reference members attached to it, or more. Preferably, there will be three reference members. Preferably, the reference members are arranged to be co-planar. Preferably, the reference members are arranged to define two planes of reference, perpendicular to each other. Preferably, the reference members are arranged to define three planes of reference. Suitable arrangements of reference members for use in IGS systems, such as star arrangements, are well known to a person of ordinary
skill in the art and therefore a detailed discussion of such systems is not included within this description so as not to obscure the present invention.

Preferably the reference members are detectable by an IGS system. Preferably, the reference members can be detected by the IGS system wirelessly.

Preferably, the reference members are active members. Preferably, the active members transmit a signal to the IGS system. Preferably the active members broadcast the signal to be detected by the IGS system. Preferably, the signal is an ultrasonic signal. Preferably, the signal is an infrared signal. Preferably, the signal is a radiowave signal. Preferably, the active members continuously transmit a signal. Preferably, the active members transmit a signal at regular intervals. Preferably, the size of an active member is about 40×40×5 mm.

Preferably, the reference members are passive members. Preferably, the reference members reflect a signal transmitted by the IGS system, and the IGS system detects the reflected signal. Preferably, the signal is an ultrasonic signal. Preferably, the signal is an infrared signal. Preferably, the signal is a radiowave signal. Preferably, the reference members are spherical members. Preferably, the reference members are made of any material suitable for reflecting the any of the aforementioned signals. Preferably, the size of a passive member is about 100×100×5 mm. More preferably, the size of a passive member is generally 10×10×5 mm.

Suitable reference members, their materials, and methods for detecting and calculating their location, for use in IGS systems are well known to a person of ordinary skill in the art and therefore a detailed discussion of such systems is not within this description so as not to obscure the present invention.

Preferably, the height of the bone marker is no smaller than 15 cm, more preferably no smaller than 10 cm, especially no smaller than 5 cm. Preferably, the height of the bone marker is no greater than 20 cm, more preferably no greater than 15 cm, especially no greater than 10 cm.
Preferably, the width of the bone marker at its widest point is no smaller than 1 cm, more preferably no smaller than 5 cm, and especially no smaller than 10 cm. Preferably the width of the bone marker at its widest point is no greater than 15 cm, more preferably no greater than 10 cm, and especially no greater than 5 cm.

An embodiment of the invention will now be described, by way of example only, and with reference to the accompanying drawings, in which:

Figure 1 shows a front view of a bone marker according to one embodiment of the present invention.

Figure 2 shows a front view of a bone marker according to a first embodiment of the present invention, illustrating the flexibility of the bone marker.

Figure 3 shows front view of a bone marker according to a second embodiment of the present invention.

Referring now to the drawings, figure 1 shows a bone marker designated generally by reference 1 for use in an IGS system (not shown). Bone marker 1 comprises an anchor 2 and a support 3 removably attached to each other.

Anchor 2 comprises a fixation member 4 for anchoring the bone marker in a bone (not shown) and an adjustable mechanical coupling 5. The adjustable mechanical coupling is removably attached to the fixation member 4.

Fixation member 4 has a first cylindrical shaft 7 having a first end comprising a number of sharp projections 6, for securing onto the bone and a second end, distal to the first end. Fixation member 4 has a second cylindrical shaft 9 having a greater diameter than the diameter than the first shaft 7. A frustoconical portion 8 tapered outwardly from the second end of first shaft 7 to a first end of second shaft 9, connects the first shaft 7 to the second shaft 9.
Adjustable mechanical coupling 5 comprises a first screw 10 for attaching the adjustable mechanical coupling 5 to the fixation member 4. The first screw 10 has a threaded shank (not shown) receivable by a socket in the second cylindrical shaft 9, and a head 11 for fastening the screw 10 into shaft 9. An adjustable arm 12, extending perpendicular to the longitudinal axis of the fixation member 4, is attached to head 11 at a first end, so as to be rotatable about the head 11. The adjustable arm 12 can be locked into position by tightening screw 13. A shaft 15, extending parallel to the longitudinal axis of the fixation member 4 is attached to a second end of adjustable arm 12 so as to be rotatable about the second end of the adjustable arm. A nut 14, which is rotatable independently of the shaft 15, is provided for locking the shaft 15 into position. The shaft 15 has a head 16 fixed to end of the shaft 15 distal to the end attached to the adjustable arm 12. Head 16 has a first end for receiving a screw 17. Screw 17 has a mechanism for releasably securing the support 3. Screw 17 can be loosened and tightened by rotation of screw head 18 located at a first end of screw 17. Screw 17 has a plurality of teeth located at a second end, distal to the first end, of screw 17, which interlock with a plurality of teeth located on the first end of head 16. Therefore, when screw head 18 is loosened, screw 17 can be rotated about an axis parallel to the length of the screw, and locked into position by tightening screw head 18.

Support 3 of the bone marker 1 comprises leg limb 20 and a body part 21. Leg 20 and body part 21 are permanently attached to each other.

Leg 20 is resiliently deformable. Leg 20 comprises a tightly wound helical spring member 22, having a number of successive abutting turns of wire made of a material such as stainless steel. The spring member 22 allows for extremely flexible movement away from its axis when an external force is applied, but returns very quickly to its original position once the force has been removed. The spring member 22 has a first end which is removably fixable in the adjustable mechanical coupling 5, by insertion into releasable screw 17. Spring member 22 has a second end, distal to the first end, permanently attached to body 21.
Body part 21 comprises two rigid short arm limbs 23 and one rigid long arm limb 24 arranged in a 'T' formation. Leg 20 is attached to the body 21 at the intersection of the arms limbs 23, 24. The arms 23, 24 are made from a single component of stainless steel.

Reference members 25 are permanently attached to the end of each of the short and long arm limbs 23, 24. Reference members 25 are detectable by an IGS system for use in calculation of the location of the bone marker.

Once the bone marker 1 has been anchored into the bone, the IGS system will be calibrated so that the location of the reference members 25 relative to a predetermined site on a patient's bone can be registered. Once the relative position between the reference members 25 and the bone site has been registered, it is possible to determine the location of the bone site by knowing the location of the reference members only, even after movement of the bone. This allows, for example surgical apparatus to be accurately navigated to the bone site, to operate on the bone site, even if the bone has been moved.

As illustrated in figure 2, which shows the bone marker 1 of figure 1, leg 20 will deform if the bone marker 1 is knocked during use in surgery. Therefore, leg 20 will absorb some of the force applied to the bone marker 1, thereby reducing the force applied at the anchor point in the bone.

Figure 3 illustrates a second bone marker designated generally by reference 10, according to a second embodiment of the present invention. Equivalent parts of this bone marker 10 and the bone marker 1 of figures 1 and 2 have equivalent reference numerals.

Bone marker 10 comprises an anchor 2 and a support 3. Support 3 comprises a leg limb 20 and a body part 21. Unlike the bone marker of figure 2, leg 20 is a non-flexible member 27, made of a rigid material such as stainless steel. Further, the short arms limbs 23 and long arm limb 24 each comprise a separate tightly wound helical spring member designated by references 28, 29 and 30. Each of the spring members 28, 29 and 30 allow for extremely flexible movement away from their axes when an external force is applied to them, but return very quickly to their original position once the force has been removed.
As illustrated in figure 3, the short arm limbs 23 and long arm limbs 24 will deform if they are knocked during use in surgery. Therefore, the arms 23 and 24 will absorb some of the force applied to the bone marker 1, thereby reducing the force applied at the anchor point in the bone.
CLAIMS:

1. A bone marker for use in image guided surgery, comprising a support having an anchor mechanism for anchoring the support in a bone, the bone marker further comprising at least one reference member detectable by an image guided system, the at least one reference member being attached to the support, in which the support comprises at least one limb which is resiliently deformable.

2. A bone marker as claimed in claim 1, in which the support further comprises at least one limb which is rigid.

3. A bone marker as claimed in claim 1, in which a resiliently deformable limb comprises a tightly wound helical spring.

4. A bone marker as claimed in claim 3, in which the abutting surfaces of the wire are flat.

5. A bone marker as claimed in claim 1, in which a resiliently deformable limb is made from a damped elastomer.

6. A bone marker as claimed in claim 1, in which a resiliently deformable limb is made from a shape memory alloy.

7. A bone marker as claimed in claim 1, in which the ratio of the outer diameter of a resiliently deformable limb to its inner diameter is at most 3:1.

8. A bone marker as claimed in claim 1, in which the anchor mechanism comprises at least one fixation member for anchoring the bone marker in the bone, and a coupling member for coupling the support to the fixation member.

9. A bone marker as claimed in claim 8, in which the coupling member is adjustable to allow rotation of the support about the fixation member.
10. A bone marker as claimed in claim 8, in which the at least one fixation member is a threaded screw.

11. A bone marker as claimed in claim 10, in which the diameter of the threaded screw is not more than about 2 mm.

12. A bone marker as claimed in claim 1, in which the reference members transmit signals.

13. A bone marker as claimed in claim 1, in which the reference members reflect signals.

14. An image guided surgery system which comprises:
   a. a bone marker as claimed in any of the preceding claims,
   b. a processing system for calculating the position of the reference members and a location on the bone relative to the position of the reference members,
   c. an actuation system for moving an apparatus to a location calculated by the processing system.
**INTERNATIONAL SEARCH REPORT**

**A. CLASSIFICATION OF SUBJECT MATTER**

IPC 7 A61B19/00

According to International Patent Classification (IPC) or to both national classification and IPC

**B. FIELDS SEARCHED**

Minimum documentation searched (classification system followed by classification symbols)

IPC 7 A61B

Documentation searched other than minimum documentation to the extent that such documents are included in the fields searched

Electronic database consulted during the international search (name of database and, where practical, search terms used)

EPO-Internal

**C. DOCUMENTS CONSIDERED TO BE RELEVANT**

<table>
<thead>
<tr>
<th>Category</th>
<th>Citation of document, with indication, where appropriate, of the relevant passages</th>
<th>Relevant to claim No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>A</td>
<td>US 2002/107518 A1 (BRUNDOBLER MATTHIAS ET AL) 8 August 2002 (2002-08-08) paragraph '0021! - paragraph '0024!; figures 1,2</td>
<td>1</td>
</tr>
<tr>
<td>A</td>
<td>US 6 161 032 A (ACKER DAVID E) 12 December 2000 (2000-12-12) column 13, line 27 - line 48; figure 6</td>
<td>1</td>
</tr>
<tr>
<td>A</td>
<td>US 2003/153829 A1 (APGAR MARK EDWARD ET AL) 14 August 2003 (2003-08-14) paragraph '0046! - paragraph '0049!; figures 4,5</td>
<td>1</td>
</tr>
</tbody>
</table>

Further documents are listed in the continuation of box C.

**Patent family members are listed in annex.**

- **A** document defining the general state of the art which is not considered to be of particular relevance
- **E** earlier document but published on or after the international filing date
- **L** document which may throw doubts on priority claim(s) or which is cited to establish the publication date of another citation or other special reason (as specified)
- **O** document referring to an oral disclosure, use, exhibition or other means
- **P** document published prior to the international filing date but later than the priority date claimed

**Date of the actual completion of the international search**

11 November 2004

**Date of mailing of the international search report**

18/11/2004

**Name and mailing address of the ISA**

European Patent Office, P.O. 5618 Patentlaan 2 NL - 2280 HV Rijswijk
Tel. (+31-70) 340-2040, Tx. 31 651 epos nl, Fax: (+31-70) 340-3016

Authorized officer

Moers, R

Form PCT/ISA/210 (second sheet) (January 2004)
<table>
<thead>
<tr>
<th>Patent document called in search report</th>
<th>Publication date</th>
<th>Patent family member(s)</th>
<th>Publication date</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td>DE 20103416 U1</td>
<td>05-07-2001</td>
</tr>
<tr>
<td></td>
<td></td>
<td>US 2002068942 A1</td>
<td>06-06-2002</td>
</tr>
<tr>
<td>US 6161032 A</td>
<td>12-12-2000</td>
<td>AU 3197699 A</td>
<td>18-10-1999</td>
</tr>
<tr>
<td></td>
<td></td>
<td>CA 2325540 A1</td>
<td>07-10-1999</td>
</tr>
<tr>
<td></td>
<td></td>
<td>JP 2002509749 T</td>
<td>02-04-2002</td>
</tr>
<tr>
<td></td>
<td></td>
<td>WO 9949783 A1</td>
<td>07-10-1999</td>
</tr>
<tr>
<td></td>
<td></td>
<td>US 2004097952 A1</td>
<td>20-05-2004</td>
</tr>
</tbody>
</table>